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LABORATORY ANALYTICAL RESULTS 
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September 20, 2019

ICON Environmental Services

Greg Miller

Dear Greg Miller:

RE: Grand River Levert/9326-025-0100 Order No.: 19081522

FAX (225) 344-6654

TEL: (225) 344-8490

2049 Commercial Drive

Port Allen, LA 70767

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions Element Lafayette conducted the analysis shown on the 

following pages on samples submitted by your company.  The results related only to the items 

tested.  Unless otherwise noted, all analyses were conducted using EPA approved 

methodologies and all test results meet all requirements of TNI. All relevant sampling 

information is on the attached Chain-of-Custody form.

All soil data, except for 29-B, are on a wet-weight basis unless otherwise indicated in the units 

field as –dry.

LELAP Certification No.:  01997. TCEQ Certification No.: T104704261. LDHH Certification 

No.:  LA180028. ISDH Certification No.: C-LA-01. A scope of accredited parameters is 

available upon request. A "#" by the test method or analyte indicates this parameter is outside 

the scope of accreditation.

Estimated uncertainty is available upon request. This report shall not be reproduced except in 

full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Element Materials Technology Lafayette received 16 sample(s) on 8/30/2019 for the analyses 

presented in the following report.

Page 1 of 61

August Levert_BP Plan_000241



Project: Grand River Levert/9326-025-0100

CLIENT: ICON Environmental Services

9/20/2019

Case Narrative

19081522

Date:

WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 

analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 

duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 

a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 

a quality control check for each analytical batch. When the matrix QC data is not available due to 

insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch is 

determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 

section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 

data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 

page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 

data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 

summary page(s).
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-1 (0-2')

Collection Date: 8/29/2019 11:00:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-001

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 156.5

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 11.31

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 13.66

HEM, OIL & GREASE SW9071B Analyst: BXL

HEM, Oil & Grease 9/4/2019 10:21:00 AM0.05 % dry wt 19.36

NOTES:

Note - Constant weight could not be attained for the Oil & Grease residue in the sample analysis.

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 15.40

Soluble Calcium 9/13/20190.02 meq/L 12.59

Soluble Magnesium 9/13/20190.05 meq/L 11.32

Soluble Sodium 9/13/20190.25 meq/L 17.54

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: ABSW3550C

TPH (Diesel Range) 9/9/2019 11:11:00 PM1,000 mg/Kg 2014,000

TPH (Oil Range) 9/9/2019 11:11:00 PM1,000 mg/Kg 2016,400

    Surr: 4-Terphenyl-d14 SD 9/9/2019 11:11:00 PM33 - 152 %Rec 200

NOTES:

SD - Surrogate diluted out due to dilution.

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 7:36:39 AM0.107 mg/Kg-dry 1< 0.107

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-1 (0-2')

Collection Date: 8/29/2019 11:00:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-001

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 6:23:50 PM1.93 mg/Kg-dry 15.90

Barium 9/12/2019 6:33:59 PM9.67 mg/Kg-dry 10228

Cadmium 9/12/2019 6:23:50 PM0.484 mg/Kg-dry 10.658

Chromium 9/12/2019 6:23:50 PM0.967 mg/Kg-dry 117.9

Lead 9/12/2019 6:23:50 PM0.967 mg/Kg-dry 121.5

Selenium 9/12/2019 6:23:50 PM3.87 mg/Kg-dry 1< 3.87

Strontium 9/12/2019 6:33:59 PM9.67 mg/Kg-dry 10251

Zinc 9/12/2019 6:23:50 PM0.967 mg/Kg-dry 180.3

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 9:51:56 PM47.2 mg/Kg-dry 1539

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 145.7

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-1 (2-4')

Collection Date: 8/29/2019 11:05:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-002

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 155.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 11.55

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 18.85

HEM, OIL & GREASE SW9071B Analyst: BXL

HEM, Oil & Grease 9/4/2019 10:21:00 AM0.05 % dry wt 10.16

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio * 9/13/20190.10 113.0

Soluble Calcium 9/13/20190.02 meq/L 11.03

Soluble Magnesium 9/13/20190.05 meq/L 10.52

Soluble Sodium 9/13/20190.25 meq/L 111.4

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: ABSW3550C

TPH (Diesel Range) 9/10/2019 2:44:00 AM50.0 mg/Kg 1103

TPH (Oil Range) 9/10/2019 2:44:00 AM50.0 mg/Kg 1139

    Surr: 4-Terphenyl-d14 9/10/2019 2:44:00 AM33 - 152 %Rec 1111

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 7:38:57 AM0.0996 mg/Kg-dry 1< 0.0996

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-1 (2-4')

Collection Date: 8/29/2019 11:05:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-002

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 6:47:26 PM1.98 mg/Kg-dry 18.61

Barium 9/12/2019 6:44:02 PM9.89 mg/Kg-dry 10345

Cadmium 9/12/2019 6:47:26 PM0.494 mg/Kg-dry 10.633

Chromium 9/12/2019 6:47:26 PM0.989 mg/Kg-dry 121.0

Lead 9/12/2019 6:47:26 PM0.989 mg/Kg-dry 117.2

Selenium 9/12/2019 6:47:26 PM3.96 mg/Kg-dry 1< 3.96

Strontium 9/12/2019 6:44:02 PM9.89 mg/Kg-dry 10262

Zinc 9/12/2019 6:47:26 PM0.989 mg/Kg-dry 171.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/19/2019 10:52:16 PM47.7 mg/Kg-dry 1573

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 137.7

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 6 of 61

August Levert_BP Plan_000246



Project: Grand River Levert/9326-025-0100

Client Sample ID HA-2 (0-2')

Collection Date: 8/29/2019 1:15:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-003

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 135.7

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 10.94

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 11.62

HEM, OIL & GREASE SW9071B Analyst: BXL

HEM, Oil & Grease 9/4/2019 10:21:00 AM0.05 % dry wt 112.4

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 13.01

Soluble Calcium 9/13/20190.02 meq/L 13.15

Soluble Magnesium 9/13/20190.05 meq/L 11.30

Soluble Sodium 9/13/20190.25 meq/L 14.49

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: ABSW3550C

TPH (Diesel Range) 9/9/2019 11:28:00 PM1,000 mg/Kg 2013,900

TPH (Oil Range) 9/9/2019 11:28:00 PM1,000 mg/Kg 2016,600

    Surr: 4-Terphenyl-d14 SD 9/9/2019 11:28:00 PM33 - 152 %Rec 200

NOTES:

SD - Surrogate diluted out due to dilution.

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 7:41:15 AM0.107 mg/Kg-dry 12.08

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-2 (0-2')

Collection Date: 8/29/2019 1:15:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-003

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic * 9/12/2019 6:50:37 PM1.85 mg/Kg-dry 123.4

Barium 9/12/2019 6:53:57 PM9.23 mg/Kg-dry 103,630

Cadmium 9/12/2019 6:50:37 PM0.462 mg/Kg-dry 17.52

Chromium 9/12/2019 6:53:57 PM9.23 mg/Kg-dry 10435

Lead * 9/12/2019 6:53:57 PM9.23 mg/Kg-dry 10707

Selenium 9/12/2019 6:50:37 PM3.69 mg/Kg-dry 1< 3.69

Strontium 9/12/2019 6:53:57 PM9.23 mg/Kg-dry 10336

Zinc * 9/12/2019 6:53:57 PM9.23 mg/Kg-dry 101,350

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium * 9/12/2019 10:06:27 PM48.7 mg/Kg-dry 1265,000

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 142.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-2 (2-4')

Collection Date: 8/29/2019 1:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-004

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 165.5

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 11.46

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 18.11

HEM, OIL & GREASE SW9071B Analyst: BXL

HEM, Oil & Grease 9/4/2019 10:21:00 AM0.05 % dry wt 12.13

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 110.8

Soluble Calcium 9/13/20190.02 meq/L 11.44

Soluble Magnesium 9/13/20190.05 meq/L 10.72

Soluble Sodium 9/13/20190.25 meq/L 111.2

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: ABSW3550C

TPH (Diesel Range) 9/9/2019 11:44:00 PM250 mg/Kg 51,800

TPH (Oil Range) 9/9/2019 11:44:00 PM250 mg/Kg 52,330

    Surr: 4-Terphenyl-d14 SD 9/9/2019 11:44:00 PM33 - 152 %Rec 50

NOTES:

SD - Surrogate diluted out due to dilution.

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 7:43:54 AM0.0984 mg/Kg-dry 1< 0.0984

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-2 (2-4')

Collection Date: 8/29/2019 1:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-004

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 7:05:44 PM1.92 mg/Kg-dry 17.57

Barium 9/12/2019 7:09:00 PM9.62 mg/Kg-dry 101,030

Cadmium 9/12/2019 7:05:44 PM0.481 mg/Kg-dry 10.741

Chromium 9/12/2019 7:05:44 PM0.962 mg/Kg-dry 119.8

Lead 9/12/2019 7:05:44 PM0.962 mg/Kg-dry 120.5

Selenium 9/12/2019 7:05:44 PM3.85 mg/Kg-dry 1< 3.85

Strontium 9/12/2019 7:09:00 PM9.62 mg/Kg-dry 10263

Zinc 9/12/2019 7:05:44 PM0.962 mg/Kg-dry 167.5

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:19:21 PM48.4 mg/Kg-dry 13,900

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 148.4

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-3 (0-2')

Collection Date: 8/29/2019 2:40:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-005

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 164.2

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 10.56

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 11.89

HEM, OIL & GREASE SW9071B Analyst: BXL

HEM, Oil & Grease 9/4/2019 10:21:00 AM0.05 % dry wt 10.11

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 12.65

Soluble Calcium 9/13/20190.02 meq/L 11.59

Soluble Magnesium 9/13/20190.05 meq/L 10.75

Soluble Sodium 9/13/20190.25 meq/L 12.87

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: ABSW3550C

TPH (Diesel Range) 9/10/2019 3:01:00 AM50.0 mg/Kg 1101

TPH (Oil Range) 9/10/2019 3:01:00 AM50.0 mg/Kg 1199

    Surr: 4-Terphenyl-d14 9/10/2019 3:01:00 AM33 - 152 %Rec 199.6

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 7:46:33 AM0.109 mg/Kg-dry 10.135

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-3 (0-2')

Collection Date: 8/29/2019 2:40:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-005

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic * 9/12/2019 7:12:42 PM1.95 mg/Kg-dry 113.8

Barium 9/12/2019 7:12:42 PM0.973 mg/Kg-dry 14,250

Cadmium 9/12/2019 7:12:42 PM0.486 mg/Kg-dry 10.817

Chromium 9/12/2019 7:12:42 PM0.973 mg/Kg-dry 133.1

Lead 9/12/2019 7:12:42 PM0.973 mg/Kg-dry 147.2

Selenium 9/12/2019 7:12:42 PM3.89 mg/Kg-dry 1< 3.89

Strontium 9/12/2019 7:12:42 PM0.973 mg/Kg-dry 1175

Zinc 9/12/2019 7:12:42 PM0.973 mg/Kg-dry 190.5

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/19/2019 11:13:11 PM45.9 mg/Kg-dry 116,700

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 137.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-3 (2-4')

Collection Date: 8/29/2019 2:45:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-006

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 156.7

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 11.66

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 17.67

HEM, OIL & GREASE SW9071B Analyst: BXL

HEM, Oil & Grease 9/4/2019 10:21:00 AM0.05 % dry wt 10.60

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 18.27

Soluble Calcium 9/13/20190.02 meq/L 12.34

Soluble Magnesium 9/13/20190.05 meq/L 11.15

Soluble Sodium 9/13/20190.25 meq/L 110.9

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: ABSW3550C

TPH (Diesel Range) 9/10/2019 3:17:00 AM50.0 mg/Kg 1109

TPH (Oil Range) 9/10/2019 3:17:00 AM50.0 mg/Kg 1152

    Surr: 4-Terphenyl-d14 9/10/2019 3:17:00 AM33 - 152 %Rec 1114

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 7:49:13 AM0.107 mg/Kg-dry 1< 0.107

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-3 (2-4')

Collection Date: 8/29/2019 2:45:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-006

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 7:16:14 PM1.82 mg/Kg-dry 14.62

Barium 9/12/2019 7:16:14 PM0.912 mg/Kg-dry 1951

Cadmium 9/12/2019 7:16:14 PM0.456 mg/Kg-dry 1< 0.456

Chromium 9/12/2019 7:16:14 PM0.912 mg/Kg-dry 117.1

Lead 9/12/2019 7:16:14 PM0.912 mg/Kg-dry 118.5

Selenium 9/12/2019 7:16:14 PM3.65 mg/Kg-dry 1< 3.65

Strontium 9/12/2019 7:16:14 PM0.912 mg/Kg-dry 179.5

Zinc 9/12/2019 7:16:14 PM0.912 mg/Kg-dry 169.9

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:26:18 PM49.7 mg/Kg-dry 12,260

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 138.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-3 (4-6')

Collection Date: 8/29/2019 2:50:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-007

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 150.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 12.83

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 113.8

HEM, OIL & GREASE SW9071B Analyst: BXL

HEM, Oil & Grease 9/4/2019 10:21:00 AM0.05 % dry wt 10.09

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio * 9/13/20190.10 115.1

Soluble Calcium 9/13/20190.02 meq/L 12.46

Soluble Magnesium 9/13/20190.05 meq/L 11.28

Soluble Sodium 9/13/20190.25 meq/L 120.6

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: ABSW3550C

TPH (Diesel Range) 9/10/2019 3:34:00 AM50.0 mg/Kg 1< 50.0

TPH (Oil Range) 9/10/2019 3:34:00 AM50.0 mg/Kg 161.4

    Surr: 4-Terphenyl-d14 9/10/2019 3:34:00 AM33 - 152 %Rec 1148

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 8:45:28 AM0.105 mg/Kg-dry 1< 0.105

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-3 (4-6')

Collection Date: 8/29/2019 2:50:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-007

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 7:19:44 PM1.82 mg/Kg-dry 14.40

Barium 9/12/2019 7:19:44 PM0.910 mg/Kg-dry 1314

Cadmium 9/12/2019 7:19:44 PM0.455 mg/Kg-dry 10.501

Chromium 9/12/2019 7:19:44 PM0.910 mg/Kg-dry 118.5

Lead 9/12/2019 7:19:44 PM0.910 mg/Kg-dry 117.9

Selenium 9/12/2019 7:19:44 PM3.64 mg/Kg-dry 1< 3.64

Strontium 9/12/2019 7:19:44 PM0.910 mg/Kg-dry 161.0

Zinc 9/12/2019 7:19:44 PM0.910 mg/Kg-dry 172.6

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:29:41 PM48.3 mg/Kg-dry 1490

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 137.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-3 (6-8')

Collection Date: 8/29/2019 2:55:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-008

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 152.8

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 13.62

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 111.0

HEM, OIL & GREASE SW9071B Analyst: BXL

HEM, Oil & Grease 9/4/2019 10:21:00 AM0.05 % dry wt 10.07

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio * 9/13/20190.10 112.9

Soluble Calcium 9/13/20190.02 meq/L 14.48

Soluble Magnesium 9/13/20190.05 meq/L 12.54

Soluble Sodium 9/13/20190.25 meq/L 124.2

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: ABSW3550C

TPH (Diesel Range) 9/10/2019 3:50:00 AM50.0 mg/Kg 1145

TPH (Oil Range) 9/10/2019 3:50:00 AM50.0 mg/Kg 1110

    Surr: 4-Terphenyl-d14 9/10/2019 3:50:00 AM33 - 152 %Rec 1121

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 8:47:47 AM0.101 mg/Kg-dry 1< 0.101

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-3 (6-8')

Collection Date: 8/29/2019 2:55:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-008

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 9/12/2019 10:33:31 AM5.00 mg/L 20321

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 7:23:44 PM1.85 mg/Kg-dry 18.77

Barium 9/12/2019 7:23:44 PM0.925 mg/Kg-dry 1535

Cadmium 9/12/2019 7:23:44 PM0.462 mg/Kg-dry 10.546

Chromium 9/12/2019 7:23:44 PM0.925 mg/Kg-dry 117.6

Lead 9/12/2019 7:23:44 PM0.925 mg/Kg-dry 115.8

Selenium 9/12/2019 7:23:44 PM3.70 mg/Kg-dry 1< 3.70

Strontium 9/12/2019 7:23:44 PM0.925 mg/Kg-dry 156.5

Zinc 9/12/2019 7:23:44 PM0.925 mg/Kg-dry 164.8

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:33:34 PM46.4 mg/Kg-dry 1821

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 137.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 18 of 61

August Levert_BP Plan_000258



Project: Grand River Levert/9326-025-0100

Client Sample ID HA-4 (0-2')

Collection Date: 8/30/2019 10:25:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-009

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 144.1

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 10.57

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 11.15

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 10.85

Soluble Calcium 9/13/20190.02 meq/L 14.10

Soluble Magnesium 9/13/20190.05 meq/L 10.62

Soluble Sodium 9/13/20190.25 meq/L 11.30

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 8:57:47 AM0.108 mg/Kg-dry 1< 0.108

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic * 9/12/2019 7:26:56 PM1.86 mg/Kg-dry 112.1

Barium 9/12/2019 7:30:18 PM9.28 mg/Kg-dry 10384

Cadmium 9/12/2019 7:26:56 PM0.464 mg/Kg-dry 10.770

Chromium 9/12/2019 7:26:56 PM0.928 mg/Kg-dry 112.7

Lead 9/12/2019 7:26:56 PM0.928 mg/Kg-dry 113.9

Selenium 9/12/2019 7:26:56 PM3.71 mg/Kg-dry 1< 3.71

Strontium 9/12/2019 7:30:18 PM9.28 mg/Kg-dry 10372

Zinc 9/12/2019 7:30:18 PM9.28 mg/Kg-dry 10153

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-4 (0-2')

Collection Date: 8/30/2019 10:25:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-009

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:37:38 PM47.3 mg/Kg-dry 1754

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 121.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-4 (2-4')

Collection Date: 8/30/2019 10:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-010

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 148.6

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 13.67

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 111.3

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio * 9/13/20190.10 112.9

Soluble Calcium 9/13/20190.02 meq/L 15.96

Soluble Magnesium 9/13/20190.05 meq/L 12.61

Soluble Sodium 9/13/20190.25 meq/L 126.8

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 9:05:20 AM0.107 mg/Kg-dry 1< 0.107

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 7:33:50 PM1.95 mg/Kg-dry 18.67

Barium 9/12/2019 7:33:50 PM0.975 mg/Kg-dry 1236

Cadmium 9/12/2019 7:33:50 PM0.487 mg/Kg-dry 10.575

Chromium 9/12/2019 7:33:50 PM0.975 mg/Kg-dry 113.2

Lead 9/12/2019 7:33:50 PM0.975 mg/Kg-dry 113.7

Selenium 9/12/2019 7:33:50 PM3.90 mg/Kg-dry 1< 3.90

Strontium 9/12/2019 7:33:50 PM0.975 mg/Kg-dry 190.4

Zinc 9/12/2019 7:33:50 PM0.975 mg/Kg-dry 165.4

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-4 (2-4')

Collection Date: 8/30/2019 10:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-010

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:41:43 PM49.6 mg/Kg-dry 1408

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 130.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-4 (4-6')

Collection Date: 8/30/2019 10:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-011

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 133.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity * 9/10/2019 1:51:00 PM0.10 mmhos/cm 16.23

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 112.9

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio * 9/13/20190.10 115.5

Soluble Calcium 9/13/20190.02 meq/L 110.2

Soluble Magnesium 9/13/20190.05 meq/L 15.59

Soluble Sodium 9/13/20190.25 meq/L 143.7

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 9:07:39 AM0.104 mg/Kg-dry 1< 0.104

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 9/12/2019 10:47:14 AM12.5 mg/L 50352

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic * 9/12/2019 7:47:29 PM1.88 mg/Kg-dry 110.2

Barium 9/12/2019 7:47:29 PM0.938 mg/Kg-dry 1210

Cadmium 9/12/2019 7:47:29 PM0.469 mg/Kg-dry 10.544

Chromium 9/12/2019 7:47:29 PM0.938 mg/Kg-dry 111.8

Lead 9/12/2019 7:47:29 PM0.938 mg/Kg-dry 112.4

Selenium 9/12/2019 7:47:29 PM3.75 mg/Kg-dry 1< 3.75

Strontium 9/12/2019 7:47:29 PM0.938 mg/Kg-dry 152.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-4 (4-6')

Collection Date: 8/30/2019 10:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-011

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Zinc 9/12/2019 7:47:29 PM0.938 mg/Kg-dry 154.6

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:45:37 PM47.7 mg/Kg-dry 1285

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 128.0

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-4 (6-8')

Collection Date: 8/30/2019 10:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-012

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 151.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity * 9/10/2019 1:51:00 PM0.10 mmhos/cm 16.54

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 17.54

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 18.55

Soluble Calcium 9/13/20190.02 meq/L 117.9

Soluble Magnesium 9/13/20190.05 meq/L 110.1

Soluble Sodium 9/13/20190.25 meq/L 132.0

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 9:17:46 AM0.108 mg/Kg-dry 1< 0.108

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 9/12/2019 11:00:58 AM12.5 mg/L 50515

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 7:50:59 PM1.91 mg/Kg-dry 16.49

Barium 9/12/2019 7:50:59 PM0.957 mg/Kg-dry 1243

Cadmium 9/12/2019 7:50:59 PM0.478 mg/Kg-dry 10.794

Chromium 9/12/2019 7:50:59 PM0.957 mg/Kg-dry 119.2

Lead 9/12/2019 7:50:59 PM0.957 mg/Kg-dry 117.5

Selenium 9/12/2019 7:50:59 PM3.83 mg/Kg-dry 1< 3.83

Strontium 9/12/2019 7:50:59 PM0.957 mg/Kg-dry 154.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-4 (6-8')

Collection Date: 8/30/2019 10:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-012

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Zinc 9/12/2019 7:50:59 PM0.957 mg/Kg-dry 178.9

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:49:22 PM48.4 mg/Kg-dry 1431

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 134.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-5 (0-2')

Collection Date: 8/30/2019 11:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-013

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 159.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 12.94

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 14.74

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 15.94

Soluble Calcium 9/13/20190.02 meq/L 17.81

Soluble Magnesium 9/13/20190.05 meq/L 14.47

Soluble Sodium 9/13/20190.25 meq/L 114.7

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 9:20:04 AM0.106 mg/Kg-dry 1< 0.106

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 7:54:27 PM1.85 mg/Kg-dry 16.44

Barium 9/12/2019 7:54:27 PM0.927 mg/Kg-dry 1207

Cadmium 9/12/2019 7:54:27 PM0.463 mg/Kg-dry 10.528

Chromium 9/12/2019 7:54:27 PM0.927 mg/Kg-dry 119.7

Lead 9/12/2019 7:54:27 PM0.927 mg/Kg-dry 118.2

Selenium 9/12/2019 7:54:27 PM3.71 mg/Kg-dry 1< 3.71

Strontium 9/12/2019 7:54:27 PM0.927 mg/Kg-dry 160.2

Zinc 9/12/2019 7:54:27 PM0.927 mg/Kg-dry 182.2

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-5 (0-2')

Collection Date: 8/30/2019 11:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-013

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 10:53:18 PM48.5 mg/Kg-dry 1337

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 135.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-5 (2-4')

Collection Date: 8/30/2019 11:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-014

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 161.6

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 12.83

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 15.35

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 16.02

Soluble Calcium 9/13/20190.02 meq/L 17.28

Soluble Magnesium 9/13/20190.05 meq/L 14.06

Soluble Sodium 9/13/20190.25 meq/L 114.3

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 9:22:22 AM0.104 mg/Kg-dry 1< 0.104

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 7:57:56 PM1.96 mg/Kg-dry 16.09

Barium 9/12/2019 7:57:56 PM0.982 mg/Kg-dry 1263

Cadmium 9/12/2019 7:57:56 PM0.491 mg/Kg-dry 10.570

Chromium 9/12/2019 7:57:56 PM0.982 mg/Kg-dry 122.6

Lead 9/12/2019 7:57:56 PM0.982 mg/Kg-dry 117.6

Selenium 9/12/2019 7:57:56 PM3.93 mg/Kg-dry 1< 3.93

Strontium 9/12/2019 7:57:56 PM0.982 mg/Kg-dry 162.1

Zinc 9/12/2019 7:57:56 PM0.982 mg/Kg-dry 192.3

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-5 (2-4')

Collection Date: 8/30/2019 11:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-014

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 11:05:01 PM49.6 mg/Kg-dry 1425

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 133.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-5 (4-6')

Collection Date: 8/30/2019 11:45:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-015

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 156.6

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 9/10/2019 1:51:00 PM0.10 mmhos/cm 13.52

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 16.05

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 15.85

Soluble Calcium 9/13/20190.02 meq/L 19.80

Soluble Magnesium 9/13/20190.05 meq/L 15.37

Soluble Sodium 9/13/20190.25 meq/L 116.1

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 9:24:41 AM0.101 mg/Kg-dry 1< 0.101

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 9/12/2019 11:14:43 AM5.00 mg/L 20334

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 8:01:24 PM1.92 mg/Kg-dry 13.99

Barium 9/12/2019 8:01:24 PM0.960 mg/Kg-dry 1397

Cadmium 9/12/2019 8:01:24 PM0.480 mg/Kg-dry 10.519

Chromium 9/12/2019 8:01:24 PM0.960 mg/Kg-dry 120.1

Lead 9/12/2019 8:01:24 PM0.960 mg/Kg-dry 118.9

Selenium 9/12/2019 8:01:24 PM3.84 mg/Kg-dry 1< 3.84

Strontium 9/12/2019 8:01:24 PM0.960 mg/Kg-dry 164.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-5 (4-6')

Collection Date: 8/30/2019 11:45:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-015

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Zinc 9/12/2019 8:01:24 PM0.960 mg/Kg-dry 178.4

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 11:09:15 PM49.7 mg/Kg-dry 1892

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 135.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-5 (6-7')

Collection Date: 8/30/2019 11:50:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-016

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 9/13/20190.100 meq/100g 166.0

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity * 9/10/2019 1:51:00 PM0.10 mmhos/cm 16.12

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 9/13/20190.10 % 15.33

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 9/13/20190.10 16.37

Soluble Calcium 9/13/20190.02 meq/L 120.0

Soluble Magnesium 9/13/20190.05 meq/L 111.2

Soluble Sodium 9/13/20190.25 meq/L 125.2

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 9/10/2019 9:26:59 AM0.107 mg/Kg-dry 1< 0.107

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 9/12/2019 11:28:26 AM12.5 mg/L 50699

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 9/12/2019 8:04:50 PM1.89 mg/Kg-dry 18.22

Barium 9/12/2019 8:04:50 PM0.944 mg/Kg-dry 1267

Cadmium 9/12/2019 8:04:50 PM0.472 mg/Kg-dry 1< 0.472

Chromium 9/12/2019 8:04:50 PM0.944 mg/Kg-dry 118.1

Lead 9/12/2019 8:04:50 PM0.944 mg/Kg-dry 114.1

Selenium 9/12/2019 8:04:50 PM3.77 mg/Kg-dry 1< 3.77

Strontium 9/12/2019 8:04:50 PM0.944 mg/Kg-dry 168.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client Sample ID HA-5 (6-7')

Collection Date: 8/30/2019 11:50:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19081522-016

9/20/2019

Analytical Report

19081522

Date Reported

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Zinc 9/12/2019 8:04:50 PM0.944 mg/Kg-dry 166.5

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 9/12/2019 11:12:49 PM49.5 mg/Kg-dry 1402

PERCENT MOISTURE LDNR 29-B Analyst: ASR

Percent Moisture 9/3/2019 11:05:00 AM1.00 wt% 144.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31449

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-D31449

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/6/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 81826

SeqNo: 2050074

LCSSampType: TestCode: 8015_DO_S

SW3550C

TPH (Diesel Range) 100.0 83.2 63.4 10910.0 083.2

    Surr: 4-Terphenyl-d14 3.330 95.4 33 1523.18

Sample ID: LCSD-D31449

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/6/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS02

RunNo: 81826

SeqNo: 2050075

LCSDSampType: TestCode: 8015_DO_S

SW3550C

TPH (Diesel Range) 100.0 70.5 63.4 109 21.910.0 0 83.21 16.670.5

    Surr: 4-Terphenyl-d14 3.330 85.1 33 152 4002.83

Sample ID: MB-31449

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/6/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: PBS

RunNo: 81826

SeqNo: 2050078

MBLKSampType: TestCode: 8015_DO_S

SW3550C

TPH (Diesel Range) 10.0< 10.0

TPH (Oil Range) 10.0< 10.0

    Surr: 4-Terphenyl-d14 3.330 86.6 33 1522.88

Sample ID: 19081453-001BMS-M

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/9/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 81826

SeqNo: 2051673

MSSampType: TestCode: 8015_DO_S

SW3550C

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 35 of 61

August Levert_BP Plan_000275



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31449

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081453-001BMS-M

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/9/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 81826

SeqNo: 2051673

MSSampType: TestCode: 8015_DO_S

SW3550C

TPH (Oil Range) 100.0 -2,290 14.5 174 SD500 7,3505,060

    Surr: 4-Terphenyl-d14 3.330 0 33 152 SD0

Sample ID: 19081453-001BMSD-

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/9/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 81826

SeqNo: 2051674

MSDSampType: TestCode: 8015_DO_S

SW3550C

TPH (Oil Range) 100.0 -1,910 14.5 174 48.8 SD500 7,350 5,064 7.135,440

    Surr: 4-Terphenyl-d14 3.330 0 33 152 40 SD00

NOTES:

SD - Surrogate and matrix spike  diluted out due to dilution.

Sample ID: LCSD-M31449

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/9/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS02

RunNo: 81826

SeqNo: 2051694

LCSDSampType: TestCode: 8015_DO_S

SW3550C

TPH (Oil Range) 100.0 96.5 63.9 120 20.710.0 0 82.11 16.196.5

    Surr: 4-Terphenyl-d14 3.330 105 33 152 4003.51

Sample ID: LCS-M31449

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/9/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 81826

SeqNo: 2051695

LCSSampType: TestCode: 8015_DO_S

SW3550C

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 36 of 61

August Levert_BP Plan_000276



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31449

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-M31449

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/9/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 81826

SeqNo: 2051695

LCSSampType: TestCode: 8015_DO_S

SW3550C

TPH (Oil Range) 100.0 82.1 63.9 12010.0 082.1

    Surr: 4-Terphenyl-d14 3.330 101 33 1523.36

Sample ID: 19081453-001BMS-D

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/9/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 81826

SeqNo: 2051696

MSSampType: TestCode: 8015_DO_S

SW3550C

TPH (Diesel Range) 100.0 -3,820 23.4 123 SD500 8,8395,020

    Surr: 4-Terphenyl-d14 3.330 0 33 152 SD0

Sample ID: 19081453-001BMSD-

Batch ID: 31449 TestNo: SW8015B Analysis Date: 9/9/2019

Prep Date: 9/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 81826

SeqNo: 2051697

MSDSampType: TestCode: 8015_DO_S

SW3550C

TPH (Diesel Range) 100.0 -5,110 23.4 123 35.6 SD500 8,839 5,018 29.43,730

    Surr: 4-Terphenyl-d14 3.330 0 33 152 40 SD00

NOTES:

SD - Surrogate and matrix spike  diluted out due to dilution.

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 37 of 61

August Levert_BP Plan_000277



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31495

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31495

Batch ID: 31495 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 81873

SeqNo: 2051184

MBLKSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.100< 0.100

Sample ID: LCS-31495

Batch ID: 31495 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 81873

SeqNo: 2051185

LCSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 118 80 1200.100 00.985

Sample ID: LCSD-31495

Batch ID: 31495 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 81873

SeqNo: 2051186

LCSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 119 80 120 200.100 0 0.9848 0.8610.993

Sample ID: 19081451-001AMS

Batch ID: 31495 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 81873

SeqNo: 2051190

MSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8736 117 75 1250.105 0.041081.07

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 38 of 61

August Levert_BP Plan_000278



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31495

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081451-001AMSD

Batch ID: 31495 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 81873

SeqNo: 2051191

MSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8644 118 75 125 200.104 0.04108 1.066 0.2841.06

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 39 of 61

August Levert_BP Plan_000279



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31496

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31496

Batch ID: 31496 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 81873

SeqNo: 2051228

MBLKSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.100< 0.100

Sample ID: LCS-31496

Batch ID: 31496 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 81873

SeqNo: 2051229

LCSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 105 80 1200.100 00.876

Sample ID: LCSD-31496

Batch ID: 31496 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 81873

SeqNo: 2051230

LCSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 105 80 120 200.100 0 0.8764 0.1360.878

Sample ID: 19081522-009AMS

Batch ID: 31496 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: HA-4 (0-2')

RunNo: 81873

SeqNo: 2051232

MSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8895 107 75 1250.107 00.952

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 40 of 61

August Levert_BP Plan_000280



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31496

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081522-009AMSD

Batch ID: 31496 TestNo: 29B/SW7471 Analysis Date: 9/10/2019

Prep Date: 9/9/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: HA-4 (0-2')

RunNo: 81873

SeqNo: 2051233

MSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.9009 107 75 125 200.108 0 0.9519 1.610.967

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 41 of 61

August Levert_BP Plan_000281



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31505

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-31505

Batch ID: 31505 TestNo: SW6010B Analysis Date: 9/12/2019

Prep Date: 9/10/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 81981

SeqNo: 2053609

LCSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 104 80 1202.00 052.1

Barium 50.00 104 80 1201.00 052.2

Cadmium 50.00 103 80 1200.500 051.4

Chromium 50.00 103 80 1201.00 051.5

Lead 50.00 103 80 1201.00 051.6

Selenium 50.00 107 80 1204.00 053.4

Strontium 50.00 105 80 1201.00 052.5

Zinc 50.00 104 80 1201.00 052.0

Sample ID: LCSD-31505

Batch ID: 31505 TestNo: SW6010B Analysis Date: 9/12/2019

Prep Date: 9/10/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 81981

SeqNo: 2053610

LCSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 101 80 120 202.00 0 52.07 2.7350.7

Barium 50.00 104 80 120 201.00 0 52.25 0.28752.1

Cadmium 50.00 103 80 120 200.500 0 51.41 0.23351.5

Chromium 50.00 103 80 120 201.00 0 51.50 0.25251.6

Lead 50.00 102 80 120 201.00 0 51.57 0.89651.1

Selenium 50.00 107 80 120 204.00 0 53.44 0.11253.4

Strontium 50.00 105 80 120 201.00 0 52.49 0.076252.4

Zinc 50.00 104 80 120 201.00 0 52.02 0.42252.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 42 of 61

August Levert_BP Plan_000282



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31505

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31505

Batch ID: 31505 TestNo: SW6010B Analysis Date: 9/12/2019

Prep Date: 9/10/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 81981

SeqNo: 2053611

MBLKSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 2.00< 2.00

Barium 1.00< 1.00

Cadmium 0.500< 0.500

Chromium 1.00< 1.00

Lead 1.00< 1.00

Selenium 4.00< 4.00

Strontium 1.00< 1.00

Zinc 1.00< 1.00

Sample ID: 19081522-001AMS

Batch ID: 31505 TestNo: SW6010B Analysis Date: 9/12/2019

Prep Date: 9/10/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: HA-1 (0-2')

RunNo: 81981

SeqNo: 2053616

MSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.60 101 75 1251.98 5.90156.0

Cadmium 49.60 95.7 75 1250.496 0.657848.1

Chromium 49.60 116 75 1250.992 17.9375.5

Lead 49.60 100 75 1250.992 21.5371.2

Selenium 49.60 81.3 75 1253.97 040.3

Zinc 49.60 121 75 1250.992 80.26140

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 43 of 61

August Levert_BP Plan_000283



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31505

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081522-001AMSD

Batch ID: 31505 TestNo: SW6010B Analysis Date: 9/12/2019

Prep Date: 9/10/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: HA-1 (0-2')

RunNo: 81981

SeqNo: 2053617

MSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 46.07 96.1 75 125 201.84 5.901 56.02 11.050.2

Cadmium 46.07 93.3 75 125 200.461 0.6578 48.12 9.7643.6

Chromium 46.07 105 75 125 200.921 17.93 75.50 12.866.4

Lead 46.07 91.4 75 125 200.921 21.53 71.23 11.363.6

Selenium 46.07 75.3 75 125 203.69 0 40.31 14.934.7

Zinc 46.07 93.6 75 125 200.921 80.26 140.1 12.7123

Sample ID: 19081522-001AMS

Batch ID: 31505 TestNo: SW6010B Analysis Date: 9/12/2019

Prep Date: 9/10/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: HA-1 (0-2')

RunNo: 81981

SeqNo: 2053619

MSSampType: TestCode: 6010_S_29B

SW3050B

Barium 49.60 109 75 1259.92 228.3283

Strontium 49.60 135 75 125 S9.92 251.4319

Sample ID: 19081522-001AMSD

Batch ID: 31505 TestNo: SW6010B Analysis Date: 9/12/2019

Prep Date: 9/10/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: HA-1 (0-2')

RunNo: 81981

SeqNo: 2053620

MSDSampType: TestCode: 6010_S_29B

SW3050B

Barium 46.07 43.7 75 125 20 S9.21 228.3 282.5 12.9248

Strontium 46.07 70.9 75 125 20 S9.21 251.4 318.6 11.4284

NOTES:

S - Analyte concentration in native sample was too high for accurate spike recovery(ies). The method is in control as indicated by the laboratory control sample (LCS).

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 44 of 61

August Levert_BP Plan_000284



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31523

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31523

Batch ID: 31523 TestNo: LDNR 29-B Analysis Date: 9/12/2019

Prep Date: 9/11/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 81994

SeqNo: 2054019

MBLKSampType: TestCode: TTBA

True Total Barium 50.0< 50.0

Sample ID: LCS-31523

Batch ID: 31523 TestNo: LDNR 29-B Analysis Date: 9/12/2019

Prep Date: 9/11/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 81994

SeqNo: 2054020

LCSSampType: TestCode: TTBA

True Total Barium 10,000 99.6 75 12550.0 09,960

Sample ID: LCSD-31523

Batch ID: 31523 TestNo: LDNR 29-B Analysis Date: 9/12/2019

Prep Date: 9/11/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 81994

SeqNo: 2054021

LCSDSampType: TestCode: TTBA

True Total Barium 10,000 101 75 125 2050.0 0 9,960 1.2510,100

Sample ID: 19081522-001AMS

Batch ID: 31523 TestNo: LDNR 29-B Analysis Date: 9/12/2019

Prep Date: 9/11/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: HA-1 (0-2')

RunNo: 81994

SeqNo: 2054023

MSSampType: TestCode: TTBA

True Total Barium 9,497 103 75 12547.5 538.710,300

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 45 of 61

August Levert_BP Plan_000285



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31523

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081522-001AMSD

Batch ID: 31523 TestNo: LDNR 29-B Analysis Date: 9/12/2019

Prep Date: 9/11/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: HA-1 (0-2')

RunNo: 81994

SeqNo: 2054024

MSDSampType: TestCode: TTBA

True Total Barium 9,099 99.6 75 125 2045.5 538.7 10,280 6.809,600

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 46 of 61

August Levert_BP Plan_000286



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31540

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081522-010ADUP

Batch ID: 31540 TestNo: LDNR 29-B Analysis Date: 9/13/2019

Prep Date: 9/12/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: HA-4 (2-4')

RunNo: 82019

SeqNo: 2054526

DUPSampType: TestCode: SAR_S

LDNR 29-B

Sodium Adsorption Ratio 20 *0.10 12.94 0.4412.9

Soluble Calcium 200.02 5.96 1.015.90

Soluble Magnesium 200.05 2.61 0.062.61

Soluble Sodium 200.25 26.79 0.8026.6

Sample ID: 19090043-003ADUP

Batch ID: 31540 TestNo: LDNR 29-B Analysis Date: 9/13/2019

Prep Date: 9/12/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: ZZZZZZ

RunNo: 82019

SeqNo: 2054536

DUPSampType: TestCode: SAR_S

LDNR 29-B

Sodium Adsorption Ratio 20 *0.10 18.07 0.0218.1

Soluble Calcium 200.02 18.48 0.6218.4

Soluble Magnesium 200.05 7.46 0.647.41

Soluble Sodium 200.25 65.08 0.3364.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 47 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31551

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081522-010ADUP

Batch ID: 31551 TestNo: LDNR 29-B Analysis Date: 9/13/2019

Prep Date: 9/12/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: %

PQL

Client ID: HA-4 (2-4')

RunNo: 82038

SeqNo: 2055063

DUPSampType: TestCode: ESP_S

LDNR 29-B

Exchangeable Sodium % 200.10 11.33 1.4011.5

Sample ID: 19090043-003ADUP

Batch ID: 31551 TestNo: LDNR 29-B Analysis Date: 9/13/2019

Prep Date: 9/12/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: %

PQL

Client ID: ZZZZZZ

RunNo: 82038

SeqNo: 2055094

DUPSampType: TestCode: ESP_S

LDNR 29-B

Exchangeable Sodium % 20 *0.10 23.38 11.920.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 48 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31552

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081522-010ADUP

Batch ID: 31552 TestNo: LDNR 29-B Analysis Date: 9/13/2019

Prep Date: 9/12/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: HA-4 (2-4')

RunNo: 82038

SeqNo: 2055003

DUPSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 200.100 48.59 3.9150.5

Sample ID: lcs-31552

Batch ID: 31552 TestNo: LDNR 29-B Analysis Date: 9/13/2019

Prep Date: 9/12/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LCSS

RunNo: 82038

SeqNo: 2055010

LCSSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 25.00 86.1 76 1240.100 021.5

Sample ID: lcsd-31552

Batch ID: 31552 TestNo: LDNR 29-B Analysis Date: 9/13/2019

Prep Date: 9/12/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LCSS02

RunNo: 82038

SeqNo: 2055011

LCSDSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 25.00 83.4 76 124 200.100 0 21.53 3.2120.8

Sample ID: 19090043-003ADUP

Batch ID: 31552 TestNo: LDNR 29-B Analysis Date: 9/13/2019

Prep Date: 9/12/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: ZZZZZZ

RunNo: 82038

SeqNo: 2055050

DUPSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 200.100 21.22 7.7022.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 49 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31593

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31593

Batch ID: 31593 TestNo: LDNR 29-B Analysis Date: 9/19/2019

Prep Date: 9/18/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 82188

SeqNo: 2058271

MBLKSampType: TestCode: TTBA

True Total Barium 50.0< 50.0

Sample ID: LCS-31593

Batch ID: 31593 TestNo: LDNR 29-B Analysis Date: 9/19/2019

Prep Date: 9/18/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 82188

SeqNo: 2058272

LCSSampType: TestCode: TTBA

True Total Barium 10,000 102 75 12550.0 010,200

Sample ID: LCSD-31593

Batch ID: 31593 TestNo: LDNR 29-B Analysis Date: 9/19/2019

Prep Date: 9/18/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 82188

SeqNo: 2058273

LCSDSampType: TestCode: TTBA

True Total Barium 10,000 103 75 125 2050.0 0 10,230 0.68210,300

Sample ID: 19090514-001AMS

Batch ID: 31593 TestNo: LDNR 29-B Analysis Date: 9/20/2019

Prep Date: 9/18/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 82188

SeqNo: 2058294

MSSampType: TestCode: TTBA

True Total Barium 9,671 102 75 12548.4 1,41011,200

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 50 of 61

August Levert_BP Plan_000290



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: 31593

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19090514-001AMSD

Batch ID: 31593 TestNo: LDNR 29-B Analysis Date: 9/20/2019

Prep Date: 9/18/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 82188

SeqNo: 2058295

MSDSampType: TestCode: TTBA

True Total Barium 9,881 105 75 125 2049.4 1,410 11,240 4.7411,800

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 51 of 61

August Levert_BP Plan_000291



Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: R81713

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-R81713

Batch ID: R81713 TestNo: SW9071B Analysis Date: 9/4/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: PBS

RunNo: 81713

SeqNo: 2048710

MBLKSampType: TestCode: HEM_S

HEM, Oil & Grease 0.05< 0.05

Sample ID: LCS-R81713

Batch ID: R81713 TestNo: SW9071B Analysis Date: 9/4/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: LCSS

RunNo: 81713

SeqNo: 2048711

LCSSampType: TestCode: HEM_S

HEM, Oil & Grease 0.20 110 70 1300.05 00.22

Sample ID: LCSD-R81713

Batch ID: R81713 TestNo: SW9071B Analysis Date: 9/4/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: LCSS02

RunNo: 81713

SeqNo: 2048712

LCSDSampType: TestCode: HEM_S

HEM, Oil & Grease 0.20 107 70 130 400.05 0 0.22 2.530.21

Sample ID: 19081360-001AMS

Batch ID: R81713 TestNo: SW9071B Analysis Date: 9/4/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: ZZZZZZ

RunNo: 81713

SeqNo: 2048713

MSSampType: TestCode: HEM_S

HEM, Oil & Grease 0.23 107 70 1300.05 00.24

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 52 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: R81713

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081360-001ADUP

Batch ID: R81713 TestNo: SW9071B Analysis Date: 9/4/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: ZZZZZZ

RunNo: 81713

SeqNo: 2048714

DUPSampType: TestCode: HEM_S

HEM, Oil & Grease 400.05 0 0< 0.05

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 53 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: R81745

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19081522-010ADUP

Batch ID: R81745 TestNo: LDNR 29-B Analysis Date: 9/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: wt%

PQL

Client ID: HA-4 (2-4')

RunNo: 81745

SeqNo: 2047229

DUPSampType: TestCode: PMOIST

Percent Moisture 201.00 30.60 7.1128.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 54 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: R81891

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-R81891

Batch ID: R81891 TestNo: LDNR 29-B Analysis Date: 9/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: PBS

RunNo: 81891

SeqNo: 2051705

MBLKSampType: TestCode: EC_S

Electrical Conductivity 0.10< 0.10

Sample ID: LCS1-R81891

Batch ID: R81891 TestNo: LDNR 29-B Analysis Date: 9/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 81891

SeqNo: 2051706

LCS1SampType: TestCode: EC_S

Electrical Conductivity 0.38 104 90.07 109.90.10 00.40

Sample ID: LCS2-R81891

Batch ID: R81891 TestNo: LDNR 29-B Analysis Date: 9/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 81891

SeqNo: 2051707

LCS2SampType: TestCode: EC_S

Electrical Conductivity 53.00 93.8 90 1100.10 049.7

Sample ID: 19081522-010ADUP

Batch ID: R81891 TestNo: LDNR 29-B Analysis Date: 9/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: HA-4 (2-4')

RunNo: 81891

SeqNo: 2051718

DUPSampType: TestCode: EC_S

Electrical Conductivity 200.10 3.67 7.053.42

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 55 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: R81891

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19090043-003ADUP

Batch ID: R81891 TestNo: LDNR 29-B Analysis Date: 9/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 81891

SeqNo: 2051729

DUPSampType: TestCode: EC_S

Electrical Conductivity 20 *0.10 9.60 0.109.61

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 56 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: R81984

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MBLK

Batch ID: R81984 TestNo: SW9056A Analysis Date: 9/12/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 81984

SeqNo: 2053779

MBLKSampType: TestCode: 9056_LEACH

Chloride 0.250< 0.250

Sample ID: LCS

Batch ID: R81984 TestNo: SW9056A Analysis Date: 9/12/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 81984

SeqNo: 2053780

LCSSampType: TestCode: 9056_LEACH

Chloride 10.00 100 80 1200.250 010.0

Sample ID: LCSD

Batch ID: R81984 TestNo: SW9056A Analysis Date: 9/12/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 81984

SeqNo: 2053781

LCSDSampType: TestCode: 9056_LEACH

Chloride 10.00 100 80 120 150.250 0 10.01 0.050710.0

Sample ID: 19090291-003DMS

Batch ID: R81984 TestNo: SW9056A Analysis Date: 9/12/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 81984

SeqNo: 2053785

MSSampType: TestCode: 9056_LEACH

Chloride 50.00 98.2 80 1202.50 50.8499.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 57 of 61
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Project: Grand River Levert/9326-025-0100

Client: ICON Environmental Services

BatchID: R81984

20-Sep-19

QC SUMMARY REPORT

19081522WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19090291-003DMSD

Batch ID: R81984 TestNo: SW9056A Analysis Date: 9/12/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 81984

SeqNo: 2053786

MSDSampType: TestCode: 9056_LEACH

Chloride 50.00 98.4 80 120 152.50 50.84 99.93 0.0998100

Qualifiers:   * Value exceeds Maximum Contaminant Level. H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits RL Reporting Limit

S Spike Recovery outside accepted recovery limits SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 58 of 61
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 19081522

Sample Log-In Check List

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

8/30/2019 4:26:00 PM

How was the sample delivered? Client

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.

2.

5.

9.

10.

11.

12.

13.

14.

15.

16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Logged by:

Completed By:

Reviewed By:

8/30/2019 5:49:31 PM

9/16/2019 9:37:51 AM

Tammy Thibodeaux

Tammy Thibodeaux

Caitlin Duplantis

Special Handling (if applicable)

17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date:

Regarding:

Improper error correction(s) made by client.

Via: eMail Phone Fax In Person

Additional remarks:

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.
Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC

0.91 Good Not Present

Page 59 of 61
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09/27/19

Technical Report for

Hydro-Environmental Technology, Inc.

1009.A62 August Levert-Bayou Sorrel, LA

SGS Job Number:   LA57952X

Sampling Date: 08/29/19

Report to:

Hydro-Environmental Technology
P.O. BOX 60295
Lafayette, LA  70596
labdata@hetinc.us

ATTN: Stewart L Stover, Jr.

Total number of pages in report:   

Certifications: LDEQ(2048),  LDHH(LA150012),  AR(14-045-04),  AZ(AZ0805),  FL(E87657),  IL(200082),  KY(#31),
NC(487),  SC(73004001),  NJ(LA007),  TX(T104704186-18-16),  WV(257)

This report shall not be reproduced, except in its entirety, without the written approval of SGS.
Test results relate only to samples analyzed.

SGS North America Inc. • 500 Ambassador Caffery • Scott, LA 70583 • tel: 337-237-4775

Test results contained within this data package meet the requirements 
of the National Environmental Laboratory Accreditation Program 
and/or state specific certification programs as applicable.

Client Service contact: Ralph Frye   337-237-4775

Ron Benjamin
Lab Director

Scott, LA 09/27/19

e-Hardcopy 2.0
Automated Report

12

SGS is the sole authority for authorizing edits or modifications to this document.
Unauthorized modification of this report is strictly prohibited.
Review standard terms at:  http://www.sgs.com/en/terms-and-conditions

The results set forth herein are provided by SGS North America Inc.

Please share your ideas about
how we can serve you better at:
EHS.US.CustomerCare@sgs.com

1 of 12

LA57952X

August Levert_BP Plan_000302
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SGS North America Inc.

Sample Summary

Hydro-Environmental Technology, Inc.
Job No: LA57952X

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-3X 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Subcontract Lab Data

Report of Analysis

Scott, LA
Section 2
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SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 3
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LA57952X: Chain of Custody
Page 1 of 4

9 of 12

LA57952X

3
3.1

August Levert_BP Plan_000310



LA57952X: Chain of Custody
Page 2 of 4

10 of 12

LA57952X

3
3.1

August Levert_BP Plan_000311



LA57952X: Chain of Custody
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SGS Sample Receipt Summary

Job Number: LA57952 Client: HYDRO -  ENV.

Date / Time Received: 9/25/2019 9:15:00 AM Delivery Method: Client

Project: AUGUST LEVERT

4. No. Coolers: 1

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Thermometer ID:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media:

DV439;  

Ice (direct contact)

Quality Control  Preservation   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (5.2/5.2);  DV439

LA57952X: Chain of Custody
Page 4 of 4
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October 11, 2019

ICON Environmental Services

Greg Miller

Dear Greg Miller:

RE: Levert-Grand River Order No.: 19091178

FAX: (225) 344-6654

TEL: (225) 344-8490

2049 Commercial Drive

Port Allen, LA 70767

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions Element Lafayette conducted the analysis shown on the 

following pages on samples submitted by your company.  The results related only to the items 

tested.  Unless otherwise noted, all analyses were conducted using EPA approved methodologies 

and all test results meet all requirements of TNI. All relevant sampling information is on the 

attached Chain-of-Custody form.

All soil data, except for 29-B, are on a wet-weight basis unless otherwise indicated in the units 

field as –dry.

LELAP Certification No.:  01997. TCEQ Certification No.: T104704261. LDHH Certification 

No.:  LA180028. ISDH Certification No.: C-LA-01. A scope of accredited parameters is 

available upon request. A "#" by the test method or analyte indicates this parameter is outside the 

scope of accreditation.

Estimated uncertainty is available upon request. This report shall not be reproduced except in 

full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Element Materials Technology Lafayette received 11 sample(s) on 9/27/2019 for the analyses 

presented in the following report.

Page 1 of 39
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Project: Levert-Grand River

CLIENT: ICON Environmental Services

10/11/2019

Case Narrative

19091178

Date:

WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 

analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 

duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 

a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 

a quality control check for each analytical batch. When the matrix QC data is not available due to 

insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch is 

determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 

section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 

data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 

page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 

data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 

summary page(s).

Note: Due to limited sample, the following Lab IDs were prepared for Leachate Chloride, using less than 

100g of the soil (dry wt basis). The amount of the extraction fluid was proportionally reduced to yield a 

1:4 sample to fluid ratio.

19091178-002A had insufficient volume for leachate. Used 44.6g

19091178-008A had insufficient volume for leachate. Used 96.2g

Page 2 of 39
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Project: Levert-Grand River

Client Sample ID LT-1 0-4

Collection Date: 9/25/2019 11:05:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-001

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 170.5

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 10/3/2019 12:05:00 PM0.10 mmhos/cm 12.08

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 15.29

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 17.87

Soluble Calcium 10/5/20190.02 meq/L 13.46

Soluble Magnesium 10/5/20190.05 meq/L 11.99

Soluble Sodium 10/5/20190.25 meq/L 113.0

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 1:58:09 PM0.103 mg/Kg-dry 1< 0.103

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic * 10/4/2019 8:12:44 PM1.96 mg/Kg-dry 110.4

Barium 10/4/2019 8:12:44 PM0.981 mg/Kg-dry 1247

Cadmium 10/4/2019 8:12:44 PM0.490 mg/Kg-dry 10.628

Chromium 10/4/2019 8:12:44 PM0.981 mg/Kg-dry 121.6

Lead 10/4/2019 8:12:44 PM0.981 mg/Kg-dry 119.2

Selenium 10/4/2019 8:12:44 PM3.92 mg/Kg-dry 1< 3.92

Strontium 10/4/2019 8:12:44 PM0.981 mg/Kg-dry 193.8

Zinc 10/4/2019 8:12:44 PM0.981 mg/Kg-dry 188.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 3 of 39
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Project: Levert-Grand River

Client Sample ID LT-1 0-4

Collection Date: 9/25/2019 11:05:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-001

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 10:35:55 PM47.8 mg/Kg-dry 1394

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 133.1

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 4 of 39

August Levert_BP Plan_000317



Project: Levert-Grand River

Client Sample ID LT-1 6-8

Collection Date: 9/25/2019 11:15:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-002

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 184.5

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity * 10/3/2019 12:05:00 PM0.10 mmhos/cm 16.58

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 17.82

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 112.0

Soluble Calcium 10/5/20190.02 meq/L 113.3

Soluble Magnesium 10/5/20190.05 meq/L 17.02

Soluble Sodium 10/5/20190.25 meq/L 138.2

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 2:00:27 PM0.109 mg/Kg-dry 1< 0.109

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 10/10/2019 12:16:50 PM12.5 mg/L 50632

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 10/4/2019 8:18:06 PM1.92 mg/Kg-dry 15.05

Barium 10/4/2019 8:18:06 PM0.959 mg/Kg-dry 1353

Cadmium 10/4/2019 8:18:06 PM0.480 mg/Kg-dry 1< 0.480

Chromium 10/4/2019 8:18:06 PM0.959 mg/Kg-dry 121.6

Lead 10/4/2019 8:18:06 PM0.959 mg/Kg-dry 117.1

Selenium 10/4/2019 8:18:06 PM3.84 mg/Kg-dry 1< 3.84

Strontium 10/4/2019 8:18:06 PM0.959 mg/Kg-dry 182.0

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 5 of 39

August Levert_BP Plan_000318



Project: Levert-Grand River

Client Sample ID LT-1 6-8

Collection Date: 9/25/2019 11:15:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-002

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Zinc 10/4/2019 8:18:06 PM0.959 mg/Kg-dry 176.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 10:40:13 PM49.1 mg/Kg-dry 1408

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 138.1

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 6 of 39
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Project: Levert-Grand River

Client Sample ID LT-1 12-14

Collection Date: 9/25/2019 11:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-003

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: BXL

Electrical Conductivity * 10/3/2019 12:05:00 PM0.10 mmhos/cm 117.2

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 121.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 7 of 39

August Levert_BP Plan_000320



Project: Levert-Grand River

Client Sample ID LT-2 0-4

Collection Date: 9/26/2019 8:25:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-004

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 1109

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 10/3/2019 12:05:00 PM0.10 mmhos/cm 11.25

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 16.28

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 18.51

Soluble Calcium 10/5/20190.02 meq/L 11.33

Soluble Magnesium 10/5/20190.05 meq/L 10.87

Soluble Sodium 10/5/20190.25 meq/L 18.93

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 2:02:45 PM0.103 mg/Kg-dry 1< 0.103

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 10/4/2019 8:23:28 PM1.95 mg/Kg-dry 18.90

Barium 10/4/2019 8:23:28 PM0.977 mg/Kg-dry 1249

Cadmium 10/4/2019 8:23:28 PM0.489 mg/Kg-dry 1< 0.489

Chromium 10/4/2019 8:23:28 PM0.977 mg/Kg-dry 122.7

Lead 10/4/2019 8:23:28 PM0.977 mg/Kg-dry 119.9

Selenium 10/4/2019 8:23:28 PM3.91 mg/Kg-dry 1< 3.91

Strontium 10/4/2019 8:23:28 PM0.977 mg/Kg-dry 194.0

Zinc 10/4/2019 8:23:28 PM0.977 mg/Kg-dry 190.7

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 8 of 39

August Levert_BP Plan_000321



Project: Levert-Grand River

Client Sample ID LT-2 0-4

Collection Date: 9/26/2019 8:25:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-004

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 10:44:52 PM49.7 mg/Kg-dry 1360

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 133.1

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 9 of 39
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Project: Levert-Grand River

Client Sample ID LT-2 4-8

Collection Date: 9/26/2019 8:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-005

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 1135

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 10/3/2019 12:05:00 PM0.10 mmhos/cm 12.62

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 17.38

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 111.1

Soluble Calcium 10/5/20190.02 meq/L 13.27

Soluble Magnesium 10/5/20190.05 meq/L 11.81

Soluble Sodium 10/5/20190.25 meq/L 117.7

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 2:05:04 PM0.101 mg/Kg-dry 1< 0.101

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 10/10/2019 12:30:34 PM5.00 mg/L 20152

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 10/4/2019 8:28:49 PM1.96 mg/Kg-dry 15.77

Barium 10/4/2019 8:28:49 PM0.982 mg/Kg-dry 1277

Cadmium 10/4/2019 8:28:49 PM0.491 mg/Kg-dry 10.697

Chromium 10/4/2019 8:28:49 PM0.982 mg/Kg-dry 117.2

Lead 10/4/2019 8:28:49 PM0.982 mg/Kg-dry 117.4

Selenium 10/4/2019 8:28:49 PM3.93 mg/Kg-dry 1< 3.93

Strontium 10/4/2019 8:28:49 PM0.982 mg/Kg-dry 194.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 10 of 39

August Levert_BP Plan_000323



Project: Levert-Grand River

Client Sample ID LT-2 4-8

Collection Date: 9/26/2019 8:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-005

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Zinc 10/4/2019 8:28:49 PM0.982 mg/Kg-dry 168.2

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 10:49:40 PM47.7 mg/Kg-dry 1365

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 142.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 11 of 39

August Levert_BP Plan_000324



Project: Levert-Grand River

Client Sample ID LT-2 12-16

Collection Date: 9/26/2019 8:55:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-006

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: BXL

Electrical Conductivity * 10/3/2019 12:05:00 PM0.10 mmhos/cm 16.01

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 131.1

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 12 of 39

August Levert_BP Plan_000325



Project: Levert-Grand River

Client Sample ID LT-3 0-4

Collection Date: 9/26/2019 4:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-007

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 186.1

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 10/3/2019 12:05:00 PM0.10 mmhos/cm 10.61

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 16.11

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 16.05

Soluble Calcium 10/5/20190.02 meq/L 10.68

Soluble Magnesium 10/5/20190.05 meq/L 10.43

Soluble Sodium 10/5/20190.25 meq/L 14.52

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 2:07:22 PM0.101 mg/Kg-dry 1< 0.101

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 10/4/2019 8:34:54 PM1.86 mg/Kg-dry 17.15

Barium 10/4/2019 8:34:54 PM0.929 mg/Kg-dry 1245

Cadmium 10/4/2019 8:34:54 PM0.465 mg/Kg-dry 1< 0.465

Chromium 10/4/2019 8:34:54 PM0.929 mg/Kg-dry 135.5

Lead 10/4/2019 8:34:54 PM0.929 mg/Kg-dry 118.8

Selenium 10/4/2019 8:34:54 PM3.72 mg/Kg-dry 1< 3.72

Strontium 10/4/2019 8:34:54 PM0.929 mg/Kg-dry 176.9

Zinc 10/4/2019 8:34:54 PM0.929 mg/Kg-dry 185.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 13 of 39

August Levert_BP Plan_000326



Project: Levert-Grand River

Client Sample ID LT-3 0-4

Collection Date: 9/26/2019 4:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-007

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 10:54:28 PM47.5 mg/Kg-dry 1361

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 131.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 14 of 39

August Levert_BP Plan_000327



Project: Levert-Grand River

Client Sample ID LT-3 4-8

Collection Date: 9/26/2019 4:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-008

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 172.7

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 10/3/2019 12:05:00 PM0.10 mmhos/cm 10.67

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 16.81

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 16.94

Soluble Calcium 10/5/20190.02 meq/L 10.61

Soluble Magnesium 10/5/20190.05 meq/L 10.40

Soluble Sodium 10/5/20190.25 meq/L 14.92

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 2:14:46 PM0.106 mg/Kg-dry 1< 0.106

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 10/10/2019 12:44:17 PM1.25 mg/L 537.9

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 10/4/2019 8:40:16 PM1.96 mg/Kg-dry 18.59

Barium 10/4/2019 8:40:16 PM0.980 mg/Kg-dry 1573

Cadmium 10/4/2019 8:40:16 PM0.490 mg/Kg-dry 1< 0.490

Chromium 10/4/2019 8:40:16 PM0.980 mg/Kg-dry 121.9

Lead 10/4/2019 8:40:16 PM0.980 mg/Kg-dry 118.7

Selenium 10/4/2019 8:40:16 PM3.92 mg/Kg-dry 1< 3.92

Strontium 10/4/2019 8:40:16 PM0.980 mg/Kg-dry 197.0

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 15 of 39

August Levert_BP Plan_000328



Project: Levert-Grand River

Client Sample ID LT-3 4-8

Collection Date: 9/26/2019 4:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-008

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Zinc 10/4/2019 8:40:16 PM0.980 mg/Kg-dry 177.1

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 11:08:19 PM48.5 mg/Kg-dry 11,240

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 138.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 16 of 39

August Levert_BP Plan_000329



Project: Levert-Grand River

Client Sample ID HA-6 0-2

Collection Date: 9/27/2019 12:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-009

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 174.1

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 10/3/2019 12:05:00 PM0.10 mmhos/cm 10.49

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 10.58

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 11.12

Soluble Calcium 10/5/20190.02 meq/L 11.94

Soluble Magnesium 10/5/20190.05 meq/L 11.29

Soluble Sodium 10/5/20190.25 meq/L 11.43

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 2:17:05 PM0.106 mg/Kg-dry 1< 0.106

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 10/4/2019 8:45:38 PM1.91 mg/Kg-dry 17.37

Barium 10/4/2019 8:45:38 PM0.957 mg/Kg-dry 1257

Cadmium 10/4/2019 8:45:38 PM0.479 mg/Kg-dry 1< 0.479

Chromium 10/4/2019 8:45:38 PM0.957 mg/Kg-dry 123.7

Lead 10/4/2019 8:45:38 PM0.957 mg/Kg-dry 123.9

Selenium 10/4/2019 8:45:38 PM3.83 mg/Kg-dry 1< 3.83

Strontium 10/4/2019 8:45:38 PM0.957 mg/Kg-dry 154.9

Zinc 10/4/2019 8:45:38 PM0.957 mg/Kg-dry 1101

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 17 of 39

August Levert_BP Plan_000330



Project: Levert-Grand River

Client Sample ID HA-6 0-2

Collection Date: 9/27/2019 12:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-009

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 11:12:39 PM45.7 mg/Kg-dry 1365

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 139.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 18 of 39

August Levert_BP Plan_000331



Project: Levert-Grand River

Client Sample ID HA-6 2-4

Collection Date: 9/27/2019 12:35:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-010

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 178.2

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 10/3/2019 12:05:00 PM0.10 mmhos/cm 10.77

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 11.11

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 11.75

Soluble Calcium 10/5/20190.02 meq/L 12.68

Soluble Magnesium 10/5/20190.05 meq/L 11.74

Soluble Sodium 10/5/20190.25 meq/L 12.60

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 2:19:46 PM0.0998 mg/Kg-dry 1< 0.0998

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 10/4/2019 8:50:59 PM1.99 mg/Kg-dry 17.69

Barium 10/4/2019 8:50:59 PM0.996 mg/Kg-dry 1336

Cadmium 10/4/2019 8:50:59 PM0.498 mg/Kg-dry 1< 0.498

Chromium 10/4/2019 8:50:59 PM0.996 mg/Kg-dry 126.1

Lead 10/4/2019 8:50:59 PM0.996 mg/Kg-dry 120.8

Selenium 10/4/2019 8:50:59 PM3.98 mg/Kg-dry 1< 3.98

Strontium 10/4/2019 8:50:59 PM0.996 mg/Kg-dry 159.1

Zinc 10/4/2019 8:50:59 PM0.996 mg/Kg-dry 198.6

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 19 of 39

August Levert_BP Plan_000332



Project: Levert-Grand River

Client Sample ID HA-6 2-4

Collection Date: 9/27/2019 12:35:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-010

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 11:17:17 PM46.4 mg/Kg-dry 1486

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 139.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 20 of 39

August Levert_BP Plan_000333



Project: Levert-Grand River

Client Sample ID HA-6 4-6

Collection Date: 9/27/2019 12:40:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-011

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: BXLLDNR 29-B

Cation Exchange Capacity 10/9/20190.100 meq/100g 173.4

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: BXL

Electrical Conductivity 10/3/2019 12:05:00 PM0.10 mmhos/cm 11.16

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: BXLLDNR 29-B

Exchangeable Sodium % 10/9/20190.10 % 11.62

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: STSLDNR 29-B

Sodium Adsorption Ratio 10/5/20190.10 12.41

Soluble Calcium 10/5/20190.02 meq/L 13.85

Soluble Magnesium 10/5/20190.05 meq/L 12.24

Soluble Sodium 10/5/20190.25 meq/L 14.21

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 10/7/2019 2:22:29 PM0.103 mg/Kg-dry 1< 0.103

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: STSSW3050B

Arsenic 10/4/2019 8:56:20 PM1.89 mg/Kg-dry 16.42

Barium 10/4/2019 8:56:20 PM0.944 mg/Kg-dry 1460

Cadmium 10/4/2019 8:56:20 PM0.472 mg/Kg-dry 10.482

Chromium 10/4/2019 8:56:20 PM0.944 mg/Kg-dry 120.1

Lead 10/4/2019 8:56:20 PM0.944 mg/Kg-dry 120.4

Selenium 10/4/2019 8:56:20 PM3.78 mg/Kg-dry 1< 3.78

Strontium 10/4/2019 8:56:20 PM0.944 mg/Kg-dry 161.3

Zinc 10/4/2019 8:56:20 PM0.944 mg/Kg-dry 186.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 21 of 39

August Levert_BP Plan_000334



Project: Levert-Grand River

Client Sample ID HA-6 4-6

Collection Date: 9/27/2019 12:40:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 19091178-011

10/11/2019

Analytical Report

19091178

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: STS

True Total Barium 10/4/2019 11:22:06 PM47.1 mg/Kg-dry 1614

PERCENT MOISTURE LDNR 29-B Analyst: BXL

Percent Moisture 9/30/2019 11:10:00 AM1.00 wt% 142.0

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range

H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode Page 22 of 39
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31780

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31780

Batch ID: 31780 TestNo: SW6010B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 82641

SeqNo: 2068938

MBLKSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 2.00< 2.00

Barium 1.00< 1.00

Cadmium 0.500< 0.500

Chromium 1.00< 1.00

Lead 1.00< 1.00

Selenium 4.00< 4.00

Strontium 1.00< 1.00

Zinc 1.00< 1.00

Sample ID: LCS-31780

Batch ID: 31780 TestNo: SW6010B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 82641

SeqNo: 2068939

LCSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 106 80 1202.00 053.2

Barium 50.00 105 80 1201.00 052.4

Cadmium 50.00 104 80 1200.500 052.0

Chromium 50.00 104 80 1201.00 052.2

Lead 50.00 108 80 1201.00 053.8

Selenium 50.00 111 80 1204.00 055.6

Strontium 50.00 107 80 1201.00 053.7

Zinc 50.00 106 80 1201.00 052.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
Page 23 of 39
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31780

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCSD-31780

Batch ID: 31780 TestNo: SW6010B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 82641

SeqNo: 2068940

LCSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 111 80 120 202.00 0 53.18 4.3655.6

Barium 50.00 107 80 120 201.00 0 52.43 2.2353.6

Cadmium 50.00 107 80 120 200.500 0 52.02 2.4353.3

Chromium 50.00 107 80 120 201.00 0 52.15 2.4853.5

Lead 50.00 108 80 120 201.00 0 53.85 0.11153.8

Selenium 50.00 111 80 120 204.00 0 55.59 0.28855.4

Strontium 50.00 108 80 120 201.00 0 53.66 0.52053.9

Zinc 50.00 108 80 120 201.00 0 52.82 2.2154.0

Sample ID: 19091162-017AMS

Batch ID: 31780 TestNo: SW6010B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 82641

SeqNo: 2068946

MSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 48.84 98.2 75 1251.95 6.52954.5

Barium 48.84 118 75 1250.977 142.1200

Cadmium 48.84 95.0 75 1250.488 0.468446.9

Chromium 48.84 108 75 1250.977 16.9069.9

Lead 48.84 98.4 75 1250.977 14.3862.4

Selenium 48.84 76.4 75 1253.91 037.3

Strontium 48.84 114 75 1250.977 38.7294.4

Zinc 48.84 103 75 1250.977 76.99127

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
Page 24 of 39
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31780

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091162-017AMSD

Batch ID: 31780 TestNo: SW6010B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 82641

SeqNo: 2068947

MSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.77 96.5 75 125 201.99 6.529 54.48 0.13754.6

Barium 49.77 113 75 125 200.995 142.1 199.6 0.705198

Cadmium 49.77 95.3 75 125 200.498 0.4684 46.86 2.1447.9

Chromium 49.77 109 75 125 200.995 16.90 69.86 1.8071.1

Lead 49.77 99.8 75 125 200.995 14.38 62.45 2.5064.0

Selenium 49.77 74.2 75 125 20 S3.98 0 37.32 1.0236.9

Strontium 49.77 114 75 125 200.995 38.72 94.38 1.3295.6

Zinc 49.77 103 75 125 200.995 76.99 127.3 0.948128

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
Page 25 of 39
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31782

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31782

Batch ID: 31782 TestNo: LDNR 29-B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 82641

SeqNo: 2068971

MBLKSampType: TestCode: TTBA

True Total Barium 50.0< 50.0

Sample ID: LCS-31782

Batch ID: 31782 TestNo: LDNR 29-B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 82641

SeqNo: 2068972

LCSSampType: TestCode: TTBA

True Total Barium 5,000 110 75 12550.0 05,500

Sample ID: LCSD-31782

Batch ID: 31782 TestNo: LDNR 29-B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 82641

SeqNo: 2068973

LCSDSampType: TestCode: TTBA

True Total Barium 5,000 109 75 125 2050.0 0 5,495 0.6395,460

Sample ID: 19091162-017AMS

Batch ID: 31782 TestNo: LDNR 29-B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 82641

SeqNo: 2068975

MSSampType: TestCode: TTBA

True Total Barium 4,625 110 75 12546.3 503.95,590

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
Page 26 of 39
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31782

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091162-017AMSD

Batch ID: 31782 TestNo: LDNR 29-B Analysis Date: 10/4/2019

Prep Date: 10/3/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 82641

SeqNo: 2068976

MSDSampType: TestCode: TTBA

True Total Barium 4,717 111 75 125 2047.2 503.9 5,592 2.545,740

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31809

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091177-061ADUP

Batch ID: 31809 TestNo: LDNR 29-B Analysis Date: 10/5/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: ZZZZZZ

RunNo: 82687

SeqNo: 2070124

DUPSampType: TestCode: SAR_S

LDNR 29-B

Sodium Adsorption Ratio 200.10 3.83 1.713.76

Soluble Calcium 200.02 9.47 2.949.20

Soluble Magnesium 200.05 14.18 2.1713.9

Soluble Sodium 200.25 13.17 2.9512.8

Sample ID: 19091220-001ADUP

Batch ID: 31809 TestNo: LDNR 29-B Analysis Date: 10/5/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: ZZZZZZ

RunNo: 82687

SeqNo: 2070142

DUPSampType: TestCode: SAR_S

LDNR 29-B

Sodium Adsorption Ratio 200.10 0.90 0.010.90

Soluble Calcium 200.02 3.49 0.113.49

Soluble Magnesium 200.05 1.30 0.511.29

Soluble Sodium 200.25 1.39 0.131.39

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31817

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31817

Batch ID: 31817 TestNo: 29B/SW7471 Analysis Date: 10/7/2019

Prep Date: 10/7/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 82686

SeqNo: 2069803

MBLKSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.100< 0.100

Sample ID: LCS-31817

Batch ID: 31817 TestNo: 29B/SW7471 Analysis Date: 10/7/2019

Prep Date: 10/7/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 82686

SeqNo: 2069804

LCSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 112 80 1200.100 00.933

Sample ID: LCSD-31817

Batch ID: 31817 TestNo: 29B/SW7471 Analysis Date: 10/7/2019

Prep Date: 10/7/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 82686

SeqNo: 2069805

LCSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 112 80 120 200.100 0 0.9331 0.07970.932

Sample ID: 19091162-025AMS

Batch ID: 31817 TestNo: 29B/SW7471 Analysis Date: 10/7/2019

Prep Date: 10/7/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 82686

SeqNo: 2069807

MSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8892 110 75 1250.107 0.040771.02

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31817

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091162-025AMSD

Batch ID: 31817 TestNo: 29B/SW7471 Analysis Date: 10/7/2019

Prep Date: 10/7/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 82686

SeqNo: 2069808

MSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8852 111 75 125 200.106 0.04077 1.023 0.1471.02

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31856

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091220-001ADUP

Batch ID: 31856 TestNo: LDNR 29-B Analysis Date: 10/9/2019

Prep Date: 10/8/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: %

PQL

Client ID: ZZZZZZ

RunNo: 82772

SeqNo: 2072697

DUPSampType: TestCode: ESP_S

LDNR 29-B

Exchangeable Sodium % 200.10 0.72 0.790.71

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: 31857

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-31857

Batch ID: 31857 TestNo: LDNR 29-B Analysis Date: 10/9/2019

Prep Date: 10/2/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LCSS

RunNo: 82772

SeqNo: 2072674

LCSSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 25.00 80.7 76 1240.100 020.2

Sample ID: LCSD-31857

Batch ID: 31857 TestNo: LDNR 29-B Analysis Date: 10/9/2019

Prep Date: 10/2/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LCSS02

RunNo: 82772

SeqNo: 2072675

LCSDSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 25.00 79.9 76 124 200.100 0 20.18 0.99720.0

Sample ID: 19091220-001ADUP

Batch ID: 31857 TestNo: LDNR 29-B Analysis Date: 10/9/2019

Prep Date: 10/8/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: ZZZZZZ

RunNo: 82772

SeqNo: 2072680

DUPSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 200.100 23.65 2.3324.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: R82540

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091177-061ADUP

Batch ID: R82540 TestNo: LDNR 29-B Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: wt%

PQL

Client ID: ZZZZZZ

RunNo: 82540

SeqNo: 2066543

DUPSampType: TestCode: PMOIST

Percent Moisture 201.00 20.60 1.4520.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: R82618

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-R82618

Batch ID: R82618 TestNo: LDNR 29-B Analysis Date: 10/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: PBS

RunNo: 82618

SeqNo: 2068548

MBLKSampType: TestCode: EC_S

Electrical Conductivity 0.10< 0.10

Sample ID: LCS1-R82618

Batch ID: R82618 TestNo: LDNR 29-B Analysis Date: 10/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 82618

SeqNo: 2068549

LCS1SampType: TestCode: EC_S

Electrical Conductivity 0.38 103 90.07 109.90.10 00.40

Sample ID: LCS2-R82618

Batch ID: R82618 TestNo: LDNR 29-B Analysis Date: 10/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 82618

SeqNo: 2068550

LCS2SampType: TestCode: EC_S

Electrical Conductivity 53.00 98.5 90 1100.10 052.2

Sample ID: 19091177-061ADUP

Batch ID: R82618 TestNo: LDNR 29-B Analysis Date: 10/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 82618

SeqNo: 2068552

DUPSampType: TestCode: EC_S

Electrical Conductivity 200.10 3.83 1.843.76

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: R82799

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MBLK

Batch ID: R82799 TestNo: SW9056A Analysis Date: 10/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82799

SeqNo: 2073868

MBLKSampType: TestCode: 9056_LEACH

Chloride 0.250< 0.250

Sample ID: LCS

Batch ID: R82799 TestNo: SW9056A Analysis Date: 10/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82799

SeqNo: 2073869

LCSSampType: TestCode: 9056_LEACH

Chloride 10.00 99.5 80 1200.250 09.95

Sample ID: LCSD

Batch ID: R82799 TestNo: SW9056A Analysis Date: 10/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82799

SeqNo: 2073870

LCSDSampType: TestCode: 9056_LEACH

Chloride 10.00 98.9 80 120 150.250 0 9.946 0.5989.89

Sample ID: 19100060-025AMS

Batch ID: R82799 TestNo: SW9056A Analysis Date: 10/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82799

SeqNo: 2073879

MSSampType: TestCode: 9056_LEACH

Chloride 5.000 84.4 80 120 E0.250 27.1531.4

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client: ICON Environmental Services

BatchID: R82799

11-Oct-19

QC SUMMARY REPORT

19091178WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19100060-025AMSD

Batch ID: R82799 TestNo: SW9056A Analysis Date: 10/10/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82799

SeqNo: 2073880

MSDSampType: TestCode: 9056_LEACH

Chloride 5.000 82.6 80 120 15 E0.250 27.15 31.37 0.29531.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. E Value above quantitation range H Holding times for preparation or analysis exceeded

M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit

U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 19091178

Sample Log-In Check List

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

9/27/2019 3:45:00 PM

How was the sample delivered? Element

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.

2.

5.

9.

10.

11.

12.

13.

14.

15.

16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Not required

Logged by:

Completed By:

Reviewed By:

9/27/2019 5:03:56 PM

10/11/2019 8:58:51 AM

Danielle Hollier

Danielle Hollier

Caitlin Duplantis

Special Handling (if applicable)

17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date:

Regarding:

Via: eMail Phone Fax In Person

Additional remarks: Improper error correction(s) made by client

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.
Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC
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Technical Report for

Hydro-Environmental Technology, Inc.

1009.A62 August Levert-Bayou Sorrel, LA

SGS Job Number:   LA57952
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Report to:

Hydro-Environmental Technology
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SGS North America Inc.

Sample Summary

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-1 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-1A 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-1B 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-2 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-2A 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-2B 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-3 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3A 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3B 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3C 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-4 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

LA57952-4A 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

LA57952-4B 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-5 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5A 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5B 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5C 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-6 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-6A 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-6B 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-7 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-7A 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-7B 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-8 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

LA57952-8A 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

LA57952-8B 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-9 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9A 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9B 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9C 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-10 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-10A 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-10B 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-11 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-11A 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-11B 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-12 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

LA57952-12A 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

LA57952-12B 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-13 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-13A 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-13B 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-14 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-14A 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-14B 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-15 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-15A 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-15B 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-16 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

LA57952-16A 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

LA57952-16B 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Results

Report of Analysis

Scott, LA
Section 2
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 104 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 18.4 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.7 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 63.1 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 48.2 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 785 210 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 48.2 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 51.8 % 1 09/30/19 DP ASTM 2216

Oil And Grease 8.4 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 185 9.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.2 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 11.0 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.071 0.071 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 46.7 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 51.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 1170 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 51.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 48.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 5120 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 38.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 49.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.069 0.069 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 99.2 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 25700 230 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 57.4 % 1 09/30/19 DP ASTM 2216

Oil And Grease 1.2 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3C Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Barium 2.7 1.0 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Chromium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Lead <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 560 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 15.3 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.9 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 51.9 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 49.1 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 1920 200 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 49.1 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 50.9 % 1 09/30/19 DP ASTM 2216

Oil And Grease 0.20 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 7.8 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Barium 277 10 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Cadmium <2.5 2.5 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Chromium 21.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Lead 15.6 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Selenium <5.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Silver <5.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Zinc 58.8 25 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

(1) Instrument QC Batch: MA17214
(2) Prep QC Batch: MP16550

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 7510 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5C Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Barium <1.0 1.0 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.7 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 288 9.1 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 17.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.6 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 55.3 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 55.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 771 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 55.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 44.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 175 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.8 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.4 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 48.5 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 54.9 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 566 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 54.9 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 45.1 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 8.3 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 201 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.8 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.5 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.071 0.071 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 45.6 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit

32 of 96

LA57952

2
2.24

August Levert_BP Plan_000384



SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.1 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 341 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.1 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.9 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 12.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 217 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 10.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 144 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 244 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 27.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9C Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.6 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 99.8 9.1 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 11.8 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.4 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 52.1 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 66.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 430 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 66.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 33.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 141 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 12.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 9.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 55.5 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 68.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 280 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 68.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 31.3 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.8 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 123 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 15.2 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.7 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 56.2 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 195 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit

46 of 96

LA57952

2
2.38

August Levert_BP Plan_000398



SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.3 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 7.3 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 150 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 20.9 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 15.8 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 74.3 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.4 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 354 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.4 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 38.6 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 71.3 9.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 16.5 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.7 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 65.8 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 189 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 38.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 115 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 16.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 11.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 52.0 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 52.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 611 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 52.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 47.7 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 126 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 11.6 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 7.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 37.3 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 47.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 370 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 47.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 52.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 3
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LA57952: Chain of Custody
Page 1 of 4
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LA57952: Chain of Custody
Page 2 of 4
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LA57952: Chain of Custody
Page 3 of 4
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SGS Sample Receipt Summary

Job Number: LA57952 Client: HYDRO -  ENV.

Date / Time Received: 9/25/2019 9:15:00 AM Delivery Method: Client

Project: AUGUST LEVERT

4. No. Coolers: 1

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Thermometer ID:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media:

DV439;  

Ice (direct contact)

Quality Control  Preservation   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (5.2/5.2);  DV439

LA57952: Chain of Custody
Page 4 of 4
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SGS North America Inc.

Metals Analysis

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Matrix Spike and Duplicate Summaries
• Blank Spike and Lab Control Sample Summaries
• Serial Dilution Summaries

Scott, LA
Section 4
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Mercury        0.080    .0067    .0066    -0.00081 <0.080                                                

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                09/26/19                                                       

LA57952-1         Spikelot QC                                                     
Metal          Original MS       HGSPIKE1 % Rec    Limits                                                 

Mercury        0.014    0.60     0.6      97.7     75-125                                                

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

LA57952-1         Spikelot          MSD      QC                                            
Metal          Original MSD      HGSPIKE1 % Rec    RPD      Limit                                         

Mercury        0.014    0.52     0.536    94.5     14.3     20                                           

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       09/26/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   HGLCS10  % Rec    Limits                                                          

Mercury        23.3     20.3     114.8    64-136                                                         

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       09/26/19                                                                

LA57952-1         QC                                                              
Metal          Original SDL 1:5  %DIF     Limits                                                          

Mercury        0.118    0.00     100.0(a) 0-                                                             

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).

_________________________________________________________________________________________________________
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       10       .72      2.4                                                                     

Antimony       0.60     .096     .33                                                                     

Arsenic        1.0      .19      .39      -0.11    <1.0                                                  

Barium         2.0      .016     1.1      -0.027   <2.0                                                  

Beryllium      0.40     .01      .04                                                                     

Boron          50       .053     2                                                                       

Cadmium        0.50     .013     .15      0.014    <0.50                                                 

Calcium        10       .81      3.9                                                                     

Chromium       1.0      .025     .11      0.011    <1.0                                                  

Cobalt         1.0      .02      .13                                                                     

Copper         1.0      .048     .31                                                                     

Iron           10       .2       3.8                                                                     

Lead           1.0      .12      .31      -0.017   <1.0                                                  

Lithium        1.0      .14      .56                                                                     

Magnesium      10       1.6      8.2                                                                     

Manganese      5.0      .005     .21                                                                     

Molybdenum     1.0      .014     .06                                                                     

Nickel         1.0      .027     .17                                                                     

Potassium      50       4.4      13                                                                      

Selenium       1.0      .13      .35      0.10     <1.0                                                  

Silver         1.0      .062     .3       0.0050   <1.0                                                  

Sodium         50       5.1      11                                                                      

Strontium      1.0      .008     .19                                                                     

Thallium       0.50     .14      .37                                                                     

Tin            5.0      .041     .29                                                                     

Titanium       1.0      .02      .18                                                                     

Vanadium       1.0      .034     .13                                                                     

Zinc           5.0      .018     1.8      -0.040   <5.0                                                  

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                09/26/19                                                       

LA57948-1         Spikelot QC                                                     
Metal          Original MS       ICPSPIKE1% Rec    Limits                                                 

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        6.8      102      100      95.2     75-125                                                

Barium         35.8     126      100      90.2     75-125                                                

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.090    102      100      101.9    75-125                                                

Calcium                                                                                                  

Chromium       17.2     108      100      90.8     75-125                                                

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           8.9      106      100      97.1     75-125                                                

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.74     102      100      101.3    75-125                                                

Silver         0.36     96.3     100      95.9     75-125                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           16.3     110      100      93.7     75-125                                                

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

LA57948-1         Spikelot          MSD      QC                                            
Metal          Original MSD      ICPSPIKE1% Rec    RPD      Limit                                         

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        6.8      104      100      97.2     1.9      20                                           

Barium         35.8     131      100      95.2     3.9      20                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.090    103      100      102.9    1.0      20                                           

Calcium                                                                                                  

Chromium       17.2     112      100      94.8     3.6      20                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           8.9      107      100      98.1     0.9      20                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.74     103      100      102.3    1.0      20                                           

Silver         0.36     99.1     100      98.7     2.9      20                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           16.3     113      100      96.7     2.7      20                                           

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       09/26/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   LCSMETAL11% Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        122      125      97.6     82-117                                                         

Barium         583      529      110.2    82-119                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        35.3     37.7     93.6     82-118                                                         

Calcium                                                                                                  

Chromium       48.3     58.3     82.8     82-118                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           95.3     111      85.9     82-117                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       261      251      104.0    79-122                                                         

Silver         25.9     27.2     95.2     79-121                                                         

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           289      351      82.3     80-119                                                         

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       09/26/19                                                                

LA57948-1         QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        68.3     110      61.6 (a) 0-10                                                           

Barium         358      365      2.1      0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.900    4.90     444.4(a) 0-10                                                           

Calcium                                                                                                  

Chromium       172      181      5.3      0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           89.2     79.4     11.0 (a) 0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       7.36     0.00     100.0(a) 0-10                                                           

Silver         3.58     0.00     100.0(a) 0-10                                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           163      158      2.8      0-10                                                           

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/27/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       0.10     .006     .056                                                                    

Antimony       0.10     .0014    .003                                                                    

Arsenic        0.10     .0028    .0036    0.000030 <0.10                                                 

Barium         1.0      .0001    .004     -0.00018 <1.0                                                  

Beryllium      0.10     .00006   .0003                                                                   

Boron          0.10     .00051   .03                                                                     

Cadmium        0.10     .00015   .0004                                                                   

Calcium        0.10     .019     .092                                                                    

Chromium       0.10     .00034   .002     -0.00014 <0.10                                                 

Cobalt         0.10     .00031   .0017                                                                   

Copper         0.10     .00044   .0038                                                                   

Iron           0.10     .0021    .017                                                                    

Lead           0.10     .0011    .0031    -0.00032 <0.10                                                 

Lithium        0.10     .0011    .008                                                                    

Magnesium      0.10     .016     .09                                                                     

Manganese      0.10     .00016   .0012                                                                   

Molybdenum     0.10     .00015   .001                                                                    

Nickel         0.10     .00065   .005                                                                    

Potassium      0.50     .014     .22                                                                     

Selenium       0.10     .0023    .0045                                                                   

Silver         0.10     .00041   .0028                                                                   

Sodium         0.50     .0052    .17                                                                     

Strontium      0.10     .00005   .0032                                                                   

Thallium       0.10     .0013    .0051                                                                   

Tin            0.10     .00071   .0024                                                                   

Titanium       0.10     .00028   .0024                                                                   

Vanadium       0.10     .0002    .0024                                                                   

Zinc           0.10     .0013    .0037                                                                   

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                09/27/19                            09/27/19                   

LA57948-5         Spikelot QC       LA57948-5         QC                 
Metal          Original MS       ICPSPIKE1% Rec    Limits   Original DUP      RPD      Limits             

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0      2.1      2.0      105.0    75-125   0.0      0.0      NC       0-20              

Barium         0.0099   2.1      2.0      104.5    75-125   0.0099   0.0097   2.0      0-20              

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       0.0017   2.0      2.0      99.9     75-125   0.0017   0.0016   6.1      0-20              

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           0.0038   2.2      2.0      109.8    75-125   0.0038   0.0040   5.1      0-20              

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                       09/27/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   ICPSPIKE1% Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        1.9      2.0      95.0     80-120                                                         

Barium         2.0      2.0      100.0    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       1.9      2.0      95.0     80-120                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           2.1      2.0      105.0    80-120                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: ug/l

Prep Date:                       09/27/19                                                                

LA57948-5         QC                                                              
Metal          Original SDL 1:5  %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.00     0.00     NC       0-10                                                           

Barium         9.93     7.73     22.2*(a) 0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       1.65     3.11     88.5 (b) 0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           3.79     0.00     100.0(b) 0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Serial dilution indicates possible matrix interference.
(b) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/05/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       500      36       120                                                                     

Antimony       30       4.8      17                                                                      

Arsenic        50       9.3      20                                                                      

Barium         100      .8       56       -0.30    <100                                                  

Beryllium      20       .5       2                                                                       

Boron          2500     2.7      98                                                                      

Cadmium        25       .65      7.5                                                                     

Calcium        500      40       200                                                                     

Chromium       50       1.3      5.5                                                                     

Cobalt         50       1        6.5                                                                     

Copper         50       2.4      16                                                                      

Iron           500      9.8      190                                                                     

Lead           50       5.8      16                                                                      

Lithium        50       7.2      28                                                                      

Magnesium      500      81       410                                                                     

Manganese      250      .25      11                                                                      

Molybdenum     50       .7       3                                                                       

Nickel         50       1.4      8.5                                                                     

Potassium      2500     220      630                                                                     

Selenium       50       6.6      18                                                                      

Silver         50       3.1      15                                                                      

Sodium         2500     250      560                                                                     

Strontium      50       .4       9.5                                                                     

Thallium       25       6.9      19                                                                      

Tin            250      2.1      15                                                                      

Titanium       50       1        9                                                                       

Vanadium       50       1.7      6.5                                                                     

Zinc           250      .9       92                                                                      

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

LA57789-1B        QC                                                              
Metal          Original DUP      RPD      Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         1230     1220     0.8      0-20                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   TTBALA29 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         45000    50000    90.0     80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/05/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       500      30       120                                                                     

Antimony       30       7.1      17                                                                      

Arsenic        50       14       20                                                                      

Barium         100      .5       56       -1.6     <100                                                  

Beryllium      20       .3       2                                                                       

Boron          2500     2.6      98                                                                      

Cadmium        25       .75      7.5                                                                     

Calcium        500      93       200                                                                     

Chromium       50       1.7      5.5                                                                     

Cobalt         50       1.6      6.5                                                                     

Copper         50       2.2      16                                                                      

Iron           500      10       190                                                                     

Lead           50       5.4      16                                                                      

Lithium        50       5.5      28                                                                      

Magnesium      500      78       410                                                                     

Manganese      250      .8       11                                                                      

Molybdenum     50       .75      3                                                                       

Nickel         50       3.3      8.5                                                                     

Potassium      2500     68       630                                                                     

Selenium       50       12       18                                                                      

Silver         50       2.1      15                                                                      

Sodium         2500     26       560                                                                     

Strontium      50       .25      9.5                                                                     

Thallium       25       6.7      19                                                                      

Tin            250      3.6      15                                                                      

Titanium       50       1.4      9                                                                       

Vanadium       50       1        6.5                                                                     

Zinc           250      6.5      92                                                                      

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

LA57952-10A       QC                                                              
Metal          Original DUP      RPD      Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         430      428      0.5      0-20                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   TTBALA29 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         51800    50000    103.6    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/08/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       10       .6       2.4                                                                     

Antimony       0.60     .14      .33                                                                     

Arsenic        1.0      .28      .39      -0.058   <1.0                                                  

Barium         2.0      .01      1.1      -0.011   <2.0                                                  

Beryllium      0.40     .006     .04                                                                     

Boron          50       .051     2                                                                       

Cadmium        0.50     .015     .15      -0.0030  <0.50                                                 

Calcium        10       1.9      3.9                                                                     

Chromium       1.0      .034     .11      -0.012   <1.0                                                  

Cobalt         1.0      .031     .13                                                                     

Copper         1.0      .044     .31                                                                     

Iron           10       .21      3.8                                                                     

Lead           1.0      .11      .31      -0.035   <1.0                                                  

Lithium        1.0      .11      .56                                                                     

Magnesium      10       1.6      8.2                                                                     

Manganese      5.0      .016     .21                                                                     

Molybdenum     1.0      .015     .06                                                                     

Nickel         1.0      .065     .17                                                                     

Potassium      50       1.4      13                                                                      

Selenium       1.0      .23      .35      -0.13    <1.0                                                  

Silver         1.0      .041     .3       0.069    <1.0                                                  

Sodium         50       .52      11                                                                      

Strontium      1.0      .005     .19                                                                     

Thallium       0.50     .13      .37                                                                     

Tin            5.0      .071     .29                                                                     

Titanium       1.0      .028     .18                                                                     

Vanadium       1.0      .02      .13                                                                     

Zinc           5.0      .13      1.8      -0.0040  <5.0                                                  

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                10/08/19                                                       

TD45671-1         Spikelot QC                                                     
Metal          Original MS       ICPSPIKE1% Rec    Limits                                                 

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        10.6     235      238      94.5     75-125                                                

Barium         219      507      238      121.2    75-125                                                

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        1.4      226      238      94.6     75-125                                                

Calcium        anr                                                                                       

Chromium       41.0     286      238      103.1    75-125                                                

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           26.1     253      238      95.5     75-125                                                

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.0      221      238      93.0     75-125                                                

Silver         0.0      232      238      97.7     75-125                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           538      794      238      107.8    75-125                                                

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/08/19                                              

TD45671-1         Spikelot          MSD      QC                                            
Metal          Original MSD      ICPSPIKE1% Rec    RPD      Limit                                         

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        10.6     229      238      91.9     2.6      20                                           

Barium         219      480      238      109.9    5.5      20                                           

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        1.4      218      238      91.2     3.6      20                                           

Calcium        anr                                                                                       

Chromium       41.0     266      238      94.7     7.2      20                                           

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           26.1     240      238      90.1     5.3      20                                           

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.0      215      238      90.5     2.8      20                                           

Silver         0.0      228      238      96.0     1.7      20                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           538      720      238      76.6     9.8      20                                           

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/08/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   LCSMETAL11% Rec    Limits                                                          

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        117      125      93.6     82-117                                                         

Barium         622      529      117.6    82-119                                                         

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        46.1     37.7     122.3*(a 82-118                                                         

Calcium        anr                                                                                       

Chromium       54.6     58.3     93.7     82-118                                                         

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           93.9     111      84.6     82-117                                                         

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       245      251      97.6     79-122                                                         

Silver         26.5     27.2     97.4     79-121                                                         

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           306      351      87.2     80-119                                                         

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) All reported results < RL
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       10/08/19                                                                

TD45671-1         QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        44.7     0.00     100.0(a) 0-10                                                           

Barium         923      601      34.9*(b) 0-10                                                           

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        5.86     9.13     55.8 (a) 0-10                                                           

Calcium        anr                                                                                       

Chromium       173      163      5.8      0-10                                                           

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           110      142      28.7 (a) 0-10                                                           

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.00     0.00     NC       0-10                                                           

Silver         0.00     16.9     NC       0-10                                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           2270     2450     8.1      0-10                                                           

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
(b) Serial dilution indicates possible matrix interference.
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POST DIGESTATE SPIKE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                                                                             10/08/19          

Sample   Final    TD45671-1         PS       Spike    Spike    Spike    QC        
Metal          ml       ml       Raw      Corr.**  ug/l     ml       ug/ml    ug/l     % Rec    Limits    

Antimony                                                                                                 

Boron                                                                                                    

Cobalt                                                                                                   

Iron                                                                                                     

Lithium                                                                                                  

Manganese                                                                                                

Molybdenum                                                                                               

Potassium                                                                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(**)  Corr. sample result = Raw * (sample volume / final volume)
(anr) Analyte not requested
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SGS North America Inc.

General Chemistry

QC Data Summaries

Includes the following where applicable:

• Method Blank and Blank Spike Summaries
• Duplicate Summaries
• Matrix Spike Summaries

Scott, LA
Section 5
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METHOD BLANK AND SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

MB                    Spike      BSP        BSP        QC       
Analyte                        Batch ID          RL         Result     Units      Amount     Result     %Recov     Limits   

Oil And Grease                 GP7279/GN15706    0.010      0.0        %          .01        0.093      93.0       80-120% 

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
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DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   DUP                   QC         
Analyte                        Batch ID          Sample       Units      Result     Result     RPD        Limits     

Moisture, Percent              GN15702           LA57952-16B  %          52.2       52.1       0.2        0-5%      

Associated Samples: 
Batch GN15702: LA57952-1B, LA57952-2B, LA57952-3B, LA57952-4B, LA57952-5B, LA57952-6B, LA57952-7B, LA57952-8B, LA57952-9B,
LA57952-10B, LA57952-11B, LA57952-12B, LA57952-13B, LA57952-14B, LA57952-15B, LA57952-16B
(*) Outside of QC limits
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MATRIX SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   Spike    MS                    QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     %Rec       Limits     

Oil And Grease                 GP7279/GN15706    LA57952-1B   %          8.4        .01      9.6        116.0      80-120%   

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
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MATRIX SPIKE DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   Spike    MSD                   QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     RPD        Limit      

Oil And Grease                 GP7279/GN15706    LA57952-1B   %          8.4        .01      9.5        0.4                  

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits

__________________________________________________________________________________________________________________________
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SGS North America Inc.

Sample Summary

Hydro-Environmental Technology, Inc.
Job No: LA58075

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

This report contains results reported as ND = Not detected. The following applies:
Organics ND = Not detected above the RL

LA58075-1 09/25/19 13:30 RJL 09/30/19 AQ Water LT-1 (11-16')

LA58075-1F 09/25/19 13:30 RJL 09/30/19 AQ Water Filtered LT-1 (11-16')

LA58075-2 09/26/19 10:35 RJL 09/30/19 AQ Water LT-2 (11-16')

LA58075-2F 09/26/19 10:35 RJL 09/30/19 AQ Water Filtered LT-2 (11-16')

LA58075-3 09/27/19 09:30 RJL 09/30/19 AQ Water LT-3 (11-16')

LA58075-3F 09/27/19 09:30 RJL 09/30/19 AQ Water Filtered LT-3 (11-16')

LA58075-4 09/25/19 06:00 RJL 09/30/19 AQ Trip Blank Water TRIP BLANK

LA58075-5 09/26/19 05:30 RJL 09/30/19 AQ Trip Blank Water TRIP BLANK

LA58075-6 09/27/19 07:00 RJL 09/30/19 AQ Trip Blank Water TRIP BLANK

LA58075-7 09/25/19 12:30 RJL 09/30/19 AQ Field Blank Water FIELD BLANK

LA58075-8 09/26/19 08:00 RJL 09/30/19 AQ Field Blank Water FIELD BLANK

LA58075-9 09/27/19 09:00 RJL 09/30/19 AQ Field Blank Water FIELD BLANK
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SGS North America Inc.

Sample Results

Report of Analysis

Scott, LA
Section 2
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-1 (11-16') 
Lab Sample ID: LA58075-1 Date Sampled: 09/25/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084456.D 1 10/01/19 03:42 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 109% 81-120%
2037-26-5 Toluene-D8 99% 93-105%
460-00-4 4-Bromofluorobenzene 98% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-1 (11-16') 
Lab Sample ID: LA58075-1 Date Sampled: 09/25/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052217.D 1 10/05/19 17:07 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 98% a 70-130%
615-59-8 2,5-Dibromotoluene 97% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-1 (11-16') 
Lab Sample ID: LA58075-1 Date Sampled: 09/25/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: MADEP EPH REV 1.1   SW846 3511 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 X0011984.D 1 10/03/19 17:15 LS 10/01/19 15:30 OP15273 GLB2081
Run #2 Y0011984.D 1 10/03/19 17:16 LS 10/01/19 15:30 OP15273 GLB2082

Initial Volume Final Volume
Run #1 55.8 ml 4.0 ml
Run #2 55.8 ml 4.0 ml

Louisiana EPH Ranges

CAS No. Compound Result RL Units Q

Aliphatics >C10-C12 (Unadj.) ND a 0.13 mg/l
Aliphatics >C12-C16 (Unadj.) ND a 0.13 mg/l
Aliphatics >C16-C35 (Unadj.) ND a 0.13 mg/l
Aromatics >C10-C12 (Unadj.)ND 0.13 mg/l
Aromatics >C12-C16 (Unadj.)ND 0.13 mg/l
Aromatics >C16-C21 (Unadj.)ND 0.13 mg/l
Aromatics >C21-C35 (Unadj.)ND 0.13 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

3386-33-2 1-Chlorooctadecane 75% 40-140%
84-15-1 o-Terphenyl 77% 40-140%
321-60-8 2-Fluorobiphenyl 70% 40-140%

(a) Result is from Run# 2

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-1 (11-16') 
Lab Sample ID: LA58075-1 Date Sampled: 09/25/19 
Matrix: AQ - Water   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Barium 5.02 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Cadmium <0.0050 0.0050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Calcium a 2080 5.0 mg/l 50 10/01/19 10/03/19 RT SW846 6020A 3 SW846 3010A 5

Chromium <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Iron 126 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Lead <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Magnesium 745 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Manganese 10.5 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Mercury <0.00020 0.00020 mg/l 1 10/01/19 10/01/19 SA SW846 7470A 1 SW846 7470A 4

Potassium 6.13 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Selenium <0.050 0.050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Silver <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Sodium a 3390 5.0 mg/l 50 10/01/19 10/03/19 RT SW846 6020A 3 SW846 3010A 5

Strontium a 17.0 0.10 mg/l 50 10/01/19 10/03/19 RT SW846 6020A 3 SW846 3010A 5

Zinc b <0.25 0.25 mg/l 50 10/01/19 10/03/19 RT SW846 6020A 3 SW846 3010A 5

(1) Instrument QC Batch: MA17079
(2) Instrument QC Batch: MA17089
(3) Instrument QC Batch: MA17101
(4) Prep QC Batch: MP16465
(5) Prep QC Batch: MP16482

(a) Elevated reporting limit due to sample result over Linear Dynamic Range.
(b) Elevated reporting limit due to dilution required for matrix interference.

RL = Reporting Limit
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Client Sample ID: LT-1 (11-16') 
Lab Sample ID: LA58075-1 Date Sampled: 09/25/19 
Matrix: AQ - Water   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Alkalinity, Bicarbonate a 739 5.0 mg/l 1 10/02/19 11:45 ATX SM18 2320B

Alkalinity, Carbonate a <5.0 5.0 mg/l 1 10/02/19 11:45 ATX SM18 2320B

Alkalinity, Total as CaCO3 a 740 5.0 mg/l 1 10/02/19 11:45 ATX SM 2320B-2011

Bromide a 32.0 6.0 mg/l 10 10/02/19 14:58 ATX SW846 9056A

Chloride a 12400 700 mg/l 1000 10/02/19 15:15 ATX SW846 9056A

Solids, Total Dissolved a 24900 200 mg/l 1 10/01/19 ATX SM 2540C-2011

Specific Conductivity b 25000 1.0 umhos/cm 1 10/02/19 10:00 ATX EPA 120.1

Sulfate a 204 10 mg/l 20 10/02/19 14:41 ATX SW846 9056A

(a) Analysis performed at SGS Houston, TX.
(b) Conductivity results corrected to 25 degrees Celsius.  Analysis performed at SGS Houston, TX.

RL = Reporting Limit           
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Client Sample ID: LT-1 (11-16') 
Lab Sample ID: LA58075-1F Date Sampled: 09/25/19 
Matrix: AQ - Water Filtered   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Dissolved Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Barium 4.98 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Cadmium <0.0050 0.0050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Calcium a 1500 5.0 mg/l 50 10/01/19 10/04/19 RT SW846 6020A 3 SW846 3010A 5

Chromium <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Iron 120 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Lead <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Magnesium 765 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Manganese 10.0 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Mercury <0.00020 0.00020 mg/l 1 10/01/19 10/01/19 SA SW846 7470A 1 SW846 7470A 4

Potassium 6.03 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Selenium <0.050 0.050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Silver <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Sodium a 2590 5.0 mg/l 50 10/01/19 10/04/19 RT SW846 6020A 3 SW846 3010A 5

Strontium a 12.9 0.10 mg/l 50 10/01/19 10/04/19 RT SW846 6020A 3 SW846 3010A 5

Zinc b <0.25 0.25 mg/l 50 10/01/19 10/04/19 RT SW846 6020A 3 SW846 3010A 5

(1) Instrument QC Batch: MA17079
(2) Instrument QC Batch: MA17089
(3) Instrument QC Batch: MA17101
(4) Prep QC Batch: MP16465
(5) Prep QC Batch: MP16482

(a) Elevated reporting limit due to sample result over Linear Dynamic Range.
(b) Elevated reporting limit due to dilution required for matrix interference.

RL = Reporting Limit
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Client Sample ID: LT-2 (11-16') 
Lab Sample ID: LA58075-2 Date Sampled: 09/26/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084458.D 1 10/01/19 04:09 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 111% 81-120%
2037-26-5 Toluene-D8 98% 93-105%
460-00-4 4-Bromofluorobenzene 98% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: LT-2 (11-16') 
Lab Sample ID: LA58075-2 Date Sampled: 09/26/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052227.D 1 10/05/19 22:10 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 100% a 70-130%
615-59-8 2,5-Dibromotoluene 101% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: LT-2 (11-16') 
Lab Sample ID: LA58075-2 Date Sampled: 09/26/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: MADEP EPH REV 1.1   SW846 3511 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 X0011985.D 1 10/03/19 17:38 LS 10/01/19 15:30 OP15273 GLB2081
Run #2 Y0011985.D 1 10/03/19 17:39 LS 10/01/19 15:30 OP15273 GLB2082

Initial Volume Final Volume
Run #1 54.0 ml 4.0 ml
Run #2 54.0 ml 4.0 ml

Louisiana EPH Ranges

CAS No. Compound Result RL Units Q

Aliphatics >C10-C12 (Unadj.) ND a 0.14 mg/l
Aliphatics >C12-C16 (Unadj.) ND a 0.14 mg/l
Aliphatics >C16-C35 (Unadj.) ND a 0.14 mg/l
Aromatics >C10-C12 (Unadj.)ND 0.14 mg/l
Aromatics >C12-C16 (Unadj.)ND 0.14 mg/l
Aromatics >C16-C21 (Unadj.)ND 0.14 mg/l
Aromatics >C21-C35 (Unadj.)ND 0.14 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

3386-33-2 1-Chlorooctadecane 74% 40-140%
84-15-1 o-Terphenyl 69% 40-140%
321-60-8 2-Fluorobiphenyl 61% 40-140%

(a) Result is from Run# 2

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: LT-2 (11-16') 
Lab Sample ID: LA58075-2 Date Sampled: 09/26/19 
Matrix: AQ - Water   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 0.0196 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Barium 3.14 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Cadmium <0.0050 0.0050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Calcium 822 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Chromium 0.0102 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Iron 75.0 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Lead <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Magnesium 300 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Manganese 6.09 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Mercury <0.00020 0.00020 mg/l 1 10/01/19 10/01/19 SA SW846 7470A 1 SW846 7470A 4

Potassium 4.59 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Selenium <0.050 0.050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Silver <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Sodium 707 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Strontium 5.76 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Zinc <0.050 0.050 mg/l 10 10/01/19 10/04/19 RT SW846 6020A 3 SW846 3010A 5

(1) Instrument QC Batch: MA17079
(2) Instrument QC Batch: MA17089
(3) Instrument QC Batch: MA17101
(4) Prep QC Batch: MP16465
(5) Prep QC Batch: MP16482

RL = Reporting Limit
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Client Sample ID: LT-2 (11-16') 
Lab Sample ID: LA58075-2 Date Sampled: 09/26/19 
Matrix: AQ - Water   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Alkalinity, Bicarbonate a 530 5.0 mg/l 1 10/02/19 11:45 ATX SM18 2320B

Alkalinity, Carbonate a <5.0 5.0 mg/l 1 10/02/19 11:45 ATX SM18 2320B

Alkalinity, Total as CaCO3 a 530 5.0 mg/l 1 10/02/19 11:45 ATX SM 2320B-2011

Bromide a <0.60 0.60 mg/l 1 10/02/19 11:01 ATX SW846 9056A

Chloride a 3640 350 mg/l 500 10/02/19 15:32 ATX SW846 9056A

Solids, Total Dissolved a 8800 200 mg/l 1 10/02/19 17:45 ATX SM 2540C-2011

Specific Conductivity b 9620 1.0 umhos/cm 1 10/02/19 10:00 ATX EPA 120.1

Sulfate a 1.5 0.50 mg/l 1 10/02/19 11:01 ATX SW846 9056A

(a) Analysis performed at SGS Houston, TX.
(b) Conductivity results corrected to 25 degrees Celsius.  Analysis performed at SGS Houston, TX.

RL = Reporting Limit           
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Client Sample ID: LT-2 (11-16') 
Lab Sample ID: LA58075-2F Date Sampled: 09/26/19 
Matrix: AQ - Water Filtered   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Dissolved Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 0.0201 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Barium 3.25 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Cadmium <0.0050 0.0050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Calcium 879 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Chromium <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Iron 74.9 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Lead <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Magnesium 341 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Manganese 6.57 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Mercury <0.00020 0.00020 mg/l 1 10/01/19 10/01/19 SA SW846 7470A 1 SW846 7470A 4

Potassium 3.25 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Selenium <0.050 0.050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Silver <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Sodium 800 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Strontium 6.35 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Zinc <0.050 0.050 mg/l 10 10/01/19 10/04/19 RT SW846 6020A 3 SW846 3010A 5

(1) Instrument QC Batch: MA17079
(2) Instrument QC Batch: MA17089
(3) Instrument QC Batch: MA17101
(4) Prep QC Batch: MP16465
(5) Prep QC Batch: MP16482

RL = Reporting Limit
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Client Sample ID: LT-3 (11-16') 
Lab Sample ID: LA58075-3 Date Sampled: 09/27/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084460.D 1 10/01/19 04:35 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 114% 81-120%
2037-26-5 Toluene-D8 99% 93-105%
460-00-4 4-Bromofluorobenzene 98% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: LT-3 (11-16') 
Lab Sample ID: LA58075-3 Date Sampled: 09/27/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052226.D 1 10/05/19 21:40 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 96% a 70-130%
615-59-8 2,5-Dibromotoluene 95% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

18 of 76

LA58075

2
2.5

August Levert_BP Plan_000466



SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-3 (11-16') 
Lab Sample ID: LA58075-3 Date Sampled: 09/27/19 
Matrix: AQ - Water   Date Received: 09/30/19 
Method: MADEP EPH REV 1.1   SW846 3511 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 X0011986.D 1 10/03/19 18:01 LS 10/01/19 15:30 OP15273 GLB2081
Run #2 Y0011986.D 1 10/03/19 18:02 LS 10/01/19 15:30 OP15273 GLB2082

Initial Volume Final Volume
Run #1 54.7 ml 4.0 ml
Run #2 54.7 ml 4.0 ml

Louisiana EPH Ranges

CAS No. Compound Result RL Units Q

Aliphatics >C10-C12 (Unadj.) ND a 0.14 mg/l
Aliphatics >C12-C16 (Unadj.) ND a 0.14 mg/l
Aliphatics >C16-C35 (Unadj.) ND a 0.14 mg/l
Aromatics >C10-C12 (Unadj.)ND 0.14 mg/l
Aromatics >C12-C16 (Unadj.)ND 0.14 mg/l
Aromatics >C16-C21 (Unadj.)ND 0.14 mg/l
Aromatics >C21-C35 (Unadj.)ND 0.14 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

3386-33-2 1-Chlorooctadecane 73% 40-140%
84-15-1 o-Terphenyl 76% 40-140%
321-60-8 2-Fluorobiphenyl 68% 40-140%

(a) Result is from Run# 2

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: LT-3 (11-16') 
Lab Sample ID: LA58075-3 Date Sampled: 09/27/19 
Matrix: AQ - Water   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Barium 1.40 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Cadmium <0.0050 0.0050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Calcium 298 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Chromium 0.274 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Iron 12.0 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Lead 0.0195 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Magnesium 98.0 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Manganese 2.21 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Mercury <0.00020 0.00020 mg/l 1 10/01/19 10/01/19 SA SW846 7470A 1 SW846 7470A 4

Potassium 2.05 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Selenium <0.050 0.050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Silver <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Sodium 580 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Strontium 2.10 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Zinc <0.050 0.050 mg/l 10 10/01/19 10/04/19 RT SW846 6020A 3 SW846 3010A 5

(1) Instrument QC Batch: MA17079
(2) Instrument QC Batch: MA17089
(3) Instrument QC Batch: MA17101
(4) Prep QC Batch: MP16465
(5) Prep QC Batch: MP16482

RL = Reporting Limit
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Client Sample ID: LT-3 (11-16') 
Lab Sample ID: LA58075-3 Date Sampled: 09/27/19 
Matrix: AQ - Water   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Alkalinity, Bicarbonate a 499 5.0 mg/l 1 10/02/19 11:45 ATX SM18 2320B

Alkalinity, Carbonate a <5.0 5.0 mg/l 1 10/02/19 11:45 ATX SM18 2320B

Alkalinity, Total as CaCO3 a 500 5.0 mg/l 1 10/02/19 11:45 ATX SM 2320B-2011

Bromide a 3.1 0.60 mg/l 1 10/02/19 11:18 ATX SW846 9056A

Chloride a 2600 140 mg/l 200 10/02/19 13:50 ATX SW846 9056A

Solids, Total Dissolved a 3720 40 mg/l 1 10/01/19 ATX SM 2540C-2011

Specific Conductivity b 5100 1.0 umhos/cm 1 10/02/19 10:00 ATX EPA 120.1

Sulfate a 5.9 0.50 mg/l 1 10/02/19 11:18 ATX SW846 9056A

(a) Analysis performed at SGS Houston, TX.
(b) Conductivity results corrected to 25 degrees Celsius.  Analysis performed at SGS Houston, TX.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-3 (11-16') 
Lab Sample ID: LA58075-3F Date Sampled: 09/27/19 
Matrix: AQ - Water Filtered   Date Received: 09/30/19 

Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Dissolved Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Barium 1.38 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Cadmium <0.0050 0.0050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Calcium 307 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Chromium <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Iron 6.63 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Lead <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Magnesium 110 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Manganese 2.30 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Mercury <0.00020 0.00020 mg/l 1 10/01/19 10/01/19 SA SW846 7470A 1 SW846 7470A 4

Potassium 1.17 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Selenium <0.050 0.050 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Silver <0.010 0.010 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Sodium 641 1.0 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Strontium 2.26 0.020 mg/l 10 10/01/19 10/02/19 RT SW846 6020A 2 SW846 3010A 5

Zinc <0.050 0.050 mg/l 10 10/01/19 10/04/19 RT SW846 6020A 3 SW846 3010A 5

(1) Instrument QC Batch: MA17079
(2) Instrument QC Batch: MA17089
(3) Instrument QC Batch: MA17101
(4) Prep QC Batch: MP16465
(5) Prep QC Batch: MP16482

RL = Reporting Limit

22 of 76

LA58075

2
2.6

August Levert_BP Plan_000470



SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: TRIP BLANK 
Lab Sample ID: LA58075-4 Date Sampled: 09/25/19 
Matrix: AQ - Trip Blank Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084450.D 1 10/01/19 02:22 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 107% 81-120%
2037-26-5 Toluene-D8 99% 93-105%
460-00-4 4-Bromofluorobenzene 98% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: TRIP BLANK 
Lab Sample ID: LA58075-4 Date Sampled: 09/25/19 
Matrix: AQ - Trip Blank Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052225.D 1 10/05/19 21:10 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 90% a 70-130%
615-59-8 2,5-Dibromotoluene 88% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: TRIP BLANK 
Lab Sample ID: LA58075-5 Date Sampled: 09/26/19 
Matrix: AQ - Trip Blank Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084452.D 1 10/01/19 02:48 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 109% 81-120%
2037-26-5 Toluene-D8 98% 93-105%
460-00-4 4-Bromofluorobenzene 96% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: TRIP BLANK 
Lab Sample ID: LA58075-5 Date Sampled: 09/26/19 
Matrix: AQ - Trip Blank Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052224.D 1 10/05/19 20:39 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 92% a 70-130%
615-59-8 2,5-Dibromotoluene 94% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: TRIP BLANK 
Lab Sample ID: LA58075-6 Date Sampled: 09/27/19 
Matrix: AQ - Trip Blank Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084454.D 1 10/01/19 03:15 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 109% 81-120%
2037-26-5 Toluene-D8 99% 93-105%
460-00-4 4-Bromofluorobenzene 97% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

27 of 76

LA58075

2
2.9

August Levert_BP Plan_000475



SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: TRIP BLANK 
Lab Sample ID: LA58075-6 Date Sampled: 09/27/19 
Matrix: AQ - Trip Blank Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052223.D 1 10/05/19 20:09 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 88% a 70-130%
615-59-8 2,5-Dibromotoluene 85% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: FIELD BLANK 
Lab Sample ID: LA58075-7 Date Sampled: 09/25/19 
Matrix: AQ - Field Blank Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084462.D 1 10/01/19 05:02 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 113% 81-120%
2037-26-5 Toluene-D8 99% 93-105%
460-00-4 4-Bromofluorobenzene 96% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: FIELD BLANK 
Lab Sample ID: LA58075-7 Date Sampled: 09/25/19 
Matrix: AQ - Field Blank Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052222.D 1 10/05/19 19:39 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 87% a 70-130%
615-59-8 2,5-Dibromotoluene 85% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: FIELD BLANK 
Lab Sample ID: LA58075-8 Date Sampled: 09/26/19 
Matrix: AQ - Field Blank Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084446.D 1 10/01/19 01:28 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 105% 81-120%
2037-26-5 Toluene-D8 99% 93-105%
460-00-4 4-Bromofluorobenzene 96% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound

31 of 76

LA58075

2
2.11

August Levert_BP Plan_000479



SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: FIELD BLANK 
Lab Sample ID: LA58075-8 Date Sampled: 09/26/19 
Matrix: AQ - Field Blank Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052221.D 1 10/05/19 19:08 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 96% a 70-130%
615-59-8 2,5-Dibromotoluene 94% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: FIELD BLANK 
Lab Sample ID: LA58075-9 Date Sampled: 09/27/19 
Matrix: AQ - Field Blank Water   Date Received: 09/30/19 
Method: SW846 8260B Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 2X0084448.D 1 10/01/19 01:55 CP n/a n/a V2X3794
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Purgeable Aromatics

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 0.0050 mg/l
108-88-3 Toluene ND 0.0050 mg/l
100-41-4 Ethylbenzene ND 0.0050 mg/l
1330-20-7 Xylene (total) ND 0.0050 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

17060-07-0 1,2-Dichloroethane-D4 106% 81-120%
2037-26-5 Toluene-D8 97% 93-105%
460-00-4 4-Bromofluorobenzene 98% 89-107%

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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Client Sample ID: FIELD BLANK 
Lab Sample ID: LA58075-9 Date Sampled: 09/27/19 
Matrix: AQ - Field Blank Water   Date Received: 09/30/19 
Method: MADEP VPH REV 1.1 Percent Solids: n/a 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
Run #1 LC052220.D 1 10/05/19 18:38 NN n/a n/a GLC2378
Run #2

Purge Volume
Run #1 5.0 ml
Run #2

Volatile Petroleum Hydrocarbons (VPH)

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 0.15 mg/l
Aliphatics >C8-C10 (Unadj.) ND 0.15 mg/l
Aromatics >C8-C10 (Unadj.) ND 0.15 mg/l

CAS No. Surrogate Recoveries Run# 1 Run# 2 Limits

615-59-8 2,5-Dibromotoluene 96% a 70-130%
615-59-8 2,5-Dibromotoluene 94% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

ND = Not detected J = Indicates an estimated value
RL = Reporting Limit B = Indicates analyte found in associated method blank
E = Indicates value exceeds calibration range N = Indicates presumptive evidence of a compound
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SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 3
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SGS Sample Receipt Summary

Job Number: LA58075 Client: HYDRO - ENV.

Date / Time Received: 9/30/2019 1:55:00 PM Delivery Method: Client

Project: AUGUST LEVERT

4. No. Coolers: 2

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Thermometer ID:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media:

DV439;  

Ice (direct contact)

Quality Control  Preservation   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (3.4/3.4);  #2: (4.1/4.1);  DV439

LA58075: Chain of Custody
Page 3 of 3
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SGS North America Inc.

MS Volatiles

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Blank Spike Summaries
• Matrix Spike and Duplicate Summaries

Scott, LA
Section 4
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Method Blank Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
V2X3794-MB4 2X0084444.D 1 10/01/19 CP n/a n/a V2X3794

The QC reported here applies to the following samples: Method:  SW846 8260B

LA58075-1, LA58075-2, LA58075-3, LA58075-4, LA58075-5, LA58075-6, LA58075-7, LA58075-8, LA58075-9

CAS No. Compound Result RL Units Q

71-43-2 Benzene ND 1.0 ug/l
100-41-4 Ethylbenzene ND 1.0 ug/l
108-88-3 Toluene ND 1.0 ug/l
1330-20-7 Xylene (total) ND 2.0 ug/l

CAS No. Surrogate Recoveries Limits

17060-07-0 1,2-Dichloroethane-D4 104% 81-120%
2037-26-5 Toluene-D8 100% 93-105%
460-00-4 4-Bromofluorobenzene 95% 89-107%
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Blank Spike/Blank Spike Duplicate Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
V2X3794-BS2 2X0084438.D 1 09/30/19 CP n/a n/a V2X3794
V2X3794-BSD2 2X0084440.D 1 10/01/19 CP n/a n/a V2X3794

The QC reported here applies to the following samples: Method:  SW846 8260B

LA58075-1, LA58075-2, LA58075-3, LA58075-4, LA58075-5, LA58075-6, LA58075-7, LA58075-8, LA58075-9

Spike BSP BSP BSD BSD Limits
CAS No. Compound ug/l ug/l % ug/l % RPD Rec/RPD

71-43-2 Benzene 20 19.8 99 20.3 102 2 82-119/11
100-41-4 Ethylbenzene 20 19.0 95 19.2 96 1 82-120/11
108-88-3 Toluene 20 19.8 99 20.3 102 2 82-118/12
1330-20-7 Xylene (total) 60 58.7 98 59.7 100 2 82-122/11

CAS No. Surrogate Recoveries BSP BSD Limits

17060-07-0 1,2-Dichloroethane-D4 100% 101% 81-120%
2037-26-5 Toluene-D8 100% 100% 93-105%
460-00-4 4-Bromofluorobenzene 98% 99% 89-107%

* = Outside of Control Limits.
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Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
LA58059-3MS 2X0084472.D 10 10/01/19 CP n/a n/a V2X3794
LA58059-3MSD 2X0084474.D 10 10/01/19 CP n/a n/a V2X3794
LA58059-3 2X0084468.D 1 10/01/19 CP n/a n/a V2X3794

The QC reported here applies to the following samples: Method:  SW846 8260B

LA58075-1, LA58075-2, LA58075-3, LA58075-4, LA58075-5, LA58075-6, LA58075-7, LA58075-8, LA58075-9

LA58059-3 Spike MS MS Spike MSD MSD Limits
CAS No. Compound ug/l Q ug/l ug/l % ug/l ug/l % RPD Rec/RPD

71-43-2 Benzene 76.9 200 956 440* 200 971 447* 2 41-155/14
100-41-4 Ethylbenzene 28.4 200 453 212* 200 456 214* 1 50-147/15
108-88-3 Toluene 43.8 200 598 277* 200 599 278* 0 40-153/15
1330-20-7 Xylene (total) 180 600 2300 353* 600 2290 352* 0 46-154/15

CAS No. Surrogate Recoveries MS MSD LA58059-3 Limits

17060-07-0 1,2-Dichloroethane-D4 102% 101% 100% 81-120%
2037-26-5 Toluene-D8 99% 102% 101% 93-105%
460-00-4 4-Bromofluorobenzene 102% 102% 100% 89-107%

* = Outside of Control Limits.
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SGS North America Inc.

GC Volatiles

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Blank Spike Summaries
• Matrix Spike and Duplicate Summaries

Scott, LA
Section 5
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Method Blank Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
GLC2378-MB1 LC052201.D 1 10/05/19 NN n/a n/a GLC2378

The QC reported here applies to the following samples: Method:  MADEP VPH REV 1.1

LA58075-1, LA58075-2, LA58075-3, LA58075-4, LA58075-5, LA58075-6, LA58075-7, LA58075-8, LA58075-9

CAS No. Compound Result RL Units Q

Aliphatics C6-C8 (Unadj.) ND 30 ug/l
Aliphatics >C8-C10 (Unadj.) 11.2 50 ug/l J
Aromatics >C8-C10 (Unadj.) 13.8 50 ug/l J

CAS No. Surrogate Recoveries Limits

615-59-8 2,5-Dibromotoluene 86% a 70-130%
615-59-8 2,5-Dibromotoluene 85% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.
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Blank Spike/Blank Spike Duplicate Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
GLC2378-BS1 LC052199.D 1 10/05/19 NN n/a n/a GLC2378
GLC2378-BSD1 LC052200.D 1 10/05/19 NN n/a n/a GLC2378

The QC reported here applies to the following samples: Method:  MADEP VPH REV 1.1

LA58075-1, LA58075-2, LA58075-3, LA58075-4, LA58075-5, LA58075-6, LA58075-7, LA58075-8, LA58075-9

Spike BSP BSP BSD BSD Limits
CAS No. Compound ug/l ug/l % ug/l % RPD Rec/RPD

Aliphatics C6-C8 (Unadj.) 150 153 102 152 101 1 70-130/30
Aliphatics >C8-C10 (Unadj.) 250 268 107 265 106 1 70-130/30
Aromatics >C8-C10 (Unadj.) 250 272 109 268 107 1 70-130/30

CAS No. Surrogate Recoveries BSP BSD Limits

615-59-8 2,5-Dibromotoluene 93% a 99% a 70-130%
615-59-8 2,5-Dibromotoluene 94% b 100% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

* = Outside of Control Limits.
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Matrix Spike/Matrix Spike Duplicate Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
LA58089-1MS LC052205.D 20 10/05/19 NN n/a n/a GLC2378
LA58089-1MSD LC052206.D 20 10/05/19 NN n/a n/a GLC2378
LA58089-1 LC052202.D 1 10/05/19 NN n/a n/a GLC2378

The QC reported here applies to the following samples: Method:  MADEP VPH REV 1.1

LA58075-1, LA58075-2, LA58075-3, LA58075-4, LA58075-5, LA58075-6, LA58075-7, LA58075-8, LA58075-9

LA58089-1 Spike MS MS Spike MSD MSD Limits
CAS No. Compound ug/l Q ug/l ug/l % ug/l ug/l % RPD Rec/RPD

Aliphatics C6-C8 (Unadj.) 58.4 3000 2360 77 3000 2480 81 5 70-130/50
Aliphatics >C8-C10 (Unadj.) 147 5000 4240 82 5000 4160 80 2 70-130/50
Aromatics >C8-C10 (Unadj.) 209 5000 4730 90 5000 4500 86 5 70-130/50

CAS No. Surrogate Recoveries MS MSD LA58089-1 Limits

615-59-8 2,5-Dibromotoluene 90% a 101% a 99% a 70-130%
615-59-8 2,5-Dibromotoluene 95% b 105% b 99% b 70-130%

(a) Recovery from Aliphatics fraction.
(b) Recovery from Aromatics fraction.

* = Outside of Control Limits.
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SGS North America Inc.

GC/LC Semi-volatiles

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Blank Spike Summaries
• Matrix Spike and Duplicate Summaries

Scott, LA
Section 6
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Method Blank Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP15273-MB X0011977.D 1 10/03/19 LS 10/01/19 OP15273 GLB2081

The QC reported here applies to the following samples: Method:  MADEP EPH REV 1.1

LA58075-1, LA58075-2, LA58075-3

CAS No. Compound Result RL Units Q

Aromatics >C10-C12 (Unadj.)ND 140 ug/l
Aromatics >C12-C16 (Unadj.)ND 140 ug/l
Aromatics >C16-C21 (Unadj.)ND 140 ug/l
Aromatics >C21-C35 (Unadj.)ND 140 ug/l

CAS No. Surrogate Recoveries Limits

84-15-1 o-Terphenyl 73% 40-140%
321-60-8 2-Fluorobiphenyl 66% 40-140%
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Method Blank Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP15273-MB Y0011977.D 1 10/03/19 LS 10/01/19 OP15273 GLB2082

The QC reported here applies to the following samples: Method:  MADEP EPH REV 1.1

LA58075-1, LA58075-2, LA58075-3

CAS No. Compound Result RL Units Q

Aliphatics >C10-C12 (Unadj.) ND 140 ug/l
Aliphatics >C12-C16 (Unadj.) ND 140 ug/l
Aliphatics >C16-C35 (Unadj.) ND 140 ug/l

CAS No. Surrogate Recoveries Limits

3386-33-2 1-Chlorooctadecane 67% 40-140%
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Blank Spike/Blank Spike Duplicate Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP15273-BS X0011978.D 1 10/03/19 LS 10/01/19 OP15273 GLB2081
OP15273-BSD X0011979.D 1 10/03/19 LS 10/01/19 OP15273 GLB2081

The QC reported here applies to the following samples: Method:  MADEP EPH REV 1.1

LA58075-1, LA58075-2, LA58075-3

Spike BSP BSP BSD BSD Limits
CAS No. Compound ug/l ug/l % ug/l % RPD Rec/RPD

Aromatics >C10-C12 (Unadj.)463 330 71 323 70 2 40-140/30
Aromatics >C12-C16 (Unadj.)1390 970 70 985 71 2 40-140/30
Aromatics >C16-C21 (Unadj.)2310 1470 64 1450 63 1 40-140/30
Aromatics >C21-C35 (Unadj.)3700 2380 64 2390 65 0 40-140/30

CAS No. Surrogate Recoveries BSP BSD Limits

84-15-1 o-Terphenyl 69% 69% 40-140%
321-60-8 2-Fluorobiphenyl 69% 66% 40-140%

* = Outside of Control Limits.

50 of 76

LA58075

6
6.2.1

August Levert_BP Plan_000498



Blank Spike/Blank Spike Duplicate Summary Page 1 of 1     
Job Number: LA58075
Account: HETILAL Hydro-Environmental Technology, Inc.
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Sample File ID DF Analyzed By Prep Date Prep Batch Analytical Batch
OP15273-BS Y0011978.D 1 10/03/19 LS 10/01/19 OP15273 GLB2082
OP15273-BSD Y0011979.D 1 10/03/19 LS 10/01/19 OP15273 GLB2082

The QC reported here applies to the following samples: Method:  MADEP EPH REV 1.1

LA58075-1, LA58075-2, LA58075-3

Spike BSP BSP BSD BSD Limits
CAS No. Compound ug/l ug/l % ug/l % RPD Rec/RPD

Aliphatics >C10-C12 (Unadj.) 463 284 61 266 58 7 40-140/30
Aliphatics >C12-C16 (Unadj.) 926 579 63 543 59 6 40-140/30
Aliphatics >C16-C35 (Unadj.) 4170 2760 66 2480 60 11 40-140/30

CAS No. Surrogate Recoveries BSP BSD Limits

3386-33-2 1-Chlorooctadecane 70% 63% 40-140%

* = Outside of Control Limits.
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SGS North America Inc.

Metals Analysis

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Matrix Spike and Duplicate Summaries
• Blank Spike and Lab Control Sample Summaries
• Serial Dilution Summaries

Scott, LA
Section 7
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16465                                          Methods: SW846 7470A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                         10/01/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Mercury        0.20     .056     .081     -0.00095 <0.20                                                 

Associated samples MP16465: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________

Page 1

53 of 76

LA58075

7
7.1.1

August Levert_BP Plan_000501



MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16465                                          Methods: SW846 7470A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                10/01/19                                                       

TD45452-1         Spikelot QC                                                     
Metal          Original MS       HGSPIKE1 % Rec    Limits                                                 

Mercury        0.0      2.4      5        48.0N(a) 75-125                                                

Associated samples MP16465: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike recovery indicates possible matrix interference or sample non-homogeneity.
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16465                                          Methods: SW846 7470A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                         10/01/19                                              

TD45452-1         Spikelot          MSD      QC                                            
Metal          Original MSD      HGSPIKE1 % Rec    RPD      Limit                                         

Mercury        0.0      2.6      5        52.0N(a) 8.0      20                                           

Associated samples MP16465: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike recovery indicates possible matrix interference or sample non-homogeneity.
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16465                                          Methods: SW846 7470A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                       10/01/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   HGSPIKE1 % Rec    Limits                                                          

Mercury        4.7      5        94.0     80-120                                                         

Associated samples MP16465: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16465                                          Methods: SW846 7470A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                       10/01/19                                                                

TD45452-1         QC                                                              
Metal          Original SDL 1:5  %DIF     Limits                                                          

Mercury        0.00     0.00     NC       0-                                                             

Associated samples MP16465: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                         10/01/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       100      1.4      9.3                                                                     

Antimony       1.0      .0063    .34                                                                     

Arsenic        1.0      .062     .26      -0.0077  <1.0                                                  

Barium         1.0      .0089    .46      0.088    <1.0                                                  

Beryllium      1.0      .0096    .28                                                                     

Boron          20       1.5      2.9                                                                     

Cadmium        0.50     .0081    .12      0.010    <0.50                                                 

Calcium        100      4.7      20       22.3     <100                                                  

Cerium         1.0      .0019    .16                                                                     

Chromium       1.0      .059     .15      -0.017   <1.0                                                  

Cobalt         1.0      .0082    .14                                                                     

Copper         1.0      .27      .74                                                                     

Iron           100      2.8      16       2.2      <100                                                  

Lanthanum      1.0      .0019    .41                                                                     

Lithium        2.0      .3       .61                                                                     

Lead           1.0      .0045    .13      -0.12    <1.0                                                  

Magnesium      100      1.1      11       9.8      <100                                                  

Manganese      2.0      .1       .53      -0.040   <2.0                                                  

Molybdenum     1.0      .19      .89                                                                     

Nickel         1.0      .081     .2                                                                      

Potassium      100      5        7.6      -12      <100                                                  

Selenium       5.0      .3       3.1      -0.13    <5.0                                                  

Silver         1.0      .0088    .13      -0.053   <1.0                                                  

Silicon        500      7.6      130                                                                     

Sodium         100      8.6      9.9      6.2      <100                                                  

Strontium      2.0      .063     .27      0.050    <2.0                                                  

Thallium       1.0      .03      .86                                                                     

Tin            2.0      .059     .19                                                                     

Titanium       1.0      .095     .77                                                                     

Uranium        1.0      .0019    .17                                                                     

Vanadium       1.0      .035     .1                                                                      

Zinc           5.0      1.5      1.1      0.062    <5.0                                                  

Associated samples MP16482: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                         10/01/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                10/01/19                                                       

LA58075-1         Spikelot QC                                                     
Metal          Original MS       MPICPMS6 % Rec    Limits                                                 

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        1.1      94.5     100      93.4     75-125                                                

Barium         5020     3560     100      -1460.0a 75-125                                                

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.0      94.6     100      94.6     75-125                                                

Calcium        2080000  1630000  5000     -9000.0a 75-125                                                

Cerium                                                                                                   

Chromium       1.8      98.5     100      96.7     75-125                                                

Cobalt                                                                                                   

Copper                                                                                                   

Iron           126000   98600    5000     -548.0(a 75-125                                                

Lanthanum                                                                                                

Lithium                                                                                                  

Lead           0.0      89.9     100      89.9     75-125                                                

Magnesium      745000   577000   5000     -3360.0a 75-125                                                

Manganese      10500    7920     100      -2580.0a 75-125                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium      6130     9180     5000     61.0N(b) 75-125                                                

Selenium       0.0      386      500      77.2     75-125                                                

Silver         2.8      98.5     100      95.7     75-125                                                

Silicon                                                                                                  

Sodium         3390000  2790000  5000     -12000.0a75-125                                                

Strontium      17000    14100    100      -2900.0a 75-125                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Uranium                                                                                                  

Vanadium                                                                                                 

Zinc           0.00     133      100      133.0N(b 75-125                                                

Associated samples MP16482: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                10/01/19                                                       

LA58075-1         Spikelot QC                                                     
Metal          Original MS       MPICPMS6 % Rec    Limits                                                 

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike amount low relative to the sample amount.  Refer to  lab control or spike blank for recovery

information.
(b) Spike recovery indicates possible matrix interference or sample non-homogeneity.
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Page 2

61 of 76

LA58075

7
7.2.2

August Levert_BP Plan_000509



MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                         10/01/19                                              

LA58075-1         Spikelot          MSD      QC                                            
Metal          Original MSD      MPICPMS6 % Rec    RPD      Limit                                         

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        1.1      90.2     100      89.1     4.7      20                                           

Barium         5020     3600     100      -1420.0a 1.1      20                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.0      90.7     100      90.7     4.2      20                                           

Calcium        2080000  1670000  5000     -8200.0a 2.4      20                                           

Cerium                                                                                                   

Chromium       1.8      97.6     100      95.8     0.9      20                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron           126000   99500    5000     -530.0(a 0.9      20                                           

Lanthanum                                                                                                

Lithium                                                                                                  

Lead           0.0      89.9     100      89.9     0.0      20                                           

Magnesium      745000   589000   5000     -3120.0a 2.1      20                                           

Manganese      10500    8040     100      -2460.0a 1.5      20                                           

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium      6130     9420     5000     65.8N(b) 2.6      20                                           

Selenium       0.0      398      500      79.6     3.1      20                                           

Silver         2.8      97.4     100      94.6     1.1      20                                           

Silicon                                                                                                  

Sodium         3390000  2830000  5000     -11200.0a1.4      20                                           

Strontium      17000    14000    100      -3000.0a 0.7      20                                           

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Uranium                                                                                                  

Vanadium                                                                                                 

Zinc           0.00     103      100      103.0    25.4 (c) 20                                           

Associated samples MP16482: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                         10/01/19                                              

LA58075-1         Spikelot          MSD      QC                                            
Metal          Original MSD      MPICPMS6 % Rec    RPD      Limit                                         

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike amount low relative to the sample amount.  Refer to  lab control or spike blank for recovery

information.
(b) Spike recovery indicates possible matrix interference or sample non-homogeneity.
(c) Outside control limits due to matrix interference.

_________________________________________________________________________________________________________
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                       10/01/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   MPICPMS6 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        103      100      103.0    80-120                                                         

Barium         101      100      101.0    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        102      100      102.0    80-120                                                         

Calcium        4860     5000     97.2     80-120                                                         

Cerium                                                                                                   

Chromium       98.0     100      98.0     80-120                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron           4500     5000     90.0     80-120                                                         

Lanthanum                                                                                                

Lithium                                                                                                  

Lead           103      100      103.0    80-120                                                         

Magnesium      4690     5000     93.8     80-120                                                         

Manganese      97.6     100      97.6     80-120                                                         

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium      4880     5000     97.6     80-120                                                         

Selenium       535      500      107.0    80-120                                                         

Silver         100      100      100.0    80-120                                                         

Silicon                                                                                                  

Sodium         4660     5000     93.2     80-120                                                         

Strontium      98.6     100      98.6     80-120                                                         

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Uranium                                                                                                  

Vanadium                                                                                                 

Zinc           106      100      106.0    80-120                                                         

Associated samples MP16482: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                       10/01/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   MPICPMS6 % Rec    Limits                                                          

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                       10/01/19                                                                

LA58075-1         QC                                                              
Metal          Original SDL 10:50%DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        1.09     0.00     100.0(a) 0-10                                                           

Barium         5020     3530     29.7*(b) 0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.00     0.00     NC       0-10                                                           

Calcium        2080000  1490000  28.4*(b) 0-10                                                           

Cerium                                                                                                   

Chromium       1.84     0.00     100.0(a) 0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron           126000   99600    20.7*(b) 0-10                                                           

Lanthanum                                                                                                

Lithium                                                                                                  

Lead           0.00     0.00     NC       0-10                                                           

Magnesium      745000   579000   22.3*(b) 0-10                                                           

Manganese      10500    7990     23.9*(b) 0-10                                                           

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium      6130     4530     26.0*(b) 0-10                                                           

Selenium       0.00     0.00     NC       0-10                                                           

Silver         2.83     0.00     100.0(a) 0-10                                                           

Silicon                                                                                                  

Sodium         3390000  2620000  22.8*(b) 0-10                                                           

Strontium      17000    12800    24.6*(b) 0-10                                                           

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Uranium                                                                                                  

Vanadium                                                                                                 

Zinc           0.00     0.00     NC       0-10                                                           

Associated samples MP16482: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                       10/01/19                                                                

LA58075-1         QC                                                              
Metal          Original SDL 10:50%DIF     Limits                                                          

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
(b) Serial dilution indicates possible matrix interference.

_________________________________________________________________________________________________________
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POST DIGESTATE SPIKE SUMMARY 

Login Number: LA58075 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16482                                          Methods: SW846 6020A 
Matrix Type: AQUEOUS                                            Units: ug/l

Prep Date:                                                                             10/01/19          

Sample   Final    LA58075-1         PS       Spike    Spike    Spike    QC        
Metal          ml       ml       Raw      Corr.**  ug/l     ml       ug/ml    ug/l     % Rec    Limits    

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium                                                                                                   

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Cerium                                                                                                   

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lanthanum                                                                                                

Lithium                                                                                                  

Lead                                                                                                     

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium      0.2      10       6128     122.56   5787     0.025    2000     5000     113.3    75-125   

Selenium                                                                                                 

Silver                                                                                                   

Silicon                                                                                                  

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Uranium                                                                                                  

Vanadium                                                                                                 

Zinc           0.04     10                         92.07    0.1      10       100      92.1     75-125   

Associated samples MP16482: LA58075-1, LA58075-2, LA58075-3, LA58075-1F, LA58075-2F, LA58075-3F

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(**)  Corr. sample result = Raw * (sample volume / final volume)
(anr) Analyte not requested
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SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

(SGS Houston, TX)

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 8
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LA58075: Chain of Custody
Page 1 of 3

SGS Houston, TX
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Page 1 of 2Job Number: LA58075 Client: SGS

Date / Time Received: 9/30/2019 11:35:00 PM Delv Method: SGS-GP

Project: AUGUST LEVERT

 # of Coolers: 1

Airbill #'s:

Cooler Information

1. Custody Seals Present:

2. Custody Seals Intact:

4. Cooler temp verification:

3. Temp criteria achieved:

3. Cooler media: Ice (Bag)

Trip Blank Information   Y     or     N    

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

2. Samples preserved properly:

9. VOCs headspace free:

Sample Information   Y     or     N  

1. Sample labels present on bottles:

7. Container labeling complete:

5. Sample recvd within HT:

4. Condition of sample:

8. Analysis requested is clear:

10. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

12. Special Instructions (compositing/filtering) clear:

Intact

Cooler Temps (Initial/Adjusted): #1: (4.2/4.2);  

Therm ID: IR-8;  Temp Adjustment Factor: 0;  

SGS Sample Receipt Summary

Number of terracores:

Number of 5035 Field Kits:

Number of Lab Filtered Metals:

Residual Chlorine Test Strip Lot #:

Misc. Information

3. Type Of TB Received   W     or     S    N/A  

  Y     or     N    N/A  

6. Dates/Times/IDs on COC match Sample Label

13. Voa Soil Kits/Jars received past 48hrs?

14. % Solids Jar received?

15. Residual Chlorine Present?

11. COC Present:

  N/A  

Test Strip Lot #s: pH 1-12: 10D4281 pH 12+: Other:  (Specify)

Comments

LA58075: Chain of Custody
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Sample Receipt Log

Job #: LA58075 Date / Time Received: 9/30/2019 11:35:00 PM Initials: BELINDG

Client: SGS

Page 2 of 2

Sample ID: Bot #Cooler # Vol Location Pres pH Therm ID
Therm 

CF
Corrected

Temp
Initial
Temp

500ml M1D N/P Note #2 - Preservative check not applicable. IR-8 0 4.21 LA58075-1 4.21

500ml M1D N/P Note #2 - Preservative check not applicable. IR-8 0 4.21 LA58075-2 4.21

500ml M1D N/P Note #2 - Preservative check not applicable. IR-8 0 4.21 LA58075-3 4.21

LA58075: Chain of Custody
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SGS North America Inc.

General Chemistry

QC Data Summaries

(SGS Houston, TX)

Includes the following where applicable:

• Method Blank and Blank Spike Summaries
• Duplicate Summaries
• Matrix Spike Summaries

Scott, LA
Section 9
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METHOD BLANK AND SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA58075 
Account: ALLA - SGS Scott, LA 

Project: HETILAL: 1009.A62 August Levert-Bayou Sorrel, LA

MB                    Spike      BSP        BSP        QC       
Analyte                        Batch ID          RL         Result     Units      Amount     Result     %Recov     Limits   

Alkalinity, Bicarbonate        GN1533            5.0        2.0        mg/l                             
Alkalinity, Carbonate          GN1534            5.0        0.0        mg/l                             
Alkalinity, Total as CaCO3     GN1532            5.0        2.0        mg/l       100        99.0       99.0       90-110% 
Bromide                        GP54988/GN1551    0.60       0.0        mg/l       10         10.1       101.0      90-110% 
Chloride                       GP54988/GN1551    0.70       0.0        mg/l       10         9.66       96.6       90-110% 
Solids, Total Dissolved        GN1508            10         2.0        mg/l       500        495        99.0       88-110% 
Solids, Total Dissolved        GN1543            10         0.0        mg/l       500        486        97.2       88-110% 
Specific Conductivity          GN1527            1.0        <1.0       umhos/cm                         
Sulfate                        GP54988/GN1551    0.50       0.0        mg/l       10         10.1       101.0      90-110% 

Associated Samples: 
Batch GN1508: LA58075-1, LA58075-3
Batch GN1527: LA58075-1, LA58075-2, LA58075-3
Batch GN1532: LA58075-1, LA58075-2, LA58075-3
Batch GN1533: LA58075-1, LA58075-2, LA58075-3
Batch GN1534: LA58075-1, LA58075-2, LA58075-3
Batch GN1543: LA58075-2
Batch GP54988: LA58075-1, LA58075-2, LA58075-3
(*) Outside of QC limits
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DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA58075 
Account: ALLA - SGS Scott, LA 

Project: HETILAL: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   DUP                   QC         
Analyte                        Batch ID          Sample       Units      Result     Result     RPD        Limits     

Alkalinity, Total as CaCO3     GN1532            TD45496-2    mg/l       235        235        0.0        0-10%     
Bromide                        GP54988/GN1551    LA58075-3    mg/l       3.1        3.0        3.3        0-19%     
Chloride                       GP54988/GN1551    LA58075-3    mg/l       2600       2580       0.8        0-13%     
Solids, Total Dissolved        GN1508            LA58057-1    mg/l       2250       1600       0.6        0-5%      
Solids, Total Dissolved        GN1508            LA58057-1    mg/l       2250       377        0.3        0-5%      
Solids, Total Dissolved        GN1543            TD45511-1    mg/l       836        842        0.7        0-5%      
Specific Conductivity          GN1527            TD45428-7    umhos/cm   546        546        0.0        0-10%     
Sulfate                        GP54988/GN1551    LA58075-3    mg/l       5.9        6.0        1.7        0-20%     

Associated Samples: 
Batch GN1508: LA58075-1, LA58075-3
Batch GN1527: LA58075-1, LA58075-2, LA58075-3
Batch GN1532: LA58075-1, LA58075-2, LA58075-3
Batch GN1543: LA58075-2
Batch GP54988: LA58075-1, LA58075-2, LA58075-3
(*) Outside of QC limits
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MATRIX SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA58075 
Account: ALLA - SGS Scott, LA 

Project: HETILAL: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   Spike    MS                    QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     %Rec       Limits     

Alkalinity, Total as CaCO3     GN1532            TD45496-2    mg/l       235        25       255        80.0       75-117%   
Bromide                        GP54988/GN1551    LA58075-3    mg/l       3.1        10       12.4       93.0       80-120%   
Chloride                       GP54988/GN1551    LA58075-3    mg/l       2600       2000     1930       -33.5N     80-120%   
Sulfate                        GP54988/GN1551    LA58075-3    mg/l       5.9        10       16.1       102.0      80-120%   

Associated Samples: 
Batch GN1532: LA58075-1, LA58075-2, LA58075-3
Batch GP54988: LA58075-1, LA58075-2, LA58075-3
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits

__________________________________________________________________________________________________________________________
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SGS North America Inc.

Sample Summary

Hydro-Environmental Technology, Inc.
Job No: LA58073

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA58073-1 09/25/19 11:05 RJL 09/30/19 SO Soil LT-1 (0-4')

LA58073-1A 09/25/19 11:05 RJL 09/30/19 SO Soil LT-1 (0-4')

LA58073-2 09/25/19 12:30 RJL 09/30/19 SO Soil HA-6 (0-2')

LA58073-2A 09/25/19 12:30 RJL 09/30/19 SO Soil HA-6 (0-2')

LA58073-3 09/25/19 12:35 RJL 09/30/19 SO Soil HA-6 (2-4')

LA58073-3A 09/25/19 12:35 RJL 09/30/19 SO Soil HA-6 (2-4')

LA58073-4 09/25/19 12:40 RJL 09/30/19 SO Soil HA-6 (4-6')

LA58073-4A 09/25/19 12:40 RJL 09/30/19 SO Soil HA-6 (4-6')

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Results

Report of Analysis

Scott, LA
Section 2
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-1 (0-4') 
Lab Sample ID: LA58073-1 Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: 61.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Barium 150 10 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Cadmium <2.5 2.5 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Chromium 16.9 5.0 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Lead 12.8 5.0 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Mercury <0.069 0.069 mg/kg 1 10/03/19 10/03/19 SA SW846 7471B 1 SW846 7471B 4

Selenium <5.0 5.0 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Silver <5.0 5.0 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Zinc 66.5 25 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

(1) Instrument QC Batch: MA17116
(2) Instrument QC Batch: MA17117
(3) Prep QC Batch: MP16472
(4) Prep QC Batch: MP16493

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-1 (0-4') 
Lab Sample ID: LA58073-1 Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: 61.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 38.2 % 1 10/04/19 CT ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: LT-1 (0-4') 
Lab Sample ID: LA58073-1A Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 340 100 mg/kg 1 10/14/19 10/14/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17234
(2) Prep QC Batch: MP16596

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (0-2') 
Lab Sample ID: LA58073-2 Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: 54.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.7 4.7 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Barium 117 9.4 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Cadmium <2.4 2.4 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Chromium 15.2 4.7 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Lead 15.1 4.7 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Mercury <0.080 0.080 mg/kg 1 10/03/19 10/03/19 SA SW846 7471B 1 SW846 7471B 4

Selenium <4.7 4.7 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Silver <4.7 4.7 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Zinc 63.8 24 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

(1) Instrument QC Batch: MA17116
(2) Instrument QC Batch: MA17117
(3) Prep QC Batch: MP16472
(4) Prep QC Batch: MP16493

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (0-2') 
Lab Sample ID: LA58073-2 Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: 54.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 45.7 % 1 10/04/19 CT ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (0-2') 
Lab Sample ID: LA58073-2A Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 489 100 mg/kg 1 10/14/19 10/14/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17234
(2) Prep QC Batch: MP16596

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (2-4') 
Lab Sample ID: LA58073-3 Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: 54.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.9 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Barium 142 9.8 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Cadmium <2.5 2.5 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Chromium 15.2 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Lead 12.1 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Mercury <0.069 0.069 mg/kg 1 10/03/19 10/03/19 SA SW846 7471B 1 SW846 7471B 4

Selenium <4.9 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Silver <4.9 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Zinc 62.1 25 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

(1) Instrument QC Batch: MA17116
(2) Instrument QC Batch: MA17117
(3) Prep QC Batch: MP16472
(4) Prep QC Batch: MP16493

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (2-4') 
Lab Sample ID: LA58073-3 Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: 54.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 45.7 % 1 10/04/19 CT ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (2-4') 
Lab Sample ID: LA58073-3A Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 311 100 mg/kg 1 10/14/19 10/14/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17234
(2) Prep QC Batch: MP16596

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (4-6') 
Lab Sample ID: LA58073-4 Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: 40.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.9 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Barium 305 9.8 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Cadmium <2.5 2.5 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Chromium 14.4 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Lead 12.1 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Mercury <0.067 0.067 mg/kg 1 10/03/19 10/03/19 SA SW846 7471B 1 SW846 7471B 4

Selenium <4.9 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Silver <4.9 4.9 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

Zinc 60.5 25 mg/kg 5 10/01/19 10/03/19 RD SW846 6010C 2 SW846 3050B 3

(1) Instrument QC Batch: MA17116
(2) Instrument QC Batch: MA17117
(3) Prep QC Batch: MP16472
(4) Prep QC Batch: MP16493

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (4-6') 
Lab Sample ID: LA58073-4 Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: 40.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 59.2 % 1 10/04/19 CT ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-6 (4-6') 
Lab Sample ID: LA58073-4A Date Sampled: 09/25/19 
Matrix: SO - Soil   Date Received: 09/30/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 348 100 mg/kg 1 10/14/19 10/14/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17234
(2) Prep QC Batch: MP16596

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit

16 of 35

LA58073

2
2.8

August Levert_BP Plan_000540



SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 3
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LA58073: Chain of Custody
Page 1 of 3
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LA58073: Chain of Custody
Page 2 of 3
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SGS Sample Receipt Summary

Job Number: LA58073 Client: HYDRO - ENV.

Date / Time Received: 9/30/2019 1:55:00 PM Delivery Method: Client

Project: AUGUST LEVERT

4. No. Coolers: 1

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Thermometer ID:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media:

DV439;  

Ice (direct contact)

Quality Control  Preservation   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (4.1/4.1);  DV439

LA58073: Chain of Custody
Page 3 of 3
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SGS North America Inc.

Metals Analysis

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Matrix Spike and Duplicate Summaries
• Blank Spike and Lab Control Sample Summaries
• Serial Dilution Summaries

Scott, LA
Section 4
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16472                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/01/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       10       .72      2.4                                                                     

Antimony       0.60     .096     .33                                                                     

Arsenic        1.0      .19      .39      -0.32    <1.0                                                  

Barium         2.0      .016     1.1      -0.010   <2.0                                                  

Beryllium      0.40     .01      .04                                                                     

Boron          50       .053     2                                                                       

Cadmium        0.50     .013     .15      0.0      <0.50                                                 

Calcium        10       .81      3.9                                                                     

Chromium       1.0      .025     .11      -0.014   <1.0                                                  

Cobalt         1.0      .02      .13                                                                     

Copper         1.0      .048     .31                                                                     

Iron           10       .2       3.8                                                                     

Lead           1.0      .12      .31      -0.063   <1.0                                                  

Lithium        1.0      .14      .56                                                                     

Magnesium      10       1.6      8.2                                                                     

Manganese      5.0      .005     .21                                                                     

Molybdenum     1.0      .014     .06                                                                     

Nickel         1.0      .027     .17                                                                     

Potassium      50       4.4      13                                                                      

Selenium       1.0      .13      .35      0.0060   <1.0                                                  

Silver         1.0      .062     .3       -0.018   <1.0                                                  

Sodium         50       5.1      11                                                                      

Strontium      1.0      .008     .19                                                                     

Thallium       0.50     .14      .37                                                                     

Tin            5.0      .041     .29                                                                     

Titanium       1.0      .02      .18                                                                     

Vanadium       1.0      .034     .13                                                                     

Zinc           5.0      .018     1.8      -0.0050  <5.0                                                  

Associated samples MP16472: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16472                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                10/01/19                                                       

LA58093-1         Spikelot QC                                                     
Metal          Original MS       ICPSPIKE1% Rec    Limits                                                 

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0      56.7     100      56.7N(a) 75-125                                                

Barium         63.2     145      100      81.8     75-125                                                

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        1.2      102      100      100.8    75-125                                                

Calcium                                                                                                  

Chromium       791      747      100      -44.0(b) 75-125                                                

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           14.4     113      100      98.6     75-125                                                

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       1.6      80.3     100      78.7     75-125                                                

Silver         2.2      101      100      98.8     75-125                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           1190     1090     100      -100.0(b 75-125                                                

Associated samples MP16472: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike recovery indicates possible matrix interference or sample non-homogeneity.
(b) Spike amount low relative to the sample amount.  Refer to  lab control or spike blank for recovery

information.

_________________________________________________________________________________________________________

Page 1

23 of 35

LA58073

4
4.1.2

August Levert_BP Plan_000547



MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16472                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/01/19                                              

LA58093-1         Spikelot          MSD      QC                                            
Metal          Original MSD      ICPSPIKE1% Rec    RPD      Limit                                         

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0      48.9     100      48.9N(a) 14.8     20                                           

Barium         63.2     167      100      103.8    14.1     20                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        1.2      109      100      107.8    6.6      20                                           

Calcium                                                                                                  

Chromium       791      1050     100      259.0(b) 33.7 (c) 20                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           14.4     127      100      112.6    11.7     20                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       1.6      77.3     100      75.7     3.8      20                                           

Silver         2.2      106      100      103.8    4.8      20                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           1190     1580     100      390.0(b) 36.7 (c) 20                                           

Associated samples MP16472: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
(a) Spike recovery indicates possible matrix interference or sample non-homogeneity.
(b) Spike amount low relative to the sample amount.  Refer to  lab control or spike blank for recovery

information.
(c) High RPD due to possible sample nonhomogeneity or matrix interference.
_________________________________________________________________________________________________________
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16472                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/01/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   LCSMETAL11% Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        123      125      98.4     82-117                                                         

Barium         625      529      118.1    82-119                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        52.8     37.7     140.1*(a 82-118                                                         

Calcium                                                                                                  

Chromium       55.0     58.3     94.3     82-118                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           126      111      113.5    82-117                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       270      251      107.6    79-122                                                         

Silver         26.5     27.2     97.4     79-121                                                         

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           320      351      91.2     80-119                                                         

Associated samples MP16472: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) All reported results < RL

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16472                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       10/01/19                                                                

LA58093-1         QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.00     0.00     NC       0-10                                                           

Barium         632      391      38.1*(a) 0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        11.9     14.1     19.1 (b) 0-10                                                           

Calcium                                                                                                  

Chromium       7910     7570     4.4      0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           144      191      32.0 (b) 0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       15.8     0.00     100.0(b) 0-10                                                           

Silver         22.0     0.00     100.0(b) 0-10                                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           11900    13400    12.7*(a) 0-10                                                           

Associated samples MP16472: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Serial dilution indicates possible matrix interference.
(b) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).

_________________________________________________________________________________________________________
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POST DIGESTATE SPIKE SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16472                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                                                                             10/01/19          

Sample   Final    LA58093-1         PS       Spike    Spike    Spike    QC        
Metal          ml       ml       Raw      Corr.**  ug/l     ml       ug/ml    ug/l     % Rec    Limits    

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.4      10                         197.95   0.02     100      200      99.0     75-125   

Beryllium                                                                                                

Boron                                                                                                    

Calcium                                                                                                  

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Associated samples MP16472: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(**)  Corr. sample result = Raw * (sample volume / final volume)
(anr) Analyte not requested

_________________________________________________________________________________________________________
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16493                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/03/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Mercury        0.080    .0039    .0066    0.0037   <0.080                                                

Associated samples MP16493: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16493                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                10/03/19                                                       

LA58065-3         Spikelot QC                                                     
Metal          Original MS       HGSPIKE1 % Rec    Limits                                                 

Mercury        0.023    0.55     0.577    91.3     75-125                                                

Associated samples MP16493: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16493                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/03/19                                              

LA58065-3         Spikelot          MSD      QC                                            
Metal          Original MSD      HGSPIKE1 % Rec    RPD      Limit                                         

Mercury        0.023    0.52     0.556    89.5     5.6      20                                           

Associated samples MP16493: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16493                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/03/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   HGLCS10  % Rec    Limits                                                          

Mercury        18.4     20.3     90.6     64-136                                                         

Associated samples MP16493: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16493                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       10/03/19                                                                

LA58065-3         QC                                                              
Metal          Original SDL 1:5  %DIF     Limits                                                          

Mercury        0.211    0.324    53.4 (a) 0-                                                             

Associated samples MP16493: LA58073-1, LA58073-2, LA58073-3, LA58073-4

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16596                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/14/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       500      36       120                                                                     

Antimony       30       4.8      17                                                                      

Arsenic        50       9.3      20                                                                      

Barium         100      .8       56       -0.45    <100                                                  

Beryllium      20       .5       2                                                                       

Boron          2500     2.7      98                                                                      

Cadmium        25       .65      7.5                                                                     

Calcium        500      40       200                                                                     

Chromium       50       1.3      5.5                                                                     

Cobalt         50       1        6.5                                                                     

Copper         50       2.4      16                                                                      

Iron           500      9.8      190                                                                     

Lead           50       5.8      16                                                                      

Lithium        50       7.2      28                                                                      

Magnesium      500      81       410                                                                     

Manganese      250      .25      11                                                                      

Molybdenum     50       .7       3                                                                       

Nickel         50       1.4      8.5                                                                     

Potassium      2500     220      630                                                                     

Selenium       50       6.6      18                                                                      

Silver         50       3.1      15                                                                      

Sodium         2500     250      560                                                                     

Strontium      50       .4       9.5                                                                     

Thallium       25       6.9      19                                                                      

Tin            250      2.1      15                                                                      

Titanium       50       1        9                                                                       

Vanadium       50       1.7      6.5                                                                     

Zinc           250      .9       92                                                                      

Associated samples MP16596: LA58073-1A, LA58073-2A, LA58073-3A, LA58073-4A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16596                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/14/19                                                                

LA58073-1A        QC                                                              
Metal          Original DUP      RPD      Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         340      339      0.3      0-20                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16596: LA58073-1A, LA58073-2A, LA58073-3A, LA58073-4A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA58073 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16596                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/14/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   TTBALA29 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         42800    50000    85.6     80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16596: LA58073-1A, LA58073-2A, LA58073-3A, LA58073-4A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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October 17, 2019

ICON Environmental Services

Greg Miller

Dear Greg Miller:

RE: Levert-Grand River 9326-025-0100 Order No.: 19091181

FAX: (225) 344-6654

TEL: (225) 344-8490

2049 Commercial Drive

Port Allen, LA 70767

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions Element Lafayette conducted the analysis shown on the 

following pages on samples submitted by your company.  The results related only to the items 

tested.  Unless otherwise noted, all analyses were conducted using EPA approved methodologies 

and all test results meet all requirements of TNI. All relevant sampling information is on the 

attached Chain-of-Custody form.

All soil data, except for 29-B, are on a wet-weight basis unless otherwise indicated in the units 

field as –dry.

LELAP Certification No.:  01997. TCEQ Certification No.: T104704261. LDHH Certification 

No.:  LA180028. ISDH Certification No.: C-LA-01. A scope of accredited parameters is 

available upon request. A "#" by the test method or analyte indicates this parameter is outside the 

scope of accreditation.

Estimated uncertainty is available upon request. This report shall not be reproduced except in 

full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Element Materials Technology Lafayette received 5 sample(s) on 9/27/2019 for the analyses 

presented in the following report.
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Project: Levert-Grand River 9326-025-0100

CLIENT: ICON Environmental Services

10/17/2019

Case Narrative

19091181

Date:

WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 

analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 

duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 

a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 

a quality control check for each analytical batch. When the matrix QC data is not available due to 

insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch is 

determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 

section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 

data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 

page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 

data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 

summary page(s).
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Project: Levert-Grand River 9326-025-0100

Client Sample ID LT-1

Collection Date: 9/25/2019 1:30:00 PM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-001

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN WATER BY SW8015

TPH DRO/ORO IN WATER BY SW8015

SW8015B Analyst: ABSW3511

TPH (Diesel Range) 10/1/2019 8:39:00 PM0.134 mg/L 1< 0.134

TPH (Oil Range) 10/1/2019 8:39:00 PM0.124 mg/L 10.192

    Surr: 4-Terphenyl-d14 10/1/2019 8:39:00 PM51.4 - 146 %Rec 179.1

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015

SW8015B Analyst: AB

TPH (Gasoline Range) 10/3/2019 10:33:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

10/3/2019 10:33:00 PM70 - 130 %Rec 175.0

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021

SW8021B Analyst: AB

Benzene 10/3/2019 10:33:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 10/3/2019 10:33:00 PM0.00500 mg/L 1< 0.00500

Toluene 10/3/2019 10:33:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 10/3/2019 10:33:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

SM 10/3/2019 10:33:00 PM70 - 130 %Rec 166.6

NOTES:

Note: Surrogate outside of control limits. Re-analysis yielded the same result, indicating a matrix effect.

METALS IN GROUND WATER

MERCURY IN GROUND WATER,TOTAL

SW7470A Analyst: BXB

Mercury 9/30/2019 1:34:39 PM0.000200 mg/L 1< 0.000200

INORGANIC ANIONS IN WATER BY IC SW9056A Analyst: SGP

Chloride 10/2/2019 11:29:11 AM125 mg/L 5008,990

Sulfate 10/2/2019 2:00:11 PM12.5 mg/L 50187

METALS IN GROUND WATER

METALS IN WATER BY ICP, TOTALS

SW6010B Analyst: STS

Barium 10/7/2019 7:31:16 PM0.100 mg/L 103.43

Cadmium 10/7/2019 7:02:41 PM0.00500 mg/L 1< 0.00500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client Sample ID LT-1

Collection Date: 9/25/2019 1:30:00 PM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-001

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

METALS IN GROUND WATER

METALS IN WATER BY ICP, TOTALS

SW6010B Analyst: STS

Calcium 10/7/2019 7:31:16 PM5.00 mg/L 101,660

Chromium 10/7/2019 7:02:41 PM0.0100 mg/L 1< 0.0100

Iron 10/7/2019 7:31:16 PM0.100 mg/L 10102

Lead 10/7/2019 7:02:41 PM0.0100 mg/L 1< 0.0100

Magnesium 10/7/2019 7:31:16 PM5.00 mg/L 10575

Manganese 10/7/2019 7:31:16 PM0.100 mg/L 107.79

Potassium 10/7/2019 7:02:41 PM5.00 mg/L 115.1

Sodium 10/7/2019 7:31:16 PM50.0 mg/L 102,890

Strontium 10/7/2019 7:31:16 PM0.100 mg/L 1013.3

Zinc 10/7/2019 7:02:41 PM0.0100 mg/L 10.0168

METALS IN WATER BY ICP-MS, TOTAL SW6020A Analyst: MRM

Arsenic 10/7/2019 2:07:21 PM0.00250 mg/L 10< 0.00250

ALKALINITY; TOTAL, CARB, BICARB SM2320 B Analyst: BXB

Alkalinity, Bicarbonate (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1802

Alkalinity, Carbonate (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1< 10.0

Alkalinity, Total (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1802

TOTAL DISSOLVED SOLIDS SM2540C Analyst: GMS

Total Dissolved Solids (Residue, 
Filterable)

9/30/2019 7:49:00 AM500 mg/L 2518,800

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client Sample ID LT-2

Collection Date: 9/26/2019 10:35:00 AM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-002

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN WATER BY SW8015

TPH DRO/ORO IN WATER BY SW8015

SW8015B Analyst: ABSW3511

TPH (Diesel Range) 10/16/2019 2:35:00 PM0.139 mg/L 10.529

TPH (Oil Range) 10/16/2019 2:35:00 PM0.129 mg/L 10.280

    Surr: 4-Terphenyl-d14 10/16/2019 2:35:00 PM51.4 - 146 %Rec 1101

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015

SW8015B Analyst: CRM

TPH (Gasoline Range) 9/28/2019 7:39:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

9/28/2019 7:39:00 PM70 - 130 %Rec 181.2

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021

SW8021B Analyst: CRM

Benzene 9/28/2019 7:39:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 9/28/2019 7:39:00 PM0.00500 mg/L 1< 0.00500

Toluene 9/28/2019 7:39:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 9/28/2019 7:39:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

9/28/2019 7:39:00 PM70 - 130 %Rec 170.6

MERCURY IN GROUND WATER, DISSOLVED SW7470A Analyst: BXB

Mercury 10/9/2019 8:22:40 AM0.000200 mg/L 1< 0.000200

INORGANIC ANIONS IN WATER BY IC SW9056A Analyst: SGP

Chloride 10/2/2019 11:42:54 AM50.0 mg/L 2003,150

Sulfate 10/2/2019 2:13:55 PM5.00 mg/L 20< 5.00

NOTES:

Note: Sample was analyzed at a dilution due to matrix interference. The reporting limit was raised accordingly.

METALS IN WATER BY ICP, DISSOLVED SW6010B Analyst: STS

Barium 10/7/2019 9:38:15 PM0.100 mg/L 103.20

Cadmium 10/7/2019 9:33:50 PM0.00500 mg/L 1< 0.00500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client Sample ID LT-2

Collection Date: 9/26/2019 10:35:00 AM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-002

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

METALS IN WATER BY ICP, DISSOLVED SW6010B Analyst: STS

Calcium 10/7/2019 9:38:15 PM5.00 mg/L 10892

Chromium 10/7/2019 9:33:50 PM0.0100 mg/L 1< 0.0100

Iron 10/7/2019 9:38:15 PM0.100 mg/L 1082.0

Lead 10/7/2019 9:33:50 PM0.0100 mg/L 1< 0.0100

Magnesium 10/7/2019 9:38:15 PM5.00 mg/L 10326

Manganese 10/7/2019 9:38:15 PM0.100 mg/L 106.34

Potassium 10/7/2019 9:33:50 PM5.00 mg/L 17.20

Selenium 10/7/2019 9:33:50 PM0.0200 mg/L 10.0654

Sodium 10/7/2019 9:38:15 PM100 mg/L 10781

Strontium 10/7/2019 9:38:15 PM0.100 mg/L 106.42

Zinc 10/7/2019 9:33:50 PM0.0100 mg/L 1< 0.0100

METALS IN WATER BY ICP-MS, DISSOLVED SW6020A Analyst: MRM

Arsenic 10/15/2019 12:19:44 PM0.00250 mg/L 100.0193

ALKALINITY; TOTAL, CARB, BICARB SM2320 B Analyst: BXB

Alkalinity, Bicarbonate (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1610

Alkalinity, Carbonate (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1< 10.0

Alkalinity, Total (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1610

TOTAL DISSOLVED SOLIDS SM2540C Analyst: GMS

Total Dissolved Solids (Residue, 
Filterable)

9/30/2019 1:41:00 PM500 mg/L 257,380

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client Sample ID LT-3

Collection Date: 9/27/2019 9:30:00 AM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-003

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN WATER BY SW8015

TPH DRO/ORO IN WATER BY SW8015

SW8015B Analyst: ABSW3511

TPH (Diesel Range) 10/7/2019 1:22:00 PM0.133 mg/L 10.154

TPH (Oil Range) 10/7/2019 1:22:00 PM0.123 mg/L 10.197

    Surr: 4-Terphenyl-d14 10/7/2019 1:22:00 PM51.4 - 146 %Rec 164.1

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015

SW8015B Analyst: CRM

TPH (Gasoline Range) 9/28/2019 8:06:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

9/28/2019 8:06:00 PM70 - 130 %Rec 184.8

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021

SW8021B Analyst: CRM

Benzene 9/28/2019 8:06:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 9/28/2019 8:06:00 PM0.00500 mg/L 1< 0.00500

Toluene 9/28/2019 8:06:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 9/28/2019 8:06:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

9/28/2019 8:06:00 PM70 - 130 %Rec 195.0

MERCURY IN GROUND WATER, DISSOLVED SW7470A Analyst: BXB

Mercury 10/9/2019 8:30:39 AM0.000200 mg/L 1< 0.000200

INORGANIC ANIONS IN WATER BY IC SW9056A Analyst: SGP

Chloride 10/2/2019 11:56:38 AM25.0 mg/L 1001,410

Sulfate 10/2/2019 2:27:38 PM1.25 mg/L 54.57

METALS IN WATER BY ICP, DISSOLVED SW6010B Analyst: STS

Barium 10/7/2019 9:56:05 PM0.100 mg/L 101.22

Cadmium 10/7/2019 9:42:52 PM0.00500 mg/L 1< 0.00500

Calcium 10/7/2019 9:56:05 PM5.00 mg/L 10282

Chromium 10/7/2019 9:42:52 PM0.0100 mg/L 1< 0.0100

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client Sample ID LT-3

Collection Date: 9/27/2019 9:30:00 AM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-003

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

METALS IN WATER BY ICP, DISSOLVED SW6010B Analyst: STS

Iron 10/7/2019 9:56:05 PM0.100 mg/L 105.64

Lead 10/7/2019 9:42:52 PM0.0100 mg/L 1< 0.0100

Magnesium 10/7/2019 9:42:52 PM0.500 mg/L 198.4

Manganese 10/7/2019 9:56:05 PM0.100 mg/L 102.09

Potassium 10/7/2019 9:42:52 PM5.00 mg/L 1< 5.00

Selenium 10/7/2019 9:42:52 PM0.0200 mg/L 10.0796

Sodium 10/7/2019 9:56:05 PM100 mg/L 10602

Strontium 10/7/2019 9:56:05 PM0.100 mg/L 102.04

Zinc 10/7/2019 9:42:52 PM0.0100 mg/L 1< 0.0100

METALS IN WATER BY ICP-MS, DISSOLVED SW6020A Analyst: MRM

Arsenic 10/15/2019 12:22:32 PM0.00250 mg/L 10< 0.00250

ALKALINITY; TOTAL, CARB, BICARB SM2320 B Analyst: BXB

Alkalinity, Bicarbonate (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1520

Alkalinity, Carbonate (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1< 10.0

Alkalinity, Total (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1520

TOTAL DISSOLVED SOLIDS SM2540C Analyst: GMS

Total Dissolved Solids (Residue, 

Filterable)

9/30/2019 1:41:00 PM200 mg/L 103,260

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client Sample ID Blind Dup

Collection Date: 9/26/2019

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-004

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN WATER BY SW8015

TPH DRO/ORO IN WATER BY SW8015

SW8015B Analyst: ABSW3511

TPH (Diesel Range) 10/7/2019 1:53:00 PM0.132 mg/L 1< 0.132

TPH (Oil Range) 10/7/2019 1:53:00 PM0.122 mg/L 10.168

    Surr: 4-Terphenyl-d14 10/7/2019 1:53:00 PM51.4 - 146 %Rec 154.6

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015

SW8015B Analyst: CRM

TPH (Gasoline Range) 9/28/2019 8:33:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

9/28/2019 8:33:00 PM70 - 130 %Rec 181.2

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021

SW8021B Analyst: CRM

Benzene 9/28/2019 8:33:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 9/28/2019 8:33:00 PM0.00500 mg/L 1< 0.00500

Toluene 9/28/2019 8:33:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 9/28/2019 8:33:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

9/28/2019 8:33:00 PM70 - 130 %Rec 185.4

MERCURY IN GROUND WATER, DISSOLVED SW7470A Analyst: BXB

Mercury 10/9/2019 8:32:57 AM0.000200 mg/L 1< 0.000200

INORGANIC ANIONS IN WATER BY IC SW9056A Analyst: SGP

Chloride 10/2/2019 12:10:21 PM50.0 mg/L 2003,140

Sulfate 10/2/2019 2:41:23 PM5.00 mg/L 20< 5.00

NOTES:

Note: Sample was analyzed at a dilution due to matrix interference. The reporting limit was raised accordingly.

METALS IN WATER BY ICP, DISSOLVED SW6010B Analyst: STS

Barium 10/7/2019 10:28:58 PM0.100 mg/L 102.74

Cadmium 10/7/2019 10:24:43 PM0.00500 mg/L 1< 0.00500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client Sample ID Blind Dup

Collection Date: 9/26/2019

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-004

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

METALS IN WATER BY ICP, DISSOLVED SW6010B Analyst: STS

Calcium 10/7/2019 10:28:58 PM5.00 mg/L 10775

Chromium 10/7/2019 10:24:43 PM0.0100 mg/L 1< 0.0100

Iron 10/7/2019 10:28:58 PM0.100 mg/L 1070.3

Lead 10/7/2019 10:24:43 PM0.0100 mg/L 1< 0.0100

Magnesium 10/7/2019 10:28:58 PM5.00 mg/L 10282

Manganese 10/7/2019 10:28:58 PM0.100 mg/L 105.69

Potassium 10/7/2019 10:24:43 PM5.00 mg/L 17.06

Selenium 10/7/2019 10:24:43 PM0.0200 mg/L 10.0508

Sodium 10/7/2019 10:28:58 PM100 mg/L 10717

Strontium 10/7/2019 10:28:58 PM0.100 mg/L 105.57

Zinc 10/7/2019 10:24:43 PM0.0100 mg/L 10.0108

METALS IN WATER BY ICP-MS, DISSOLVED SW6020A Analyst: MRM

Arsenic 10/15/2019 12:25:20 PM0.00250 mg/L 100.0179

ALKALINITY; TOTAL, CARB, BICARB SM2320 B Analyst: BXB

Alkalinity, Bicarbonate (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1575

Alkalinity, Carbonate (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1< 10.0

Alkalinity, Total (As CaCO3) 10/2/2019 6:48:00 AM10.0 mgCaCO3/L 1575

TOTAL DISSOLVED SOLIDS SM2540C Analyst: GMS

Total Dissolved Solids (Residue, 
Filterable)

9/30/2019 1:41:00 PM500 mg/L 258,350

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client Sample ID Trip Blank

Collection Date: 9/25/2019

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 19091181-005

10/17/2019

Analytical Report

19091181

Date Reported:

WO#:

(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015

SW8015B Analyst: CRM

TPH (Gasoline Range) 9/28/2019 9:00:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-

Trifluorotoluene

9/28/2019 9:00:00 PM70 - 130 %Rec 184.2

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021

SW8021B Analyst: CRM

Benzene 9/28/2019 9:00:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 9/28/2019 9:00:00 PM0.00500 mg/L 1< 0.00500

Toluene 9/28/2019 9:00:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 9/28/2019 9:00:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

9/28/2019 9:00:00 PM70 - 130 %Rec 193.8

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits

RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected

W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31722

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCSD-31722

Batch ID: 31722 TestNo: SW7470A Analysis Date: 9/30/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82462

SeqNo: 2064311

LCSDSampType: TestCode: HG_W_7470A

Mercury 0.01000 119 80 120 200.000200 0 0.01174 1.050.0119

Sample ID: 19091085-018CMS

Batch ID: 31722 TestNo: SW7470A Analysis Date: 9/30/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82462

SeqNo: 2064318

MSSampType: TestCode: HG_W_7470A

Mercury 0.01000 120 75 1250.000200 00.0120

Sample ID: 19091085-018CMSD

Batch ID: 31722 TestNo: SW7470A Analysis Date: 9/30/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82462

SeqNo: 2064321

MSDSampType: TestCode: HG_W_7470A

Mercury 0.01000 120 75 125 200.000200 0 0.01196 0.6840.0120

Sample ID: MB-31722

Batch ID: 31722 TestNo: SW7470A Analysis Date: 9/30/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82462

SeqNo: 2064333

MBLKSampType: TestCode: HG_W_7470A

Mercury 0.000200< 0.000200

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31722

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-31722

Batch ID: 31722 TestNo: SW7470A Analysis Date: 9/30/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82462

SeqNo: 2064334

LCSSampType: TestCode: HG_W_7470A

Mercury 0.01000 117 80 1200.000200 00.0117

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 13 of 45

August Levert_BP Plan_000572



Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31727

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-D31727

Batch ID: 31727 TestNo: SW8015B Analysis Date: 10/1/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82516

SeqNo: 2065785

LCSSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 1.824 93.5 70 1300.138 01.70

    Surr: 4-Terphenyl-d14 0.06079 70.2 51.4 1460.0427

Sample ID: LCSD-D31727

Batch ID: 31727 TestNo: SW8015B Analysis Date: 10/1/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82516

SeqNo: 2065786

LCSDSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 1.800 99.5 70 130 14.10.136 0 1.705 4.951.79

    Surr: 4-Terphenyl-d14 0.05999 70.7 51.4 146 4000.0424

Sample ID: LCSD-M31727

Batch ID: 31727 TestNo: SW8015B Analysis Date: 10/1/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82516

SeqNo: 2065787

LCSDSampType: TestCode: 8015_DO_W_

SW3511

TPH (Oil Range) 1.812 91.4 70 130 23.20.127 0 1.549 6.631.66

    Surr: 4-Terphenyl-d14 0.06038 65.1 51.4 146 4000.0393

Sample ID: LCS-M31727

Batch ID: 31727 TestNo: SW8015B Analysis Date: 10/1/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82516

SeqNo: 2065788

LCSSampType: TestCode: 8015_DO_W_

SW3511

TPH (Oil Range) 1.816 85.3 70 1300.127 01.55

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31727

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-M31727

Batch ID: 31727 TestNo: SW8015B Analysis Date: 10/1/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82516

SeqNo: 2065788

LCSSampType: TestCode: 8015_DO_W_

SW3511

    Surr: 4-Terphenyl-d14 0.06053 64.9 51.4 1460.0393

Sample ID: MB-31727

Batch ID: 31727 TestNo: SW8015B Analysis Date: 10/1/2019

Prep Date: 9/30/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82516

SeqNo: 2065789

MBLKSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 0.138< 0.138

TPH (Oil Range) 0.127< 0.127

    Surr: 4-Terphenyl-d14 0.06046 58.1 51.4 1460.0351

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31763

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-D31763

Batch ID: 31763 TestNo: SW8015B Analysis Date: 10/4/2019

Prep Date: 10/2/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82673

SeqNo: 2069681

LCSSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 1.794 113 70 1300.136 02.03

    Surr: 4-Terphenyl-d14 0.05979 82.3 51.4 1460.0492

Sample ID: LCSD-D31763

Batch ID: 31763 TestNo: SW8015B Analysis Date: 10/4/2019

Prep Date: 10/2/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82673

SeqNo: 2069682

LCSDSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 1.786 115 70 130 14.10.135 0 2.028 1.542.06

    Surr: 4-Terphenyl-d14 0.05954 78.6 51.4 146 4000.0468

Sample ID: LCSD-M31763

Batch ID: 31763 TestNo: SW8015B Analysis Date: 10/4/2019

Prep Date: 10/2/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82673

SeqNo: 2069683

LCSDSampType: TestCode: 8015_DO_W_

SW3511

TPH (Oil Range) 1.793 97.2 70 130 23.20.125 0 1.668 4.411.74

    Surr: 4-Terphenyl-d14 0.05975 74.0 51.4 146 4000.0442

Sample ID: LCS-M31763

Batch ID: 31763 TestNo: SW8015B Analysis Date: 10/4/2019

Prep Date: 10/2/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82673

SeqNo: 2069684

LCSSampType: TestCode: 8015_DO_W_

SW3511

TPH (Oil Range) 1.775 94.0 70 1300.124 01.67

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31763

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-M31763

Batch ID: 31763 TestNo: SW8015B Analysis Date: 10/4/2019

Prep Date: 10/2/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82673

SeqNo: 2069684

LCSSampType: TestCode: 8015_DO_W_

SW3511

    Surr: 4-Terphenyl-d14 0.05917 70.4 51.4 1460.0416

Sample ID: MB-31763

Batch ID: 31763 TestNo: SW8015B Analysis Date: 10/4/2019

Prep Date: 10/2/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82673

SeqNo: 2069685

MBLKSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 0.136< 0.136

TPH (Oil Range) 0.125< 0.125

    Surr: 4-Terphenyl-d14 0.05959 84.4 51.4 1460.0503

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31801

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31801

Batch ID: 31801 TestNo: SW6020A Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82688

SeqNo: 2070044

MBLKSampType: TestCode: 6020A_W

Arsenic 0.000250< 0.000250

Sample ID: LCS-31801

Batch ID: 31801 TestNo: SW6020A Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82688

SeqNo: 2070045

LCSSampType: TestCode: 6020A_W

Arsenic 0.500 98.8 80 1200.00500 00.494

Sample ID: LCSD-31801

Batch ID: 31801 TestNo: SW6020A Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82688

SeqNo: 2070046

LCSDSampType: TestCode: 6020A_W

Arsenic 0.500 95.7 80 120 200.00500 0 0.494 3.150.479

Sample ID: 19091181-001CMS

Batch ID: 31801 TestNo: SW6020A Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-1

RunNo: 82688

SeqNo: 2070053

MSSampType: TestCode: 6020A_W

Arsenic 0.500 99.5 75 1250.00500 0.002100.500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31801

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091181-001CMSD

Batch ID: 31801 TestNo: SW6020A Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-1

RunNo: 82688

SeqNo: 2070054

MSDSampType: TestCode: 6020A_W

Arsenic 0.500 96.0 75 125 200.00500 0.00210 0.500 3.590.482

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31811

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-31811

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82692

SeqNo: 2070547

MBLKSampType: TestCode: 6010_W

Barium 0.0100< 0.0100

Cadmium 0.00500< 0.00500

Calcium 0.500< 0.500

Chromium 0.0100< 0.0100

Iron 0.0100< 0.0100

Lead 0.0100< 0.0100

Magnesium 0.500< 0.500

Manganese 0.0100< 0.0100

Potassium 5.00< 5.00

Sodium 10.0< 10.0

Strontium 0.0100< 0.0100

Zinc 0.0100< 0.0100

Sample ID: LCS-31811

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82692

SeqNo: 2070548

LCSSampType: TestCode: 6010_W

Barium 0.5000 107 80 1200.0100 00.535

Cadmium 0.5000 106 80 1200.00500 00.529

Calcium 50.00 104 80 1200.500 052.0

Chromium 0.5000 107 80 1200.0100 00.534

Iron 0.5000 106 80 1200.0100 00.532

Lead 0.5000 107 80 1200.0100 00.534

Magnesium 50.00 105 80 1200.500 052.5

Manganese 0.5000 107 80 1200.0100 00.535

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31811

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS-31811

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82692

SeqNo: 2070548

LCSSampType: TestCode: 6010_W

Potassium 50.00 98.6 80 1205.00 049.3

Sodium 50.00 103 80 12010.0 051.6

Strontium 0.5000 109 80 1200.0100 00.543

Zinc 0.5000 107 80 1200.0100 00.535

Sample ID: LCSD-31811

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82692

SeqNo: 2070549

LCSDSampType: TestCode: 6010_W

Barium 0.5000 105 80 120 200.0100 0 0.5352 1.980.525

Cadmium 0.5000 106 80 120 200.00500 0 0.5288 0.03780.529

Calcium 50.00 103 80 120 200.500 0 51.95 1.2051.3

Chromium 0.5000 105 80 120 200.0100 0 0.5339 1.700.525

Iron 0.5000 105 80 120 200.0100 0 0.5322 1.360.525

Lead 0.5000 105 80 120 200.0100 0 0.5339 1.700.525

Magnesium 50.00 104 80 120 200.500 0 52.50 1.1951.9

Manganese 0.5000 105 80 120 200.0100 0 0.5347 1.740.526

Potassium 50.00 97.7 80 120 205.00 0 49.29 0.89748.8

Sodium 50.00 103 80 120 2010.0 0 51.64 0.019451.6

Strontium 0.5000 107 80 120 200.0100 0 0.5434 1.240.537

Zinc 0.5000 105 80 120 200.0100 0 0.5352 1.730.526

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31811

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091181-001CMS

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-1

RunNo: 82692

SeqNo: 2070555

MSSampType: TestCode: 6010_W

Cadmium 0.5000 92.0 75 1250.00500 00.460

Chromium 0.5000 90.3 75 1250.0100 00.451

Lead 0.5000 82.4 75 1250.0100 00.412

Potassium 50.00 194 75 125 S5.00 15.11112

Zinc 0.5000 90.2 75 1250.0100 0.016800.468

Sample ID: 19091181-001CMSD

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-1

RunNo: 82692

SeqNo: 2070556

MSDSampType: TestCode: 6010_W

Cadmium 0.5000 89.2 75 125 200.00500 0 0.4601 3.160.446

Chromium 0.5000 88.1 75 125 200.0100 0 0.4514 2.490.440

Lead 0.5000 79.6 75 125 200.0100 0 0.4120 3.460.398

Potassium 50.00 185 75 125 20 S5.00 15.11 112.2 4.00108

Zinc 0.5000 95.1 75 125 200.0100 0.01680 0.4678 5.060.492

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Sample ID: 19091181-001CMS

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-1

RunNo: 82692

SeqNo: 2070558

MSSampType: TestCode: 6010_W

Barium 0.5000 134 75 125 S0.100 3.4304.10

Calcium 50.00 262 75 125 S5.00 1,6551,790

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31811

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091181-001CMS

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-1

RunNo: 82692

SeqNo: 2070558

MSSampType: TestCode: 6010_W

Iron 0.5000 960 75 125 S0.100 101.9107

Magnesium 50.00 180 75 125 S5.00 575.1665

Manganese 0.5000 155 75 125 S0.100 7.7868.56

Sodium 50.00 450 75 125 S100 2,8923,120

Strontium 0.5000 216 75 125 S0.100 13.3114.4

Sample ID: 19091181-001CMSD

Batch ID: 31811 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date: 10/4/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-1

RunNo: 82692

SeqNo: 2070559

MSDSampType: TestCode: 6010_W

Barium 0.5000 110 75 125 200.100 3.430 4.098 2.973.98

Calcium 50.00 304 75 125 20 S5.00 1,655 1,786 1.171,810

Iron 0.5000 380 75 125 20 S0.100 101.9 106.7 2.76104

Magnesium 50.00 158 75 125 20 S5.00 575.1 665.0 1.62654

Manganese 0.5000 131 75 125 20 S0.100 7.786 8.559 1.408.44

Sodium 50.00 360 75 125 20 S100 2,892 3,117 1.453,070

Strontium 0.5000 150 75 125 20 S0.100 13.31 14.39 2.3214.1

NOTES:

S - Analyte concentration in native sample was too high for accurate spike recovery(ies). The method is in control as indicated by the laboratory control sample (LCS).

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31829

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091181-002CPDS

Batch ID: 31829 TestNo: SW7470A Analysis Date: 10/9/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-2

RunNo: 82743

SeqNo: 2072194

PDSSampType: TestCode: HG_D_7470A

Mercury 0.0100 44.3 80 120 S0.000200 -0.01636.07

Sample ID: 19091181-002CPDSD

Batch ID: 31829 TestNo: SW7470A Analysis Date: 10/9/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-2

RunNo: 82743

SeqNo: 2072195

PDSDSampType: TestCode: HG_D_7470A

Mercury 0.01370 44.0 80 120 20 S0.000200 0 0.006066 0.5260.00603

Sample ID: MB-31829

Batch ID: 31829 TestNo: SW7470A Analysis Date: 10/9/2019

Prep Date: 10/8/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82743

SeqNo: 2072201

MBLKSampType: TestCode: HG_D_7470A

Mercury 0.000200< 0.000200

Sample ID: LCS-31829

Batch ID: 31829 TestNo: SW7470A Analysis Date: 10/9/2019

Prep Date: 10/8/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82743

SeqNo: 2072202

LCSSampType: TestCode: HG_D_7470A

Mercury 0.01000 97.3 80 1200.000200 00.00973

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: 31829

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCSD-31829

Batch ID: 31829 TestNo: SW7470A Analysis Date: 10/9/2019

Prep Date: 10/8/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82743

SeqNo: 2072203

LCSDSampType: TestCode: HG_D_7470A

Mercury 0.01000 97.5 80 120 200.000200 0 0.009726 0.1990.00975

Sample ID: 19091181-002CMS

Batch ID: 31829 TestNo: SW7470A Analysis Date: 10/9/2019

Prep Date: 10/8/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-2

RunNo: 82743

SeqNo: 2072205

MSSampType: TestCode: HG_D_7470A

Mercury 0.01000 36.8 75 125 S0.000200 00.00368

Sample ID: 19091181-002CMSD

Batch ID: 31829 TestNo: SW7470A Analysis Date: 10/9/2019

Prep Date: 10/8/2019

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-2

RunNo: 82743

SeqNo: 2072206

MSDSampType: TestCode: HG_D_7470A

Mercury 0.01000 38.0 75 125 20 S0.000200 0 0.003677 3.400.00380

NOTES:

S - Spike recoveries were outside of QC limits in MS/MSD and PDS/PDSD, suggesting matrix effect. The method is in control as indicated by the Lab Control Sample(s).

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82429

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MBLK

Batch ID: R82429 TestNo: SW8021B Analysis Date: 9/28/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82429

SeqNo: 2063922

MBLKSampType: TestCode: 8021_BTEX_

Benzene 0.00500< 0.00500

Ethylbenzene 0.00500< 0.00500

Toluene 0.0100< 0.0100

Xylenes, Total 0.0500< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 95.8 70 1300.0479

Sample ID: BTEX  LCS

Batch ID: R82429 TestNo: SW8021B Analysis Date: 9/28/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82429

SeqNo: 2063923

LCSSampType: TestCode: 8021_BTEX_

Benzene 0.05000 92.2 72 1200.00500 00.0461

Ethylbenzene 0.05000 94.2 76 1290.00500 00.0471

Toluene 0.05000 90.4 78 1200.0100 00.0452

Xylenes, Total 0.1500 90.9 75 1250.0500 00.136

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 97.6 70 1300.0488

Sample ID: BTEX  LCSD

Batch ID: R82429 TestNo: SW8021B Analysis Date: 9/28/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82429

SeqNo: 2063924

lcsdSampType: TestCode: 8021_BTEX_

Benzene 0.05000 95.0 72 120 200.00500 0 0.04610 2.990.0475

Ethylbenzene 0.05000 98.0 76 129 200.00500 0 0.04710 3.950.0490

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82429

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: BTEX  LCSD

Batch ID: R82429 TestNo: SW8021B Analysis Date: 9/28/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82429

SeqNo: 2063924

lcsdSampType: TestCode: 8021_BTEX_

Toluene 0.05000 93.6 78 120 200.0100 0 0.04520 3.480.0468

Xylenes, Total 0.1500 95.0 75 125 200.0500 0 0.1364 4.370.142

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 99.0 70 130 2000.0495

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82431

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: GAS LCS

Batch ID: R82431 TestNo: SW8015B Analysis Date: 9/28/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82431

SeqNo: 2063940

LCSSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 12.50 95.0 80 1300.150 011.9

Sample ID: GAS LCSD

Batch ID: R82431 TestNo: SW8015B Analysis Date: 9/28/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82431

SeqNo: 2063941

LCSDSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 12.50 95.2 80 130 200.150 0 11.87 0.23811.9

Sample ID: MBLK

Batch ID: R82431 TestNo: SW8015B Analysis Date: 9/28/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82431

SeqNo: 2063942

MBLKSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 0.150< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 85.6 70 1300.0428

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82434

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-R82434

Batch ID: R82434 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82434

SeqNo: 2064920

MBLKSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

20.0< 20.0

Sample ID: LCS-R82434

Batch ID: R82434 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82434

SeqNo: 2064921

LCSSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1,000 99.7 85 11520.0 0997

Sample ID: LCSD-R82434

Batch ID: R82434 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82434

SeqNo: 2064922

LCSDSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1,000 99.3 85 115 1020.0 0 997.0 0.402993

Sample ID: 19091176-007ADUP

Batch ID: R82434 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82434

SeqNo: 2064943

DUPSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1020.0 463.0 0.431465

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82434

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091176-007ADUP

Batch ID: R82434 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82434

SeqNo: 2064943

DUPSampType: TestCode: TDS_2540C

Sample ID: 19091181-001DDUP

Batch ID: R82434 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-1

RunNo: 82434

SeqNo: 2064944

DUPSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

10500 18,800 018,800

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82461

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-R82461

Batch ID: R82461 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82461

SeqNo: 2065448

MBLKSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

20.0< 20.0

Sample ID: LCS-R82461

Batch ID: R82461 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82461

SeqNo: 2065449

LCSSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1,000 100 85 11520.0 01,000

Sample ID: LCSD-R82461

Batch ID: R82461 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82461

SeqNo: 2065450

LCSDSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1,000 100 85 115 1020.0 0 1,004 0.1991,000

Sample ID: 19091194-004ADUP

Batch ID: R82461 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82461

SeqNo: 2065471

DUPSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1020.0 268.0 0.374267

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82461

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091194-004ADUP

Batch ID: R82461 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82461

SeqNo: 2065471

DUPSampType: TestCode: TDS_2540C

Sample ID: 19091194-005ADUP

Batch ID: R82461 TestNo: SM2540C Analysis Date: 9/30/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82461

SeqNo: 2065472

DUPSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1020.0 401.0 0401

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82510

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB-R82510

Batch ID: R82510 TestNo: SM2320 B Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: PBW

RunNo: 82510

SeqNo: 2065561

MBLKSampType: TestCode: ALK

Alkalinity, Bicarbonate (As CaCO3) 10.0< 10.0

Alkalinity, Carbonate (As CaCO3) 10.0< 10.0

Alkalinity, Total (As CaCO3) 10.0< 10.0

Sample ID: LCS-R82510

Batch ID: R82510 TestNo: SM2320 B Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: LCSW

RunNo: 82510

SeqNo: 2065562

LCSSampType: TestCode: ALK

Alkalinity, Total (As CaCO3) 50.00 100 80 12010.0 050.0

Sample ID: 19091196-004ADUP

Batch ID: R82510 TestNo: SM2320 B Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: ZZZZZZ

RunNo: 82510

SeqNo: 2065577

DUPSampType: TestCode: ALK

Alkalinity, Bicarbonate (As CaCO3) 2010.0 115.0 4.44110

Alkalinity, Carbonate (As CaCO3) 2010.0 0 0< 10.0

Alkalinity, Total (As CaCO3) 2010.0 115.0 4.44110

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82561

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MBLK

Batch ID: R82561 TestNo: SW9056A Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82561

SeqNo: 2067028

MBLKSampType: TestCode: 9056_W

Chloride 0.250< 0.250

Sulfate 0.250< 0.250

Sample ID: LCS

Batch ID: R82561 TestNo: SW9056A Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82561

SeqNo: 2067029

LCSSampType: TestCode: 9056_W

Chloride 10.00 101 80 1200.250 010.1

Sulfate 10.00 101 80 1200.250 010.1

Sample ID: LCSD

Batch ID: R82561 TestNo: SW9056A Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82561

SeqNo: 2067030

LCSDSampType: TestCode: 9056_W

Chloride 10.00 101 80 120 150.250 0 10.07 0.13410.1

Sulfate 10.00 98.2 80 120 150.250 0 10.11 2.919.82

Sample ID: 19100032-006AMS

Batch ID: R82561 TestNo: SW9056A Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82561

SeqNo: 2067035

MSSampType: TestCode: 9056_W

Chloride 500.0 90.9 80 12025.0 1,4931,950

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82561

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19100032-006AMS

Batch ID: R82561 TestNo: SW9056A Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82561

SeqNo: 2067035

MSSampType: TestCode: 9056_W

Sulfate 500.0 99.6 80 12025.0 242.9741

Sample ID: 19100032-006AMSD

Batch ID: R82561 TestNo: SW9056A Analysis Date: 10/2/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82561

SeqNo: 2067036

MSDSampType: TestCode: 9056_W

Chloride 500.0 91.7 80 120 1525.0 1,493 1,947 0.2051,950

Sulfate 500.0 101 80 120 1525.0 242.9 740.7 1.01748

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82601

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: GAS LCS

Batch ID: R82601 TestNo: SW8015B Analysis Date: 10/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82601

SeqNo: 2068201

LCSSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 12.50 87.5 80 1300.150 010.9

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 124 70 1300.0622

Sample ID: GAS LCSD

Batch ID: R82601 TestNo: SW8015B Analysis Date: 10/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82601

SeqNo: 2068202

LCSDSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 12.50 89.0 80 130 200.150 0 10.94 1.7311.1

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 124 70 130 2000.0618

Sample ID: MB

Batch ID: R82601 TestNo: SW8015B Analysis Date: 10/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82601

SeqNo: 2068203

MBLKSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 0.150< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 85.2 70 1300.0426

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82637

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB

Batch ID: R82637 TestNo: SW8021B Analysis Date: 10/3/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82637

SeqNo: 2068856

MBLKSampType: TestCode: 8021_BTEX_

Benzene 0.00500< 0.00500

Ethylbenzene 0.00500< 0.00500

Toluene 0.0100< 0.0100

Xylenes, Total 0.0500< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 96.4 70 1300.0482

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82711-1

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MB

Batch ID: R82711-1 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82711

SeqNo: 2071072

MBLKSampType: TestCode: 6010-D

Barium 0.0100< 0.0100

Cadmium 0.00500< 0.00500

Calcium 0.500< 0.500

Chromium 0.0100< 0.0100

Iron 0.0100< 0.0100

Lead 0.0100< 0.0100

Magnesium 0.500< 0.500

Manganese 0.0100< 0.0100

Potassium 5.00< 5.00

Selenium 0.0200< 0.0200

Sodium 10.0< 10.0

Strontium 0.0100< 0.0100

Zinc 0.0100< 0.0100

Sample ID: LCS

Batch ID: R82711-1 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82711

SeqNo: 2071073

LCSSampType: TestCode: 6010-D

Barium 0.5000 106 80 1200.0100 00.529

Cadmium 0.5000 105 80 1200.00500 00.525

Calcium 50.00 101 80 1200.500 050.6

Chromium 0.5000 106 80 1200.0100 00.531

Iron 0.5000 106 80 1200.0100 00.528

Lead 0.5000 104 80 1200.0100 00.521

Magnesium 50.00 102 80 1200.500 051.1

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82711-1

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: LCS

Batch ID: R82711-1 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82711

SeqNo: 2071073

LCSSampType: TestCode: 6010-D

Manganese 0.5000 106 80 1200.0100 00.528

Potassium 50.00 98.6 80 1205.00 049.3

Selenium 0.5000 108 80 1200.0200 00.541

Sodium 50.00 102 80 12010.0 050.8

Strontium 0.5000 107 80 1200.0100 00.533

Zinc 0.5000 106 80 1200.0100 00.532

Sample ID: LCSD

Batch ID: R82711-1 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82711

SeqNo: 2071074

LCSDSampType: TestCode: 6010-D

Barium 0.5000 105 80 120 200.0100 0 0.5287 0.7210.525

Cadmium 0.5000 105 80 120 200.00500 0 0.5249 0.4200.523

Calcium 50.00 101 80 120 200.500 0 50.58 0.11950.6

Chromium 0.5000 105 80 120 200.0100 0 0.5307 0.8710.526

Iron 0.5000 105 80 120 200.0100 0 0.5280 0.7800.524

Lead 0.5000 104 80 120 200.0100 0 0.5213 0.6350.518

Magnesium 50.00 102 80 120 200.500 0 51.14 0.13751.1

Manganese 0.5000 105 80 120 200.0100 0 0.5278 0.6460.524

Potassium 50.00 99.0 80 120 205.00 0 49.28 0.44549.5

Selenium 0.5000 108 80 120 200.0200 0 0.5406 0.4080.538

Sodium 50.00 103 80 120 2010.0 0 50.75 1.2751.4

Strontium 0.5000 107 80 120 200.0100 0 0.5333 0.05630.533

Zinc 0.5000 106 80 120 200.0100 0 0.5322 0.7170.528

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82711-1

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091181-003CMS

Batch ID: R82711-1 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-3

RunNo: 82711

SeqNo: 2071078

MSSampType: TestCode: 6010-D

Cadmium 0.5000 94.0 75 1250.00500 00.470

Chromium 0.5000 96.1 75 1250.0100 00.480

Lead 0.5000 90.5 75 1250.0100 00.453

Magnesium 50.00 88.1 75 1250.500 98.43142

Potassium 50.00 134 75 125 S5.00 3.99671.2

Selenium 0.5000 95.1 75 1250.0200 0.079600.555

Zinc 0.5000 96.5 75 1250.0100 00.483

Sample ID: 19091181-003CMSD

Batch ID: R82711-1 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-3

RunNo: 82711

SeqNo: 2071079

MSDSampType: TestCode: 6010-D

Cadmium 0.5000 93.7 75 125 200.00500 0 0.4698 0.2560.469

Chromium 0.5000 95.7 75 125 200.0100 0 0.4804 0.3750.479

Lead 0.5000 90.8 75 125 200.0100 0 0.4526 0.2650.454

Magnesium 50.00 88.7 75 125 200.500 98.43 142.5 0.210143

Potassium 50.00 135 75 125 20 S5.00 3.996 71.23 0.23871.4

Selenium 0.5000 95.9 75 125 200.0200 0.07960 0.5553 0.6820.559

Zinc 0.5000 96.4 75 125 200.0100 0 0.4826 0.08290.482

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82711-1

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19091181-003CMS

Batch ID: R82711-1 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-3

RunNo: 82711

SeqNo: 2071081

MSSampType: TestCode: 6010-D

Barium 0.5000 79.0 75 1250.100 1.2191.61

Calcium 50.00 62.0 75 125 S5.00 281.7313

Iron 0.5000 16.2 75 125 S0.100 5.6425.72

Manganese 0.5000 57.6 75 125 S0.100 2.0912.38

Sodium 50.00 -43.6 75 125 S100 601.8580

Strontium 0.5000 72.8 75 125 S0.100 2.0412.41

Sample ID: 19091181-003CMSD

Batch ID: R82711-1 TestNo: SW6010B Analysis Date: 10/7/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-3

RunNo: 82711

SeqNo: 2071085

MSDSampType: TestCode: 6010-D

Barium 0.5000 80.4 75 125 200.100 1.219 1.614 0.4331.62

Calcium 50.00 52.8 75 125 20 S5.00 281.7 312.7 1.48308

Iron 0.5000 29.0 75 125 20 S0.100 5.642 5.723 1.115.79

Manganese 0.5000 63.6 75 125 20 S0.100 2.091 2.379 1.252.41

Sodium 50.00 -37.4 75 125 20 S100 601.8 580.0 0.533583

Strontium 0.5000 72.2 75 125 20 S0.100 2.041 2.405 0.1252.40

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82905

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: MBLK

Batch ID: R82905 TestNo: SW6020A Analysis Date: 10/15/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 82905

SeqNo: 2075968

MBLKSampType: TestCode: 6020A_D

Arsenic 0.000250< 0.000250

Sample ID: LCS

Batch ID: R82905 TestNo: SW6020A Analysis Date: 10/15/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 82905

SeqNo: 2075969

LCSSampType: TestCode: 6020A_D

Arsenic 0.0200 95.8 80 1200.000250 00.0192

Sample ID: LCSD

Batch ID: R82905 TestNo: SW6020A Analysis Date: 10/15/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 82905

SeqNo: 2075970

LCSDSampType: TestCode: 6020A_D

Arsenic 0.0200 100 80 120 200.000250 0 0.0192 4.330.0200

Sample ID: 19100080-005EMS

Batch ID: R82905 TestNo: SW6020A Analysis Date: 10/15/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82905

SeqNo: 2075979

MSSampType: TestCode: 6020A_D

Arsenic 0.200 96.2 75 1250.00250 0.02370.216

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River 9326-025-0100

Client: ICON Environmental Services

BatchID: R82905

17-Oct-19

QC SUMMARY REPORT

19091181WO#:

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID: 19100080-005EMSD

Batch ID: R82905 TestNo: SW6020A Analysis Date: 10/15/2019

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 82905

SeqNo: 2075980

MSDSampType: TestCode: 6020A_D

Arsenic 0.200 94.9 75 125 200.00250 0.0237 0.216 1.250.213

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit

R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 19091181

Sample Log-In Check List

Element Materials Technology Lafayette

2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com

TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

9/27/2019 3:45:00 PM

How was the sample delivered? Element

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.

2.

5.

9.

10.

11.

12.

13.

14.

15.

16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Logged by:

Completed By:

Reviewed By:

9/27/2019 5:17:10 PM

10/3/2019 11:55:16 AM

Danielle Hollier

Danielle Hollier

Caitlin Duplantis

Special Handling (if applicable)

17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date:

Regarding:

Via: eMail Phone Fax In Person

Additional remarks:

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.
Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC

1.71 Good Not Present
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 
LELAP Accreditation      # 04023 Ridgeland, MS 
LELAP Accreditation      # 04015 Memphis, TN 
LELAP Accreditation      # 02041 Marrero, LA  
 

10/25/2019 
 
Hydro Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 19-282-0002 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 10/8/2019 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2012) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Anthony J. Albert 
Laboratory Director 
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Report Number: Sample Summary TableClient Project Description: 19-282-0002August LevertProject Number: 1009.A62Bayou Sorrel, LALab No Client Sample ID Matrix Date Collected Date Received Method Lab ID09/25/2019 11:30Solids 68345 LT-1 (12-14') 10/08/2019 17:0009/25/2019 11:30TCLP 68346 LT-1 (12-14') 10/08/2019 17:00 6010D WP MTN09/25/2019 11:30TCLP 68346 LT-1 (12-14') 10/08/2019 17:00 9056 WP MTN09/25/2019 11:30TCLP 68346 LT-1 (12-14') 10/08/2019 17:00 1312 WP MTN09/27/2019 12:30Solids 68347 HA-6 (0-2') 10/08/2019 17:0009/27/2019 12:35Solids 68348 HA-6 (2-4') 10/08/2019 17:0009/27/2019 12:40Solids 68349 HA-6 (4-6') 10/08/2019 17:00WP MTN:  Waypoint Analytical - TN, Memphis, TN, Certification:  #04015 - Louisiana
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Client: Hydro Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 19-282-0002 
Date: 10/10/2019 
            
 
Methods 
Methods reported as 29B are from the Laboratory Procedures for Analysis of Exploration & Production Waste – 
LDNR Office of Conservation Injection and Mining Division – Revised 11/2011. 
 
Results 

 6010D/7471A metals are reported AR - As Received by adjusting the data using the percent moisture 
result. 

 
 True Total Barium results are reported dry weight. 

 
 Oil & Grease results reported dry weight. 

 
 TX1006 results are reported as received. 

 
 Samples for TX1006 were collected using the bulk container option. 

 
 PAH results reported as received 
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-282-000209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Anthony J. AlbertLaboratory DirectorProject Number: 1009.A62 Received : 10/08/2019August Levert Report Date : 10/25/2019Sample ID :Lab No : Sampled:LT-1 (12-14') 68345 Matrix: 9/25/2019 11:30Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF21.3 %% Moisture 1 10/10/19 15:20 SW-DRYWTMJM33.5 %% Saturation (Sat Paste) 1 10/18/19 14:00 29BAPB1.6 meq/LAlkalinity (Sat Paste) 1 10/23/19 08:40 29BAPB197 meq/L 0.010Chloride (Sat Paste) 1 10/19/19 03:00 29BMJM1830 mg/Kg 80.0Chloride 20 10/21/19 23:42 9056MJM19.0 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/18/19 14:00 29BAPB7.17 s.u.pH (Sat Paste) 1 10/18/19 14:00 29BAPB4.43 meq/L 0.010Sulfate (Sat Paste) 1 10/19/19 03:00 29BMJM57.5 meq/L 25.0Calcium (Sat Paste) 500 10/22/19 09:54 29BAPB27.4 meq/L 4.10Magnesium (Sat Paste) 50 10/22/19 16:57 29BAPB97.6 meq/L 21.5Sodium (Sat Paste) 500 10/21/19 16:21 29BAPBQualifiers/Definitions Limit ExceededLDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-282-000209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Anthony J. AlbertLaboratory DirectorProject Number: 1009.A62 Received : 10/08/2019August Levert Report Date : 10/25/2019Sample ID :Lab No : Sampled:LT-1 (12-14') 68346 Matrix: 9/25/2019 11:30TCLP
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF92.9 mg/L 4.00SPLP Chloride 10 10/23/19 21:25 9056CCRSPLPSPLP Extraction 1 10/21/19 14:19 1312SAJ ~56.7 mg/L 0.500SPLP Sodium 1 10/23/19 11:21 6010DBKNQualifiers/Definitions Limit ExceededLDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-282-000209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Anthony J. AlbertLaboratory DirectorProject Number: 1009.A62 Received : 10/08/2019August Levert Report Date : 10/25/2019Sample ID :Lab No : Sampled:HA-6 (0-2') 68347 Matrix: 9/27/2019 12:30Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF45.1 %% Moisture 1 10/10/19 15:20 SW-DRYWTMJM118 %% Saturation (Sat Paste) 1 10/18/19 14:00 29BAPB1.6 meq/LAlkalinity (Sat Paste) 1 10/23/19 08:40 29BAPB1.98 meq/L 0.010Chloride (Sat Paste) 1 10/19/19 03:14 29BMJM29.7 mg/Kg 4.00Chloride 1 10/21/19 23:57 9056MJM0.580 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/18/19 14:00 29BAPB7.01 s.u.pH (Sat Paste) 1 10/18/19 14:00 29BAPB1.76 meq/L 0.010Sulfate (Sat Paste) 1 10/19/19 03:14 29BMJM51.7 meq/100g 0.100Cation Exchange Capacity 50 10/21/19 14:25 29B0.752 % 0.100Exchangeable Sodium Percentage 1 10/18/19 14:00 CALCULATION~1.22 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 10/21/19 16:22 29B2.21 meq/L 0.500Calcium (Sat Paste) 10 10/22/19 09:55 29BAPB1.24 meq/L 0.820Magnesium (Sat Paste) 10 10/22/19 10:39 29BAPB1.60 meq/L 0.430Sodium (Sat Paste) 10 10/21/19 16:22 29BAPBQualifiers/Definitions Limit ExceededLDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-282-000209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Anthony J. AlbertLaboratory DirectorProject Number: 1009.A62 Received : 10/08/2019August Levert Report Date : 10/25/2019Sample ID :Lab No : Sampled:HA-6 (2-4') 68348 Matrix: 9/27/2019 12:35Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF43.5 %% Moisture 1 10/10/19 15:20 SW-DRYWTMJM129 %% Saturation (Sat Paste) 1 10/18/19 14:00 29BAPB0.8 meq/LAlkalinity (Sat Paste) 1 10/23/19 08:40 29BAPB4.43 meq/L 0.010Chloride (Sat Paste) 1 10/19/19 03:29 29BMJM73.8 mg/Kg 4.00Chloride 1 10/22/19 00:11 9056MJM0.890 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/18/19 14:00 29BAPB6.93 s.u.pH (Sat Paste) 1 10/18/19 14:00 29BAPB2.97 meq/L 0.010Sulfate (Sat Paste) 1 10/19/19 03:29 29BMJM54.3 meq/100g 0.100Cation Exchange Capacity 50 10/21/19 14:26 29B1.21 % 0.100Exchangeable Sodium Percentage 1 10/18/19 14:00 CALCULATION~2.01 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 10/21/19 16:22 29B2.77 meq/L 0.500Calcium (Sat Paste) 10 10/22/19 09:56 29BAPB1.64 meq/L 0.820Magnesium (Sat Paste) 10 10/22/19 10:40 29BAPB2.98 meq/L 0.430Sodium (Sat Paste) 10 10/21/19 16:22 29BAPBQualifiers/Definitions Limit ExceededLDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-282-000209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Anthony J. AlbertLaboratory DirectorProject Number: 1009.A62 Received : 10/08/2019August Levert Report Date : 10/25/2019Sample ID :Lab No : Sampled:HA-6 (4-6') 68349 Matrix: 9/27/2019 12:40Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF44.9 %% Moisture 1 10/10/19 15:20 SW-DRYWTMJM140 %% Saturation (Sat Paste) 1 10/18/19 14:00 29BAPB1.2 meq/LAlkalinity (Sat Paste) 1 10/23/19 08:40 29BAPB5.50 meq/L 0.010Chloride (Sat Paste) 1 10/19/19 03:43 29BMJM124 mg/Kg 4.00Chloride 1 10/22/19 00:54 9056MJM1.03 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/18/19 14:00 29BAPB7.45 s.u.pH (Sat Paste) 1 10/18/19 14:00 29BAPB2.72 meq/L 0.010Sulfate (Sat Paste) 1 10/19/19 03:43 29BMJM3.50 meq/L 1.00Calcium (Sat Paste) 20 10/22/19 09:57 29BAPB2.01 meq/L 1.64Magnesium (Sat Paste) 20 10/22/19 10:40 29BAPB3.20 meq/L 0.860Sodium (Sat Paste) 20 10/21/19 16:23 29BAPBQualifiers/Definitions Limit ExceededLDilution FactorDF
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Cation Exchange Capacity29BA59043QC Analytical Batch(es):Analysis Method:Analysis Description:LA 29B CEC (PREP)QC Prep: A58958Associated Lab Samples:  68347,  68348 LRB-A58958                               Matrix: SOLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/21/19 14:06100< 100mg/KgTotal Sodium CEC A 68318-A58905-DUP-A58958Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/21/19 14:086.133303130mg/KgTotal Sodium CEC Page 1 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Exchangeable Sodium Percentage29BA59044QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A58959 A 68318-A58905-DUP-A58959Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 20.0 10/21/19 14:180.53.633.61meq/100gTotal Sodium ESP Page 2 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertAlkalinity29BA59085QC Analytical Batch:Analysis Method:Analysis Description: A 68332-A58906-A59000-DUPDuplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/23/19 08:400.00.80.8meq/LAlkalinity (Sat Paste) Page 3 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Alkalinity29BA59085,A59029,A59030,A59045QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A59000 A 68332-A58906-DUP-A59000Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/23/19 08:400.00.80.8meq/LAlkalinity (Sat Paste) Page 4 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Anions by Ion Chromatography29BA59085,A59029,A59030,A59045QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A59000 A 68332-A58906-DUP-A59000Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/19/19 12:466.665.761.5meq/LChloride (Sat Paste) 30.0 10/19/19 12:464.90.1460.139meq/LSulfate (Sat Paste) Page 5 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Saturated Paste Extraction29BA59085,A59029,A59030,A59045QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A59000 A 68332-A58906-DUP-A59000Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/18/19 14:002.247.748.8%% Saturation (Sat Paste) 30.0 10/18/19 14:005.96.616.23mmhos/cmElectrical Conductivity (Sat Paste) 30.0 10/18/19 14:000.86.696.75s.u.pH (Sat Paste) Page 6 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Saturated Paste Extraction29BA59085,A59029,A59030,A59045QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A59000 A 68332-A58906-DUP-A59000Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/22/19 09:419.927.524.9meq/LCalcium (Sat Paste) 30.0 10/22/19 10:279.214.713.4meq/LMagnesium (Sat Paste) 30.0 10/21/19 16:095.117.816.9meq/LSodium (Sat Paste) Page 7 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Metals Analysis (SPLP)6010DL460752QC Analytical Batch(es):Analysis Method:Analysis Description:3005AQC Prep: L460148Associated Lab Samples:  68346 LRB-L460148                               Matrix: TCLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/23/19 11:160.500<0.500mg/LSPLP Sodium LCS-L460148Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits90.99.0910.0mg/LSPLP Sodium 80-120A 68346-MS-L460148     A 68346-MSD-L460148Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD104 94.610550.050.056.7mg/LSPLP Sodium 96.6 75-125 0.9 20Page 8 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Anions by Ion Chromatography9056A59032QC Analytical Batch(es):Analysis Method:Analysis Description:SW-9056 (PREP)QC Prep: A58922Associated Lab Samples:  68345,  68347,  68348,  68349LRB-A58922                               Matrix: SOLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/21/19 19:244.00< 4.00mg/KgChloride LCS-A58922Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits105523500mg/KgChloride 80-120A 68348-MS-A58922     A 68348-MSD-A58922Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD542 10555244744773.8mg/KgChloride 107 80-120 1.8 15.0Page 9 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Anions by Ion Chromatography (SPLP)9056L460680QC Analytical Batch(es):Analysis Method:Analysis Description:SW-9056 (PREP)QC Prep: L460533Associated Lab Samples:  68346 LRB-L460533                               Matrix: TCLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/23/19 11:340.400<0.400mg/LSPLP Chloride LCS-L460533Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits97.754.355.6mg/LSPLP Chloride 90-110L 97048-MS-L460533     L 97048-MSD-L460533Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD92.2 93.693.355.655.640.2mg/LSPLP Chloride 95.5 80-120 1.1 15Page 10 of 11Date: 10/25/2019 03:04 PM
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Quality Control Data19-282-0002Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertDry Weight DeterminationSW-DRYWTA58920QC Analytical Batch:Analysis Method:Analysis Description: A 68348-DUPDuplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 20.0 10/10/19 15:202.244.543.5%% Moisture Page 11 of 11Date: 10/25/2019 03:04 PM
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Cooler Receipt Form

Customer Number:

Customer Name:
Report Number: 19-282-0002

Hydro Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: 111602457

Chain of Custody (COC) present? Yes No

Yes No Not Required

Yes No Not Required

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers received

Yes No

1

Signature: Christina R. Varuso Date & Time: 10/08/2019 17:00:00

Special precautions or instructions included?

Comments:
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#=CL#

October 28, 2019

LIMS USE: FR - GREG MILLER
LIMS OBJECT ID: 30328257

30328257
Project:
Pace Project No.:

RE:

Mr. Greg Miller
ICON Environmental Services
2049 Commercial Drive
Port Allen, LA 70767

9326-025-0100

Dear Mr. Miller:
Enclosed are the analytical results for sample(s) received by the laboratory on October 07, 2019.
The results relate only to the samples included in this report. Results reported herein conform to the
most current, applicable TNI/NELAC standards and the laboratory's Quality Assurance Manual,
where applicable, unless otherwise noted in the body of the report.

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

Jacquelyn Collins
jacquelyn.collins@pacelabs.com

Project Manager
(724)850-5612

Enclosures

cc: Mr. Derek Pourciau

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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CERTIFICATIONS

Pace Project No.:
Project:

30328257
9326-025-0100

Pennsylvania Certification IDs
1638 Roseytown Rd Suites 2,3&4, Greensburg, PA 15601
ANAB DOD-ELAP Rad Accreditation #: L2417
Alabama Certification #: 41590
Arizona Certification #: AZ0734
Arkansas Certification
California Certification #: 04222CA
Colorado Certification #: PA01547
Connecticut Certification #: PH-0694
Delaware Certification
EPA Region 4 DW Rad
Florida/TNI Certification #: E87683
Georgia Certification #: C040
Florida: Cert E871149 SEKS WET
Guam Certification
Hawaii Certification
Idaho Certification
Illinois Certification
Indiana Certification
Iowa Certification #: 391
Kansas/TNI Certification #: E-10358
Kentucky Certification #: KY90133
KY WW Permit #: KY0098221
KY WW Permit #: KY0000221
Louisiana DHH/TNI Certification #: LA180012
Louisiana DEQ/TNI Certification #: 4086
Maine Certification #: 2017020
Maryland Certification #: 308
Massachusetts Certification #: M-PA1457
Michigan/PADEP Certification #: 9991

Missouri Certification #: 235
Montana Certification #: Cert0082
Nebraska Certification #: NE-OS-29-14
Nevada Certification #: PA014572018-1
New Hampshire/TNI Certification #: 297617
New Jersey/TNI Certification #: PA051
New Mexico Certification #: PA01457
New York/TNI Certification #: 10888
North Carolina Certification #: 42706
North Dakota Certification #: R-190
Ohio EPA Rad Approval: #41249
Oregon/TNI Certification #: PA200002-010
Pennsylvania/TNI Certification #: 65-00282
Puerto Rico Certification #: PA01457
Rhode Island Certification #: 65-00282
South Dakota Certification
Tennessee Certification #:  02867
Texas/TNI Certification #: T104704188-17-3
Utah/TNI Certification #: PA014572017-9
USDA Soil Permit #: P330-17-00091
Vermont Dept. of Health: ID# VT-0282
Virgin Island/PADEP Certification
Virginia/VELAP Certification #: 9526
Washington Certification #: C868
West Virginia DEP Certification #: 143
West Virginia DHHR Certification #: 9964C
Wisconsin Approve List for Rad
Wyoming Certification #: 8TMS-L

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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SAMPLE SUMMARY

Pace Project No.:
Project:

30328257
9326-025-0100

Lab ID Sample ID Matrix Date Collected Date Received

30328257001 LT-1 Water 09/25/19 13:30 10/07/19 09:30

30328257002 LT-2 Water 09/26/19 10:35 10/07/19 09:30

30328257003 LT-3 Water 09/27/19 09:30 10/07/19 09:30

30328257004 Blind Dup Water 09/26/19 00:01 10/07/19 09:30

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

30328257
9326-025-0100

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

30328257001 LT-1 EPA 903.1 1 PASI-PAMK1

EPA 904.0 1 PASI-PAVAL

30328257002 LT-2 EPA 903.1 1 PASI-PAMK1

EPA 904.0 1 PASI-PAVAL

30328257003 LT-3 EPA 903.1 1 PASI-PAMK1

EPA 904.0 1 PASI-PAVAL

30328257004 Blind Dup EPA 903.1 1 PASI-PAMK1

EPA 904.0 1 PASI-PAVAL

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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PROJECT NARRATIVE

Pace Project No.:
Project:

30328257
9326-025-0100

Method:

Client: ICON Environmental Services

EPA 903.1

Date: October 28, 2019

Description: 903.1 Radium 226

General Information:
4 samples were analyzed for EPA 903.1.  All samples were received in acceptable condition with any exceptions noted below or on the
chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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PROJECT NARRATIVE

Pace Project No.:
Project:

30328257
9326-025-0100

Method:

Client: ICON Environmental Services

EPA 904.0

Date: October 28, 2019

Description: 904.0 Radium 228

General Information:
4 samples were analyzed for EPA 904.0.  All samples were received in acceptable condition with any exceptions noted below or on the
chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

This data package has been reviewed for quality and completeness and is approved for release.

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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ANALYTICAL RESULTS - RADIOCHEMISTRY

Pace Project No.:
Project:

30328257
9326-025-0100

Sample: LT-1 Lab ID: 30328257001 Collected: 09/25/19 13:30 Received: 10/07/19 09:30 Matrix: Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Radium-226 2.65 ± 1.00   (0.883)
C:NA T:86%

pCi/L 10/23/19 13:25 13982-63-3EPA 903.1

Radium-228 3.63 ± 0.954   (0.927)
C:52% T:92%

pCi/L 10/23/19 16:38 15262-20-1EPA 904.0

Sample: LT-2 Lab ID: 30328257002 Collected: 09/26/19 10:35 Received: 10/07/19 09:30 Matrix: Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Radium-226 3.20 ± 1.03   (0.535)
C:NA T:83%

pCi/L 10/23/19 13:25 13982-63-3EPA 903.1

Radium-228 1.57 ± 0.602   (0.880)
C:54% T:87%

pCi/L 10/23/19 16:38 15262-20-1EPA 904.0

Sample: LT-3 Lab ID: 30328257003 Collected: 09/27/19 09:30 Received: 10/07/19 09:30 Matrix: Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Radium-226 1.06 ± 0.613   (0.653)
C:NA T:85%

pCi/L 10/23/19 13:25 13982-63-3EPA 903.1

Radium-228 1.07 ± 0.634   (1.15)
C:48% T:76%

pCi/L 10/23/19 16:38 15262-20-1EPA 904.0

Sample: Blind Dup Lab ID: 30328257004 Collected: 09/26/19 00:01 Received: 10/07/19 09:30 Matrix: Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Radium-226 3.26 ± 1.10   (0.871)
C:NA T:85%

pCi/L 10/23/19 13:25 13982-63-3EPA 903.1

Radium-228 1.58 ± 0.660   (1.05)
C:54% T:86%

pCi/L 10/23/19 16:38 15262-20-1EPA 904.0

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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QUALITY CONTROL - RADIOCHEMISTRY

Pace Project No.:
Project:

30328257
9326-025-0100

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

365772
EPA 903.1

EPA 903.1
903.1 Radium-226

Associated Lab Samples: 30328257001, 30328257002, 30328257003, 30328257004

Parameter UnitsAct ± Unc (MDC) Carr Trac Qualifiers

METHOD BLANK: 1774266

Associated Lab Samples: 30328257001, 30328257002, 30328257003, 30328257004

Matrix: Water

Analyzed

Radium-226 pCi/L 10/23/19 13:120.463 ± 0.368   (0.478) C:NA T:91%

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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QUALITY CONTROL - RADIOCHEMISTRY

Pace Project No.:
Project:

30328257
9326-025-0100

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

365773
EPA 904.0

EPA 904.0
904.0 Radium 228

Associated Lab Samples: 30328257001, 30328257002, 30328257003, 30328257004

Parameter UnitsAct ± Unc (MDC) Carr Trac Qualifiers

METHOD BLANK: 1774268

Associated Lab Samples: 30328257001, 30328257002, 30328257003, 30328257004

Matrix: Water

Analyzed

Radium-228 pCi/L 10/23/19 16:360.157 ± 0.414   (0.925) C:61% T:87%

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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QUALIFIERS

Pace Project No.:
Project:

30328257
9326-025-0100

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Act - Activity
Unc - Uncertainty:  For Safe Drinking Water Act (SDWA) analyses, the reported Unc. Is the calculated Count Uncertainty (95%
confidence interval) using a coverage factor of 1.96. For all other matrices (non-SDWA), the reported Unc. is the calculated
Expanded Uncertainty (aka Combined Standard Uncertainty, CSU), reported at the 95% confidence interval using a coverage factor
of 1.96.
Gamma Spec:  The Unc. reported for all gamma-spectroscopy analyses (EPA 901.1), is the calculated Expanded Uncertainty (CSU)
at the 95.4% confidence interval, using a coverage factor of 2.0.
(MDC) - Minimum Detectable Concentration
Trac - Tracer Recovery (%)
Carr - Carrier Recovery (%)
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.

LABORATORIES

Pace Analytical Services - GreensburgPASI-PA

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.Date: 10/28/2019 02:53 PM

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. 
 
Alabama  #40750      Louisiana      #04015    VA NELAP  #460181    Texas          #T104704180  Arkansas  #88‐0650 
Mississippi   California      #2904    NC  #415                           Oklahoma          #9311                           SC  #84002 
Kentucky  #90047  Tennessee     #TN02027  EPA             #TN00012                 Kentucky UST   #80215                  PA  DEP      #68‐03195                    
   

 

 
 
10/16/2019 
 
Hydro Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Analytical Testing 

Lab Report Number: 19-269-0012 
Client Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
Waypoint Analytical, LLC. received sample(s) on 9/26/2019 for the analyses presented in the following report. 
 
The above referenced project has been analyzed per your instructions.  The analyses were performed in 
accordance with the applicable analytical method. Where the laboratory was not responsible for the sampling 
stage (refer to the chain of custody) results apply to the sample as received. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule August 2017) and NELAC unless otherwise indicated.  Any 
parameter for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not 
included in the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. 
 
The results are shown on the attached Report of Analysis(s). Results for solid matrices are reported on an as-
received basis unless otherwise indicated. This report shall not be reproduced except in full and relates only to 
the samples included in this report. 
 
Please do not hesitate to contact me or client services if you have any questions or need additional information. 
 
 
Sincerely, 

 
Nathan Pera 
Project Manager 
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Report Number: Sample Summary TableClient Project Description: 19-269-0012August LevertProject Number: 1009.A62Bayou Sorrel, LALab No Client Sample ID Matrix Date Collected Date Received Method Lab ID08/29/2019 14:55Solid 97048 HA-3 (6-8) 09/26/201908/29/2019 11:00Solids 97394 HA-1 (0-2) 09/26/201908/29/2019 11:00Solids 97394 HA-1 (0-2) 09/26/2019 29B WLA08/29/2019 11:00Solids 97394 HA-1 (0-2) 09/26/2019 29B WLA08/29/2019 11:00Solids 97394 HA-1 (0-2) 09/26/2019 29B WLA08/29/2019 11:00Solids 97394 HA-1 (0-2) 09/26/2019 SW-DRYWT WLA08/29/2019 11:00Solids 97394 HA-1 (0-2) 09/26/2019 29B WLA08/29/2019 11:00Solids 97394 HA-1 (0-2) 09/26/2019 29B WLA08/29/2019 11:00Solids 97394 HA-1 (0-2) 09/26/2019 29B WLA08/29/2019 11:05Solids 97395 HA-1 (2-4) 09/26/201908/29/2019 11:05Solids 97395 HA-1 (2-4) 09/26/2019 29B WLA08/29/2019 11:05Solids 97395 HA-1 (2-4) 09/26/2019 29B WLA08/29/2019 11:05Solids 97395 HA-1 (2-4) 09/26/2019 29B WLA08/29/2019 11:05Solids 97395 HA-1 (2-4) 09/26/2019 29B WLA08/29/2019 11:05Solids 97395 HA-1 (2-4) 09/26/2019 29B WLA08/29/2019 11:05Solids 97395 HA-1 (2-4) 09/26/2019 29B WLA08/29/2019 11:05Solids 97395 HA-1 (2-4) 09/26/2019 SW-DRYWT WLA08/29/2019 13:15Solids 97396 HA-2 (0-2) 09/26/201908/29/2019 13:15Solids 97396 HA-2 (0-2) 09/26/2019 SW-DRYWT WLA08/29/2019 13:15Solids 97396 HA-2 (0-2) 09/26/2019 29B WLA08/29/2019 13:15Solids 97396 HA-2 (0-2) 09/26/2019 29B WLA08/29/2019 13:15Solids 97396 HA-2 (0-2) 09/26/2019 29B WLA08/29/2019 13:15Solids 97396 HA-2 (0-2) 09/26/2019 29B WLA08/29/2019 13:15Solids 97396 HA-2 (0-2) 09/26/2019 29B WLA08/29/2019 13:15Solids 97396 HA-2 (0-2) 09/26/2019 29B WLA08/29/2019 13:20Solids 97397 HA-2 (2-4) 09/26/2019WLA:  Waypoint Analytical - LA, Marrero, LA, Certification:  #25187 - Louisiana
Page 2 of 51
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Report Number: Sample Summary TableClient Project Description: 19-269-0012August LevertProject Number: 1009.A62Bayou Sorrel, LALab No Client Sample ID Matrix Date Collected Date Received Method Lab ID08/29/2019 13:20Solids 97397 HA-2 (2-4) 09/26/2019 29B WLA08/29/2019 13:20Solids 97397 HA-2 (2-4) 09/26/2019 29B WLA08/29/2019 13:20Solids 97397 HA-2 (2-4) 09/26/2019 29B WLA08/29/2019 13:20Solids 97397 HA-2 (2-4) 09/26/2019 29B WLA08/29/2019 13:20Solids 97397 HA-2 (2-4) 09/26/2019 29B WLA08/29/2019 13:20Solids 97397 HA-2 (2-4) 09/26/2019 SW-DRYWT WLA08/29/2019 13:20Solids 97397 HA-2 (2-4) 09/26/2019 29B WLA08/29/2019 14:40Solids 97398 HA-3 (0-2) 09/26/201908/29/2019 14:40Solids 97398 HA-3 (0-2) 09/26/2019 SW-DRYWT WLA08/29/2019 14:40Solids 97398 HA-3 (0-2) 09/26/2019 29B WLA08/29/2019 14:40Solids 97398 HA-3 (0-2) 09/26/2019 29B WLA08/29/2019 14:40Solids 97398 HA-3 (0-2) 09/26/2019 29B WLA08/29/2019 14:40Solids 97398 HA-3 (0-2) 09/26/2019 29B WLA08/29/2019 14:40Solids 97398 HA-3 (0-2) 09/26/2019 29B WLA08/29/2019 14:40Solids 97398 HA-3 (0-2) 09/26/2019 29B WLA08/29/2019 14:45Solids 97399 HA-3 (2-4) 09/26/201908/29/2019 14:45Solids 97399 HA-3 (2-4) 09/26/2019 SW-DRYWT WLA08/29/2019 14:45Solids 97399 HA-3 (2-4) 09/26/2019 29B WLA08/29/2019 14:45Solids 97399 HA-3 (2-4) 09/26/2019 29B WLA08/29/2019 14:45Solids 97399 HA-3 (2-4) 09/26/2019 29B WLA08/29/2019 14:45Solids 97399 HA-3 (2-4) 09/26/2019 29B WLA08/29/2019 14:45Solids 97399 HA-3 (2-4) 09/26/2019 29B WLA08/29/2019 14:45Solids 97399 HA-3 (2-4) 09/26/2019 29B WLA08/29/2019 14:50Solids 97400 HA-3 (4-6) 09/26/201908/29/2019 14:50Solids 97400 HA-3 (4-6) 09/26/2019 SW-DRYWT WLA08/29/2019 14:50Solids 97400 HA-3 (4-6) 09/26/2019 29B WLAWLA:  Waypoint Analytical - LA, Marrero, LA, Certification:  #25187 - Louisiana
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Report Number: Sample Summary TableClient Project Description: 19-269-0012August LevertProject Number: 1009.A62Bayou Sorrel, LALab No Client Sample ID Matrix Date Collected Date Received Method Lab ID08/29/2019 14:50Solids 97400 HA-3 (4-6) 09/26/2019 29B WLA08/29/2019 14:50Solids 97400 HA-3 (4-6) 09/26/2019 29B WLA08/29/2019 14:50Solids 97400 HA-3 (4-6) 09/26/2019 29B WLA08/29/2019 14:55Solids 97401 HA-3 (6-8) 09/26/201908/29/2019 14:55Solids 97401 HA-3 (6-8) 09/26/2019 SW-DRYWT WLA08/29/2019 14:55Solids 97401 HA-3 (6-8) 09/26/2019 29B WLA08/29/2019 14:55Solids 97401 HA-3 (6-8) 09/26/2019 29B WLA08/29/2019 14:55Solids 97401 HA-3 (6-8) 09/26/2019 29B WLA08/29/2019 14:55Solids 97401 HA-3 (6-8) 09/26/2019 29B WLA08/30/2019 10:25Solids 97402 HA-4 (0-2) 09/26/201908/30/2019 10:25Solids 97402 HA-4 (0-2) 09/26/2019 29B WLA08/30/2019 10:25Solids 97402 HA-4 (0-2) 09/26/2019 SW-DRYWT WLA08/30/2019 10:25Solids 97402 HA-4 (0-2) 09/26/2019 29B WLA08/30/2019 10:25Solids 97402 HA-4 (0-2) 09/26/2019 29B WLA08/30/2019 10:25Solids 97402 HA-4 (0-2) 09/26/2019 29B WLA08/30/2019 10:25Solids 97402 HA-4 (0-2) 09/26/2019 29B WLA08/30/2019 10:25Solids 97402 HA-4 (0-2) 09/26/2019 29B WLA08/30/2019 10:30Solids 97403 HA-4 (2-4) 09/26/201908/30/2019 10:30Solids 97403 HA-4 (2-4) 09/26/2019 SW-DRYWT WLA08/30/2019 10:30Solids 97403 HA-4 (2-4) 09/26/2019 29B WLA08/30/2019 10:30Solids 97403 HA-4 (2-4) 09/26/2019 29B WLA08/30/2019 10:30Solids 97403 HA-4 (2-4) 09/26/2019 29B WLA08/30/2019 10:30Solids 97403 HA-4 (2-4) 09/26/2019 29B WLA08/30/2019 10:30Solids 97403 HA-4 (2-4) 09/26/2019 29B WLA08/30/2019 10:30Solids 97403 HA-4 (2-4) 09/26/2019 29B WLA08/30/2019 10:35Solids 97404 HA-4 (4-6) 09/26/2019WLA:  Waypoint Analytical - LA, Marrero, LA, Certification:  #25187 - Louisiana
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Report Number: Sample Summary TableClient Project Description: 19-269-0012August LevertProject Number: 1009.A62Bayou Sorrel, LALab No Client Sample ID Matrix Date Collected Date Received Method Lab ID08/30/2019 10:35Solids 97404 HA-4 (4-6) 09/26/2019 SW-DRYWT WLA08/30/2019 10:35Solids 97404 HA-4 (4-6) 09/26/2019 29B WLA08/30/2019 10:35Solids 97404 HA-4 (4-6) 09/26/2019 29B WLA08/30/2019 10:35Solids 97404 HA-4 (4-6) 09/26/2019 29B WLA08/30/2019 10:35Solids 97404 HA-4 (4-6) 09/26/2019 29B WLA08/30/2019 10:40Solids 97405 HA-4 (6-8) 09/26/201908/30/2019 10:40Solids 97405 HA-4 (6-8) 09/26/2019 SW-DRYWT WLA08/30/2019 10:40Solids 97405 HA-4 (6-8) 09/26/2019 29B WLA08/30/2019 10:40Solids 97405 HA-4 (6-8) 09/26/2019 29B WLA08/30/2019 10:40Solids 97405 HA-4 (6-8) 09/26/2019 29B WLA08/30/2019 10:40Solids 97405 HA-4 (6-8) 09/26/2019 29B WLA08/30/2019 11:35Solids 97406 HA-5 (0-2) 09/26/201908/30/2019 11:35Solids 97406 HA-5 (0-2) 09/26/2019 SW-DRYWT WLA08/30/2019 11:35Solids 97406 HA-5 (0-2) 09/26/2019 29B WLA08/30/2019 11:35Solids 97406 HA-5 (0-2) 09/26/2019 29B WLA08/30/2019 11:35Solids 97406 HA-5 (0-2) 09/26/2019 29B WLA08/30/2019 11:35Solids 97406 HA-5 (0-2) 09/26/2019 29B WLA08/30/2019 11:35Solids 97406 HA-5 (0-2) 09/26/2019 29B WLA08/30/2019 11:35Solids 97406 HA-5 (0-2) 09/26/2019 29B WLA08/30/2019 11:40Solids 97407 HA-5 (2-4) 09/26/201908/30/2019 11:40Solids 97407 HA-5 (2-4) 09/26/2019 SW-DRYWT WLA08/30/2019 11:40Solids 97407 HA-5 (2-4) 09/26/2019 29B WLA08/30/2019 11:40Solids 97407 HA-5 (2-4) 09/26/2019 29B WLA08/30/2019 11:40Solids 97407 HA-5 (2-4) 09/26/2019 29B WLA08/30/2019 11:40Solids 97407 HA-5 (2-4) 09/26/2019 29B WLA08/30/2019 11:40Solids 97407 HA-5 (2-4) 09/26/2019 29B WLAWLA:  Waypoint Analytical - LA, Marrero, LA, Certification:  #25187 - Louisiana
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Report Number: Sample Summary TableClient Project Description: 19-269-0012August LevertProject Number: 1009.A62Bayou Sorrel, LALab No Client Sample ID Matrix Date Collected Date Received Method Lab ID08/30/2019 11:40Solids 97407 HA-5 (2-4) 09/26/2019 29B WLA08/30/2019 11:45Solids 97408 HA-5 (4-6) 09/26/201908/30/2019 11:45Solids 97408 HA-5 (4-6) 09/26/2019 SW-DRYWT WLA08/30/2019 11:45Solids 97408 HA-5 (4-6) 09/26/2019 29B WLA08/30/2019 11:45Solids 97408 HA-5 (4-6) 09/26/2019 29B WLA08/30/2019 11:45Solids 97408 HA-5 (4-6) 09/26/2019 29B WLA08/30/2019 11:45Solids 97408 HA-5 (4-6) 09/26/2019 29B WLA08/30/2019 11:50Solids 97409 HA-5 (6-7) 09/26/201908/30/2019 11:50Solids 97409 HA-5 (6-7) 09/26/2019 SW-DRYWT WLA08/30/2019 11:50Solids 97409 HA-5 (6-7) 09/26/2019 29B WLA08/30/2019 11:50Solids 97409 HA-5 (6-7) 09/26/2019 29B WLA08/30/2019 11:50Solids 97409 HA-5 (6-7) 09/26/2019 29B WLA08/30/2019 11:50Solids 97409 HA-5 (6-7) 09/26/2019 29B WLAWLA:  Waypoint Analytical - LA, Marrero, LA, Certification:  #25187 - Louisiana
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Client: Hydro Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 19-269-0012 
Date: 10/24/2019 
            
 
Methods 
Methods reported as 29B are from the Laboratory Procedures for Analysis of Exploration & Production Waste – 
LDNR Office of Conservation Injection and Mining Division – Revised 11/2011. 
 
Results 

 6010B/7471A metals are reported AR - As Received by adjusting the data using the percent moisture 
result. 

 
 True Total Barium results are reported dry weight. 

 
 Oil & Grease results reported dry weight. 

 
 TX1006 results are reported as received. 

 
 Samples for TX1006 were collected using the bulk container option. 

 
 PAH results reported as received 

 
 
Texas Method for TPH (LA) Method TX1006 LA 
Sample  97394 (HA-1 (0-2)) 
QC Batch No: L456247 
The analysis for this sample was performed outside the method required holding time. 
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-3 (6-8) 97048 Matrix: 8/29/2019 14:55Solid
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DFSPLPSPLP Extraction 1 10/21/19 14:19 1312SAJ40.2 mg/L 0.400SPLP Chloride 1 10/23/19 21:36 9056CCR197 mg/L 5.00SPLP Sodium 10 10/24/19 14:17 6010DBKNQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-1 (0-2) 97394 Matrix: 8/29/2019 11:00Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF52.6 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM90.6 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.2 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB5.88 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 11:41 29BMJM45.1 H mg/Kg 4.00Chloride 1 09/30/19 18:30 9056ACCR1.50 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM6.74 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM48.3 meq/100g 0.100Cation Exchange Capacity (CEC) 100 10/09/19 15:39 29B2.39 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~4.96 Calc 0.500Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:21 29B3.69 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:05 29BAPB1.69 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:05 29BAPB8.13 meq/L 0.860Sodium (Sat Paste) 20 10/08/19 15:21 29BAPB7.15 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 11:41 29BMJMAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 H mg/Kg 25.0Aliphatic >C6-C8 1 09/27/19 02:36 L456247MMK<25.0 H mg/Kg 25.0Aliphatic >C8-C10 1 09/27/19 02:36 L456247MMK<25.0 H mg/Kg 25.0Aromatic >C8-C10 1 09/27/19 04:13 L456247MMKQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-1 (0-2) 97394 Matrix: 8/29/2019 11:00SolidsAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 H mg/Kg 25.0Aliphatic >C10-C12 1 09/27/19 02:36 L456247MMK<25.0 H mg/Kg 25.0Aromatic >C10-C12 1 09/27/19 04:13 L456247MMK54.4 H mg/Kg 25.0Aliphatic >C12-C16 1 09/27/19 02:36 L456247MMK60.0 H mg/Kg 25.0Aromatic >C12-C16 1 09/27/19 04:13 L456247MMK159 H mg/Kg 25.0Aromatic >C16-C21 1 09/27/19 04:13 L456247MMK449 H mg/Kg 25.0Aliphatic >C16-C35 1 09/27/19 02:36 L456247MMK875 H mg/Kg 25.0Aromatic >C21-C35 1 09/27/19 04:13 L456247MMKSurrogate: OTP Surrogate 96.5  Limits: 70-130% 09/27/19 04:131 MMK L456247Qualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-1 (2-4) 97395 Matrix: 8/29/2019 11:05Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF44.7 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM116 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM2.0 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB15.0 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 00:43 29BMJM121 H mg/Kg 4.00Chloride 1 10/01/19 12:31 9056ACCR2.72 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.48 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM48.7 meq/100g 0.100Cation Exchange Capacity (CEC) 100 10/09/19 15:39 29B6.09 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~14.8 Calc 0.500Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:46 29B2.13 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:06 29BAPB0.991 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:05 29BAPB18.5 meq/L 2.15Sodium (Sat Paste) 50 10/08/19 15:46 29BAPB7.92 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 00:43 29BMJMAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C6-C8 1 09/26/19 14:09 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C8-C10 1 09/26/19 14:09 L456247MMK<25.0 mg/Kg 25.0Aromatic >C8-C10 1 09/26/19 19:04 L456247MMKQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-1 (2-4) 97395 Matrix: 8/29/2019 11:05SolidsAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C10-C12 1 09/26/19 14:09 L456247MMK<25.0 mg/Kg 25.0Aromatic >C10-C12 1 09/26/19 19:04 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C12-C16 1 09/26/19 14:09 L456247MMK<25.0 mg/Kg 25.0Aromatic >C12-C16 1 09/26/19 19:04 L456247MMK<25.0 mg/Kg 25.0Aromatic >C16-C21 1 09/26/19 19:04 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C16-C35 1 09/26/19 14:09 L456247MMK<25.0 mg/Kg 25.0Aromatic >C21-C35 1 09/26/19 19:04 L456247MMKSurrogate: OTP Surrogate 91.6  Limits: 70-130% 09/26/19 19:041 MMK L456247Qualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-2 (0-2) 97396 Matrix: 8/29/2019 13:15Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF58.7 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM107 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.4 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB2.50 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 00:57 29BMJM12.0 H mg/Kg 4.00Chloride 1 10/01/19 12:43 9056ACCR0.877 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM6.69 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM54.3 meq/100g 0.100Cation Exchange Capacity (CEC) 100 10/09/19 15:40 29B0.897 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~2.95 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:22 29B2.04 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:07 29BAPB1.07 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:06 29BAPB3.68 meq/L 0.430Sodium (Sat Paste) 10 10/08/19 15:22 29BAPB4.51 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 00:57 29BMJMAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C6-C8 1 09/26/19 14:41 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C8-C10 1 09/26/19 14:41 L456247MMK<25.0 mg/Kg 25.0Aromatic >C8-C10 1 09/26/19 19:36 L456247MMKQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-2 (0-2) 97396 Matrix: 8/29/2019 13:15SolidsAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C10-C12 1 09/26/19 14:41 L456247MMK<25.0 mg/Kg 25.0Aromatic >C10-C12 1 09/26/19 19:36 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C12-C16 1 09/26/19 14:41 L456247MMK<25.0 mg/Kg 25.0Aromatic >C12-C16 1 09/26/19 19:36 L456247MMK32.8 mg/Kg 25.0Aromatic >C16-C21 1 09/26/19 19:36 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C16-C35 1 09/26/19 14:41 L456247MMK104 mg/Kg 25.0Aromatic >C21-C35 1 09/26/19 19:36 L456247MMKSurrogate: OTP Surrogate 95.1  Limits: 70-130% 09/26/19 19:361 MMK L456247Qualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-2 (2-4) 97397 Matrix: 8/29/2019 13:20Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF45.4 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM116 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM3.8 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB3.01 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 01:12 29BMJM33.1 H mg/Kg 4.00Chloride 1 10/01/19 12:54 9056ACCR2.42 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.91 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM44.8 meq/100g 0.100Cation Exchange Capacity (CEC) 100 10/09/19 15:41 29B3.27 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~10.0 Calc 0.500Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:47 29B4.38 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:08 29BAPB1.53 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:07 29BAPB17.2 meq/L 2.15Sodium (Sat Paste) 50 10/08/19 15:47 29BAPB14.7 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 01:12 29BMJMAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C6-C8 1 09/26/19 15:14 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C8-C10 1 09/26/19 15:14 L456247MMK<25.0 mg/Kg 25.0Aromatic >C8-C10 1 09/26/19 20:08 L456247MMKQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-2 (2-4) 97397 Matrix: 8/29/2019 13:20SolidsAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C10-C12 1 09/26/19 15:14 L456247MMK<25.0 mg/Kg 25.0Aromatic >C10-C12 1 09/26/19 20:08 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C12-C16 1 09/26/19 15:14 L456247MMK<25.0 mg/Kg 25.0Aromatic >C12-C16 1 09/26/19 20:08 L456247MMK<25.0 mg/Kg 25.0Aromatic >C16-C21 1 09/26/19 20:08 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C16-C35 1 09/26/19 15:14 L456247MMK<25.0 mg/Kg 25.0Aromatic >C21-C35 1 09/26/19 20:08 L456247MMKSurrogate: OTP Surrogate 93.7  Limits: 70-130% 09/26/19 20:081 MMK L456247Qualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-3 (0-2) 97398 Matrix: 8/29/2019 14:40Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF42.8 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM116 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.4 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB2.76 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 01:26 29BMJM25.1 H mg/Kg 4.00Chloride 1 10/01/19 13:05 9056ACCR0.696 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.28 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM55.2 meq/100g 0.100Cation Exchange Capacity (CEC) 100 10/09/19 15:41 29B1.91 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~4.39 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:23 29B1.62 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:08 29BAPB<0.820 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:07 29BAPB3.95 meq/L 0.430Sodium (Sat Paste) 10 10/08/19 15:23 29BAPB1.59 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 01:26 29BMJMAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C6-C8 1 09/26/19 15:47 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C8-C10 1 09/26/19 15:47 L456247MMK<25.0 mg/Kg 25.0Aromatic >C8-C10 1 09/26/19 20:40 L456247MMKQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-3 (0-2) 97398 Matrix: 8/29/2019 14:40SolidsAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C10-C12 1 09/26/19 15:47 L456247MMK<25.0 mg/Kg 25.0Aromatic >C10-C12 1 09/26/19 20:40 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C12-C16 1 09/26/19 15:47 L456247MMK<25.0 mg/Kg 25.0Aromatic >C12-C16 1 09/26/19 20:40 L456247MMK<25.0 mg/Kg 25.0Aromatic >C16-C21 1 09/26/19 20:40 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C16-C35 1 09/26/19 15:47 L456247MMK<25.0 mg/Kg 25.0Aromatic >C21-C35 1 09/26/19 20:40 L456247MMKSurrogate: OTP Surrogate 95.8  Limits: 70-130% 09/26/19 20:401 MMK L456247Qualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-3 (2-4) 97399 Matrix: 8/29/2019 14:45Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF44.3 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM126 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.8 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB14.7 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 01:41 29BMJM218 H mg/Kg 4.00Chloride 1 10/01/19 13:16 9056ACCR1.96 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.05 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM54.3 meq/100g 0.100Cation Exchange Capacity (CEC) 100 10/09/19 15:43 29B4.27 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~10.1 Calc 0.500Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:25 29B2.68 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:10 29BAPB1.10 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:08 29BAPB13.9 meq/L 0.860Sodium (Sat Paste) 20 10/08/19 15:25 29BAPB1.47 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 01:41 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-3 (4-6) 97400 Matrix: 8/29/2019 14:50Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF45.3 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM144 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.6 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB26.1 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 01:55 29BMJM398 H mg/Kg 4.00Chloride 1 10/01/19 13:27 9056ACCR3.07 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.32 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM3.01 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:11 29BAPB1.36 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:09 29BAPB22.5 meq/L 2.15Sodium (Sat Paste) 50 10/08/19 15:48 29BAPB0.844 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 01:55 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-3 (6-8) 97401 Matrix: 8/29/2019 14:55Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF37.5 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM120 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.8 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB38.3 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 02:09 29BMJM721 H mg/Kg 4.00Chloride 1 10/01/19 13:38 9056ACCR4.45 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.08 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM8.02 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:11 29BAPB3.45 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:09 29BAPB34.6 meq/L 2.15Sodium (Sat Paste) 50 10/08/19 15:26 29BAPB3.21 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 02:09 29BMJMAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aliphatic >C6-C8 1 09/26/19 16:21 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C8-C10 1 09/26/19 16:21 L456247MMK<25.0 mg/Kg 25.0Aromatic >C8-C10 1 09/26/19 21:12 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C10-C12 1 09/26/19 16:21 L456247MMK<25.0 mg/Kg 25.0Aromatic >C10-C12 1 09/26/19 21:12 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C12-C16 1 09/26/19 16:21 L456247MMK<25.0 mg/Kg 25.0Aromatic >C12-C16 1 09/26/19 21:12 L456247MMKQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-3 (6-8) 97401 Matrix: 8/29/2019 14:55SolidsAnalytical Method:Prep Method:
Test Results Units MQL By Analytical

Batch
Date / Time
Analyzed

DF

TX1006TX1006 LA Prep Batch(es): L456246 09/26/19 08:00<25.0 mg/Kg 25.0Aromatic >C16-C21 1 09/26/19 21:12 L456247MMK<25.0 mg/Kg 25.0Aliphatic >C16-C35 1 09/26/19 16:21 L456247MMK<25.0 mg/Kg 25.0Aromatic >C21-C35 1 09/26/19 21:12 L456247MMKSurrogate: OTP Surrogate 90.3  Limits: 70-130% 09/26/19 21:121 MMK L456247Qualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-4 (0-2) 97402 Matrix: 8/30/2019 10:25Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF25.0 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM82.9 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM3.8 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB0.390 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 02:24 29BMJM<4.00 H mg/Kg 4.00Chloride 1 10/01/19 13:49 9056ACCR0.490 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.88 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM28.7 meq/100g 0.100Cation Exchange Capacity (CEC) 20 10/09/19 14:56 29B0.574 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~<0.430 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:27 29B4.11 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:12 29BAPB<0.820 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:10 29BAPB0.459 meq/L 0.430Sodium (Sat Paste) 10 10/08/19 15:27 29BAPB0.676 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 02:24 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-4 (2-4) 97403 Matrix: 8/30/2019 10:30Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF33.6 %Moisture 1 10/03/19 10:10 SW-DRYWTMJM113 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.6 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB12.8 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 02:38 29BMJM280 H mg/Kg 4.00Chloride 1 10/01/19 14:00 9056ACCR4.40 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.33 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM37.3 meq/100g 0.100Cation Exchange Capacity (CEC) 50 10/09/19 15:43 29B3.42 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~12.2 Calc 2.15Sodium Adsorption Ratio (Sat Paste) 50 10/08/19 15:28 29B14.7 meq/L 2.50Calcium (Sat Paste) 50 10/08/19 16:50 29BAPB4.71 meq/L 4.10Magnesium (Sat Paste) 50 10/08/19 17:11 29BAPB38.1 meq/L 2.15Sodium (Sat Paste) 50 10/08/19 15:28 29BAPB35.4 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 02:38 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-4 (4-6) 97404 Matrix: 8/30/2019 10:35Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF26.6 %Moisture 1 10/03/19 10:25 SW-DRYWTMJM80.6 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.2 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB63.2 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 03:50 29BMJM1180 H mg/Kg 40.0Chloride 10 10/02/19 10:00 9056ACCR7.59 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.30 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM18.0 meq/L 1.00Calcium (Sat Paste) 20 10/08/19 16:16 29BAPB7.54 meq/L 1.64Magnesium (Sat Paste) 20 10/08/19 17:14 29BAPB65.2 meq/L 4.30Sodium (Sat Paste) 100 10/08/19 15:31 29BAPB13.0 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 03:50 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-4 (6-8) 97405 Matrix: 8/30/2019 10:40Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF38.4 %Moisture 1 10/03/19 10:25 SW-DRYWTMJM116 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.4 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB58.8 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 04:04 29BMJM1300 H mg/Kg 40.0Chloride 10 10/02/19 10:12 9056ACCR6.25 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.46 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM18.9 meq/L 1.00Calcium (Sat Paste) 20 10/08/19 16:17 29BAPB9.14 meq/L 1.64Magnesium (Sat Paste) 20 10/08/19 17:15 29BAPB35.4 meq/L 4.30Sodium (Sat Paste) 100 10/08/19 15:32 29BAPB2.39 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 04:04 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-5 (0-2) 97406 Matrix: 8/30/2019 11:35Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF39.6 %Moisture 1 10/03/19 10:25 SW-DRYWTMJM127 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.8 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB24.0 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 04:18 29BMJM517 H mg/Kg 4.00Chloride 1 10/01/19 14:56 9056ACCR3.02 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.62 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM50.4 meq/100g 0.100Cation Exchange Capacity (CEC) 100 10/09/19 15:45 29B2.86 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~6.07 Calc 0.500Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:32 29B8.30 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:18 29BAPB4.24 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:16 29BAPB15.2 meq/L 0.860Sodium (Sat Paste) 20 10/08/19 15:32 29BAPB2.79 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 04:18 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-5 (2-4) 97407 Matrix: 8/30/2019 11:40Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF37.9 %Moisture 1 10/03/19 10:25 SW-DRYWTMJM114 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.2 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB26.0 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 04:33 29BMJM587 H mg/Kg 4.00Chloride 1 10/01/19 15:07 9056ACCR3.08 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.42 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM54.8 meq/100g 0.100Cation Exchange Capacity (CEC) 100 10/09/19 15:45 29B3.55 % 0.100Exchangeable Sodium Percentage(ESP) 1 10/07/19 11:15 CALCULATION~6.30 Calc 0.500Sodium Adsorption Ratio (Sat Paste) 10 10/08/19 15:48 29B8.67 meq/L 0.500Calcium (Sat Paste) 10 10/08/19 16:19 29BAPB4.56 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:16 29BAPB16.2 meq/L 2.15Sodium (Sat Paste) 50 10/08/19 15:48 29BAPB3.34 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 04:33 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-5 (4-6) 97408 Matrix: 8/30/2019 11:45Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF38.0 %Moisture 1 10/03/19 10:25 SW-DRYWTMJM122 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM1.2 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB40.4 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 04:47 29BMJM849 H mg/Kg 4.00Chloride 1 10/01/19 15:18 9056ACCR4.41 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.53 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM13.8 meq/L 2.50Calcium (Sat Paste) 50 10/08/19 16:35 29BAPB7.53 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:17 29BAPB24.7 meq/L 2.15Sodium (Sat Paste) 50 10/08/19 15:34 29BAPB2.58 mg/Kg AR 2.00Total Arsenic 1 10/10/19 04:09 6010DBKN151 mg/Kg AR 1.00Total Barium 1 10/10/19 04:09 6010DBKN425 mg/Kg 50.0True Total Barium 1 10/09/19 13:55 29BBKN0.244 mg/Kg AR 0.200Total Cadmium 1 10/10/19 04:09 6010DBKN12.2 mg/Kg AR 0.500Total Chromium 1 10/10/19 04:09 6010DBKN11.5 mg/Kg AR 0.600Total Lead 1 10/10/19 04:09 6010DBKN0.0396 H mg/Kg AR 0.0133Mercury (Total) 1 10/09/19 14:19 7471ATJS<1.00 mg/Kg AR 1.00Total Selenium 1 10/10/19 04:09 6010DBKN<0.500 mg/Kg AR 0.500Total Silver 1 10/10/19 04:09 6010DBKN47.8 mg/Kg AR 2.50Total Zinc 1 10/10/19 04:09 6010DBKN3.17 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 04:47 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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, REPORT OF ANALYSISReport Number : Project  Information :LA 7058319-269-001209996Hydro Environmental Technology, Inc.91 Apollo RdMr. Stewart Stover, Jr.Scott Bayou Sorrel, LA Nathan Pera, IVProject ManagerProject Number: 1009.A62 Received : 09/26/2019August Levert Report Date : 10/28/2019Sample ID :Lab No : Sampled:HA-5 (6-7) 97409 Matrix: 8/30/2019 11:50Solids
Test Results Units MQL By Analytical

Method
Date / Time
Analyzed

DF48.0 %Moisture 1 10/03/19 10:25 SW-DRYWTMJM125 %% Saturation (Sat Paste) 1 10/07/19 11:15 29BMJM0.8 meq/LAlkalinity (Sat Paste) 1 10/09/19 10:40 29BAPB67.8 meq/L 0.010Chloride (Sat Paste) 1 10/09/19 05:01 29BMJM1470 H mg/Kg 40.0Chloride 10 10/01/19 16:03 9056ACCR7.22 mmhos/cmElectrical Conductivity (Sat Paste) 1 10/07/19 11:15 29BMJM7.22 s.u.pH (Sat Paste) 1 10/07/19 11:15 29BMJM13.1 meq/L 2.50Calcium (Sat Paste) 50 10/08/19 16:35 29BAPB14.7 meq/L 0.820Magnesium (Sat Paste) 10 10/08/19 17:18 29BAPB30.3 meq/L 4.30Sodium (Sat Paste) 100 10/08/19 15:35 29BAPB2.16 mg/Kg AR 2.00Total Arsenic 1 10/10/19 04:14 6010DBKN122 mg/Kg AR 1.00Total Barium 1 10/10/19 04:14 6010DBKN344 mg/Kg 50.0True Total Barium 1 10/09/19 14:10 29BBKN<0.200 mg/Kg AR 0.200Total Cadmium 1 10/10/19 04:14 6010DBKN11.4 mg/Kg AR 0.500Total Chromium 1 10/10/19 04:14 6010DBKN8.39 mg/Kg AR 0.600Total Lead 1 10/10/19 04:14 6010DBKN0.0315 H mg/Kg AR 0.0133Mercury (Total) 1 10/09/19 14:20 7471ATJS<1.00 mg/Kg AR 1.00Total Selenium 1 10/10/19 04:14 6010DBKN<0.500 mg/Kg AR 0.500Total Silver 1 10/10/19 04:14 6010DBKN36.0 mg/Kg AR 2.50Total Zinc 1 10/10/19 04:14 6010DBKN3.68 meq/L 0.010Sulfate (Sat Paste) 1 10/09/19 05:01 29BMJMQualifiers/Definitions Beyond holding timeHDilution FactorDF Method Quantitation LimitMQLLimit ExceededL
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: True Total Barium29BL458083QC Analytical Batch(es):Analysis Method:Analysis Description:LA 29B BA (PREP)QC Prep: L457450 L 97408-L457246-MS-L457450     L 97408-L457246-MSD-L457450Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD9220 1081010084708130425mg/KgTrue Total Barium 114 75-125 9.1 20.0Page 1 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Cation Exchange Capacity29BA58897QC Analytical Batch(es):Analysis Method:Analysis Description:LA 29B CEC (PREP)QC Prep: A58799Associated Lab Samples:  97394,  97395,  97396,  97397,  97398,  97399,  97402,  97403,  97406,  97407LRB-A58799                               Matrix: SOLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/09/19 14:51100< 100mg/KgTotal Sodium CEC L 97403-A58774-DUP-A58799Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/09/19 15:441.286808570mg/KgTotal Sodium CEC Page 2 of 17Date: 10/28/2019 03:24 PM
Page 32 of 51

August Levert_BP Plan_000670



Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Exchangeable Sodium Percentage29BA58898QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A58800 L 97403-A58774-DUP-A58800Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 20.0 10/09/19 15:100.15.575.58meq/100gTotal Sodium ESP Page 3 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertAlkalinity29BA58880QC Analytical Batch:Analysis Method:Analysis Description: L 97403-A58774-A58801-DUPDuplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/09/19 10:400.01.61.6meq/LAlkalinity (Sat Paste) Page 4 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Alkalinity29BA58880,A58852,A58850,A58878QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A58801 L 97403-A58774-DUP-A58801Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/09/19 10:4011.71.81.6meq/LAlkalinity (Sat Paste) Page 5 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Anions by Ion Chromatography29BA58880,A58852,A58850,A58878QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A58801 L 97403-A58774-DUP-A58801Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/09/19 03:353.112.412.8meq/LChloride (Sat Paste) 30.0 10/09/19 03:354.437.035.4meq/LSulfate (Sat Paste) Page 6 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Saturated Paste Extraction29BA58880,A58852,A58850,A58878QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A58801 L 97403-A58774-DUP-A58801Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/07/19 11:150.8114113%% Saturation (Sat Paste) 30.0 10/07/19 11:150.64.374.40mmhos/cmElectrical Conductivity (Sat Paste) 30.0 10/07/19 11:150.97.267.33s.u.pH (Sat Paste) Page 7 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Saturated Paste Extraction29BA58880,A58852,A58850,A58878QC Analytical Batch(es):Analysis Method:Analysis Description:29BQC Prep: A58801 L 97403-A58774-DUP-A58801Duplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 30.0 10/08/19 16:517.215.814.7meq/LCalcium (Sat Paste) 30.0 10/08/19 17:143.84.534.71meq/LMagnesium (Sat Paste) 30.0 10/08/19 15:309.934.538.1meq/LSodium (Sat Paste) Page 8 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Metals Analysis6010DL458261QC Analytical Batch(es):Analysis Method:Analysis Description:3050BQC Prep: L457468Associated Lab Samples:  97408,  97409 LRB-L457468                               Matrix: SOLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/10/19 04:040.999< 0.999mg/Kg ARTotal Barium 10/10/19 04:042.00< 2.00mg/Kg ARTotal Arsenic 10/10/19 04:040.199< 0.199mg/Kg ARTotal Cadmium 10/10/19 04:040.499< 0.499mg/Kg ARTotal Chromium 10/10/19 04:040.599< 0.599mg/Kg ARTotal Lead 10/10/19 04:040.999< 0.999mg/Kg ARTotal Selenium 10/10/19 04:040.499< 0.499mg/Kg ARTotal Silver 10/10/19 04:042.50< 2.50mg/Kg ARTotal Zinc LCS-L457468Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits106106100mg/Kg ARTotal Barium 80-12010510.510.0mg/Kg ARTotal Arsenic 80-12010910.910.0mg/Kg ARTotal Cadmium 80-120107107100mg/Kg ARTotal Chromium 80-12011211.210.0mg/Kg ARTotal Lead 80-12011011.010.0mg/Kg ARTotal Selenium 80-12010210.210.0mg/Kg ARTotal Silver 80-120108108100mg/Kg ARTotal Zinc 80-120L 97409-L457246-MS-L457468     L 97409-L457246-MSD-L457468Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD169 90.717051.051.8122mg/Kg ARTotal Barium 94.1 75-125 0.5 20.06.37 81.26.235.105.182.16mg/Kg ARTotal Arsenic 79.8 75-125 2.2 20.0Page 9 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Metals Analysis6010DL458261QC Analytical Batch(es):Analysis Method:Analysis Description:3050BQC Prep: L457468 L 97409-L457246-MS-L457468     L 97409-L457246-MSD-L457468Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD4.82 93.04.655.105.18< 0.200mg/Kg ARTotal Cadmium 91.2 75-125 3.5 20.060.3 94.459.251.051.811.4mg/Kg ARTotal Chromium 93.7 75-125 1.8 20.013.0 89.012.75.105.188.39mg/Kg ARTotal Lead 84.5 75-125 2.3 20.04.90 94.64.755.105.18< 1.00mg/Kg ARTotal Selenium 93.1 75-125 3.1 20.04.89 94.44.735.105.18< 0.500mg/Kg ARTotal Silver 92.7 75-125 3.3 20.083.0 90.782.151.051.836.0mg/Kg ARTotal Zinc 90.4 75-125 1.0 20.0Page 10 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Metals Analysis (SPLP)6010DL460752QC Analytical Batch(es):Analysis Method:Analysis Description:3005AQC Prep: L460148Associated Lab Samples:  97048 LRB-L460148                               Matrix: TCLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/23/19 11:160.500< 0.500mg/LSPLP Sodium LCS-L460148Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits90.99.0910.0mg/LSPLP Sodium 80-120A 68346-MS-L460148     A 68346-MSD-L460148Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD104 94.610550.050.056.7mg/LSPLP Sodium 96.6 75-125 0.9 20.0Page 11 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Solids Total Mercury Analysis - CVAA7471AL458179QC Analytical Batch(es):Analysis Method:Analysis Description:7471AQC Prep: L457897Associated Lab Samples:  97408,  97409 LRB-L457897                               Matrix: SOLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/09/19 14:130.0160< 0.0160mg/Kg ARMercury (Total) LCS-L457897Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits1090.4340.400mg/Kg ARMercury (Total) 80-120L 97409-L457246-MS-L457897     L 97409-L457246-MSD-L457897Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD0.250 1070.2330.1950.2040.0315mg/Kg ARMercury (Total) 103 80-120 7.0 20.0Page 12 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Anions by Ion Chromatography (SPLP)9056L460680QC Analytical Batch(es):Analysis Method:Analysis Description:SW-9056 (PREP)QC Prep: L460533Associated Lab Samples:  97048 LRB-L460533                               Matrix: TCLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 10/23/19 11:340.400< 0.400mg/LSPLP Chloride LCS-L460533Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits97.754.355.6mg/LSPLP Chloride 90-110L 97048-MS-L460533     L 97048-MSD-L460533Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD92.2 93.693.355.655.640.2mg/LSPLP Chloride 95.5 80-120 1.1 15.0Page 13 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Anions by Ion Chromatography9056AL456546QC Analytical Batch(es):Analysis Method:Analysis Description:SW-9056A (PREP)QC Prep: L456111Associated Lab Samples:  97394,  97395,  97396,  97397,  97398,  97399,  97400,  97401,  97402,  97403,  97404,  97405,  97406,  97407,  97408,  97409 LRB-L456111                               Matrix: SOLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits 09/30/19 17:344.00< 4.00mg/KgChloride LCS-L456111Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits100501500mg/KgChloride 80-120L 97409-MS-L456111     L 97409-MSD-L456111Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec RPD1850 80.418904914721470mg/KgChloride 85.5 80-120 2.1 15.0Page 14 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertDry Weight DeterminationSW-DRYWTA58802QC Analytical Batch:Analysis Method:Analysis Description: L 97395-DUPDuplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 20.0 10/03/19 10:103.746.444.7%Moisture Page 15 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertDry Weight DeterminationSW-DRYWTA58803QC Analytical Batch:Analysis Method:Analysis Description: L 97406-DUPDuplicate Max RPDParameter AnalyzedRPDDUPResultResultUnits 20.0 10/03/19 10:250.239.739.6%Moisture Page 16 of 17Date: 10/28/2019 03:24 PM
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Quality Control Data19-269-0012Report No:Project Description:Client ID: Hydro Environmental Technology, Inc.August LevertQC Prep Batch Method: Texas Method for TPH (LA)TX1006 LAL456247QC Analytical Batch(es):Analysis Method:Analysis Description:TX1006QC Prep: L456246Associated Lab Samples:  97394,  97395,  97396,  97397,  97398,  97401LRB-L456246                               Matrix: SOLLab Reagent BlankParameter AnalyzedMQLBlankResultUnits %Recovery % Rec Limits09/26/19 13:0325.0<25.0mg/KgAliphatic >C6-C8 09/26/19 13:0325.0<25.0mg/KgAliphatic >C8-C10 09/26/19 13:0325.0<25.0mg/KgAliphatic >C10-C12 09/26/19 13:0325.0<25.0mg/KgAliphatic >C12-C16 09/26/19 13:0325.0<25.0mg/KgAliphatic >C16-C35 09/26/19 17:5925.0<25.0mg/KgAromatic >C8-C10 09/26/19 17:5925.0<25.0mg/KgAromatic >C10-C12 09/26/19 17:5925.0<25.0mg/KgAromatic >C12-C16 09/26/19 17:5925.0<25.0mg/KgAromatic >C16-C21 09/26/19 17:5925.0<25.0mg/KgAromatic >C21-C35 09/26/19 17:59OTP Surrogate (S) 97.5 70-130LCS-L456246Laboratory Control SampleParameter LCS %RecLCSResultSpikeConc.Units % RecLimits89.5OTP Surrogate (S) 70-130L 97394-MS-L456246     L 97394-MSD-L456246Matrix Spike & Matrix Spike Duplicate MS ResultParameter MaxRPDMS%RecMSDResultMSDSpikeConc.MS SpikeConc.ResultUnits %RecLimitsMSD%Rec110OTP Surrogate (S) 71.9 70-130 Page 17 of 17Date: 10/28/2019 03:24 PM
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Cooler Receipt Form

Customer Number:

Customer Name:
Report Number: 19-269-0012

Hydro Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: #45

Chain of Custody (COC) present? Yes No

Yes No Not Required

Yes No Not Required

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers received

Yes No

1

Signature: Kristina A. McAdams Date & Time: 09/26/2019 09:06:21

Special precautions or instructions included?

Comments:
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12/13/19

Technical Report for

Hydro-Environmental Technology, Inc.

1009.A62 August Levert-Bayou Sorrel, LA

SGS Job Number:   LA58074X

Sampling Dates: 09/25/19 - 09/27/19

Report to:

Hydro-Environmental Technology
P.O. BOX 60295
Lafayette, LA  70596
labdata@hetinc.us

ATTN: Stewart L Stover, Jr.

Total number of pages in report:   

Certifications: LDEQ(2048),  LDHH(LA150012),  AR(14-045-04),  AZ(AZ0805),  FL(E87657),  IL(200082),  KY(#31),
NC(487),  SC(73004001),  NJ(LA007),  TX(T104704186-18-16),  WV(257)

This report shall not be reproduced, except in its entirety, without the written approval of SGS.
Test results relate only to samples analyzed.

SGS North America Inc. • 500 Ambassador Caffery • Scott, LA 70583 • tel: 337-237-4775

Test results contained within this data package meet the requirements 
of the National Environmental Laboratory Accreditation Program 
and/or state specific certification programs as applicable.

Client Service contact: Ralph Frye   337-237-4775

Ron Benjamin
Lab Director

Scott, LA 12/13/19

e-Hardcopy 2.0
Automated Report

141

SGS is the sole authority for authorizing edits or modifications to this document.
Unauthorized modification of this report is strictly prohibited.
Review standard terms at:  http://www.sgs.com/en/terms-and-conditions

The results set forth herein are provided by SGS North America Inc.

Please share your ideas about
how we can serve you better at:
EHS.US.CustomerCare@sgs.com
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SGS North America Inc.

Sample Summary

Hydro-Environmental Technology, Inc.
Job No: LA58074X

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA58074-1 09/25/19 13:30 RJL 09/30/19 AQ Water LT-1 (11-16')

LA58074-2 09/26/19 10:35 RJL 09/30/19 AQ Water LT-2 (11-16')

LA58074-3 09/27/19 09:30 RJL 09/30/19 AQ Water LT-3 (11-16')

3 of 141
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SGS North America Inc.

Subcontract Lab Data

Report of Analysis

Scott, LA
Section 2
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SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 3
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LA58074X: Chain of Custody
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SGS Sample Receipt Summary

Job Number: LA58074 Client: HYDRO - ENV.

Date / Time Received: 9/30/2019 1:55:00 PM Delivery Method: Client

Project: AUGUST LEVERT

4. No. Coolers: 2

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Thermometer ID:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media:

DV439;  

Ice (direct contact)

Quality Control  Preservation   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (3.4/3.4);  #2: (4.1/4.1);  DV439

LA58074X: Chain of Custody
Page 2 of 2
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July 08, 2022

ICON Environmental Services
Greg Miller

Dear Greg Miller:

RE: Grand River - Levert
Order No.: 22061147

FAX (225) 344-6654
TEL: (225) 344-8490

2049 Commercial Drive
Port Allen, LA 70767

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions, Element Lafayette either conducted or subcontracted these 
analyses.  Subcontracted analyses will be identified in the accompanying case narrative. All 
relevant sampling information can be found on the attached Chain-of-Custody form.  Unless 
otherwise noted, all analyses were conducted using EPA approved methodologies and all test 
results meet the applicable requirements of TNI.  Reported results relate only to the items 
tested.  

Where applicable, all soil data, except for 29-B, are reported on a wet-weight basis unless 
otherwise indicated in the units field as –dry.

LELAP Certification No.: 01997. TCEQ Certification No.: T104704261. LDHH Certification 
No.: LA023. ISDH Certification No.: C-LA-01. NDELCP Certification No.: R-226. A scope of 
accredited parameters is available upon request. A "#" by the test method or analyte indicates
this parameter is outside the scope of accreditation. PA registration No.: 68-05967.

Estimated uncertainty is available upon request. This report shall not be reproduced, except in 
full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

Element Materials Technology Lafayette received 2 sample(s) on 6/24/2022 for the analyses 
presented in the following report.
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Project: Grand River - Levert
CLIENT: ICON Environmental Services

7/8/2022

Case Narrative
22061147

Date:

WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 
analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 
duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 
a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 
a quality control check for each analytical batch. When the matrix QC data is not available due to 
insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch 
is determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 
section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 
data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 
page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 
data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 
summary page(s).
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Project: Grand River - Levert

Client Sample ID LT-4

Collection Date: 6/22/2022 3:00:00 PM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 22061147-001

7/8/2022

Analytical Report
22061147

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN WATER BY SW8015

TPH DRO/ORO IN WATER BY SW8015

SW8015B Analyst: CRMSW3511

TPH (Diesel Range) 6/30/2022 1:07:00 AM0.127 mg/L 1< 0.127

TPH (Oil Range) 6/30/2022 1:07:00 AM0.117 mg/L 1< 0.117

    Surr: 4-Terphenyl-d14 SM 6/30/2022 1:07:00 AM51.4 - 146 %Rec 150.9

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015B

SW8015B Analyst: LG

TPH (Gasoline Range) 6/30/2022 6:51:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

6/30/2022 6:51:00 PM70 - 130 %Rec 193.0

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021B

SW8021B Analyst: LG

Benzene 6/30/2022 6:51:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 6/30/2022 6:51:00 PM0.00500 mg/L 1< 0.00500

m,p-Xylene 6/30/2022 6:51:00 PM0.0100 mg/L 1< 0.0100

o-Xylene 6/30/2022 6:51:00 PM0.00500 mg/L 1< 0.00500

Toluene 6/30/2022 6:51:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 6/30/2022 6:51:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

6/30/2022 6:51:00 PM70 - 130 %Rec 183.4

RCRA METALS - SW6010/7470A

MERCURY IN GROUND WATER,TOTAL

SW7470A Analyst: BXB

Mercury 6/29/2022 11:48:00 AM0.000200 mg/L 1< 0.000200

INORGANIC ANIONS IN WATER BY IC SW9056A Analyst: SGP

Chloride 6/30/2022 10:37:50 AM12.5 mg/L 5098.8

Sulfate 6/30/2022 12:28:09 PM0.250 mg/L 1< 0.250

RCRA METALS - SW6010/7470A

METALS IN WATER BY ICP, TOTALS

SW6010B Analyst: MRM

Barium 6/29/2022 12:30:47 PM0.0100 mg/L 10.680

Cadmium 6/29/2022 12:30:47 PM0.00500 mg/L 1< 0.00500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert

Client Sample ID LT-4

Collection Date: 6/22/2022 3:00:00 PM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 22061147-001

7/8/2022

Analytical Report
22061147

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

RCRA METALS - SW6010/7470A

METALS IN WATER BY ICP, TOTALS

SW6010B Analyst: MRM

Calcium 6/29/2022 12:30:47 PM0.500 mg/L 1150

Chromium 6/29/2022 12:30:47 PM0.0100 mg/L 1< 0.0100

Iron 6/29/2022 12:30:47 PM0.0100 mg/L 133.2

Lead 6/29/2022 12:30:47 PM0.0100 mg/L 1< 0.0100

Magnesium 6/29/2022 12:30:47 PM0.500 mg/L 151.2

Manganese 6/29/2022 12:30:47 PM0.0500 mg/L 11.46

Potassium 6/29/2022 12:30:47 PM5.00 mg/L 1< 5.00

Sodium 6/29/2022 12:30:47 PM5.00 mg/L 152.4

Strontium 6/29/2022 12:30:47 PM0.0100 mg/L 10.993

Zinc 6/29/2022 12:30:47 PM0.0100 mg/L 10.0116

RCRA METALS - SW6010/7470A

METALS IN WATER BY ICP-MS, TOTAL

SW6020A Analyst: MRB

Arsenic 6/28/2022 12:08:52 PM2.50 µg/L 1016.4

ALKALINITY; TOTAL, CARB, BICARB SM2320 B Analyst: AD

Alkalinity, Bicarbonate (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1485

Alkalinity, Carbonate (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1< 20.0

Alkalinity, Phenolphthalein 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1< 20.0

Alkalinity, Total (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1485

TOTAL DISSOLVED SOLIDS SM2540C Analyst: GMS

Total Dissolved Solids (Residue, 
Filterable)

6/27/2022 8:06:00 AM50.0 mg/L 5875

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert

Client Sample ID LT-5

Collection Date: 6/22/2022 11:20:00 AM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 22061147-002

7/8/2022

Analytical Report
22061147

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN WATER BY SW8015

TPH DRO/ORO IN WATER BY SW8015

SW8015B Analyst: CRMSW3511

TPH (Diesel Range) 6/30/2022 1:38:00 AM0.128 mg/L 10.302

TPH (Oil Range) 6/30/2022 1:38:00 AM0.119 mg/L 10.311

    Surr: 4-Terphenyl-d14 SM 6/30/2022 1:38:00 AM51.4 - 146 %Rec 1154

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015B

SW8015B Analyst: LG

TPH (Gasoline Range) 6/30/2022 7:18:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

6/30/2022 7:18:00 PM70 - 130 %Rec 192.6

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021B

SW8021B Analyst: LG

Benzene 6/30/2022 7:18:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 6/30/2022 7:18:00 PM0.00500 mg/L 1< 0.00500

m,p-Xylene 6/30/2022 7:18:00 PM0.0100 mg/L 1< 0.0100

o-Xylene 6/30/2022 7:18:00 PM0.00500 mg/L 1< 0.00500

Toluene 6/30/2022 7:18:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 6/30/2022 7:18:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

6/30/2022 7:18:00 PM70 - 130 %Rec 183.8

RCRA METALS - SW6010/7470A

MERCURY IN GROUND WATER,TOTAL

SW7470A Analyst: BXB

Mercury 6/29/2022 11:50:18 AM0.000200 mg/L 1< 0.000200

INORGANIC ANIONS IN WATER BY IC SW9056A Analyst: SGP

Chloride 6/30/2022 10:51:37 AM12.5 mg/L 50196

Sulfate 6/30/2022 12:41:57 PM0.250 mg/L 1< 0.250

RCRA METALS - SW6010/7470A

METALS IN WATER BY ICP, TOTALS

SW6010B Analyst: MRM

Barium 6/29/2022 12:33:04 PM0.0100 mg/L 10.627

Cadmium 6/29/2022 12:33:04 PM0.00500 mg/L 1< 0.00500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert

Client Sample ID LT-5

Collection Date: 6/22/2022 11:20:00 AM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 22061147-002

7/8/2022

Analytical Report
22061147

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

RCRA METALS - SW6010/7470A

METALS IN WATER BY ICP, TOTALS

SW6010B Analyst: MRM

Calcium 6/29/2022 12:33:04 PM0.500 mg/L 1167

Chromium 6/29/2022 12:33:04 PM0.0100 mg/L 1< 0.0100

Iron 6/29/2022 12:33:04 PM0.0100 mg/L 128.4

Lead 6/29/2022 12:33:04 PM0.0100 mg/L 1< 0.0100

Magnesium 6/29/2022 12:33:04 PM0.500 mg/L 160.7

Manganese 6/29/2022 12:33:04 PM0.0500 mg/L 11.96

Potassium 6/29/2022 12:33:04 PM5.00 mg/L 1< 5.00

Sodium 6/29/2022 12:33:04 PM5.00 mg/L 172.1

Strontium 6/29/2022 12:33:04 PM0.0100 mg/L 11.18

Zinc 6/29/2022 12:33:04 PM0.0100 mg/L 10.0172

RCRA METALS - SW6010/7470A

METALS IN WATER BY ICP-MS, TOTAL

SW6020A Analyst: MRB

Arsenic 6/28/2022 12:11:40 PM2.50 µg/L 1028.0

ALKALINITY; TOTAL, CARB, BICARB SM2320 B Analyst: AD

Alkalinity, Bicarbonate (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1465

Alkalinity, Carbonate (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1< 20.0

Alkalinity, Phenolphthalein 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1< 20.0

Alkalinity, Total (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1465

TOTAL DISSOLVED SOLIDS SM2540C Analyst: GMS

Total Dissolved Solids (Residue, 
Filterable)

6/27/2022 8:06:00 AM50.0 mg/L 5925

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44238

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44238

Batch ID: 44238 TestNo: SW6010B Analysis Date: 6/29/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111000

SeqNo: 2741068

MBLKSampType: TestCode: 6010_W

Barium 0.0100< 0.0100

Cadmium 0.00500< 0.00500

Calcium 0.500< 0.500

Chromium 0.0100< 0.0100

Iron 0.0100< 0.0100

Lead 0.0100< 0.0100

Magnesium 0.500< 0.500

Manganese 0.0500< 0.0500

Potassium 5.00< 5.00

Sodium 10.0< 10.0

Strontium 0.0100< 0.0100

Zinc 0.0100< 0.0100

Sample ID LCS-44238

Batch ID: 44238 TestNo: SW6010B Analysis Date: 6/29/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111000

SeqNo: 2741069

LCSSampType: TestCode: 6010_W

Barium 0.5000 102 80 1200.0100 00.511

Cadmium 0.5000 101 80 1200.00500 00.507

Calcium 50.00 104 80 1200.500 052.1

Chromium 0.5000 104 80 1200.0100 00.518

Iron 0.5000 102 80 1200.0100 00.508

Lead 0.5000 101 80 1200.0100 00.506

Magnesium 50.00 104 80 1200.500 052.0

Manganese 0.5000 109 80 1200.0500 00.545

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44238

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCS-44238

Batch ID: 44238 TestNo: SW6010B Analysis Date: 6/29/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111000

SeqNo: 2741069

LCSSampType: TestCode: 6010_W

Potassium 50.00 104 80 1205.00 052.0

Sodium 50.00 106 80 12010.0 053.0

Strontium 0.5000 103 80 1200.0100 00.515

Zinc 0.5000 101 80 1200.0100 00.506

Sample ID LCSD-44238

Batch ID: 44238 TestNo: SW6010B Analysis Date: 6/29/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111000

SeqNo: 2741070

LCSDSampType: TestCode: 6010_W

Barium 0.5000 101 80 120 200.0100 0 0.5111 1.150.505

Cadmium 0.5000 100 80 120 200.00500 0 0.5072 1.130.501

Calcium 50.00 99.4 80 120 200.500 0 52.15 4.8049.7

Chromium 0.5000 102 80 120 200.0100 0 0.5179 1.460.510

Iron 0.5000 100 80 120 200.0100 0 0.5082 1.250.502

Lead 0.5000 101 80 120 200.0100 0 0.5059 0.3740.504

Magnesium 50.00 99.4 80 120 200.500 0 51.96 4.4849.7

Manganese 0.5000 109 80 120 200.0500 0 0.5449 0.07160.544

Potassium 50.00 99.3 80 120 205.00 0 52.03 4.6949.6

Sodium 50.00 104 80 120 2010.0 0 52.99 1.5952.2

Strontium 0.5000 102 80 120 200.0100 0 0.5147 1.200.509

Zinc 0.5000 101 80 120 200.0100 0 0.5057 0.1620.505

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44238

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061144-002DMS

Batch ID: 44238 TestNo: SW6010B Analysis Date: 6/29/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111000

SeqNo: 2741073

MSSampType: TestCode: 6010_W

Barium 0.5000 100 75 1250.0100 0.69841.20

Cadmium 0.5000 103 75 1250.00500 0.0014400.518

Calcium 50.00 104 75 1250.500 104.6156

Chromium 0.5000 103 75 1250.0100 00.517

Iron 0.5000 100 75 1250.0100 2.2242.72

Lead 0.5000 100 75 1250.0100 00.502

Magnesium 50.00 105 75 1250.500 37.8290.3

Manganese 0.5000 99.7 75 1250.0500 0.54451.04

Potassium 50.00 107 75 1255.00 5.30958.8

Sodium 50.00 108 75 12510.0 195.9250

Strontium 0.5000 102 75 1250.0100 0.64201.15

Zinc 0.5000 103 75 1250.0100 00.517

Sample ID 22061144-002DMSD

Batch ID: 44238 TestNo: SW6010B Analysis Date: 6/29/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111000

SeqNo: 2741078

MSDSampType: TestCode: 6010_W

Barium 0.5000 101 75 125 200.0100 0.6984 1.200 0.2011.20

Cadmium 0.5000 102 75 125 200.00500 0.001440 0.5177 0.7930.514

Calcium 50.00 107 75 125 200.500 104.6 156.4 1.12158

Chromium 0.5000 102 75 125 200.0100 0 0.5166 1.300.510

Iron 0.5000 106 75 125 200.0100 2.224 2.724 1.122.75

Lead 0.5000 99.9 75 125 200.0100 0 0.5023 0.5670.499

Magnesium 50.00 106 75 125 200.500 37.82 90.32 0.60490.9

Manganese 0.5000 99.6 75 125 200.0500 0.5445 1.043 0.03551.04

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 9 of 26

August Levert_BP Plan_000839

http://www.element.com


Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44238

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061144-002DMSD

Batch ID: 44238 TestNo: SW6010B Analysis Date: 6/29/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111000

SeqNo: 2741078

MSDSampType: TestCode: 6010_W

Potassium 50.00 107 75 125 205.00 5.309 58.78 0.18658.9

Sodium 50.00 117 75 125 2010.0 195.9 250.0 1.67254

Strontium 0.5000 104 75 125 200.0100 0.6420 1.152 0.6471.16

Zinc 0.5000 104 75 125 200.0100 0 0.5167 0.2880.518

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 10 of 26

August Levert_BP Plan_000840
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44239

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44239

Batch ID: 44239 TestNo: SW6020A Analysis Date: 6/28/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: µg/L

PQL

Client ID: PBW

RunNo: 110960

SeqNo: 2739892

MBLKSampType: TestCode: 6020A_W

Arsenic 0.250< 0.250

Sample ID LCS-44239

Batch ID: 44239 TestNo: SW6020A Analysis Date: 6/28/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: µg/L

PQL

Client ID: LCSW

RunNo: 110960

SeqNo: 2739893

LCSSampType: TestCode: 6020A_W

Arsenic 500.0 100 80 1205.00 0502

Sample ID LCSD-44239

Batch ID: 44239 TestNo: SW6020A Analysis Date: 6/28/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: µg/L

PQL

Client ID: LCSS02

RunNo: 110960

SeqNo: 2739894

LCSDSampType: TestCode: 6020A_W

Arsenic 500.0 98.9 80 120 205.00 0 502.1 1.51495

Sample ID 22061144-002DMS

Batch ID: 44239 TestNo: SW6020A Analysis Date: 6/28/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: µg/L

PQL

Client ID: ZZZZZZ

RunNo: 110960

SeqNo: 2739897

MSSampType: TestCode: 6020A_W

Arsenic 500.0 99.6 75 1255.00 24.30522

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 11 of 26

August Levert_BP Plan_000841
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44239

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061144-002DMSD

Batch ID: 44239 TestNo: SW6020A Analysis Date: 6/28/2022

Prep Date: 6/26/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: µg/L

PQL

Client ID: ZZZZZZ

RunNo: 110960

SeqNo: 2739898

MSDSampType: TestCode: 6020A_W

Arsenic 500.0 97.7 75 125 205.00 24.30 522.1 1.81513

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 12 of 26
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44247

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061144-003cdup

Batch ID: 44247 TestNo: SW8015B Analysis Date: 6/30/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111018

SeqNo: 2741477

DUPSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 400.126 0.1957 0.2920.195

TPH (Oil Range) 400.117 0 0< 0.117

    Surr: 4-Terphenyl-d14 0.05558 167 51.4 146 0 SM00.0929

Sample ID LCSD-D44247

Batch ID: 44247 TestNo: SW8015B Analysis Date: 6/29/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111018

SeqNo: 2741482

LCSDSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 1.691 102 70 130 14.1 R0.128 0 2.035 16.81.72

    Surr: 4-Terphenyl-d14 0.05635 131 51.4 146 4000.0740

NOTES:

R - LCS/LCSD RPD above the control limit. Recovery of the analyte was within the acceptance limits in both LCS/LCSD.

Sample ID LCSD-M44247

Batch ID: 44247 TestNo: SW8015B Analysis Date: 6/29/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111018

SeqNo: 2741483

LCSDSampType: TestCode: 8015_DO_W_

SW3511

TPH (Oil Range) 1.700 124 70 130 23.20.119 0 1.849 13.42.11

    Surr: 4-Terphenyl-d14 0.05665 159 51.4 146 40 S00.0902

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 13 of 26

August Levert_BP Plan_000843

http://www.element.com


Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44247

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCS-M44247

Batch ID: 44247 TestNo: SW8015B Analysis Date: 6/29/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111018

SeqNo: 2741484

LCSSampType: TestCode: 8015_DO_W_

SW3511

TPH (Oil Range) 1.693 109 70 1300.119 01.85

    Surr: 4-Terphenyl-d14 0.05643 140 51.4 1460.0789

Sample ID MB-44247

Batch ID: 44247 TestNo: SW8015B Analysis Date: 6/29/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111018

SeqNo: 2741485

MBLKSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 0.137< 0.137

TPH (Oil Range) 0.127< 0.127

    Surr: 4-Terphenyl-d14 0.06035 140 51.4 1460.0844

Sample ID LCS-D44247

Batch ID: 44247 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111018

SeqNo: 2744423

LCSSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 1.691 120 70 1300.128 02.04

    Surr: 4-Terphenyl-d14 0.05637 127 51.4 1460.0717

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44263

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44263

Batch ID: 44263 TestNo: SW7470A Analysis Date: 6/29/2022

Prep Date: 6/28/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 110997

SeqNo: 2740864

MBLKSampType: TestCode: HG_W_7470

Mercury 0.000200< 0.000200

Sample ID LCS-44263

Batch ID: 44263 TestNo: SW7470A Analysis Date: 6/29/2022

Prep Date: 6/28/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 110997

SeqNo: 2740865

LCSSampType: TestCode: HG_W_7470

Mercury 0.01000 98.2 80 1200.000200 00.00982

Sample ID LCSD-44263

Batch ID: 44263 TestNo: SW7470A Analysis Date: 6/29/2022

Prep Date: 6/28/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 110997

SeqNo: 2740866

LCSDSampType: TestCode: HG_W_7470

Mercury 0.01000 96.4 80 120 200.000200 0 0.009817 1.860.00964

Sample ID 22061144-003DMS

Batch ID: 44263 TestNo: SW7470A Analysis Date: 6/29/2022

Prep Date: 6/28/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 110997

SeqNo: 2740868

MSSampType: TestCode: HG_W_7470

Mercury 0.01000 101 75 1250.000200 00.0101

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: 44263

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061144-003DMSD

Batch ID: 44263 TestNo: SW7470A Analysis Date: 6/29/2022

Prep Date: 6/28/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 110997

SeqNo: 2740869

MSDSampType: TestCode: HG_W_7470

Mercury 0.01000 104 75 125 200.000200 0 0.01013 2.530.0104

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: R110912

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-R110912

Batch ID: R110912 TestNo: SM2540C Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 110912

SeqNo: 2739682

MBLKSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

10.0< 10.0

Sample ID LCS-R110912

Batch ID: R110912 TestNo: SM2540C Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 110912

SeqNo: 2739683

LCSSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1,000 100 85 11510.0 01,000

Sample ID LCSD-R110912

Batch ID: R110912 TestNo: SM2540C Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 110912

SeqNo: 2739684

LCSDSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1,000 102 85 115 1010.0 0 1,003 1.291,020

Sample ID 22061144-001ADUP

Batch ID: R110912 TestNo: SM2540C Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 110912

SeqNo: 2739686

DUPSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1010.0 245.0 1.22248

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: R110912

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061144-001ADUP

Batch ID: R110912 TestNo: SM2540C Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 110912

SeqNo: 2739686

DUPSampType: TestCode: TDS_2540C

Sample ID 22061147-002ADUP

Batch ID: R110912 TestNo: SM2540C Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LT-5

RunNo: 110912

SeqNo: 2739692

DUPSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1050.0 925.0 3.30895

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: R111048

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MBLK

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111048

SeqNo: 2742263

MBLKSampType: TestCode: 9056_W

Chloride 0.250< 0.250

Sulfate 0.250< 0.250

Sample ID LCS

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111048

SeqNo: 2742264

LCSSampType: TestCode: 9056_W

Chloride 10.00 101 80 1200.250 010.1

Sulfate 10.00 96.2 80 1200.250 09.62

Sample ID LCSD

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111048

SeqNo: 2742265

LCSDSampType: TestCode: 9056_W

Chloride 10.00 101 80 120 150.250 0 10.09 0.30210.1

Sulfate 10.00 95.9 80 120 150.250 0 9.618 0.2819.59

Sample ID 22061329-001DMS

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111048

SeqNo: 2742268

MSSampType: TestCode: 9056_W

Chloride 5.000 101 80 1200.250 0.23025.29

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: R111048

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061329-001DMS

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111048

SeqNo: 2742268

MSSampType: TestCode: 9056_W

Sulfate 5.000 97.7 80 1200.250 0.65505.54

Sample ID 22061329-001DMSD

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111048

SeqNo: 2742269

MSDSampType: TestCode: 9056_W

Chloride 5.000 105 80 120 150.250 0.2302 5.286 3.675.48

Sulfate 5.000 97.7 80 120 150.250 0.6550 5.539 0.02395.54

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: R111049

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID BTEX LCS

Batch ID: R111049 TestNo: SW8021B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111049

SeqNo: 2742329

LCSSampType: TestCode: 8021_BTEX_

Benzene 0.05000 93.0 72 1200.00500 00.0465

Ethylbenzene 0.05000 98.0 76 1290.00500 00.0490

m,p-Xylene 0.1000 98.5 75 1250.0100 00.0985

o-Xylene 0.05000 93.8 75 1250.00500 00.0469

Toluene 0.05000 94.2 78 1200.0100 00.0471

Xylenes, Total 0.1500 97.0 75 1250.0500 00.146

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 90.8 70 1300.0454

Sample ID BTEX LCSD

Batch ID: R111049 TestNo: SW8021B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111049

SeqNo: 2742330

LCSDSampType: TestCode: 8021_BTEX_

Benzene 0.05000 95.0 72 120 200.00500 0 0.04650 2.130.0475

Ethylbenzene 0.05000 100 76 129 200.00500 0 0.04900 2.020.0500

m,p-Xylene 0.1000 101 75 125 200.0100 0 0.09850 2.510.101

o-Xylene 0.05000 95.4 75 125 200.00500 0 0.04690 1.690.0477

Toluene 0.05000 95.8 78 120 200.0100 0 0.04710 1.680.0479

Xylenes, Total 0.1500 99.1 75 125 200.0500 0 0.1455 2.180.149

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 87.0 70 130 2000.0435

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: R111049

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MBLK ACID

Batch ID: R111049 TestNo: SW8021B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111049

SeqNo: 2742331

MBLKSampType: TestCode: 8021_BTEX_

Benzene 0.00500< 0.00500

Ethylbenzene 0.00500< 0.00500

m,p-Xylene 0.0100< 0.0100

o-Xylene 0.00500< 0.00500

Toluene 0.0100< 0.0100

Xylenes, Total 0.0500< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 81.6 70 1300.0408

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: R111052

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID GAS LCS

Batch ID: R111052 TestNo: SW8015B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: LCSW

RunNo: 111052

SeqNo: 2742411

LCSSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 12.50 118 80 1300.150 014.7

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 127 70 1300.0635

Sample ID GAS LCSD

Batch ID: R111052 TestNo: SW8015B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: LCSS02

RunNo: 111052

SeqNo: 2742412

LCSDSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 12.50 113 80 130 200.150 0 14.74 4.3114.1

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 124 70 130 2000.0621

Sample ID MBLK ACID

Batch ID: R111052 TestNo: SW8015B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111052

SeqNo: 2742413

MBLKSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 0.150< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 93.0 70 1300.0465

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert
Client: ICON Environmental Services

BatchID: R111094

08-Jul-22

QC SUMMARY REPORT
22061147WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-R111094

Batch ID: R111094 TestNo: SM2320 B Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: PBW

RunNo: 111094

SeqNo: 2743209

MBLKSampType: TestCode: ALK

Alkalinity, Bicarbonate (As CaCO3) 20.0< 20.0

Alkalinity, Carbonate (As CaCO3) 20.0< 20.0

Alkalinity, Phenolphthalein 20.0< 20.0

Alkalinity, Total (As CaCO3) 20.0< 20.0

Sample ID LCS-R111094

Batch ID: R111094 TestNo: SM2320 B Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: LCSW

RunNo: 111094

SeqNo: 2743210

LCSSampType: TestCode: ALK

Alkalinity, Total (As CaCO3) 50.00 98.0 80 12020.0 049.0

Sample ID 22061144-003ADUP

Batch ID: R111094 TestNo: SM2320 B Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: ZZZZZZ

RunNo: 111094

SeqNo: 2743214

DUPSampType: TestCode: ALK

Alkalinity, Bicarbonate (As CaCO3) 2020.0 312.5 4.08300

Alkalinity, Carbonate (As CaCO3) 2020.0 0 0< 20.0

Alkalinity, Phenolphthalein 2020.0 0 0< 20.0

Alkalinity, Total (As CaCO3) 2020.0 312.5 4.08300

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 22061147

Sample Log-In Check List

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

6/24/2022 1:12:00 PM

How was the sample delivered? Element

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.

2.

5.

9.

10.

11.

12.

13.

14.

15.

16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Logged by:

Completed By:

Reviewed By:

6/24/2022 2:53:50 PM

6/25/2022 1:16:15 PM

Rhonda David

Rhonda David

Buffy Bryant

Special Handling (if applicable)
17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date

Regarding:

Via: eMail Phone Fax In Person

Additional remarks:

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.

Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC

1.41 Good Not Present
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July 11, 2022

ICON Environmental Services
Greg Miller

Dear Greg Miller:

RE: Grand River - Levert 9326-025-0100
Order No.: 22061154

FAX (225) 344-6654
TEL: (225) 344-8490

2049 Commercial Drive
Port Allen, LA 70767

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions, Element Lafayette either conducted or subcontracted these 
analyses.  Subcontracted analyses will be identified in the accompanying case narrative. All 
relevant sampling information can be found on the attached Chain-of-Custody form.  Unless 
otherwise noted, all analyses were conducted using EPA approved methodologies and all test 
results meet the applicable requirements of TNI.  Reported results relate only to the items 
tested.  

Where applicable, all soil data, except for 29-B, are reported on a wet-weight basis unless 
otherwise indicated in the units field as –dry.

LELAP Certification No.: 01997. TCEQ Certification No.: T104704261. LDHH Certification 
No.: LA023. ISDH Certification No.: C-LA-01. NDELCP Certification No.: R-226. A scope of 
accredited parameters is available upon request. A "#" by the test method or analyte indicates
this parameter is outside the scope of accreditation. PA registration No.: 68-05967.

Estimated uncertainty is available upon request. This report shall not be reproduced, except in 
full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

Element Materials Technology Lafayette received 24 sample(s) on 6/24/2022 for the analyses 
presented in the following report.
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Project: Grand River - Levert 9326-025-0100
CLIENT: ICON Environmental Services

7/11/2022

Case Narrative
22061154

Date:

WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 
analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 
duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 
a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 
a quality control check for each analytical batch. When the matrix QC data is not available due to 
insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch 
is determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 
section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 
data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 
page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 
data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 
summary page(s).
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-9 2-4'

Collection Date: 6/22/2022 10:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-001

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 10:57:00 AM100 mg/Kg 101,210

TPH (Oil Range) 7/5/2022 10:57:00 AM120 mg/Kg 10632

    Surr: 4-Terphenyl-d14 7/5/2022 10:57:00 AM33 - 152 %Rec 10103

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic * 6/30/2022 5:25:56 PM1.92 mg/Kg-dry 112.7

Barium 6/30/2022 5:25:56 PM14.4 mg/Kg-dry 13,570

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/5/2022 4:15:03 PM48.3 mg/Kg-dry 1160,000

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 139.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-10 0-2'

Collection Date: 6/22/2022 11:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-002

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 11:11:00 AM10.0 mg/Kg 1142

TPH (Oil Range) 7/5/2022 11:11:00 AM12.0 mg/Kg 1157

    Surr: 4-Terphenyl-d14 7/5/2022 11:11:00 AM33 - 152 %Rec 180.9

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 5:32:46 PM2.00 mg/Kg-dry 16.35

Barium 6/30/2022 5:32:46 PM15.0 mg/Kg-dry 13,370

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:21:53 PM49.7 mg/Kg-dry 121,600

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 159.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-10 2-4'

Collection Date: 6/22/2022 11:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-003

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 11:25:00 AM200 mg/Kg 204,800

TPH (Oil Range) 7/5/2022 11:25:00 AM240 mg/Kg 204,800

    Surr: 4-Terphenyl-d14 7/5/2022 11:25:00 AM33 - 152 %Rec 20130

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 5:35:03 PM1.96 mg/Kg-dry 14.22

Barium 6/30/2022 5:35:03 PM14.7 mg/Kg-dry 12,320

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/5/2022 4:24:10 PM49.6 mg/Kg-dry 164,500

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 144.0

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-10 4-6'

Collection Date: 6/22/2022 12:00:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-004

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 11:39:00 AM10.0 mg/Kg 1149

TPH (Oil Range) 7/5/2022 11:39:00 AM12.0 mg/Kg 1149

    Surr: 4-Terphenyl-d14 7/5/2022 11:39:00 AM33 - 152 %Rec 175.2

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 5:37:19 PM2.00 mg/Kg-dry 15.92

Barium 6/30/2022 5:37:19 PM15.0 mg/Kg-dry 1485

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:26:26 PM48.3 mg/Kg-dry 12,620

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 151.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-11 0-2'

Collection Date: 6/22/2022 1:45:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-005

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

HEM, OIL & GREASE SW9071B Analyst: HXW

HEM, Oil & Grease 6/27/2022 1:34:00 PM0.05 % dry wt 1< 0.05

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 11:53:00 AM10.0 mg/Kg 1141

TPH (Oil Range) 7/5/2022 11:53:00 AM12.0 mg/Kg 1123

    Surr: 4-Terphenyl-d14 7/5/2022 11:53:00 AM33 - 152 %Rec 156.8

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/6/2022 10:01:32 AM0.108 mg/Kg-dry 10.523

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 5:39:36 PM1.91 mg/Kg-dry 18.47

Barium 6/30/2022 5:39:36 PM14.3 mg/Kg-dry 13,740

Cadmium 6/30/2022 5:39:36 PM0.477 mg/Kg-dry 11.65

Chromium 6/30/2022 5:39:36 PM0.955 mg/Kg-dry 1196

Lead 6/30/2022 5:39:36 PM0.955 mg/Kg-dry 1122

Strontium 6/30/2022 5:39:36 PM0.955 mg/Kg-dry 1223

Zinc 6/30/2022 5:39:36 PM0.955 mg/Kg-dry 1273

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/5/2022 4:33:18 PM46.9 mg/Kg-dry 1102,000

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 161.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-11 2-4'

Collection Date: 6/22/2022 1:45:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-006

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

HEM, OIL & GREASE SW9071B Analyst: HXW

HEM, Oil & Grease 6/27/2022 1:34:00 PM0.05 % dry wt 10.14

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 12:07:00 PM500 mg/Kg 507,870

TPH (Oil Range) 7/5/2022 12:07:00 PM600 mg/Kg 504,560

    Surr: 4-Terphenyl-d14 SD 7/5/2022 12:07:00 PM33 - 152 %Rec 500

NOTES:

SD - Surrogate diluted out due to dilution.

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/6/2022 10:14:34 AM0.102 mg/Kg-dry 12.10

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic * 6/30/2022 5:41:53 PM1.97 mg/Kg-dry 128.1

Barium 6/30/2022 5:41:53 PM14.7 mg/Kg-dry 12,040

Cadmium 6/30/2022 5:41:53 PM0.491 mg/Kg-dry 18.98

Chromium 6/30/2022 5:41:53 PM0.983 mg/Kg-dry 1327

Lead * 6/30/2022 5:41:53 PM0.983 mg/Kg-dry 1779

Strontium 6/30/2022 5:41:53 PM0.983 mg/Kg-dry 1449

Zinc * 6/30/2022 5:41:53 PM0.983 mg/Kg-dry 11,390

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/5/2022 6:25:36 PM466 mg/Kg-dry 10320,000

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 144.1

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-12 0-2'

Collection Date: 6/22/2022 2:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-007

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

HEM, OIL & GREASE SW9071B Analyst: HXW

HEM, Oil & Grease 6/27/2022 1:34:00 PM0.05 % dry wt 1< 0.05

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 12:21:00 PM10.0 mg/Kg 129.2

TPH (Oil Range) 7/5/2022 12:21:00 PM12.0 mg/Kg 185.3

    Surr: 4-Terphenyl-d14 7/5/2022 12:21:00 PM33 - 152 %Rec 174.0

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/6/2022 10:17:15 AM0.109 mg/Kg-dry 1< 0.109

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 5:48:46 PM2.00 mg/Kg-dry 15.34

Barium 6/30/2022 5:48:46 PM15.0 mg/Kg-dry 11,350

Cadmium 6/30/2022 5:48:46 PM0.499 mg/Kg-dry 10.844

Chromium 6/30/2022 5:48:46 PM0.999 mg/Kg-dry 122.3

Lead 6/30/2022 5:48:46 PM0.999 mg/Kg-dry 123.2

Strontium 6/30/2022 5:48:46 PM0.999 mg/Kg-dry 199.6

Zinc 6/30/2022 5:48:46 PM0.999 mg/Kg-dry 1109

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:37:52 PM50.1 mg/Kg-dry 16,510

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 165.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 9 of 48

August Levert_BP Plan_000865

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-12 2-4'

Collection Date: 6/22/2022 2:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-008

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

HEM, OIL & GREASE SW9071B Analyst: HXW

HEM, Oil & Grease 6/27/2022 1:34:00 PM0.05 % dry wt 10.21

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 1:15:00 PM500 mg/Kg 504,920

TPH (Oil Range) 7/5/2022 1:15:00 PM600 mg/Kg 501,440

    Surr: 4-Terphenyl-d14 7/5/2022 1:15:00 PM33 - 152 %Rec 50139

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/6/2022 10:19:56 AM0.108 mg/Kg-dry 12.06

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic * 6/30/2022 5:51:04 PM1.93 mg/Kg-dry 161.3

Barium 6/30/2022 5:51:04 PM14.5 mg/Kg-dry 11,470

Cadmium * 6/30/2022 5:51:04 PM0.483 mg/Kg-dry 112.9

Chromium 6/30/2022 5:51:04 PM0.965 mg/Kg-dry 1172

Lead * 6/30/2022 5:51:04 PM0.965 mg/Kg-dry 11,060

Strontium 6/30/2022 5:51:04 PM0.965 mg/Kg-dry 1505

Zinc * 6/30/2022 5:51:04 PM0.965 mg/Kg-dry 12,080

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/5/2022 6:27:55 PM476 mg/Kg-dry 10323,000

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 122.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 10 of 48

August Levert_BP Plan_000866

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-13 0-2'

Collection Date: 6/22/2022 3:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-009

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 5:53:23 PM1.96 mg/Kg-dry 16.65

Barium 6/30/2022 5:53:23 PM14.7 mg/Kg-dry 1408

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:42:26 PM49.9 mg/Kg-dry 13,990

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 142.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 11 of 48

August Levert_BP Plan_000867

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-13 2-4'

Collection Date: 6/22/2022 3:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-010

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 5:55:40 PM2.00 mg/Kg-dry 15.14

Barium 6/30/2022 5:55:40 PM15.0 mg/Kg-dry 1197

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:44:43 PM48.2 mg/Kg-dry 11,390

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 138.0

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 12 of 48

August Levert_BP Plan_000868

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-14 0-2'

Collection Date: 6/23/2022 10:15:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-011

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 5:57:58 PM1.96 mg/Kg-dry 13.38

Barium 6/30/2022 5:57:58 PM14.7 mg/Kg-dry 1247

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:47:00 PM46.6 mg/Kg-dry 14,050

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 139.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 13 of 48

August Levert_BP Plan_000869

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-14 2-4'

Collection Date: 6/23/2022 10:15:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-012

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:00:16 PM1.96 mg/Kg-dry 15.17

Barium 6/30/2022 6:00:16 PM14.7 mg/Kg-dry 1929

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:49:17 PM48.5 mg/Kg-dry 16,640

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 136.7

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 14 of 48

August Levert_BP Plan_000870

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-14 6-8'

Collection Date: 6/23/2022 10:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-013

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:02:35 PM1.95 mg/Kg-dry 14.46

Barium 6/30/2022 6:02:35 PM14.7 mg/Kg-dry 1530

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:51:34 PM46.6 mg/Kg-dry 13,360

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 153.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 15 of 48

August Levert_BP Plan_000871

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-15 0-2'

Collection Date: 6/23/2022 10:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-014

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:04:53 PM1.98 mg/Kg-dry 15.65

Barium 6/30/2022 6:04:53 PM14.9 mg/Kg-dry 1258

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 4:53:50 PM48.4 mg/Kg-dry 1762

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 134.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 16 of 48

August Levert_BP Plan_000872

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-15 2-4'

Collection Date: 6/23/2022 10:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-015

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:07:11 PM1.95 mg/Kg-dry 14.99

Barium 6/30/2022 6:07:11 PM14.6 mg/Kg-dry 1297

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 5:00:40 PM48.5 mg/Kg-dry 11,470

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 134.1

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 17 of 48

August Levert_BP Plan_000873

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-16 0-2'

Collection Date: 6/23/2022 11:20:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-016

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:09:29 PM2.00 mg/Kg-dry 17.06

Barium 6/30/2022 6:09:29 PM15.0 mg/Kg-dry 11,010

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 5:02:57 PM49.2 mg/Kg-dry 14,960

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 139.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 18 of 48

August Levert_BP Plan_000874

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-16 2-4'

Collection Date: 6/23/2022 11:20:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-017

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:16:20 PM1.99 mg/Kg-dry 14.76

Barium 6/30/2022 6:16:20 PM14.9 mg/Kg-dry 1350

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 5:05:14 PM45.8 mg/Kg-dry 1723

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 137.0

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 19 of 48

August Levert_BP Plan_000875

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-16 6-8'

Collection Date: 6/23/2022 11:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-018

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:18:38 PM1.99 mg/Kg-dry 14.23

Barium 6/30/2022 6:18:38 PM14.9 mg/Kg-dry 1438

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 5:07:30 PM49.2 mg/Kg-dry 11,170

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 11:45:00 AM1.00 wt% 146.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 20 of 48

August Levert_BP Plan_000876

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-17 0-2'

Collection Date: 6/23/2022 2:15:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-019

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

HEM, OIL & GREASE SW9071B Analyst: HXW

HEM, Oil & Grease 6/27/2022 1:34:00 PM0.05 % dry wt 12.20

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 1:43:00 PM500 mg/Kg 505,440

TPH (Oil Range) 7/5/2022 1:43:00 PM600 mg/Kg 505,290

    Surr: 4-Terphenyl-d14 7/5/2022 1:43:00 PM33 - 152 %Rec 50146

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 21 of 48

August Levert_BP Plan_000877

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-21 0-2'

Collection Date: 6/23/2022 3:10:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-020

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:20:56 PM2.00 mg/Kg-dry 15.58

Barium 6/30/2022 6:20:56 PM15.0 mg/Kg-dry 11,370

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 5:09:46 PM49.9 mg/Kg-dry 16,910

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 12:45:00 PM1.00 wt% 131.7

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 22 of 48

August Levert_BP Plan_000878

http://www.element.com


Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-22 0-2'

Collection Date: 6/23/2022 3:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-021

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 6/30/2022 6:23:14 PM1.98 mg/Kg-dry 16.92

Barium 6/30/2022 6:23:14 PM14.8 mg/Kg-dry 1546

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/5/2022 5:12:03 PM49.4 mg/Kg-dry 13,150

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 12:45:00 PM1.00 wt% 135.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 23 of 48
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-23 0-2'

Collection Date: 6/23/2022 3:25:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-022

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:06:48 PM1.99 mg/Kg-dry 14.30

Barium 7/7/2022 4:06:48 PM14.9 mg/Kg-dry 1202

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 2:51:19 PM235 mg/Kg-dry 1492

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 12:45:00 PM1.00 wt% 134.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-24 0-2'

Collection Date: 6/23/2022 3:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-023

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:13:38 PM1.93 mg/Kg-dry 13.21

Barium 7/7/2022 4:13:38 PM14.5 mg/Kg-dry 1179

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:02:46 PM248 mg/Kg-dry 1537

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 12:45:00 PM1.00 wt% 134.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100

Client Sample ID SB-15 6-8'

Collection Date: 6/23/2022 11:00:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061154-024

7/11/2022

Analytical Report
22061154

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:25:10 PM2.00 mg/Kg-dry 16.07

Barium 7/7/2022 4:25:10 PM15.0 mg/Kg-dry 1217

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:05:02 PM237 mg/Kg-dry 1618

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/27/2022 12:45:00 PM1.00 wt% 141.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44249-1

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCS-D44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 111122

SeqNo: 2743740

LCSSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 100.0 89.4 63.4 10910.0 089.4

    Surr: 4-Terphenyl-d14 3.333 99.7 33 1523.32

Sample ID LCSD-D44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS02

RunNo: 111122

SeqNo: 2743741

LCSDSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 100.0 87.0 63.4 109 21.910.0 0 89.37 2.7287.0

    Surr: 4-Terphenyl-d14 3.333 96.9 33 152 4003.23

Sample ID MB-44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: PBS

RunNo: 111122

SeqNo: 2743742

MBLKSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 10.0< 10.0

TPH (Oil Range) 12.0< 12.0

    Surr: 4-Terphenyl-d14 3.333 84.0 33 1522.80

Sample ID LCS-M44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 111122

SeqNo: 2743776

LCSSampType: TestCode: 8015_DO_S

Qualifiers: * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44249-1

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCS-M44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 111122

SeqNo: 2743776

LCSSampType: TestCode: 8015_DO_S

TPH (Oil Range) 100.0 90.2 63.9 12012.0 090.2

    Surr: 4-Terphenyl-d14 3.333 98.2 33 1523.27

Sample ID LCSD-M44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS02

RunNo: 111122

SeqNo: 2743843

LCSDSampType: TestCode: 8015_DO_S

TPH (Oil Range) 100.0 99.1 63.9 120 20.712.0 0 90.15 9.4199.1

    Surr: 4-Terphenyl-d14 3.333 104 33 152 4003.46

Sample ID 22061062-001AMS-

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743893

MSSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 100.0 65.8 23.4 12310.0 11.7977.6

    Surr: 4-Terphenyl-d14 3.333 93.9 33 1523.13

Sample ID 22061062-001AMS-

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743894

MSSampType: TestCode: 8015_DO_S

TPH (Oil Range) 100.0 87.6 14.5 17412.0 15.91103

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44249-1

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061062-001AMS-

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743894

MSSampType: TestCode: 8015_DO_S

    Surr: 4-Terphenyl-d14 3.333 92.0 33 1523.07

Sample ID 22061062-001AMSD

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743895

MSDSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 100.0 72.7 23.4 123 35.610.0 11.79 77.62 8.4184.4

    Surr: 4-Terphenyl-d14 3.333 88.0 33 152 4002.93

Sample ID 22061062-001AMSD

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743979

MSDSampType: TestCode: 8015_DO_S

TPH (Oil Range) 100.0 84.2 14.5 174 48.812.0 15.91 103.5 3.34100

    Surr: 4-Terphenyl-d14 3.333 87.8 33 152 4002.93

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44272

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44272

Batch ID: 44272 TestNo: SW6010B Analysis Date: 6/30/2022

Prep Date: 6/29/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111046

SeqNo: 2742152

MBLKSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 2.00< 2.00

Barium 15.0< 15.0

Cadmium 0.500< 0.500

Chromium 1.00< 1.00

Lead 1.00< 1.00

Strontium 1.00< 1.00

Zinc 1.00< 1.00

Sample ID LCS-44272

Batch ID: 44272 TestNo: SW6010B Analysis Date: 6/30/2022

Prep Date: 6/29/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111046

SeqNo: 2742157

LCSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 90.4 80 1202.00 045.2

Barium 50.00 104 80 12015.0 052.1

Cadmium 50.00 88.6 80 1200.500 044.3

Chromium 50.00 92.6 80 1201.00 046.3

Lead 50.00 91.1 80 1201.00 045.5

Strontium 50.00 92.0 80 1201.00 046.0

Zinc 50.00 86.6 80 1201.00 043.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44272

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCSD-44272

Batch ID: 44272 TestNo: SW6010B Analysis Date: 6/30/2022

Prep Date: 6/29/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111046

SeqNo: 2742158

LCSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 95.2 80 120 202.00 0 45.18 5.2347.6

Barium 50.00 109 80 120 2015.0 0 52.12 4.4854.5

Cadmium 50.00 92.2 80 120 200.500 0 44.32 3.9446.1

Chromium 50.00 97.5 80 120 201.00 0 46.30 5.1748.8

Lead 50.00 94.6 80 120 201.00 0 45.54 3.7647.3

Strontium 50.00 96.4 80 120 201.00 0 46.02 4.6348.2

Zinc 50.00 90.6 80 120 201.00 0 43.28 4.5345.3

Sample ID 22061154-001AMS

Batch ID: 44272 TestNo: SW6010B Analysis Date: 6/30/2022

Prep Date: 6/29/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-9 2-4'

RunNo: 111046

SeqNo: 2742160

MSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.05 91.2 75 1252.00 12.6958.3

Barium 50.05 1,660 75 125 S15.0 3,5664,400

Cadmium 50.05 91.3 75 1250.500 4.75250.5

Chromium 50.05 -0.0975 75 125 S1.00 234.6235

Lead 50.05 50.5 75 125 S1.00 360.9386

Strontium 50.05 39.7 75 125 S1.00 259.2279

Zinc 50.05 287 75 125 S1.00 746.1890

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44272

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-001AMSD

Batch ID: 44272 TestNo: SW6010B Analysis Date: 6/30/2022

Prep Date: 6/29/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-9 2-4'

RunNo: 111046

SeqNo: 2742161

MSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 80.1 75 125 202.00 12.69 58.33 10.152.7

Barium 50.00 860 75 125 20 S15.0 3,566 4,398 9.584,000

Cadmium 50.00 82.7 75 125 200.500 4.752 50.46 9.0046.1

Chromium 50.00 -65.8 75 125 20 S1.00 234.6 234.5 15.1202

Lead 50.00 -11.5 75 125 20 S1.00 360.9 386.2 8.36355

Strontium 50.00 -29.0 75 125 20 S1.00 259.2 279.0 13.1245

Zinc 50.00 166 75 125 20 S1.00 746.1 889.5 7.01829

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44284

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-005AMS

Batch ID: 44284 TestNo: 29B/SW7471 Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-11 0-2'

RunNo: 111172

SeqNo: 2744976

MSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8418 103 75 1250.101 0.52331.39

Sample ID 22061154-005AMSD

Batch ID: 44284 TestNo: 29B/SW7471 Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-11 0-2'

RunNo: 111172

SeqNo: 2744977

MSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.9061 108 75 125 200.109 0.5233 1.394 7.261.50

Sample ID MB-44284

Batch ID: 44284 TestNo: 29B/SW7471 Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111172

SeqNo: 2745040

MBLKSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.100< 0.100

Sample ID LCS-44284

Batch ID: 44284 TestNo: 29B/SW7471 Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111172

SeqNo: 2745041

LCSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 119 80 1200.100 00.987

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44284

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCSD-44284

Batch ID: 44284 TestNo: 29B/SW7471 Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111172

SeqNo: 2745042

LCSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 119 80 120 200.100 0 0.9873 0.2000.989

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44298

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44298

Batch ID: 44298 TestNo: LDNR 29-B Analysis Date: 7/5/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111137

SeqNo: 2744127

MBLKSampType: TestCode: TTBA

True Total Barium 50.0< 50.0

Sample ID LCS-44298

Batch ID: 44298 TestNo: LDNR 29-B Analysis Date: 7/5/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111137

SeqNo: 2744128

LCSSampType: TestCode: TTBA

True Total Barium 5,000 94.4 75 12550.0 04,720

Sample ID LCSD-44298

Batch ID: 44298 TestNo: LDNR 29-B Analysis Date: 7/5/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111137

SeqNo: 2744129

LCSDSampType: TestCode: TTBA

True Total Barium 5,000 93.3 75 125 2050.0 0 4,718 1.114,670

Sample ID 22061154-001AMS

Batch ID: 44298 TestNo: LDNR 29-B Analysis Date: 7/5/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-9 2-4'

RunNo: 111137

SeqNo: 2744131

MSSampType: TestCode: TTBA

True Total Barium 4,921 -29.3 75 125 S49.2 160,000159,000

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44298

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-001AMSD

Batch ID: 44298 TestNo: LDNR 29-B Analysis Date: 7/5/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-9 2-4'

RunNo: 111137

SeqNo: 2744132

MSDSampType: TestCode: TTBA

True Total Barium 4,990 297 75 125 20 S49.9 160,000 158,500 9.75175,000

NOTES:

S - Analyte concentration in native sample was too high for accurate spike recovery(ies). The method is in control as indicated by the laboratory control sample (LCS).

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44320

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44320

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111187

SeqNo: 2746392

MBLKSampType: TestCode: TTBA

True Total Barium 250< 250

Sample ID LCS-44320

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111187

SeqNo: 2746393

LCSSampType: TestCode: TTBA

True Total Barium 5,000 103 75 125250 05,130

Sample ID LCSD-44320

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111187

SeqNo: 2746394

LCSDSampType: TestCode: TTBA

True Total Barium 5,000 103 75 125 20250 0 5,126 0.06735,130

Sample ID 22061154-022AMS

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-23 0-2'

RunNo: 111187

SeqNo: 2746398

MSSampType: TestCode: TTBA

True Total Barium 4,826 99.2 75 125241 492.45,280

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44320

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-022AMSD

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-23 0-2'

RunNo: 111187

SeqNo: 2746399

MSDSampType: TestCode: TTBA

True Total Barium 4,660 105 75 125 20233 492.4 5,282 1.575,370

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44342

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111187

SeqNo: 2746425

MBLKSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 2.00< 2.00

Barium 15.0< 15.0

Sample ID LCS-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111187

SeqNo: 2746426

LCSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 90.9 80 1202.00 045.4

Barium 50.00 109 80 12015.0 054.4

Sample ID LCSD-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111187

SeqNo: 2746427

LCSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 88.7 80 120 202.00 0 45.43 2.4044.4

Barium 50.00 107 80 120 2015.0 0 54.36 2.0253.3

Sample ID 22061154-022AMS

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-23 0-2'

RunNo: 111187

SeqNo: 2746429

MSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 47.70 61.4 75 125 S1.91 4.30133.6

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44342

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-022AMS

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-23 0-2'

RunNo: 111187

SeqNo: 2746429

MSSampType: TestCode: 6010_S_29B

SW3050B

Barium 47.70 34.9 75 125 S14.3 201.5218

Sample ID 22061154-022AMSD

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB-23 0-2'

RunNo: 111187

SeqNo: 2746430

MSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.78 50.0 75 125 20 S1.99 4.301 33.60 14.129.2

Barium 49.78 -62.1 75 125 20 RS14.9 201.5 218.2 24.5171

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: R110920

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-R110920

Batch ID: R110920 TestNo: SW9071B Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: PBS

RunNo: 110920

SeqNo: 2741721

MBLKSampType: TestCode: HEM_S

HEM, Oil & Grease 0.05< 0.05

Sample ID LCS-R110920

Batch ID: R110920 TestNo: SW9071B Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: LCSS

RunNo: 110920

SeqNo: 2741722

LCSSampType: TestCode: HEM_S

HEM, Oil & Grease 0.20 120 70 1300.05 00.24

Sample ID LCSD-R110920

Batch ID: R110920 TestNo: SW9071B Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: LCSS02

RunNo: 110920

SeqNo: 2741723

LCSDSampType: TestCode: HEM_S

HEM, Oil & Grease 0.20 120 70 130 400.05 0 0.24 00.24

Sample ID 22061154-005AMS

Batch ID: R110920 TestNo: SW9071B Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: SB-11 0-2'

RunNo: 110920

SeqNo: 2741724

MSSampType: TestCode: HEM_S

HEM, Oil & Grease 0.52 56.5 70 130 S0.05 0.030.33

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the LCS/LCSD.

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: R110920

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-005ADUP

Batch ID: R110920 TestNo: SW9071B Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: % dry wt

PQL

Client ID: SB-11 0-2'

RunNo: 110920

SeqNo: 2741726

DUPSampType: TestCode: HEM_S

HEM, Oil & Grease 400.05 0 0< 0.05

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: R111103

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061119-001ADUP

Batch ID: R111103 TestNo: LDNR 29-B Analysis Date: 6/24/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: wt%

PQL

Client ID: ZZZZZZ

RunNo: 111103

SeqNo: 2743455

DUPSampType: TestCode: PMOIST_29B

Percent Moisture 201.00 17.30 2.8517.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River - Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: R111104

11-Jul-22

QC SUMMARY REPORT
22061154WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-020ADUP

Batch ID: R111104 TestNo: LDNR 29-B Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: wt%

PQL

Client ID: SB-21 0-2'

RunNo: 111104

SeqNo: 2743402

DUPSampType: TestCode: PMOIST_29B

Percent Moisture 201.00 31.70 1.8832.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 22061154

Sample Log-In Check List

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

6/24/2022 3:20:00 PM

How was the sample delivered? Client

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.

2.

5.

9.

10.

11.

12.

13.

14.

15.

16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Logged by:

Completed By:

Reviewed By:

6/24/2022 4:06:42 PM

6/29/2022 2:54:42 PM

Rhonda David

Rhonda David

Cristina Thibeaux

Special Handling (if applicable)
17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date

Regarding:

Improper error correction(s) made by client

Via: eMail Phone Fax In Person

Additional remarks:

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.

Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC

4.31 Good Not Present
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

7/13/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-179-0017 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 6/28/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana

Laboratory ID: WP MTN: Waypoint Analytical, LLC., Memphis, TN

State Program Lab ID Expiration Date

02/28/202340750State ProgramAlabama

02/07/202388-0650State ProgramArkansas

06/30/20232904State ProgramCalifornia

06/30/2023E871157State Program - NELAPFlorida

02/18/2023C044State ProgramGeorgia

06/30/202304015State ProgramGeorgia

10/10/2022200078State Program - NELAPIllinois

06/30/202280215State ProgramKentucky

12/31/2022KY90047State ProgramKentucky

12/31/2022LA037State Program - NELAPLouisiana

06/30/202304015State Program - NELAPLouisiana

02/11/2023MSState ProgramMississippi

12/31/2022415State ProgramNorth Carolina

05/31/202368-03195State Program - NELAPPennsylvania

06/30/202284002State ProgramSouth Carolina

02/11/202302027State ProgramTennessee

09/30/2022T104704180State Program - NELAPTexas

06/30/202300106State ProgramVirginia

09/14/2022460181State Program - NELAPVirginia
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0017

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/22/2022 12:25Solids 70466 LT-4 (12-14) 06/28/2022

06/22/2022 12:25Solids 70466 LT-4 (12-14) 06/28/2022 6010D WP MTN -

06/22/2022 12:25Solids 70466 LT-4 (12-14) 06/28/2022 29B WP MTN -

06/22/2022 12:25Solids 70466 LT-4 (12-14) 06/28/2022 7471A WP MTN -

06/22/2022 12:30Solids 70467 LT-4 (16-18) 06/28/2022

06/22/2022 12:35Solids 70468 LT-4 (20-22) 06/28/2022

06/23/2022 09:05Solids 70469 LT-5 (0-2) 06/28/2022

06/23/2022 09:05Solids 70469 LT-5 (0-2) 06/28/2022 7471A WP MTN -

06/23/2022 09:05Solids 70469 LT-5 (0-2) 06/28/2022 6010D WP MTN -

06/23/2022 09:05Solids 70469 LT-5 (0-2) 06/28/2022 29B WP MTN -

06/23/2022 09:10Solids 70470 LT-5 (4-6) 06/28/2022

06/23/2022 09:10Solids 70470 LT-5 (4-6) 06/28/2022 7471A WP MTN -

06/23/2022 09:10Solids 70470 LT-5 (4-6) 06/28/2022 6010D WP MTN -

06/23/2022 09:10Solids 70470 LT-5 (4-6) 06/28/2022 29B WP MTN -

06/23/2022 09:25Solids 70471 LT-5 (16-18) 06/28/2022

06/23/2022 09:40Solids 70472 LT-5 (22-24) 06/28/2022

06/23/2022 14:15Solids 70473 LT-6 (0-2) 06/28/2022

06/23/2022 14:15Solids 70473 LT-6 (0-2) 06/28/2022 7471A WP MTN -

06/23/2022 14:15Solids 70473 LT-6 (0-2) 06/28/2022 6010D WP MTN -

06/23/2022 14:15Solids 70473 LT-6 (0-2) 06/28/2022 29B WP MTN -

06/23/2022 14:20Solids 70474 LT-6 (4-6) 06/28/2022

06/23/2022 14:20Solids 70474 LT-6 (4-6) 06/28/2022 7471A WP MTN -

06/23/2022 14:20Solids 70474 LT-6 (4-6) 06/28/2022 6010D WP MTN -

06/23/2022 14:20Solids 70474 LT-6 (4-6) 06/28/2022 29B WP MTN -

06/23/2022 14:55Solids 70475 LT-6 (24-26) 06/28/2022

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN
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Client: Hydro-Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 22-179-0017 
Date: 7/13/2022 
            
 
Methods 
Methods reported as 29B are from the Laboratory Procedures for Analysis of Exploration & Production Waste – 
LDNR Office of Conservation Injection and Mining Division – Revised 11/2011. 
 
Results 

 6010D/7471A metals are performed on the As-Received sample and are reported As-Received (not 
corrected for dry weight). 
  

 True Total Barium results are reported dry weight 
 

 Oil & Grease results are reported dry weight 
 

 VPH/EPH results reported as received 
 

 PAH results reported as received 
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-4 (12-14)

 70466 Matrix:

6/22/2022 12:25

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

32.4 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

68.5 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

1.8 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

1.64 meq/L 0.050Chloride (Sat Paste) 5 07/07/22 10:17 29BMJM

27.8 mg/Kg 4.00Chloride 1 07/07/22 15:46 9056MJM

0.502 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

7.95 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

1.00 meq/L 0.050Sulfate (Sat Paste) 5 07/07/22 10:17 29BMJM

2.94 meq/L 0.250Calcium (Sat Paste) 5 07/06/22 14:34 29BBMB

1.12 meq/L 0.410Magnesium (Sat Paste) 5 07/06/22 13:27 29BBMB

1.23 meq/L 0.215Sodium (Sat Paste) 5 07/06/22 13:02 29BBMB

2.90 mg/Kg AR 2.00Total Arsenic 1 07/08/22 22:36 6010DTJS

161 mg/Kg AR 1.00Total Barium 1 07/08/22 22:36 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/06/22 14:56 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/08/22 22:36 6010DTJS

9.09 mg/Kg AR 0.500Total Chromium 1 07/08/22 22:36 6010DTJS

7.45 mg/Kg AR 0.600Total Lead 1 07/08/22 22:36 6010DTJS

0.0343 mg/Kg AR 0.0133Mercury (Total) 1 07/12/22 15:14 7471AZMT

<1.00 mg/Kg AR 1.00Total Selenium 1 07/08/22 22:36 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/08/22 22:36 6010DTJS

34.1 mg/Kg AR 2.50Total Zinc 1 07/08/22 22:36 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-4 (16-18)

 70467 Matrix:

6/22/2022 12:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

28.1 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

81.2 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

2.5 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

1.46 meq/L 0.050Chloride (Sat Paste) 5 07/07/22 10:30 29BMJM

22.8 mg/Kg 4.00Chloride 1 07/07/22 15:59 9056MJM

0.503 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

8.08 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

0.574 meq/L 0.050Sulfate (Sat Paste) 5 07/07/22 10:30 29BMJM

2.53 meq/L 0.250Calcium (Sat Paste) 5 07/06/22 14:35 29BBMB

1.03 meq/L 0.410Magnesium (Sat Paste) 5 07/06/22 13:27 29BBMB

1.62 meq/L 0.215Sodium (Sat Paste) 5 07/06/22 13:03 29BBMB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-4 (20-22)

 70468 Matrix:

6/22/2022 12:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

47.8 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

163 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

2.9 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

1.81 meq/L 0.050Chloride (Sat Paste) 5 07/07/22 10:43 29BMJM

48.1 mg/Kg 4.00Chloride 1 07/07/22 16:36 9056MJM

0.635 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

7.98 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

0.996 meq/L 0.050Sulfate (Sat Paste) 5 07/07/22 10:43 29BMJM

2.93 meq/L 0.500Calcium (Sat Paste) 10 07/06/22 14:36 29BBMB

1.28 meq/L 0.820Magnesium (Sat Paste) 10 07/06/22 13:28 29BBMB

2.34 meq/L 0.430Sodium (Sat Paste) 10 07/06/22 13:04 29BBMB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-5 (0-2)

 70469 Matrix:

6/23/2022 9:05

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

30.0 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

152 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

1.8 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

3.66 meq/L 0.050Chloride (Sat Paste) 5 07/07/22 10:56 29BMJM

93.4 mg/Kg 4.00Chloride 1 07/07/22 16:48 9056MJM

0.760 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

7.75 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

1.51 meq/L 0.050Sulfate (Sat Paste) 5 07/07/22 10:56 29BMJM

63.0 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:17 29B

1.55 % 0.100Exchangeable Sodium Percentage 1 07/05/22 11:41 CALCULATION

2.46 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/06/22 13:04 29B

2.46 meq/L 0.500Calcium (Sat Paste) 10 07/06/22 14:37 29BBMB

1.28 meq/L 0.820Magnesium (Sat Paste) 10 07/06/22 13:29 29BBMB

3.36 meq/L 0.430Sodium (Sat Paste) 10 07/06/22 13:04 29BBMB

4.36 mg/Kg AR 2.00Total Arsenic 1 07/08/22 22:42 6010DTJS

139 mg/Kg AR 1.00Total Barium 1 07/08/22 22:42 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/06/22 15:02 29BTJS

0.340 mg/Kg AR 0.200Total Cadmium 1 07/08/22 22:42 6010DTJS

15.5 mg/Kg AR 0.500Total Chromium 1 07/08/22 22:42 6010DTJS

12.7 mg/Kg AR 0.600Total Lead 1 07/08/22 22:42 6010DTJS

0.0327 mg/Kg AR 0.0133Mercury (Total) 1 07/12/22 15:16 7471AZMT

<1.00 mg/Kg AR 1.00Total Selenium 1 07/08/22 22:42 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/08/22 22:42 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-5 (0-2)

 70469 Matrix:

6/23/2022 9:05

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

58.4 mg/Kg AR 2.50Total Zinc 1 07/08/22 22:42 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-5 (4-6)

 70470 Matrix:

6/23/2022 9:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

38.4 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

155 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

2.0 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

3.72 meq/L 0.050Chloride (Sat Paste) 5 07/07/22 11:09 29BMJM

84.9 mg/Kg 4.00Chloride 1 07/07/22 17:00 9056MJM

0.729 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

7.91 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

0.919 meq/L 0.050Sulfate (Sat Paste) 5 07/07/22 11:09 29BMJM

2.41 meq/L 0.500Calcium (Sat Paste) 10 07/06/22 14:38 29BBMB

1.28 meq/L 0.820Magnesium (Sat Paste) 10 07/06/22 13:30 29BBMB

2.93 meq/L 0.430Sodium (Sat Paste) 10 07/06/22 13:05 29BBMB

4.31 mg/Kg AR 2.00Total Arsenic 1 07/08/22 22:47 6010DTJS

120 mg/Kg AR 1.00Total Barium 1 07/08/22 22:47 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/06/22 15:07 29BTJS

0.281 mg/Kg AR 0.200Total Cadmium 1 07/08/22 22:47 6010DTJS

11.8 mg/Kg AR 0.500Total Chromium 1 07/08/22 22:47 6010DTJS

10.9 mg/Kg AR 0.600Total Lead 1 07/08/22 22:47 6010DTJS

0.0345 mg/Kg AR 0.0133Mercury (Total) 1 07/12/22 15:20 7471AZMT

<1.00 mg/Kg AR 1.00Total Selenium 1 07/08/22 22:47 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/08/22 22:47 6010DTJS

44.2 mg/Kg AR 2.50Total Zinc 1 07/08/22 22:47 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-5 (16-18)

 70471 Matrix:

6/23/2022 9:25

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

25.2 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

35.3 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

1.2 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

4.37 meq/L 0.050Chloride (Sat Paste) 5 07/07/22 11:21 29BMJM

39.2 mg/Kg 4.00Chloride 1 07/07/22 17:13 9056MJM

0.727 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

7.62 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

0.737 meq/L 0.050Sulfate (Sat Paste) 5 07/07/22 11:21 29BMJM

2.92 meq/L 0.500Calcium (Sat Paste) 10 07/06/22 14:38 29BBMB

1.54 meq/L 0.820Magnesium (Sat Paste) 10 07/06/22 13:30 29BBMB

1.73 meq/L 0.430Sodium (Sat Paste) 10 07/06/22 13:06 29BBMB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-5 (22-24)

 70472 Matrix:

6/23/2022 9:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

36.9 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

136 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

3.3 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

3.23 meq/L 0.050Chloride (Sat Paste) 5 07/07/22 11:34 29BMJM

67.4 mg/Kg 4.00Chloride 1 07/07/22 17:25 9056MJM

0.781 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

8.06 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

0.756 meq/L 0.050Sulfate (Sat Paste) 5 07/07/22 11:34 29BMJM

2.94 meq/L 0.500Calcium (Sat Paste) 10 07/06/22 14:39 29BBMB

1.58 meq/L 0.820Magnesium (Sat Paste) 10 07/06/22 13:31 29BBMB

2.61 meq/L 0.430Sodium (Sat Paste) 10 07/06/22 13:07 29BBMB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-6 (0-2)

 70473 Matrix:

6/23/2022 14:15

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

32.6 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

140 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

0.1 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

0.536 meq/L 0.100Chloride (Sat Paste) 10 07/08/22 09:15 29BMJM

34.4 mg/Kg 4.00Chloride 1 07/07/22 17:37 9056MJM

1.46 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

5.23 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

16.7 meq/L 0.100Sulfate (Sat Paste) 10 07/08/22 09:15 29BMJM

63.0 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:18 29B

0.4 % 0.1Exchangeable Sodium Percentage 1 07/12/22 09:18 CALCULATION

0.443 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/06/22 13:07 29B

9.92 meq/L 0.500Calcium (Sat Paste) 10 07/06/22 14:40 29BBMB

4.72 meq/L 0.820Magnesium (Sat Paste) 10 07/06/22 13:32 29BBMB

1.20 meq/L 0.430Sodium (Sat Paste) 10 07/06/22 13:07 29BBMB

3.87 mg/Kg AR 2.00Total Arsenic 1 07/08/22 22:52 6010DTJS

138 mg/Kg AR 1.00Total Barium 1 07/08/22 22:52 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/06/22 15:12 29BTJS

0.301 mg/Kg AR 0.200Total Cadmium 1 07/08/22 22:52 6010DTJS

13.4 mg/Kg AR 0.500Total Chromium 1 07/08/22 22:52 6010DTJS

11.6 mg/Kg AR 0.600Total Lead 1 07/08/22 22:52 6010DTJS

0.0421 mg/Kg AR 0.0133Mercury (Total) 1 07/12/22 15:21 7471AZMT

<1.00 mg/Kg AR 1.00Total Selenium 1 07/08/22 22:52 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/08/22 22:52 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-6 (0-2)

 70473 Matrix:

6/23/2022 14:15

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

53.7 mg/Kg AR 2.50Total Zinc 1 07/08/22 22:52 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-6 (4-6)

 70474 Matrix:

6/23/2022 14:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

33.1 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

155 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

1.0 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

1.61 meq/L 0.200Chloride (Sat Paste) 20 07/08/22 09:28 29BMJM

57.4 mg/Kg 4.00Chloride 1 07/07/22 18:27 9056MJM

2.59 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

7.19 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

31.8 meq/L 0.200Sulfate (Sat Paste) 20 07/08/22 09:28 29BMJM

17.4 meq/L 1.00Calcium (Sat Paste) 20 07/06/22 14:41 29BBMB

11.1 meq/L 1.64Magnesium (Sat Paste) 20 07/06/22 13:33 29BBMB

3.54 meq/L 0.860Sodium (Sat Paste) 20 07/06/22 13:08 29BBMB

3.41 mg/Kg AR 2.00Total Arsenic 1 07/08/22 22:58 6010DTJS

114 mg/Kg AR 1.00Total Barium 1 07/08/22 22:58 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/06/22 15:18 29BTJS

0.269 mg/Kg AR 0.200Total Cadmium 1 07/08/22 22:58 6010DTJS

14.2 mg/Kg AR 0.500Total Chromium 1 07/08/22 22:58 6010DTJS

11.7 mg/Kg AR 0.600Total Lead 1 07/08/22 22:58 6010DTJS

0.0430 mg/Kg AR 0.0133Mercury (Total) 1 07/12/22 15:23 7471AZMT

<1.00 mg/Kg AR 1.00Total Selenium 1 07/08/22 22:58 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/08/22 22:58 6010DTJS

53.6 mg/Kg AR 2.50Total Zinc 1 07/08/22 22:58 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0017

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/13/2022

Sample ID :

Lab No :

Sampled:LT-6 (24-26)

 70475 Matrix:

6/23/2022 14:55

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

30.6 %% Moisture 1 06/29/22 15:28 SW-DRYWTBXH

129 %% Saturation (Sat Paste) 1 07/05/22 11:41 29BBMB

2.4 meq/LAlkalinity (Sat Paste) 1 07/08/22 10:00 29BAPB

6.91 meq/L 0.050Chloride (Sat Paste) 5 07/07/22 12:13 29BMJM

157 mg/Kg 4.00Chloride 1 07/07/22 18:39 9056MJM

1.08 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/05/22 11:41 29BBMB

8.18 s.u.pH (Sat Paste) 1 07/05/22 11:41 29BBMB

0.368 meq/L 0.050Sulfate (Sat Paste) 5 07/07/22 12:13 29BMJM

3.80 meq/L 0.500Calcium (Sat Paste) 10 07/06/22 14:42 29BBMB

1.80 meq/L 0.820Magnesium (Sat Paste) 10 07/06/22 13:33 29BBMB

3.46 meq/L 0.430Sodium (Sat Paste) 10 07/06/22 13:09 29BBMB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB
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Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

True Total Barium

29B

L625345QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B BA (PREP)

QC Prep: L624875

Associated Lab Samples:  70466,  70469,  70470,  70473,  70474

LRB-L624875                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/06/22 14:51500< 500mg/KgTrue Total Barium

LCS-L624875Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

10199309800mg/KgTrue Total Barium 80-120

A 70094-A74760-MS-L624875     A 70094-A74760-MSD-L624875Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

7740 100908091707750< 500mg/KgTrue Total Barium 99.0 75-125 15.9 20.0

Page 1 of 12Date: 07/13/2022 09:36 AM
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Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Cation Exchange Capacity

29B

A75037QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B CEC (PREP)

QC Prep: A74935

Associated Lab Samples:  70469,  70473

LRB-A74935                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/12/22 09:17100< 100mg/KgTotal Sodium CEC

A 70503-A74932-DUP-A74935Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/12/22 09:290.81250012400mg/KgTotal Sodium CEC

Page 2 of 12Date: 07/13/2022 09:36 AM
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Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Exchangeable Sodium Percentage

29B

A75038QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74940

A 70503-A74932-DUP-A74940Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/12/22 09:401.00.4890.494meq/100gTotal Sodium ESP

Page 3 of 12Date: 07/13/2022 09:36 AM
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Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Alkalinity

29B

A74890,A74893,A74888,A74889QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74863

A 70485-A74859-DUP-A74863Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/08/22 10:0018.10.60.5meq/LAlkalinity (Sat Paste)

Page 4 of 12Date: 07/13/2022 09:36 AM
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Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Anions by Ion Chromatography

29B

A74890,A74893,A74888,A74889QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74863

A 70485-A74859-DUP-A74863Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/07/22 14:4710.750.245.1meq/LChloride (Sat Paste)

30.0 07/07/22 14:470.10.5100.509meq/LSulfate (Sat Paste)

Page 5 of 12Date: 07/13/2022 09:36 AM

Page 21 of 31

August Levert_BP Plan_000925



Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Saturated Paste Extraction

29B

A74890,A74893,A74888,A74889QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74863

A 70485-A74859-DUP-A74863Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/05/22 11:411.027.928.2%% Saturation (Sat Paste)

30.0 07/05/22 11:4110.65.524.96mmhos/cmElectrical Conductivity (Sat Paste)

30.0 07/05/22 11:410.17.637.62s.u.pH (Sat Paste)

Page 6 of 12Date: 07/13/2022 09:36 AM
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Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Saturated Paste Extraction

29B

A74890,A74893,A74888,A74889QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74863

A 70485-A74859-DUP-A74863Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/06/22 14:512.321.921.4meq/LCalcium (Sat Paste)

30.0 07/06/22 13:418.710.09.16meq/LMagnesium (Sat Paste)

30.0 07/06/22 13:185.215.514.7meq/LSodium (Sat Paste)

Page 7 of 12Date: 07/13/2022 09:36 AM
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Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L625990QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L625560

Associated Lab Samples:  70466,  70469,  70470,  70473,  70474

LRB-L625560                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/08/22 22:212.00< 2.00mg/Kg ARTotal Arsenic

07/08/22 22:210.999< 0.999mg/Kg ARTotal Barium

07/08/22 22:210.199< 0.199mg/Kg ARTotal Cadmium

07/08/22 22:210.499< 0.499mg/Kg ARTotal Chromium

07/08/22 22:210.599< 0.599mg/Kg ARTotal Lead

07/08/22 22:210.999< 0.999mg/Kg ARTotal Selenium

07/08/22 22:210.499< 0.499mg/Kg ARTotal Silver

07/08/22 22:212.50< 2.50mg/Kg ARTotal Zinc

LCS-L625560Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

10710.710.0mg/Kg ARTotal Arsenic 80-120

102102100mg/Kg ARTotal Barium 80-120

10310.310.0mg/Kg ARTotal Cadmium 80-120

109109100mg/Kg ARTotal Chromium 80-120

10710.710.0mg/Kg ARTotal Lead 80-120

10110.110.0mg/Kg ARTotal Selenium 80-120

10610.610.0mg/Kg ARTotal Silver 80-120

106106100mg/Kg ARTotal Zinc 80-120

A 70474-A74859-MS-L625560     A 70474-A74859-MSD-L625560Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

9.38 90.08.686.516.603.41mg/Kg ARTotal Arsenic 81.0 75-125 7.7 20.0

177 95.016965.166.0114mg/Kg ARTotal Barium 84.0 75-125 4.6 20.0

Page 8 of 12Date: 07/13/2022 09:36 AM

Page 24 of 31

August Levert_BP Plan_000928



Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L625990QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L625560

A 70474-A74859-MS-L625560     A 70474-A74859-MSD-L625560Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

6.29 91.05.846.516.600.269mg/Kg ARTotal Cadmium 86.0 75-125 7.4 20.0

79.4 99.074.865.166.014.2mg/Kg ARTotal Chromium 93.0 75-125 5.9 20.0

18.7 10617.16.516.6011.7mg/Kg ARTotal Lead 83.0 75-125 8.9 20.0

5.44 82.05.236.516.60< 1.00mg/Kg ARTotal Selenium 80.0 75-125 3.9 20.0

6.37 96.05.866.516.60< 0.500mg/Kg ARTotal Silver 90.0 75-125 8.3 20.0

119 99.011065.166.053.6mg/Kg ARTotal Zinc 87.0 75-125 7.8 20.0

Page 9 of 12Date: 07/13/2022 09:36 AM
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Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Solids Total Mercury Analysis - CVAA

7471A

L626374QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7471A

QC Prep: L625741

Associated Lab Samples:  70466,  70469,  70470,  70473,  70474

LRB-L625741                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/12/22 15:110.160< 0.160mg/Kg ARMercury (Total)

LCS-L625741Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

99.00.3940.400mg/Kg ARMercury (Total) 80-120

A 70474-A74859-MS-L625741     A 70474-A74859-MSD-L625741Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.292 95.00.2760.2510.2620.0430mg/Kg ARMercury (Total) 93.0 80-120 5.6 20.0

Page 10 of 12Date: 07/13/2022 09:36 AM

Page 26 of 31

August Levert_BP Plan_000930



Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Anions by Ion Chromatography

9056

A74983QC Analytical Batch(es):

Analysis Method:

Analysis Description:

SW-9056 (PREP)

QC Prep: A74920

Associated Lab Samples:  70466,  70467,  70468,  70469,  70470,  70471,  70472,  70473,  70474,  70475

LRB-A74920                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/07/22 15:224.00< 4.00mg/KgChloride

LCS-A74920Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

102509500mg/KgChloride 80-120

A 70467-MS-A74920     A 70467-MSD-A74920Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

511 10452548147022.8mg/KgChloride 104 80-120 2.7 15.0

Page 11 of 12Date: 07/13/2022 09:36 AM

Page 27 of 31

August Levert_BP Plan_000931



Quality Control Data

22-179-0017Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A74860QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70466-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 06/29/22 15:2817.427.232.4%% Moisture

Page 12 of 12Date: 07/13/2022 09:36 AM
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-179-0017

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 06/28/2022 15:05:49

Special precautions or instructions included?

Comments:

Page 29 of 31
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July 14, 2022

ICON Environmental Services
Greg Miller

Dear Greg Miller:

RE: Levert-Grand River/9326-025-0100
Order No.: 22061340

FAX (225) 344-6654
TEL: (225) 344-8490

2049 Commercial Drive
Port Allen, LA 70767

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions, Element Lafayette either conducted or subcontracted these 
analyses.  Subcontracted analyses will be identified in the accompanying case narrative. All 
relevant sampling information can be found on the attached Chain-of-Custody form.  Unless 
otherwise noted, all analyses were conducted using EPA approved methodologies and all test 
results meet the applicable requirements of TNI.  Reported results relate only to the items 
tested.  

Where applicable, all soil data, except for 29-B, are reported on a wet-weight basis unless 
otherwise indicated in the units field as –dry.

LELAP Certification No.: 01997. TCEQ Certification No.: T104704261. LDHH Certification 
No.: LA023. ISDH Certification No.: C-LA-01. NDELCP Certification No.: R-226. A scope of 
accredited parameters is available upon request. A "#" by the test method or analyte indicates
this parameter is outside the scope of accreditation. PA registration No.: 68-05967.

Estimated uncertainty is available upon request. This report shall not be reproduced, except in 
full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

Element Materials Technology Lafayette received 33 sample(s) on 6/29/2022 for the analyses 
presented in the following report.

Page 1 of 85
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Project: Levert-Grand River/9326-025-0100
CLIENT: ICON Environmental Services

7/14/2022

Case Narrative
22061340

Date:

WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 
analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 
duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 
a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 
a quality control check for each analytical batch. When the matrix QC data is not available due to 
insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch 
is determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 
section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 
data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 
page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 
data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 
summary page(s).

Note: Due to limited sample, the following Lab IDs were prepared for Leachate Chloride, using less 
than 100g of the soil (dry wt basis). The amount of the extraction fluid was proportionally reduced to 
yield a 1:4 sample to fluid ratio.
22061340-004A: INSUFFICIENT VOLUME USE 82.2g
22061340-014A: INSUFFICIENT VOLUME USE 98.4g
22061340-020A: INSUFFICIENT VOLUME USE 95.5g
22061340-021A: INSUFFICIENT VOLUME USE 90.9g
22061340-023A: INSUFFICIENT VOLUME USE 75.6g

Page 2 of 85
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Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-4 (8-10')

Collection Date: 6/22/2022 12:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-001

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 168.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.72

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.02

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 11.14

Soluble Calcium 7/12/20220.02 meq/L 12.79

Soluble Magnesium 7/12/20220.05 meq/L 11.40

Soluble Sodium 7/12/20220.25 meq/L 11.66

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 7:41:27 AM0.0998 mg/Kg-dry 1< 0.0998

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 5:28:12 PM5.56 mg/Kg-dry 2083.8

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 5:03:27 PM1.99 mg/Kg-dry 12.18

Barium 7/7/2022 5:03:27 PM14.9 mg/Kg-dry 1192

Cadmium 7/7/2022 5:03:27 PM0.496 mg/Kg-dry 1< 0.496

Chromium 7/7/2022 5:03:27 PM0.993 mg/Kg-dry 114.0

Lead 7/7/2022 5:03:27 PM0.993 mg/Kg-dry 112.1

Selenium 7/7/2022 5:03:27 PM3.97 mg/Kg-dry 1< 3.97

Strontium 7/7/2022 5:03:27 PM0.993 mg/Kg-dry 139.2

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 3 of 85
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Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-4 (8-10')

Collection Date: 6/22/2022 12:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-001

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/7/2022 5:03:27 PM0.993 mg/Kg-dry 148.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 1:59:49 PM47.9 mg/Kg-dry 1375

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 142.2

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 4 of 85
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Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-4 (12-14')

Collection Date: 6/22/2022 12:25:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-002

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.81

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 7:43:45 AM0.0946 mg/Kg-dry 1< 0.0946

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 5:42:00 PM2.45 mg/Kg-dry 2033.6

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 5:05:47 PM1.99 mg/Kg-dry 14.06

Barium 7/7/2022 5:05:47 PM14.9 mg/Kg-dry 1265

Cadmium 7/7/2022 5:05:47 PM0.498 mg/Kg-dry 1< 0.498

Chromium 7/7/2022 5:05:47 PM0.996 mg/Kg-dry 111.2

Lead 7/7/2022 5:05:47 PM0.996 mg/Kg-dry 19.42

Selenium 7/7/2022 5:05:47 PM3.98 mg/Kg-dry 1< 3.98

Strontium 7/7/2022 5:05:47 PM0.996 mg/Kg-dry 135.9

Zinc 7/7/2022 5:05:47 PM0.996 mg/Kg-dry 145.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:02:07 PM49.6 mg/Kg-dry 1409

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 128.9

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 5 of 85

August Levert_BP Plan_000940

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-4 (16-18')

Collection Date: 6/22/2022 12:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-003

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.67

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 5:55:47 PM1.28 mg/Kg-dry 1034.4

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 126.8

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 6 of 85

August Levert_BP Plan_000941

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-4 (20-22')

Collection Date: 6/22/2022 12:35:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-004

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.77

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 5:27:33 PM2.50 mg/L 1021.6

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 6:09:35 PM3.96 mg/Kg-dry 2049.7

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 141.5

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 7 of 85

August Levert_BP Plan_000942

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-5 (0-2')

Collection Date: 6/23/2022 9:05:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-005

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 171.6

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.96

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 12.24

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 11.96

Soluble Calcium 7/12/20220.02 meq/L 12.82

Soluble Magnesium 7/12/20220.05 meq/L 11.71

Soluble Sodium 7/12/20220.25 meq/L 12.96

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 7:46:03 AM0.104 mg/Kg-dry 1< 0.104

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 6:23:23 PM6.08 mg/Kg-dry 20146

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 5:08:05 PM1.99 mg/Kg-dry 14.38

Barium 7/7/2022 5:08:05 PM14.9 mg/Kg-dry 1166

Cadmium 7/7/2022 5:08:05 PM0.497 mg/Kg-dry 1< 0.497

Chromium 7/7/2022 5:08:05 PM0.993 mg/Kg-dry 116.0

Lead 7/7/2022 5:08:05 PM0.993 mg/Kg-dry 114.2

Selenium 7/7/2022 5:08:05 PM3.97 mg/Kg-dry 1< 3.97

Strontium 7/7/2022 5:08:05 PM0.993 mg/Kg-dry 132.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 8 of 85

August Levert_BP Plan_000943

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-5 (0-2')

Collection Date: 6/23/2022 9:05:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-005

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/7/2022 5:08:05 PM0.993 mg/Kg-dry 158.7

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:04:24 PM47.5 mg/Kg-dry 1411

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 128.3

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 9 of 85

August Levert_BP Plan_000944

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-5 (4-6')

Collection Date: 6/23/2022 9:10:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-006

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 181.2

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 11.02

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.72

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 11.57

Soluble Calcium 7/12/20220.02 meq/L 13.43

Soluble Magnesium 7/12/20220.05 meq/L 11.94

Soluble Sodium 7/12/20220.25 meq/L 12.57

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 7:48:22 AM0.0962 mg/Kg-dry 1< 0.0962

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 6:37:10 PM7.62 mg/Kg-dry 20153

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 5:10:24 PM1.99 mg/Kg-dry 15.67

Barium 7/7/2022 5:10:24 PM15.0 mg/Kg-dry 1200

Cadmium 7/7/2022 5:10:24 PM0.498 mg/Kg-dry 1< 0.498

Chromium 7/7/2022 5:10:24 PM0.997 mg/Kg-dry 116.4

Lead 7/7/2022 5:10:24 PM0.997 mg/Kg-dry 115.3

Selenium 7/7/2022 5:10:24 PM3.99 mg/Kg-dry 1< 3.99

Strontium 7/7/2022 5:10:24 PM0.997 mg/Kg-dry 141.9

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 10 of 85

August Levert_BP Plan_000945

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-5 (4-6')

Collection Date: 6/23/2022 9:10:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-006

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/7/2022 5:10:24 PM0.997 mg/Kg-dry 165.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:06:42 PM49.1 mg/Kg-dry 1341

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 137.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 11 of 85

August Levert_BP Plan_000946

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-5 (8-10')

Collection Date: 6/23/2022 9:15:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-007

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 151.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.71

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.26

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 11.19

Soluble Calcium 7/12/20220.02 meq/L 12.28

Soluble Magnesium 7/12/20220.05 meq/L 11.34

Soluble Sodium 7/12/20220.25 meq/L 11.61

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 7:56:07 AM0.0947 mg/Kg-dry 1< 0.0947

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 6:50:58 PM3.94 mg/Kg-dry 2088.7

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 11:35:48 AM1.91 mg/Kg-dry 14.36

Barium 7/12/2022 11:35:48 AM1.91 mg/Kg-dry 1447

Cadmium 7/12/2022 11:35:48 AM0.478 mg/Kg-dry 1< 0.478

Chromium 7/12/2022 11:35:48 AM0.956 mg/Kg-dry 112.5

Lead 7/12/2022 11:35:48 AM0.956 mg/Kg-dry 111.6

Selenium 7/12/2022 11:35:48 AM3.83 mg/Kg-dry 1< 3.83

Strontium 7/12/2022 11:35:48 AM0.956 mg/Kg-dry 144.3

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 12 of 85

August Levert_BP Plan_000947

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-5 (8-10')

Collection Date: 6/23/2022 9:15:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-007

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 11:35:48 AM0.956 mg/Kg-dry 150.5

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:08:58 PM48.4 mg/Kg-dry 1691

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 132.7

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 13 of 85

August Levert_BP Plan_000948

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-5 (16-18')

Collection Date: 6/23/2022 9:25:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-008

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.64

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 7:32:20 PM1.04 mg/Kg-dry 1039.8

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 120.6

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 14 of 85

August Levert_BP Plan_000949

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-5 (22-24')

Collection Date: 6/23/2022 9:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-009

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 11.06

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 5:41:21 PM2.50 mg/L 1028.0

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 7:46:08 PM3.00 mg/Kg-dry 2077.7

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 131.7

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 15 of 85

August Levert_BP Plan_000950

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-6 (0-2')

Collection Date: 6/23/2022 2:15:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-010

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 170.8

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 12.33

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 10.49

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.38

Soluble Calcium 7/12/20220.02 meq/L 115.2

Soluble Magnesium 7/12/20220.05 meq/L 16.52

Soluble Sodium 7/12/20220.25 meq/L 11.27

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 7:58:26 AM0.103 mg/Kg-dry 1< 0.103

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 7:59:56 PM12.9 mg/Kg-dry 5030.8

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 11:42:41 AM2.00 mg/Kg-dry 15.58

Barium 7/12/2022 11:42:41 AM2.00 mg/Kg-dry 1213

Cadmium 7/12/2022 11:42:41 AM0.499 mg/Kg-dry 1< 0.499

Chromium 7/12/2022 11:42:41 AM0.999 mg/Kg-dry 117.6

Lead 7/12/2022 11:42:41 AM0.999 mg/Kg-dry 116.6

Selenium 7/12/2022 11:42:41 AM3.99 mg/Kg-dry 1< 3.99

Strontium 7/12/2022 11:42:41 AM0.999 mg/Kg-dry 138.3

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 16 of 85

August Levert_BP Plan_000951

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-6 (0-2')

Collection Date: 6/23/2022 2:15:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-010

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 11:42:41 AM0.999 mg/Kg-dry 173.2

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:15:53 PM49.8 mg/Kg-dry 1356

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 125.6

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 17 of 85

August Levert_BP Plan_000952

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-6 (4-6')

Collection Date: 6/23/2022 2:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-011

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 177.6

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 13.32

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.34

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.87

Soluble Calcium 7/12/20220.02 meq/L 118.6

Soluble Magnesium 7/12/20220.05 meq/L 112.1

Soluble Sodium 7/12/20220.25 meq/L 13.43

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:00:44 AM0.105 mg/Kg-dry 1< 0.105

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 8:13:44 PM14.7 mg/Kg-dry 5078.7

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 11:44:58 AM1.94 mg/Kg-dry 14.91

Barium 7/12/2022 11:44:58 AM1.94 mg/Kg-dry 1181

Cadmium 7/12/2022 11:44:58 AM0.485 mg/Kg-dry 1< 0.485

Chromium 7/12/2022 11:44:58 AM0.969 mg/Kg-dry 119.7

Lead 7/12/2022 11:44:58 AM0.969 mg/Kg-dry 116.5

Selenium 7/12/2022 11:44:58 AM3.88 mg/Kg-dry 1< 3.88

Strontium 7/12/2022 11:44:58 AM0.969 mg/Kg-dry 143.8

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 18 of 85

August Levert_BP Plan_000953

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-6 (4-6')

Collection Date: 6/23/2022 2:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-011

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 11:44:58 AM0.969 mg/Kg-dry 174.4

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:18:10 PM49.5 mg/Kg-dry 1418

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 128.8

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 19 of 85

August Levert_BP Plan_000954

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-6 (6-8')

Collection Date: 6/23/2022 2:25:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-012

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 173.0

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 11.24

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.50

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 11.28

Soluble Calcium 7/12/20220.02 meq/L 14.99

Soluble Magnesium 7/12/20220.05 meq/L 12.70

Soluble Sodium 7/12/20220.25 meq/L 12.50

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:03:28 AM0.106 mg/Kg-dry 1< 0.106

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 8:27:31 PM6.54 mg/Kg-dry 2095.5

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 11:51:50 AM2.00 mg/Kg-dry 14.96

Barium 7/12/2022 11:51:50 AM2.00 mg/Kg-dry 1161

Cadmium 7/12/2022 11:51:50 AM0.499 mg/Kg-dry 1< 0.499

Chromium 7/12/2022 11:51:50 AM0.998 mg/Kg-dry 118.9

Lead 7/12/2022 11:51:50 AM0.998 mg/Kg-dry 115.4

Selenium 7/12/2022 11:51:50 AM3.99 mg/Kg-dry 1< 3.99

Strontium 7/12/2022 11:51:50 AM0.998 mg/Kg-dry 140.0

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 20 of 85

August Levert_BP Plan_000955

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-6 (6-8')

Collection Date: 6/23/2022 2:25:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-012

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 11:51:50 AM0.998 mg/Kg-dry 176.8

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:20:27 PM49.8 mg/Kg-dry 1430

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 133.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 21 of 85

August Levert_BP Plan_000956

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-6 (16-18')

Collection Date: 6/23/2022 2:45:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-013

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 13.77

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 8:41:19 PM30.2 mg/Kg-dry 100364

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 151.7

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 22 of 85

August Levert_BP Plan_000957

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-6 (24-26')

Collection Date: 6/23/2022 2:55:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-014

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.95

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 5:55:09 PM2.50 mg/L 1059.3

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 8:55:06 PM7.42 mg/Kg-dry 20259

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 133.2

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 23 of 85

August Levert_BP Plan_000958

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (0-2')

Collection Date: 6/27/2022 11:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-015

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 129.4

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.52

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.24

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.52

Soluble Calcium 7/12/20220.02 meq/L 12.81

Soluble Magnesium 7/12/20220.05 meq/L 11.18

Soluble Sodium 7/12/20220.25 meq/L 10.74

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:05:46 AM0.104 mg/Kg-dry 1< 0.104

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 6:08:56 PM1.25 mg/L 54.84

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 9:08:55 PM1.66 mg/Kg-dry 1017.5

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 11:54:07 AM2.00 mg/Kg-dry 14.47

Barium 7/12/2022 11:54:07 AM2.00 mg/Kg-dry 1144

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 24 of 85

August Levert_BP Plan_000959

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (0-2')

Collection Date: 6/27/2022 11:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-015

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Cadmium 7/12/2022 11:54:07 AM0.500 mg/Kg-dry 1< 0.500

Chromium 7/12/2022 11:54:07 AM1.00 mg/Kg-dry 112.2

Lead 7/12/2022 11:54:07 AM1.00 mg/Kg-dry 19.71

Selenium 7/12/2022 11:54:07 AM4.00 mg/Kg-dry 1< 4.00

Strontium 7/12/2022 11:54:07 AM1.00 mg/Kg-dry 126.7

Zinc 7/12/2022 11:54:07 AM1.00 mg/Kg-dry 148.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:22:44 PM46.9 mg/Kg-dry 1234

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 117.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 25 of 85

August Levert_BP Plan_000960

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (4-6')

Collection Date: 6/27/2022 11:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-016

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 120.7

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.24

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.28

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.44

Soluble Calcium 7/12/20220.02 meq/L 11.21

Soluble Magnesium 7/12/20220.05 meq/L 10.52

Soluble Sodium 7/12/20220.25 meq/L 10.41

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:08:08 AM0.0991 mg/Kg-dry 1< 0.0991

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 6:22:44 PM1.25 mg/L 52.47

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 9:22:42 PM0.718 mg/Kg-dry 57.83

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 11:56:24 AM1.98 mg/Kg-dry 14.79

Barium 7/12/2022 11:56:24 AM1.98 mg/Kg-dry 1141

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 26 of 85

August Levert_BP Plan_000961

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (4-6')

Collection Date: 6/27/2022 11:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-016

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Cadmium 7/12/2022 11:56:24 AM0.494 mg/Kg-dry 1< 0.494

Chromium 7/12/2022 11:56:24 AM0.988 mg/Kg-dry 19.62

Lead 7/12/2022 11:56:24 AM0.988 mg/Kg-dry 17.58

Selenium 7/12/2022 11:56:24 AM3.95 mg/Kg-dry 1< 3.95

Strontium 7/12/2022 11:56:24 AM0.988 mg/Kg-dry 128.7

Zinc 7/12/2022 11:56:24 AM0.988 mg/Kg-dry 135.4

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:25:01 PM48.1 mg/Kg-dry 1220

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 124.2

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 27 of 85

August Levert_BP Plan_000962

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (8-10')

Collection Date: 6/27/2022 11:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-017

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 127.8

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.47

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.30

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.50

Soluble Calcium 7/12/20220.02 meq/L 12.15

Soluble Magnesium 7/12/20220.05 meq/L 10.97

Soluble Sodium 7/12/20220.25 meq/L 10.63

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:10:26 AM0.106 mg/Kg-dry 1< 0.106

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/7/2022 9:36:30 PM1.41 mg/Kg-dry 108.98

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 11:58:40 AM1.95 mg/Kg-dry 14.06

Barium 7/12/2022 11:58:40 AM1.95 mg/Kg-dry 1160

Cadmium 7/12/2022 11:58:40 AM0.486 mg/Kg-dry 1< 0.486

Chromium 7/12/2022 11:58:40 AM0.973 mg/Kg-dry 112.5

Lead 7/12/2022 11:58:40 AM0.973 mg/Kg-dry 110.3

Selenium 7/12/2022 11:58:40 AM3.89 mg/Kg-dry 1< 3.89

Strontium 7/12/2022 11:58:40 AM0.973 mg/Kg-dry 136.0

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 28 of 85

August Levert_BP Plan_000963

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (8-10')

Collection Date: 6/27/2022 11:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-017

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 11:58:40 AM0.973 mg/Kg-dry 150.2

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:27:18 PM46.0 mg/Kg-dry 1270

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 125.6

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 29 of 85

August Levert_BP Plan_000964

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (16-18')

Collection Date: 6/27/2022 11:50:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-018

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.62

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 12:00:38 PM2.64 mg/Kg-dry 1040.3

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 140.7

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 30 of 85

August Levert_BP Plan_000965

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (20-22')

Collection Date: 6/27/2022 11:55:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-019

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.58

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 12:14:26 PM2.06 mg/Kg-dry 1043.2

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 141.5

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 31 of 85

August Levert_BP Plan_000966

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (24-26')

Collection Date: 6/27/2022 12:00:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-020

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.60

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 6:36:32 PM2.50 mg/L 1013.9

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 12:28:14 PM1.92 mg/Kg-dry 1035.6

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 1:15:00 PM1.00 wt% 135.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 32 of 85

August Levert_BP Plan_000967

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-7 (36-38')

Collection Date: 6/27/2022 1:15:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-021

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:56:00 AM0.10 mmhos/cm 10.82

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 6:50:19 PM1.25 mg/L 516.1

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 12:42:01 PM2.22 mg/Kg-dry 1036.3

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 139.0

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 33 of 85

August Levert_BP Plan_000968

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (0-2')

Collection Date: 6/28/2022 9:00:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-022

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 118.8

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.40

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.46

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.47

Soluble Calcium 7/12/20220.02 meq/L 11.96

Soluble Magnesium 7/12/20220.05 meq/L 10.80

Soluble Sodium 7/12/20220.25 meq/L 10.56

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:12:44 AM0.107 mg/Kg-dry 1< 0.107

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 7:04:07 PM1.25 mg/L 52.79

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 1:23:23 PM1.65 mg/Kg-dry 1010.1

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 12:00:56 PM2.00 mg/Kg-dry 12.61

Barium 7/12/2022 12:00:56 PM2.00 mg/Kg-dry 1119

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 34 of 85

August Levert_BP Plan_000969

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (0-2')

Collection Date: 6/28/2022 9:00:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-022

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Cadmium 7/12/2022 12:00:56 PM0.500 mg/Kg-dry 1< 0.500

Chromium 7/12/2022 12:00:56 PM0.999 mg/Kg-dry 19.35

Lead 7/12/2022 12:00:56 PM0.999 mg/Kg-dry 17.02

Selenium 7/12/2022 12:00:56 PM4.00 mg/Kg-dry 1< 4.00

Strontium 7/12/2022 12:00:56 PM0.999 mg/Kg-dry 125.7

Zinc 7/12/2022 12:00:56 PM0.999 mg/Kg-dry 135.3

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:29:34 PM49.0 mg/Kg-dry 1208

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 125.7

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 35 of 85

August Levert_BP Plan_000970

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (4-6')

Collection Date: 6/28/2022 9:05:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-023

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 116.2

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.48

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.55

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.60

Soluble Calcium 7/12/20220.02 meq/L 12.26

Soluble Magnesium 7/12/20220.05 meq/L 10.92

Soluble Sodium 7/12/20220.25 meq/L 10.76

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:15:03 AM0.0928 mg/Kg-dry 1< 0.0928

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 7:17:54 PM1.25 mg/L 51.84

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 1:37:10 PM1.46 mg/Kg-dry 107.00

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 12:03:14 PM1.98 mg/Kg-dry 13.96

Barium 7/12/2022 12:03:14 PM1.98 mg/Kg-dry 1133

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 36 of 85

August Levert_BP Plan_000971

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (4-6')

Collection Date: 6/28/2022 9:05:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-023

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Cadmium 7/12/2022 12:03:14 PM0.496 mg/Kg-dry 1< 0.496

Chromium 7/12/2022 12:03:14 PM0.992 mg/Kg-dry 19.68

Lead 7/12/2022 12:03:14 PM0.992 mg/Kg-dry 16.76

Selenium 7/12/2022 12:03:14 PM3.97 mg/Kg-dry 1< 3.97

Strontium 7/12/2022 12:03:14 PM0.992 mg/Kg-dry 126.0

Zinc 7/12/2022 12:03:14 PM0.992 mg/Kg-dry 134.6

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:31:51 PM46.4 mg/Kg-dry 1203

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 124.9

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 37 of 85

August Levert_BP Plan_000972

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (8-10')

Collection Date: 6/28/2022 9:10:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-024

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 121.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.42

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.50

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.81

Soluble Calcium 7/12/20220.02 meq/L 11.53

Soluble Magnesium 7/12/20220.05 meq/L 10.66

Soluble Sodium 7/12/20220.25 meq/L 10.85

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:17:21 AM0.104 mg/Kg-dry 1< 0.104

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 1:50:56 PM1.55 mg/Kg-dry 1017.4

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 12:05:30 PM1.96 mg/Kg-dry 14.16

Barium 7/12/2022 12:05:30 PM1.96 mg/Kg-dry 1147

Cadmium 7/12/2022 12:05:30 PM0.491 mg/Kg-dry 1< 0.491

Chromium 7/12/2022 12:05:30 PM0.982 mg/Kg-dry 110.9

Lead 7/12/2022 12:05:30 PM0.982 mg/Kg-dry 18.18

Selenium 7/12/2022 12:05:30 PM3.93 mg/Kg-dry 1< 3.93

Strontium 7/12/2022 12:05:30 PM0.982 mg/Kg-dry 131.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 38 of 85

August Levert_BP Plan_000973

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (8-10')

Collection Date: 6/28/2022 9:10:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-024

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 12:05:30 PM0.982 mg/Kg-dry 141.9

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:34:08 PM46.7 mg/Kg-dry 1261

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 127.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 39 of 85

August Levert_BP Plan_000974

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (16-18')

Collection Date: 6/28/2022 9:20:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-025

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.50

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 2:04:43 PM1.33 mg/Kg-dry 1025.3

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 126.1

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 40 of 85

August Levert_BP Plan_000975

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (20-22')

Collection Date: 6/28/2022 9:25:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-026

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.34

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 2:18:31 PM0.604 mg/Kg-dry 514.6

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 122.7

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 41 of 85

August Levert_BP Plan_000976

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (24-26')

Collection Date: 6/28/2022 9:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-027

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.44

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 7:31:41 PM2.50 mg/L 1011.9

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 2:32:18 PM1.71 mg/Kg-dry 1017.7

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 129.6

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 42 of 85

August Levert_BP Plan_000977

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8 (36-38')

Collection Date: 6/28/2022 9:45:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-028

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.56

INORGANIC ANIONS IN LEACHATE BY IC SW9056A Analyst: SGP

Chloride 7/12/2022 8:13:02 PM2.50 mg/L 1012.6

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 2:46:06 PM1.77 mg/Kg-dry 1043.2

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 128.7

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 43 of 85

August Levert_BP Plan_000978

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9 (0-2')

Collection Date: 6/28/2022 1:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-029

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 124.5

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.39

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.20

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.54

Soluble Calcium 7/12/20220.02 meq/L 11.93

Soluble Magnesium 7/12/20220.05 meq/L 10.84

Soluble Sodium 7/12/20220.25 meq/L 10.63

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:24:43 AM0.0935 mg/Kg-dry 1< 0.0935

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 2:59:54 PM1.54 mg/Kg-dry 1010.2

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 12:07:47 PM1.97 mg/Kg-dry 15.08

Barium 7/12/2022 12:07:47 PM1.97 mg/Kg-dry 1137

Cadmium 7/12/2022 12:07:47 PM0.494 mg/Kg-dry 1< 0.494

Chromium 7/12/2022 12:07:47 PM0.987 mg/Kg-dry 110.5

Lead 7/12/2022 12:07:47 PM0.987 mg/Kg-dry 18.00

Selenium 7/12/2022 12:07:47 PM3.95 mg/Kg-dry 1< 3.95

Strontium 7/12/2022 12:07:47 PM0.987 mg/Kg-dry 126.5

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 44 of 85

August Levert_BP Plan_000979

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9 (0-2')

Collection Date: 6/28/2022 1:30:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-029

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 12:07:47 PM0.987 mg/Kg-dry 141.6

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:36:25 PM45.9 mg/Kg-dry 1196

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 125.9

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 45 of 85

August Levert_BP Plan_000980

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9 (4-6')

Collection Date: 6/28/2022 1:35:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-030

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 125.5

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.41

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.41

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.62

Soluble Calcium 7/12/20220.02 meq/L 11.87

Soluble Magnesium 7/12/20220.05 meq/L 10.79

Soluble Sodium 7/12/20220.25 meq/L 10.72

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:27:01 AM0.105 mg/Kg-dry 1< 0.105

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 3:13:41 PM1.52 mg/Kg-dry 108.15

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 12:10:04 PM1.96 mg/Kg-dry 13.89

Barium 7/12/2022 12:10:04 PM1.96 mg/Kg-dry 1156

Cadmium 7/12/2022 12:10:04 PM0.489 mg/Kg-dry 1< 0.489

Chromium 7/12/2022 12:10:04 PM0.978 mg/Kg-dry 111.5

Lead 7/12/2022 12:10:04 PM0.978 mg/Kg-dry 19.44

Selenium 7/12/2022 12:10:04 PM3.91 mg/Kg-dry 1< 3.91

Strontium 7/12/2022 12:10:04 PM0.978 mg/Kg-dry 132.5

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 46 of 85

August Levert_BP Plan_000981

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9 (4-6')

Collection Date: 6/28/2022 1:35:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-030

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 12:10:04 PM0.978 mg/Kg-dry 146.0

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/12/2022 2:50:20 PM49.2 mg/Kg-dry 1245

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 126.6

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 47 of 85

August Levert_BP Plan_000982

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9 (8-10')

Collection Date: 6/28/2022 1:40:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-031

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/13/20220.100 meq/100g 124.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.49

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/13/20220.10 % 11.25

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/12/20220.10 10.70

Soluble Calcium 7/12/20220.02 meq/L 11.78

Soluble Magnesium 7/12/20220.05 meq/L 10.77

Soluble Sodium 7/12/20220.25 meq/L 10.79

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/8/2022 8:29:19 AM0.0949 mg/Kg-dry 1< 0.0949

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 3:27:29 PM1.61 mg/Kg-dry 1025.6

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/12/2022 12:12:21 PM1.99 mg/Kg-dry 15.61

Barium 7/12/2022 12:12:21 PM1.99 mg/Kg-dry 1149

Cadmium 7/12/2022 12:12:21 PM0.497 mg/Kg-dry 1< 0.497

Chromium 7/12/2022 12:12:21 PM0.995 mg/Kg-dry 110.4

Lead 7/12/2022 12:12:21 PM0.995 mg/Kg-dry 19.01

Selenium 7/12/2022 12:12:21 PM3.98 mg/Kg-dry 1< 3.98

Strontium 7/12/2022 12:12:21 PM0.995 mg/Kg-dry 135.1

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 48 of 85

August Levert_BP Plan_000983

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9 (8-10')

Collection Date: 6/28/2022 1:40:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-031

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Zinc 7/12/2022 12:12:21 PM0.995 mg/Kg-dry 144.1

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/13/2022 3:21:16 PM47.0 mg/Kg-dry 1180

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 125.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 49 of 85

August Levert_BP Plan_000984

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9 (12-14')

Collection Date: 6/28/2022 1:45:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-032

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.48

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 4:50:10 PM1.41 mg/Kg-dry 1031.8

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 126.4

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 50 of 85

August Levert_BP Plan_000985

http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9 (20-22')

Collection Date: 6/28/2022 1:55:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061340-033

7/14/2022

Analytical Report
22061340

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

ELECTRICAL CONDUCTIVITY @ SATURATION LDNR 29-B Analyst: HXW

Electrical Conductivity 7/7/2022 9:57:00 AM0.10 mmhos/cm 10.43

SOLUBLE INORGANIC ANIONS IN SOIL BY IC SW9056A Analyst: SGP

Chloride 7/8/2022 5:03:58 PM2.87 mg/Kg-dry 2018.9

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/30/2022 2:15:00 PM1.00 wt% 128.3

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode Page 51 of 85

August Levert_BP Plan_000986

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44342

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111187

SeqNo: 2746425

MBLKSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 2.00< 2.00

Barium 15.0< 15.0

Cadmium 0.500< 0.500

Chromium 1.00< 1.00

Lead 1.00< 1.00

Selenium 4.00< 4.00

Strontium 1.00< 1.00

Zinc 1.00< 1.00

Sample ID LCS-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111187

SeqNo: 2746426

LCSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 90.9 80 1202.00 045.4

Barium 50.00 109 80 12015.0 054.4

Cadmium 50.00 91.5 80 1200.500 045.7

Chromium 50.00 94.1 80 1201.00 047.0

Lead 50.00 91.3 80 1201.00 045.6

Selenium 50.00 84.5 80 1204.00 042.3

Strontium 50.00 95.2 80 1201.00 047.6

Zinc 50.00 88.2 80 1201.00 044.1

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 52 of 85

August Levert_BP Plan_000987

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44342

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCSD-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111187

SeqNo: 2746427

LCSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 88.7 80 120 202.00 0 45.43 2.4044.4

Barium 50.00 107 80 120 2015.0 0 54.36 2.0253.3

Cadmium 50.00 89.3 80 120 200.500 0 45.75 2.4644.6

Chromium 50.00 91.5 80 120 201.00 0 47.03 2.7645.8

Lead 50.00 89.3 80 120 201.00 0 45.63 2.2144.6

Selenium 50.00 81.6 80 120 204.00 0 42.25 3.5240.8

Strontium 50.00 92.6 80 120 201.00 0 47.61 2.8446.3

Zinc 50.00 85.7 80 120 201.00 0 44.12 2.8842.9

Sample ID 22061154-022AMS

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2746429

MSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 47.70 61.4 75 125 S1.91 4.30133.6

Barium 47.70 34.9 75 125 S14.3 201.5218

Cadmium 47.70 65.1 75 125 S0.477 0.385231.4

Chromium 47.70 69.3 75 125 S0.954 15.3548.4

Lead 47.70 60.2 75 125 S0.954 14.7643.5

Selenium 47.70 53.4 75 125 S3.82 0.122125.6

Strontium 47.70 61.1 75 125 S0.954 58.3987.5

Zinc 47.70 59.2 75 125 S0.954 66.4894.7

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 53 of 85

August Levert_BP Plan_000988

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44342

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-022AMSD

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2746430

MSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.78 50.0 75 125 20 S1.99 4.301 33.60 14.129.2

Barium 49.78 -62.1 75 125 20 RS14.9 201.5 218.2 24.5171

Cadmium 49.78 53.3 75 125 20 S0.498 0.3852 31.45 15.526.9

Chromium 49.78 48.1 75 125 20 RS0.996 15.35 48.40 20.739.3

Lead 49.78 44.9 75 125 20 S0.996 14.76 43.46 15.837.1

Selenium 49.78 47.5 75 125 20 S3.98 0.1221 25.62 7.5723.7

Strontium 49.78 23.8 75 125 20 RS0.996 58.39 87.52 21.970.2

Zinc 49.78 21.1 75 125 20 RS0.996 66.48 94.73 20.777.0

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 54 of 85

August Levert_BP Plan_000989

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44353

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44353

Batch ID: 44353 TestNo: 29B/SW7471 Analysis Date: 7/8/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111229

SeqNo: 2747064

MBLKSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.100< 0.100

Sample ID LCS-44353

Batch ID: 44353 TestNo: 29B/SW7471 Analysis Date: 7/8/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111229

SeqNo: 2747065

LCSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 101 80 1200.100 00.842

Sample ID LCSD-44353

Batch ID: 44353 TestNo: 29B/SW7471 Analysis Date: 7/8/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111229

SeqNo: 2747066

LCSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 100 80 120 200.100 0 0.8418 0.8790.834

Sample ID 22070024-001AMS

Batch ID: 44353 TestNo: 29B/SW7471 Analysis Date: 7/8/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111229

SeqNo: 2747068

MSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8031 87.8 75 1250.0964 0.16160.867

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 55 of 85

August Levert_BP Plan_000990

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44353

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22070024-001AMSD

Batch ID: 44353 TestNo: 29B/SW7471 Analysis Date: 7/8/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111229

SeqNo: 2747069

MSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8512 89.4 75 125 200.102 0.1616 0.8669 6.230.923

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 56 of 85

August Levert_BP Plan_000991

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44357

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44357

Batch ID: 44357 TestNo: LDNR 29-B Analysis Date: 7/12/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111346

SeqNo: 2750063

MBLKSampType: TestCode: TTBA

True Total Barium 50.0< 50.0

Sample ID LCS-44357

Batch ID: 44357 TestNo: LDNR 29-B Analysis Date: 7/12/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111346

SeqNo: 2750064

LCSSampType: TestCode: TTBA

True Total Barium 5,000 102 75 12550.0 05,090

Sample ID LCSD-44357

Batch ID: 44357 TestNo: LDNR 29-B Analysis Date: 7/12/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111346

SeqNo: 2750065

LCSDSampType: TestCode: TTBA

True Total Barium 5,000 102 75 125 2050.0 0 5,087 0.6115,120

Sample ID 22061295-001AMS

Batch ID: 44357 TestNo: LDNR 29-B Analysis Date: 7/12/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111346

SeqNo: 2750069

MSSampType: TestCode: TTBA

True Total Barium 4,978 120 75 12549.8 36,91042,900

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 57 of 85

August Levert_BP Plan_000992

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44357

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061295-001AMSD

Batch ID: 44357 TestNo: LDNR 29-B Analysis Date: 7/12/2022

Prep Date: 7/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111346

SeqNo: 2750070

MSDSampType: TestCode: TTBA

True Total Barium 4,831 83.1 75 125 2048.3 36,910 42,870 4.6540,900

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 58 of 85

August Levert_BP Plan_000993

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44387

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061340-001ADUP

Batch ID: 44387 TestNo: LDNR 29-B Analysis Date: 7/12/2022

Prep Date: 7/8/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: LT-4 (8-10')

RunNo: 111393

SeqNo: 2751135

DUPSampType: TestCode: SAR_S

LDNR 29-B

Sodium Adsorption Ratio 200.10 1.14 0.881.13

Soluble Calcium 200.02 2.79 1.082.76

Soluble Magnesium 200.05 1.40 0.721.39

Soluble Sodium 200.25 1.66 2.441.62

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 59 of 85

August Levert_BP Plan_000994

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44395

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44395

Batch ID: 44395 TestNo: SW6010B Analysis Date: 7/12/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111346

SeqNo: 2750113

MBLKSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 2.00< 2.00

Barium 2.00< 2.00

Cadmium 0.500< 0.500

Chromium 1.00< 1.00

Lead 1.00< 1.00

Selenium 4.00< 4.00

Strontium 1.00< 1.00

Zinc 1.00< 1.00

Sample ID LCS-44395

Batch ID: 44395 TestNo: SW6010B Analysis Date: 7/12/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111346

SeqNo: 2750114

LCSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 93.9 80 1202.00 046.9

Barium 50.00 100 80 1202.00 050.2

Cadmium 50.00 94.8 80 1200.500 047.4

Chromium 50.00 97.1 80 1201.00 048.6

Lead 50.00 96.5 80 1201.00 048.2

Selenium 50.00 88.5 80 1204.00 044.2

Strontium 50.00 95.6 80 1201.00 047.8

Zinc 50.00 92.4 80 1201.00 046.2

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 60 of 85

August Levert_BP Plan_000995

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44395

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCSD-44395

Batch ID: 44395 TestNo: SW6010B Analysis Date: 7/12/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111346

SeqNo: 2750115

LCSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 97.5 80 120 202.00 0 46.94 3.8148.8

Barium 50.00 101 80 120 202.00 0 50.18 0.23150.3

Cadmium 50.00 95.8 80 120 200.500 0 47.40 1.0647.9

Chromium 50.00 98.4 80 120 201.00 0 48.56 1.3049.2

Lead 50.00 97.1 80 120 201.00 0 48.25 0.61648.5

Selenium 50.00 85.0 80 120 204.00 0 44.24 4.0442.5

Strontium 50.00 96.7 80 120 201.00 0 47.78 1.1748.3

Zinc 50.00 93.7 80 120 201.00 0 46.22 1.3346.8

Sample ID 22061340-007AMS

Batch ID: 44395 TestNo: SW6010B Analysis Date: 7/12/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LT-5 (8-10')

RunNo: 111346

SeqNo: 2750117

MSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.73 79.6 75 1251.99 4.35744.0

Barium 49.73 221 75 125 S1.99 447.4557

Cadmium 49.73 84.0 75 1250.497 0.195142.0

Chromium 49.73 94.4 75 1250.995 12.5559.5

Lead 49.73 82.0 75 1250.995 11.6352.4

Selenium 49.73 69.9 75 125 S3.98 034.8

Strontium 49.73 96.4 75 1250.995 44.3292.3

Zinc 49.73 94.6 75 1250.995 50.4697.5

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 61 of 85

August Levert_BP Plan_000996

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44395

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061340-007AMSD

Batch ID: 44395 TestNo: SW6010B Analysis Date: 7/12/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LT-5 (8-10')

RunNo: 111346

SeqNo: 2750118

MSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.97 77.5 75 125 202.00 4.357 43.95 2.0343.1

Barium 49.97 205 75 125 20 S2.00 447.4 557.3 1.40550

Cadmium 49.97 81.7 75 125 200.500 0.1951 41.96 2.2141.0

Chromium 49.97 91.1 75 125 200.999 12.55 59.49 2.3958.1

Lead 49.97 81.1 75 125 200.999 11.63 52.39 0.45452.2

Selenium 49.97 71.3 75 125 20 S4.00 0 34.77 2.3635.6

Strontium 49.97 92.1 75 125 200.999 44.32 92.26 2.1290.3

Zinc 49.97 90.3 75 125 200.999 50.46 97.50 2.0195.6

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 62 of 85

August Levert_BP Plan_000997

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44400

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061340-015ADUP

Batch ID: 44400 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: %

PQL

Client ID: LT-7 (0-2')

RunNo: 111394

SeqNo: 2751195

DUPSampType: TestCode: ESP_S

LDNR 29-B

Exchangeable Sodium % 200.10 1.24 3.171.28

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 63 of 85

August Levert_BP Plan_000998

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44401

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061340-015ADUP

Batch ID: 44401 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LT-7 (0-2')

RunNo: 111394

SeqNo: 2751182

DUPSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 200.100 29.40 5.4527.8

Sample ID LCS-44401

Batch ID: 44401 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LCSS

RunNo: 111394

SeqNo: 2751183

LCSSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 4.350 108 76 1240.100 04.70

Sample ID LCSD-44401

Batch ID: 44401 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/11/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LCSS02

RunNo: 111394

SeqNo: 2751184

LCSDSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 4.350 110 76 124 200.100 0 4.700 1.904.79

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 64 of 85

August Levert_BP Plan_000999

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44417

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44417

Batch ID: 44417 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/12/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111396

SeqNo: 2751290

MBLKSampType: TestCode: TTBA

True Total Barium 50.0< 50.0

Sample ID LCS-44417

Batch ID: 44417 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/12/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111396

SeqNo: 2751291

LCSSampType: TestCode: TTBA

True Total Barium 5,000 103 75 12550.0 05,160

Sample ID LCSD-44417

Batch ID: 44417 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/12/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111396

SeqNo: 2751292

LCSDSampType: TestCode: TTBA

True Total Barium 5,000 102 75 125 2050.0 0 5,160 0.7495,120

Sample ID 22061340-031AMS

Batch ID: 44417 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/12/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LT-9 (8-10')

RunNo: 111396

SeqNo: 2751294

MSSampType: TestCode: TTBA

True Total Barium 4,817 103 75 12548.2 179.75,150

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 65 of 85

August Levert_BP Plan_001000

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44417

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061340-031AMSD

Batch ID: 44417 TestNo: LDNR 29-B Analysis Date: 7/13/2022

Prep Date: 7/12/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LT-9 (8-10')

RunNo: 111396

SeqNo: 2751295

MSDSampType: TestCode: TTBA

True Total Barium 4,950 103 75 125 2049.5 179.7 5,146 2.385,270

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 66 of 85

August Levert_BP Plan_001001

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111112

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061340-002ADUP

Batch ID: R111112 TestNo: LDNR 29-B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: wt%

PQL

Client ID: LT-4 (12-14')

RunNo: 111112

SeqNo: 2743526

DUPSampType: TestCode: PMOIST_29B

Percent Moisture 20 R1.00 28.90 20.223.6

NOTES:

R - High RPD due to suspected sample non-homogeneity.

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 67 of 85

August Levert_BP Plan_001002

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111113

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061340-025ADUP

Batch ID: R111113 TestNo: LDNR 29-B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: wt%

PQL

Client ID: LT-8 (16-18')

RunNo: 111113

SeqNo: 2743550

DUPSampType: TestCode: PMOIST_29B

Percent Moisture 201.00 26.10 3.0226.9

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 68 of 85

August Levert_BP Plan_001003

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111182

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-R111182

Batch ID: R111182 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: PBS

RunNo: 111182

SeqNo: 2745522

MBLKSampType: TestCode: EC_S

Electrical Conductivity 0.10< 0.10

Sample ID LCS1-R111182

Batch ID: R111182 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 111182

SeqNo: 2745523

LCS1SampType: TestCode: EC_S

Electrical Conductivity 0.50 95.8 90 1100.10 00.48

Sample ID LCS2-R111182

Batch ID: R111182 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 111182

SeqNo: 2745524

LCS2SampType: TestCode: EC_S

Electrical Conductivity 53.00 95.8 90 1100.10 050.8

Sample ID 22061340-002ADUP

Batch ID: R111182 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: LT-4 (12-14')

RunNo: 111182

SeqNo: 2745527

DUPSampType: TestCode: EC_S

Electrical Conductivity 200.10 0.81 1.350.82

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 69 of 85

August Levert_BP Plan_001004

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111183

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-R111183

Batch ID: R111183 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: PBS

RunNo: 111183

SeqNo: 2745549

MBLKSampType: TestCode: EC_S

Electrical Conductivity 0.10< 0.10

Sample ID LCS1-R111183

Batch ID: R111183 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 111183

SeqNo: 2745550

LCS1SampType: TestCode: EC_S

Electrical Conductivity 0.50 96.4 90 1100.10 00.49

Sample ID LCS2-R111183

Batch ID: R111183 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 111183

SeqNo: 2745551

LCS2SampType: TestCode: EC_S

Electrical Conductivity 53.00 96.0 90 1100.10 050.9

Sample ID 22061340-025ADUP

Batch ID: R111183 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: LT-8 (16-18')

RunNo: 111183

SeqNo: 2745556

DUPSampType: TestCode: EC_S

Electrical Conductivity 200.10 0.50 0.200.50

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 70 of 85
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111183

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22070051-001ADUP

Batch ID: R111183 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 111183

SeqNo: 2745566

DUPSampType: TestCode: EC_S

Electrical Conductivity 200.10 0.88 0.910.88

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 71 of 85
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111264

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MBLK

Batch ID: R111264 TestNo: SW9056A Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111264

SeqNo: 2748105

MBLKSampType: TestCode: 9056_S

Chloride 0.250< 0.250

Sample ID LCS

Batch ID: R111264 TestNo: SW9056A Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111264

SeqNo: 2748106

LCSSampType: TestCode: 9056_S

Chloride 10.00 102 80 1200.250 010.2

Sample ID LCSD

Batch ID: R111264 TestNo: SW9056A Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111264

SeqNo: 2748107

LCSDSampType: TestCode: 9056_S

Chloride 10.00 102 80 120 150.250 0 10.21 0.22910.2

Sample ID 22070248-009BMS

Batch ID: R111264 TestNo: SW9056A Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111264

SeqNo: 2748110

MSSampType: TestCode: 9056_S

Chloride 5.000 100 80 1200.250 11.2216.2

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 72 of 85
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111264

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22070248-009BMSD

Batch ID: R111264 TestNo: SW9056A Analysis Date: 7/7/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111264

SeqNo: 2748111

MSDSampType: TestCode: 9056_S

Chloride 5.000 102 80 120 150.250 11.22 16.24 0.60316.3

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 73 of 85
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111265

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MBLK

Batch ID: R111265 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111265

SeqNo: 2748154

MBLKSampType: TestCode: 9056_S

Chloride 0.250< 0.250

Sample ID LCS

Batch ID: R111265 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111265

SeqNo: 2748155

LCSSampType: TestCode: 9056_S

Chloride 10.00 101 80 1200.250 010.1

Sample ID LCSD

Batch ID: R111265 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111265

SeqNo: 2748156

LCSDSampType: TestCode: 9056_S

Chloride 10.00 101 80 120 150.250 0 10.08 0.21410.1

Sample ID 22070310-004AMS

Batch ID: R111265 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111265

SeqNo: 2748162

MSSampType: TestCode: 9056_S

Chloride 5.000 91.0 80 1200.250 3.7448.30

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 74 of 85
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111265

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22070310-004AMSD

Batch ID: R111265 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111265

SeqNo: 2748163

MSDSampType: TestCode: 9056_S

Chloride 5.000 93.8 80 120 150.250 3.744 8.295 1.658.43

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 75 of 85
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111265-1

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MBLK

Batch ID: R111265-1 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111265

SeqNo: 2748183

MBLKSampType: TestCode: 9056_S

Chloride 0.250< 0.250

Sample ID LCS

Batch ID: R111265-1 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111265

SeqNo: 2748184

LCSSampType: TestCode: 9056_S

Chloride 10.00 101 80 1200.250 010.1

Sample ID LCSD

Batch ID: R111265-1 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111265

SeqNo: 2748185

LCSDSampType: TestCode: 9056_S

Chloride 10.00 101 80 120 150.250 0 10.08 0.037810.1

Sample ID 22070034-001AMS

Batch ID: R111265-1 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111265

SeqNo: 2748192

MSSampType: TestCode: 9056_S

Chloride 100.0 94.7 80 1205.00 151.2246

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 76 of 85
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111265-1

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22070034-001AMSD

Batch ID: R111265-1 TestNo: SW9056A Analysis Date: 7/8/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111265

SeqNo: 2748193

MSDSampType: TestCode: 9056_S

Chloride 100.0 95.1 80 120 155.00 151.2 245.9 0.143246

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 77 of 85
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111351

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MBLK

Batch ID: R111351 TestNo: SW9056A Analysis Date: 7/12/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111351

SeqNo: 2750391

MBLKSampType: TestCode: 9056_LEACH

Chloride 0.250< 0.250

Sample ID LCS

Batch ID: R111351 TestNo: SW9056A Analysis Date: 7/12/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111351

SeqNo: 2750392

LCSSampType: TestCode: 9056_LEACH

Chloride 10.00 99.5 80 1200.250 09.95

Sample ID LCSD

Batch ID: R111351 TestNo: SW9056A Analysis Date: 7/12/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111351

SeqNo: 2750393

LCSDSampType: TestCode: 9056_LEACH

Chloride 10.00 99.9 80 120 15 R0.250 0 0 2009.99

Sample ID 22070307-008AMS

Batch ID: R111351 TestNo: SW9056A Analysis Date: 7/12/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111351

SeqNo: 2750411

MSSampType: TestCode: 9056_LEACH

Chloride 25.00 99.4 80 1201.25 2.41027.3

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 78 of 85

August Levert_BP Plan_001013

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111351

14-Jul-22

QC SUMMARY REPORT
22061340WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22070307-008AMSD

Batch ID: R111351 TestNo: SW9056A Analysis Date: 7/12/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111351

SeqNo: 2750412

MSDSampType: TestCode: 9056_LEACH

Chloride 25.00 101 80 120 151.25 2.410 27.25 1.8927.8

Qualifiers:   B Analyte detected in the associated Method Blank E Value above quantitation range H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcodePage 79 of 85
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 22061340

Sample Log-In Check List

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

6/29/2022 2:50:00 PM

How was the sample delivered? Element

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.

2.

5.

9.

10.

11.

12.

13.

14.

15.

16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Not required

Logged by:

Completed By:

Reviewed By:

6/30/2022 8:06:38 AM

7/9/2022 1:37:14 PM

Rhonda David

Rhonda David

Buffy Bryant

Special Handling (if applicable)
17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date

Regarding:

Improper error correction(s) made by client

Via: eMail Phone Fax In Person

Samplers signature missing on page 5 of COC.

Additional remarks:

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.

Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC
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July 15, 2022

ICON Environmental Services
Greg Miller

Dear Greg Miller:

RE: Grand River Levert 9326-025-0100
Order No.: 22061196

FAX (225) 344-6654
TEL: (225) 344-8490

2049 Commercial Drive
Port Allen, LA 70767

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions, Element Lafayette either conducted or subcontracted these 
analyses.  Subcontracted analyses will be identified in the accompanying case narrative. All 
relevant sampling information can be found on the attached Chain-of-Custody form.  Unless 
otherwise noted, all analyses were conducted using EPA approved methodologies and all test 
results meet the applicable requirements of TNI.  Reported results relate only to the items 
tested.  

Where applicable, all soil data, except for 29-B, are reported on a wet-weight basis unless 
otherwise indicated in the units field as –dry.

LELAP Certification No.: 01997. TCEQ Certification No.: T104704261. LDHH Certification 
No.: LA023. ISDH Certification No.: C-LA-01. NDELCP Certification No.: R-226. A scope of 
accredited parameters is available upon request. A "#" by the test method or analyte indicates
this parameter is outside the scope of accreditation. PA registration No.: 68-05967.

Estimated uncertainty is available upon request. This report shall not be reproduced, except in 
full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

Element Materials Technology Lafayette received 13 sample(s) on 6/28/2022 for the analyses 
presented in the following report.
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Project: Grand River Levert 9326-025-0100
CLIENT: ICON Environmental Services

7/15/2022

Case Narrative
22061196

Date:

WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 
analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 
duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 
a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 
a quality control check for each analytical batch. When the matrix QC data is not available due to 
insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch 
is determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 
section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 
data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 
page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 
data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 
summary page(s).
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 1 0-2

Collection Date: 6/21/2022 10:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-001

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 174.3

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.52

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 10.77

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.13

Soluble Calcium 7/5/20220.02 meq/L 12.06

Soluble Magnesium 7/5/20220.05 meq/L 11.03

Soluble Sodium 7/5/20220.25 meq/L 11.40

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:27:28 PM1.98 mg/Kg-dry 13.85

Barium 7/7/2022 4:27:28 PM14.9 mg/Kg-dry 13,050

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/7/2022 3:07:19 PM235 mg/Kg-dry 151,900

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 141.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode

Page 3 of 37

August Levert_BP Plan_001023

http://www.element.com


Project: Grand River Levert 9326-025-0100

Client Sample ID SB 1 2-4

Collection Date: 6/21/2022 10:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-002

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 177.4

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 11.14

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 11.62

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.99

Soluble Calcium 7/5/20220.02 meq/L 14.68

Soluble Magnesium 7/5/20220.05 meq/L 12.27

Soluble Sodium 7/5/20220.25 meq/L 13.71

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:29:46 PM1.98 mg/Kg-dry 16.57

Barium 7/7/2022 4:29:46 PM14.8 mg/Kg-dry 12,600

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:09:36 PM242 mg/Kg-dry 133,700

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 144.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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August Levert_BP Plan_001024

http://www.element.com


Project: Grand River Levert 9326-025-0100

Client Sample ID SB 3  0-2

Collection Date: 6/21/2022 11:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-003

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 125.8

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.78

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 11.11

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.22

Soluble Calcium 7/5/20220.02 meq/L 13.70

Soluble Magnesium 7/5/20220.05 meq/L 11.62

Soluble Sodium 7/5/20220.25 meq/L 11.99

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 5:02:00 PM100 mg/Kg 101,430

TPH (Oil Range) 7/5/2022 5:02:00 PM120 mg/Kg 10229

    Surr: 4-Terphenyl-d14 7/5/2022 5:02:00 PM33 - 152 %Rec 10103

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/6/2022 10:30:18 AM0.107 mg/Kg-dry 11.12

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic * 7/7/2022 4:32:05 PM2.00 mg/Kg-dry 112.0

Barium 7/7/2022 4:32:05 PM15.0 mg/Kg-dry 14,510

Cadmium 7/7/2022 4:32:05 PM0.499 mg/Kg-dry 10.654

Chromium 7/7/2022 4:32:05 PM0.999 mg/Kg-dry 1481

Lead 7/7/2022 4:32:05 PM0.999 mg/Kg-dry 1302

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 3  0-2

Collection Date: 6/21/2022 11:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-003

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Strontium 7/7/2022 4:32:05 PM0.999 mg/Kg-dry 1219

Zinc 7/7/2022 4:32:05 PM0.999 mg/Kg-dry 1207

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/7/2022 9:15:50 PM2,350 mg/Kg-dry 10412,000

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 133.7

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 3  2-4

Collection Date: 6/21/2022 11:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-004

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 160.5

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.59

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 12.56

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 12.45

Soluble Calcium 7/5/20220.02 meq/L 11.60

Soluble Magnesium 7/5/20220.05 meq/L 10.81

Soluble Sodium 7/5/20220.25 meq/L 12.69

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 5:16:00 PM10.0 mg/Kg 110.4

TPH (Oil Range) 7/5/2022 5:16:00 PM12.0 mg/Kg 113.8

    Surr: 4-Terphenyl-d14 7/5/2022 5:16:00 PM33 - 152 %Rec 194.3

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/6/2022 10:38:06 AM0.106 mg/Kg-dry 1< 0.106

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:34:24 PM1.98 mg/Kg-dry 13.22

Barium 7/7/2022 4:34:24 PM14.8 mg/Kg-dry 11,110

Cadmium 7/7/2022 4:34:24 PM0.495 mg/Kg-dry 1< 0.495

Chromium 7/7/2022 4:34:24 PM0.989 mg/Kg-dry 117.7

Lead 7/7/2022 4:34:24 PM0.989 mg/Kg-dry 114.8

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 3  2-4

Collection Date: 6/21/2022 11:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-004

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Strontium 7/7/2022 4:34:24 PM0.989 mg/Kg-dry 153.8

Zinc 7/7/2022 4:34:24 PM0.989 mg/Kg-dry 161.1

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:14:10 PM236 mg/Kg-dry 112,100

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 136.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 4  0-2

Collection Date: 6/21/2022 12:10:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-005

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 17.91

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.64

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 11.38

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.07

Soluble Calcium 7/5/20220.02 meq/L 12.87

Soluble Magnesium 7/5/20220.05 meq/L 11.17

Soluble Sodium 7/5/20220.25 meq/L 11.52

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 5:30:00 PM50.0 mg/Kg 5771

TPH (Oil Range) 7/5/2022 5:30:00 PM60.0 mg/Kg 5121

    Surr: 4-Terphenyl-d14 7/5/2022 5:30:00 PM33 - 152 %Rec 566.1

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/6/2022 10:45:47 AM0.0981 mg/Kg-dry 11.24

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic * 7/7/2022 4:36:42 PM1.98 mg/Kg-dry 113.3

Barium 7/7/2022 4:36:42 PM14.9 mg/Kg-dry 14,230

Cadmium 7/7/2022 4:36:42 PM0.496 mg/Kg-dry 10.611

Chromium 7/7/2022 4:36:42 PM0.992 mg/Kg-dry 1220

Lead 7/7/2022 4:36:42 PM0.992 mg/Kg-dry 1266

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 4  0-2

Collection Date: 6/21/2022 12:10:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-005

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Strontium 7/7/2022 4:36:42 PM0.992 mg/Kg-dry 1200

Zinc 7/7/2022 4:36:42 PM0.992 mg/Kg-dry 1186

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/7/2022 9:18:09 PM2,350 mg/Kg-dry 10439,000

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 123.5

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 4  2-4

Collection Date: 6/21/2022 12:10:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-006

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 129.0

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.73

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 12.37

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 12.71

Soluble Calcium 7/5/20220.02 meq/L 11.99

Soluble Magnesium 7/5/20220.05 meq/L 11.03

Soluble Sodium 7/5/20220.25 meq/L 13.33

TPH-D/O IN SOIL BY SW8015

TPH DRO/ORO IN SOIL BY SW8015

SW8015B Analyst: EH

TPH (Diesel Range) 7/5/2022 5:44:00 PM100 mg/Kg 101,350

TPH (Oil Range) 7/5/2022 5:44:00 PM120 mg/Kg 10234

    Surr: 4-Terphenyl-d14 7/5/2022 5:44:00 PM33 - 152 %Rec 1095.0

29B METALS

MERCURY IN SOIL OR SLUDGE

29B/SW7471A Analyst: BXBSW7471A

Mercury 7/6/2022 10:48:26 AM0.106 mg/Kg-dry 10.548

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:39:00 PM1.90 mg/Kg-dry 19.00

Barium 7/7/2022 4:39:00 PM14.2 mg/Kg-dry 13,610

Cadmium 7/7/2022 4:39:00 PM0.474 mg/Kg-dry 10.496

Chromium 7/7/2022 4:39:00 PM0.949 mg/Kg-dry 167.4

Lead 7/7/2022 4:39:00 PM0.949 mg/Kg-dry 1146

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 4  2-4

Collection Date: 6/21/2022 12:10:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-006

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Strontium 7/7/2022 4:39:00 PM0.949 mg/Kg-dry 1112

Zinc 7/7/2022 4:39:00 PM0.949 mg/Kg-dry 1127

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/7/2022 9:20:27 PM2,390 mg/Kg-dry 10434,000

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 128.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 5  2-4

Collection Date: 6/21/2022 2:10:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-007

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 163.1

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.34

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 10.90

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.02

Soluble Calcium 7/5/20220.02 meq/L 11.41

Soluble Magnesium 7/5/20220.05 meq/L 10.73

Soluble Sodium 7/5/20220.25 meq/L 11.05

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:41:19 PM2.00 mg/Kg-dry 14.73

Barium 7/7/2022 4:41:19 PM15.0 mg/Kg-dry 14,460

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/7/2022 3:25:41 PM244 mg/Kg-dry 1116,000

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 133.4

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 5  4-6

Collection Date: 6/21/2022 2:20:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-008

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 166.6

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.32

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 11.52

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.14

Soluble Calcium 7/5/20220.02 meq/L 11.10

Soluble Magnesium 7/5/20220.05 meq/L 10.59

Soluble Sodium 7/5/20220.25 meq/L 11.05

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:43:37 PM1.98 mg/Kg-dry 13.41

Barium 7/7/2022 4:43:37 PM14.9 mg/Kg-dry 12,580

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:27:58 PM237 mg/Kg-dry 116,900

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 134.4

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 6  2-4

Collection Date: 6/21/2022 2:50:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-009

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 179.0

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 11.45

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 11.57

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.34

Soluble Calcium 7/5/20220.02 meq/L 16.86

Soluble Magnesium 7/5/20220.05 meq/L 14.05

Soluble Sodium 7/5/20220.25 meq/L 13.14

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:47:16 PM1.99 mg/Kg-dry 14.71

Barium 7/7/2022 4:47:16 PM14.9 mg/Kg-dry 1692

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:30:15 PM241 mg/Kg-dry 13,770

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 126.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 6  4-6

Collection Date: 6/21/2022 2:55:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-010

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 170.4

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 11.38

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 12.16

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.66

Soluble Calcium 7/5/20220.02 meq/L 16.14

Soluble Magnesium 7/5/20220.05 meq/L 13.18

Soluble Sodium 7/5/20220.25 meq/L 13.59

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:54:14 PM2.00 mg/Kg-dry 13.69

Barium 7/7/2022 4:54:14 PM15.0 mg/Kg-dry 1700

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:32:32 PM245 mg/Kg-dry 15,430

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 134.1

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 7  2-4

Collection Date: 6/21/2022 3:25:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-011

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 165.2

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.72

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 11.44

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.67

Soluble Calcium 7/5/20220.02 meq/L 12.59

Soluble Magnesium 7/5/20220.05 meq/L 11.45

Soluble Sodium 7/5/20220.25 meq/L 12.38

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:56:32 PM1.99 mg/Kg-dry 14.13

Barium 7/7/2022 4:56:32 PM14.9 mg/Kg-dry 1295

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:34:49 PM246 mg/Kg-dry 11,840

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 134.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 8  0-2

Collection Date: 6/21/2022 3:50:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-012

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 174.5

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.63

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 10.73

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.06

Soluble Calcium 7/5/20220.02 meq/L 13.01

Soluble Magnesium 7/5/20220.05 meq/L 11.57

Soluble Sodium 7/5/20220.25 meq/L 11.61

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 4:58:50 PM1.99 mg/Kg-dry 13.96

Barium 7/7/2022 4:58:50 PM14.9 mg/Kg-dry 11,350

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium * 7/7/2022 3:37:05 PM249 mg/Kg-dry 142,200

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 133.2

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100

Client Sample ID SB 8  2-4

Collection Date: 6/21/2022 3:50:00 PM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22061196-013

7/15/2022

Analytical Report
22061196

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B SALTS

CATION EXCHANGE CAPACITY

LDNR 29-B Analyst: MRMLDNR 29-B

Cation Exchange Capacity 7/8/20220.100 meq/100g 170.1

29B SALTS

ELECTRICAL CONDUCTIVITY @ SATURATION

LDNR 29-B Analyst: JMI

Electrical Conductivity 7/1/2022 11:00:00 AM0.10 mmhos/cm 10.31

29B SALTS

EXCHANGEABLE SODIUM PERCENTAGE

LDNR 29-B Analyst: MRMLDNR 29-B

Exchangeable Sodium % 7/8/20220.10 % 11.01

29B SALTS

SODIUM ADSORPTION RATIO

LDNR 29-B Analyst: MRMLDNR 29-B

Sodium Adsorption Ratio 7/5/20220.10 11.16

Soluble Calcium 7/5/20220.02 meq/L 11.13

Soluble Magnesium 7/5/20220.05 meq/L 10.60

Soluble Sodium 7/5/20220.25 meq/L 11.08

29B METALS

METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 7/7/2022 5:01:07 PM1.98 mg/Kg-dry 14.22

Barium 7/7/2022 5:01:07 PM14.9 mg/Kg-dry 1245

29B METALS

TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 7/7/2022 3:39:23 PM245 mg/Kg-dry 11,390

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 6/28/2022 12:00:00 PM1.00 wt% 133.9

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank
H Holding times for preparation or analysis exceeded M Matrix Interference

ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44249-1

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCS-D44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 111122

SeqNo: 2743740

LCSSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 100.0 89.4 63.4 10910.0 089.4

    Surr: 4-Terphenyl-d14 3.333 99.7 33 1523.32

Sample ID LCSD-D44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS02

RunNo: 111122

SeqNo: 2743741

LCSDSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 100.0 87.0 63.4 109 21.910.0 0 89.37 2.7287.0

    Surr: 4-Terphenyl-d14 3.333 96.9 33 152 4003.23

Sample ID MB-44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: PBS

RunNo: 111122

SeqNo: 2743742

MBLKSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 10.0< 10.0

TPH (Oil Range) 12.0< 12.0

    Surr: 4-Terphenyl-d14 3.333 84.0 33 1522.80

Sample ID LCS-M44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 111122

SeqNo: 2743776

LCSSampType: TestCode: 8015_DO_S

Qualifiers: * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44249-1

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCS-M44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS

RunNo: 111122

SeqNo: 2743776

LCSSampType: TestCode: 8015_DO_S

TPH (Oil Range) 100.0 90.2 63.9 12012.0 090.2

    Surr: 4-Terphenyl-d14 3.333 98.2 33 1523.27

Sample ID LCSD-M44249

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: LCSS02

RunNo: 111122

SeqNo: 2743843

LCSDSampType: TestCode: 8015_DO_S

TPH (Oil Range) 100.0 99.1 63.9 120 20.712.0 0 90.15 9.4199.1

    Surr: 4-Terphenyl-d14 3.333 104 33 152 4003.46

Sample ID 22061062-001AMS-

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743893

MSSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 100.0 65.8 23.4 12310.0 11.7977.6

    Surr: 4-Terphenyl-d14 3.333 93.9 33 1523.13

Sample ID 22061062-001AMS-

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743894

MSSampType: TestCode: 8015_DO_S

TPH (Oil Range) 100.0 87.6 14.5 17412.0 15.91103

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44249-1

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061062-001AMS-

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743894

MSSampType: TestCode: 8015_DO_S

    Surr: 4-Terphenyl-d14 3.333 92.0 33 1523.07

Sample ID 22061062-001AMSD

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743895

MSDSampType: TestCode: 8015_DO_S

TPH (Diesel Range) 100.0 72.7 23.4 123 35.610.0 11.79 77.62 8.4184.4

    Surr: 4-Terphenyl-d14 3.333 88.0 33 152 4002.93

Sample ID 22061062-001AMSD

Batch ID: 44249-1 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/27/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg

PQL

Client ID: ZZZZZZ

RunNo: 111122

SeqNo: 2743979

MSDSampType: TestCode: 8015_DO_S

TPH (Oil Range) 100.0 84.2 14.5 174 48.812.0 15.91 103.5 3.34100

    Surr: 4-Terphenyl-d14 3.333 87.8 33 152 4002.93

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44312

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061196-001ADUP

Batch ID: 44312 TestNo: LDNR 29-B Analysis Date: 7/8/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: %

PQL

Client ID: SB 1 0-2

RunNo: 111277

SeqNo: 2748482

DUPSampType: TestCode: ESP_S

LDNR 29-B

Exchangeable Sodium % 200.10 0.77 16.70.91

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44313

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061196-001ADUP

Batch ID: 44313 TestNo: LDNR 29-B Analysis Date: 7/8/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: SB 1 0-2

RunNo: 111277

SeqNo: 2748449

DUPSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 200.100 74.28 6.5369.6

Sample ID LCS-44313

Batch ID: 44313 TestNo: LDNR 29-B Analysis Date: 7/8/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LCSS

RunNo: 111277

SeqNo: 2748450

LCSSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 4.350 98.6 76 1240.100 04.29

Sample ID LCSD-44313

Batch ID: 44313 TestNo: LDNR 29-B Analysis Date: 7/8/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: meq/100g

PQL

Client ID: LCSS02

RunNo: 111277

SeqNo: 2748451

LCSDSampType: TestCode: CEC

LDNR 29-B

Cation Exchange Capacity 4.350 101 76 124 200.100 0 4.290 2.304.39

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44320

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44320

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111187

SeqNo: 2746392

MBLKSampType: TestCode: TTBA

True Total Barium 250< 250

Sample ID LCS-44320

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111187

SeqNo: 2746393

LCSSampType: TestCode: TTBA

True Total Barium 5,000 103 75 125250 05,130

Sample ID LCSD-44320

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111187

SeqNo: 2746394

LCSDSampType: TestCode: TTBA

True Total Barium 5,000 103 75 125 20250 0 5,126 0.06735,130

Sample ID 22061154-022AMS

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2746398

MSSampType: TestCode: TTBA

True Total Barium 4,826 99.2 75 125241 492.45,280

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44320

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-022AMSD

Batch ID: 44320 TestNo: LDNR 29-B Analysis Date: 7/7/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2746399

MSDSampType: TestCode: TTBA

True Total Barium 4,660 105 75 125 20233 492.4 5,282 1.575,370

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44321

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061196-005adup

Batch ID: 44321 TestNo: LDNR 29-B Analysis Date: 7/5/2022

Prep Date: 7/1/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: SB 4  0-2

RunNo: 111222

SeqNo: 2746959

DUPSampType: TestCode: SAR_S

LDNR 29-B

Sodium Adsorption Ratio 200.10 1.07 1.851.09

Soluble Calcium 200.02 2.87 0.692.89

Soluble Magnesium 200.05 1.17 01.17

Soluble Sodium 200.25 1.52 1.951.55

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44327

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44327

Batch ID: 44327 TestNo: 29B/SW7471 Analysis Date: 7/6/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111172

SeqNo: 2744983

MBLKSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.100< 0.100

Sample ID LCS-44327

Batch ID: 44327 TestNo: 29B/SW7471 Analysis Date: 7/6/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111172

SeqNo: 2744984

LCSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 99.7 80 1200.100 00.831

Sample ID LCSD-44327

Batch ID: 44327 TestNo: 29B/SW7471 Analysis Date: 7/6/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111172

SeqNo: 2744985

LCSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8330 99.9 80 120 200.100 0 0.8305 0.1520.832

Sample ID 22061196-003AMS

Batch ID: 44327 TestNo: 29B/SW7471 Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB 3  0-2

RunNo: 111172

SeqNo: 2745043

MSSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8309 116 75 1250.200 1.1232.09

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44327

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061196-003AMSD

Batch ID: 44327 TestNo: 29B/SW7471 Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: SB 3  0-2

RunNo: 111172

SeqNo: 2745044

MSDSampType: TestCode: HG_S_29B

SW7471A

Mercury 0.8107 103 75 125 200.195 1.123 2.090 6.451.96

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44342

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 111187

SeqNo: 2746425

MBLKSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 2.00< 2.00

Barium 15.0< 15.0

Cadmium 0.500< 0.500

Chromium 1.00< 1.00

Lead 1.00< 1.00

Strontium 1.00< 1.00

Zinc 1.00< 1.00

Sample ID LCS-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 111187

SeqNo: 2746426

LCSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 90.9 80 1202.00 045.4

Barium 50.00 109 80 12015.0 054.4

Cadmium 50.00 91.5 80 1200.500 045.7

Chromium 50.00 94.1 80 1201.00 047.0

Lead 50.00 91.3 80 1201.00 045.6

Strontium 50.00 95.2 80 1201.00 047.6

Zinc 50.00 88.2 80 1201.00 044.1

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 30 of 37

August Levert_BP Plan_001050

http://www.element.com


Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44342

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCSD-44342

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 111187

SeqNo: 2746427

LCSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 88.7 80 120 202.00 0 45.43 2.4044.4

Barium 50.00 107 80 120 2015.0 0 54.36 2.0253.3

Cadmium 50.00 89.3 80 120 200.500 0 45.75 2.4644.6

Chromium 50.00 91.5 80 120 201.00 0 47.03 2.7645.8

Lead 50.00 89.3 80 120 201.00 0 45.63 2.2144.6

Strontium 50.00 92.6 80 120 201.00 0 47.61 2.8446.3

Zinc 50.00 85.7 80 120 201.00 0 44.12 2.8842.9

Sample ID 22061154-022AMS

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2746429

MSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 47.70 61.4 75 125 S1.91 4.30133.6

Barium 47.70 34.9 75 125 S14.3 201.5218

Cadmium 47.70 65.1 75 125 S0.477 0.385231.4

Chromium 47.70 69.3 75 125 S0.954 15.3548.4

Lead 47.70 60.2 75 125 S0.954 14.7643.5

Strontium 47.70 61.1 75 125 S0.954 58.3987.5

Zinc 47.70 59.2 75 125 S0.954 66.4894.7

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: 44342

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-022AMSD

Batch ID: 44342 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 7/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2746430

MSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.78 50.0 75 125 20 S1.99 4.301 33.60 14.129.2

Barium 49.78 -62.1 75 125 20 RS14.9 201.5 218.2 24.5171

Cadmium 49.78 53.3 75 125 20 S0.498 0.3852 31.45 15.526.9

Chromium 49.78 48.1 75 125 20 RS0.996 15.35 48.40 20.739.3

Lead 49.78 44.9 75 125 20 S0.996 14.76 43.46 15.837.1

Strontium 49.78 23.8 75 125 20 RS0.996 58.39 87.52 21.970.2

Zinc 49.78 21.1 75 125 20 RS0.996 66.48 94.73 20.777.0

NOTES:

S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: R111055

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-R111054

Batch ID: R111055 TestNo: LDNR 29-B Analysis Date: 7/1/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: PBS

RunNo: 111055

SeqNo: 2742511

MBLKSampType: TestCode: EC_S

Electrical Conductivity 0.10< 0.10

Sample ID LCS1-R111054

Batch ID: R111055 TestNo: LDNR 29-B Analysis Date: 7/1/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 111055

SeqNo: 2742512

LCS1SampType: TestCode: EC_S

Electrical Conductivity 0.50 107 90 1100.10 00.54

Sample ID LCS2-R111054

Batch ID: R111055 TestNo: LDNR 29-B Analysis Date: 7/1/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: ZZZZZZ

RunNo: 111055

SeqNo: 2742513

LCS2SampType: TestCode: EC_S

Electrical Conductivity 53.00 101 90 1100.10 053.3

Sample ID 22061196-005ADUP

Batch ID: R111055 TestNo: LDNR 29-B Analysis Date: 7/1/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mmhos/cm

PQL

Client ID: SB 4  0-2

RunNo: 111055

SeqNo: 2742519

DUPSampType: TestCode: EC_S

Electrical Conductivity 200.10 0.64 0.470.63

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Grand River Levert 9326-025-0100
Client: ICON Environmental Services

BatchID: R111104

15-Jul-22

QC SUMMARY REPORT
22061196WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061154-020ADUP

Batch ID: R111104 TestNo: LDNR 29-B Analysis Date: 6/27/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: wt%

PQL

Client ID: ZZZZZZ

RunNo: 111104

SeqNo: 2743402

DUPSampType: TestCode: PMOIST_29B

Percent Moisture 201.00 31.70 1.8832.3

Qualifiers:   * Value exceeds Maximum Contaminant Level. B Analyte detected in the associated Method Blank H Holding times for preparation or analysis exceeded
M Matrix Interference ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 22061196

Sample Log-In Check List

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

6/28/2022 8:45:00 AM

How was the sample delivered? Client

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.

2.

5.

9.

10.

11.

12.

13.

14.

15.

16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Logged by:

Completed By:

Reviewed By:

6/28/2022 11:01:15 AM

7/9/2022 12:55:27 PM

Martin Lee

Rhonda David

Buffy Bryant

Special Handling (if applicable)
17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date

Regarding:

Via: eMail Phone Fax In Person

Additional remarks:

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.

Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC

5.31 Good Not Present
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July 15, 2022

ICON Environmental Services
Greg Miller

Dear Greg Miller:

RE: Levert-Grand River/9326-025-0100
Order No.: 22061336

FAX (225) 344-6654
TEL: (225) 344-8490

2049 Commercial Drive
Port Allen, LA 70767

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions, Element Lafayette either conducted or subcontracted these 
analyses.  Subcontracted analyses will be identified in the accompanying case narrative. All 
relevant sampling information can be found on the attached Chain-of-Custody form.  Unless 
otherwise noted, all analyses were conducted using EPA approved methodologies and all test 
results meet the applicable requirements of TNI.  Reported results relate only to the items 
tested.  

Where applicable, all soil data, except for 29-B, are reported on a wet-weight basis unless 
otherwise indicated in the units field as –dry.

LELAP Certification No.: 01997. TCEQ Certification No.: T104704261. LDHH Certification 
No.: LA023. ISDH Certification No.: C-LA-01. NDELCP Certification No.: R-226. A scope of 
accredited parameters is available upon request. A "#" by the test method or analyte indicates
this parameter is outside the scope of accreditation. PA registration No.: 68-05967.

Estimated uncertainty is available upon request. This report shall not be reproduced, except in 
full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

Element Materials Technology Lafayette received 2 sample(s) on 6/29/2022 for the analyses 
presented in the following report.
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Project: Levert-Grand River/9326-025-0100
CLIENT: ICON Environmental Services

7/15/2022

Case Narrative
22061336

Date:

WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 
analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 
duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 
a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 
a quality control check for each analytical batch. When the matrix QC data is not available due to 
insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch 
is determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 
section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 
data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 
page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 
data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 
summary page(s).
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Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8

Collection Date: 6/28/2022 11:45:00 AM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 22061336-001

7/15/2022

Analytical Report
22061336

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN WATER BY SW8015

TPH DRO/ORO IN WATER BY SW8015

SW8015B Analyst: CRMSW3511

TPH (Diesel Range) 7/1/2022 9:37:00 PM0.131 mg/L 1< 0.131

TPH (Oil Range) 7/1/2022 9:37:00 PM0.121 mg/L 1< 0.121

    Surr: 4-Terphenyl-d14 S 7/1/2022 9:37:00 PM51.4 - 146 %Rec 127.8

NOTES:

S: Surrogate outside of control limits. Re-extraction was not possible due to insufficient sample or holding time constraints.

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015B

SW8015B Analyst: LG

TPH (Gasoline Range) 6/30/2022 7:46:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

6/30/2022 7:46:00 PM70 - 130 %Rec 191.2

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021B

SW8021B Analyst: LG

Benzene 6/30/2022 7:46:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 6/30/2022 7:46:00 PM0.00500 mg/L 1< 0.00500

Toluene 6/30/2022 7:46:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 6/30/2022 7:46:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

6/30/2022 7:46:00 PM70 - 130 %Rec 182.8

MERCURY IN GROUND WATER,TOTAL SW7470A Analyst: BXB

Mercury 7/1/2022 8:43:45 AM0.000200 mg/L 1< 0.000200

INORGANIC ANIONS IN WATER BY IC SW9056A Analyst: SGP

Chloride 6/30/2022 11:05:25 AM12.5 mg/L 5058.0

Sulfate 6/30/2022 12:55:45 PM0.250 mg/L 1< 0.250

METALS IN WATER BY ICP, TOTALS SW6010B Analyst: MRM

Barium 7/7/2022 11:36:46 AM0.0100 mg/L 10.729

Cadmium 7/7/2022 11:36:46 AM0.00500 mg/L 1< 0.00500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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http://www.element.com


Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-8

Collection Date: 6/28/2022 11:45:00 AM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 22061336-001

7/15/2022

Analytical Report
22061336

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

METALS IN WATER BY ICP, TOTALS SW6010B Analyst: MRM

Calcium 7/7/2022 11:36:46 AM0.500 mg/L 1220

Chromium 7/7/2022 11:36:46 AM0.0100 mg/L 1< 0.0100

Iron 7/7/2022 11:36:46 AM0.0500 mg/L 136.1

Lead 7/7/2022 11:36:46 AM0.0100 mg/L 1< 0.0100

Magnesium 7/7/2022 11:36:46 AM0.500 mg/L 163.0

Manganese 7/7/2022 11:36:46 AM0.0100 mg/L 10.761

Potassium 7/7/2022 11:36:46 AM5.00 mg/L 110.1

Sodium 7/7/2022 11:36:46 AM10.0 mg/L 146.0

Strontium 7/7/2022 11:36:46 AM0.0100 mg/L 11.41

Zinc 7/7/2022 11:36:46 AM0.0100 mg/L 1< 0.0100

METALS IN WATER BY ICP-MS, TOTAL SW6020A Analyst: MRB

Arsenic 7/6/2022 11:09:49 AM0.00250 mg/L 100.301

ALKALINITY; TOTAL, CARB, BICARB SM2320 B Analyst: AD

Alkalinity, Bicarbonate (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1808

Alkalinity, Carbonate (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1< 20.0

Alkalinity, Total (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1808

TOTAL DISSOLVED SOLIDS SM2540C Analyst: GMS

Total Dissolved Solids (Residue, 
Filterable)

7/5/2022 6:51:00 AM50.0 mg/L 5920

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9

Collection Date: 6/28/2022 3:10:00 PM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 22061336-002

7/15/2022

Analytical Report
22061336

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

TPH-D/O IN WATER BY SW8015

TPH DRO/ORO IN WATER BY SW8015

SW8015B Analyst: CRMSW3511

TPH (Diesel Range) 7/1/2022 10:09:00 PM0.131 mg/L 1< 0.131

TPH (Oil Range) 7/1/2022 10:09:00 PM0.121 mg/L 1< 0.121

    Surr: 4-Terphenyl-d14 S 7/1/2022 10:09:00 PM51.4 - 146 %Rec 131.9

NOTES:

S: Surrogate outside of control limits. Re-extraction was not possible due to insufficient sample or holding time constraints.

BTEX/TPH-G IN WATER BY SW8021/8015

TPH-GRO IN WATER BY SW8015B

SW8015B Analyst: LG

TPH (Gasoline Range) 6/30/2022 8:13:00 PM0.150 mg/L 1< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

6/30/2022 8:13:00 PM70 - 130 %Rec 193.6

BTEX/TPH-G IN WATER BY SW8021/8015

BTEX IN WATER BY SW8021B

SW8021B Analyst: LG

Benzene 6/30/2022 8:13:00 PM0.00500 mg/L 1< 0.00500

Ethylbenzene 6/30/2022 8:13:00 PM0.00500 mg/L 1< 0.00500

Toluene 6/30/2022 8:13:00 PM0.0100 mg/L 1< 0.0100

Xylenes, Total 6/30/2022 8:13:00 PM0.0500 mg/L 1< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

6/30/2022 8:13:00 PM70 - 130 %Rec 184.2

MERCURY IN GROUND WATER,TOTAL SW7470A Analyst: BXB

Mercury 7/1/2022 8:46:04 AM0.000200 mg/L 1< 0.000200

INORGANIC ANIONS IN WATER BY IC SW9056A Analyst: SGP

Chloride 6/30/2022 11:19:12 AM12.5 mg/L 5088.7

Sulfate 6/30/2022 1:09:33 PM0.250 mg/L 1< 0.250

METALS IN WATER BY ICP, TOTALS SW6010B Analyst: MRM

Barium 7/7/2022 11:39:03 AM0.0100 mg/L 10.696

Cadmium 7/7/2022 11:39:03 AM0.00500 mg/L 1< 0.00500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100

Client Sample ID LT-9

Collection Date: 6/28/2022 3:10:00 PM

Matrix: AQUEOUS

CLIENT: ICON Environmental Services

Lab ID: 22061336-002

7/15/2022

Analytical Report
22061336

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

METALS IN WATER BY ICP, TOTALS SW6010B Analyst: MRM

Calcium 7/7/2022 11:39:03 AM0.500 mg/L 1212

Chromium 7/7/2022 11:39:03 AM0.0100 mg/L 1< 0.0100

Iron 7/7/2022 11:39:03 AM0.0500 mg/L 136.7

Lead 7/7/2022 11:39:03 AM0.0100 mg/L 1< 0.0100

Magnesium 7/7/2022 11:39:03 AM0.500 mg/L 158.2

Manganese 7/7/2022 11:39:03 AM0.0100 mg/L 10.788

Potassium 7/7/2022 11:39:03 AM5.00 mg/L 19.63

Sodium 7/7/2022 11:39:03 AM10.0 mg/L 144.9

Strontium 7/7/2022 11:39:03 AM0.0100 mg/L 11.31

Zinc 7/7/2022 11:39:03 AM0.0100 mg/L 10.0117

METALS IN WATER BY ICP-MS, TOTAL SW6020A Analyst: MRB

Arsenic 7/6/2022 11:12:37 AM0.00250 mg/L 100.281

ALKALINITY; TOTAL, CARB, BICARB SM2320 B Analyst: AD

Alkalinity, Bicarbonate (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1780

Alkalinity, Carbonate (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1< 20.0

Alkalinity, Total (As CaCO3) 7/5/2022 8:57:00 AM20.0 mgCaCO3/L 1780

TOTAL DISSOLVED SOLIDS SM2540C Analyst: GMS

Total Dissolved Solids (Residue, 
Filterable)

7/5/2022 6:51:00 AM50.0 mg/L 5965

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit R RPD outside accepted recovery limits
RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected
W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44289

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44289

Batch ID: 44289 TestNo: SW7470A Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111044

SeqNo: 2741976

MBLKSampType: TestCode: HG_W_7470

Mercury 0.000200< 0.000200

Sample ID LCS-44289

Batch ID: 44289 TestNo: SW7470A Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111044

SeqNo: 2741977

LCSSampType: TestCode: HG_W_7470

Mercury 0.01000 87.7 80 1200.000200 00.00877

Sample ID LCSD-44289

Batch ID: 44289 TestNo: SW7470A Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111044

SeqNo: 2741978

LCSDSampType: TestCode: HG_W_7470

Mercury 0.01000 88.1 80 120 200.000200 0 0.008774 0.4160.00881

Sample ID 22061332-016BMS

Batch ID: 44289 TestNo: SW7470A Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111044

SeqNo: 2741980

MSSampType: TestCode: HG_W_7470

Mercury 0.01000 85.6 75 1250.000200 00.00856

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44289

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061332-016BMSD

Batch ID: 44289 TestNo: SW7470A Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111044

SeqNo: 2741981

MSDSampType: TestCode: HG_W_7470

Mercury 0.01000 85.2 75 125 200.000200 0 0.008560 0.4700.00852

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44290

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44290

Batch ID: 44290 TestNo: SW6020A Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111154

SeqNo: 2744579

MBLKSampType: TestCode: 6020A_W

Arsenic 0.000250< 0.000250

Sample ID LCS-44290

Batch ID: 44290 TestNo: SW6020A Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111154

SeqNo: 2744580

LCSSampType: TestCode: 6020A_W

Arsenic 0.500 104 80 1200.00500 00.518

Sample ID LCSD-44290

Batch ID: 44290 TestNo: SW6020A Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111154

SeqNo: 2744581

LCSDSampType: TestCode: 6020A_W

Arsenic 0.500 103 80 120 200.00500 0 0.518 0.5520.515

Sample ID 22061332-004BMS

Batch ID: 44290 TestNo: SW6020A Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111154

SeqNo: 2744591

MSSampType: TestCode: 6020A_W

Arsenic 0.500 102 75 1250.00500 0.0001810.508

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44290

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061332-004BMSD

Batch ID: 44290 TestNo: SW6020A Analysis Date: 7/6/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111154

SeqNo: 2744592

MSDSampType: TestCode: 6020A_W

Arsenic 0.500 101 75 125 200.00500 0.000181 0.508 0.1330.507

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44291

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-44291

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111187

SeqNo: 2745982

MBLKSampType: TestCode: 6010_W

Barium 0.0100< 0.0100

Cadmium 0.00500< 0.00500

Calcium 0.500< 0.500

Chromium 0.0100< 0.0100

Iron 0.0500< 0.0500

Lead 0.0100< 0.0100

Magnesium 0.500< 0.500

Manganese 0.0100< 0.0100

Potassium 5.00< 5.00

Sodium 10.0< 10.0

Strontium 0.0100< 0.0100

Zinc 0.0100< 0.0100

Sample ID LCS-44291

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111187

SeqNo: 2745983

LCSSampType: TestCode: 6010_W

Barium 0.5000 98.5 80 1200.0100 00.493

Cadmium 0.5000 96.2 80 1200.00500 00.481

Calcium 50.00 98.4 80 1200.500 049.2

Chromium 0.5000 97.3 80 1200.0100 00.487

Iron 0.5000 98.0 80 1200.0500 00.490

Lead 0.5000 95.7 80 1200.0100 00.479

Magnesium 50.00 97.8 80 1200.500 048.9

Manganese 0.5000 96.7 80 1200.0100 00.483

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44291

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCS-44291

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111187

SeqNo: 2745983

LCSSampType: TestCode: 6010_W

Potassium 50.00 98.7 80 1205.00 049.4

Sodium 50.00 98.9 80 12010.0 049.4

Strontium 0.5000 98.1 80 1200.0100 00.490

Zinc 0.5000 93.8 80 1200.0100 00.469

Sample ID LCSD-44291

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111187

SeqNo: 2745984

LCSDSampType: TestCode: 6010_W

Barium 0.5000 98.9 80 120 200.0100 0 0.4926 0.4420.495

Cadmium 0.5000 97.0 80 120 200.00500 0 0.4812 0.7870.485

Calcium 50.00 99.3 80 120 200.500 0 49.21 0.94849.7

Chromium 0.5000 98.0 80 120 200.0100 0 0.4866 0.6600.490

Iron 0.5000 99.5 80 120 200.0500 0 0.4902 1.480.497

Lead 0.5000 95.9 80 120 200.0100 0 0.4786 0.1400.479

Magnesium 50.00 98.8 80 120 200.500 0 48.92 0.98649.4

Manganese 0.5000 97.6 80 120 200.0100 0 0.4835 0.9490.488

Potassium 50.00 99.7 80 120 205.00 0 49.36 0.95949.8

Sodium 50.00 100 80 120 2010.0 0 49.45 1.4750.2

Strontium 0.5000 98.9 80 120 200.0100 0 0.4903 0.8910.495

Zinc 0.5000 97.4 80 120 200.0100 0 0.4692 3.670.487

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44291

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061331-004BMS

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2745989

MSSampType: TestCode: 6010_W

Barium 0.5000 95.8 75 1250.0100 0.13650.616

Cadmium 0.5000 98.6 75 1250.00500 00.493

Calcium 50.00 101 75 1250.500 19.8070.2

Chromium 0.5000 99.0 75 1250.0100 0.0013300.496

Iron 0.5000 95.3 75 1250.0500 0.076760.553

Lead 0.5000 96.3 75 1250.0100 00.481

Magnesium 50.00 100 75 1250.500 8.82258.9

Manganese 0.5000 98.3 75 1250.0100 0.15630.648

Potassium 50.00 100 75 1255.00 2.63852.7

Sodium 50.00 102 75 12510.0 53.58104

Strontium 0.5000 101 75 1250.0100 0.16020.663

Zinc 0.5000 97.0 75 1250.0100 00.485

Sample ID 22061331-004BMSD

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2745990

MSDSampType: TestCode: 6010_W

Barium 0.5000 94.8 75 125 200.0100 0.1365 0.6157 0.8240.611

Cadmium 0.5000 97.8 75 125 200.00500 0 0.4931 0.7980.489

Calcium 50.00 99.8 75 125 200.500 19.80 70.20 0.70769.7

Chromium 0.5000 98.2 75 125 200.0100 0.001330 0.4964 0.8290.492

Iron 0.5000 94.4 75 125 200.0500 0.07676 0.5534 0.8330.549

Lead 0.5000 95.6 75 125 200.0100 0 0.4814 0.7420.478

Magnesium 50.00 99.6 75 125 200.500 8.822 58.87 0.42158.6

Manganese 0.5000 97.1 75 125 200.0100 0.1563 0.6477 0.9290.642

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44291

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061331-004BMSD

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2745990

MSDSampType: TestCode: 6010_W

Potassium 50.00 100 75 125 205.00 2.638 52.75 0.099952.7

Sodium 50.00 99.6 75 125 2010.0 53.58 104.4 0.955103

Strontium 0.5000 99.3 75 125 200.0100 0.1602 0.6629 0.9320.657

Zinc 0.5000 95.4 75 125 200.0100 0 0.4850 1.600.477

Sample ID 22061332-004BMS

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2746027

MSSampType: TestCode: 6010_W

Barium 0.5000 94.6 75 1250.0100 0.13530.608

Cadmium 0.5000 97.5 75 1250.00500 00.487

Calcium 50.00 99.8 75 1250.500 19.7069.6

Chromium 0.5000 97.8 75 1250.0100 0.0013400.490

Iron 0.5000 93.9 75 1250.0500 0.077010.547

Lead 0.5000 94.6 75 1250.0100 00.473

Magnesium 50.00 99.1 75 1250.500 8.74258.3

Manganese 0.5000 96.8 75 1250.0100 0.15540.639

Potassium 50.00 99.8 75 1255.00 2.52752.4

Sodium 50.00 102 75 12510.0 52.30103

Strontium 0.5000 99.3 75 1250.0100 0.15920.656

Zinc 0.5000 95.7 75 1250.0100 00.478

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44291

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061332-004BMSD

Batch ID: 44291 TestNo: SW6010B Analysis Date: 7/7/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111187

SeqNo: 2746029

MSDSampType: TestCode: 6010_W

Barium 0.5000 90.6 75 125 200.0100 0.1353 0.6080 3.340.588

Cadmium 0.5000 94.3 75 125 200.00500 0 0.4873 3.260.472

Calcium 50.00 94.8 75 125 200.500 19.70 69.60 3.6567.1

Chromium 0.5000 94.4 75 125 200.0100 0.001340 0.4904 3.590.473

Iron 0.5000 89.7 75 125 200.0500 0.07701 0.5467 3.990.525

Lead 0.5000 92.8 75 125 200.0100 0 0.4728 1.910.464

Magnesium 50.00 95.1 75 125 200.500 8.742 58.28 3.4656.3

Manganese 0.5000 92.6 75 125 200.0100 0.1554 0.6393 3.330.618

Potassium 50.00 96.7 75 125 205.00 2.527 52.40 2.9350.9

Sodium 50.00 90.6 75 125 2010.0 52.30 103.4 5.7797.6

Strontium 0.5000 94.5 75 125 200.0100 0.1592 0.6559 3.760.632

Zinc 0.5000 91.8 75 125 200.0100 0 0.4785 4.130.459

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44300

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID lcsd-d44300

Batch ID: 44300 TestNo: SW8015B Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111100

SeqNo: 2743229

LCSDSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 1.710 113 70 130 14.10.130 0 1.887 2.181.93

    Surr: 4-Terphenyl-d14 0.05701 154 51.4 146 40 S00.0879

NOTES:

S - Surrogate recovery(ies) outside of the control limits. However, recovery(ies) of the target analytes are within the limits.

Sample ID lcsd-m44300

Batch ID: 44300 TestNo: SW8015B Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111100

SeqNo: 2743230

LCSDSampType: TestCode: 8015_DO_W_

SW3511

TPH (Oil Range) 1.711 108 70 130 23.20.120 0 1.914 3.131.85

    Surr: 4-Terphenyl-d14 0.05704 131 51.4 146 4000.0745

Sample ID lcs-m44300

Batch ID: 44300 TestNo: SW8015B Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111100

SeqNo: 2743231

LCSSampType: TestCode: 8015_DO_W_

SW3511

TPH (Oil Range) 1.706 112 70 1300.119 01.91

    Surr: 4-Terphenyl-d14 0.05686 143 51.4 1460.0813

Sample ID mb-44300

Batch ID: 44300 TestNo: SW8015B Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111100

SeqNo: 2743232

MBLKSampType: TestCode: 8015_DO_W_

SW3511

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 16 of 27

August Levert_BP Plan_001073

http://www.element.com


Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: 44300

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID mb-44300

Batch ID: 44300 TestNo: SW8015B Analysis Date: 7/1/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111100

SeqNo: 2743232

MBLKSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 0.129< 0.129

TPH (Oil Range) 0.119< 0.119

    Surr: 4-Terphenyl-d14 0.05672 87.9 51.4 1460.0498

Sample ID lcs-d44300

Batch ID: 44300 TestNo: SW8015B Analysis Date: 7/5/2022

Prep Date: 6/30/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111100

SeqNo: 2744421

LCSSampType: TestCode: 8015_DO_W_

SW3511

TPH (Diesel Range) 1.680 112 70 1300.127 01.89

    Surr: 4-Terphenyl-d14 0.05600 132 51.4 1460.0739

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111048

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MBLK

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111048

SeqNo: 2742263

MBLKSampType: TestCode: 9056_W

Chloride 0.250< 0.250

Sulfate 0.250< 0.250

Sample ID LCS

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111048

SeqNo: 2742264

LCSSampType: TestCode: 9056_W

Chloride 10.00 101 80 1200.250 010.1

Sulfate 10.00 96.2 80 1200.250 09.62

Sample ID LCSD

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111048

SeqNo: 2742265

LCSDSampType: TestCode: 9056_W

Chloride 10.00 101 80 120 150.250 0 10.09 0.30210.1

Sulfate 10.00 95.9 80 120 150.250 0 9.618 0.2819.59

Sample ID 22061329-001DMS

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111048

SeqNo: 2742268

MSSampType: TestCode: 9056_W

Chloride 5.000 101 80 1200.250 0.23025.29

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111048

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061329-001DMS

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111048

SeqNo: 2742268

MSSampType: TestCode: 9056_W

Sulfate 5.000 97.7 80 1200.250 0.65505.54

Sample ID 22061329-001DMSD

Batch ID: R111048 TestNo: SW9056A Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111048

SeqNo: 2742269

MSDSampType: TestCode: 9056_W

Chloride 5.000 105 80 120 150.250 0.2302 5.286 3.675.48

Sulfate 5.000 97.7 80 120 150.250 0.6550 5.539 0.02395.54

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111049

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID BTEX LCS

Batch ID: R111049 TestNo: SW8021B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111049

SeqNo: 2742329

LCSSampType: TestCode: 8021_BTEX_

Benzene 0.05000 93.0 72 1200.00500 00.0465

Ethylbenzene 0.05000 98.0 76 1290.00500 00.0490

Toluene 0.05000 94.2 78 1200.0100 00.0471

Xylenes, Total 0.1500 97.0 75 1250.0500 00.146

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 90.8 70 1300.0454

Sample ID BTEX LCSD

Batch ID: R111049 TestNo: SW8021B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111049

SeqNo: 2742330

LCSDSampType: TestCode: 8021_BTEX_

Benzene 0.05000 95.0 72 120 200.00500 0 0.04650 2.130.0475

Ethylbenzene 0.05000 100 76 129 200.00500 0 0.04900 2.020.0500

Toluene 0.05000 95.8 78 120 200.0100 0 0.04710 1.680.0479

Xylenes, Total 0.1500 99.1 75 125 200.0500 0 0.1455 2.180.149

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 87.0 70 130 2000.0435

Sample ID MBLK ACID

Batch ID: R111049 TestNo: SW8021B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111049

SeqNo: 2742331

MBLKSampType: TestCode: 8021_BTEX_

Benzene 0.00500< 0.00500

Ethylbenzene 0.00500< 0.00500

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111049

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MBLK ACID

Batch ID: R111049 TestNo: SW8021B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111049

SeqNo: 2742331

MBLKSampType: TestCode: 8021_BTEX_

Toluene 0.0100< 0.0100

Xylenes, Total 0.0500< 0.0500

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 81.6 70 1300.0408

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111052

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID GAS LCS

Batch ID: R111052 TestNo: SW8015B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: LCSW

RunNo: 111052

SeqNo: 2742411

LCSSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 12.50 118 80 1300.150 014.7

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 127 70 1300.0635

Sample ID GAS LCSD

Batch ID: R111052 TestNo: SW8015B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units:

PQL

Client ID: LCSS02

RunNo: 111052

SeqNo: 2742412

LCSDSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 12.50 113 80 130 200.150 0 14.74 4.3114.1

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 124 70 130 2000.0621

Sample ID MBLK ACID

Batch ID: R111052 TestNo: SW8015B Analysis Date: 6/30/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111052

SeqNo: 2742413

MBLKSampType: TestCode: 8015_G_W

TPH (Gasoline Range) 0.150< 0.150

    Surr: alpha, alpha, alpha-
Trifluorotoluene

0.05000 93.0 70 1300.0465

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111091

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-R111091

Batch ID: R111091 TestNo: SM2540C Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: PBW

RunNo: 111091

SeqNo: 2744533

MBLKSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

10.0< 10.0

Sample ID LCS-R111091

Batch ID: R111091 TestNo: SM2540C Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSW

RunNo: 111091

SeqNo: 2744534

LCSSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1,000 101 85 11510.0 01,010

Sample ID LCSD-R111091

Batch ID: R111091 TestNo: SM2540C Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: LCSS02

RunNo: 111091

SeqNo: 2744535

LCSDSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1,000 101 85 115 1010.0 0 1,014 0.2961,010

Sample ID 22061331-004ADUP

Batch ID: R111091 TestNo: SM2540C Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111091

SeqNo: 2744541

DUPSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1010.0 292.0 6.00275

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111091

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22061331-004ADUP

Batch ID: R111091 TestNo: SM2540C Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111091

SeqNo: 2744541

DUPSampType: TestCode: TDS_2540C

Sample ID 22061331-009ADUP

Batch ID: R111091 TestNo: SM2540C Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/L

PQL

Client ID: ZZZZZZ

RunNo: 111091

SeqNo: 2744557

DUPSampType: TestCode: TDS_2540C

Total Dissolved Solids (Residue, 
Filterable)

1010.0 357.0 0.844354

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River/9326-025-0100
Client: ICON Environmental Services

BatchID: R111094

15-Jul-22

QC SUMMARY REPORT
22061336WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-R111094

Batch ID: R111094 TestNo: SM2320 B Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: PBW

RunNo: 111094

SeqNo: 2743209

MBLKSampType: TestCode: ALK

Alkalinity, Bicarbonate (As CaCO3) 20.0< 20.0

Alkalinity, Carbonate (As CaCO3) 20.0< 20.0

Alkalinity, Total (As CaCO3) 20.0< 20.0

Sample ID LCS-R111094

Batch ID: R111094 TestNo: SM2320 B Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: LCSW

RunNo: 111094

SeqNo: 2743210

LCSSampType: TestCode: ALK

Alkalinity, Total (As CaCO3) 50.00 98.0 80 12020.0 049.0

Sample ID 22061144-003ADUP

Batch ID: R111094 TestNo: SM2320 B Analysis Date: 7/5/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mgCaCO3/L

PQL

Client ID: ZZZZZZ

RunNo: 111094

SeqNo: 2743214

DUPSampType: TestCode: ALK

Alkalinity, Bicarbonate (As CaCO3) 2020.0 312.5 4.08300

Alkalinity, Carbonate (As CaCO3) 2020.0 0 0< 20.0

Alkalinity, Total (As CaCO3) 2020.0 312.5 4.08300

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
R RPD outside accepted recovery limits RL Reporting Limit S Spike Recovery outside accepted recovery limits

SDL Sample detection limit U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 22061336

Sample Log-In Check List

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

6/29/2022 2:50:00 PM

How was the sample delivered? Element

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.

2.

5.

9.

10.

11.

12.

13.

14.

15.

16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Logged by:

Completed By:

Reviewed By:

6/29/2022 6:23:39 PM

7/9/2022 1:00:28 PM

Tammy Thibodeaux

Tammy Thibodeaux

Buffy Bryant

Special Handling (if applicable)
17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date

Regarding:

Via: eMail Phone Fax In Person

Additional remarks:

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.

Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC

2.81 Good Not Present
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

7/15/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-179-0010 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 6/28/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana

Laboratory ID: WP MTN: Waypoint Analytical, LLC., Memphis, TN

State Program Lab ID Expiration Date

02/28/202340750State ProgramAlabama

02/07/202388-0650State ProgramArkansas

06/30/20232904State ProgramCalifornia

06/30/2023E871157State Program - NELAPFlorida

02/18/2023C044State ProgramGeorgia

06/30/202304015State ProgramGeorgia

10/10/2022200078State Program - NELAPIllinois

06/30/202280215State ProgramKentucky

12/31/2022KY90047State ProgramKentucky

12/31/2022LA037State Program - NELAPLouisiana

06/30/202304015State Program - NELAPLouisiana

02/11/2023MSState ProgramMississippi

12/31/2022415State ProgramNorth Carolina

05/31/202368-03195State Program - NELAPPennsylvania

06/30/202284002State ProgramSouth Carolina

02/11/202302027State ProgramTennessee

09/30/2022T104704180State Program - NELAPTexas

06/30/202300106State ProgramVirginia

09/14/2022460181State Program - NELAPVirginia

Laboratory ID: WP RMS: Waypoint Analytical Mississippi, Inc., Ridgeland, MS

State Program Lab ID Expiration Date

02/01/202388-1409State ProgramArkansas

12/31/2022KY98013State ProgramKentucky

06/30/202304023State Program - NELAPLouisiana

12/31/2022694State ProgramNorth Carolina

Page 1 of 1 00007/22-179-0010
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0010

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/22/2022 15:00Groundwater 70440 LT-4 (13-18) 06/28/2022

06/22/2022 15:00Groundwater 70440 LT-4 (13-18) 06/28/2022 8270D SIM WP MTN -

06/22/2022 15:00Groundwater 70440 LT-4 (13-18) 06/28/2022 8260B WP RMS -

06/22/2022 15:00Groundwater 70440 LT-4 (13-18) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 15:00Groundwater 70440 LT-4 (13-18) 06/28/2022 7470A WP RMS -

06/22/2022 15:00Groundwater 70440 LT-4 (13-18) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 15:00Groundwater 70440 LT-4 (13-18) 06/28/2022 6020B WP RMS -

06/22/2022 15:00Aqueous 70441 LT-4 (13-18) 06/28/2022 7470A WP RMS -

06/22/2022 15:00Aqueous 70441 LT-4 (13-18) 06/28/2022 6020B WP RMS -

06/23/2022 11:20Groundwater 70442 LT-5 (13-23) 06/28/2022

06/23/2022 11:20Groundwater 70442 LT-5 (13-23) 06/28/2022 8270D SIM WP MTN -

06/23/2022 11:20Groundwater 70442 LT-5 (13-23) 06/28/2022 7470A WP RMS -

06/23/2022 11:20Groundwater 70442 LT-5 (13-23) 06/28/2022 6020B WP RMS -

06/23/2022 11:20Groundwater 70442 LT-5 (13-23) 06/28/2022 8260B WP RMS -

06/23/2022 11:20Groundwater 70442 LT-5 (13-23) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 11:20Groundwater 70442 LT-5 (13-23) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 11:20Aqueous 70443 LT-5 (13-23) 06/28/2022 7470A WP RMS -

06/23/2022 11:20Aqueous 70443 LT-5 (13-23) 06/28/2022 6020B WP RMS -

06/22/2022 14:00Groundwater 70444 Field Blank 06/28/2022 8260B WP RMS -

06/22/2022 14:00Groundwater 70444 Field Blank 06/28/2022 MAVPH LA WP RMS -

06/23/2022 10:00Groundwater 70445 Field Blank 06/28/2022 8260B WP RMS -

06/23/2022 10:00Groundwater 70445 Field Blank 06/28/2022 MAVPH LA WP RMS -

06/22/2022 07:00Groundwater 70446 Trip Blank 06/28/2022 8260B WP RMS -

06/22/2022 07:00Groundwater 70446 Trip Blank 06/28/2022 MAVPH LA WP RMS -

06/23/2022 06:40Groundwater 70447 Trip Blank 06/28/2022 8260B WP RMS -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0010

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/23/2022 06:40Groundwater 70447 Trip Blank 06/28/2022 MAVPH LA WP RMS -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Client: Hydro-Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 22-179-0010 
Date: 7/15/2022 
            
 
Metals Analyses Method 6020B 
Sample  70442 (LT-5 (13-23)) 
Analyte: Calcium 
QC Batch No: L625962/L624533 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A dilution test 
was performed and passed quality control acceptance ranges.  No matrix interference is suspected. 
 
Sample  70442 (LT-5 (13-23)) 
Analyte: Iron 
QC Batch No: L625962/L624533 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
 
Sample  70442 (LT-5 (13-23)) 
Analyte: Magnesium 
QC Batch No: L625962/L624533 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A dilution test 
was performed and passed quality control acceptance ranges.  No matrix interference is suspected. 
 
Sample  70442 (LT-5 (13-23)) 
Analyte: Manganese 
QC Batch No: L625476/L624533 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A dilution test 
was performed and passed quality control acceptance ranges.  No matrix interference is suspected. 
 
Sample  70442 (LT-5 (13-23)) 
Analyte: Strontium 
QC Batch No: L625962/L624533 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A dilution test 
was performed and passed quality control acceptance ranges.  No matrix interference is suspected. 
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-4 (13-18)

 70440 Matrix:

6/22/2022 15:00

Groundwater

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2320B-2011

560 mg/L 10Bicarbonate 1 07/06/22 11:00 A74938APB

<10 mg/L 10Carbonate 1 07/06/22 11:00 A74938APB

560 mg/L 10Alkalinity (as CaCO3) 1 07/06/22 11:00 A74938APB

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2510B-2011

1210 µmhos/cm 1.00Conductivity 1 06/30/22 14:00 A74866MJM

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2540C-2011

768 mg/L 10Total Dissolved Solids 1 06/28/22 15:15 A74822MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624533 06/30/22 15:29

0.0151 mg/L 0.0010Arsenic 1 07/06/22 22:37 L625476JTR

0.697 mg/L 0.001Barium 1 07/06/22 22:37 L625476JTR

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-4 (13-18)

 70440 Matrix:

6/22/2022 15:00

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624533 06/30/22 15:29

<0.0010 mg/L 0.0010Cadmium 1 07/06/22 22:37 L625476JTR

148 mg/L 4.00Calcium 20 07/08/22 21:28 L625476FDS

0.001 mg/L 0.001Chromium 1 07/06/22 22:37 L625476JTR

32.9 mg/L 2.00Iron 20 07/08/22 21:28 L625476FDS

0.0017 mg/L 0.0010Lead 1 07/06/22 22:37 L625476JTR

54.6 mg/L 2.00Magnesium 20 07/08/22 21:28 L625476FDS

1.53 mg/L 0.001Manganese 1 07/06/22 22:37 L625476JTR

0.929 mg/L 0.100Potassium 1 07/06/22 22:37 L625476JTR

<0.001 mg/L 0.001Selenium 1 07/06/22 22:37 L625476JTR

<0.0010 mg/L 0.0010Silver 1 07/06/22 22:37 L625476JTR

54.0 mg/L 2.00Sodium 20 07/12/22 00:17 L625476FDS

0.967 mg/L 0.020Strontium 20 07/08/22 21:28 L625476FDS

<0.010 mg/L 0.010Zinc 1 07/06/22 22:37 L625476JTR

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

7470A

7470A Prep Batch(es): L624613 07/01/22 12:30

<0.00020 mg/L 0.00020Mercury 1 07/01/22 16:44 L624796ZMT

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-4 (13-18)

 70440 Matrix:

6/22/2022 15:00

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L624933 07/01/22 08:24

<0.001 mg/L 0.001Benzene 1 07/01/22 13:54 L624958HRS

<0.002 mg/L 0.002Toluene 1 07/01/22 13:54 L624958HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/01/22 13:54 L624958HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/01/22 13:54 L624958

<0.001 mg/L 0.001o-Xylene 1 07/01/22 13:54 L624958HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/01/22 13:54 L624958HRS

Surrogate: 4-Bromofluorobenzene 93.4  Limits: 71-137% 07/01/22 13:541 HRS L624958

Surrogate: Dibromofluoromethane 85.8  Limits: 70-128% 07/01/22 13:541 HRS L624958

Surrogate: 1,2-Dichloroethane - d4 86.0  Limits: 63-136% 07/01/22 13:541 HRS L624958

Surrogate: Toluene-d8 89.0  Limits: 70-130% 07/01/22 13:541 HRS L624958

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

EPA-300.0 (PREP)

EPA-300.0 Prep Batch(es): A74886 06/30/22 09:20

102 mg/L 2.00Chloride 1 06/30/22 11:40 A74887MJM

0.553 mg/L 0.500Bromide (Br) 1 06/30/22 11:40 A74887MJM

<2.50 mg/L 2.50Sulfate 1 06/30/22 11:40 A74887MJM

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-4 (13-18)

 70440 Matrix:

6/22/2022 15:00

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Aqueous)

MAEPH LA Prep Batch(es): L624729 07/01/22 12:50

<0.130 mg/L 0.130Aliphatic >C10-C12 1 07/09/22 21:17 L625932MMK

<0.130 mg/L 0.130Aromatic >C10-C12 1 07/09/22 14:48 L625932MMK

<0.130 mg/L 0.130Aliphatic >C12-C16 1 07/09/22 21:17 L625932MMK

<0.130 mg/L 0.130Aromatic >C12-C16 1 07/09/22 14:48 L625932MMK

<0.130 mg/L 0.130Aromatic >C16-C21 1 07/09/22 14:48 L625932MMK

<0.217 mg/L 0.217Aliphatic >C16-C35 1 07/09/22 21:17 L625932MMK

<0.152 mg/L 0.152Aromatic >C21-C35 1 07/09/22 14:48 L625932MMK

MAEPH LASurrogate: Chlorooctadecane 54.8  Limits: 40-140% 07/09/22 21:171 MMK

MAEPH LASurrogate: OTP Surrogate 93.1  Limits: 40-140% 07/09/22 14:481 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/06/22 01:56 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/06/22 01:56 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/06/22 01:56 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 86.0  Limits: 50-150% 07/06/22 01:561 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-4 (13-18)

 70441 Matrix:

6/22/2022 15:00

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624528 06/30/22 15:29

0.0146 mg/L 0.0010Dissolved Arsenic 1 07/06/22 22:16 L625476JTR

0.669 mg/L 0.001Dissolved Barium 1 07/06/22 22:16 L625476JTR

<0.0010 mg/L 0.0010Dissolved Cadmium 1 07/06/22 22:16 L625476JTR

140 mg/L 4.00Dissolved Calcium 20 07/08/22 21:11 L625476FDS

<0.001 mg/L 0.001Dissolved Chromium 1 07/06/22 22:16 L625476JTR

30.2 mg/L 2.00Dissolved Iron 20 07/08/22 21:11 L625476FDS

<0.0010 mg/L 0.0010Dissolved Lead 1 07/06/22 22:16 L625476JTR

53.6 mg/L 2.00Dissolved Magnesium 20 07/08/22 21:11 L625476FDS

1.43 mg/L 0.001Dissolved Manganese 1 07/06/22 22:16 L625476JTR

0.833 mg/L 0.100Dissolved Potassium 1 07/06/22 22:16 L625476JTR

<0.001 mg/L 0.001Dissolved Selenium 1 07/06/22 22:16 L625476JTR

<0.0010 mg/L 0.0010Dissolved Silver 1 07/06/22 22:16 L625476JTR

49.5 mg/L 2.00Dissolved Sodium 20 07/11/22 23:51 L625476FDS

0.934 mg/L 0.020Dissolved Strontium 20 07/08/22 21:11 L625476FDS

<0.010 mg/L 0.010Dissolved Zinc 1 07/06/22 22:16 L625476JTR

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

7470A

7470A Prep Batch(es): L624898 07/05/22 11:30

<0.00020 mg/L 0.00020Dissolved Mercury 1 07/05/22 14:38 L625065ZMT

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-5 (13-23)

 70442 Matrix:

6/23/2022 11:20

Groundwater

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2320B-2011

510 mg/L 10Bicarbonate 1 07/06/22 11:00 A74938APB

<10 mg/L 10Carbonate 1 07/06/22 11:00 A74938APB

510 mg/L 10Alkalinity (as CaCO3) 1 07/06/22 11:00 A74938APB

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2510B-2011

1440 µmhos/cm 1.00Conductivity 1 06/30/22 14:00 A74866MJM

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2540C-2011

882 mg/L 10Total Dissolved Solids 1 06/28/22 15:15 A74822MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624533 06/30/22 15:29

0.0236 mg/L 0.0010Arsenic 1 07/06/22 22:43 L625476JTR

0.599 mg/L 0.001Barium 1 07/06/22 22:43 L625476JTR

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-5 (13-23)

 70442 Matrix:

6/23/2022 11:20

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624533 06/30/22 15:29

<0.0010 mg/L 0.0010Cadmium 1 07/06/22 22:43 L625476JTR

149 mg/L 4.00Calcium 20 07/08/22 21:32 L625476FDS

0.001 mg/L 0.001Chromium 1 07/06/22 22:43 L625476JTR

25.3 mg/L 2.00Iron 20 07/08/22 21:32 L625476FDS

<0.0010 mg/L 0.0010Lead 1 07/06/22 22:43 L625476JTR

58.6 mg/L 2.00Magnesium 20 07/08/22 21:32 L625476FDS

1.90 mg/L 0.001Manganese 1 07/06/22 22:43 L625476JTR

2.94 mg/L 0.100Potassium 1 07/06/22 22:43 L625476JTR

<0.001 mg/L 0.001Selenium 1 07/06/22 22:43 L625476JTR

<0.0010 mg/L 0.0010Silver 1 07/06/22 22:43 L625476JTR

60.5 mg/L 2.00Sodium 20 07/12/22 00:21 L625476FDS

1.12 mg/L 0.020Strontium 20 07/08/22 21:32 L625476FDS

<0.010 mg/L 0.010Zinc 1 07/06/22 22:43 L625476JTR

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

7470A

7470A Prep Batch(es): L624613 07/01/22 12:30

<0.00020 mg/L 0.00020Mercury 1 07/01/22 16:50 L624796ZMT

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 12 of 40
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-5 (13-23)

 70442 Matrix:

6/23/2022 11:20

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L624933 07/01/22 08:24

<0.001 mg/L 0.001Benzene 1 07/01/22 14:14 L624958HRS

<0.002 mg/L 0.002Toluene 1 07/01/22 14:14 L624958HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/01/22 14:14 L624958HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/01/22 14:14 L624958

<0.001 mg/L 0.001o-Xylene 1 07/01/22 14:14 L624958HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/01/22 14:14 L624958HRS

Surrogate: 4-Bromofluorobenzene 94.6  Limits: 71-137% 07/01/22 14:141 HRS L624958

Surrogate: Dibromofluoromethane 84.0  Limits: 70-128% 07/01/22 14:141 HRS L624958

Surrogate: 1,2-Dichloroethane - d4 84.4  Limits: 63-136% 07/01/22 14:141 HRS L624958

Surrogate: Toluene-d8 87.2  Limits: 70-130% 07/01/22 14:141 HRS L624958

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

EPA-300.0 (PREP)

EPA-300.0 Prep Batch(es): A74886 06/30/22 09:20

206 mg/L 2.00Chloride 1 06/30/22 11:52 A74887MJM

0.687 mg/L 0.500Bromide (Br) 1 06/30/22 11:52 A74887MJM

<2.50 mg/L 2.50Sulfate 1 06/30/22 11:52 A74887MJM

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 13 of 40
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-5 (13-23)

 70442 Matrix:

6/23/2022 11:20

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Aqueous)

MAEPH LA Prep Batch(es): L624729 07/01/22 12:50

<0.136 mg/L 0.136Aliphatic >C10-C12 1 07/09/22 21:41 L625932MMK

<0.136 mg/L 0.136Aromatic >C10-C12 1 07/09/22 15:13 L625932MMK

<0.136 mg/L 0.136Aliphatic >C12-C16 1 07/09/22 21:41 L625932MMK

<0.136 mg/L 0.136Aromatic >C12-C16 1 07/09/22 15:13 L625932MMK

<0.136 mg/L 0.136Aromatic >C16-C21 1 07/09/22 15:13 L625932MMK

0.324 mg/L 0.227Aliphatic >C16-C35 1 07/09/22 21:41 L625932MMK

<0.159 mg/L 0.159Aromatic >C21-C35 1 07/09/22 15:13 L625932MMK

MAEPH LASurrogate: Chlorooctadecane 61.7  Limits: 40-140% 07/09/22 21:411 MMK

MAEPH LASurrogate: OTP Surrogate 83.3  Limits: 40-140% 07/09/22 15:131 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/06/22 02:37 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/06/22 02:37 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/06/22 02:37 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 74.9  Limits: 50-150% 07/06/22 02:371 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 14 of 40
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:LT-5 (13-23)

 70443 Matrix:

6/23/2022 11:20

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624528 06/30/22 15:29

0.0231 mg/L 0.0010Dissolved Arsenic 1 07/06/22 22:22 L625476JTR

0.612 mg/L 0.001Dissolved Barium 1 07/06/22 22:22 L625476JTR

<0.0010 mg/L 0.0010Dissolved Cadmium 1 07/06/22 22:22 L625476JTR

157 mg/L 4.00Dissolved Calcium 20 07/08/22 21:15 L625476FDS

<0.001 mg/L 0.001Dissolved Chromium 1 07/06/22 22:22 L625476JTR

23.8 mg/L 2.00Dissolved Iron 20 07/08/22 21:15 L625476FDS

<0.0010 mg/L 0.0010Dissolved Lead 1 07/06/22 22:22 L625476JTR

57.8 mg/L 2.00Dissolved Magnesium 20 07/08/22 21:15 L625476FDS

1.90 mg/L 0.001Dissolved Manganese 1 07/06/22 22:22 L625476JTR

2.83 mg/L 0.100Dissolved Potassium 1 07/06/22 22:22 L625476JTR

<0.001 mg/L 0.001Dissolved Selenium 1 07/06/22 22:22 L625476JTR

<0.0010 mg/L 0.0010Dissolved Silver 1 07/06/22 22:22 L625476JTR

65.5 mg/L 2.00Dissolved Sodium 20 07/12/22 00:04 L625476FDS

1.14 mg/L 0.020Dissolved Strontium 20 07/08/22 21:15 L625476FDS

<0.010 mg/L 0.010Dissolved Zinc 1 07/06/22 22:22 L625476JTR

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

7470A

7470A Prep Batch(es): L624898 07/05/22 11:30

<0.00020 mg/L 0.00020Dissolved Mercury 1 07/05/22 14:40 L625065ZMT

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 15 of 40
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:Field Blank

 70444 Matrix:

6/22/2022 14:00

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L624933 07/01/22 08:24

<0.001 mg/L 0.001Benzene 1 07/01/22 12:32 L624958HRS

<0.002 mg/L 0.002Toluene 1 07/01/22 12:32 L624958HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/01/22 12:32 L624958HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/01/22 12:32 L624958

<0.001 mg/L 0.001o-Xylene 1 07/01/22 12:32 L624958HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/01/22 12:32 L624958HRS

Surrogate: 4-Bromofluorobenzene 94.4  Limits: 71-137% 07/01/22 12:321 HRS L624958

Surrogate: Dibromofluoromethane 85.2  Limits: 70-128% 07/01/22 12:321 HRS L624958

Surrogate: 1,2-Dichloroethane - d4 86.2  Limits: 63-136% 07/01/22 12:321 HRS L624958

Surrogate: Toluene-d8 87.0  Limits: 70-130% 07/01/22 12:321 HRS L624958

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/05/22 20:26 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/05/22 20:26 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/05/22 20:26 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 94.0  Limits: 50-150% 07/05/22 20:261 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 16 of 40
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:Field Blank

 70445 Matrix:

6/23/2022 10:00

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L624933 07/01/22 08:24

<0.001 mg/L 0.001Benzene 1 07/01/22 12:52 L624958HRS

<0.002 mg/L 0.002Toluene 1 07/01/22 12:52 L624958HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/01/22 12:52 L624958HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/01/22 12:52 L624958

<0.001 mg/L 0.001o-Xylene 1 07/01/22 12:52 L624958HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/01/22 12:52 L624958HRS

Surrogate: 4-Bromofluorobenzene 96.0  Limits: 71-137% 07/01/22 12:521 HRS L624958

Surrogate: Dibromofluoromethane 81.6  Limits: 70-128% 07/01/22 12:521 HRS L624958

Surrogate: 1,2-Dichloroethane - d4 86.4  Limits: 63-136% 07/01/22 12:521 HRS L624958

Surrogate: Toluene-d8 88.8  Limits: 70-130% 07/01/22 12:521 HRS L624958

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/05/22 21:08 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/05/22 21:08 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/05/22 21:08 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 90.5  Limits: 50-150% 07/05/22 21:081 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 17 of 40
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:Trip Blank

 70446 Matrix:

6/22/2022 7:00

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L624933 07/01/22 08:24

<0.001 mg/L 0.001Benzene 1 07/01/22 13:13 L624958HRS

<0.002 mg/L 0.002Toluene 1 07/01/22 13:13 L624958HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/01/22 13:13 L624958HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/01/22 13:13 L624958

<0.001 mg/L 0.001o-Xylene 1 07/01/22 13:13 L624958HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/01/22 13:13 L624958HRS

Surrogate: 4-Bromofluorobenzene 89.6  Limits: 71-137% 07/01/22 13:131 HRS L624958

Surrogate: Dibromofluoromethane 82.8  Limits: 70-128% 07/01/22 13:131 HRS L624958

Surrogate: 1,2-Dichloroethane - d4 83.2  Limits: 63-136% 07/01/22 13:131 HRS L624958

Surrogate: Toluene-d8 90.6  Limits: 70-130% 07/01/22 13:131 HRS L624958

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/05/22 21:49 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/05/22 21:49 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/05/22 21:49 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 84.7  Limits: 50-150% 07/05/22 21:491 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 18 of 40

August Levert_BP Plan_001102



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0010

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 07/15/2022

Sample ID :

Lab No :

Sampled:Trip Blank

 70447 Matrix:

6/23/2022 6:40

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L624933 07/01/22 08:24

<0.001 mg/L 0.001Benzene 1 07/01/22 13:33 L624958HRS

<0.002 mg/L 0.002Toluene 1 07/01/22 13:33 L624958HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/01/22 13:33 L624958HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/01/22 13:33 L624958

<0.001 mg/L 0.001o-Xylene 1 07/01/22 13:33 L624958HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/01/22 13:33 L624958HRS

Surrogate: 4-Bromofluorobenzene 92.6  Limits: 71-137% 07/01/22 13:331 HRS L624958

Surrogate: Dibromofluoromethane 85.4  Limits: 70-128% 07/01/22 13:331 HRS L624958

Surrogate: 1,2-Dichloroethane - d4 91.0  Limits: 63-136% 07/01/22 13:331 HRS L624958

Surrogate: Toluene-d8 82.6  Limits: 70-130% 07/01/22 13:331 HRS L624958

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/05/22 22:30 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/05/22 22:30 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/05/22 22:30 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 67.0  Limits: 50-150% 07/05/22 22:301 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 19 of 40
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Alkalinity

2320B-2011

A74938QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70440,  70442

LRB                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/06/22 11:0010< 10mg/LAlkalinity (as CaCO3)

A 70435-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

25 07/06/22 11:000.0210210mg/LAlkalinity (as CaCO3)

Page 1 of 18Date: 07/15/2022 11:24 AM
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Conductivity

2510B-2011

A74866QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70440,  70442

LRB                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

06/30/22 14:001.00< 1.00µmhos/cmConductivity

LCSLaboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

99.013901410µmhos/cmConductivity 95-105

A 70435-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 06/30/22 14:000.016001600µmhos/cmConductivity

Page 2 of 18Date: 07/15/2022 11:24 AM
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Total Dissolved Solids (TDS)

2540C-2011

A74822QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70440,  70442

LRB                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

06/28/22 15:1510< 10mg/LTotal Dissolved Solids

A 70435-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

10 06/28/22 15:151.810501070mg/LTotal Dissolved Solids

Page 3 of 18Date: 07/15/2022 11:24 AM
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625476,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624528

Associated Lab Samples:  70441,  70443

LRB-L624528                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/06/22 21:540.0010<0.0010mg/LDissolved Arsenic

07/06/22 21:540.001<0.001mg/LDissolved Barium

07/06/22 21:540.200<0.200mg/LDissolved Calcium

07/06/22 21:540.0010<0.0010mg/LDissolved Cadmium

07/06/22 21:540.001<0.001mg/LDissolved Chromium

07/06/22 21:540.100<0.100mg/LDissolved Iron

07/06/22 21:540.0010<0.0010mg/LDissolved Lead

07/06/22 21:540.100<0.100mg/LDissolved Magnesium

07/06/22 21:540.001<0.001mg/LDissolved Manganese

07/06/22 21:540.100<0.100mg/LDissolved Potassium

07/06/22 21:540.001<0.001mg/LDissolved Selenium

07/06/22 21:540.0010<0.0010mg/LDissolved Silver

07/11/22 23:380.100<0.100mg/LDissolved Sodium

07/06/22 21:540.001<0.001mg/LDissolved Strontium

07/06/22 21:540.010<0.010mg/LDissolved Zinc

LCS-L624528     LCSD-L624528Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.0491 98.01010.05030.0500mg/LDissolved Arsenic 80-120 2.4 20

0.098 99.098.00.0980.100mg/LDissolved Barium 80-120 0.3 20

8.93 89.089.08.8810.0mg/LDissolved Calcium 80-120 0.5 20

0.0096 97.099.00.00980.0100mg/LDissolved Cadmium 80-120 2.0 20

0.096 96.01020.1020.100mg/LDissolved Chromium 80-120 5.8 20

9.12 91.093.09.2810.0mg/LDissolved Iron 80-120 1.7 20

0.0480 96.096.00.04820.0500mg/LDissolved Lead 80-120 0.4 20

Page 4 of 18Date: 07/15/2022 11:24 AM
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625476,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624528

LCS-L624528     LCSD-L624528Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

9.27 93.092.09.1610.0mg/LDissolved Magnesium 80-120 1.1 20

0.102 1021070.1070.100mg/LDissolved Manganese 80-120 4.7 20

9.44 94.092.09.1610.0mg/LDissolved Potassium 80-120 3.0 20

0.098 99.099.00.0990.100mg/LDissolved Selenium 80-120 0.2 20

0.0097 97.098.00.00980.0100mg/LDissolved Silver 80-120 0.9 20

9.42 94.093.09.3210.0mg/LDissolved Sodium 80-120 1.0 20

0.096 96.092.00.0920.100mg/LDissolved Strontium 80-120 4.4 20

0.502 1001030.5170.500mg/LDissolved Zinc 80-120 2.9 20
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625476,L625962,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624533

Associated Lab Samples:  70440,  70442

LRB-L624533                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/06/22 22:290.0010<0.0010mg/LArsenic

07/06/22 22:290.001<0.001mg/LBarium

07/06/22 22:290.200<0.200mg/LCalcium

07/06/22 22:290.0010<0.0010mg/LCadmium

07/06/22 22:290.001<0.001mg/LChromium

07/06/22 22:290.100<0.100mg/LIron

07/06/22 22:290.0010<0.0010mg/LLead

07/06/22 22:290.100<0.100mg/LMagnesium

07/06/22 22:290.001<0.001mg/LManganese

07/06/22 22:290.100<0.100mg/LPotassium

07/06/22 22:290.001<0.001mg/LSelenium

07/06/22 22:290.0010<0.0010mg/LSilver

07/12/22 00:090.100<0.100mg/LSodium

07/08/22 21:200.001<0.001mg/LStrontium

07/06/22 22:290.010<0.010mg/LZinc

LCS-L624533Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1030.05140.0500mg/LArsenic 80-120

1010.1010.100mg/LBarium 80-120

91.09.1310.0mg/LCalcium 80-120

96.00.00950.0100mg/LCadmium 80-120

1010.1010.100mg/LChromium 80-120

94.09.3810.0mg/LIron 80-120

97.00.04860.0500mg/LLead 80-120

89.08.9210.0mg/LMagnesium 80-120
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625476,L625962,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624533

LCS-L624533Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1040.1040.100mg/LManganese 80-120

95.09.5110.0mg/LPotassium 80-120

1030.1030.100mg/LSelenium 80-120

98.00.00980.0100mg/LSilver 80-120

95.09.4710.0mg/LSodium 80-120

97.00.0960.100mg/LStrontium 80-120

1000.4980.500mg/LZinc 80-120

A 70442-MS-L624533     A 70442-MSD-L624533Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.0701 93.00.07180.05000.05000.0236mg/LArsenic 96.0 75-125 2.3 20

0.683 84.00.7220.1000.1000.599mg/LBarium 123 75-125 5.5 20

155 60.0*15910.010.0149mg/LCalcium 100 75-125 2.5 20

0.0097 98.00.00980.01000.0100<0.0010mg/LCadmium 99.0 75-125 0.8 20

0.099 98.00.1010.1000.1000.001mg/LChromium 100 75-125 1.0 20

32.5 72.0*33.910.010.025.3mg/LIron 86.0 75-125 4.2 20

0.0502 98.00.05200.05000.0500<0.0010mg/LLead 102 75-125 3.5 20

64.2 56.0*66.310.010.058.6mg/LMagnesium 77.0 75-125 3.2 20

1.95 50.0*2.080.1000.1001.90mg/LManganese 180* 75-125 6.4 20

12.2 93.012.610.010.02.94mg/LPotassium 97.0 75-125 3.2 20

0.095 95.00.0960.1000.100<0.001mg/LSelenium 97.0 75-125 1.4 20

0.0094 95.00.00960.01000.0100<0.0010mg/LSilver 96.0 75-125 1.3 20

69.9 94.071.310.010.060.5mg/LSodium 108 75-125 1.9 20

1.12 0.0*1.240.1000.1001.12mg/LStrontium 120 75-125 10.1 20
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625476,L625962,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624533

A 70442-MS-L624533     A 70442-MSD-L624533Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.483 95.00.4940.5000.500<0.010mg/LZinc 97.0 75-125 2.2 20
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Total Aqueous Mercury Analysis - CVAA

7470A

L624796QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7470A

QC Prep: L624613

Associated Lab Samples:  70440,  70442

LRB-L624613                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/01/22 17:480.00020<0.00020mg/LMercury

LCS-L624613Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1120.004480.00400mg/LMercury 80-120

Q 97212-MS-L624613     Q 97212-MSD-L624613Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.00383 96.00.003730.004000.00400<0.00020mg/LMercury 93.0 80-120 2.6 20
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Total Aqueous Mercury Analysis - CVAA

7470A

L625065QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7470A

QC Prep: L624898

Associated Lab Samples:  70441,  70443

LRB-L624898                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/05/22 13:580.00020<0.00020mg/LDissolved Mercury

LCS-L624898     LCSD-L624898Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.00350 88.092.00.003670.00400mg/LDissolved Mercury 80-120 4.7 20
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Volatile Organic Compounds - GC/MS

8260B

L624958QC Analytical Batch(es):

Analysis Method:

Analysis Description:

5030B

QC Prep: L624933

Associated Lab Samples:  70440,  70442,  70444,  70445,  70446,  70447

LRB-L624933                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/01/22 11:510.001<0.001mg/LBenzene

07/01/22 11:510.001<0.001mg/LEthylbenzene

07/01/22 11:510.002<0.002mg/LToluene

07/01/22 11:510.001<0.001mg/Lo-Xylene

07/01/22 11:510.002<0.002mg/Lm,p-Xylene

07/01/22 11:514-Bromofluorobenzene (S) 99.0 71-137

07/01/22 11:51Dibromofluoromethane (S) 84.2 70-128

07/01/22 11:511,2-Dichloroethane - d4 (S) 88.4 63-136

07/01/22 11:51Toluene-d8 (S) 85.2 70-130

LCS-L624933Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

86.30.0860.100mg/LBenzene 70-130

90.90.0900.100mg/LEthylbenzene 80-120

84.00.0840.100mg/LToluene 80-120

1040.1040.100mg/Lo-Xylene 70-130

89.00.1780.200mg/Lm,p-Xylene 75-125

92.24-Bromofluorobenzene (S) 71-137

81.4Dibromofluoromethane (S) 70-128

82.01,2-Dichloroethane - d4 (S) 63-136

90.8Toluene-d8 (S) 70-130
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Volatile Organic Compounds - GC/MS

8260B

L624958QC Analytical Batch(es):

Analysis Method:

Analysis Description:

5030B

QC Prep: L624933

L 85339-MS-L624933     L 85339-MSD-L624933Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.107 57.7*0.1260.1000.1000.049mg/LBenzene 76.7 58-143 16.3 30

0.080 79.20.0960.1000.1000.001mg/LEthylbenzene 95.2 65-141 18.0 30

0.078 77.40.0780.1000.100<0.002mg/LToluene 78.3 64-145 1.1 30

0.093 93.90.1120.1000.100<0.001mg/Lo-Xylene 112 65-142 17.5 30

0.156 75.50.1860.2000.2000.004mg/Lm,p-Xylene 90.5 61-149 17.5 30

94.04-Bromofluorobenzene (S) 97.6 71-137

82.2Dibromofluoromethane (S) 81.6 70-128

81.01,2-Dichloroethane - d4 (S) 84.4 63-136

90.4Toluene-d8 (S) 83.6 70-130
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L624714QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3511

QC Prep: L624307

Associated Lab Samples:  70440,  70442

LRB-L624307                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/01/22 02:370.0200< 0.0200µg/L2-Methylnaphthalene

07/01/22 02:370.0200< 0.0200µg/LAcenaphthene

07/01/22 02:370.0200< 0.0200µg/LAcenaphthylene

07/01/22 02:370.0200< 0.0200µg/LAnthracene

07/01/22 02:370.0200< 0.0200µg/LBenzo(a)anthracene

07/01/22 02:370.0200< 0.0200µg/LBenzo(a)pyrene

07/01/22 02:370.0200< 0.0200µg/LBenzo(b)fluoranthene

07/01/22 02:370.0200< 0.0200µg/LBenzo(k)fluoranthene

07/01/22 02:370.0200< 0.0200µg/LChrysene

07/01/22 02:370.0200< 0.0200µg/LDibenz(a,h)anthracene

07/01/22 02:370.0200< 0.0200µg/LFluoranthene

07/01/22 02:370.0200< 0.0200µg/LFluorene

07/01/22 02:370.0200< 0.0200µg/LIndeno(1,2,3-cd)pyrene

07/01/22 02:370.0200< 0.0200µg/LNaphthalene

07/01/22 02:370.0200< 0.0200µg/LPhenanthrene

07/01/22 02:370.0200< 0.0200µg/LPyrene

LCS-L624307Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1043.163.03µg/L2-Methylnaphthalene 60-140

99.03.003.03µg/LAcenaphthene 60-140

1023.093.03µg/LAcenaphthylene 60-140

1053.193.03µg/LAnthracene 60-140

98.32.983.03µg/LBenzo(a)anthracene 60-140

1033.113.03µg/LBenzo(a)pyrene 60-140

1123.393.03µg/LBenzo(b)fluoranthene 60-140
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L624714QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3511

QC Prep: L624307

LCS-L624307Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

88.42.683.03µg/LBenzo(k)fluoranthene 60-140

1073.253.03µg/LChrysene 60-140

96.02.913.03µg/LDibenz(a,h)anthracene 60-140

97.32.953.03µg/LFluoranthene 60-140

97.02.943.03µg/LFluorene 60-140

88.42.683.03µg/LIndeno(1,2,3-cd)pyrene 60-140

98.32.983.03µg/LNaphthalene 60-140

97.62.963.03µg/LPhenanthrene 60-140

96.32.923.03µg/LPyrene 60-140

A 70353-MS-L624307     A 70353-MSD-L624307Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

3.21 1063.123.033.03< 0.0200µg/L2-Methylnaphthalene 103 60-140 2.8 30.0

2.95 97.32.973.033.03< 0.0200µg/LAcenaphthene 98.0 60-140 0.6 30.0

2.97 98.03.073.033.03< 0.0200µg/LAcenaphthylene 101 60-140 3.3 30.0

3.15 1023.073.033.030.0486µg/LAnthracene 99.7 60-140 2.5 30.0

2.66 87.72.733.033.03< 0.0200µg/LBenzo(a)anthracene 90.0 60-140 2.5 30.0

2.59 85.42.523.033.03< 0.0200µg/LBenzo(a)pyrene 83.1 60-140 2.7 30.0

2.68 88.42.783.033.03< 0.0200µg/LBenzo(b)fluoranthene 91.7 60-140 3.6 30.0

2.23 73.52.163.033.03< 0.0200µg/LBenzo(k)fluoranthene 71.2 60-140 3.1 30.0

2.77 91.42.683.033.03< 0.0200µg/LChrysene 88.4 60-140 3.3 30.0

2.21 72.92.153.033.03< 0.0200µg/LDibenz(a,h)anthracene 70.9 60-140 2.7 30.0

2.82 93.02.823.033.03< 0.0200µg/LFluoranthene 93.0 60-140 0.0 30.0

2.82 93.02.853.033.03< 0.0200µg/LFluorene 94.0 60-140 1.0 30.0

2.15 70.92.063.033.03< 0.0200µg/LIndeno(1,2,3-cd)pyrene 67.9 60-140 4.2 30.0
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L624714QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3511

QC Prep: L624307

A 70353-MS-L624307     A 70353-MSD-L624307Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

3.05 1012.983.033.03< 0.0200µg/LNaphthalene 98.3 60-140 2.3 30.0

2.89 95.32.853.033.03< 0.0200µg/LPhenanthrene 94.0 60-140 1.3 30.0

2.82 93.02.843.033.03< 0.0200µg/LPyrene 93.7 60-140 0.7 30.0
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Anions by Ion Chromatography

EPA-300.0

A74887QC Analytical Batch(es):

Analysis Method:

Analysis Description:

EPA-300.0 (PREP)

QC Prep: A74886

Associated Lab Samples:  70440,  70442

LRB-A74886                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

06/30/22 10:350.100< 0.100mg/LBromide (Br)

06/30/22 10:350.400< 0.400mg/LChloride

06/30/22 10:350.500< 0.500mg/LSulfate

LCS-A74886Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

99.212.412.5mg/LBromide (Br) 90-110

10552.650.0mg/LChloride 90-110

10464.862.5mg/LSulfate 90-110

A 70435-MS-A74886     A 70435-MSD-A74886Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

123 98.4123125125< 1.00mg/LBromide (Br) 98.4 80-120 0.0 20.0

721 104723500500200mg/LChloride 105 80-120 0.2 20.0

697 10369862562552.4mg/LSulfate 103 80-120 0.1 20.0
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP EPH Rev 1.1

MAEPH LA

L625932QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAEPH LA (Aqueous)

QC Prep: L624729

Associated Lab Samples:  70440,  70442

LRB-L624729                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/08/22 20:300.120<0.120mg/LAliphatic >C10-C12

07/08/22 20:300.120<0.120mg/LAliphatic >C12-C16

07/08/22 20:300.200<0.200mg/LAliphatic >C16-C35

07/09/22 02:580.120<0.120mg/LAromatic >C10-C12

07/09/22 02:580.120<0.120mg/LAromatic >C12-C16

07/09/22 02:580.120<0.120mg/LAromatic >C16-C21

07/09/22 02:580.140<0.140mg/LAromatic >C21-C35

07/08/22 20:30Chlorooctadecane (S) 64.5 40-140

07/09/22 02:58OTP Surrogate (S) 77.0 40-140

LCS-L624729     LCSD-L624729Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.256 64.065.50.2620.400mg/LAliphatic >C12-C16 40-140 2.3 25

0.607 50.563.30.7601.20mg/LAliphatic >C16-C35 40-140 22.3 25

0.311 77.761.00.2440.400mg/LAromatic >C10-C12 40-140 24.1 25

0.807 10173.00.5840.800mg/LAromatic >C12-C16 40-140 32.0* 25

0.487 12273.70.2950.400mg/LAromatic >C16-C21 40-140 49.1* 25

45.855.0Chlorooctadecane (S) 40-140

10683.0OTP Surrogate (S) 40-140
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Quality Control Data

22-179-0010Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP VPH Rev 1.1

MAVPH LA

L625593QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAVPH LA (Aqueous)

QC Prep: L625592

Associated Lab Samples:  70440,  70442,  70444,  70445,  70446,  70447

LRB-L625592                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/05/22 18:230.015<0.015mg/LAliphatic >C6-C8

07/05/22 18:230.020<0.020mg/LAromatic >C8-C10

07/05/22 18:230.030<0.030mg/LAliphatic >C8-C10

07/05/22 18:232,5-Dibromotoluene (S) 81.4 50-150

LCS-L625592     LCSD-L625592Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.366 1221170.3510.300mg/LAliphatic >C6-C8 70-130 4.1 30

0.429 1071010.4040.400mg/LAromatic >C8-C10 70-130 6.0 30

0.737 1231180.7060.600mg/LAliphatic >C8-C10 70-130 4.2 30

1151152,5-Dibromotoluene (S) 50-150
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-179-0010

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 06/28/2022 12:47:14

Special precautions or instructions included?

Comments:
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

7/21/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-181-0066 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 6/30/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana

Laboratory ID: WP MTN: Waypoint Analytical, LLC., Memphis, TN

State Program Lab ID Expiration Date

02/28/202340750State ProgramAlabama

02/07/202388-0650State ProgramArkansas

06/30/20232904State ProgramCalifornia

06/30/2023E871157State Program - NELAPFlorida

02/18/2023C044State ProgramGeorgia

06/30/202304015State ProgramGeorgia

10/10/2022200078State Program - NELAPIllinois

06/30/202280215State ProgramKentucky

12/31/2022KY90047State ProgramKentucky

12/31/2022LA037State Program - NELAPLouisiana

06/30/202304015State Program - NELAPLouisiana

02/11/2023MSState ProgramMississippi

12/31/2022415State ProgramNorth Carolina

05/31/202368-03195State Program - NELAPPennsylvania

06/30/202284002State ProgramSouth Carolina

02/11/202302027State ProgramTennessee

09/30/2022T104704180State Program - NELAPTexas

06/30/202300106State ProgramVirginia

09/14/2022460181State Program - NELAPVirginia

Page 1 of 1 00007/22-181-0066
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Report Number:

Sample Summary Table

Client Project Description:

22-181-0066

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/28/2022 11:45Groundwater 70730 LT-8 (14-24) 06/30/2022 16:00

06/28/2022 11:45Groundwater 70730 LT-8 (14-24) 06/30/2022 16:00 8260B WP MTN -

06/28/2022 11:45Groundwater 70730 LT-8 (14-24) 06/30/2022 16:00 6020B WP MTN -

06/28/2022 11:45Groundwater 70730 LT-8 (14-24) 06/30/2022 16:00 MAEPH LA WP MTN -

06/28/2022 11:45Groundwater 70730 LT-8 (14-24) 06/30/2022 16:00 8270D SIM WP MTN -

06/28/2022 11:45Groundwater 70730 LT-8 (14-24) 06/30/2022 16:00 MAVPH LA WP MTN -

06/28/2022 11:45Groundwater 70730 LT-8 (14-24) 06/30/2022 16:00 7470A WP MTN -

06/28/2022 11:45Aqueous 70731 LT-8 (14-24) 06/30/2022 16:00 7470A WP MTN -

06/28/2022 11:45Aqueous 70731 LT-8 (14-24) 06/30/2022 16:00 6020B WP MTN -

06/28/2022 15:10Groundwater 70732 LT-9 (8-18) 06/30/2022 16:00

06/28/2022 15:10Groundwater 70732 LT-9 (8-18) 06/30/2022 16:00 7470A WP MTN -

06/28/2022 15:10Groundwater 70732 LT-9 (8-18) 06/30/2022 16:00 6020B WP MTN -

06/28/2022 15:10Groundwater 70732 LT-9 (8-18) 06/30/2022 16:00 MAVPH LA WP MTN -

06/28/2022 15:10Groundwater 70732 LT-9 (8-18) 06/30/2022 16:00 8260B WP MTN -

06/28/2022 15:10Groundwater 70732 LT-9 (8-18) 06/30/2022 16:00 MAEPH LA WP MTN -

06/28/2022 15:10Groundwater 70732 LT-9 (8-18) 06/30/2022 16:00 8270D SIM WP MTN -

06/28/2022 15:10Aqueous 70733 LT-9 (8-18) 06/30/2022 16:00 7470A WP MTN -

06/28/2022 15:10Aqueous 70733 LT-9 (8-18) 06/30/2022 16:00 6020B WP MTN -

06/28/2022 11:30Aqueous 70734 Field Blank 06/30/2022 16:00 8260B WP MTN -

06/28/2022 11:30Aqueous 70734 Field Blank 06/30/2022 16:00 MAVPH LA WP MTN -

06/28/2022 07:00Aqueous 70735 Trip Blank 06/30/2022 16:00 8260B WP MTN -

06/28/2022 07:00Aqueous 70735 Trip Blank 06/30/2022 16:00 MAVPH LA WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN
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Client: Hydro-Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 22-181-0066 
Date: 7/21/2022 
            
 
Metals Analyses Method 6020B 
Sample  97890 (MW#C) 
Analyte: Calcium 
QC Batch No: L625962/L624865 
Target analyte(s) was identified in the method blank associated with this project.  Per laboratory protocol any 
associated affected sample result is flagged "B" to indicate that it was detected in the method blank. 
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (14-24)

 70730 Matrix:

6/28/2022 11:45

Groundwater

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2320B-2011

860 mg/L 10Bicarbonate 1 07/06/22 11:00 A74938APB

<10 mg/L 10Carbonate 1 07/06/22 11:00 A74938APB

860 mg/L 10Alkalinity (as CaCO3) 1 07/06/22 11:00 A74938APB

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2510B-2011

1560 µmhos/cm 1.00Conductivity 1 07/11/22 15:53 A74963AJA

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2540C-2011

951 mg/L 10Total Dissolved Solids 1 07/01/22 15:10 A74894MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624871 07/05/22 09:20

0.240 mg/L 0.0200Arsenic 20 07/09/22 01:15 L625544FDS

0.722 mg/L 0.001Barium 1 07/07/22 04:39 L625544JTR

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (14-24)

 70730 Matrix:

6/28/2022 11:45

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624871 07/05/22 09:20

<0.0010 mg/L 0.0010Cadmium 1 07/07/22 04:39 L625544JTR

198 mg/L 4.00Calcium 20 07/09/22 01:15 L625544FDS

0.001 mg/L 0.001Chromium 1 07/07/22 04:39 L625544JTR

36.5 mg/L 2.00Iron 20 07/09/22 01:15 L625544FDS

<0.0010 mg/L 0.0010Lead 1 07/07/22 04:39 L625544JTR

61.4 mg/L 2.00Magnesium 20 07/09/22 01:15 L625544FDS

0.761 mg/L 0.001Manganese 1 07/07/22 04:39 L625544JTR

8.48 mg/L 0.100Potassium 1 07/07/22 04:39 L625544JTR

<0.001 mg/L 0.001Selenium 1 07/07/22 04:39 L625544JTR

<0.0010 mg/L 0.0010Silver 1 07/07/22 04:39 L625544JTR

43.1 mg/L 2.00Sodium 20 07/12/22 01:00 L625544FDS

1.33 mg/L 0.020Strontium 20 07/09/22 01:15 L625544FDS

<0.010 mg/L 0.010Zinc 1 07/07/22 04:39 L625544JTR

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

7470A

7470A Prep Batch(es): L625525 07/07/22 12:00

<0.00020 mg/L 0.00020Mercury 1 07/08/22 12:44 L625859ZMT

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (14-24)

 70730 Matrix:

6/28/2022 11:45

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L625465 07/06/22 08:38

<0.001 mg/L 0.001Benzene 1 07/06/22 17:02 L625515HRS

0.003 mg/L 0.002Toluene 1 07/06/22 17:02 L625515HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/06/22 17:02 L625515HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/06/22 17:02 L625515

<0.001 mg/L 0.001o-Xylene 1 07/06/22 17:02 L625515HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/06/22 17:02 L625515HRS

Surrogate: 4-Bromofluorobenzene 97.2  Limits: 71-137% 07/06/22 17:021 HRS L625515

Surrogate: Dibromofluoromethane 83.0  Limits: 70-128% 07/06/22 17:021 HRS L625515

Surrogate: 1,2-Dichloroethane - d4 83.0  Limits: 63-136% 07/06/22 17:021 HRS L625515

Surrogate: Toluene-d8 78.6  Limits: 70-130% 07/06/22 17:021 HRS L625515

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

EPA-300.0 (PREP)

EPA-300.0 Prep Batch(es): A75058 07/12/22 15:30

55.5 mg/L 4.00Chloride 1 07/12/22 17:11 A75092MJM

1.30 mg/L 1.00Bromide (Br) 1 07/12/22 17:11 A75092MJM

<5.00 mg/L 5.00Sulfate 1 07/12/22 17:11 A75092MJM

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (14-24)

 70730 Matrix:

6/28/2022 11:45

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Aqueous)

MAEPH LA Prep Batch(es): L625820 07/08/22 13:30

<0.120 mg/L 0.120Aliphatic >C10-C12 1 07/19/22 14:48 L627740NFP

<0.120 mg/L 0.120Aromatic >C10-C12 1 07/19/22 06:08 L627740NFP

<0.120 mg/L 0.120Aliphatic >C12-C16 1 07/19/22 14:48 L627740NFP

<0.120 mg/L 0.120Aromatic >C12-C16 1 07/19/22 06:08 L627740NFP

<0.120 mg/L 0.120Aromatic >C16-C21 1 07/19/22 06:08 L627740NFP

<0.200 mg/L 0.200Aliphatic >C16-C35 1 07/19/22 14:48 L627740NFP

<0.140 mg/L 0.140Aromatic >C21-C35 1 07/19/22 06:08 L627740NFP

MAEPH LASurrogate: Chlorooctadecane 53.9  Limits: 40-140% 07/19/22 14:481 NFP

MAEPH LASurrogate: OTP Surrogate 53.6  Limits: 40-140% 07/19/22 06:081 NFP

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/06/22 03:18 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/06/22 03:18 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/06/22 03:18 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 79.9  Limits: 50-150% 07/06/22 03:181 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (14-24)

 70731 Matrix:

6/28/2022 11:45

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624865 07/05/22 08:57

0.231 mg/L 0.0200Dissolved Arsenic 20 07/09/22 00:54 L625544FDS

0.717 mg/L 0.001Dissolved Barium 1 07/07/22 03:34 L625544JTR

<0.0010 mg/L 0.0010Dissolved Cadmium 1 07/07/22 03:34 L625544JTR

203 mg/L 4.00Dissolved Calcium 20 07/09/22 00:54 L625544FDS

<0.001 mg/L 0.001Dissolved Chromium 1 07/07/22 03:34 L625544JTR

34.2 mg/L 2.00Dissolved Iron 20 07/09/22 00:54 L625544FDS

<0.0010 mg/L 0.0010Dissolved Lead 1 07/07/22 03:34 L625544JTR

62.8 mg/L 2.00Dissolved Magnesium 20 07/09/22 00:54 L625544FDS

0.733 mg/L 0.001Dissolved Manganese 1 07/07/22 03:34 L625544JTR

8.24 mg/L 0.100Dissolved Potassium 1 07/07/22 03:34 L625544JTR

0.001 mg/L 0.001Dissolved Selenium 1 07/07/22 03:34 L625544JTR

<0.0010 mg/L 0.0010Dissolved Silver 1 07/07/22 03:34 L625544JTR

40.6 mg/L 2.00Dissolved Sodium 20 07/12/22 01:56 L625544FDS

1.30 mg/L 0.020Dissolved Strontium 20 07/09/22 00:54 L625544FDS

<0.010 mg/L 0.010Dissolved Zinc 1 07/07/22 03:34 L625544JTR

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

7470A

7470A Prep Batch(es): L625523 07/07/22 12:00

<0.00020 mg/L 0.00020Dissolved Mercury 1 07/08/22 12:00 L625859ZMT

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (8-18)

 70732 Matrix:

6/28/2022 15:10

Groundwater

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2320B-2011

810 mg/L 10Bicarbonate 1 07/06/22 11:00 A74938APB

<10 mg/L 10Carbonate 1 07/06/22 11:00 A74938APB

810 mg/L 10Alkalinity (as CaCO3) 1 07/06/22 11:00 A74938APB

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2510B-2011

1590 µmhos/cm 1.00Conductivity 1 07/11/22 15:53 A74963AJA

Analytical Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

2540C-2011

960 mg/L 10Total Dissolved Solids 1 07/01/22 15:10 A74894MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624871 07/05/22 09:20

0.249 mg/L 0.0200Arsenic 20 07/09/22 01:29 L625544FDS

0.732 mg/L 0.001Barium 1 07/07/22 04:45 L625544JTR

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (8-18)

 70732 Matrix:

6/28/2022 15:10

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624871 07/05/22 09:20

<0.0010 mg/L 0.0010Cadmium 1 07/07/22 04:45 L625544JTR

202 mg/L 4.00Calcium 20 07/09/22 01:29 L625544FDS

0.001 mg/L 0.001Chromium 1 07/07/22 04:45 L625544JTR

37.4 mg/L 2.00Iron 20 07/09/22 01:29 L625544FDS

<0.0010 mg/L 0.0010Lead 1 07/07/22 04:45 L625544JTR

62.1 mg/L 2.00Magnesium 20 07/09/22 01:29 L625544FDS

0.822 mg/L 0.001Manganese 1 07/07/22 04:45 L625544JTR

8.57 mg/L 0.100Potassium 1 07/07/22 04:45 L625544JTR

<0.001 mg/L 0.001Selenium 1 07/07/22 04:45 L625544JTR

<0.0010 mg/L 0.0010Silver 1 07/07/22 04:45 L625544JTR

44.6 mg/L 2.00Sodium 20 07/12/22 01:04 L625544FDS

1.32 mg/L 0.020Strontium 20 07/09/22 01:29 L625544FDS

<0.010 mg/L 0.010Zinc 1 07/07/22 04:45 L625544JTR

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

7470A

7470A Prep Batch(es): L625525 07/07/22 12:00

<0.00020 mg/L 0.00020Mercury 1 07/08/22 12:46 L625859ZMT

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (8-18)

 70732 Matrix:

6/28/2022 15:10

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L625465 07/06/22 08:38

<0.001 mg/L 0.001Benzene 1 07/06/22 17:43 L625515HRS

<0.002 mg/L 0.002Toluene 1 07/06/22 17:43 L625515HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/06/22 17:43 L625515HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/06/22 17:43 L625515

<0.001 mg/L 0.001o-Xylene 1 07/06/22 17:43 L625515HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/06/22 17:43 L625515HRS

Surrogate: 4-Bromofluorobenzene 97.2  Limits: 71-137% 07/06/22 17:431 HRS L625515

Surrogate: Dibromofluoromethane 84.0  Limits: 70-128% 07/06/22 17:431 HRS L625515

Surrogate: 1,2-Dichloroethane - d4 87.8  Limits: 63-136% 07/06/22 17:431 HRS L625515

Surrogate: Toluene-d8 78.6  Limits: 70-130% 07/06/22 17:431 HRS L625515

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

EPA-300.0 (PREP)

EPA-300.0 Prep Batch(es): A75058 07/12/22 15:30

88.4 mg/L 2.00Chloride 1 07/12/22 17:49 A75092MJM

0.912 mg/L 0.500Bromide (Br) 1 07/12/22 17:49 A75092MJM

<2.50 mg/L 2.50Sulfate 1 07/12/22 17:49 A75092MJM

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (8-18)

 70732 Matrix:

6/28/2022 15:10

Groundwater

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Aqueous)

MAEPH LA Prep Batch(es): L625820 07/08/22 13:30

<0.120 mg/L 0.120Aliphatic >C10-C12 1 07/19/22 15:13 L627740NFP

<0.120 mg/L 0.120Aromatic >C10-C12 1 07/19/22 06:32 L627740NFP

<0.120 mg/L 0.120Aliphatic >C12-C16 1 07/19/22 15:13 L627740NFP

<0.120 mg/L 0.120Aromatic >C12-C16 1 07/19/22 06:32 L627740NFP

<0.120 mg/L 0.120Aromatic >C16-C21 1 07/19/22 06:32 L627740NFP

<0.200 mg/L 0.200Aliphatic >C16-C35 1 07/19/22 15:13 L627740NFP

<0.140 mg/L 0.140Aromatic >C21-C35 1 07/19/22 06:32 L627740NFP

MAEPH LASurrogate: Chlorooctadecane 61.5  Limits: 40-140% 07/19/22 15:131 NFP

MAEPH LASurrogate: OTP Surrogate 56.9  Limits: 40-140% 07/19/22 06:321 NFP

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/06/22 03:59 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/06/22 03:59 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/06/22 03:59 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 77.8  Limits: 50-150% 07/06/22 03:591 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (8-18)

 70733 Matrix:

6/28/2022 15:10

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3005A

6020B Prep Batch(es): L624865 07/05/22 08:57

0.258 mg/L 0.0200Dissolved Arsenic 20 07/09/22 00:58 L625544FDS

0.733 mg/L 0.001Dissolved Barium 1 07/07/22 03:40 L625544JTR

<0.0010 mg/L 0.0010Dissolved Cadmium 1 07/07/22 03:40 L625544JTR

217 mg/L 4.00Dissolved Calcium 20 07/09/22 00:58 L625544FDS

<0.001 mg/L 0.001Dissolved Chromium 1 07/07/22 03:40 L625544JTR

40.2 mg/L 2.00Dissolved Iron 20 07/09/22 00:58 L625544FDS

<0.0010 mg/L 0.0010Dissolved Lead 1 07/07/22 03:40 L625544JTR

61.9 mg/L 2.00Dissolved Magnesium 20 07/09/22 00:58 L625544FDS

0.811 mg/L 0.001Dissolved Manganese 1 07/07/22 03:40 L625544JTR

8.57 mg/L 0.100Dissolved Potassium 1 07/07/22 03:40 L625544JTR

<0.001 mg/L 0.001Dissolved Selenium 1 07/07/22 03:40 L625544JTR

<0.0010 mg/L 0.0010Dissolved Silver 1 07/07/22 03:40 L625544JTR

44.8 mg/L 2.00Dissolved Sodium 20 07/12/22 02:00 L625544FDS

1.41 mg/L 0.020Dissolved Strontium 20 07/09/22 00:58 L625544FDS

<0.010 mg/L 0.010Dissolved Zinc 1 07/07/22 03:40 L625544JTR

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

7470A

7470A Prep Batch(es): L625523 07/07/22 12:00

<0.00020 mg/L 0.00020Dissolved Mercury 1 07/08/22 12:06 L625859ZMT

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:Field Blank

 70734 Matrix:

6/28/2022 11:30

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L625465 07/06/22 08:38

<0.001 mg/L 0.001Benzene 1 07/06/22 18:24 L625515HRS

<0.002 mg/L 0.002Toluene 1 07/06/22 18:24 L625515HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/06/22 18:24 L625515HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/06/22 18:24 L625515

<0.001 mg/L 0.001o-Xylene 1 07/06/22 18:24 L625515HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/06/22 18:24 L625515HRS

Surrogate: 4-Bromofluorobenzene 94.2  Limits: 71-137% 07/06/22 18:241 HRS L625515

Surrogate: Dibromofluoromethane 88.4  Limits: 70-128% 07/06/22 18:241 HRS L625515

Surrogate: 1,2-Dichloroethane - d4 88.0  Limits: 63-136% 07/06/22 18:241 HRS L625515

Surrogate: Toluene-d8 80.2  Limits: 70-130% 07/06/22 18:241 HRS L625515

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/06/22 00:34 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/06/22 00:34 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/06/22 00:34 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 83.8  Limits: 50-150% 07/06/22 00:341 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0066

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:Trip Blank

 70735 Matrix:

6/28/2022 7:00

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

5030B

8260B Prep Batch(es): L625465 07/06/22 08:38

<0.001 mg/L 0.001Benzene 1 07/06/22 18:44 L625515HRS

<0.002 mg/L 0.002Toluene 1 07/06/22 18:44 L625515HRS

<0.001 mg/L 0.001Ethylbenzene 1 07/06/22 18:44 L625515HRS

<0.001 mg/L 0.001Xylene (Total) 1 07/06/22 18:44 L625515

<0.001 mg/L 0.001o-Xylene 1 07/06/22 18:44 L625515HRS

<0.002 mg/L 0.002m,p-Xylene 1 07/06/22 18:44 L625515HRS

Surrogate: 4-Bromofluorobenzene 100  Limits: 71-137% 07/06/22 18:441 HRS L625515

Surrogate: Dibromofluoromethane 86.2  Limits: 70-128% 07/06/22 18:441 HRS L625515

Surrogate: 1,2-Dichloroethane - d4 89.0  Limits: 63-136% 07/06/22 18:441 HRS L625515

Surrogate: Toluene-d8 84.4  Limits: 70-130% 07/06/22 18:441 HRS L625515

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/06/22 01:15 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/06/22 01:15 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/06/22 01:15 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 75.8  Limits: 50-150% 07/06/22 01:151 HRS

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Alkalinity

2320B-2011

A74938QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70730,  70732

LRB                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/06/22 11:0010< 10mg/LAlkalinity (as CaCO3)

A 70435-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

25 07/06/22 11:000.0210210mg/LAlkalinity (as CaCO3)

Page 1 of 17Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Conductivity

2510B-2011

A74963QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70730,  70732

LRB                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/11/22 15:531.00< 1.00µmhos/cmConductivity

LCSLaboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

10014101410µmhos/cmConductivity 95-105

A 70579-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 07/11/22 15:530.035.235.2µmhos/cmConductivity

Page 2 of 17Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Total Dissolved Solids (TDS)

2540C-2011

A74894QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70730,  70732

LRB                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/01/22 15:1010< 10mg/LTotal Dissolved Solids

A 70730-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

10 07/01/22 15:100.2949951mg/LTotal Dissolved Solids

Page 3 of 17Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625544,L625962,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624865

Associated Lab Samples:  70731,  70733

LRB-L624865                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/07/22 03:120.0010<0.0010mg/LDissolved Arsenic

07/07/22 03:120.001<0.001mg/LDissolved Barium

07/09/22 00:410.2001.40mg/LDissolved Calcium

07/07/22 03:120.0010<0.0010mg/LDissolved Cadmium

07/07/22 03:120.001<0.001mg/LDissolved Chromium

07/07/22 03:120.100<0.100mg/LDissolved Iron

07/07/22 03:120.0010<0.0010mg/LDissolved Lead

07/07/22 03:120.1000.124mg/LDissolved Magnesium

07/07/22 03:120.001<0.001mg/LDissolved Manganese

07/07/22 03:120.100<0.100mg/LDissolved Potassium

07/07/22 03:120.001<0.001mg/LDissolved Selenium

07/07/22 03:120.0010<0.0010mg/LDissolved Silver

07/12/22 01:340.100<0.100mg/LDissolved Sodium

07/07/22 03:120.0010.003mg/LDissolved Strontium

07/07/22 03:120.010<0.010mg/LDissolved Zinc

LCS-L624865     LCSD-L624865Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.0507 10196.00.04790.0500mg/LDissolved Arsenic 80-120 5.6 20

0.099 99.01010.1010.100mg/LDissolved Barium 80-120 1.7 20

9.67 97.010610.610.0mg/LDissolved Calcium 80-120 9.1 20

0.0092 93.095.00.00950.0100mg/LDissolved Cadmium 80-120 2.3 20

0.094 95.01000.1000.100mg/LDissolved Chromium 80-120 5.6 20

9.23 92.091.09.1110.0mg/LDissolved Iron 80-120 1.3 20

0.0478 96.095.00.04730.0500mg/LDissolved Lead 80-120 1.0 20

Page 4 of 17Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625544,L625962,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624865

LCS-L624865     LCSD-L624865Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

8.86 89.089.08.9110.0mg/LDissolved Magnesium 80-120 0.5 20

0.104 1041050.1050.100mg/LDissolved Manganese 80-120 0.9 20

9.20 92.091.09.0510.0mg/LDissolved Potassium 80-120 1.6 20

0.102 10298.00.0970.100mg/LDissolved Selenium 80-120 4.5 20

0.0096 96.01000.00990.0100mg/LDissolved Silver 80-120 3.1 20

9.24 92.092.09.1510.0mg/LDissolved Sodium 80-120 0.9 20

0.097 97.095.00.0940.100mg/LDissolved Strontium 80-120 2.2 20

0.491 98.01060.5280.500mg/LDissolved Zinc 80-120 7.2 20

Page 5 of 17Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625544,L625962,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624871

Associated Lab Samples:  70730,  70732

LRB-L624871                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/07/22 04:210.0010<0.0010mg/LArsenic

07/07/22 04:210.001<0.001mg/LBarium

07/07/22 04:210.200<0.200mg/LCalcium

07/07/22 04:210.0010<0.0010mg/LCadmium

07/07/22 04:210.001<0.001mg/LChromium

07/07/22 04:210.100<0.100mg/LIron

07/07/22 04:210.0010<0.0010mg/LLead

07/07/22 04:210.100<0.100mg/LMagnesium

07/07/22 04:210.001<0.001mg/LManganese

07/07/22 04:210.100<0.100mg/LPotassium

07/07/22 04:210.001<0.001mg/LSelenium

07/07/22 04:210.0010<0.0010mg/LSilver

07/12/22 00:420.100<0.100mg/LSodium

07/07/22 04:210.001<0.001mg/LStrontium

07/07/22 04:210.010<0.010mg/LZinc

LCS-L624871Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1010.05040.0500mg/LArsenic 80-120

1030.1030.100mg/LBarium 80-120

93.09.3210.0mg/LCalcium 80-120

99.00.00990.0100mg/LCadmium 80-120

1030.1030.100mg/LChromium 80-120

97.09.7210.0mg/LIron 80-120

99.00.04960.0500mg/LLead 80-120

92.09.1510.0mg/LMagnesium 80-120

Page 6 of 17Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625544,L625962,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624871

LCS-L624871Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1090.1090.100mg/LManganese 80-120

97.09.7210.0mg/LPotassium 80-120

1020.1020.100mg/LSelenium 80-120

99.00.00990.0100mg/LSilver 80-120

95.09.4510.0mg/LSodium 80-120

97.00.0960.100mg/LStrontium 80-120

1050.5240.500mg/LZinc 80-120

Q 97890-MS-L624871     Q 97890-MSD-L624871Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.0516 1030.05110.05000.0500<0.0010mg/LArsenic 102 75-125 0.9 20

0.133 1040.1310.1000.1000.028mg/LBarium 102 75-125 1.5 20

18.3 93.018.010.010.08.97mg/LCalcium 90.0 75-125 1.6 20

0.0101 1010.01010.01000.0100<0.0010mg/LCadmium 101 75-125 0.0 20

0.103 1000.1040.1000.1000.003mg/LChromium 101 75-125 0.9 20

9.83 98.09.3310.010.0<0.100mg/LIron 93.0 75-125 5.2 20

0.0504 1010.04950.05000.0500<0.0010mg/LLead 99.0 75-125 1.8 20

12.6 98.011.910.010.02.84mg/LMagnesium 91.0 75-125 5.7 20

0.115 1080.1140.1000.1000.006mg/LManganese 107 75-125 0.8 20

10.8 99.010.210.010.00.875mg/LPotassium 93.0 75-125 5.7 20

0.100 1000.1010.1000.100<0.001mg/LSelenium 101 75-125 0.9 20

0.0102 1020.00950.01000.0100<0.0010mg/LSilver 96.0 75-125 6.5 20

50.0 12048.010.010.038.0mg/LSodium 100 75-125 4.0 20

0.156 98.00.1530.1000.1000.058mg/LStrontium 95.0 75-125 1.9 20
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analyses

6020B

L625544,L625962,L626214QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3005A

QC Prep: L624871

Q 97890-MS-L624871     Q 97890-MSD-L624871Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.524 1030.5200.5000.500<0.010mg/LZinc 103 75-125 0.7 20
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Total Aqueous Mercury Analysis - CVAA

7470A

L625859QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7470A

QC Prep: L625523

Associated Lab Samples:  70731,  70733

LRB-L625523                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/08/22 11:460.00020<0.00020mg/LDissolved Mercury

LCS-L625523     LCSD-L625523Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.00436 1091080.004320.00400mg/LDissolved Mercury 80-120 0.9 20
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Total Aqueous Mercury Analysis - CVAA

7470A

L625859QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7470A

QC Prep: L625525

Associated Lab Samples:  70730,  70732

LRB-L625525                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/08/22 12:080.00020<0.00020mg/LMercury

LCS-L625525Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1090.004370.00400mg/LMercury 80-120

G 85137-MS-L625525     G 85137-MSD-L625525Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.00800 1000.007400.008000.00800<0.00020mg/LMercury 93.0 80-120 7.7 20

Page 10 of 17Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Volatile Organic Compounds - GC/MS

8260B

L625515QC Analytical Batch(es):

Analysis Method:

Analysis Description:

5030B

QC Prep: L625465

Associated Lab Samples:  70730,  70732,  70734,  70735

LRB-L625465                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/06/22 11:530.001<0.001mg/LBenzene

07/06/22 11:530.001<0.001mg/LEthylbenzene

07/06/22 11:530.002<0.002mg/LToluene

07/06/22 11:530.001<0.001mg/Lo-Xylene

07/06/22 11:530.002<0.002mg/Lm,p-Xylene

07/06/22 11:534-Bromofluorobenzene (S) 93.8 71-137

07/06/22 11:53Dibromofluoromethane (S) 83.0 70-128

07/06/22 11:531,2-Dichloroethane - d4 (S) 84.0 63-136

07/06/22 11:53Toluene-d8 (S) 81.6 70-130

LCS-L625465Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

88.80.0880.100mg/LBenzene 70-130

88.70.0880.100mg/LEthylbenzene 80-120

89.30.0890.100mg/LToluene 80-120

1010.1010.100mg/Lo-Xylene 70-130

89.00.1780.200mg/Lm,p-Xylene 75-125

86.44-Bromofluorobenzene (S) 71-137

79.6Dibromofluoromethane (S) 70-128

77.41,2-Dichloroethane - d4 (S) 63-136

94.4Toluene-d8 (S) 70-130
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Volatile Organic Compounds - GC/MS

8260B

L625515QC Analytical Batch(es):

Analysis Method:

Analysis Description:

5030B

QC Prep: L625465

A 70732-MS-L625465     A 70732-MSD-L625465Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.091 91.20.0920.1000.100<0.001mg/LBenzene 92.8 58-143 1.7 30

0.092 92.20.0950.1000.100<0.001mg/LEthylbenzene 95.2 65-141 3.2 30

0.089 88.80.0930.1000.100<0.002mg/LToluene 92.9 64-145 4.4 30

0.097 97.90.1050.1000.100<0.001mg/Lo-Xylene 105 65-142 6.9 30

0.177 88.50.1810.2000.200<0.002mg/Lm,p-Xylene 90.5 61-149 2.2 30

80.24-Bromofluorobenzene (S) 83.0 71-137

81.6Dibromofluoromethane (S) 77.6 70-128

79.01,2-Dichloroethane - d4 (S) 77.0 63-136

79.8Toluene-d8 (S) 84.8 70-130

Page 12 of 17Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L626071QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3511

QC Prep: L625125

Associated Lab Samples:  70730,  70732

LRB-L625125                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/08/22 15:160.0200< 0.0200µg/L2-Methylnaphthalene

07/08/22 15:160.0200< 0.0200µg/LAcenaphthene

07/08/22 15:160.0200< 0.0200µg/LAcenaphthylene

07/08/22 15:160.0200< 0.0200µg/LAnthracene

07/08/22 15:160.0200< 0.0200µg/LBenzo(a)anthracene

07/08/22 15:160.0200< 0.0200µg/LBenzo(a)pyrene

07/08/22 15:160.0200< 0.0200µg/LBenzo(b)fluoranthene

07/08/22 15:160.0200< 0.0200µg/LBenzo(k)fluoranthene

07/08/22 15:160.0200< 0.0200µg/LChrysene

07/08/22 15:160.0200< 0.0200µg/LDibenz(a,h)anthracene

07/08/22 15:160.0200< 0.0200µg/LFluoranthene

07/08/22 15:160.0200< 0.0200µg/LFluorene

07/08/22 15:160.0200< 0.0200µg/LIndeno(1,2,3-cd)pyrene

07/08/22 15:160.0200< 0.0200µg/LNaphthalene

07/08/22 15:160.0200< 0.0200µg/LPhenanthrene

07/08/22 15:160.0200< 0.0200µg/LPyrene

LCS-L625125     LCSD-L625125Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

3.26 1081103.333.03µg/L2-Methylnaphthalene 60-140 2.1 20.0

2.95 97.392.72.813.03µg/LAcenaphthene 60-140 4.8 20.0

3.10 10298.32.983.03µg/LAcenaphthylene 60-140 3.9 20.0

3.34 1101013.063.03µg/LAnthracene 60-140 8.7 20.0

3.05 1011043.143.03µg/LBenzo(a)anthracene 60-140 2.9 20.0

3.20 1061043.143.03µg/LBenzo(a)pyrene 60-140 1.8 20.0
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L626071QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3511

QC Prep: L625125

LCS-L625125     LCSD-L625125Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

2.68 88.41133.413.03µg/LBenzo(b)fluoranthene 60-140 23.9* 20.0

3.58 11894.02.853.03µg/LBenzo(k)fluoranthene 60-140 22.7* 20.0

3.29 1091023.093.03µg/LChrysene 60-140 6.2 20.0

3.21 1061053.173.03µg/LDibenz(a,h)anthracene 60-140 1.2 20.0

3.10 10297.02.943.03µg/LFluoranthene 60-140 5.2 20.0

2.72 89.789.42.713.03µg/LFluorene 60-140 0.3 20.0

3.15 10494.02.853.03µg/LIndeno(1,2,3-cd)pyrene 60-140 10.0 20.0

2.94 97.01023.093.03µg/LNaphthalene 60-140 4.9 20.0

3.09 1021033.123.03µg/LPhenanthrene 60-140 0.9 20.0

3.20 10699.63.023.03µg/LPyrene 60-140 5.7 20.0

Page 14 of 17* QC Fail Date: 07/21/2022 09:07 AM
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Anions by Ion Chromatography

EPA-300.0

A75092QC Analytical Batch(es):

Analysis Method:

Analysis Description:

EPA-300.0 (PREP)

QC Prep: A75058

Associated Lab Samples:  70730,  70732

LRB-A75058                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/12/22 16:450.100< 0.100mg/LBromide (Br)

07/12/22 16:450.400< 0.400mg/LChloride

07/12/22 16:450.500< 0.500mg/LSulfate

LCS-A75058Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

92.811.612.5mg/LBromide (Br) 90-110

10250.950.0mg/LChloride 90-110

10364.162.5mg/LSulfate 90-110

A 70730-MS-A75058     A 70730-MSD-A75058Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

117 92.51171251251.30mg/LBromide (Br) 92.5 80-120 0.0 20.0

570 10356950050055.5mg/LChloride 103 80-120 0.1 20.0

638 102636625625< 5.00mg/LSulfate 102 80-120 0.3 20.0
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP EPH Rev 1.1

MAEPH LA

L627740QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAEPH LA (Aqueous)

QC Prep: L625820

Associated Lab Samples:  70730,  70732

LRB-L625820                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/19/22 12:430.120<0.080mg/LAliphatic >C10-C12

07/19/22 12:430.120<0.080mg/LAliphatic >C12-C16

07/19/22 12:430.200<0.133mg/LAliphatic >C16-C35

07/19/22 04:550.120<0.080mg/LAromatic >C10-C12

07/19/22 04:550.120<0.080mg/LAromatic >C12-C16

07/19/22 04:550.120<0.080mg/LAromatic >C16-C21

07/19/22 04:550.140<0.093mg/LAromatic >C21-C35

07/19/22 12:43Chlorooctadecane (S) 61.9 40-140

07/19/22 04:55OTP Surrogate (S) 84.4 40-140

LCS-L625820     LCSD-L625820Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.244 61.074.70.2990.400mg/LAliphatic >C12-C16 40-140 20.2 25

0.768 64.079.00.9481.20mg/LAliphatic >C16-C35 40-140 20.9 25

0.270 67.570.00.2800.400mg/LAromatic >C10-C12 40-140 3.6 25

0.646 80.784.60.6770.800mg/LAromatic >C12-C16 40-140 4.6 25

0.355 88.71030.4100.400mg/LAromatic >C16-C21 40-140 14.3 25

57.981.5Chlorooctadecane (S) 40-140

81.385.3OTP Surrogate (S) 40-140
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Quality Control Data

22-181-0066Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP VPH Rev 1.1

MAVPH LA

L625593QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAVPH LA (Aqueous)

QC Prep: L625592

Associated Lab Samples:  70730,  70732,  70734,  70735

LRB-L625592                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/05/22 18:230.015<0.015mg/LAliphatic >C6-C8

07/05/22 18:230.020<0.020mg/LAromatic >C8-C10

07/05/22 18:230.030<0.030mg/LAliphatic >C8-C10

07/05/22 18:232,5-Dibromotoluene (S) 81.4 50-150

LCS-L625592     LCSD-L625592Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.366 1221170.3510.300mg/LAliphatic >C6-C8 70-130 4.1 30

0.429 1071010.4040.400mg/LAromatic >C8-C10 70-130 6.0 30

0.737 1231180.7060.600mg/LAliphatic >C8-C10 70-130 4.2 30

1151152,5-Dibromotoluene (S) 50-150

Page 17 of 17Date: 07/21/2022 09:07 AM
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-181-0066

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 06/30/2022 16:00:00

Special precautions or instructions included?

Comments:
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

7/21/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-181-0067 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 6/30/2022 for the analyses presented in the following report. The 
above referenced project has been analyzed per your instructions.  Unless otherwise noted, the analyses were performed in 
our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-846, EPA Methods for Chemical Analysis 
of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of sampling. 
Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. Refer to sample analysis 
time for confirmation of holding time compliance. Analyses reported which indicate "Field" for these parameters were analyzed 
by the client in the field. Results for solid samples are reported on an as received or “wet weight” basis unless otherwise 
specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the analytical 
method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all parameters (NELAP and 
non-NELAP) were performed in accordance with guidelines established by the USEPA (including 40 CFR 136 Method Update 
Rule May 2021) and NELAC unless otherwise indicated.  Any parameter for which the laboratory is not officially NELAP 
accredited is indicated by a '~' symbol.  These are not included in the scope because NELAP accreditation is either not 
available or has not been applied for.  Additional certifications may be held/are available for parameters, where NELAP 
accreditation is not required or applicable.  A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. CompQAP990807A and 
revisions under the terms of the Louisiana Environmental Laboratory Accreditation Program (Certificate #02041) are within 
acceptance ranges established in that document with the exception of the items indicated and/or discussed in a Case 
Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples (e.g. - BOD, 
CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an individual sample was begun. 
Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I be of further assistance, if you have any 
questions or need additional information please contact me or client services. 
 
Total Mercury analysis by method 7471A was omitted from the original report. Results for all requested total mercury analyses 
are included in this revised report. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 

Page 1 of 38

August Levert_BP Plan_001160



Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana

Laboratory ID: WP MTN: Waypoint Analytical, LLC., Memphis, TN

State Program Lab ID Expiration Date

02/28/202340750State ProgramAlabama

02/07/202388-0650State ProgramArkansas

06/30/20232904State ProgramCalifornia

06/30/2023E871157State Program - NELAPFlorida

02/18/2023C044State ProgramGeorgia

06/30/202304015State ProgramGeorgia

10/10/2022200078State Program - NELAPIllinois

06/30/202280215State ProgramKentucky

12/31/2022KY90047State ProgramKentucky

12/31/2022LA037State Program - NELAPLouisiana

06/30/202304015State Program - NELAPLouisiana

02/11/2023MSState ProgramMississippi

12/31/2022415State ProgramNorth Carolina

05/31/202368-03195State Program - NELAPPennsylvania

06/30/202284002State ProgramSouth Carolina

02/11/202302027State ProgramTennessee

09/30/2022T104704180State Program - NELAPTexas

06/30/202300106State ProgramVirginia

09/14/2022460181State Program - NELAPVirginia

Page 1 of 1 00007/22-181-0067
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Report Number:

Sample Summary Table

Client Project Description:

22-181-0067

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/27/2022 11:30Solids 70739 LT-7 (0-2) 06/30/2022 16:00

06/27/2022 11:30Solids 70739 LT-7 (0-2) 06/30/2022 16:00 6010D WP MTN -

06/27/2022 11:30Solids 70739 LT-7 (0-2) 06/30/2022 16:00 29B WP MTN -

06/27/2022 11:30Solids 70739 LT-7 (0-2) 06/30/2022 16:00 7471A WP MTN -

06/27/2022 11:35Solids 70740 LT-7 (4-6) 06/30/2022 16:00

06/27/2022 11:35Solids 70740 LT-7 (4-6) 06/30/2022 16:00 6010D WP MTN -

06/27/2022 11:35Solids 70740 LT-7 (4-6) 06/30/2022 16:00 7471A WP MTN -

06/27/2022 11:35Solids 70740 LT-7 (4-6) 06/30/2022 16:00 29B WP MTN -

06/27/2022 11:50Solids 70741 LT-7 (16-18) 06/30/2022 16:00

06/27/2022 11:55Solids 70742 LT-7 (20-22) 06/30/2022 16:00

06/27/2022 12:00Solids 70743 LT-7 (24-26) 06/30/2022 16:00

06/27/2022 13:15Solids 70744 LT-7 (36-38) 06/30/2022 16:00

06/28/2022 09:10Solids 70745 LT-8 (8-10) 06/30/2022 16:00

06/28/2022 09:10Solids 70745 LT-8 (8-10) 06/30/2022 16:00 6010D WP MTN -

06/28/2022 09:10Solids 70745 LT-8 (8-10) 06/30/2022 16:00 29B WP MTN -

06/28/2022 09:10Solids 70745 LT-8 (8-10) 06/30/2022 16:00 7471A WP MTN -

06/28/2022 09:20Solids 70746 LT-8 (16-18) 06/30/2022 16:00

06/28/2022 09:25Solids 70747 LT-8 (20-22) 06/30/2022 16:00

06/28/2022 09:30Solids 70748 LT-8 (24-26) 06/30/2022 16:00

06/28/2022 09:45Solids 70749 LT-8 (36-38) 06/30/2022 16:00

06/28/2022 13:35Solids 70750 LT-9 (4-6) 06/30/2022 16:00

06/28/2022 13:35Solids 70750 LT-9 (4-6) 06/30/2022 16:00 7471A WP MTN -

06/28/2022 13:35Solids 70750 LT-9 (4-6) 06/30/2022 16:00 6010D WP MTN -

06/28/2022 13:35Solids 70750 LT-9 (4-6) 06/30/2022 16:00 29B WP MTN -

06/28/2022 13:40Solids 70751 LT-9 (8-10) 06/30/2022 16:00

06/28/2022 13:40Solids 70751 LT-9 (8-10) 06/30/2022 16:00 7471A WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN
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Report Number:

Sample Summary Table

Client Project Description:

22-181-0067

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/28/2022 13:40Solids 70751 LT-9 (8-10) 06/30/2022 16:00 6010D WP MTN -

06/28/2022 13:40Solids 70751 LT-9 (8-10) 06/30/2022 16:00 29B WP MTN -

06/28/2022 13:45Solids 70752 LT-9 (12-14) 06/30/2022 16:00

06/28/2022 13:55Solids 70753 LT-9 (20-22) 06/30/2022 16:00

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN
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Client: Hydro-Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 22-181-0067 
Date: 7/20/2022 
            
 
Methods 
Methods reported as 29B are from the Laboratory Procedures for Analysis of Exploration & Production Waste – 
LDNR Office of Conservation Injection and Mining Division – Revised 11/2011. 
 
Results 

 6010D/7471A metals are reported AR - As Received by adjusting the data using the percent moisture 
result. 

 
 True Total Barium results are reported dry weight 

 
 Oil & Grease results reported dry weight 

 
 TX1006 results are reported as received 

 
 VPH/EPH results reported as received 

 
 PAH results reported as received 
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-7 (0-2)

 70739 Matrix:

6/27/2022 11:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

18.9 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

62.7 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

2.5 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

0.548 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 17:13 29BMJM

8.81 mg/Kg 4.00Chloride 1 07/14/22 16:10 9056MJM

0.470 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.58 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.616 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 17:13 29BMJM

23.1 meq/100g 0.100Cation Exchange Capacity 10 07/14/22 13:20 29B

0.4 % 0.1Exchangeable Sodium Percentage 1 07/14/22 15:08 CALCULATION

0.679 Calc 0.215Sodium Adsorption Ratio (Sat Paste) 5 07/14/22 13:52 29B

2.63 meq/L 0.250Calcium (Sat Paste) 5 07/15/22 09:08 29BAPB

1.39 meq/L 0.410Magnesium (Sat Paste) 5 07/14/22 14:32 29BAPB

0.963 meq/L 0.215Sodium (Sat Paste) 5 07/14/22 13:52 29BAPB

4.64 mg/Kg AR 2.00Total Arsenic 1 07/15/22 17:11 6010DTJS

121 mg/Kg AR 1.00Total Barium 1 07/15/22 17:11 6010DTJS

2910 mg/Kg 500True Total Barium 1 07/20/22 14:08 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/15/22 17:11 6010DTJS

11.4 mg/Kg AR 0.500Total Chromium 1 07/15/22 17:11 6010DTJS

9.06 mg/Kg AR 0.600Total Lead 1 07/15/22 17:11 6010DTJS

0.0182 mg/Kg AR 0.0133Mercury (Total) 1 07/21/22 16:02 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/15/22 17:11 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/15/22 17:11 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 6 of 38

August Levert_BP Plan_001165



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-7 (0-2)

 70739 Matrix:

6/27/2022 11:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

42.8 mg/Kg AR 2.50Total Zinc 1 07/15/22 17:11 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 7 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-7 (4-6)

 70740 Matrix:

6/27/2022 11:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

23.5 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

58.0 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

1.8 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

0.386 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 17:26 29BMJM

6.08 mg/Kg 4.00Chloride 1 07/14/22 16:22 9056MJM

0.268 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.74 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.270 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 17:26 29BMJM

1.41 meq/L 0.100Calcium (Sat Paste) 2 07/15/22 09:09 29BAPB

0.544 meq/L 0.164Magnesium (Sat Paste) 2 07/14/22 14:32 29BAPB

0.609 meq/L 0.086Sodium (Sat Paste) 2 07/14/22 13:53 29BAPB

5.05 mg/Kg AR 2.00Total Arsenic 1 07/15/22 17:26 6010DTJS

104 mg/Kg AR 1.00Total Barium 1 07/15/22 17:26 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/20/22 14:24 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/15/22 17:26 6010DTJS

8.56 mg/Kg AR 0.500Total Chromium 1 07/15/22 17:26 6010DTJS

6.29 mg/Kg AR 0.600Total Lead 1 07/15/22 17:26 6010DTJS

0.0215 mg/Kg AR 0.0133Mercury (Total) 1 07/21/22 16:03 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/15/22 17:26 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/15/22 17:26 6010DTJS

31.3 mg/Kg AR 2.50Total Zinc 1 07/15/22 17:26 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 8 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-7 (16-18)

 70741 Matrix:

6/27/2022 11:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

43.4 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

113 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

3.4 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

1.26 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 17:39 29BMJM

22.3 mg/Kg 4.00Chloride 1 07/14/22 16:59 9056MJM

0.701 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.90 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

1.42 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 17:39 29BMJM

2.93 meq/L 0.500Calcium (Sat Paste) 10 07/15/22 09:09 29BAPB

1.23 meq/L 0.820Magnesium (Sat Paste) 10 07/14/22 14:33 29BAPB

1.66 meq/L 0.430Sodium (Sat Paste) 10 07/14/22 13:54 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 9 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-7 (20-22)

 70742 Matrix:

6/27/2022 11:55

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

54.1 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

93.2 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

3.0 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

2.38 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 17:52 29BMJM

25.0 mg/Kg 4.00Chloride 1 07/14/22 17:12 9056MJM

0.963 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.81 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

1.95 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 17:52 29BMJM

4.01 meq/L 0.500Calcium (Sat Paste) 10 07/15/22 09:10 29BAPB

1.63 meq/L 0.820Magnesium (Sat Paste) 10 07/14/22 14:34 29BAPB

2.26 meq/L 0.430Sodium (Sat Paste) 10 07/14/22 13:55 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 10 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-7 (24-26)

 70743 Matrix:

6/27/2022 12:00

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

38.8 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

98.1 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

4.0 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

1.34 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 18:05 29BMJM

22.8 mg/Kg 4.00Chloride 1 07/14/22 17:24 9056MJM

0.705 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

8.03 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

1.00 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 18:05 29BMJM

3.06 meq/L 0.500Calcium (Sat Paste) 10 07/15/22 09:11 29BAPB

1.16 meq/L 0.820Magnesium (Sat Paste) 10 07/14/22 14:35 29BAPB

1.55 meq/L 0.430Sodium (Sat Paste) 10 07/14/22 13:55 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 11 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-7 (36-38)

 70744 Matrix:

6/27/2022 13:15

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

38.7 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

95.7 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

4.6 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

3.41 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 18:17 29BMJM

38.9 mg/Kg 4.00Chloride 1 07/14/22 17:37 9056MJM

1.07 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

8.00 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

1.36 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 18:17 29BMJM

3.97 meq/L 0.500Calcium (Sat Paste) 10 07/15/22 09:12 29BAPB

1.99 meq/L 0.820Magnesium (Sat Paste) 10 07/14/22 14:36 29BAPB

2.12 meq/L 0.430Sodium (Sat Paste) 10 07/14/22 13:58 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 12 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (8-10)

 70745 Matrix:

6/28/2022 9:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

24.3 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

58.4 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

2.2 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

1.15 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 18:30 29BMJM

11.0 mg/Kg 4.00Chloride 1 07/14/22 17:49 9056MJM

0.490 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.91 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.867 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 18:30 29BMJM

1.91 meq/L 0.250Calcium (Sat Paste) 5 07/15/22 09:13 29BAPB

0.781 meq/L 0.410Magnesium (Sat Paste) 5 07/14/22 14:36 29BAPB

1.10 meq/L 0.215Sodium (Sat Paste) 5 07/14/22 13:59 29BAPB

4.34 mg/Kg AR 2.00Total Arsenic 1 07/15/22 17:31 6010DTJS

109 mg/Kg AR 1.00Total Barium 1 07/15/22 17:31 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/20/22 14:29 29BTJS

0.202 mg/Kg AR 0.200Total Cadmium 1 07/15/22 17:31 6010DTJS

8.97 mg/Kg AR 0.500Total Chromium 1 07/15/22 17:31 6010DTJS

7.05 mg/Kg AR 0.600Total Lead 1 07/15/22 17:31 6010DTJS

0.0288 mg/Kg AR 0.0133Mercury (Total) 1 07/21/22 16:04 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/15/22 17:31 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/15/22 17:31 6010DTJS

34.9 mg/Kg AR 2.50Total Zinc 1 07/15/22 17:31 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 13 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (16-18)

 70746 Matrix:

6/28/2022 9:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

24.2 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

49.7 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

2.0 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

1.32 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 18:43 29BMJM

17.8 mg/Kg 4.00Chloride 1 07/14/22 18:01 9056MJM

0.488 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.91 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.810 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 18:43 29BMJM

1.88 meq/L 0.250Calcium (Sat Paste) 5 07/15/22 09:14 29BAPB

0.815 meq/L 0.410Magnesium (Sat Paste) 5 07/14/22 14:37 29BAPB

0.923 meq/L 0.215Sodium (Sat Paste) 5 07/14/22 14:00 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 14 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (20-22)

 70747 Matrix:

6/28/2022 9:25

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

27.6 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

50.2 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

2.0 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

1.04 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 18:56 29BMJM

16.5 mg/Kg 4.00Chloride 1 07/15/22 10:14 9056MJM

0.422 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.88 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.492 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 18:56 29BMJM

1.49 meq/L 0.250Calcium (Sat Paste) 5 07/15/22 09:14 29BAPB

0.647 meq/L 0.410Magnesium (Sat Paste) 5 07/14/22 14:38 29BAPB

0.940 meq/L 0.215Sodium (Sat Paste) 5 07/14/22 14:01 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 15 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (24-26)

 70748 Matrix:

6/28/2022 9:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

28.5 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

78.0 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

3.4 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

0.944 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 19:09 29BMJM

10.7 mg/Kg 4.00Chloride 1 07/15/22 10:26 9056MJM

0.662 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.91 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

1.42 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 19:09 29BMJM

2.68 meq/L 0.500Calcium (Sat Paste) 10 07/15/22 09:15 29BAPB

1.29 meq/L 0.820Magnesium (Sat Paste) 10 07/14/22 14:39 29BAPB

1.31 meq/L 0.430Sodium (Sat Paste) 10 07/14/22 14:02 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 16 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-8 (36-38)

 70749 Matrix:

6/28/2022 9:45

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

32.3 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

80.2 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

2.9 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

2.02 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 20:01 29BMJM

31.5 mg/Kg 4.00Chloride 1 07/15/22 10:38 9056MJM

0.695 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.94 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.783 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 20:01 29BMJM

2.81 meq/L 0.500Calcium (Sat Paste) 10 07/15/22 09:18 29BAPB

1.28 meq/L 0.820Magnesium (Sat Paste) 10 07/14/22 14:41 29BAPB

1.28 meq/L 0.430Sodium (Sat Paste) 10 07/14/22 14:02 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 17 of 38
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (4-6)

 70750 Matrix:

6/28/2022 13:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

27.1 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

70.6 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

2.5 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

0.312 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 20:13 29BMJM

4.75 mg/Kg 4.00Chloride 1 07/15/22 10:51 9056MJM

0.496 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.84 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

1.19 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 20:13 29BMJM

2.45 meq/L 0.250Calcium (Sat Paste) 5 07/15/22 09:19 29BAPB

1.06 meq/L 0.410Magnesium (Sat Paste) 5 07/14/22 14:42 29BAPB

0.940 meq/L 0.215Sodium (Sat Paste) 5 07/14/22 14:03 29BAPB

3.96 mg/Kg AR 2.00Total Arsenic 1 07/15/22 17:36 6010DTJS

121 mg/Kg AR 1.00Total Barium 1 07/15/22 17:36 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/20/22 14:34 29BTJS

0.246 mg/Kg AR 0.200Total Cadmium 1 07/15/22 17:36 6010DTJS

10.1 mg/Kg AR 0.500Total Chromium 1 07/15/22 17:36 6010DTJS

8.06 mg/Kg AR 0.600Total Lead 1 07/15/22 17:36 6010DTJS

0.0496 mg/Kg AR 0.0133Mercury (Total) 1 07/21/22 16:06 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/15/22 17:36 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/15/22 17:36 6010DTJS

40.3 mg/Kg AR 2.50Total Zinc 1 07/15/22 17:36 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (8-10)

 70751 Matrix:

6/28/2022 13:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

27.5 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

47.1 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

2.2 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

1.78 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 20:26 29BMJM

19.1 mg/Kg 4.00Chloride 1 07/15/22 11:03 9056MJM

0.574 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.81 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.691 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 20:26 29BMJM

2.19 meq/L 0.250Calcium (Sat Paste) 5 07/15/22 09:19 29BAPB

0.972 meq/L 0.410Magnesium (Sat Paste) 5 07/14/22 14:42 29BAPB

1.10 meq/L 0.215Sodium (Sat Paste) 5 07/14/22 14:04 29BAPB

3.89 mg/Kg AR 2.00Total Arsenic 1 07/15/22 17:41 6010DTJS

94.4 mg/Kg AR 1.00Total Barium 1 07/15/22 17:41 6010DTJS

<500 mg/Kg 500True Total Barium 1 07/20/22 14:40 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/15/22 17:41 6010DTJS

8.10 mg/Kg AR 0.500Total Chromium 1 07/15/22 17:41 6010DTJS

6.25 mg/Kg AR 0.600Total Lead 1 07/15/22 17:41 6010DTJS

0.0313 mg/Kg AR 0.0133Mercury (Total) 1 07/21/22 16:07 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/15/22 17:41 6010DTJS

<0.500 mg/Kg AR 0.500Total Silver 1 07/15/22 17:41 6010DTJS

31.8 mg/Kg AR 2.50Total Zinc 1 07/15/22 17:41 6010DTJS

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (12-14)

 70752 Matrix:

6/28/2022 13:45

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

25.8 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

52.7 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

2.0 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

1.72 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 20:39 29BMJM

23.8 mg/Kg 4.00Chloride 1 07/15/22 11:15 9056MJM

0.525 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.67 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.687 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 20:39 29BMJM

2.04 meq/L 0.250Calcium (Sat Paste) 5 07/15/22 09:20 29BAPB

0.839 meq/L 0.410Magnesium (Sat Paste) 5 07/14/22 14:43 29BAPB

0.923 meq/L 0.215Sodium (Sat Paste) 5 07/14/22 14:05 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-181-0067

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/30/2022

August Levert

Report Date : 07/21/2022

Sample ID :

Lab No :

Sampled:LT-9 (20-22)

 70753 Matrix:

6/28/2022 13:55

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

35.8 %% Moisture 1 07/11/22 09:50 SW-DRYWTAPB

90.9 %% Saturation (Sat Paste) 1 07/13/22 11:18 29BJMB

3.4 meq/LAlkalinity (Sat Paste) 1 07/15/22 15:50 29BBMB

1.15 meq/L 0.050Chloride (Sat Paste) 5 07/14/22 20:52 29BMJM

20.9 mg/Kg 4.00Chloride 1 07/15/22 11:28 9056MJM

0.659 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/13/22 11:18 29BJMB

7.89 s.u.pH (Sat Paste) 1 07/13/22 11:18 29BJMB

0.970 meq/L 0.050Sulfate (Sat Paste) 5 07/14/22 20:52 29BMJM

2.56 meq/L 0.250Calcium (Sat Paste) 5 07/15/22 09:21 29BAPB

1.26 meq/L 0.410Magnesium (Sat Paste) 5 07/14/22 14:44 29BAPB

1.16 meq/L 0.215Sodium (Sat Paste) 5 07/14/22 14:05 29BAPB

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

True Total Barium

29B

L627775QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B BA (PREP)

QC Prep: L627143

Associated Lab Samples:  70739,  70740,  70745,  70750,  70751

LRB-L627143                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/20/22 13:57500< 500mg/KgTrue Total Barium

LCS-L627143Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

109106009710mg/KgTrue Total Barium 80-120

A 70739-A74934-MS-L627143     A 70739-A74934-MSD-L627143Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

8030 71.0*7840714071902910mg/KgTrue Total Barium 69.0* 75-125 2.3 20.0

Page 1 of 13* QC Fail Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Cation Exchange Capacity

29B

A75090QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B CEC (PREP)

QC Prep: A75034

Associated Lab Samples:  70739

LRB-A75034                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/14/22 13:18100< 100mg/KgTotal Sodium CEC

A 70739-A74934-DUP-A75034Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/14/22 13:213.251505320mg/KgTotal Sodium CEC

Page 2 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Exchangeable Sodium Percentage

29B

A75091QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A75035

A 70739-A74934-DUP-A75035Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/14/22 15:090.0< 0.180< 0.180meq/100gTotal Sodium ESP

Page 3 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Alkalinity

29B

A75064,A75093,A75063,A75113QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A75036

A 70782-A74968-DUP-A75036Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/15/22 15:5013.34.03.5meq/LAlkalinity (Sat Paste)

Page 4 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Anions by Ion Chromatography

29B

A75064,A75093,A75063,A75113QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A75036

A 70782-A74968-DUP-A75036Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/14/22 21:1822.77.015.58meq/LChloride (Sat Paste)

30.0 07/14/22 21:180.0< 0.500< 0.500meq/LSulfate (Sat Paste)

Page 5 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Saturated Paste Extraction

29B

A75064,A75093,A75063,A75113QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A75036

A 70782-A74968-DUP-A75036Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/13/22 11:180.469.769.4%% Saturation (Sat Paste)

30.0 07/13/22 11:1820.67.476.07mmhos/cmElectrical Conductivity (Sat Paste)

30.0 07/13/22 11:180.18.198.18s.u.pH (Sat Paste)

Page 6 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Saturated Paste Extraction

29B

A75064,A75093,A75063,A75113QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A75036

A 70782-A74968-DUP-A75036Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/15/22 10:4214.815.913.7meq/LCalcium (Sat Paste)

30.0 07/14/22 14:500.0< 4.10< 4.10meq/LMagnesium (Sat Paste)

30.0 07/14/22 14:1220.262.651.1meq/LSodium (Sat Paste)

Page 7 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L627194QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L626614

Associated Lab Samples:  70739,  70740,  70745,  70750,  70751

LRB-L626614                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/15/22 17:052.00< 0.480mg/Kg ARTotal Arsenic

07/15/22 17:050.999< 0.259mg/Kg ARTotal Barium

07/15/22 17:050.199< 0.039mg/Kg ARTotal Cadmium

07/15/22 17:050.499< 0.471mg/Kg ARTotal Chromium

07/15/22 17:050.599< 0.359mg/Kg ARTotal Lead

07/15/22 17:050.999< 0.639mg/Kg ARTotal Selenium

07/15/22 17:050.499< 0.319mg/Kg ARTotal Silver

07/15/22 17:052.50< 1.62mg/Kg ARTotal Zinc

LCS-L626614Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

11611.610.0mg/Kg ARTotal Arsenic 80-120

111111100mg/Kg ARTotal Barium 80-120

11211.210.0mg/Kg ARTotal Cadmium 80-120

117117100mg/Kg ARTotal Chromium 80-120

11411.410.0mg/Kg ARTotal Lead 80-120

11011.010.0mg/Kg ARTotal Selenium 80-120

11111.110.0mg/Kg ARTotal Silver 80-120

116116100mg/Kg ARTotal Zinc 80-120

A 70751-A74934-MS-L626614     A 70751-A74934-MSD-L626614Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

11.1 10111.26.907.163.89mg/Kg ARTotal Arsenic 106 75-125 0.8 20.0

173 11017469.071.694.4mg/Kg ARTotal Barium 115 75-125 0.5 20.0

Page 8 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L627194QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L626614

A 70751-A74934-MS-L626614     A 70751-A74934-MSD-L626614Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

7.17 98.07.116.907.16< 0.200mg/Kg ARTotal Cadmium 101 75-125 0.8 20.0

83.5 10582.169.071.68.10mg/Kg ARTotal Chromium 107 75-125 1.6 20.0

13.5 10113.56.907.166.25mg/Kg ARTotal Lead 105 75-125 0.0 20.0

6.60 92.06.856.907.16< 1.00mg/Kg ARTotal Selenium 99.0 75-125 3.7 20.0

7.05 99.06.996.907.16< 0.500mg/Kg ARTotal Silver 101 75-125 0.8 20.0

105 10210569.071.631.8mg/Kg ARTotal Zinc 106 75-125 0.0 20.0

Page 9 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Solids Total Mercury Analysis - CVAA

7471A

L628068QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7471A

QC Prep: L627731

Associated Lab Samples:  70739,  70740,  70745,  70750,  70751

LRB-L627731                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/21/22 15:590.160< 0.160mg/Kg ARMercury (Total)

LCS-L627731Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

99.00.3940.400mg/Kg ARMercury (Total) 80-120

A 70751-A74934-MS-L627731     A 70751-A74934-MSD-L627731Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.288 1000.3020.2840.2570.0313mg/Kg ARMercury (Total) 95.0 80-120 4.7 20.0

Page 10 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Anions by Ion Chromatography

9056

A75146QC Analytical Batch(es):

Analysis Method:

Analysis Description:

SW-9056 (PREP)

QC Prep: A75095

Associated Lab Samples:  70739,  70740,  70741,  70742,  70743,  70744,  70745,  70746,  70747,  70748,  70749,  70750,  70751,  70752,  70753

LRB-A75095                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/14/22 15:454.00< 3.33mg/KgChloride

LCS-A75095Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

101503500mg/KgChloride 80-120

A 70740-MS-A75095     A 70740-MSD-A75095Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

490 1014874774796.08mg/KgChloride 101 80-120 0.6 15.0

Page 11 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A75029QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70748-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 07/11/22 09:505.027.128.5%% Moisture

Page 12 of 13Date: 07/21/2022 05:27 PM
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Quality Control Data

22-181-0067Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A75033QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70739-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 07/11/22 09:502.118.518.9%% Moisture

Page 13 of 13Date: 07/21/2022 05:27 PM
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-181-0067

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 06/30/2022 16:00:00

Special precautions or instructions included?

Comments:
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

7/26/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-202-0001 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 6/28/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 

Page 1 of 12
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana

Page 1 of 1 00007/22-202-0001
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Report Number:

Sample Summary Table

Client Project Description:

22-202-0001

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/21/2022 11:40Solids 71734 SB-03 (0-2) 06/28/2022 X-RAY SXRD XRD EDX Core Mine

06/21/2022 12:10Solids 71735 SB-04 (0-2) 06/28/2022 X-RAY SXRD XRD EDX Core Mine

06/22/2022 13:45Solids 71736 SB-11 (2-4) 06/28/2022 X-RAY SXRD XRD EDX Core Mine

06/22/2022 14:30Solids 71737 SB-12 (2-4) 06/28/2022 X-RAY SXRD XRD EDX Core Mine

Core Mineralogy:  Core Mineralogy, Inc., Broussard, LA
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Waypoint Analytical 

Report # 22-202-0001

Hydro-Environmental Technology 

Sample ID
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SB-03 (0-2) 71734 6/21/22 11:40 17778 2.17 32.64 0.26 0.35 2.47 8.66 ND 9.07 0.04 0.63 1.87 ND ND 3.01 ND ND 38.84 ND 100 19.5 0.5 0.6 3.0 ND ND ND 64.1 ND ND ND ND 12.3 100

SB-04 (0-2) 71735 6/21/22 12:10 17779 2.27 31.41 0.16 0.21 1.66 7.09 ND 10.03 0.02 0.48 1.67 ND ND 2.05 ND ND 42.96 ND 100 13.3 0.3 1.2 3.6 ND ND ND 73.4 ND ND ND ND 8.2 100

SB-11 (2-4) 71736 6/22/22 13:45 17780 3.90 35.68 0.27 0.72 5.19 13.25 ND 6.46 0.03 1.31 1.68 ND ND 3.41 0.42 ND 27.68 ND 100 17.8 1.4 1.0 2.6 ND ND ND 44.9 ND ND ND ND 32.3 100

SB-12 (2-4) 71737 6/22/22 14:30 17781 2.67 32.53 0.20 0.31 2.56 8.77 ND 9.14 0.01 0.62 1.46 ND ND 2.20 0.41 ND 39.14 ND 100 18.3 0.3 1.4 3.0 ND ND ND 66.0 ND ND ND ND 11.1 100

Analytical Consulting Services

ND = None Detected

100 Jared Drive 

CMI # 22072202 EDXXRD

Broussard, LA 70518

Mineral Phases Identified by XRDSemi Quantitative Weight Percent Elemental Composition by EDX Normalized to 100%

Energy Dispersive X-Ray Spectrometry (EDX)

Semi Quantitative X-Ray Diffraction (XRD) &

Core Mineralogy, Inc.

Analyst: Mansour Rahmatian (M.S.)

www.coremineral.com

Sample Submitted to CMI Labs on: 7/22/2022 @ 8:45 AM 

Attention: Amy Jackson 

e-mail: mansourr@coremineral.com

Limitation of Liability: These analysis, opinions or interpretations are based on observation and materials supplied by the client and they represent the best judgment of Core Mineralogy, Inc., (all errors and omissions excepted); but Core 

Mineralogy, Inc. and its officers and employees shall not be liable for any loss or damage resulting from the furnishing of the data reported herein: and Core Mineralogy, Inc. makes no warranties, expressed or implied, whether of fitness for a 

particular purpose, merchantability or otherwise, as to the accuracy of the data reported. Core Mineralogy, Inc. disclaims any liability in the use of these data, including possible infringement of patent.    

Copyright © Core Mineralogy, Inc. 2000-2022

Phone: (337) 984-0500

Date Reported: 7/26/2022
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-202-0001

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 07/28/2022 08:30:00

Special precautions or instructions included?

Comments:
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#=CL#

July 28, 2022

LIMS USE: FR - GREG MILLER
LIMS OBJECT ID: 30502618

30502618
Project:
Pace Project No.:

RE:

Mr. Greg Miller
ICON Environmental Services
2049 Commercial Drive
Port Allen, LA 70767

Levert - Grand River

Dear Mr. Miller:

Enclosed are the analytical results for sample(s) received by the laboratory on July 05, 2022.  The results relate only to the
samples included in this report.  Results reported herein conform to the applicable TNI/NELAC Standards and the
laboratory's Quality Manual, where applicable, unless otherwise noted in the body of the report.

The test results provided in this final report were generated by each of the following laboratories within the Pace Network:
• Pace Analytical Services - Greensburg

If you have any questions concerning this report, please feel free to contact me.

Sincerely,

Sean L. Meredith
sean.meredith@pacelabs.com

Project Manager
(724)850-5600

Enclosures

cc: Mr. Derek Pourciau, ICON Environmental Services

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600

Page 1 of 13
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#=CP#

CERTIFICATIONS

Pace Project No.:
Project:

30502618
Levert - Grand River

Pace Analytical Services Pennsylvania
1638 Roseytown Rd Suites 2,3&4, Greensburg, PA 15601
ANAB DOD-ELAP Rad Accreditation #: L2417
Alabama Certification #: 41590
Arizona Certification #: AZ0734
Arkansas Certification
California Certification #: 04222CA
Colorado Certification #: PA01547
Connecticut Certification #: PH-0694
Delaware Certification
EPA Region 4 DW Rad
Florida/TNI Certification #: E87683
Georgia Certification #: C040
Florida: Cert E871149 SEKS WET
Guam Certification
Hawaii Certification
Idaho Certification
Illinois Certification
Indiana Certification
Iowa Certification #: 391
Kansas/TNI Certification #: E-10358
Kentucky Certification #: KY90133
KY WW Permit #: KY0098221
KY WW Permit #: KY0000221
Louisiana DHH/TNI Certification #: LA180012
Louisiana DEQ/TNI Certification #: 4086
Maine Certification #: 2017020
Maryland Certification #: 308
Massachusetts Certification #: M-PA1457
Michigan/PADEP Certification #: 9991

Missouri Certification #: 235
Montana Certification #: Cert0082
Nebraska Certification #: NE-OS-29-14
Nevada Certification #: PA014572018-1
New Hampshire/TNI Certification #: 297617
New Jersey/TNI Certification #: PA051
New Mexico Certification #: PA01457
New York/TNI Certification #: 10888
North Carolina Certification #: 42706
North Dakota Certification #: R-190
Ohio EPA Rad Approval: #41249
Oregon/TNI Certification #: PA200002-010
Pennsylvania/TNI Certification #: 65-00282
Puerto Rico Certification #: PA01457
Rhode Island Certification #: 65-00282
South Dakota Certification
Tennessee Certification #:  02867
Texas/TNI Certification #: T104704188-17-3
Utah/TNI Certification #: PA014572017-9
USDA Soil Permit #: P330-17-00091
Vermont Dept. of Health: ID# VT-0282
Virgin Island/PADEP Certification
Virginia/VELAP Certification #: 460198
Washington Certification #: C868
West Virginia DEP Certification #: 143
West Virginia DHHR Certification #: 9964C
Wisconsin Approve List for Rad
Wyoming Certification #: 8TMS-L

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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#=SS#

SAMPLE SUMMARY

Pace Project No.:
Project:

30502618
Levert - Grand River

Lab ID Sample ID Matrix Date Collected Date Received

30502618001 LT-4 Water 06/22/22 15:00 07/05/22 10:05

30502618002 LT-5 Water 06/23/22 11:20 07/05/22 10:05

30502618003 LT-8 Water 06/28/22 11:45 07/05/22 10:05

30502618004 LT-9 Water 06/28/22 15:10 07/05/22 10:05

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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#=SA#

SAMPLE ANALYTE COUNT

Pace Project No.:
Project:

30502618
Levert - Grand River

Lab ID Sample ID Method
Analytes
Reported LaboratoryAnalysts

30502618001 LT-4 EPA 903.1 1 PASI-PASLC

EPA 904.0 1 PASI-PAVAL

30502618002 LT-5 EPA 903.1 1 PASI-PASLC

EPA 904.0 1 PASI-PAVAL

30502618003 LT-8 EPA 903.1 1 PASI-PASLC

EPA 904.0 1 PASI-PAVAL

30502618004 LT-9 EPA 903.1 1 PASI-PASLC

EPA 904.0 1 PASI-PAVAL

PASI-PA = Pace Analytical Services - Greensburg

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600

Page 4 of 13

August Levert_BP Plan_001213



#=NA#

PROJECT NARRATIVE

Pace Project No.:
Project:

30502618
Levert - Grand River

Method:

Client: ICON Environmental Services

EPA 903.1

Date: July 28, 2022

Description: 903.1 Radium 226

General Information:
4 samples were analyzed for EPA 903.1 by Pace Analytical Services Greensburg.  All samples were received in acceptable condition
with any exceptions noted below or on the chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end
of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600

Page 5 of 13
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#=NA#

PROJECT NARRATIVE

Pace Project No.:
Project:

30502618
Levert - Grand River

Method:

Client: ICON Environmental Services

EPA 904.0

Date: July 28, 2022

Description: 904.0 Radium 228

General Information:
4 samples were analyzed for EPA 904.0 by Pace Analytical Services Greensburg.  All samples were received in acceptable condition
with any exceptions noted below or on the chain-of custody and/or the sample condition upon receipt form (SCUR) attached at the end
of this report.

Hold Time:
The samples were analyzed within the method required hold times with any exceptions noted below.

Method Blank:
All analytes were below the report limit in the method blank, where applicable, with any exceptions noted below.

Laboratory Control Spike:
All laboratory control spike compounds were within QC limits with any exceptions noted below.

Matrix Spikes:
All percent recoveries and relative percent differences (RPDs) were within acceptance criteria with any exceptions noted below.

Additional Comments:

This data package has been reviewed for quality and completeness and is approved for release.

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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#=ARR#

ANALYTICAL RESULTS - RADIOCHEMISTRY

Pace Project No.:
Project:

30502618
Levert - Grand River

Sample: LT-4 Lab ID: 30502618001 Collected: 06/22/22 15:00 Received: 07/05/22 10:05 Matrix: Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Pace Analytical Services - Greensburg

Radium-226 0.0498 ± 0.352   (0.702)
C:NA T:101%

pCi/L 07/28/22 12:52 13982-63-3EPA 903.1

Pace Analytical Services - Greensburg

Radium-228 0.563 ± 0.510   (1.03)
C:73% T:85%

pCi/L 07/25/22 18:16 15262-20-1EPA 904.0

Sample: LT-5 Lab ID: 30502618002 Collected: 06/23/22 11:20 Received: 07/05/22 10:05 Matrix: Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Pace Analytical Services - Greensburg

Radium-226 0.310 ± 0.407   (0.677)
C:NA T:96%

pCi/L 07/28/22 12:52 13982-63-3EPA 903.1

Pace Analytical Services - Greensburg

Radium-228 0.662 ± 0.505   (0.994)
C:73% T:89%

pCi/L 07/25/22 18:16 15262-20-1EPA 904.0

Sample: LT-8 Lab ID: 30502618003 Collected: 06/28/22 11:45 Received: 07/05/22 10:05 Matrix: Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Pace Analytical Services - Greensburg

Radium-226 0.825 ± 0.574   (0.773)
C:NA T:97%

pCi/L 07/28/22 12:52 13982-63-3EPA 903.1

Pace Analytical Services - Greensburg

Radium-228 0.591 ± 0.476   (0.948)
C:71% T:94%

pCi/L 07/25/22 18:17 15262-20-1EPA 904.0

Sample: LT-9 Lab ID: 30502618004 Collected: 06/28/22 15:10 Received: 07/05/22 10:05 Matrix: Water

Parameters Act ± Unc (MDC) Carr Trac Units Analyzed CAS No. QualMethod

PWS: Site ID: Sample Type:

Pace Analytical Services - Greensburg

Radium-226 0.810 ± 0.476   (0.572)
C:NA T:102%

pCi/L 07/28/22 12:52 13982-63-3EPA 903.1

Pace Analytical Services - Greensburg

Radium-228 0.458 ± 0.498   (1.04)
C:70% T:90%

pCi/L 07/25/22 18:17 15262-20-1EPA 904.0

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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#=QCR#

QUALITY CONTROL - RADIOCHEMISTRY

Pace Project No.:
Project:

30502618
Levert - Grand River

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

518680
EPA 904.0

EPA 904.0
904.0 Radium 228

Laboratory: Pace Analytical Services - Greensburg
Associated Lab Samples: 30502618001, 30502618002, 30502618003, 30502618004

Parameter UnitsAct ± Unc (MDC) Carr Trac Qualifiers

METHOD BLANK: 2514501

Associated Lab Samples: 30502618001, 30502618002, 30502618003, 30502618004

Matrix: Water

Analyzed

Radium-228 pCi/L 07/25/22 13:520.378 ± 0.329   (0.662) C:77% T:95%

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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#=QCR#

QUALITY CONTROL - RADIOCHEMISTRY

Pace Project No.:
Project:

30502618
Levert - Grand River

Results presented on this page are in the units indicated by the "Units" column except where an alternate unit is presented to the right of the result.  

QC Batch:
QC Batch Method:

Analysis Method:
Analysis Description:

518679
EPA 903.1

EPA 903.1
903.1 Radium-226

Laboratory: Pace Analytical Services - Greensburg
Associated Lab Samples: 30502618001, 30502618002, 30502618003, 30502618004

Parameter UnitsAct ± Unc (MDC) Carr Trac Qualifiers

METHOD BLANK: 2514500

Associated Lab Samples: 30502618001, 30502618002, 30502618003, 30502618004

Matrix: Water

Analyzed

Radium-226 pCi/L 07/28/22 11:55-0.133 ± 0.262   (0.626) C:NA T:92%

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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#=QL#

QUALIFIERS

Pace Project No.:
Project:

30502618
Levert - Grand River

DEFINITIONS

DF - Dilution Factor, if reported, represents the factor applied to the reported data due to dilution of the sample aliquot.
ND - Not Detected at or above adjusted reporting limit.
TNTC - Too Numerous To Count
J - Estimated concentration above the adjusted method detection limit and below the adjusted reporting limit.
MDL - Adjusted Method Detection Limit.
PQL - Practical Quantitation Limit.
RL - Reporting Limit - The lowest concentration value that meets project requirements for quantitative data with known precision and
bias for a specific analyte in a specific matrix.
S - Surrogate
1,2-Diphenylhydrazine decomposes to and cannot be separated from Azobenzene using Method 8270. The result for each analyte is
a combined concentration.
Consistent with EPA guidelines, unrounded data are displayed and have been used to calculate % recovery and RPD values.
LCS(D) - Laboratory Control Sample (Duplicate)
MS(D) - Matrix Spike (Duplicate)
DUP - Sample Duplicate
RPD - Relative Percent Difference
NC - Not Calculable.
SG - Silica Gel - Clean-Up
U - Indicates the compound was analyzed for, but not detected.
N-Nitrosodiphenylamine decomposes and cannot be separated from Diphenylamine using Method 8270.  The result reported for
each analyte is a combined concentration.
Reported results are not rounded until the final step prior to reporting. Therefore, calculated parameters that are typically reported as
"Total" may vary slightly from the sum of the reported component parameters.
Act - Activity
Unc - Uncertainty:  For Safe Drinking Water Act (SDWA) analyses, the reported Unc. Is the calculated Count Uncertainty (95%
confidence interval) using a coverage factor of 1.96. For all other matrices (non-SDWA), the reported Unc. is the calculated
Expanded Uncertainty (aka Combined Standard Uncertainty, CSU), reported at the 95% confidence interval using a coverage factor
of 1.96.
Gamma Spec:  The Unc. reported for all gamma-spectroscopy analyses (EPA 901.1), is the calculated Expanded Uncertainty (CSU)
at the 95.4% confidence interval, using a coverage factor of 2.0.
(MDC) - Minimum Detectable Concentration
Trac - Tracer Recovery (%)
Carr - Carrier Recovery (%)
Pace Analytical is TNI accredited. Contact your Pace PM for the current list of accredited analytes.
TNI - The NELAC Institute.

REPORT OF LABORATORY ANALYSIS
This report shall not be reproduced, except in full,

without the written consent of Pace Analytical Services, LLC.Date: 07/28/2022 07:14 PM

Pace Analytical Services, LLC
1638 Roseytown Road - Suites 2,3,4

Greensburg, PA 15601
(724)850-5600
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

8/2/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-179-0021 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 6/28/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana

Laboratory ID: WP MTN: Waypoint Analytical, LLC., Memphis, TN

State Program Lab ID Expiration Date

02/28/202340750State ProgramAlabama

02/07/202388-0650State ProgramArkansas

06/30/20232904State ProgramCalifornia

06/30/2023E871157State Program - NELAPFlorida

02/18/2023C044State ProgramGeorgia

06/30/202304015State ProgramGeorgia

10/10/2022200078State Program - NELAPIllinois

06/30/202380215State ProgramKentucky

12/31/2022KY90047State ProgramKentucky

12/31/2022LA037State Program - NELAPLouisiana

06/30/202304015State Program - NELAPLouisiana

02/11/2023MSState ProgramMississippi

12/31/2022415State ProgramNorth Carolina

05/31/202368-03195State Program - NELAPPennsylvania

06/30/202284002State ProgramSouth Carolina

02/11/202302027State ProgramTennessee

09/30/2022T104704180State Program - NELAPTexas

06/30/202300106State ProgramVirginia

09/14/2022460181State Program - NELAPVirginia

Laboratory ID: WP RMS: Waypoint Analytical Mississippi, Inc., Ridgeland, MS

State Program Lab ID Expiration Date

02/01/202388-1409State ProgramArkansas

12/31/2022KY98013State ProgramKentucky

06/30/202304023State Program - NELAPLouisiana

12/31/2022694State ProgramNorth Carolina
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/21/2022 10:40Solids 70494 SB-01 (0-2) 06/28/2022

06/21/2022 10:40Solids 70494 SB-01 (0-2) 06/28/2022 7471A WP MTN -

06/21/2022 10:40Solids 70494 SB-01 (0-2) 06/28/2022 29B WP MTN -

06/21/2022 10:40Solids 70494 SB-01 (0-2) 06/28/2022 6010D WP MTN -

06/21/2022 10:40Solids 70495 SB-01 (2-4) 06/28/2022

06/21/2022 10:40Solids 70495 SB-01 (2-4) 06/28/2022 7471A WP MTN -

06/21/2022 10:40Solids 70495 SB-01 (2-4) 06/28/2022 6010D WP MTN -

06/21/2022 10:40Solids 70495 SB-01 (2-4) 06/28/2022 29B WP MTN -

06/21/2022 11:10Solids 70496 SB-02 (0-2) 06/28/2022

06/21/2022 11:10Solids 70496 SB-02 (0-2) 06/28/2022 29B WP MTN -

06/21/2022 11:10Solids 70496 SB-02 (0-2) 06/28/2022 6010D WP MTN -

06/21/2022 11:10Solids 70496 SB-02 (0-2) 06/28/2022 7471A WP MTN -

06/21/2022 11:10Solids 70497 SB-02 (2-4) 06/28/2022

06/21/2022 11:10Solids 70497 SB-02 (2-4) 06/28/2022 29B WP MTN -

06/21/2022 11:10Solids 70497 SB-02 (2-4) 06/28/2022 7471A WP MTN -

06/21/2022 11:10Solids 70497 SB-02 (2-4) 06/28/2022 6010D WP MTN -

06/21/2022 11:40Solids 70498 SB-03 (0-2) 06/28/2022

06/21/2022 11:40Solids 70498 SB-03 (0-2) 06/28/2022 8270D SIM WP MTN -

06/21/2022 11:40Solids 70498 SB-03 (0-2) 06/28/2022 29B WP MTN -

06/21/2022 11:40Solids 70498 SB-03 (0-2) 06/28/2022 7471A WP MTN -

06/21/2022 11:40Solids 70498 SB-03 (0-2) 06/28/2022 6010D WP MTN -

06/21/2022 11:40Solids 70498 SB-03 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 11:40Solids 70498 SB-03 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 11:40Solids 70499 SB-03 (2-4) 06/28/2022

06/21/2022 11:40Solids 70499 SB-03 (2-4) 06/28/2022 6010D WP MTN -

06/21/2022 11:40Solids 70499 SB-03 (2-4) 06/28/2022 8270D SIM WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/21/2022 11:40Solids 70499 SB-03 (2-4) 06/28/2022 7471A WP MTN -

06/21/2022 11:40Solids 70499 SB-03 (2-4) 06/28/2022 29B WP MTN -

06/21/2022 11:40Solids 70499 SB-03 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 11:40Solids 70499 SB-03 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 12:10Solids 70500 SB-04 (0-2) 06/28/2022

06/21/2022 12:10Solids 70500 SB-04 (0-2) 06/28/2022 6010D WP MTN -

06/21/2022 12:10Solids 70500 SB-04 (0-2) 06/28/2022 7471A WP MTN -

06/21/2022 12:10Solids 70500 SB-04 (0-2) 06/28/2022 29B WP MTN -

06/21/2022 12:10Solids 70500 SB-04 (0-2) 06/28/2022 8270D SIM WP MTN -

06/21/2022 12:10Solids 70500 SB-04 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 12:10Solids 70500 SB-04 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 12:10Solids 70501 SB-04 (2-4) 06/28/2022

06/21/2022 12:10Solids 70501 SB-04 (2-4) 06/28/2022 8270D SIM WP MTN -

06/21/2022 12:10Solids 70501 SB-04 (2-4) 06/28/2022 7471A WP MTN -

06/21/2022 12:10Solids 70501 SB-04 (2-4) 06/28/2022 6010D WP MTN -

06/21/2022 12:10Solids 70501 SB-04 (2-4) 06/28/2022 29B WP MTN -

06/21/2022 12:10Solids 70501 SB-04 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 12:10Solids 70501 SB-04 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 12:30Solids 70502 SB-04 (4-6) 06/28/2022

06/21/2022 12:30Solids 70502 SB-04 (4-6) 06/28/2022 7471A WP MTN -

06/21/2022 12:30Solids 70502 SB-04 (4-6) 06/28/2022 6010D WP MTN -

06/21/2022 12:30Solids 70502 SB-04 (4-6) 06/28/2022 8270D SIM WP MTN -

06/21/2022 12:30Solids 70502 SB-04 (4-6) 06/28/2022 29B WP MTN -

06/21/2022 12:30Solids 70502 SB-04 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 12:30Solids 70502 SB-04 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 14:10Solids 70503 SB-05 (2-4) 06/28/2022

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/21/2022 14:10Solids 70503 SB-05 (2-4) 06/28/2022 8270D SIM WP MTN -

06/21/2022 14:10Solids 70503 SB-05 (2-4) 06/28/2022 7471A WP MTN -

06/21/2022 14:10Solids 70503 SB-05 (2-4) 06/28/2022 6010D WP MTN -

06/21/2022 14:10Solids 70503 SB-05 (2-4) 06/28/2022 29B WP MTN -

06/21/2022 14:10Solids 70503 SB-05 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 14:10Solids 70503 SB-05 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 14:20Solids 70504 SB-05 (4-6) 06/28/2022

06/21/2022 14:20Solids 70504 SB-05 (4-6) 06/28/2022 6010D WP MTN -

06/21/2022 14:20Solids 70504 SB-05 (4-6) 06/28/2022 29B WP MTN -

06/21/2022 14:20Solids 70504 SB-05 (4-6) 06/28/2022 7471A WP MTN -

06/21/2022 14:20Solids 70504 SB-05 (4-6) 06/28/2022 8270D SIM WP MTN -

06/21/2022 14:20Solids 70504 SB-05 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 14:20Solids 70504 SB-05 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 14:50Solids 70505 SB-06 (2-4) 06/28/2022

06/21/2022 14:50Solids 70505 SB-06 (2-4) 06/28/2022 8270D SIM WP MTN -

06/21/2022 14:50Solids 70505 SB-06 (2-4) 06/28/2022 6010D WP MTN -

06/21/2022 14:50Solids 70505 SB-06 (2-4) 06/28/2022 7471A WP MTN -

06/21/2022 14:50Solids 70505 SB-06 (2-4) 06/28/2022 29B WP MTN -

06/21/2022 14:50Solids 70505 SB-06 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 14:50Solids 70505 SB-06 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 14:55Solids 70506 SB-06 (4-6) 06/28/2022

06/21/2022 14:55Solids 70506 SB-06 (4-6) 06/28/2022 8270D SIM WP MTN -

06/21/2022 14:55Solids 70506 SB-06 (4-6) 06/28/2022 6010D WP MTN -

06/21/2022 14:55Solids 70506 SB-06 (4-6) 06/28/2022 7471A WP MTN -

06/21/2022 14:55Solids 70506 SB-06 (4-6) 06/28/2022 29B WP MTN -

06/21/2022 14:55Solids 70506 SB-06 (4-6) 06/28/2022 MAVPH LA WP RMS -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/21/2022 14:55Solids 70506 SB-06 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 15:25Solids 70507 SB-07 (2-4) 06/28/2022

06/21/2022 15:25Solids 70507 SB-07 (2-4) 06/28/2022 8270D SIM WP MTN -

06/21/2022 15:25Solids 70507 SB-07 (2-4) 06/28/2022 7471A WP MTN -

06/21/2022 15:25Solids 70507 SB-07 (2-4) 06/28/2022 29B WP MTN -

06/21/2022 15:25Solids 70507 SB-07 (2-4) 06/28/2022 6010D WP MTN -

06/21/2022 15:25Solids 70507 SB-07 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 15:25Solids 70507 SB-07 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 15:30Solids 70508 SB-07 (4-6) 06/28/2022

06/21/2022 15:30Solids 70508 SB-07 (4-6) 06/28/2022 8270D SIM WP MTN -

06/21/2022 15:30Solids 70508 SB-07 (4-6) 06/28/2022 7471A WP MTN -

06/21/2022 15:30Solids 70508 SB-07 (4-6) 06/28/2022 6010D WP MTN -

06/21/2022 15:30Solids 70508 SB-07 (4-6) 06/28/2022 29B WP MTN -

06/21/2022 15:30Solids 70508 SB-07 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 15:30Solids 70508 SB-07 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 15:50Solids 70509 SB-08 (0-2) 06/28/2022

06/21/2022 15:50Solids 70509 SB-08 (0-2) 06/28/2022 8270D SIM WP MTN -

06/21/2022 15:50Solids 70509 SB-08 (0-2) 06/28/2022 7471A WP MTN -

06/21/2022 15:50Solids 70509 SB-08 (0-2) 06/28/2022 6010D WP MTN -

06/21/2022 15:50Solids 70509 SB-08 (0-2) 06/28/2022 29B WP MTN -

06/21/2022 15:50Solids 70509 SB-08 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 15:50Solids 70509 SB-08 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/21/2022 15:50Solids 70510 SB-08 (2-4) 06/28/2022

06/21/2022 15:50Solids 70510 SB-08 (2-4) 06/28/2022 8270D SIM WP MTN -

06/21/2022 15:50Solids 70510 SB-08 (2-4) 06/28/2022 7471A WP MTN -

06/21/2022 15:50Solids 70510 SB-08 (2-4) 06/28/2022 6010D WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/21/2022 15:50Solids 70510 SB-08 (2-4) 06/28/2022 29B WP MTN -

06/21/2022 15:50Solids 70510 SB-08 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/21/2022 15:50Solids 70510 SB-08 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 10:30Solids 70511 SB-09 (0-2) 06/28/2022

06/22/2022 10:30Solids 70511 SB-09 (0-2) 06/28/2022 8270D SIM WP MTN -

06/22/2022 10:30Solids 70511 SB-09 (0-2) 06/28/2022 7471A WP MTN -

06/22/2022 10:30Solids 70511 SB-09 (0-2) 06/28/2022 6010D WP MTN -

06/22/2022 10:30Solids 70511 SB-09 (0-2) 06/28/2022 29B WP MTN -

06/22/2022 10:30Solids 70511 SB-09 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 10:30Solids 70511 SB-09 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 10:30Solids 70512 SB-09 (2-4) 06/28/2022

06/22/2022 10:30Solids 70512 SB-09 (2-4) 06/28/2022 8270D SIM WP MTN -

06/22/2022 10:30Solids 70512 SB-09 (2-4) 06/28/2022 7471A WP MTN -

06/22/2022 10:30Solids 70512 SB-09 (2-4) 06/28/2022 6010D WP MTN -

06/22/2022 10:30Solids 70512 SB-09 (2-4) 06/28/2022 29B WP MTN -

06/22/2022 10:30Solids 70512 SB-09 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 10:30Solids 70512 SB-09 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 15:15Solids 70513 SB-09 (4-6) 06/28/2022

06/22/2022 15:15Solids 70513 SB-09 (4-6) 06/28/2022 7471A WP MTN -

06/22/2022 15:15Solids 70513 SB-09 (4-6) 06/28/2022 6010D WP MTN -

06/22/2022 15:15Solids 70513 SB-09 (4-6) 06/28/2022 29B WP MTN -

06/22/2022 15:15Solids 70513 SB-09 (4-6) 06/28/2022 8270D SIM WP MTN -

06/22/2022 15:15Solids 70513 SB-09 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 15:15Solids 70513 SB-09 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 15:15Solids 70514 SB-09 (6-8) 06/28/2022

06/22/2022 15:15Solids 70514 SB-09 (6-8) 06/28/2022 8270D SIM WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/22/2022 15:15Solids 70514 SB-09 (6-8) 06/28/2022 7471A WP MTN -

06/22/2022 15:15Solids 70514 SB-09 (6-8) 06/28/2022 6010D WP MTN -

06/22/2022 15:15Solids 70514 SB-09 (6-8) 06/28/2022 29B WP MTN -

06/22/2022 15:15Solids 70514 SB-09 (6-8) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 15:15Solids 70514 SB-09 (6-8) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 11:35Solids 70515 SB-10 (0-2) 06/28/2022

06/22/2022 11:35Solids 70515 SB-10 (0-2) 06/28/2022 8270D SIM WP MTN -

06/22/2022 11:35Solids 70515 SB-10 (0-2) 06/28/2022 7471A WP MTN -

06/22/2022 11:35Solids 70515 SB-10 (0-2) 06/28/2022 6010D WP MTN -

06/22/2022 11:35Solids 70515 SB-10 (0-2) 06/28/2022 29B WP MTN -

06/22/2022 11:35Solids 70515 SB-10 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 11:35Solids 70515 SB-10 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 11:35Solids 70516 SB-10 (2-4) 06/28/2022

06/22/2022 11:35Solids 70516 SB-10 (2-4) 06/28/2022 8270D SIM WP MTN -

06/22/2022 11:35Solids 70516 SB-10 (2-4) 06/28/2022 7471A WP MTN -

06/22/2022 11:35Solids 70516 SB-10 (2-4) 06/28/2022 6010D WP MTN -

06/22/2022 11:35Solids 70516 SB-10 (2-4) 06/28/2022 29B WP MTN -

06/22/2022 11:35Solids 70516 SB-10 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 11:35Solids 70516 SB-10 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 12:00Solids 70517 SB-10 (4-6) 06/28/2022

06/22/2022 12:00Solids 70517 SB-10 (4-6) 06/28/2022 8270D SIM WP MTN -

06/22/2022 12:00Solids 70517 SB-10 (4-6) 06/28/2022 7471A WP MTN -

06/22/2022 12:00Solids 70517 SB-10 (4-6) 06/28/2022 6010D WP MTN -

06/22/2022 12:00Solids 70517 SB-10 (4-6) 06/28/2022 29B WP MTN -

06/22/2022 12:00Solids 70517 SB-10 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 12:00Solids 70517 SB-10 (4-6) 06/28/2022 MAEPH LA WP RMS -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/22/2022 12:00Solids 70518 SB-10 (6-8) 06/28/2022

06/22/2022 12:00Solids 70518 SB-10 (6-8) 06/28/2022 8270D SIM WP MTN -

06/22/2022 12:00Solids 70518 SB-10 (6-8) 06/28/2022 7471A WP MTN -

06/22/2022 12:00Solids 70518 SB-10 (6-8) 06/28/2022 6010D WP MTN -

06/22/2022 12:00Solids 70518 SB-10 (6-8) 06/28/2022 29B WP MTN -

06/22/2022 12:00Solids 70518 SB-10 (6-8) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 12:00Solids 70518 SB-10 (6-8) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 13:45Solids 70519 SB-11 (0-2) 06/28/2022

06/22/2022 13:45Solids 70519 SB-11 (0-2) 06/28/2022 8270D SIM WP MTN -

06/22/2022 13:45Solids 70519 SB-11 (0-2) 06/28/2022 7471A WP MTN -

06/22/2022 13:45Solids 70519 SB-11 (0-2) 06/28/2022 6010D WP MTN -

06/22/2022 13:45Solids 70519 SB-11 (0-2) 06/28/2022 29B WP MTN -

06/22/2022 13:45Solids 70519 SB-11 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 13:45Solids 70519 SB-11 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 13:45Solids 70520 SB-11 (2-4) 06/28/2022

06/22/2022 13:45Solids 70520 SB-11 (2-4) 06/28/2022 8270D SIM WP MTN -

06/22/2022 13:45Solids 70520 SB-11 (2-4) 06/28/2022 7471A WP MTN -

06/22/2022 13:45Solids 70520 SB-11 (2-4) 06/28/2022 6010D WP MTN -

06/22/2022 13:45Solids 70520 SB-11 (2-4) 06/28/2022 29B WP MTN -

06/22/2022 13:45Solids 70520 SB-11 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 13:45Solids 70520 SB-11 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 14:30Solids 70521 SB-12 (0-2) 06/28/2022

06/22/2022 14:30Solids 70521 SB-12 (0-2) 06/28/2022 8270D SIM WP MTN -

06/22/2022 14:30Solids 70521 SB-12 (0-2) 06/28/2022 7471A WP MTN -

06/22/2022 14:30Solids 70521 SB-12 (0-2) 06/28/2022 6010D WP MTN -

06/22/2022 14:30Solids 70521 SB-12 (0-2) 06/28/2022 29B WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/22/2022 14:30Solids 70521 SB-12 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 14:30Solids 70521 SB-12 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 14:30Solids 70522 SB-12 (2-4) 06/28/2022

06/22/2022 14:30Solids 70522 SB-12 (2-4) 06/28/2022 8270D SIM WP MTN -

06/22/2022 14:30Solids 70522 SB-12 (2-4) 06/28/2022 7471A WP MTN -

06/22/2022 14:30Solids 70522 SB-12 (2-4) 06/28/2022 6010D WP MTN -

06/22/2022 14:30Solids 70522 SB-12 (2-4) 06/28/2022 29B WP MTN -

06/22/2022 14:30Solids 70522 SB-12 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 14:30Solids 70522 SB-12 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 15:30Solids 70523 SB-13 (0-2) 06/28/2022

06/22/2022 15:30Solids 70523 SB-13 (0-2) 06/28/2022 8270D SIM WP MTN -

06/22/2022 15:30Solids 70523 SB-13 (0-2) 06/28/2022 7471A WP MTN -

06/22/2022 15:30Solids 70523 SB-13 (0-2) 06/28/2022 6010D WP MTN -

06/22/2022 15:30Solids 70523 SB-13 (0-2) 06/28/2022 29B WP MTN -

06/22/2022 15:30Solids 70523 SB-13 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 15:30Solids 70523 SB-13 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 15:30Solids 70524 SB-13 (2-4) 06/28/2022

06/22/2022 15:30Solids 70524 SB-13 (2-4) 06/28/2022 8270D SIM WP MTN -

06/22/2022 15:30Solids 70524 SB-13 (2-4) 06/28/2022 7471A WP MTN -

06/22/2022 15:30Solids 70524 SB-13 (2-4) 06/28/2022 6010D WP MTN -

06/22/2022 15:30Solids 70524 SB-13 (2-4) 06/28/2022 29B WP MTN -

06/22/2022 15:30Solids 70524 SB-13 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 15:30Solids 70524 SB-13 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 15:50Solids 70525 SB-13 (4-6) 06/28/2022

06/22/2022 15:50Solids 70525 SB-13 (4-6) 06/28/2022 8270D SIM WP MTN -

06/22/2022 15:50Solids 70525 SB-13 (4-6) 06/28/2022 7471A WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/22/2022 15:50Solids 70525 SB-13 (4-6) 06/28/2022 6010D WP MTN -

06/22/2022 15:50Solids 70525 SB-13 (4-6) 06/28/2022 29B WP MTN -

06/22/2022 15:50Solids 70525 SB-13 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 15:50Solids 70525 SB-13 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/22/2022 15:50Solids 70526 SB-13 (6-8) 06/28/2022

06/22/2022 15:50Solids 70526 SB-13 (6-8) 06/28/2022 8270D SIM WP MTN -

06/22/2022 15:50Solids 70526 SB-13 (6-8) 06/28/2022 7471A WP MTN -

06/22/2022 15:50Solids 70526 SB-13 (6-8) 06/28/2022 6010D WP MTN -

06/22/2022 15:50Solids 70526 SB-13 (6-8) 06/28/2022 29B WP MTN -

06/22/2022 15:50Solids 70526 SB-13 (6-8) 06/28/2022 MAVPH LA WP RMS -

06/22/2022 15:50Solids 70526 SB-13 (6-8) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 10:15Solids 70527 SB-14 (0-2) 06/28/2022

06/23/2022 10:15Solids 70527 SB-14 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 10:15Solids 70527 SB-14 (0-2) 06/28/2022 7471A WP MTN -

06/23/2022 10:15Solids 70527 SB-14 (0-2) 06/28/2022 6010D WP MTN -

06/23/2022 10:15Solids 70527 SB-14 (0-2) 06/28/2022 29B WP MTN -

06/23/2022 10:15Solids 70527 SB-14 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 10:15Solids 70527 SB-14 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 10:15Solids 70528 SB-14 (2-4) 06/28/2022

06/23/2022 10:15Solids 70528 SB-14 (2-4) 06/28/2022 8270D SIM WP MTN -

06/23/2022 10:15Solids 70528 SB-14 (2-4) 06/28/2022 7471A WP MTN -

06/23/2022 10:15Solids 70528 SB-14 (2-4) 06/28/2022 6010D WP MTN -

06/23/2022 10:15Solids 70528 SB-14 (2-4) 06/28/2022 29B WP MTN -

06/23/2022 10:15Solids 70528 SB-14 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 10:15Solids 70528 SB-14 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 10:30Solids 70529 SB-14 (4-6) 06/28/2022

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/23/2022 10:30Solids 70529 SB-14 (4-6) 06/28/2022 8270D SIM WP MTN -

06/23/2022 10:30Solids 70529 SB-14 (4-6) 06/28/2022 7471A WP MTN -

06/23/2022 10:30Solids 70529 SB-14 (4-6) 06/28/2022 6010D WP MTN -

06/23/2022 10:30Solids 70529 SB-14 (4-6) 06/28/2022 29B WP MTN -

06/23/2022 10:30Solids 70529 SB-14 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 10:30Solids 70529 SB-14 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 10:30Solids 70530 SB-14 (6-8) 06/28/2022

06/23/2022 10:30Solids 70530 SB-14 (6-8) 06/28/2022 8270D SIM WP MTN -

06/23/2022 10:30Solids 70530 SB-14 (6-8) 06/28/2022 7471A WP MTN -

06/23/2022 10:30Solids 70530 SB-14 (6-8) 06/28/2022 6010D WP MTN -

06/23/2022 10:30Solids 70530 SB-14 (6-8) 06/28/2022 29B WP MTN -

06/23/2022 10:30Solids 70530 SB-14 (6-8) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 10:30Solids 70530 SB-14 (6-8) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 10:40Solids 70531 SB-15 (0-2) 06/28/2022

06/23/2022 10:40Solids 70531 SB-15 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 10:40Solids 70531 SB-15 (0-2) 06/28/2022 7471A WP MTN -

06/23/2022 10:40Solids 70531 SB-15 (0-2) 06/28/2022 6010D WP MTN -

06/23/2022 10:40Solids 70531 SB-15 (0-2) 06/28/2022 29B WP MTN -

06/23/2022 10:40Solids 70531 SB-15 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 10:40Solids 70531 SB-15 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 10:40Solids 70532 SB-15 (2-4) 06/28/2022

06/23/2022 10:40Solids 70532 SB-15 (2-4) 06/28/2022 8270D SIM WP MTN -

06/23/2022 10:40Solids 70532 SB-15 (2-4) 06/28/2022 7471A WP MTN -

06/23/2022 10:40Solids 70532 SB-15 (2-4) 06/28/2022 6010D WP MTN -

06/23/2022 10:40Solids 70532 SB-15 (2-4) 06/28/2022 29B WP MTN -

06/23/2022 10:40Solids 70532 SB-15 (2-4) 06/28/2022 MAVPH LA WP RMS -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/23/2022 10:40Solids 70532 SB-15 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 11:00Solids 70533 SB-15 (4-6) 06/28/2022

06/23/2022 11:00Solids 70533 SB-15 (4-6) 06/28/2022 8270D SIM WP MTN -

06/23/2022 11:00Solids 70533 SB-15 (4-6) 06/28/2022 7471A WP MTN -

06/23/2022 11:00Solids 70533 SB-15 (4-6) 06/28/2022 6010D WP MTN -

06/23/2022 11:00Solids 70533 SB-15 (4-6) 06/28/2022 29B WP MTN -

06/23/2022 11:00Solids 70533 SB-15 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 11:00Solids 70533 SB-15 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 11:00Solids 70534 SB-15 (6-8) 06/28/2022

06/23/2022 11:00Solids 70534 SB-15 (6-8) 06/28/2022 8270D SIM WP MTN -

06/23/2022 11:00Solids 70534 SB-15 (6-8) 06/28/2022 7471A WP MTN -

06/23/2022 11:00Solids 70534 SB-15 (6-8) 06/28/2022 6010D WP MTN -

06/23/2022 11:00Solids 70534 SB-15 (6-8) 06/28/2022 29B WP MTN -

06/23/2022 11:00Solids 70534 SB-15 (6-8) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 11:00Solids 70534 SB-15 (6-8) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 11:20Solids 70535 SB-16 (0-2) 06/28/2022

06/23/2022 11:20Solids 70535 SB-16 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 11:20Solids 70535 SB-16 (0-2) 06/28/2022 7471A WP MTN -

06/23/2022 11:20Solids 70535 SB-16 (0-2) 06/28/2022 6010D WP MTN -

06/23/2022 11:20Solids 70535 SB-16 (0-2) 06/28/2022 29B WP MTN -

06/23/2022 11:20Solids 70535 SB-16 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 11:20Solids 70535 SB-16 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 11:20Solids 70536 SB-16 (2-4) 06/28/2022

06/23/2022 11:20Solids 70536 SB-16 (2-4) 06/28/2022 8270D SIM WP MTN -

06/23/2022 11:20Solids 70536 SB-16 (2-4) 06/28/2022 7471A WP MTN -

06/23/2022 11:20Solids 70536 SB-16 (2-4) 06/28/2022 6010D WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/23/2022 11:20Solids 70536 SB-16 (2-4) 06/28/2022 29B WP MTN -

06/23/2022 11:20Solids 70536 SB-16 (2-4) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 11:20Solids 70536 SB-16 (2-4) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 11:35Solids 70537 SB-16 (4-6) 06/28/2022

06/23/2022 11:35Solids 70537 SB-16 (4-6) 06/28/2022 8270D SIM WP MTN -

06/23/2022 11:35Solids 70537 SB-16 (4-6) 06/28/2022 7471A WP MTN -

06/23/2022 11:35Solids 70537 SB-16 (4-6) 06/28/2022 6010D WP MTN -

06/23/2022 11:35Solids 70537 SB-16 (4-6) 06/28/2022 29B WP MTN -

06/23/2022 11:35Solids 70537 SB-16 (4-6) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 11:35Solids 70537 SB-16 (4-6) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 11:35Solids 70538 SB-16 (6-8) 06/28/2022

06/23/2022 11:35Solids 70538 SB-16 (6-8) 06/28/2022 8270D SIM WP MTN -

06/23/2022 11:35Solids 70538 SB-16 (6-8) 06/28/2022 7471A WP MTN -

06/23/2022 11:35Solids 70538 SB-16 (6-8) 06/28/2022 6010D WP MTN -

06/23/2022 11:35Solids 70538 SB-16 (6-8) 06/28/2022 29B WP MTN -

06/23/2022 11:35Solids 70538 SB-16 (6-8) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 11:35Solids 70538 SB-16 (6-8) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 14:15Solids 70539 SB-17 (0-2) 06/28/2022

06/23/2022 14:15Solids 70539 SB-17 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 14:15Solids 70539 SB-17 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 14:15Solids 70539 SB-17 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 14:25Solids 70540 SB-18 (0-2) 06/28/2022

06/23/2022 14:25Solids 70540 SB-18 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 14:25Solids 70540 SB-18 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 14:25Solids 70540 SB-18 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 14:35Solids 70541 SB-19 (0-2) 06/28/2022

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/23/2022 14:35Solids 70541 SB-19 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 14:35Solids 70541 SB-19 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 14:35Solids 70541 SB-19 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 14:45Solids 70542 SB-20 (0-2) 06/28/2022

06/23/2022 14:45Solids 70542 SB-20 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 14:45Solids 70542 SB-20 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 14:45Solids 70542 SB-20 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 15:10Solids 70543 SB-21 (0-2) 06/28/2022

06/23/2022 15:10Solids 70543 SB-21 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 15:10Solids 70543 SB-21 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 15:10Solids 70543 SB-21 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 15:20Solids 70544 SB-22 (0-2) 06/28/2022

06/23/2022 15:20Solids 70544 SB-22 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 15:20Solids 70544 SB-22 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 15:20Solids 70544 SB-22 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 15:25Solids 70545 SB-23 (0-2) 06/28/2022

06/23/2022 15:25Solids 70545 SB-23 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 15:25Solids 70545 SB-23 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 15:25Solids 70545 SB-23 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 15:30Solids 70546 SB-24 (0-2) 06/28/2022

06/23/2022 15:30Solids 70546 SB-24 (0-2) 06/28/2022 8270D SIM WP MTN -

06/23/2022 15:30Solids 70546 SB-24 (0-2) 06/28/2022 MAVPH LA WP RMS -

06/23/2022 15:30Solids 70546 SB-24 (0-2) 06/28/2022 MAEPH LA WP RMS -

06/23/2022 14:55Solids 70547 HA-01R (2-4) 06/28/2022

06/21/2022 07:00Aqueous 70548 Trip Blank 06/28/2022 MAVPH LA WP RMS -

06/21/2022 08:00Aqueous 70549 Field Blank 06/28/2022 MAVPH LA WP RMS -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Report Number:

Sample Summary Table

Client Project Description:

22-179-0021

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/22/2022 08:00Aqueous 70550 Field Blank 06/28/2022 MAVPH LA WP RMS -

06/23/2022 08:00Aqueous 70551 Field Blank 06/28/2022 MAVPH LA WP RMS -

06/21/2022 11:40TCLP 71729 SB-03 (0-2) 06/28/2022 6010D WP MTN -

06/21/2022 11:40TCLP 71729 SB-03 (0-2) 06/28/2022 1312 WP MTN -

06/21/2022 12:10TCLP 71730 SB-04 (0-2) 06/28/2022 6010D WP MTN -

06/21/2022 12:10TCLP 71730 SB-04 (0-2) 06/28/2022 1312 WP MTN -

06/21/2022 12:10TCLP 71731 SB-04 (2-4) 06/28/2022 6010D WP MTN -

06/21/2022 12:10TCLP 71731 SB-04 (2-4) 06/28/2022 1312 WP MTN -

06/22/2022 13:45TCLP 71732 SB-11 (2-4) 06/28/2022 6010D WP MTN -

06/22/2022 13:45TCLP 71732 SB-11 (2-4) 06/28/2022 1312 WP MTN -

06/22/2022 14:30TCLP 71733 SB-12 (2-4) 06/28/2022 6010D WP MTN -

06/22/2022 14:30TCLP 71733 SB-12 (2-4) 06/28/2022 1312 WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN

WP RMS - Ridgeland, MS:  Waypoint Analytical - Mississippi, Inc., Ridgeland, MS
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Client: Hydro-Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 22-179-0021 
Date: 8/2/2022 
            
Methods 
Methods reported as 29B are from the Laboratory Procedures for Analysis of Exploration & Production Waste – 
LDNR Office of Conservation Injection and Mining Division – Revised 11/2011. 
 
Results 

 6010D/7471A metals are reported AR - As Received by adjusting the data using the percent moisture 
result. 

 
 True Total Barium results are reported dry weight 

 
 Oil & Grease results reported dry weight 

 
 TX1006 results are reported as received 

 
 VPH/EPH results reported as received 

 
 PAH results reported as received 

 
MA-DEP EPH (LA) Method MAEPH LA 
Sample  70499 (SB-03 (2-4)) 
QC Batch No: L625934 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70517 (SB-10 (4-6)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70518 (SB-10 (6-8)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70519 (SB-11 (0-2)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
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Sample  70520 (SB-11 (2-4)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70521 (SB-12 (0-2)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70523 (SB-13 (0-2)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70524 (SB-13 (2-4)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70525 (SB-13 (4-6)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70526 (SB-13 (6-8)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70527 (SB-14 (0-2)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70528 (SB-14 (2-4)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70529 (SB-14 (4-6)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
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Sample  70530 (SB-14 (6-8)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70531 (SB-15 (0-2)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70532 (SB-15 (2-4)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70533 (SB-15 (4-6)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70534 (SB-15 (6-8)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70535 (SB-16 (0-2)) 
QC Batch No: L626600 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70539 (SB-17 (0-2)) 
QC Batch No: L627112 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70541 (SB-19 (0-2)) 
QC Batch No: L627112 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
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Sample  70542 (SB-20 (0-2)) 
QC Batch No: L627112 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Analyte: Aromatic >C12-C16 
QC Batch No: L626600 
Relative Percent Difference (RPD) for the duplicate analysis was outside of the allowable QC limits. 
 
MADEP VPH Rev 1.1 Method MAVPH LA 
Sample  70498 (SB-03 (0-2)) 
QC Batch No: L625054 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70500 (SB-04 (0-2)) 
QC Batch No: L625054 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70516 (SB-10 (2-4)) 
QC Batch No: L625823 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70522 (SB-12 (2-4)) 
QC Batch No: L625823 
Surrogate(s) was flagged for recovery outside QC limits in this project sample.  This sample was re-analyzed for 
verification, and/or dilution of target analytes.  Batch QC samples (method blank and laboratory control samples) 
all showed surrogates within QC limits. 
 
Sample  70506 (SB-06 (4-6)) 
Analyte: 2,5-Dibromotoluene 
QC Batch No: L625822/L625815 
Surrogate(s) exhibited a high bias in this project sample where no target analytes were detected.  The high 
recovery(s) had no impact on the data. Batch QC samples (method blank and laboratory control samples) all 
showed surrogates within QC limits. 
 
Ultrasonic Extraction for 8270 Method 3550B 
Sample  70500 (SB-04 (0-2)) 
QC Batch No: L624948/L624948 
The weight/volume extracted was reduced during the extraction procedure due to the nature of the sample.  
Reporting limits are factored for the sample size reduction. 
Limited sample 
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Sample  70542 (SB-20 (0-2)) 
QC Batch No: L625588/L625588 
The weight/volume extracted was reduced during the extraction procedure due to the nature of the sample.  
Reporting limits are factored for the sample size reduction. 
Limited sample 
 
Metals Analysis Method 6010D 
Sample  70513 (SB-09 (4-6)) 
Analyte: Barium 
QC Batch No: L626848/L626040/A74932 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A dilution test 
was performed and passed quality control acceptance ranges.  No matrix interference is suspected. 
 
Sample  70513 (SB-09 (4-6)) 
Analyte: Lead 
QC Batch No: L626848/L626040/A74932 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A dilution test 
was performed and passed quality control acceptance ranges.  No matrix interference is suspected. 
 
Sample  70501 (SB-04 (2-4)) 
Analyte: Selenium 
QC Batch No: L626848/L626040/A74932 
This analyte was analyzed at a dilution due to IEC interference/matrix interference. 
 
Solids Total Mercury Analysis - CVAA Method 7471A 
Sample  70538 (SB-16 (6-8)) 
Analyte: Mercury 
QC Batch No: L627066/L626370/A74934 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
 
Semivolatile Organic Compounds - GC/MS (SIM) Method 8270D SIM 
Sample  70500 (SB-04 (0-2)) 
QC Batch No: L628176/L624948 
The sample was diluted due to the nature of the sample matrix.  Reporting limits have been adjusted accordingly. 
 
Sample  70542 (SB-20 (0-2)) 
QC Batch No: L628178/L625588 
The sample was diluted due to the nature of the sample matrix.  Reporting limits have been adjusted accordingly. 
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-01 (0-2)

 70494 Matrix:

6/21/2022 10:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 18:54 29BMJM

38.8 %% Moisture 1 06/29/22 15:52 SW-DRYWTBXH

122 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

1.5 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

1.09 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 18:54 29BMJM

16.7 mg/Kg 4.00Chloride 1 07/12/22 17:02 9056MJM

0.467 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

6.82 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

1.13 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 18:54 29BMJM

68.7 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:19 29B

0.580 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

1.14 Calc 0.215Sodium Adsorption Ratio (Sat Paste) 5 07/12/22 09:49 29B

2.07 meq/L 0.250Calcium (Sat Paste) 5 07/12/22 11:04 29BBMB

0.983 meq/L 0.410Magnesium (Sat Paste) 5 07/12/22 10:28 29BBMB

1.41 meq/L 0.215Sodium (Sat Paste) 5 07/12/22 09:49 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

3.64 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:03 6010DEAL

1380 mg/Kg AR 5.00Total Barium 5 07/14/22 14:28 6010DEAL

25800 mg/Kg 500True Total Barium 1 07/12/22 16:52 29BTJS

0.529 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:03 6010DEAL

176 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:03 6010DEAL

56.0 mg/Kg AR 0.600Total Lead 1 07/14/22 12:03 6010DEAL

0.0316 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:48 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-01 (0-2)

 70494 Matrix:

6/21/2022 10:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 12:03 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 12:03 6010DEAL

79.7 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:03 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 17:02 9056MJM

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-01 (2-4)

 70495 Matrix:

6/21/2022 10:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 19:07 29BMJM

52.2 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

138 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

2.9 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

2.46 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 19:07 29BMJM

46.9 mg/Kg 4.00Chloride 1 07/12/22 17:39 9056MJM

0.750 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.42 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

1.51 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 19:07 29BMJM

67.4 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:20 29B

1.03 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

2.20 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 09:50 29B

3.37 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:05 29BBMB

1.28 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:29 29BBMB

3.36 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 09:50 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

3.10 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:08 6010DEAL

743 mg/Kg AR 5.00Total Barium 5 07/14/22 14:33 6010DEAL

9570 mg/Kg 500True Total Barium 1 07/12/22 16:57 29BTJS

0.226 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:08 6010DEAL

30.3 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:08 6010DEAL

14.8 mg/Kg AR 0.600Total Lead 1 07/14/22 12:08 6010DEAL

<0.0133 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:50 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-01 (2-4)

 70495 Matrix:

6/21/2022 10:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 12:08 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 12:08 6010DEAL

41.3 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:08 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 17:39 9056MJM

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-02 (0-2)

 70496 Matrix:

6/21/2022 11:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 19:20 29BMJM

47.0 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

98.4 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

2.5 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

2.00 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 19:20 29BMJM

27.5 mg/Kg 4.00Chloride 1 07/12/22 17:52 9056MJM

0.656 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.32 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

1.31 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 19:20 29BMJM

57.8 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:20 29B

0.632 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

1.42 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 09:50 29B

2.93 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:06 29BBMB

1.37 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:29 29BBMB

2.08 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 09:50 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

3.71 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:13 6010DEAL

789 mg/Kg AR 5.00Total Barium 5 07/14/22 14:39 6010DEAL

64400 mg/Kg 2500True Total Barium 5 07/14/22 10:44 29BEAL

0.267 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:13 6010DEAL

48.2 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:13 6010DEAL

30.3 mg/Kg AR 0.600Total Lead 1 07/14/22 12:13 6010DEAL

0.113 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:51 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-02 (0-2)

 70496 Matrix:

6/21/2022 11:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 12:13 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 12:13 6010DEAL

55.5 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:13 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 17:52 9056MJM

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-02 (2-4)

 70497 Matrix:

6/21/2022 11:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 19:32 29BMJM

40.0 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

120 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

2.5 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

1.06 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 19:32 29BMJM

18.8 mg/Kg 4.00Chloride 1 07/12/22 18:04 9056MJM

0.462 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.41 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

0.691 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 19:32 29BMJM

64.3 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:21 29B

0.670 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

1.37 Calc 0.215Sodium Adsorption Ratio (Sat Paste) 5 07/12/22 09:51 29B

2.08 meq/L 0.250Calcium (Sat Paste) 5 07/12/22 11:07 29BBMB

0.934 meq/L 0.410Magnesium (Sat Paste) 5 07/12/22 10:30 29BBMB

1.68 meq/L 0.215Sodium (Sat Paste) 5 07/12/22 09:51 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

3.29 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:18 6010DEAL

1780 mg/Kg AR 5.00Total Barium 5 07/14/22 14:54 6010DEAL

17900 mg/Kg 500True Total Barium 1 07/12/22 17:07 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:18 6010DEAL

23.8 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:18 6010DEAL

18.3 mg/Kg AR 0.600Total Lead 1 07/14/22 12:18 6010DEAL

0.0945 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:52 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-02 (2-4)

 70497 Matrix:

6/21/2022 11:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 12:18 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 12:18 6010DEAL

51.7 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:18 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 18:04 9056MJM

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 29 of 206

August Levert_BP Plan_001251



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-03 (0-2)

 70498 Matrix:

6/21/2022 11:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 19:45 29BMJM

35.4 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

98.4 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

4.8 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

1.07 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 19:45 29BMJM

20.0 mg/Kg 4.00Chloride 1 07/12/22 18:17 9056MJM

0.740 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.62 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

0.365 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 19:45 29BMJM

40.2 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:22 29B

0.577 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

1.17 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 09:52 29B

4.01 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:08 29BBMB

1.59 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:31 29BBMB

1.96 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 09:52 29BBMB

0.25 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

7.47 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:24 6010DEAL

442 mg/Kg AR 1.00Total Barium 1 07/14/22 12:24 6010DEAL

207000 mg/Kg 5000True Total Barium 10 07/14/22 10:49 29BEAL

0.513 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:24 6010DEAL

517 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:24 6010DEAL

186 mg/Kg AR 0.600Total Lead 1 07/14/22 12:24 6010DEAL

0.0728 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:54 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 30 of 206

August Levert_BP Plan_001252



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-03 (0-2)

 70498 Matrix:

6/21/2022 11:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 12:24 6010DEAL

0.696 mg/Kg AR 0.500Total Silver 1 07/14/22 12:24 6010DEAL

149 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:24 6010DEAL

3.01 mg/Kg 2.00Bromide (Br) 1 07/12/22 18:17 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/18/22 14:25 L625934MMK

4.04 mg/Kg 1.00Aromatic >C10-C12 1 07/18/22 14:25 L625934MMK

23.2 mg/Kg 2.00Aliphatic >C12-C16 1 07/18/22 14:25 L625934MMK

20.6 mg/Kg 2.00Aromatic >C12-C16 1 07/18/22 14:25 L625934MMK

2.96 mg/Kg 2.00Aromatic >C16-C21 1 07/18/22 14:25 L625934MMK

69.6 mg/Kg 4.00Aliphatic >C16-C35 1 07/18/22 14:25 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/18/22 14:25 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 87.3  Limits: 40-140% 07/18/22 14:251 MMK

MAEPH LASurrogate: OTP Surrogate 57.3  Limits: 40-140% 07/18/22 14:251 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-03 (0-2)

 70498 Matrix:

6/21/2022 11:40

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625052 07/01/22 16:14

8.09 mg/Kg 2.12Aliphatic >C6-C8 100 07/02/22 06:38 L625054HRS

22.3 mg/Kg 4.24Aliphatic >C8-C10 100 07/02/22 06:38 L625054HRS

6.20 mg/Kg 2.83Aromatic >C8-C10 100 07/02/22 06:38 L625054HRS

MAVPH LASurrogate: 2,5-Dibromotoluene I  * Limits: 50-150% 07/02/22 06:38100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-03 (2-4)

 70499 Matrix:

6/21/2022 11:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 19:58 29BMJM

41.2 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

128 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

3.8 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

2.19 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 19:58 29BMJM

45.0 mg/Kg 4.00Chloride 1 07/12/22 18:29 9056MJM

0.747 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.62 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

1.19 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 19:58 29BMJM

64.3 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:23 29B

1.18 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

2.61 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 09:53 29B

2.71 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:08 29BBMB

1.12 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:32 29BBMB

3.61 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 09:53 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

2.02 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:29 6010DEAL

1250 mg/Kg AR 5.00Total Barium 5 07/14/22 14:59 6010DEAL

8300 mg/Kg 500True Total Barium 1 07/12/22 17:17 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:29 6010DEAL

17.1 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:29 6010DEAL

12.1 mg/Kg AR 0.600Total Lead 1 07/14/22 12:29 6010DEAL

0.584 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:55 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-03 (2-4)

 70499 Matrix:

6/21/2022 11:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 12:29 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 12:29 6010DEAL

44.8 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:29 6010DEAL

3.23 mg/Kg 2.00Bromide (Br) 1 07/12/22 18:29 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/18/22 14:49 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/18/22 14:49 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/18/22 14:49 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/18/22 14:49 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/18/22 14:49 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/18/22 14:49 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/18/22 14:49 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 57.5  Limits: 40-140% 07/18/22 14:491 MMK

MAEPH LASurrogate: OTP Surrogate 36.2  * Limits: 40-140% 07/18/22 14:491 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-03 (2-4)

 70499 Matrix:

6/21/2022 11:40

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625052 07/01/22 16:14

<2.98 mg/Kg 2.98Aliphatic >C6-C8 100 07/02/22 07:19 L625054HRS

6.11 mg/Kg 5.95Aliphatic >C8-C10 100 07/02/22 07:19 L625054HRS

15.1 mg/Kg 3.97Aromatic >C8-C10 100 07/02/22 07:19 L625054HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 77.8  Limits: 50-150% 07/02/22 07:19100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (0-2)

 70500 Matrix:

6/21/2022 12:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 20:11 29BMJM

28.7 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

67.7 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

4.0 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

1.24 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 20:11 29BMJM

11.3 mg/Kg 4.00Chloride 1 07/12/22 18:41 9056MJM

0.768 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.81 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

0.492 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 20:11 29BMJM

23.1 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:24 29B

0.554 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

1.16 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 09:53 29B

4.26 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:09 29BBMB

1.43 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:32 29BBMB

1.95 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 09:53 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

11.8 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:34 6010DEAL

276 mg/Kg AR 1.00Total Barium 1 07/14/22 12:34 6010DEAL

301000 mg/Kg 5000True Total Barium 10 07/14/22 10:54 29BEAL

0.457 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:34 6010DEAL

413 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:34 6010DEAL

209 mg/Kg AR 0.600Total Lead 1 07/14/22 12:34 6010DEAL

0.0512 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:00 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (0-2)

 70500 Matrix:

6/21/2022 12:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 12:34 6010DEAL

1.22 mg/Kg AR 0.500Total Silver 1 07/14/22 12:34 6010DEAL

164 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:34 6010DEAL

3.86 mg/Kg 2.00Bromide (Br) 1 07/12/22 18:41 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3550B

8270D SIM Prep Batch(es): L624948 07/05/22 10:58

4.01 mg/Kg 0.02152-Methylnaphthalene 10 07/22/22 07:56 L628176VBW

0.460 mg/Kg 0.0215Acenaphthene 10 07/22/22 07:56 L628176VBW

<0.0215 mg/Kg 0.0215Acenaphthylene 10 07/22/22 07:56 L628176VBW

0.186 mg/Kg 0.0215Anthracene 10 07/22/22 07:56 L628176VBW

<0.0215 mg/Kg 0.0215Benzo(a)anthracene 10 07/22/22 07:56 L628176VBW

<0.0215 mg/Kg 0.0215Benzo(a)pyrene 10 07/22/22 07:56 L628176VBW

<0.0215 mg/Kg 0.0215Benzo(b)fluoranthene 10 07/22/22 07:56 L628176VBW

<0.0215 mg/Kg 0.0215Benzo(k)fluoranthene 10 07/22/22 07:56 L628176VBW

<0.0215 mg/Kg 0.0215Chrysene 10 07/22/22 07:56 L628176VBW

<0.0215 mg/Kg 0.0215Dibenz(a,h)anthracene 10 07/22/22 07:56 L628176VBW

0.0402 mg/Kg 0.0215Fluoranthene 10 07/22/22 07:56 L628176VBW

0.379 mg/Kg 0.0215Fluorene 10 07/22/22 07:56 L628176VBW

<0.0215 mg/Kg 0.0215Indeno(1,2,3-cd)pyrene 10 07/22/22 07:56 L628176VBW

0.608 mg/Kg 0.0215Naphthalene 10 07/22/22 07:56 L628176VBW

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (0-2)

 70500 Matrix:

6/21/2022 12:10

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3550B

8270D SIM Prep Batch(es): L624948 07/05/22 10:58

1.00 mg/Kg 0.0215Phenanthrene 10 07/22/22 07:56 L628176VBW

0.125 mg/Kg 0.0215Pyrene 10 07/22/22 07:56 L628176VBW

Surrogate: 2-Fluorobiphenyl 74.6  Limits: 33-115% 07/22/22 07:5610 VBW L628176

Surrogate: Nitrobenzene-d5 49.4  Limits: 29-110% 07/22/22 07:5610 VBW L628176

Surrogate: 4-Terphenyl-d14 99.1  Limits: 33-122% 07/22/22 07:5610 VBW L628176

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

57.0 mg/Kg 20.0Aliphatic >C10-C12 10 07/19/22 00:03 L625934MMK

76.0 mg/Kg 10.0Aromatic >C10-C12 10 07/19/22 00:28 L625934MMK

361 mg/Kg 20.0Aliphatic >C12-C16 10 07/19/22 00:03 L625934MMK

208 mg/Kg 20.0Aromatic >C12-C16 10 07/19/22 00:28 L625934MMK

28.2 mg/Kg 20.0Aromatic >C16-C21 10 07/19/22 00:28 L625934MMK

442 mg/Kg 40.0Aliphatic >C16-C35 10 07/19/22 00:03 L625934MMK

<20.0 mg/Kg 20.0Aromatic >C21-C35 10 07/19/22 00:28 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 49.6  Limits: 40-140% 07/19/22 00:0310 MMK

MAEPH LASurrogate: OTP Surrogate 53.2  Limits: 40-140% 07/19/22 00:2810 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (0-2)

 70500 Matrix:

6/21/2022 12:10

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625052 07/01/22 16:14

6.80 mg/Kg 1.87Aliphatic >C6-C8 100 07/02/22 08:00 L625054HRS

17.1 mg/Kg 3.74Aliphatic >C8-C10 100 07/02/22 08:00 L625054HRS

4.85 mg/Kg 2.49Aromatic >C8-C10 100 07/02/22 08:00 L625054HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 22.2  * Limits: 50-150% 07/02/22 08:00100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (2-4)

 70501 Matrix:

6/21/2022 12:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 20:37 29BMJM

30.4 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

121 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

2.9 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

2.71 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 20:37 29BMJM

44.0 mg/Kg 4.00Chloride 1 07/12/22 18:54 9056MJM

0.720 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.99 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

0.764 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 20:37 29BMJM

59.6 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:27 29B

1.52 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

3.30 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 09:57 29B

2.15 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:11 29BBMB

0.899 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:34 29BBMB

4.07 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 09:57 29BBMB

0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

5.65 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:49 6010DEAL

2470 mg/Kg AR 5.00Total Barium 5 07/14/22 15:05 6010DEAL

43900 mg/Kg 500True Total Barium 1 07/12/22 17:28 29BTJS

0.353 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:49 6010DEAL

21.4 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:49 6010DEAL

21.3 mg/Kg AR 0.600Total Lead 1 07/14/22 12:49 6010DEAL

1.13 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:01 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (2-4)

 70501 Matrix:

6/21/2022 12:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<5.00 mg/Kg AR 5.00Total Selenium 5 07/14/22 15:05 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 12:49 6010DEAL

55.6 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:49 6010DEAL

3.36 mg/Kg 2.00Bromide (Br) 1 07/12/22 18:54 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 00:52 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/19/22 01:16 L625934MMK

3.65 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 00:52 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/19/22 01:16 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/19/22 01:16 L625934MMK

6.92 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 00:52 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/19/22 01:16 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 48.6  Limits: 40-140% 07/19/22 00:521 MMK

MAEPH LASurrogate: OTP Surrogate 51.4  Limits: 40-140% 07/19/22 01:161 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (2-4)

 70501 Matrix:

6/21/2022 12:10

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<2.76 mg/Kg 2.76Aliphatic >C6-C8 100 07/06/22 17:40 L625822HRS

<5.52 mg/Kg 5.52Aliphatic >C8-C10 100 07/06/22 17:40 L625822HRS

<3.68 mg/Kg 3.68Aromatic >C8-C10 100 07/06/22 17:40 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 91.8  Limits: 50-150% 07/06/22 17:40100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (4-6)

 70502 Matrix:

6/21/2022 12:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 20:50 29BMJM

46.4 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

119 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

3.7 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

5.82 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 20:50 29BMJM

67.9 mg/Kg 4.00Chloride 1 07/12/22 19:43 9056MJM

1.12 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.70 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

1.02 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 20:50 29BMJM

70.9 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:27 29B

1.53 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

3.50 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 09:58 29B

3.67 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:12 29BBMB

1.60 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:35 29BBMB

5.68 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 09:58 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

<2.00 mg/Kg AR 2.00Total Arsenic 1 07/14/22 12:54 6010DEAL

469 mg/Kg AR 1.00Total Barium 1 07/14/22 12:54 6010DEAL

5370 mg/Kg 500True Total Barium 1 07/12/22 17:33 29BTJS

0.204 mg/Kg AR 0.200Total Cadmium 1 07/14/22 12:54 6010DEAL

10.4 mg/Kg AR 0.500Total Chromium 1 07/14/22 12:54 6010DEAL

10.1 mg/Kg AR 0.600Total Lead 1 07/14/22 12:54 6010DEAL

0.0668 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:02 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (4-6)

 70502 Matrix:

6/21/2022 12:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 12:54 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 12:54 6010DEAL

37.8 mg/Kg AR 2.50Total Zinc 1 07/14/22 12:54 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 19:43 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 01:16 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/19/22 01:40 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 01:16 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/19/22 01:40 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/19/22 01:40 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 01:16 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/19/22 01:40 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 59.9  Limits: 40-140% 07/19/22 01:161 MMK

MAEPH LASurrogate: OTP Surrogate 59.9  Limits: 40-140% 07/19/22 01:401 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (4-6)

 70502 Matrix:

6/21/2022 12:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<3.59 mg/Kg 3.59Aliphatic >C6-C8 100 07/06/22 18:22 L625822HRS

<7.18 mg/Kg 7.18Aliphatic >C8-C10 100 07/06/22 18:22 L625822HRS

<4.78 mg/Kg 4.78Aromatic >C8-C10 100 07/06/22 18:22 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 104  Limits: 50-150% 07/06/22 18:22100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 45 of 206

August Levert_BP Plan_001267



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-05 (2-4)

 70503 Matrix:

6/21/2022 14:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 21:41 29BMJM

35.0 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

98.8 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

2.6 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

0.771 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 21:41 29BMJM

13.6 mg/Kg 4.00Chloride 1 07/12/22 19:55 9056MJM

0.431 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.28 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

0.436 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 21:41 29BMJM

53.9 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:28 29B

0.645 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

1.22 Calc 0.215Sodium Adsorption Ratio (Sat Paste) 5 07/12/22 09:59 29B

1.96 meq/L 0.250Calcium (Sat Paste) 5 07/12/22 11:14 29BBMB

0.982 meq/L 0.410Magnesium (Sat Paste) 5 07/12/22 10:37 29BBMB

1.48 meq/L 0.215Sodium (Sat Paste) 5 07/12/22 09:59 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

3.27 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:00 6010DEAL

1830 mg/Kg AR 5.00Total Barium 5 07/14/22 15:10 6010DEAL

90100 mg/Kg 2500True Total Barium 5 07/14/22 11:00 29BEAL

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:00 6010DEAL

121 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:00 6010DEAL

60.3 mg/Kg AR 0.600Total Lead 1 07/14/22 13:00 6010DEAL

0.0443 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:04 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-05 (2-4)

 70503 Matrix:

6/21/2022 14:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:00 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:00 6010DEAL

57.3 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:00 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 19:55 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 01:40 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/19/22 02:05 L625934MMK

9.44 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 01:40 L625934MMK

6.23 mg/Kg 2.00Aromatic >C12-C16 1 07/19/22 02:05 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/19/22 02:05 L625934MMK

23.3 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 01:40 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/19/22 02:05 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 56.3  Limits: 40-140% 07/19/22 01:401 MMK

MAEPH LASurrogate: OTP Surrogate 73.5  Limits: 40-140% 07/19/22 02:051 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-05 (2-4)

 70503 Matrix:

6/21/2022 14:10

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<2.84 mg/Kg 2.84Aliphatic >C6-C8 100 07/06/22 19:03 L625822HRS

<5.68 mg/Kg 5.68Aliphatic >C8-C10 100 07/06/22 19:03 L625822HRS

<3.79 mg/Kg 3.79Aromatic >C8-C10 100 07/06/22 19:03 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 97.9  Limits: 50-150% 07/06/22 19:03100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-05 (4-6)

 70504 Matrix:

6/21/2022 14:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 21:54 29BMJM

39.7 %% Moisture 1 06/29/22 16:21 SW-DRYWTBXH

121 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

3.0 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

1.43 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 21:54 29BMJM

21.3 mg/Kg 4.00Chloride 1 07/12/22 20:08 9056MJM

0.630 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.56 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

1.31 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 21:54 29BMJM

63.5 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:30 29B

0.661 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

1.96 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 10:00 29B

2.52 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:15 29BBMB

1.19 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:38 29BBMB

2.67 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 10:00 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

2.13 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:05 6010DEAL

1330 mg/Kg AR 5.00Total Barium 5 07/14/22 15:15 6010DEAL

6060 mg/Kg 500True Total Barium 1 07/12/22 17:53 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:05 6010DEAL

20.2 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:05 6010DEAL

13.4 mg/Kg AR 0.600Total Lead 1 07/14/22 13:05 6010DEAL

0.0335 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:05 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-05 (4-6)

 70504 Matrix:

6/21/2022 14:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:05 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:05 6010DEAL

47.2 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:05 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 20:08 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 02:05 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/19/22 02:29 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 02:05 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/19/22 02:29 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/19/22 02:29 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 02:05 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/19/22 02:29 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 74.9  Limits: 40-140% 07/19/22 02:051 MMK

MAEPH LASurrogate: OTP Surrogate 63.5  Limits: 40-140% 07/19/22 02:291 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-05 (4-6)

 70504 Matrix:

6/21/2022 14:20

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<2.75 mg/Kg 2.75Aliphatic >C6-C8 100 07/06/22 19:44 L625822HRS

<5.50 mg/Kg 5.50Aliphatic >C8-C10 100 07/06/22 19:44 L625822HRS

<3.67 mg/Kg 3.67Aromatic >C8-C10 100 07/06/22 19:44 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 108  Limits: 50-150% 07/06/22 19:44100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-06 (2-4)

 70505 Matrix:

6/21/2022 14:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 22:07 29BMJM

31.5 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

119 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

0.8 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

3.09 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 22:07 29BMJM

79.0 mg/Kg 4.00Chloride 1 07/12/22 20:20 9056MJM

1.41 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

6.69 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

11.3 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 22:07 29BMJM

66.5 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:30 29B

1.4 % 0.1Exchangeable Sodium Percentage 1 07/12/22 10:00 CALCULATION

1.72 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 10:00 29B

6.56 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:16 29BBMB

4.01 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:38 29BBMB

3.95 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 10:00 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

3.54 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:10 6010DEAL

154 mg/Kg AR 1.00Total Barium 1 07/14/22 13:10 6010DEAL

772 mg/Kg 500True Total Barium 1 07/12/22 17:58 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:10 6010DEAL

13.6 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:10 6010DEAL

11.1 mg/Kg AR 0.600Total Lead 1 07/14/22 13:10 6010DEAL

0.0361 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:07 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-06 (2-4)

 70505 Matrix:

6/21/2022 14:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:10 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:10 6010DEAL

52.3 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:10 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 20:20 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 02:29 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/19/22 02:53 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 02:29 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/19/22 02:53 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/19/22 02:53 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 02:29 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/19/22 02:53 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 67.7  Limits: 40-140% 07/19/22 02:291 MMK

MAEPH LASurrogate: OTP Surrogate 64.1  Limits: 40-140% 07/19/22 02:531 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 53 of 206

August Levert_BP Plan_001275



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-06 (2-4)

 70505 Matrix:

6/21/2022 14:50

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<2.78 mg/Kg 2.78Aliphatic >C6-C8 100 07/06/22 20:25 L625822HRS

<5.57 mg/Kg 5.57Aliphatic >C8-C10 100 07/06/22 20:25 L625822HRS

<3.71 mg/Kg 3.71Aromatic >C8-C10 100 07/06/22 20:25 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 101  Limits: 50-150% 07/06/22 20:25100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-06 (4-6)

 70506 Matrix:

6/21/2022 14:55

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 22:20 29BMJM

39.7 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

123 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

1.7 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

4.53 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 22:20 29BMJM

106 mg/Kg 4.00Chloride 1 07/12/22 20:32 9056MJM

1.68 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.13 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

12.1 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 22:20 29BMJM

63.9 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:31 29B

1.6 % 0.1Exchangeable Sodium Percentage 1 07/12/22 10:01 CALCULATION

2.30 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 10:01 29B

7.72 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:17 29BBMB

4.29 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:39 29BBMB

5.63 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 10:01 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

2.56 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:15 6010DEAL

173 mg/Kg AR 1.00Total Barium 1 07/14/22 13:15 6010DEAL

566 mg/Kg 500True Total Barium 1 07/12/22 18:03 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:15 6010DEAL

16.0 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:15 6010DEAL

10.9 mg/Kg AR 0.600Total Lead 1 07/14/22 13:15 6010DEAL

1.05 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:08 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 55 of 206

August Levert_BP Plan_001277



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-06 (4-6)

 70506 Matrix:

6/21/2022 14:55

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:15 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:15 6010DEAL

43.9 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:15 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 20:32 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 02:53 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 13:08 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 02:53 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 13:08 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 13:08 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 02:53 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 13:08 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 46.3  Limits: 40-140% 07/19/22 02:531 MMK

MAEPH LASurrogate: OTP Surrogate 48.8  Limits: 40-140% 07/12/22 13:081 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-06 (4-6)

 70506 Matrix:

6/21/2022 14:55

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<6.61 mg/Kg 6.61Aliphatic >C6-C8 100 07/06/22 21:07 L625822HRS

<13.2 mg/Kg 13.2Aliphatic >C8-C10 100 07/06/22 21:07 L625822HRS

<8.81 mg/Kg 8.81Aromatic >C8-C10 100 07/06/22 21:07 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 172  * Limits: 50-150% 07/06/22 21:07100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-07 (2-4)

 70507 Matrix:

6/21/2022 15:25

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 22:33 29BMJM

39.4 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

101 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

0.4 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

2.65 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 22:33 29BMJM

31.9 mg/Kg 4.00Chloride 1 07/12/22 20:45 9056MJM

0.643 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

6.66 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

2.67 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 22:33 29BMJM

62.2 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:32 29B

0.698 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

2.02 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 10:02 29B

1.89 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:18 29BBMB

1.17 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:40 29BBMB

2.50 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 10:02 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

3.37 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:21 6010DEAL

124 mg/Kg AR 1.00Total Barium 1 07/14/22 13:21 6010DEAL

631 mg/Kg 500True Total Barium 1 07/12/22 18:08 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:21 6010DEAL

13.8 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:21 6010DEAL

11.7 mg/Kg AR 0.600Total Lead 1 07/14/22 13:21 6010DEAL

0.0589 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:10 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 58 of 206

August Levert_BP Plan_001280



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-07 (2-4)

 70507 Matrix:

6/21/2022 15:25

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:21 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:21 6010DEAL

50.5 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:21 6010DEAL

3.61 mg/Kg 2.00Bromide (Br) 1 07/12/22 20:45 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 03:18 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 13:33 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 03:18 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 13:33 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 13:33 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 03:18 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 13:33 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 63.6  Limits: 40-140% 07/19/22 03:181 MMK

MAEPH LASurrogate: OTP Surrogate 77.0  Limits: 40-140% 07/12/22 13:331 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-07 (2-4)

 70507 Matrix:

6/21/2022 15:25

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<3.07 mg/Kg 3.07Aliphatic >C6-C8 100 07/06/22 21:48 L625822HRS

<6.13 mg/Kg 6.13Aliphatic >C8-C10 100 07/06/22 21:48 L625822HRS

<4.09 mg/Kg 4.09Aromatic >C8-C10 100 07/06/22 21:48 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 95.6  Limits: 50-150% 07/06/22 21:48100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-07 (4-6)

 70508 Matrix:

6/21/2022 15:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 22:46 29BMJM

47.5 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

138 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

4.1 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

2.27 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 22:46 29BMJM

27.5 mg/Kg 4.00Chloride 1 07/12/22 20:57 9056MJM

0.844 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.37 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

1.21 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 22:46 29BMJM

67.8 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:33 29B

0.544 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

2.18 Calc 0.430Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 10:03 29B

3.50 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:18 29BBMB

1.85 meq/L 0.820Magnesium (Sat Paste) 10 07/12/22 10:41 29BBMB

3.57 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 10:03 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

2.38 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:26 6010DEAL

152 mg/Kg AR 1.00Total Barium 1 07/14/22 13:26 6010DEAL

527 mg/Kg 500True Total Barium 1 07/12/22 18:13 29BTJS

0.348 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:26 6010DEAL

14.0 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:26 6010DEAL

10.7 mg/Kg AR 0.600Total Lead 1 07/14/22 13:26 6010DEAL

0.0381 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:11 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-07 (4-6)

 70508 Matrix:

6/21/2022 15:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:26 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:26 6010DEAL

44.6 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:26 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 20:57 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 03:42 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 13:58 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 03:42 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 13:58 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 13:58 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 03:42 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 13:58 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 78.9  Limits: 40-140% 07/19/22 03:421 MMK

MAEPH LASurrogate: OTP Surrogate 72.9  Limits: 40-140% 07/12/22 13:581 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-07 (4-6)

 70508 Matrix:

6/21/2022 15:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<3.42 mg/Kg 3.42Aliphatic >C6-C8 100 07/06/22 22:29 L625822HRS

<6.83 mg/Kg 6.83Aliphatic >C8-C10 100 07/06/22 22:29 L625822HRS

<4.56 mg/Kg 4.56Aromatic >C8-C10 100 07/06/22 22:29 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 100  Limits: 50-150% 07/06/22 22:29100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-08 (0-2)

 70509 Matrix:

6/21/2022 15:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 22:59 29BMJM

30.9 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

110 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

2.8 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

0.797 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 22:59 29BMJM

11.2 mg/Kg 4.00Chloride 1 07/12/22 21:09 9056MJM

0.479 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.33 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

1.11 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 22:59 29BMJM

61.7 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:33 29B

0.463 % 0.100Exchangeable Sodium Percentage 1 07/11/22 10:40 CALCULATION

1.26 Calc 0.215Sodium Adsorption Ratio (Sat Paste) 5 07/12/22 10:03 29B

2.02 meq/L 0.250Calcium (Sat Paste) 5 07/12/22 11:19 29BBMB

1.14 meq/L 0.410Magnesium (Sat Paste) 5 07/12/22 10:41 29BBMB

1.59 meq/L 0.215Sodium (Sat Paste) 5 07/12/22 10:03 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

4.11 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:31 6010DEAL

157 mg/Kg AR 1.00Total Barium 1 07/14/22 13:31 6010DEAL

4750 mg/Kg 500True Total Barium 1 07/12/22 18:18 29BTJS

0.541 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:31 6010DEAL

15.3 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:31 6010DEAL

14.7 mg/Kg AR 0.600Total Lead 1 07/14/22 13:31 6010DEAL

0.0401 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:13 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-08 (0-2)

 70509 Matrix:

6/21/2022 15:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:31 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:31 6010DEAL

67.9 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:31 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 21:09 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 04:06 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 14:23 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 04:06 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 14:23 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 14:23 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 04:06 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 14:23 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 56.1  Limits: 40-140% 07/19/22 04:061 MMK

MAEPH LASurrogate: OTP Surrogate 56.7  Limits: 40-140% 07/12/22 14:231 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-08 (0-2)

 70509 Matrix:

6/21/2022 15:50

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<2.78 mg/Kg 2.78Aliphatic >C6-C8 100 07/06/22 23:10 L625822HRS

<5.57 mg/Kg 5.57Aliphatic >C8-C10 100 07/06/22 23:10 L625822HRS

<3.71 mg/Kg 3.71Aromatic >C8-C10 100 07/06/22 23:10 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 94.1  Limits: 50-150% 07/06/22 23:10100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-08 (2-4)

 70510 Matrix:

6/21/2022 15:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<0.050 meq/L 0.050Bromide (Sat Paste) 5 07/12/22 23:11 29BMJM

34.0 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

118 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

2.4 meq/LAlkalinity (Sat Paste) 1 07/12/22 12:39 29BJMB

1.13 meq/L 0.050Chloride (Sat Paste) 5 07/12/22 23:11 29BMJM

13.5 mg/Kg 4.00Chloride 1 07/12/22 21:22 9056MJM

0.455 mmhos/cmElectrical Conductivity (Sat Paste) 1 07/11/22 10:40 29BJMB

7.54 s.u.pH (Sat Paste) 1 07/11/22 10:40 29BJMB

0.926 meq/L 0.050Sulfate (Sat Paste) 5 07/12/22 23:11 29BMJM

64.3 meq/100g 0.100Cation Exchange Capacity 20 07/12/22 09:36 29B

<0.1 % 0.1Exchangeable Sodium Percentage 1 07/12/22 10:06 CALCULATION

1.51 Calc 0.215Sodium Adsorption Ratio (Sat Paste) 5 07/12/22 10:06 29B

1.81 meq/L 0.250Calcium (Sat Paste) 5 07/12/22 11:20 29BBMB

0.947 meq/L 0.410Magnesium (Sat Paste) 5 07/12/22 10:42 29BBMB

1.77 meq/L 0.215Sodium (Sat Paste) 5 07/12/22 10:06 29BBMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

4.09 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:36 6010DEAL

140 mg/Kg AR 1.00Total Barium 1 07/14/22 13:36 6010DEAL

<500 mg/Kg 500True Total Barium 1 07/12/22 18:23 29BTJS

0.307 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:36 6010DEAL

14.6 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:36 6010DEAL

11.7 mg/Kg AR 0.600Total Lead 1 07/14/22 13:36 6010DEAL

0.0206 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:17 7471AJTR

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-08 (2-4)

 70510 Matrix:

6/21/2022 15:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:36 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:36 6010DEAL

54.3 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:36 6010DEAL

<2.00 mg/Kg 2.00Bromide (Br) 1 07/12/22 21:22 9056MJM

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 04:30 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 14:49 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 04:30 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 14:49 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 14:49 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 04:30 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 14:49 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 56.9  Limits: 40-140% 07/19/22 04:301 MMK

MAEPH LASurrogate: OTP Surrogate 48.4  Limits: 40-140% 07/12/22 14:491 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-08 (2-4)

 70510 Matrix:

6/21/2022 15:50

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<3.01 mg/Kg 3.01Aliphatic >C6-C8 100 07/06/22 23:51 L625822HRS

<6.02 mg/Kg 6.02Aliphatic >C8-C10 100 07/06/22 23:51 L625822HRS

<4.02 mg/Kg 4.02Aromatic >C8-C10 100 07/06/22 23:51 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 102  Limits: 50-150% 07/06/22 23:51100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-09 (0-2)

 70511 Matrix:

6/22/2022 10:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

63.6 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

<0.10 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

<2.00 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:52 6010DEAL

204 mg/Kg AR 1.00Total Barium 1 07/14/22 13:52 6010DEAL

2130 mg/Kg 500True Total Barium 1 07/14/22 11:28 29BTJS

0.312 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:52 6010DEAL

7.36 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:52 6010DEAL

7.76 mg/Kg AR 0.600Total Lead 1 07/14/22 13:52 6010DEAL

0.0135 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:18 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:52 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 13:52 6010DEAL

39.5 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:52 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 04:55 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 15:14 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 04:55 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 15:14 L625934MMK

2.43 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 15:14 L625934MMK

5.41 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 04:55 L625934MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-09 (0-2)

 70511 Matrix:

6/22/2022 10:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 15:14 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 57.3  Limits: 40-140% 07/19/22 04:551 MMK

MAEPH LASurrogate: OTP Surrogate 65.1  Limits: 40-140% 07/12/22 15:141 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<3.55 mg/Kg 3.55Aliphatic >C6-C8 100 07/07/22 00:32 L625822HRS

<7.11 mg/Kg 7.11Aliphatic >C8-C10 100 07/07/22 00:32 L625822HRS

<4.74 mg/Kg 4.74Aromatic >C8-C10 100 07/07/22 00:32 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 92.8  Limits: 50-150% 07/07/22 00:32100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-09 (2-4)

 70512 Matrix:

6/22/2022 10:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

44.1 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

0.43 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

5.47 mg/Kg AR 2.00Total Arsenic 1 07/14/22 13:57 6010DEAL

325 mg/Kg AR 1.00Total Barium 1 07/14/22 13:57 6010DEAL

84300 mg/Kg 2500True Total Barium 5 07/14/22 13:39 29BTJS

1.43 mg/Kg AR 0.200Total Cadmium 1 07/14/22 13:57 6010DEAL

107 mg/Kg AR 0.500Total Chromium 1 07/14/22 13:57 6010DEAL

123 mg/Kg AR 0.600Total Lead 1 07/14/22 13:57 6010DEAL

0.0415 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:20 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 13:57 6010DEAL

0.829 mg/Kg AR 0.500Total Silver 1 07/14/22 13:57 6010DEAL

246 mg/Kg AR 2.50Total Zinc 1 07/14/22 13:57 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

28.1 mg/Kg 20.0Aliphatic >C10-C12 10 07/19/22 05:19 L625934MMK

23.4 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 18:49 L625934MMK

169 mg/Kg 20.0Aliphatic >C12-C16 10 07/19/22 05:19 L625934MMK

127 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 18:49 L625934MMK

85.8 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 18:49 L625934MMK

580 mg/Kg 40.0Aliphatic >C16-C35 10 07/19/22 05:19 L625934MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-09 (2-4)

 70512 Matrix:

6/22/2022 10:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

25.7 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 18:49 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 57.0  Limits: 40-140% 07/19/22 05:1910 MMK

MAEPH LASurrogate: OTP Surrogate 74.1  Limits: 40-140% 07/19/22 03:1810 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<3.34 mg/Kg 3.34Aliphatic >C6-C8 100 07/07/22 01:14 L625822HRS

<6.68 mg/Kg 6.68Aliphatic >C8-C10 100 07/07/22 01:14 L625822HRS

4.77 mg/Kg 4.45Aromatic >C8-C10 100 07/07/22 01:14 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 95.1  Limits: 50-150% 07/07/22 01:14100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-09 (4-6)

 70513 Matrix:

6/22/2022 15:15

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

63.4 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

0.45 % 0.10Oil & Grease 1 06/29/22 14:22 29BJMB

<2.00 mg/Kg AR 2.00Total Arsenic 1 07/14/22 14:02 6010DEAL

66.7 mg/Kg AR 1.00Total Barium 1 07/14/22 14:02 6010DEAL

1490 mg/Kg 500True Total Barium 1 07/14/22 11:58 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/14/22 14:02 6010DEAL

6.91 mg/Kg AR 0.500Total Chromium 1 07/14/22 14:02 6010DEAL

5.27 mg/Kg AR 0.600Total Lead 1 07/14/22 14:02 6010DEAL

0.0599 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 16:21 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/14/22 14:02 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/14/22 14:02 6010DEAL

19.3 mg/Kg AR 2.50Total Zinc 1 07/14/22 14:02 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 06:08 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 19:13 L625934MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 06:08 L625934MMK

5.17 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 19:13 L625934MMK

3.58 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 19:13 L625934MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 06:08 L625934MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-09 (4-6)

 70513 Matrix:

6/22/2022 15:15

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 19:13 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 78.9  Limits: 40-140% 07/19/22 06:081 MMK

MAEPH LASurrogate: OTP Surrogate 72.9  Limits: 40-140% 07/12/22 19:131 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<3.28 mg/Kg 3.28Aliphatic >C6-C8 100 07/07/22 01:55 L625822HRS

<6.55 mg/Kg 6.55Aliphatic >C8-C10 100 07/07/22 01:55 L625822HRS

<4.37 mg/Kg 4.37Aromatic >C8-C10 100 07/07/22 01:55 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 91.3  Limits: 50-150% 07/07/22 01:55100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-09 (6-8)

 70514 Matrix:

6/22/2022 15:15

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

51.7 %% Moisture 1 07/01/22 16:18 SW-DRYWTJMB

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

<2.00 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:13 6010DEAL

113 mg/Kg AR 1.00Total Barium 1 07/13/22 00:13 6010DEAL

1600 mg/Kg 500True Total Barium 1 07/14/22 12:03 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:13 6010DEAL

6.68 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:13 6010DEAL

7.24 mg/Kg AR 0.600Total Lead 1 07/13/22 00:13 6010DEAL

0.0305 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:02 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:13 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 00:13 6010DEAL

27.3 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:13 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 06:32 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 19:38 L625934MMK

2.39 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 06:32 L625934MMK

2.63 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 19:38 L625934MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 19:38 L625934MMK

14.2 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 06:32 L625934MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-09 (6-8)

 70514 Matrix:

6/22/2022 15:15

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 19:38 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 97.0  Limits: 40-140% 07/19/22 06:321 MMK

MAEPH LASurrogate: OTP Surrogate 113  Limits: 40-140% 07/12/22 19:381 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625815 07/06/22 14:14

<2.85 mg/Kg 2.85Aliphatic >C6-C8 100 07/07/22 02:36 L625822HRS

<5.70 mg/Kg 5.70Aliphatic >C8-C10 100 07/07/22 02:36 L625822HRS

<3.80 mg/Kg 3.80Aromatic >C8-C10 100 07/07/22 02:36 L625822HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 95.3  Limits: 50-150% 07/07/22 02:36100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-10 (0-2)

 70515 Matrix:

6/22/2022 11:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

65.7 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

<2.00 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:18 6010DEAL

53.4 mg/Kg AR 1.00Total Barium 1 07/14/22 12:08 6010DTJS

5750 mg/Kg 500True Total Barium 1 07/14/22 12:08 29BTJS

0.260 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:18 6010DEAL

10.8 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:18 6010DEAL

10.1 mg/Kg AR 0.600Total Lead 1 07/13/22 00:18 6010DEAL

0.0207 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:03 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:18 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 00:18 6010DEAL

39.1 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:18 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 06:56 L625934MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/12/22 20:03 L625934MMK

4.11 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 06:56 L625934MMK

5.25 mg/Kg 2.00Aromatic >C12-C16 1 07/12/22 20:03 L625934MMK

12.2 mg/Kg 2.00Aromatic >C16-C21 1 07/12/22 20:03 L625934MMK

65.1 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 06:56 L625934MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-10 (0-2)

 70515 Matrix:

6/22/2022 11:35

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L624846 07/05/22 06:28

3.13 mg/Kg 2.00Aromatic >C21-C35 1 07/12/22 20:03 L625934MMK

MAEPH LASurrogate: Chlorooctadecane 48.4  Limits: 40-140% 07/19/22 06:561 MMK

MAEPH LASurrogate: OTP Surrogate 59.2  Limits: 40-140% 07/12/22 20:031 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<3.73 mg/Kg 3.73Aliphatic >C6-C8 100 07/07/22 15:13 L625823HRS

<7.46 mg/Kg 7.46Aliphatic >C8-C10 100 07/07/22 15:13 L625823HRS

<4.98 mg/Kg 4.98Aromatic >C8-C10 100 07/07/22 15:13 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 81.9  Limits: 50-150% 07/07/22 15:13100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-10 (2-4)

 70516 Matrix:

6/22/2022 11:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

50.5 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

3.64 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

8.40 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:24 6010DEAL

411 mg/Kg AR 1.00Total Barium 1 07/13/22 00:24 6010DEAL

200000 mg/Kg 5000True Total Barium 10 07/14/22 13:44 29BTJS

2.09 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:24 6010DEAL

155 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:24 6010DEAL

192 mg/Kg AR 0.600Total Lead 1 07/13/22 00:24 6010DEAL

0.679 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:08 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:24 6010DEAL

1.27 mg/Kg AR 0.500Total Silver 1 07/13/22 00:24 6010DEAL

370 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:24 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<20.0 mg/Kg 20.0Aliphatic >C10-C12 10 07/15/22 21:39 L626600MMK

<10.0 mg/Kg 10.0Aromatic >C10-C12 10 07/15/22 21:39 L626600MMK

41.4 mg/Kg 20.0Aliphatic >C12-C16 10 07/15/22 21:39 L626600MMK

54.7 mg/Kg 20.0Aromatic >C12-C16 10 07/15/22 21:39 L626600MMK

38.8 mg/Kg 20.0Aromatic >C16-C21 10 07/15/22 21:39 L626600MMK

375 mg/Kg 40.0Aliphatic >C16-C35 10 07/15/22 21:39 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-10 (2-4)

 70516 Matrix:

6/22/2022 11:35

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<20.0 mg/Kg 20.0Aromatic >C21-C35 10 07/15/22 21:39 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 54.4  Limits: 40-140% 07/13/22 22:1610 MMK

MAEPH LASurrogate: OTP Surrogate 34.4  * Limits: 40-140% 07/15/22 21:3910 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

3.86 mg/Kg 2.60Aliphatic >C6-C8 100 07/07/22 15:54 L625823HRS

25.2 mg/Kg 5.19Aliphatic >C8-C10 100 07/07/22 15:54 L625823HRS

7.56 mg/Kg 3.46Aromatic >C8-C10 100 07/07/22 15:54 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 32.7  * Limits: 50-150% 07/07/22 15:54100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-10 (4-6)

 70517 Matrix:

6/22/2022 12:00

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

65.5 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

0.31 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

2.41 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:29 6010DEAL

160 mg/Kg AR 1.00Total Barium 1 07/13/22 00:29 6010DEAL

2900 mg/Kg 500True Total Barium 1 07/14/22 12:18 29BTJS

0.201 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:29 6010DEAL

5.67 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:29 6010DEAL

6.74 mg/Kg AR 0.600Total Lead 1 07/13/22 00:29 6010DEAL

0.0299 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:09 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:29 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 00:29 6010DEAL

21.9 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:29 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/15/22 22:03 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/15/22 22:03 L626600MMK

2.24 mg/Kg 2.00Aliphatic >C12-C16 1 07/15/22 22:03 L626600MMK

4.18 mg/Kg 2.00Aromatic >C12-C16 1 07/15/22 22:03 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/15/22 22:03 L626600MMK

7.24 mg/Kg 4.00Aliphatic >C16-C35 1 07/15/22 22:03 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-10 (4-6)

 70517 Matrix:

6/22/2022 12:00

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/15/22 22:03 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 41.1  Limits: 40-140% 07/15/22 22:031 MMK

MAEPH LASurrogate: OTP Surrogate 36.4  * Limits: 40-140% 07/15/22 22:031 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<3.69 mg/Kg 3.69Aliphatic >C6-C8 100 07/07/22 16:35 L625823HRS

<7.37 mg/Kg 7.37Aliphatic >C8-C10 100 07/07/22 16:35 L625823HRS

<4.91 mg/Kg 4.91Aromatic >C8-C10 100 07/07/22 16:35 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 74.8  Limits: 50-150% 07/07/22 16:35100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-10 (6-8)

 70518 Matrix:

6/22/2022 12:00

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

67.1 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

0.57 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

<2.00 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:34 6010DEAL

58.7 mg/Kg AR 1.00Total Barium 1 07/13/22 00:34 6010DEAL

1030 mg/Kg 500True Total Barium 1 07/14/22 12:23 29BTJS

0.216 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:34 6010DEAL

5.15 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:34 6010DEAL

4.31 mg/Kg AR 0.600Total Lead 1 07/13/22 00:34 6010DEAL

0.0384 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:11 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:34 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 00:34 6010DEAL

22.1 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:34 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/15/22 22:27 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/15/22 22:27 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/15/22 22:27 L626600MMK

4.97 mg/Kg 2.00Aromatic >C12-C16 1 07/15/22 22:27 L626600MMK

4.08 mg/Kg 2.00Aromatic >C16-C21 1 07/15/22 22:27 L626600MMK

6.33 mg/Kg 4.00Aliphatic >C16-C35 1 07/15/22 22:27 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-10 (6-8)

 70518 Matrix:

6/22/2022 12:00

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

2.57 mg/Kg 2.00Aromatic >C21-C35 1 07/15/22 22:27 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 20.7  * Limits: 40-140% 07/15/22 22:271 MMK

MAEPH LASurrogate: OTP Surrogate 19.0  * Limits: 40-140% 07/15/22 22:271 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<3.94 mg/Kg 3.94Aliphatic >C6-C8 100 07/07/22 17:16 L625823HRS

<7.87 mg/Kg 7.87Aliphatic >C8-C10 100 07/07/22 17:16 L625823HRS

<5.25 mg/Kg 5.25Aromatic >C8-C10 100 07/07/22 17:16 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 85.5  Limits: 50-150% 07/07/22 17:16100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-11 (0-2)

 70519 Matrix:

6/22/2022 13:45

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

57.7 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

0.20 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

2.48 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:39 6010DEAL

120 mg/Kg AR 1.00Total Barium 1 07/14/22 12:28 6010DTJS

14000 mg/Kg 500True Total Barium 1 07/14/22 12:28 29BTJS

0.440 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:39 6010DEAL

46.5 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:39 6010DEAL

25.0 mg/Kg AR 0.600Total Lead 1 07/13/22 00:39 6010DEAL

0.105 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:12 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:39 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 00:39 6010DEAL

62.3 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:39 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/15/22 22:51 L626600MMK

2.16 mg/Kg 1.00Aromatic >C10-C12 1 07/15/22 22:51 L626600MMK

11.6 mg/Kg 2.00Aliphatic >C12-C16 1 07/15/22 22:51 L626600MMK

8.08 mg/Kg 2.00Aromatic >C12-C16 1 07/15/22 22:51 L626600MMK

3.41 mg/Kg 2.00Aromatic >C16-C21 1 07/15/22 22:51 L626600MMK

39.3 mg/Kg 4.00Aliphatic >C16-C35 1 07/15/22 22:51 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-11 (0-2)

 70519 Matrix:

6/22/2022 13:45

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/15/22 22:51 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 17.1  * Limits: 40-140% 07/15/22 22:511 MMK

MAEPH LASurrogate: OTP Surrogate 16.1  * Limits: 40-140% 07/15/22 22:511 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<3.30 mg/Kg 3.30Aliphatic >C6-C8 100 07/07/22 17:58 L625823HRS

<6.61 mg/Kg 6.61Aliphatic >C8-C10 100 07/07/22 17:58 L625823HRS

<4.41 mg/Kg 4.41Aromatic >C8-C10 100 07/07/22 17:58 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 85.9  Limits: 50-150% 07/07/22 17:58100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 87 of 206

August Levert_BP Plan_001309



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-11 (2-4)

 70520 Matrix:

6/22/2022 13:45

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

50.6 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

1.86 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

16.7 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:45 6010DEAL

174 mg/Kg AR 1.00Total Barium 1 07/13/22 00:45 6010DEAL

239000 mg/Kg 5000True Total Barium 10 07/14/22 13:59 29BTJS

4.28 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:45 6010DEAL

286 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:45 6010DEAL

387 mg/Kg AR 0.600Total Lead 1 07/13/22 00:45 6010DEAL

1.33 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:14 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:45 6010DEAL

3.54 mg/Kg AR 0.500Total Silver 1 07/13/22 00:45 6010DEAL

733 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:45 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

10.2 mg/Kg 2.00Aliphatic >C10-C12 1 07/15/22 23:15 L626600MMK

15.9 mg/Kg 1.00Aromatic >C10-C12 1 07/15/22 23:15 L626600MMK

120 mg/Kg 20.0Aliphatic >C12-C16 10 07/16/22 16:05 L626600MMK

81.0 mg/Kg 20.0Aromatic >C12-C16 10 07/16/22 16:05 L626600MMK

20.3 mg/Kg 20.0Aromatic >C16-C21 10 07/16/22 16:05 L626600MMK

403 mg/Kg 40.0Aliphatic >C16-C35 10 07/16/22 16:05 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-11 (2-4)

 70520 Matrix:

6/22/2022 13:45

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

10.4 mg/Kg 2.00Aromatic >C21-C35 1 07/15/22 23:15 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 13.2  * Limits: 40-140% 07/15/22 23:151 MMK

MAEPH LASurrogate: OTP Surrogate 35.7  * Limits: 40-140% 07/16/22 16:0510 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

23.8 mg/Kg 2.44Aliphatic >C6-C8 100 07/07/22 18:39 L625823HRS

54.1 mg/Kg 4.87Aliphatic >C8-C10 100 07/07/22 18:39 L625823HRS

14.7 mg/Kg 3.25Aromatic >C8-C10 100 07/07/22 18:39 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 149  Limits: 50-150% 07/07/22 18:39100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-12 (0-2)

 70521 Matrix:

6/22/2022 14:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

57.8 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

2.06 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:50 6010DEAL

564 mg/Kg AR 5.00Total Barium 5 07/14/22 17:31 6010DTJS

7510 mg/Kg 500True Total Barium 1 07/14/22 12:38 29BTJS

0.319 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:50 6010DEAL

10.8 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:50 6010DEAL

13.0 mg/Kg AR 0.600Total Lead 1 07/13/22 00:50 6010DEAL

1.14 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:15 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:50 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 00:50 6010DEAL

50.9 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:50 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/15/22 23:39 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/15/22 23:39 L626600MMK

2.53 mg/Kg 2.00Aliphatic >C12-C16 1 07/15/22 23:39 L626600MMK

2.54 mg/Kg 2.00Aromatic >C12-C16 1 07/15/22 23:39 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/15/22 23:39 L626600MMK

26.5 mg/Kg 4.00Aliphatic >C16-C35 1 07/15/22 23:39 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-12 (0-2)

 70521 Matrix:

6/22/2022 14:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/15/22 23:39 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 47.5  Limits: 40-140% 07/15/22 23:391 MMK

MAEPH LASurrogate: OTP Surrogate 26.5  * Limits: 40-140% 07/15/22 23:391 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

15.2 mg/Kg 3.36Aliphatic >C6-C8 100 07/07/22 19:20 L625823HRS

56.6 mg/Kg 6.71Aliphatic >C8-C10 100 07/07/22 19:20 L625823HRS

21.9 mg/Kg 4.47Aromatic >C8-C10 100 07/07/22 19:20 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 129  Limits: 50-150% 07/07/22 19:20100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-12 (2-4)

 70522 Matrix:

6/22/2022 14:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

40.7 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

0.24 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

23.3 mg/Kg AR 2.00Total Arsenic 1 07/13/22 00:55 6010DEAL

336 mg/Kg AR 1.00Total Barium 1 07/13/22 00:55 6010DEAL

307000 mg/Kg 5000True Total Barium 10 07/14/22 14:05 29BTJS

5.22 mg/Kg AR 0.200Total Cadmium 1 07/13/22 00:55 6010DEAL

401 mg/Kg AR 0.500Total Chromium 1 07/13/22 00:55 6010DEAL

468 mg/Kg AR 0.600Total Lead 1 07/13/22 00:55 6010DEAL

0.0722 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:16 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 00:55 6010DEAL

4.15 mg/Kg AR 0.500Total Silver 1 07/13/22 00:55 6010DEAL

936 mg/Kg AR 2.50Total Zinc 1 07/13/22 00:55 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

35.8 mg/Kg 20.0Aliphatic >C10-C12 10 07/16/22 16:29 L626600MMK

35.5 mg/Kg 10.0Aromatic >C10-C12 10 07/16/22 16:55 L626600MMK

235 mg/Kg 20.0Aliphatic >C12-C16 10 07/16/22 16:29 L626600MMK

93.6 mg/Kg 20.0Aromatic >C12-C16 10 07/16/22 16:55 L626600MMK

19.8 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 00:04 L626600MMK

432 mg/Kg 40.0Aliphatic >C16-C35 10 07/16/22 16:29 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-12 (2-4)

 70522 Matrix:

6/22/2022 14:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 00:04 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 45.4  Limits: 40-140% 07/16/22 16:2910 MMK

MAEPH LASurrogate: OTP Surrogate 67.1  Limits: 40-140% 07/16/22 16:5510 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

7.37 mg/Kg 2.52Aliphatic >C6-C8 100 07/07/22 20:01 L625823HRS

35.7 mg/Kg 5.03Aliphatic >C8-C10 100 07/07/22 20:01 L625823HRS

13.2 mg/Kg 3.36Aromatic >C8-C10 100 07/07/22 20:01 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 151  * Limits: 50-150% 07/07/22 20:01100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-13 (0-2)

 70523 Matrix:

6/22/2022 15:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

39.5 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

4.09 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:00 6010DEAL

666 mg/Kg AR 5.00Total Barium 5 07/14/22 17:36 6010DTJS

9640 mg/Kg 500True Total Barium 1 07/14/22 12:59 29BTJS

0.468 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:00 6010DEAL

18.7 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:00 6010DEAL

25.9 mg/Kg AR 0.600Total Lead 1 07/13/22 01:00 6010DEAL

0.0446 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:18 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:00 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:00 6010DEAL

72.3 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:00 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 00:28 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 00:28 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 00:28 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 00:28 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 00:28 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 00:28 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-13 (0-2)

 70523 Matrix:

6/22/2022 15:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 00:28 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 35.6  * Limits: 40-140% 07/16/22 00:281 MMK

MAEPH LASurrogate: OTP Surrogate 24.6  * Limits: 40-140% 07/16/22 00:281 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<3.02 mg/Kg 3.02Aliphatic >C6-C8 100 07/07/22 20:42 L625823HRS

<6.05 mg/Kg 6.05Aliphatic >C8-C10 100 07/07/22 20:42 L625823HRS

<4.03 mg/Kg 4.03Aromatic >C8-C10 100 07/07/22 20:42 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 90.6  Limits: 50-150% 07/07/22 20:42100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-13 (2-4)

 70524 Matrix:

6/22/2022 15:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

39.7 %% Moisture 1 07/07/22 16:30 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

4.29 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:16 6010DEAL

315 mg/Kg AR 1.00Total Barium 1 07/13/22 01:16 6010DEAL

2840 mg/Kg 500True Total Barium 1 07/14/22 13:04 29BTJS

0.221 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:16 6010DEAL

11.6 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:16 6010DEAL

10.7 mg/Kg AR 0.600Total Lead 1 07/13/22 01:16 6010DEAL

0.0362 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:19 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:16 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:16 6010DEAL

48.0 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:16 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 00:52 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 00:52 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 00:52 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 00:52 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 00:52 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 00:52 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-13 (2-4)

 70524 Matrix:

6/22/2022 15:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 00:52 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 35.3  * Limits: 40-140% 07/16/22 00:521 MMK

MAEPH LASurrogate: OTP Surrogate 28.0  * Limits: 40-140% 07/16/22 00:521 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<2.80 mg/Kg 2.80Aliphatic >C6-C8 100 07/07/22 21:24 L625823HRS

<5.60 mg/Kg 5.60Aliphatic >C8-C10 100 07/07/22 21:24 L625823HRS

<3.73 mg/Kg 3.73Aromatic >C8-C10 100 07/07/22 21:24 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 96.8  Limits: 50-150% 07/07/22 21:24100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-13 (4-6)

 70525 Matrix:

6/22/2022 15:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

41.3 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

5.55 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:21 6010DEAL

157 mg/Kg AR 1.00Total Barium 1 07/13/22 01:21 6010DEAL

810 mg/Kg 500True Total Barium 1 07/14/22 13:09 29BTJS

0.346 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:21 6010DEAL

11.5 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:21 6010DEAL

10.1 mg/Kg AR 0.600Total Lead 1 07/13/22 01:21 6010DEAL

0.0367 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:21 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:21 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:21 6010DEAL

47.7 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:21 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 01:16 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 01:16 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 01:16 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 01:16 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 01:16 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 01:16 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-13 (4-6)

 70525 Matrix:

6/22/2022 15:50

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 01:16 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 26.6  * Limits: 40-140% 07/16/22 01:161 MMK

MAEPH LASurrogate: OTP Surrogate 30.3  * Limits: 40-140% 07/16/22 01:161 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<3.23 mg/Kg 3.23Aliphatic >C6-C8 100 07/07/22 22:05 L625823HRS

<6.45 mg/Kg 6.45Aliphatic >C8-C10 100 07/07/22 22:05 L625823HRS

<4.30 mg/Kg 4.30Aromatic >C8-C10 100 07/07/22 22:05 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 87.4  Limits: 50-150% 07/07/22 22:05100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-13 (6-8)

 70526 Matrix:

6/22/2022 15:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

44.0 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

4.57 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:26 6010DEAL

233 mg/Kg AR 1.00Total Barium 1 07/13/22 01:26 6010DEAL

796 mg/Kg 500True Total Barium 1 07/14/22 13:14 29BTJS

0.453 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:26 6010DEAL

10.4 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:26 6010DEAL

10.4 mg/Kg AR 0.600Total Lead 1 07/13/22 01:26 6010DEAL

0.0341 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:25 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:26 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:26 6010DEAL

44.2 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:26 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 01:41 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 01:41 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 01:41 L626600MMK

2.22 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 01:41 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 01:41 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 01:41 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-13 (6-8)

 70526 Matrix:

6/22/2022 15:50

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 01:41 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 27.4  * Limits: 40-140% 07/16/22 01:411 MMK

MAEPH LASurrogate: OTP Surrogate 32.7  * Limits: 40-140% 07/16/22 01:411 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<4.04 mg/Kg 4.04Aliphatic >C6-C8 100 07/07/22 22:46 L625823HRS

<8.09 mg/Kg 8.09Aliphatic >C8-C10 100 07/07/22 22:46 L625823HRS

<5.39 mg/Kg 5.39Aromatic >C8-C10 100 07/07/22 22:46 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 89.6  Limits: 50-150% 07/07/22 22:46100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-14 (0-2)

 70527 Matrix:

6/23/2022 10:15

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

40.1 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

3.67 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:32 6010DEAL

175 mg/Kg AR 1.00Total Barium 1 07/13/22 01:32 6010DEAL

<500 mg/Kg 500True Total Barium 1 07/14/22 13:19 29BTJS

0.370 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:32 6010DEAL

13.6 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:32 6010DEAL

13.5 mg/Kg AR 0.600Total Lead 1 07/13/22 01:32 6010DEAL

0.130 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:27 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:32 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:32 6010DEAL

55.8 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:32 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 02:05 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 02:05 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 02:05 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 02:05 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 02:05 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 02:05 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-14 (0-2)

 70527 Matrix:

6/23/2022 10:15

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 02:05 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 19.1  * Limits: 40-140% 07/16/22 02:051 MMK

MAEPH LASurrogate: OTP Surrogate 25.2  * Limits: 40-140% 07/16/22 02:051 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<2.72 mg/Kg 2.72Aliphatic >C6-C8 100 07/07/22 23:27 L625823HRS

<5.44 mg/Kg 5.44Aliphatic >C8-C10 100 07/07/22 23:27 L625823HRS

<3.63 mg/Kg 3.63Aromatic >C8-C10 100 07/07/22 23:27 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 85.6  Limits: 50-150% 07/07/22 23:27100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-14 (2-4)

 70528 Matrix:

6/23/2022 10:15

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

38.8 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

3.63 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:37 6010DEAL

170 mg/Kg AR 1.00Total Barium 1 07/13/22 01:37 6010DEAL

616 mg/Kg 500True Total Barium 1 07/14/22 13:24 29BTJS

0.293 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:37 6010DEAL

12.8 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:37 6010DEAL

10.8 mg/Kg AR 0.600Total Lead 1 07/13/22 01:37 6010DEAL

0.902 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:28 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:37 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:37 6010DEAL

50.4 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:37 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 02:30 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 02:30 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 02:30 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 02:30 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 02:30 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 02:30 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-14 (2-4)

 70528 Matrix:

6/23/2022 10:15

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 02:30 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 33.8  * Limits: 40-140% 07/16/22 02:301 MMK

MAEPH LASurrogate: OTP Surrogate 32.7  * Limits: 40-140% 07/16/22 02:301 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<2.91 mg/Kg 2.91Aliphatic >C6-C8 100 07/08/22 00:08 L625823HRS

<5.81 mg/Kg 5.81Aliphatic >C8-C10 100 07/08/22 00:08 L625823HRS

<3.88 mg/Kg 3.88Aromatic >C8-C10 100 07/08/22 00:08 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 92.3  Limits: 50-150% 07/08/22 00:08100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-14 (4-6)

 70529 Matrix:

6/23/2022 10:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

42.4 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

2.92 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:42 6010DEAL

144 mg/Kg AR 1.00Total Barium 1 07/13/22 01:42 6010DEAL

518 mg/Kg 500True Total Barium 1 07/14/22 13:29 29BTJS

0.265 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:42 6010DEAL

11.0 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:42 6010DEAL

10.5 mg/Kg AR 0.600Total Lead 1 07/13/22 01:42 6010DEAL

0.0360 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:29 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:42 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:42 6010DEAL

41.6 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:42 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 02:54 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 02:54 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 02:54 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 02:54 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 02:54 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 02:54 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-14 (4-6)

 70529 Matrix:

6/23/2022 10:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 02:54 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 22.3  * Limits: 40-140% 07/16/22 02:541 MMK

MAEPH LASurrogate: OTP Surrogate 29.6  * Limits: 40-140% 07/16/22 02:541 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<2.95 mg/Kg 2.95Aliphatic >C6-C8 100 07/08/22 00:49 L625823HRS

<5.89 mg/Kg 5.89Aliphatic >C8-C10 100 07/08/22 00:49 L625823HRS

<3.93 mg/Kg 3.93Aromatic >C8-C10 100 07/08/22 00:49 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 85.7  Limits: 50-150% 07/08/22 00:49100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-14 (6-8)

 70530 Matrix:

6/23/2022 10:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

44.2 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

2.04 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:48 6010DEAL

139 mg/Kg AR 1.00Total Barium 1 07/13/22 01:48 6010DEAL

<500 mg/Kg 500True Total Barium 1 07/14/22 13:34 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:48 6010DEAL

10.0 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:48 6010DEAL

9.85 mg/Kg AR 0.600Total Lead 1 07/13/22 01:48 6010DEAL

0.0318 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:31 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:48 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:48 6010DEAL

36.4 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:48 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 03:19 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 03:19 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 03:19 L626600MMK

2.44 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 03:19 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 03:19 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 03:19 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-14 (6-8)

 70530 Matrix:

6/23/2022 10:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

2.42 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 03:19 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 24.2  * Limits: 40-140% 07/16/22 03:191 MMK

MAEPH LASurrogate: OTP Surrogate 20.7  * Limits: 40-140% 07/16/22 03:191 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<4.03 mg/Kg 4.03Aliphatic >C6-C8 100 07/08/22 01:31 L625823HRS

<8.06 mg/Kg 8.06Aliphatic >C8-C10 100 07/08/22 01:31 L625823HRS

<5.38 mg/Kg 5.38Aromatic >C8-C10 100 07/08/22 01:31 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 74.0  Limits: 50-150% 07/08/22 01:31100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-15 (0-2)

 70531 Matrix:

6/23/2022 10:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

41.4 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

3.01 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:53 6010DEAL

168 mg/Kg AR 1.00Total Barium 1 07/13/22 01:53 6010DEAL

539 mg/Kg 500True Total Barium 1 07/15/22 12:39 29BTJS

0.435 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:53 6010DEAL

12.4 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:53 6010DEAL

12.5 mg/Kg AR 0.600Total Lead 1 07/13/22 01:53 6010DEAL

0.0357 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:32 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:53 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:53 6010DEAL

59.8 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:53 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 03:43 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 03:43 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 03:43 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 03:43 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 03:43 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 03:43 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-15 (0-2)

 70531 Matrix:

6/23/2022 10:40

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 03:43 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 29.5  * Limits: 40-140% 07/16/22 03:431 MMK

MAEPH LASurrogate: OTP Surrogate 21.0  * Limits: 40-140% 07/16/22 03:431 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<2.75 mg/Kg 2.75Aliphatic >C6-C8 100 07/08/22 02:12 L625823HRS

<5.50 mg/Kg 5.50Aliphatic >C8-C10 100 07/08/22 02:12 L625823HRS

<3.67 mg/Kg 3.67Aromatic >C8-C10 100 07/08/22 02:12 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 83.1  Limits: 50-150% 07/08/22 02:12100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-15 (2-4)

 70532 Matrix:

6/23/2022 10:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

39.2 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

3.50 mg/Kg AR 2.00Total Arsenic 1 07/13/22 01:58 6010DEAL

143 mg/Kg AR 1.00Total Barium 1 07/13/22 01:58 6010DEAL

<500 mg/Kg 500True Total Barium 1 07/15/22 13:04 29BTJS

0.261 mg/Kg AR 0.200Total Cadmium 1 07/13/22 01:58 6010DEAL

13.0 mg/Kg AR 0.500Total Chromium 1 07/13/22 01:58 6010DEAL

10.8 mg/Kg AR 0.600Total Lead 1 07/13/22 01:58 6010DEAL

0.0400 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:34 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 01:58 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 01:58 6010DEAL

49.5 mg/Kg AR 2.50Total Zinc 1 07/13/22 01:58 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 04:08 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 04:08 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 04:08 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 04:08 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 04:08 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 04:08 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-15 (2-4)

 70532 Matrix:

6/23/2022 10:40

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 04:08 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 51.0  Limits: 40-140% 07/13/22 20:401 MMK

MAEPH LASurrogate: OTP Surrogate 23.2  * Limits: 40-140% 07/16/22 04:081 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<2.88 mg/Kg 2.88Aliphatic >C6-C8 100 07/08/22 02:53 L625823HRS

<5.77 mg/Kg 5.77Aliphatic >C8-C10 100 07/08/22 02:53 L625823HRS

<3.85 mg/Kg 3.85Aromatic >C8-C10 100 07/08/22 02:53 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 93.2  Limits: 50-150% 07/08/22 02:53100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-15 (4-6)

 70533 Matrix:

6/23/2022 11:00

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

41.2 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/01/22 13:48 29BJMB

3.47 mg/Kg AR 2.00Total Arsenic 1 07/13/22 02:03 6010DEAL

173 mg/Kg AR 1.00Total Barium 1 07/13/22 02:03 6010DEAL

537 mg/Kg 500True Total Barium 1 07/15/22 13:10 29BTJS

0.254 mg/Kg AR 0.200Total Cadmium 1 07/13/22 02:03 6010DEAL

11.9 mg/Kg AR 0.500Total Chromium 1 07/13/22 02:03 6010DEAL

9.43 mg/Kg AR 0.600Total Lead 1 07/13/22 02:03 6010DEAL

0.0372 mg/Kg AR 0.0133Mercury (Total) 1 07/14/22 15:35 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 02:03 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 02:03 6010DEAL

45.3 mg/Kg AR 2.50Total Zinc 1 07/13/22 02:03 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 16:55 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 04:57 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 16:55 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 04:57 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 04:57 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 16:55 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-15 (4-6)

 70533 Matrix:

6/23/2022 11:00

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 04:57 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 52.3  Limits: 40-140% 07/13/22 21:041 MMK

MAEPH LASurrogate: OTP Surrogate 24.3  * Limits: 40-140% 07/16/22 04:571 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<2.96 mg/Kg 2.96Aliphatic >C6-C8 100 07/08/22 03:34 L625823HRS

<5.93 mg/Kg 5.93Aliphatic >C8-C10 100 07/08/22 03:34 L625823HRS

<3.95 mg/Kg 3.95Aromatic >C8-C10 100 07/08/22 03:34 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 88.9  Limits: 50-150% 07/08/22 03:34100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-15 (6-8)

 70534 Matrix:

6/23/2022 11:00

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

43.4 %% Moisture 1 07/08/22 08:10 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

4.24 mg/Kg AR 2.00Total Arsenic 1 07/13/22 02:50 6010DEAL

131 mg/Kg AR 1.00Total Barium 1 07/13/22 02:50 6010DEAL

3920 mg/Kg 500True Total Barium 1 07/15/22 13:15 29BTJS

0.254 mg/Kg AR 0.200Total Cadmium 1 07/13/22 02:50 6010DEAL

9.84 mg/Kg AR 0.500Total Chromium 1 07/13/22 02:50 6010DEAL

10.6 mg/Kg AR 0.600Total Lead 1 07/13/22 02:50 6010DEAL

0.0429 mg/Kg AR 0.0133Mercury (Total) 1 07/15/22 14:34 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 02:50 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 02:50 6010DEAL

36.9 mg/Kg AR 2.50Total Zinc 1 07/13/22 02:50 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 17:19 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 05:21 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 17:19 L626600MMK

4.49 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 05:21 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 05:21 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 17:19 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-15 (6-8)

 70534 Matrix:

6/23/2022 11:00

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 05:21 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 47.1  Limits: 40-140% 07/16/22 17:191 MMK

MAEPH LASurrogate: OTP Surrogate 37.6  * Limits: 40-140% 07/16/22 05:211 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L625816 07/06/22 14:14

<3.70 mg/Kg 3.70Aliphatic >C6-C8 100 07/08/22 04:15 L625823HRS

<7.41 mg/Kg 7.41Aliphatic >C8-C10 100 07/08/22 04:15 L625823HRS

<4.94 mg/Kg 4.94Aromatic >C8-C10 100 07/08/22 04:15 L625823HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 85.4  Limits: 50-150% 07/08/22 04:15100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-16 (0-2)

 70535 Matrix:

6/23/2022 11:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

43.6 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

4.34 mg/Kg AR 2.00Total Arsenic 1 07/13/22 02:56 6010DEAL

132 mg/Kg AR 1.00Total Barium 1 07/13/22 02:56 6010DEAL

589 mg/Kg 500True Total Barium 1 07/15/22 13:20 29BTJS

0.374 mg/Kg AR 0.200Total Cadmium 1 07/13/22 02:56 6010DEAL

11.1 mg/Kg AR 0.500Total Chromium 1 07/13/22 02:56 6010DEAL

11.7 mg/Kg AR 0.600Total Lead 1 07/13/22 02:56 6010DEAL

0.0444 mg/Kg AR 0.0133Mercury (Total) 1 07/15/22 14:35 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 02:56 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 02:56 6010DEAL

48.4 mg/Kg AR 2.50Total Zinc 1 07/13/22 02:56 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 17:43 L626600MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 05:46 L626600MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 17:43 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 05:46 L626600MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 05:46 L626600MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 17:43 L626600MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-16 (0-2)

 70535 Matrix:

6/23/2022 11:20

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625151 07/06/22 07:15

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 05:46 L626600MMK

MAEPH LASurrogate: Chlorooctadecane 81.2  Limits: 40-140% 07/13/22 21:521 MMK

MAEPH LASurrogate: OTP Surrogate 43.4  Limits: 40-140% 07/16/22 05:461 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<3.55 mg/Kg 3.55Aliphatic >C6-C8 100 07/11/22 16:49 L626336HRS

<7.11 mg/Kg 7.11Aliphatic >C8-C10 100 07/11/22 16:49 L626336HRS

<4.74 mg/Kg 4.74Aromatic >C8-C10 100 07/11/22 16:49 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 67.9  Limits: 50-150% 07/11/22 16:49100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-16 (2-4)

 70536 Matrix:

6/23/2022 11:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

41.9 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

3.41 mg/Kg AR 2.00Total Arsenic 1 07/13/22 03:01 6010DEAL

151 mg/Kg AR 1.00Total Barium 1 07/13/22 03:01 6010DEAL

570 mg/Kg 500True Total Barium 1 07/15/22 13:25 29BTJS

0.260 mg/Kg AR 0.200Total Cadmium 1 07/13/22 03:01 6010DEAL

12.0 mg/Kg AR 0.500Total Chromium 1 07/13/22 03:01 6010DEAL

10.0 mg/Kg AR 0.600Total Lead 1 07/13/22 03:01 6010DEAL

0.0343 mg/Kg AR 0.0133Mercury (Total) 1 07/15/22 14:36 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 03:01 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 03:01 6010DEAL

46.8 mg/Kg AR 2.50Total Zinc 1 07/13/22 03:01 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/16/22 22:35 L627112MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 20:57 L627112MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/16/22 22:35 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 20:57 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 20:57 L627112MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/16/22 22:35 L627112MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-16 (2-4)

 70536 Matrix:

6/23/2022 11:20

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 20:57 L627112MMK

MAEPH LASurrogate: Chlorooctadecane 52.3  Limits: 40-140% 07/16/22 22:351 MMK

MAEPH LASurrogate: OTP Surrogate 62.9  Limits: 40-140% 07/16/22 07:481 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<3.49 mg/Kg 3.49Aliphatic >C6-C8 100 07/11/22 17:30 L626336HRS

<6.98 mg/Kg 6.98Aliphatic >C8-C10 100 07/11/22 17:30 L626336HRS

<4.65 mg/Kg 4.65Aromatic >C8-C10 100 07/11/22 17:30 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 107  Limits: 50-150% 07/11/22 17:30100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-16 (4-6)

 70537 Matrix:

6/23/2022 11:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

42.4 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

2.27 mg/Kg AR 2.00Total Arsenic 1 07/13/22 03:06 6010DEAL

135 mg/Kg AR 1.00Total Barium 1 07/13/22 03:06 6010DEAL

<500 mg/Kg 500True Total Barium 1 07/15/22 13:30 29BTJS

<0.200 mg/Kg AR 0.200Total Cadmium 1 07/13/22 03:06 6010DEAL

11.0 mg/Kg AR 0.500Total Chromium 1 07/13/22 03:06 6010DEAL

9.77 mg/Kg AR 0.600Total Lead 1 07/13/22 03:06 6010DEAL

0.0349 mg/Kg AR 0.0133Mercury (Total) 1 07/15/22 14:38 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 03:06 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 03:06 6010DEAL

42.0 mg/Kg AR 2.50Total Zinc 1 07/13/22 03:06 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 07:21 L627112MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/19/22 00:03 L627112MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 07:21 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/19/22 00:03 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/19/22 00:03 L627112MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 07:21 L627112MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-16 (4-6)

 70537 Matrix:

6/23/2022 11:35

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/19/22 00:03 L627112MMK

MAEPH LASurrogate: Chlorooctadecane 81.1  Limits: 40-140% 07/19/22 07:211 MMK

MAEPH LASurrogate: OTP Surrogate 106  Limits: 40-140% 07/16/22 08:131 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<3.56 mg/Kg 3.56Aliphatic >C6-C8 100 07/11/22 18:11 L626336HRS

<7.13 mg/Kg 7.13Aliphatic >C8-C10 100 07/11/22 18:11 L626336HRS

<4.75 mg/Kg 4.75Aromatic >C8-C10 100 07/11/22 18:11 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 105  Limits: 50-150% 07/11/22 18:11100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-16 (6-8)

 70538 Matrix:

6/23/2022 11:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

44.1 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

2.18 mg/Kg AR 2.00Total Arsenic 1 07/13/22 03:22 6010DEAL

147 mg/Kg AR 1.00Total Barium 1 07/13/22 03:22 6010DEAL

<500 mg/Kg 500True Total Barium 1 07/15/22 13:35 29BTJS

0.272 mg/Kg AR 0.200Total Cadmium 1 07/13/22 03:22 6010DEAL

9.76 mg/Kg AR 0.500Total Chromium 1 07/13/22 03:22 6010DEAL

8.40 mg/Kg AR 0.600Total Lead 1 07/13/22 03:22 6010DEAL

0.0326 mg/Kg AR 0.0133Mercury (Total) 1 07/15/22 14:39 7471AJTR

<1.00 mg/Kg AR 1.00Total Selenium 1 07/13/22 03:22 6010DEAL

<0.500 mg/Kg AR 0.500Total Silver 1 07/13/22 03:22 6010DEAL

29.2 mg/Kg AR 2.50Total Zinc 1 07/13/22 03:22 6010DEAL

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 11:08 L627112MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 08:37 L627112MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 11:08 L627112MMK

4.70 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 08:37 L627112MMK

2.91 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 08:37 L627112MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 11:08 L627112MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-16 (6-8)

 70538 Matrix:

6/23/2022 11:35

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 08:37 L627112MMK

MAEPH LASurrogate: Chlorooctadecane 55.1  Limits: 40-140% 07/19/22 11:081 MMK

MAEPH LASurrogate: OTP Surrogate 46.0  Limits: 40-140% 07/16/22 08:371 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<3.55 mg/Kg 3.55Aliphatic >C6-C8 100 07/11/22 18:53 L626336HRS

<7.11 mg/Kg 7.11Aliphatic >C8-C10 100 07/11/22 18:53 L626336HRS

<4.74 mg/Kg 4.74Aromatic >C8-C10 100 07/11/22 18:53 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 97.9  Limits: 50-150% 07/11/22 18:53100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-17 (0-2)

 70539 Matrix:

6/23/2022 14:15

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

60.2 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

11.2 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<20.0 mg/Kg 20.0Aliphatic >C10-C12 10 07/16/22 20:33 L627112MMK

11.1 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 09:02 L627112MMK

49.1 mg/Kg 20.0Aliphatic >C12-C16 10 07/16/22 20:33 L627112MMK

132 mg/Kg 20.0Aromatic >C12-C16 10 07/16/22 19:44 L627112MMK

81.5 mg/Kg 20.0Aromatic >C16-C21 10 07/16/22 19:44 L627112MMK

682 mg/Kg 400Aliphatic >C16-C35 100 07/16/22 20:57 L627112MMK

20.2 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 09:02 L627112MMK

MAEPH LASurrogate: OTP Surrogate 24.0  * Limits: 40-140% 07/16/22 09:021 MMK

MAEPH LASurrogate: Chlorooctadecane 77.0  Limits: 40-140% 07/16/22 20:3310 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

9.98 mg/Kg 3.33Aliphatic >C6-C8 100 07/11/22 19:34 L626336HRS

29.8 mg/Kg 6.67Aliphatic >C8-C10 100 07/11/22 19:34 L626336HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-17 (0-2)

 70539 Matrix:

6/23/2022 14:15

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

10.3 mg/Kg 4.44Aromatic >C8-C10 100 07/11/22 19:34 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 114  Limits: 50-150% 07/11/22 19:34100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 127 of 206

August Levert_BP Plan_001349



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-18 (0-2)

 70540 Matrix:

6/23/2022 14:25

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

63.3 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

2.05 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<20.0 mg/Kg 20.0Aliphatic >C10-C12 10 07/16/22 21:22 L627112MMK

7.30 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 09:27 L627112MMK

74.2 mg/Kg 20.0Aliphatic >C12-C16 10 07/16/22 21:22 L627112MMK

70.2 mg/Kg 20.0Aromatic >C12-C16 10 07/16/22 20:09 L627112MMK

23.7 mg/Kg 20.0Aromatic >C16-C21 10 07/16/22 20:09 L627112MMK

621 mg/Kg 40.0Aliphatic >C16-C35 10 07/16/22 21:22 L627112MMK

10.7 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 09:27 L627112MMK

MAEPH LASurrogate: OTP Surrogate 41.8  Limits: 40-140% 07/16/22 09:271 MMK

MAEPH LASurrogate: Chlorooctadecane 40.9  Limits: 40-140% 07/16/22 21:2210 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

10.6 mg/Kg 3.38Aliphatic >C6-C8 100 07/11/22 20:15 L626336HRS

44.1 mg/Kg 6.76Aliphatic >C8-C10 100 07/11/22 20:15 L626336HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-18 (0-2)

 70540 Matrix:

6/23/2022 14:25

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

15.3 mg/Kg 4.50Aromatic >C8-C10 100 07/11/22 20:15 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 115  Limits: 50-150% 07/11/22 20:15100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-19 (0-2)

 70541 Matrix:

6/23/2022 14:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

57.6 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

1.97 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<20.0 mg/Kg 20.0Aliphatic >C10-C12 10 07/16/22 21:46 L627112MMK

3.89 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 09:51 L627112MMK

141 mg/Kg 20.0Aliphatic >C12-C16 10 07/16/22 21:46 L627112MMK

21.8 mg/Kg 2.00Aromatic >C12-C16 1 07/16/22 09:51 L627112MMK

23.2 mg/Kg 2.00Aromatic >C16-C21 1 07/16/22 09:51 L627112MMK

1280 mg/Kg 40.0Aliphatic >C16-C35 10 07/16/22 21:46 L627112MMK

2.64 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 09:51 L627112MMK

MAEPH LASurrogate: OTP Surrogate 67.5  Limits: 40-140% 07/16/22 09:511 MMK

MAEPH LASurrogate: Chlorooctadecane 29.2  * Limits: 40-140% 07/16/22 21:4610 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

3.84 mg/Kg 3.60Aliphatic >C6-C8 100 07/11/22 20:56 L626336HRS

14.0 mg/Kg 7.19Aliphatic >C8-C10 100 07/11/22 20:56 L626336HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-19 (0-2)

 70541 Matrix:

6/23/2022 14:35

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

12.6 mg/Kg 4.80Aromatic >C8-C10 100 07/11/22 20:56 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 96.3  Limits: 50-150% 07/11/22 20:56100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ

Page 131 of 206

August Levert_BP Plan_001353



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-20 (0-2)

 70542 Matrix:

6/23/2022 14:45

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

59.9 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

2.92 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3550B

8270D SIM Prep Batch(es): L625588 07/07/22 14:00

<0.0113 mg/Kg 0.01132-Methylnaphthalene 5 07/23/22 02:15 L628178VBW

<0.0113 mg/Kg 0.0113Acenaphthene 5 07/23/22 02:15 L628178VBW

0.0178 mg/Kg 0.0113Acenaphthylene 5 07/23/22 02:15 L628178VBW

0.0160 mg/Kg 0.0113Anthracene 5 07/23/22 02:15 L628178VBW

<0.0113 mg/Kg 0.0113Benzo(a)anthracene 5 07/23/22 02:15 L628178VBW

0.0210 mg/Kg 0.0113Benzo(a)pyrene 5 07/23/22 02:15 L628178VBW

<0.0113 mg/Kg 0.0113Benzo(b)fluoranthene 5 07/23/22 02:15 L628178VBW

<0.0113 mg/Kg 0.0113Benzo(k)fluoranthene 5 07/23/22 02:15 L628178VBW

0.0177 mg/Kg 0.0113Chrysene 5 07/23/22 02:15 L628178VBW

<0.0113 mg/Kg 0.0113Dibenz(a,h)anthracene 5 07/23/22 02:15 L628178VBW

0.0205 mg/Kg 0.0113Fluoranthene 5 07/23/22 02:15 L628178VBW

0.0530 mg/Kg 0.0113Fluorene 5 07/23/22 02:15 L628178VBW

<0.0113 mg/Kg 0.0113Indeno(1,2,3-cd)pyrene 5 07/23/22 02:15 L628178VBW

<0.0113 mg/Kg 0.0113Naphthalene 5 07/23/22 02:15 L628178VBW

0.0149 mg/Kg 0.0113Phenanthrene 5 07/23/22 02:15 L628178VBW

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-20 (0-2)

 70542 Matrix:

6/23/2022 14:45

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

3550B

8270D SIM Prep Batch(es): L625588 07/07/22 14:00

0.0294 mg/Kg 0.0113Pyrene 5 07/23/22 02:15 L628178VBW

Surrogate: 2-Fluorobiphenyl 50.2  Limits: 33-115% 07/23/22 02:155 VBW L628178

Surrogate: Nitrobenzene-d5 46.3  Limits: 29-110% 07/23/22 02:155 VBW L628178

Surrogate: 4-Terphenyl-d14 80.5  Limits: 33-122% 07/23/22 02:155 VBW L628178

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<20.0 mg/Kg 20.0Aliphatic >C10-C12 10 07/16/22 21:46 L627112MMK

18.0 mg/Kg 1.00Aromatic >C10-C12 1 07/16/22 10:16 L627112MMK

141 mg/Kg 20.0Aliphatic >C12-C16 10 07/16/22 21:46 L627112MMK

207 mg/Kg 20.0Aromatic >C12-C16 10 07/16/22 20:33 L627112MMK

168 mg/Kg 20.0Aromatic >C16-C21 10 07/16/22 20:33 L627112MMK

1820 mg/Kg 400Aliphatic >C16-C35 100 07/16/22 22:10 L627112MMK

21.6 mg/Kg 2.00Aromatic >C21-C35 1 07/16/22 10:16 L627112MMK

MAEPH LASurrogate: Chlorooctadecane 29.1  * Limits: 40-140% 07/16/22 21:4610 MMK

MAEPH LASurrogate: OTP Surrogate 63.9  Limits: 40-140% 07/16/22 20:3310 MMK

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-20 (0-2)

 70542 Matrix:

6/23/2022 14:45

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

5.30 mg/Kg 3.46Aliphatic >C6-C8 100 07/11/22 21:37 L626336HRS

14.6 mg/Kg 6.91Aliphatic >C8-C10 100 07/11/22 21:37 L626336HRS

5.92 mg/Kg 4.61Aromatic >C8-C10 100 07/11/22 21:37 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 104  Limits: 50-150% 07/11/22 21:37100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-21 (0-2)

 70543 Matrix:

6/23/2022 15:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

41.1 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/18/22 12:23 L627112MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/18/22 12:23 L627112MMK

3.68 mg/Kg 2.00Aliphatic >C12-C16 1 07/18/22 12:23 L627112MMK

4.63 mg/Kg 2.00Aromatic >C12-C16 1 07/18/22 12:23 L627112MMK

6.56 mg/Kg 2.00Aromatic >C16-C21 1 07/18/22 12:23 L627112MMK

60.7 mg/Kg 4.00Aliphatic >C16-C35 1 07/18/22 12:23 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/18/22 12:23 L627112MMK

MAEPH LASurrogate: Chlorooctadecane 95.2  Limits: 40-140% 07/18/22 12:231 MMK

MAEPH LASurrogate: OTP Surrogate 40.5  Limits: 40-140% 07/18/22 12:231 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<3.51 mg/Kg 3.51Aliphatic >C6-C8 100 07/11/22 22:18 L626336HRS

<7.03 mg/Kg 7.03Aliphatic >C8-C10 100 07/11/22 22:18 L626336HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-21 (0-2)

 70543 Matrix:

6/23/2022 15:10

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<4.68 mg/Kg 4.68Aromatic >C8-C10 100 07/11/22 22:18 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 91.5  Limits: 50-150% 07/11/22 22:18100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-22 (0-2)

 70544 Matrix:

6/23/2022 15:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

39.7 %% Moisture 1 07/08/22 08:40 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/18/22 12:48 L627112MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/18/22 12:48 L627112MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/18/22 12:48 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/18/22 12:48 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/18/22 12:48 L627112MMK

5.36 mg/Kg 4.00Aliphatic >C16-C35 1 07/18/22 12:48 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/18/22 12:48 L627112MMK

MAEPH LASurrogate: Chlorooctadecane 60.5  Limits: 40-140% 07/18/22 12:481 MMK

MAEPH LASurrogate: OTP Surrogate 58.3  Limits: 40-140% 07/18/22 12:481 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<3.58 mg/Kg 3.58Aliphatic >C6-C8 100 07/11/22 23:00 L626336HRS

<7.16 mg/Kg 7.16Aliphatic >C8-C10 100 07/11/22 23:00 L626336HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-22 (0-2)

 70544 Matrix:

6/23/2022 15:20

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<4.77 mg/Kg 4.77Aromatic >C8-C10 100 07/11/22 23:00 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 83.7  Limits: 50-150% 07/11/22 23:00100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-23 (0-2)

 70545 Matrix:

6/23/2022 15:25

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

36.2 %% Moisture 1 07/08/22 09:05 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 11:32 L627112MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/19/22 04:06 L627112MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 11:32 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/19/22 04:06 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/19/22 04:06 L627112MMK

13.5 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 11:32 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/19/22 04:06 L627112MMK

MAEPH LASurrogate: Chlorooctadecane 105  Limits: 40-140% 07/19/22 11:321 MMK

MAEPH LASurrogate: OTP Surrogate 77.7  Limits: 40-140% 07/19/22 04:061 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<2.99 mg/Kg 2.99Aliphatic >C6-C8 100 07/11/22 23:41 L626336HRS

<5.98 mg/Kg 5.98Aliphatic >C8-C10 100 07/11/22 23:41 L626336HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-23 (0-2)

 70545 Matrix:

6/23/2022 15:25

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<3.98 mg/Kg 3.98Aromatic >C8-C10 100 07/11/22 23:41 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 95.5  Limits: 50-150% 07/11/22 23:41100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-24 (0-2)

 70546 Matrix:

6/23/2022 15:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

38.9 %% Moisture 1 07/08/22 09:05 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 07/07/22 12:00 29BAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L625418 07/07/22 07:00

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 07/19/22 11:55 L627112MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 07/19/22 03:42 L627112MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 07/19/22 11:55 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 07/19/22 03:42 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 07/19/22 03:42 L627112MMK

5.88 mg/Kg 4.00Aliphatic >C16-C35 1 07/19/22 11:55 L627112MMK

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 07/19/22 03:42 L627112MMK

MAEPH LASurrogate: Chlorooctadecane 62.0  Limits: 40-140% 07/19/22 11:551 MMK

MAEPH LASurrogate: OTP Surrogate 66.3  Limits: 40-140% 07/19/22 03:421 MMK

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<3.11 mg/Kg 3.11Aliphatic >C6-C8 100 07/12/22 00:22 L626336HRS

<6.21 mg/Kg 6.21Aliphatic >C8-C10 100 07/12/22 00:22 L626336HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-24 (0-2)

 70546 Matrix:

6/23/2022 15:30

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Soil)

MAVPH LA Prep Batch(es): L626335 07/11/22 14:03

<4.14 mg/Kg 4.14Aromatic >C8-C10 100 07/12/22 00:22 L626336HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 87.4  Limits: 50-150% 07/12/22 00:22100 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:HA-01R (2-4)

 70547 Matrix:

6/23/2022 14:55

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

57.4 %% Moisture 1 07/08/22 09:05 SW-DRYWTBXH

129 %% Saturation (Sat Paste) 1 07/11/22 10:40 29BJMB

9.32 Calc 0.164Sodium Adsorption Ratio (Sat Paste) 10 07/12/22 10:07 29B

1.62 meq/L 0.500Calcium (Sat Paste) 10 07/12/22 11:21 29BBMB

0.672 meq/L 0.164Magnesium (Sat Paste) 2 07/12/22 11:37 29BBMB

9.98 meq/L 0.430Sodium (Sat Paste) 10 07/12/22 10:07 29BBMB

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:Trip Blank

 70548 Matrix:

6/21/2022 7:00

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/05/22 19:04 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/05/22 19:04 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/05/22 19:04 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 102  Limits: 50-150% 07/05/22 19:041 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:Field Blank

 70549 Matrix:

6/21/2022 8:00

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/05/22 19:45 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/05/22 19:45 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/05/22 19:45 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 92.1  Limits: 50-150% 07/05/22 19:451 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:Field Blank

 70550 Matrix:

6/22/2022 8:00

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/05/22 23:11 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/05/22 23:11 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/05/22 23:11 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 98.2  Limits: 50-150% 07/05/22 23:111 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:Field Blank

 70551 Matrix:

6/23/2022 8:00

Aqueous

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAVPH LA (Aqueous)

MAVPH LA Prep Batch(es): L625592 07/05/22 16:19

<0.015 mg/L 0.015Aliphatic >C6-C8 1 07/05/22 23:52 L625593HRS

<0.030 mg/L 0.030Aliphatic >C8-C10 1 07/05/22 23:52 L625593HRS

<0.020 mg/L 0.020Aromatic >C8-C10 1 07/05/22 23:52 L625593HRS

MAVPH LASurrogate: 2,5-Dibromotoluene 78.3  Limits: 50-150% 07/05/22 23:521 HRS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-03 (0-2)

 71729 Matrix:

6/21/2022 11:40

TCLP

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

LeachateSPLP Extraction 1 07/25/22 16:00 1312PHE

5.06 mg/L 0.0277SPLP Barium 1 07/26/22 19:52 6010DTJS

0.0522 mg/L 0.0111SPLP Chromium 1 07/26/22 19:52 6010DEAL

0.0202 mg/L 0.0111SPLP Lead 1 07/26/22 19:52 6010DEAL

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (0-2)

 71730 Matrix:

6/21/2022 12:10

TCLP

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

LeachateSPLP Extraction 1 07/25/22 16:00 1312PHE

<0.0277 mg/L 0.0277SPLP Arsenic 1 07/29/22 13:28 6010D

3.63 mg/L 0.0277SPLP Barium 1 07/29/22 13:28 6010DKAL

0.118 mg/L 0.0111SPLP Chromium 1 07/29/22 13:28 6010DKAL

0.0860 mg/L 0.0111SPLP Lead 1 07/29/22 13:28 6010DKAL

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-04 (2-4)

 71731 Matrix:

6/21/2022 12:10

TCLP

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

LeachateSPLP Extraction 1 07/25/22 16:00 1312PHE

7.10 mg/L 0.0277SPLP Barium 1 07/26/22 19:57 6010DTJS

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-11 (2-4)

 71732 Matrix:

6/22/2022 13:45

TCLP

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

LeachateSPLP Extraction 1 07/25/22 16:00 1312PHE

<0.0277 mg/L 0.0277SPLP Arsenic 1 07/26/22 20:02 6010DEAL

22.0 mg/L 0.139SPLP Barium 5 07/27/22 17:04 6010DTJS

0.485 mg/L 0.0111SPLP Chromium 1 07/26/22 20:02 6010DEAL

0.493 mg/L 0.0111SPLP Lead 1 07/26/22 20:02 6010DEAL

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-179-0021

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Bayou Sorrel, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 06/28/2022

August Levert

Report Date : 08/02/2022

Sample ID :

Lab No :

Sampled:SB-12 (2-4)

 71733 Matrix:

6/22/2022 14:30

TCLP

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

LeachateSPLP Extraction 1 07/25/22 16:00 1312PHE

5.12 mg/L 0.0277SPLP Barium 1 07/29/22 13:33 6010DKAL

0.148 mg/L 0.0111SPLP Chromium 1 07/29/22 13:33 6010DKAL

0.160 mg/L 0.0111SPLP Lead 1 07/29/22 13:33 6010DKAL

Qualifiers/
Definitions

Analyte detected in blankBOutside QC Limit*

Recovery out of rangeIDilution FactorDF
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

True Total Barium

29B

L626351QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B BA (PREP)

QC Prep: L625943

Associated Lab Samples:  70494,  70495,  70496,  70497,  70498,  70499,  70500,  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  
70509,  70510

LRB-L625943                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/12/22 13:11500< 500mg/KgTrue Total Barium

LCS-L625943Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

10492508930mg/KgTrue Total Barium 80-120

A 70004-A74715-MS-L625943     A 70004-A74715-MSD-L625943Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

9010 101976090908400532mg/KgTrue Total Barium 102 75-125 7.9 20.0

Page 1 of 47Date: 08/02/2022 02:14 PM
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

True Total Barium

29B

L626814QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B BA (PREP)

QC Prep: L626209

Associated Lab Samples:  70511,  70512,  70513,  70514,  70515,  70516,  70517,  70518,  70519,  70520,  70521,  70522,  70523,  70524,  70525,  
70526,  70527,  70528,  70529,  70530

LRB-L626209                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/14/22 14:10500< 500mg/KgTrue Total Barium

LCS-L626209Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

97.075007750mg/KgTrue Total Barium 80-120

A 70511-A74932-MS-L626209     A 70511-A74932-MSD-L626209Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

10500 94.010300917089302130mg/KgTrue Total Barium 89.0 75-125 1.9 20.0

Page 2 of 47Date: 08/02/2022 02:14 PM
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

True Total Barium

29B

L627037QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B BA (PREP)

QC Prep: L626210

Associated Lab Samples:  70531,  70532,  70533,  70534,  70535,  70536,  70537,  70538

LRB-L626210                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/15/22 12:29500< 500mg/KgTrue Total Barium

LCS-L626210Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

10182508200mg/KgTrue Total Barium 80-120

A 70531-A74933-MS-L626210     A 70531-A74933-MSD-L626210Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

9900 99.0855082609430539mg/KgTrue Total Barium 97.0 75-125 14.6 20.0

Page 3 of 47Date: 08/02/2022 02:14 PM
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Cation Exchange Capacity

29B

A75037QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B CEC (PREP)

QC Prep: A74935

Associated Lab Samples:  70494,  70495,  70496,  70497,  70498,  70499,  70500,  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  
70509,  70510

LRB-A74935                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/12/22 09:17100< 100mg/KgTotal Sodium CEC

A 70503-A74932-DUP-A74935Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/12/22 09:290.81250012400mg/KgTotal Sodium CEC

Page 4 of 47Date: 08/02/2022 02:14 PM
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Exchangeable Sodium Percentage

29B

A75038QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74940

A 70503-A74932-DUP-A74940Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/12/22 09:401.00.4890.494meq/100gTotal Sodium ESP

Page 5 of 47Date: 08/02/2022 02:14 PM
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Soxhlet Oil and Grease

29B

A74854QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70494,  70495,  70496,  70497,  70498,  70499,  70500,  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  
70509,  70510,  70511,  70512,  70513

LRB                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

06/29/22 14:220.10< 0.10%Oil & Grease

LCSLaboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1001.181.18%Oil & Grease 70-130

A 70494-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

35.0 06/29/22 14:220.0< 0.10< 0.10%Oil & Grease

A 70504-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

35.0 06/29/22 14:220.0< 0.10< 0.10%Oil & Grease

A 70494-MSMatrix Spike

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

2.01 99.02.03< 0.10%Oil & Grease 50-150

Page 6 of 47Date: 08/02/2022 02:14 PM
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Soxhlet Oil and Grease

29B

A74854QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70504-MSMatrix Spike

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

1.75 1021.72< 0.10%Oil & Grease 50-150

Page 7 of 47Date: 08/02/2022 02:14 PM
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Soxhlet Oil and Grease

29B

A74868QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70514,  70515,  70516,  70517,  70518,  70519,  70520,  70521,  70522,  70523,  70524,  70525,  70526,  70527,  70528,  
70529,  70530,  70531,  70532,  70533

LRB                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/01/22 13:480.10< 0.10%Oil & Grease

LCSLaboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

97.01.121.16%Oil & Grease 70-130

A 70514-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

35.0 07/01/22 13:480.0< 0.10< 0.10%Oil & Grease

A 70524-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

35.0 07/01/22 13:480.0< 0.10< 0.10%Oil & Grease

A 70514-MSMatrix Spike

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

1.91 94.02.03< 0.10%Oil & Grease 50-150
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Soxhlet Oil and Grease

29B

A74868QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70524-MSMatrix Spike

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

1.80 1001.80< 0.10%Oil & Grease 50-150
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Soxhlet Oil and Grease

29B

A74965QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  70534,  70535,  70536,  70537,  70538,  70539,  70540,  70541,  70542,  70543,  70544,  70545,  70546

LRB                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/07/22 12:000.10< 0.10%Oil & Grease

LCSLaboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1001.151.15%Oil & Grease 70-130

A 70534-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

35.0 07/07/22 12:000.0< 0.10< 0.10%Oil & Grease

A 70544-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

35.0 07/07/22 12:000.0< 0.10< 0.10%Oil & Grease

A 70534-MSMatrix Spike

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

1.83 1021.79< 0.10%Oil & Grease 50-150
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Soxhlet Oil and Grease

29B

A74965QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70544-MSMatrix Spike

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

1.64 1021.61< 0.10%Oil & Grease 50-150

Page 11 of 47Date: 08/02/2022 02:14 PM

Page 163 of 206

August Levert_BP Plan_001385



Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Alkalinity

29B

A75001,A75054,A75003,A75005QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74937

A 70500-A74932-DUP-A74937Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/12/22 12:392.44.14.0meq/LAlkalinity (Sat Paste)
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Anions by Ion Chromatography

29B

A75001,A75054,A75003,A75005QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74937

A 70500-A74932-DUP-A74937Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/12/22 20:240.0< 0.050< 0.050meq/LBromide (Sat Paste)

30.0 07/12/22 20:241.61.261.24meq/LChloride (Sat Paste)

30.0 07/12/22 20:241.60.4840.492meq/LSulfate (Sat Paste)
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Saturated Paste Extraction

29B

A75001,A75054,A75003,A75005QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74937

A 70500-A74932-DUP-A74937Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/11/22 10:403.165.667.7%% Saturation (Sat Paste)

30.0 07/11/22 10:406.00.8160.768mmhos/cmElectrical Conductivity (Sat Paste)

30.0 07/11/22 10:401.17.727.81s.u.pH (Sat Paste)
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Saturated Paste Extraction

29B

A75001,A75054,A75003,A75005QC Analytical Batch(es):

Analysis Method:

Analysis Description:

29B

QC Prep: A74937

A 70500-A74932-DUP-A74937Duplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

30.0 07/12/22 11:105.04.484.26meq/LCalcium (Sat Paste)

30.0 07/12/22 10:337.41.541.43meq/LMagnesium (Sat Paste)

30.0 07/12/22 09:565.92.071.95meq/LSodium (Sat Paste)
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L626848QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L626040

Associated Lab Samples:  70494,  70495,  70496,  70497,  70498,  70499,  70500,  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  
70509,  70510,  70511,  70512,  70513

LRB-L626040                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/14/22 11:572.00< 2.00mg/Kg ARTotal Arsenic

07/14/22 11:570.999< 0.999mg/Kg ARTotal Barium

07/14/22 11:570.199< 0.199mg/Kg ARTotal Cadmium

07/14/22 11:570.499< 0.499mg/Kg ARTotal Chromium

07/14/22 11:570.599< 0.599mg/Kg ARTotal Lead

07/14/22 11:570.999< 0.999mg/Kg ARTotal Selenium

07/14/22 11:570.499< 0.499mg/Kg ARTotal Silver

07/14/22 11:572.50< 2.50mg/Kg ARTotal Zinc

LCS-L626040Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

10510.510.0mg/Kg ARTotal Arsenic 80-120

102102100mg/Kg ARTotal Barium 80-120

10210.210.0mg/Kg ARTotal Cadmium 80-120

107107100mg/Kg ARTotal Chromium 80-120

10410.410.0mg/Kg ARTotal Lead 80-120

98.09.8010.0mg/Kg ARTotal Selenium 80-120

10210.210.0mg/Kg ARTotal Silver 80-120

104104100mg/Kg ARTotal Zinc 80-120

A 70513-A74932-MS-L626040     A 70513-A74932-MSD-L626040Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

4.85 83.04.853.643.58< 2.00mg/Kg ARTotal Arsenic 82.0 75-125 0.0 20.0

77.8 31.0*72.436.435.866.7mg/Kg ARTotal Barium 16.0* 75-125 7.1 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L626848QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L626040

A 70513-A74932-MS-L626040     A 70513-A74932-MSD-L626040Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

2.93 78.03.003.643.58< 0.200mg/Kg ARTotal Cadmium 78.0 75-125 2.3 20.0

36.5 83.037.136.435.86.91mg/Kg ARTotal Chromium 83.0 75-125 1.6 20.0

7.88 73.0*8.253.643.585.27mg/Kg ARTotal Lead 82.0 75-125 4.5 20.0

3.17 89.03.233.643.58< 1.00mg/Kg ARTotal Selenium 89.0 75-125 1.8 20.0

3.00 84.03.113.643.58< 0.500mg/Kg ARTotal Silver 85.0 75-125 3.6 20.0

46.7 77.047.636.435.819.3mg/Kg ARTotal Zinc 78.0 75-125 1.9 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L626480QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L626041

Associated Lab Samples:  70514,  70515,  70516,  70517,  70518,  70519,  70520,  70521,  70522,  70523,  70524,  70525,  70526,  70527,  70528,  
70529,  70530,  70531,  70532,  70533

LRB-L626041                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/12/22 23:572.00< 2.00mg/Kg ARTotal Arsenic

07/12/22 23:570.999< 0.999mg/Kg ARTotal Barium

07/12/22 23:570.199< 0.199mg/Kg ARTotal Cadmium

07/12/22 23:570.499< 0.499mg/Kg ARTotal Chromium

07/12/22 23:570.599< 0.599mg/Kg ARTotal Lead

07/12/22 23:570.999< 0.999mg/Kg ARTotal Selenium

07/12/22 23:570.499< 0.499mg/Kg ARTotal Silver

07/12/22 23:572.50< 2.50mg/Kg ARTotal Zinc

LCS-L626041Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

11111.110.0mg/Kg ARTotal Arsenic 80-120

106106100mg/Kg ARTotal Barium 80-120

10510.510.0mg/Kg ARTotal Cadmium 80-120

109109100mg/Kg ARTotal Chromium 80-120

10910.910.0mg/Kg ARTotal Lead 80-120

10310.310.0mg/Kg ARTotal Selenium 80-120

10510.510.0mg/Kg ARTotal Silver 80-120

108108100mg/Kg ARTotal Zinc 80-120

A 70533-A74933-MS-L626041     A 70533-A74933-MSD-L626041Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

8.40 89.08.485.625.523.47mg/Kg ARTotal Arsenic 89.0 75-125 0.9 20.0

234 11122856.255.2173mg/Kg ARTotal Barium 98.0 75-125 2.5 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L626480QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L626041

A 70533-A74933-MS-L626041     A 70533-A74933-MSD-L626041Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

4.98 86.05.125.625.520.254mg/Kg ARTotal Cadmium 87.0 75-125 2.7 20.0

62.7 92.064.956.255.211.9mg/Kg ARTotal Chromium 94.0 75-125 3.4 20.0

14.5 92.014.95.625.529.43mg/Kg ARTotal Lead 97.0 75-125 2.7 20.0

4.26 77.04.355.625.52< 1.00mg/Kg ARTotal Selenium 77.0 75-125 2.0 20.0

4.88 88.05.055.625.52< 0.500mg/Kg ARTotal Silver 90.0 75-125 3.4 20.0

93.3 87.098.456.255.245.3mg/Kg ARTotal Zinc 95.0 75-125 5.3 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L626480QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L626042

Associated Lab Samples:  70534,  70535,  70536,  70537,  70538

LRB-L626042                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/13/22 02:402.00< 2.00mg/Kg ARTotal Arsenic

07/13/22 02:400.999< 0.999mg/Kg ARTotal Barium

07/13/22 02:400.199< 0.199mg/Kg ARTotal Cadmium

07/13/22 02:400.499< 0.499mg/Kg ARTotal Chromium

07/13/22 02:400.599< 0.599mg/Kg ARTotal Lead

07/13/22 02:400.999< 0.999mg/Kg ARTotal Selenium

07/13/22 02:400.499< 0.499mg/Kg ARTotal Silver

07/13/22 02:402.50< 2.50mg/Kg ARTotal Zinc

LCS-L626042Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

11211.210.0mg/Kg ARTotal Arsenic 80-120

105105100mg/Kg ARTotal Barium 80-120

10310.310.0mg/Kg ARTotal Cadmium 80-120

110110100mg/Kg ARTotal Chromium 80-120

10610.610.0mg/Kg ARTotal Lead 80-120

10110.110.0mg/Kg ARTotal Selenium 80-120

10510.510.0mg/Kg ARTotal Silver 80-120

106106100mg/Kg ARTotal Zinc 80-120

A 70538-A74934-MS-L626042     A 70538-A74934-MSD-L626042Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

6.76 83.06.415.435.522.18mg/Kg ARTotal Arsenic 78.0 75-125 5.3 20.0

204 10319754.355.2147mg/Kg ARTotal Barium 92.0 75-125 3.4 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

L626480QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: L626042

A 70538-A74934-MS-L626042     A 70538-A74934-MSD-L626042Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

5.03 86.04.845.435.520.272mg/Kg ARTotal Cadmium 84.0 75-125 3.8 20.0

61.8 94.060.254.355.29.76mg/Kg ARTotal Chromium 93.0 75-125 2.6 20.0

13.6 94.013.55.435.528.40mg/Kg ARTotal Lead 94.0 75-125 0.7 20.0

5.28 96.05.255.435.52< 1.00mg/Kg ARTotal Selenium 97.0 75-125 0.5 20.0

4.94 89.04.805.435.52< 0.500mg/Kg ARTotal Silver 88.0 75-125 2.8 20.0

80.1 92.077.354.355.229.2mg/Kg ARTotal Zinc 89.0 75-125 3.5 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis (SPLP)

6010D

L628811,L629054QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3015A

QC Prep: L628704

Associated Lab Samples:  71729,  71731,  71732

LRB-L628704                               Matrix: TCLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/26/22 19:060.0250< 0.0056mg/LSPLP Arsenic

07/26/22 19:060.0250< 0.0040mg/LSPLP Barium

07/26/22 19:060.01000.0046mg/LSPLP Chromium

07/26/22 19:060.0100< 0.0024mg/LSPLP Lead

LCS-L628704Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1090.1090.100mg/LSPLP Arsenic 80-120

1071.071.00mg/LSPLP Barium 80-120

1121.121.00mg/LSPLP Chromium 80-120

1060.1060.100mg/LSPLP Lead 80-120

A 71732-MS-L628704     A 71732-MSD-L628704Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.617 1050.6050.5680.568< 0.0284mg/LSPLP Arsenic 103 75-125 1.9 20.0

27.8 10227.35.685.6822.0mg/LSPLP Barium 93.0 75-125 1.8 20.0

6.17 1006.195.685.680.485mg/LSPLP Chromium 100 75-125 0.3 20.0

1.06 1001.050.5680.5680.493mg/LSPLP Lead 98.0 75-125 0.9 20.0

Page 22 of 47Date: 08/02/2022 02:14 PM

Page 174 of 206

August Levert_BP Plan_001396



Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis (SPLP)

6010D

L629438QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3015A

QC Prep: L629363

Associated Lab Samples:  71730,  71733

LRB-L629363                               Matrix: TCLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/29/22 13:170.0250< 0.0056mg/LSPLP Arsenic

07/29/22 13:170.0250< 0.0040mg/LSPLP Barium

07/29/22 13:170.0100< 0.0038mg/LSPLP Chromium

07/29/22 13:170.0100< 0.0024mg/LSPLP Lead

LCS-L629363Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1010.1010.100mg/LSPLP Arsenic 80-120

1031.031.00mg/LSPLP Barium 80-120

1081.081.00mg/LSPLP Chromium 80-120

1030.1030.100mg/LSPLP Lead 80-120

L 92336-MS-L629363     L 92336-MSD-L629363Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

5.11 1025.095.005.00< 0.250mg/LSPLP Arsenic 102 75-125 0.3 20.0

50.8 99.051.150.050.01.11mg/LSPLP Barium 100 75-125 0.5 20.0

51.1 10252.150.050.0< 0.100mg/LSPLP Chromium 104 75-125 1.9 20.0

4.93 99.04.925.005.00< 0.100mg/LSPLP Lead 98.0 75-125 0.2 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Solids Total Mercury Analysis - CVAA

7471A

L626967QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7471A

QC Prep: L626173

Associated Lab Samples:  70494,  70495,  70496,  70497,  70498,  70499,  70500,  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  
70509,  70510,  70511,  70512,  70513

LRB-L626173                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/14/22 15:450.160< 0.160mg/Kg ARMercury (Total)

LCS-L626173Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

94.00.3770.400mg/Kg ARMercury (Total) 80-120

A 70513-A74932-MS-L626173     A 70513-A74932-MSD-L626173Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.209 1120.2050.1280.1330.0599mg/Kg ARMercury (Total) 113 80-120 1.9 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Solids Total Mercury Analysis - CVAA

7471A

L627066QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7471A

QC Prep: L626370

Associated Lab Samples:  70534,  70535,  70536,  70537,  70538

LRB-L626370                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/15/22 14:310.160< 0.160mg/Kg ARMercury (Total)

LCS-L626370Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1010.4020.400mg/Kg ARMercury (Total) 80-120

A 70538-A74934-MS-L626370     A 70538-A74934-MSD-L626370Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.174 66.0*0.1800.2150.2150.0326mg/Kg ARMercury (Total) 69.0* 80-120 3.3 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Solids Total Mercury Analysis - CVAA

7471A

L626967QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7471A

QC Prep: L626774

Associated Lab Samples:  70514,  70515,  70516,  70517,  70518,  70519,  70520,  70521,  70522,  70523,  70524,  70525,  70526,  70527,  70528,  
70529,  70530,  70531,  70532,  70533

LRB-L626774                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/14/22 14:590.160< 0.160mg/Kg ARMercury (Total)

LCS-L626774Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1010.4050.400mg/Kg ARMercury (Total) 80-120

A 70533-A74933-MS-L626774     A 70533-A74933-MSD-L626774Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.231 99.00.2400.2020.1970.0372mg/Kg ARMercury (Total) 100 80-120 3.8 20.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L628176QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3550B

QC Prep: L624948

Associated Lab Samples:  70498,  70499,  70500,  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  70509,  70510,  70511,  70512,  
70515,  70516,  70517,  70518,  70519

LRB-L624948                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/22/22 02:030.000670<0.000645mg/Kg2-Methylnaphthalene

07/22/22 02:030.000670<0.000304mg/KgAcenaphthene

07/22/22 02:030.000670<0.000270mg/KgAcenaphthylene

07/22/22 02:030.000670<0.000334mg/KgAnthracene

07/22/22 02:030.000670<0.000493mg/KgBenzo(a)anthracene

07/22/22 02:030.000670<0.000468mg/KgBenzo(a)pyrene

07/22/22 02:030.000670<0.000585mg/KgBenzo(b)fluoranthene

07/22/22 02:030.000670<0.000437mg/KgBenzo(k)fluoranthene

07/22/22 02:030.000670<0.000624mg/KgChrysene

07/22/22 02:030.000670<0.000614mg/KgDibenz(a,h)anthracene

07/22/22 02:030.000670<0.000394mg/KgFluoranthene

07/22/22 02:030.000670<0.000286mg/KgFluorene

07/22/22 02:030.000670<0.000627mg/KgIndeno(1,2,3-cd)pyrene

07/22/22 02:030.000670<0.000484mg/KgNaphthalene

07/22/22 02:030.000670<0.000421mg/KgPhenanthrene

07/22/22 02:030.000670<0.000643mg/KgPyrene

07/22/22 02:032-Fluorobiphenyl (S) 79.8 33-115

07/22/22 02:03Nitrobenzene-d5 (S) 63.0 29-110

07/22/22 02:034-Terphenyl-d14 (S) 66.6 33-122

LCS-L624948Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

65.20.1090.167mg/Kg2-Methylnaphthalene 30-130

69.40.1160.167mg/KgBenzo(b)fluoranthene 30-130

63.40.1060.167mg/KgBenzo(k)fluoranthene 30-130

48.30.08070.167mg/KgDibenz(a,h)anthracene 30-130
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L628176QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3550B

QC Prep: L624948

LCS-L624948Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

74.80.1250.167mg/KgFluoranthene 30-130

49.00.08190.167mg/KgIndeno(1,2,3-cd)pyrene 30-130

61.00.1020.167mg/KgNaphthalene 30-130

70.60.1180.167mg/KgPyrene 30-130

LCS-L624948     LCSD-L624948Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.0963 57.670.00.1170.167mg/KgAcenaphthene 30-130 19.4 20

0.110 65.868.20.1140.167mg/KgAcenaphthylene 30-130 3.5 20

0.0892 53.464.00.1070.167mg/KgAnthracene 30-130 18.1 20

0.118 70.679.60.1330.167mg/KgBenzo(a)anthracene 30-130 11.9 20

0.109 65.273.60.1230.167mg/KgBenzo(a)pyrene 30-130 12.0 20

0.104 62.275.40.1260.167mg/KgChrysene 30-130 19.1 20

0.129 77.275.40.1260.167mg/KgFluorene 30-130 2.3 20

0.104 62.275.40.1260.167mg/KgPhenanthrene 30-130 19.1 20

60.059.12-Fluorobiphenyl (S) 33-115

49.264.5Nitrobenzene-d5 (S) 29-110

51.371.14-Terphenyl-d14 (S) 33-122
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L628178QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3550B

QC Prep: L625588

Associated Lab Samples:  70535,  70536,  70537,  70538,  70539,  70540,  70541,  70542,  70543,  70544,  70545,  70546

LRB-L625588                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/22/22 02:190.000670<0.000645mg/Kg2-Methylnaphthalene

07/22/22 02:190.000670<0.000304mg/KgAcenaphthene

07/22/22 02:190.000670<0.000270mg/KgAcenaphthylene

07/22/22 02:190.000670<0.000334mg/KgAnthracene

07/22/22 02:190.000670<0.000493mg/KgBenzo(a)anthracene

07/22/22 02:190.000670<0.000468mg/KgBenzo(a)pyrene

07/22/22 02:190.000670<0.000585mg/KgBenzo(b)fluoranthene

07/22/22 02:190.000670<0.000437mg/KgBenzo(k)fluoranthene

07/22/22 02:190.000670<0.000624mg/KgChrysene

07/22/22 02:190.000670<0.000614mg/KgDibenz(a,h)anthracene

07/22/22 02:190.000670<0.000394mg/KgFluoranthene

07/22/22 02:190.000670<0.000286mg/KgFluorene

07/22/22 02:190.000670<0.000627mg/KgIndeno(1,2,3-cd)pyrene

07/22/22 02:190.000670<0.000484mg/KgNaphthalene

07/22/22 02:190.000670<0.000421mg/KgPhenanthrene

07/22/22 02:190.000670<0.000643mg/KgPyrene

07/22/22 02:192-Fluorobiphenyl (S) 48.3 33-115

07/22/22 02:19Nitrobenzene-d5 (S) 50.1 29-110

07/22/22 02:194-Terphenyl-d14 (S) 58.5 33-122

LCS-L625588     LCSD-L625588Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.0904 54.147.60.07960.167mg/Kg2-Methylnaphthalene 30-130 12.7 20

0.104 62.255.10.09210.167mg/KgAcenaphthene 30-130 12.1 20

0.119 71.251.30.08570.167mg/KgAcenaphthylene 30-130 32.5* 20
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Semivolatile Organic Compounds - GC/MS (SIM)

8270D SIM

L628178QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3550B

QC Prep: L625588

LCS-L625588     LCSD-L625588Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.0985 58.955.20.09230.167mg/KgAnthracene 30-130 6.4 20

0.117 70.070.60.1180.167mg/KgBenzo(a)anthracene 30-130 0.8 20

0.114 68.257.40.09600.167mg/KgBenzo(a)pyrene 30-130 17.1 20

0.116 69.461.60.1030.167mg/KgBenzo(b)fluoranthene 30-130 11.8 20

0.101 60.456.90.09510.167mg/KgBenzo(k)fluoranthene 30-130 6.0 20

0.125 74.864.60.1080.167mg/KgChrysene 30-130 14.5 20

0.103 61.645.00.07530.167mg/KgDibenz(a,h)anthracene 30-130 31.0* 20

0.0943 56.464.60.1080.167mg/KgFluoranthene 30-130 13.5 20

0.107 64.067.00.1120.167mg/KgFluorene 30-130 4.5 20

0.0815 48.845.30.07580.167mg/KgIndeno(1,2,3-cd)pyrene 30-130 7.2 20

0.0947 56.746.40.07750.167mg/KgNaphthalene 30-130 19.9 20

0.118 70.663.40.1060.167mg/KgPhenanthrene 30-130 10.7 20

0.0849 50.859.50.09950.167mg/KgPyrene 30-130 15.8 20

48.645.62-Fluorobiphenyl (S) 33-115

50.149.2Nitrobenzene-d5 (S) 29-110

56.766.34-Terphenyl-d14 (S) 33-122
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Anions by Ion Chromatography

9056

A74984QC Analytical Batch(es):

Analysis Method:

Analysis Description:

SW-9056 (PREP)

QC Prep: A74921

Associated Lab Samples:  70494,  70495,  70496,  70497,  70498,  70499,  70500,  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  
70509,  70510

LRB-A74921                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

07/12/22 16:382.00< 2.00mg/KgBromide (Br)

07/12/22 16:384.00< 4.00mg/KgChloride

LCS-A74921Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

96.8121125mg/KgBromide (Br) 80-120

100500500mg/KgChloride 80-120

A 70494-MS-A74921     A 70494-MSD-A74921Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

107 100107106107< 2.00mg/KgBromide (Br) 101 80-120 0.0 15.0

455 10345342442716.7mg/KgChloride 103 80-120 0.4 15.0
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP EPH Rev 1.1

MAEPH LA

L625934QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAEPH LA (Soil)

QC Prep: L624846

Associated Lab Samples:  70498,  70499,  70500,  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  70509,  70510,  70511,  70512,  
70513,  70514,  70515

LRB-L624846                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/11/22 17:442.00<1.00mg/KgAliphatic >C10-C12

07/11/22 17:442.00<1.00mg/KgAliphatic >C12-C16

07/11/22 17:444.00<2.00mg/KgAliphatic >C16-C35

07/11/22 18:081.00<0.500mg/KgAromatic >C10-C12

07/11/22 18:082.00<1.00mg/KgAromatic >C12-C16

07/11/22 18:082.00<1.00mg/KgAromatic >C16-C21

07/11/22 18:082.00<1.00mg/KgAromatic >C21-C35

07/11/22 17:44Chlorooctadecane (S) 57.9 40-140

07/11/22 18:08OTP Surrogate (S) 68.2 40-140

LCS-L624846     LCSD-L624846Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

2.00 60.071.42.383.33mg/KgAliphatic >C12-C16 40-140 17.3 25

8.24 82.465.86.5810.0mg/KgAliphatic >C16-C35 40-140 22.4 25

1.96 58.875.02.503.33mg/KgAromatic >C10-C12 40-140 24.2 25

4.32 64.788.15.886.67mg/KgAromatic >C12-C16 40-140 41.0* 25

1.00 46.21394.643.33mg/KgAromatic >C16-C21 40-140 100* 25

53.254.0Chlorooctadecane (S) 40-140

79.682.6OTP Surrogate (S) 40-140
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP EPH Rev 1.1

MAEPH LA

L626600QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAEPH LA (Soil)

QC Prep: L625151

Associated Lab Samples:  70516,  70517,  70518,  70519,  70520,  70521,  70522,  70523,  70524,  70525,  70526,  70527,  70528,  70529,  70530,  
70531,  70532,  70533,  70534,  70535

LRB-L625151                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/16/22 14:522.00<1.00mg/KgAliphatic >C10-C12

07/16/22 14:522.00<1.00mg/KgAliphatic >C12-C16

07/16/22 14:521.00<0.500mg/KgAromatic >C10-C12

07/16/22 14:522.00<1.00mg/KgAromatic >C12-C16

07/16/22 14:522.00<1.00mg/KgAromatic >C16-C21

07/16/22 14:522.00<1.00mg/KgAromatic >C21-C35

07/15/22 20:27Chlorooctadecane (S) 41.7 40-140

07/16/22 14:52OTP Surrogate (S) 52.2 40-140

LCS-L625151Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

74.72.493.33mg/KgAromatic >C10-C12 40-140

55.81.863.33mg/KgAromatic >C16-C21 40-140

LCS-L625151     LCSD-L625151Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

3.50 1051023.413.33mg/KgAliphatic >C12-C16 40-140 2.6 25

7.70 77.071.87.1810.0mg/KgAliphatic >C16-C35 40-140 6.9 25

3.62 54.293.76.256.67mg/KgAromatic >C12-C16 40-140 53.2* 25

59.559.0Chlorooctadecane (S) 40-140

52.458.7OTP Surrogate (S) 40-140
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP EPH Rev 1.1

MAEPH LA

L627112QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAEPH LA (Soil)

QC Prep: L625418

Associated Lab Samples:  70536,  70537,  70538,  70539,  70540,  70541,  70542,  70543,  70544,  70545,  70546

LRB-L625418                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/16/22 18:072.00<1.00mg/KgAliphatic >C10-C12

07/16/22 18:072.00<1.00mg/KgAliphatic >C12-C16

07/16/22 18:074.00<2.00mg/KgAliphatic >C16-C35

07/16/22 17:191.00<0.500mg/KgAromatic >C10-C12

07/16/22 17:192.00<1.00mg/KgAromatic >C12-C16

07/16/22 17:192.00<1.00mg/KgAromatic >C16-C21

07/16/22 17:192.00<1.00mg/KgAromatic >C21-C35

07/16/22 18:07Chlorooctadecane (S) 80.2 40-140

07/16/22 17:19OTP Surrogate (S) 38.1 40-140

LCS-L625418Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

69.32.313.33mg/KgAliphatic >C12-C16 40-140

50.75.0710.0mg/KgAliphatic >C16-C35 40-140

64.82.163.33mg/KgAromatic >C10-C12 40-140

56.53.776.67mg/KgAromatic >C12-C16 40-140

57.01.903.33mg/KgAromatic >C16-C21 40-140

70.0Chlorooctadecane (S) 40-140

42.2OTP Surrogate (S) 40-140

A 69482-MS-L625418     A 69482-MSD-L625418Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

32.9 261*19.13.263.3324.2mg/KgAliphatic >C12-C16 -140* 40-140 53.0* 25

208 170*1829.7710.0191mg/KgAliphatic >C16-C35 -92* 40-140 13.3 25
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP EPH Rev 1.1

MAEPH LA

L627112QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAEPH LA (Soil)

QC Prep: L625418

A 69482-MS-L625418     A 69482-MSD-L625418Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

49.8 486*45.33.263.3333.6mg/KgAromatic >C10-C12 359* 40-140 9.4 25

506 -2800*2656.516.67694mg/KgAromatic >C12-C16 -6400* 40-140 62.5* 25

332 -13000*1003.263.33825mg/KgAromatic >C16-C21 -25000* 40-140 107* 25

62.2Chlorooctadecane (S) 70.5 40-140

54.1OTP Surrogate (S) 66.2 40-140
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP VPH Rev 1.1

MAVPH LA

L625054QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAVPH LA (Soil)

QC Prep: L625052

Associated Lab Samples:  70498,  70499,  70500

LRB-L625052                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/01/22 18:183.00<3.00mg/KgAliphatic >C6-C8

07/01/22 18:184.00<4.00mg/KgAromatic >C8-C10

07/01/22 18:186.00<6.00mg/KgAliphatic >C8-C10

07/01/22 18:182,5-Dibromotoluene (S) 85.5 50-150

LCS-L625052     LCSD-L625052Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

68.5 11412273.360.0mg/KgAliphatic >C6-C8 50-150 6.7 30

83.4 10410886.580.0mg/KgAromatic >C8-C10 50-150 3.6 30

134 112121145120mg/KgAliphatic >C8-C10 50-150 7.8 30

95.51122,5-Dibromotoluene (S) 50-150
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP VPH Rev 1.1

MAVPH LA

L625593QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAVPH LA (Aqueous)

QC Prep: L625592

Associated Lab Samples:  70548,  70549,  70550,  70551

LRB-L625592                               Matrix: AQULab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/05/22 18:230.015<0.015mg/LAliphatic >C6-C8

07/05/22 18:230.020<0.020mg/LAromatic >C8-C10

07/05/22 18:230.030<0.030mg/LAliphatic >C8-C10

07/05/22 18:232,5-Dibromotoluene (S) 81.4 50-150

LCS-L625592     LCSD-L625592Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.366 1221170.3510.300mg/LAliphatic >C6-C8 70-130 4.1 30

0.429 1071010.4040.400mg/LAromatic >C8-C10 70-130 6.0 30

0.737 1231180.7060.600mg/LAliphatic >C8-C10 70-130 4.2 30

1151152,5-Dibromotoluene (S) 50-150
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP VPH Rev 1.1

MAVPH LA

L625822QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAVPH LA (Soil)

QC Prep: L625815

Associated Lab Samples:  70501,  70502,  70503,  70504,  70505,  70506,  70507,  70508,  70509,  70510,  70511,  70512,  70513,  70514

LRB-L625815                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/06/22 16:183.00<3.00mg/KgAliphatic >C6-C8

07/06/22 16:184.00<4.00mg/KgAromatic >C8-C10

07/06/22 16:186.00<6.00mg/KgAliphatic >C8-C10

07/06/22 16:182,5-Dibromotoluene (S) 93.5 50-150

LCS-L625815     LCSD-L625815Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

71.9 12012273.260.0mg/KgAliphatic >C6-C8 50-150 1.7 30

86.6 10810785.780.0mg/KgAromatic >C8-C10 50-150 1.0 30

148 123123147120mg/KgAliphatic >C8-C10 50-150 0.6 30

1241162,5-Dibromotoluene (S) 50-150
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP VPH Rev 1.1

MAVPH LA

L625823QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAVPH LA (Soil)

QC Prep: L625816

Associated Lab Samples:  70515,  70516,  70517,  70518,  70519,  70520,  70521,  70522,  70523,  70524,  70525,  70526,  70527,  70528,  70529,  
70530,  70531,  70532,  70533,  70534

LRB-L625816                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/06/22 16:183.00<3.00mg/KgAliphatic >C6-C8

07/06/22 16:184.00<4.00mg/KgAromatic >C8-C10

07/06/22 16:186.00<6.00mg/KgAliphatic >C8-C10

07/06/22 16:182,5-Dibromotoluene (S) 93.5 50-150

LCS-L625816     LCSD-L625816Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

69.6 11612071.960.0mg/KgAliphatic >C6-C8 50-150 3.2 30

81.3 10210886.680.0mg/KgAromatic >C8-C10 50-150 6.3 30

136 113123148120mg/KgAliphatic >C8-C10 50-150 8.4 30

1031242,5-Dibromotoluene (S) 50-150
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP VPH Rev 1.1

MAVPH LA

L626336QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAVPH LA (Soil)

QC Prep: L626335

Associated Lab Samples:  70535,  70536,  70537,  70538,  70539,  70540,  70541,  70542,  70543,  70544,  70545,  70546

LRB-L626335                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

07/11/22 16:073.00<3.00mg/KgAliphatic >C6-C8

07/11/22 16:074.00<4.00mg/KgAromatic >C8-C10

07/11/22 16:076.00<6.00mg/KgAliphatic >C8-C10

07/11/22 16:072,5-Dibromotoluene (S) 94.5 50-150

LCS-L626335     LCSD-L626335Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

70.4 11712072.160.0mg/KgAliphatic >C6-C8 50-150 2.3 30

82.5 10310685.080.0mg/KgAromatic >C8-C10 50-150 2.9 30

140 117123148120mg/KgAliphatic >C8-C10 50-150 5.5 30

1041192,5-Dibromotoluene (S) 50-150
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A74861QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70476-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 06/29/22 15:526.022.020.7%% Moisture
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A74862QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70495-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 06/29/22 16:2113.245.752.2%% Moisture
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A74899QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70505-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 07/01/22 16:180.331.631.5%% Moisture
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A74900QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70515-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 07/07/22 16:306.661.565.7%% Moisture
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A74922QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70525-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 07/08/22 08:100.041.341.3%% Moisture
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A74923QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70535-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 07/08/22 08:400.443.843.6%% Moisture
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Quality Control Data

22-179-0021Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A74924QC Analytical Batch:

Analysis Method:

Analysis Description:

A 70545-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 07/08/22 09:053.634.936.2%% Moisture
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-179-0021

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 06/28/2022 08:30:00

Special precautions or instructions included?

Comments:
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08/15/22

Technical Report for

Hydro-Environmental Technology, Inc.

1009.A62 August Levert-Bayou Sorrel, LA

SGS Job Number:   LA57952

Sampling Dates: 08/29/19 - 08/30/19

Report to:

Hydro-Environmental Technology
P.O. BOX 60295
Lafayette, LA  70596
labdata@hetinc.us

ATTN: Stewart L Stover, Jr.

Total number of pages in report:   

Certifications: LDEQ(2048),  LDHH(LA150012),  AR(14-045-04),  AZ(AZ0805),  FL(E87657),  IL(200082),  KY(#31),
NC(487),  SC(73004001),  NJ(LA007),  TX(T104704186-18-16),  WV(257)

This report shall not be reproduced, except in its entirety, without the written approval of SGS.
Test results relate only to samples analyzed.

SGS North America Inc. • 500 Ambassador Caffery • Scott, LA 70583 • tel: 337-237-4775

Test results contained within this data package meet the requirements 
of the National Environmental Laboratory Accreditation Program 
and/or state specific certification programs as applicable.

Client Service contact: Ralph Frye   337-237-4775

Ron Benjamin
Lab Director

Scott, LA 08/15/22
Reissue #1

e-Hardcopy 2.0
Automated Report

97

SGS is the sole authority for authorizing edits or modifications to this document.
Unauthorized modification of this report is strictly prohibited.
Review standard terms at:  http://www.sgs.com/en/terms-and-conditions

The results set forth herein are provided by SGS North America Inc.

Please share your ideas about
how we can serve you better at:
EHS.US.CustomerCare@sgs.com
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SGS North America, Inc.-Scott         500 Ambassador Caffery Parkway    Scott, LA 70583, USA    t +1 (0)337 237 4775    www.sgs.com 

     Member of the SGS Group (SGS SA) 
  
 

 
 
 
Hydro-Environmental Technologies, Inc. 
ATTN: Stewart L. Stover 
P. O. Box 60295 
Lafayette, LA 70596 
 
RE: Accutest Job #LA57952 
       1009.A62 August Levert-Bayou Sorrel, LA 
 
The final report for SGS job number above has been edited to reflect changes to your data 
package.  These edits have been incorporated into the revised report which is attached.  
 
The analytical results for sample ID HA4 (0-2)  have been modified at the request of the client. 
The results for the SPP Metals has been amended to include SPLP Strontium and Zinc. 
 

Please contact me at 337-237-4775 if I may be of further assistance in this matter, or if you 
have any further questions regarding this data report. 

 

Sincerely, 

 

Ralph Frye 
Environment, Health and Safety 
Project Manager 
SGS North America Inc.-Scott 
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SGS North America Inc.

Sample Summary

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-1 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-1A 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-1B 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-2 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-2A 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-2B 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-3 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3A 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3B 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3C 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-4 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

LA57952-4A 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

LA57952-4B 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-5 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5A 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5B 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5C 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-6 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-6A 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-6B 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-7 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-7A 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-7B 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-8 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

LA57952-8A 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

LA57952-8B 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-9 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9A 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9B 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9C 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-10 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-10A 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-10B 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-11 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-11A 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-11B 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-12 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

LA57952-12A 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

LA57952-12B 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-13 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-13A 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-13B 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-14 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-14A 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-14B 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-15 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-15A 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-15B 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-16 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

LA57952-16A 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

LA57952-16B 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Results

Report of Analysis

Scott, LA
Section 2
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 104 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 18.4 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.7 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 63.1 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 48.2 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 785 210 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 48.2 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 51.8 % 1 09/30/19 DP ASTM 2216

Oil And Grease 8.4 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 185 9.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.2 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 11.0 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.071 0.071 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 46.7 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 51.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 1170 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 51.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 48.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 5120 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 38.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 49.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.069 0.069 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 99.2 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 25700 230 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 57.4 % 1 09/30/19 DP ASTM 2216

Oil And Grease 1.2 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3C Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Barium 2.7 1.0 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Chromium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Lead <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 560 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 15.3 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.9 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 51.9 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 49.1 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 1920 200 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 49.1 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 50.9 % 1 09/30/19 DP ASTM 2216

Oil And Grease 0.20 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 7.8 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Barium 277 10 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Cadmium <2.5 2.5 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Chromium 21.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Lead 15.6 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Selenium <5.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Silver <5.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Zinc 58.8 25 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

(1) Instrument QC Batch: MA17214
(2) Prep QC Batch: MP16550

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 7510 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5C Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Barium <1.0 1.0 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.7 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 288 9.1 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 17.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.6 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 55.3 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit

27 of 97

LA57952

2
2.18

August Levert_BP Plan_001455



SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 55.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 771 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 55.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 44.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 175 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.8 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.4 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 48.5 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 54.9 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 566 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit

31 of 97

LA57952

2
2.22

August Levert_BP Plan_001459



SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 54.9 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 45.1 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 8.3 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 201 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.8 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.5 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.071 0.071 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 45.6 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.1 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 341 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.1 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.9 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 12.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 217 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 10.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 144 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 244 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 27.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9C Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Strontium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Zinc <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.6 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 99.8 9.1 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 11.8 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.4 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 52.1 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 66.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 430 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 66.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 33.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 141 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 12.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 9.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 55.5 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 68.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 280 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 68.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 31.3 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.8 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 123 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 15.2 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.7 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 56.2 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 195 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.3 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 7.3 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 150 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 20.9 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 15.8 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 74.3 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.4 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 354 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.4 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 38.6 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 71.3 9.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 16.5 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.7 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 65.8 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 189 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 38.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 115 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 16.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 11.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 52.0 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 52.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 611 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 52.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 47.7 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 126 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 11.6 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 7.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 37.3 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 47.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 370 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 47.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 52.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 3
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LA57952: Chain of Custody
Page 1 of 4
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LA57952: Chain of Custody
Page 2 of 4
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LA57952: Chain of Custody
Page 3 of 4
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SGS Sample Receipt Summary

Job Number: LA57952 Client: HYDRO -  ENV.

Date / Time Received: 9/25/2019 9:15:00 AM Delivery Method: Client

Project: AUGUST LEVERT

4. No. Coolers: 1

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Thermometer ID:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media:

DV439;  

Ice (direct contact)

Quality Control  Preservation   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (5.2/5.2);  DV439

LA57952: Chain of Custody
Page 4 of 4
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SGS North America Inc.

Metals Analysis

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Matrix Spike and Duplicate Summaries
• Blank Spike and Lab Control Sample Summaries
• Serial Dilution Summaries

Scott, LA
Section 4
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Mercury        0.080    .0067    .0066    -0.00081 <0.080                                                

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                09/26/19                                                       

LA57952-1         Spikelot QC                                                     
Metal          Original MS       HGSPIKE1 % Rec    Limits                                                 

Mercury        0.014    0.60     0.6      97.7     75-125                                                

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

LA57952-1         Spikelot          MSD      QC                                            
Metal          Original MSD      HGSPIKE1 % Rec    RPD      Limit                                         

Mercury        0.014    0.52     0.536    94.5     14.3     20                                           

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       09/26/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   HGLCS10  % Rec    Limits                                                          

Mercury        23.3     20.3     114.8    64-136                                                         

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       09/26/19                                                                

LA57952-1         QC                                                              
Metal          Original SDL 1:5  %DIF     Limits                                                          

Mercury        0.118    0.00     100.0(a) 0-                                                             

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).

_________________________________________________________________________________________________________
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       10       .72      2.4                                                                     

Antimony       0.60     .096     .33                                                                     

Arsenic        1.0      .19      .39      -0.11    <1.0                                                  

Barium         2.0      .016     1.1      -0.027   <2.0                                                  

Beryllium      0.40     .01      .04                                                                     

Boron          50       .053     2                                                                       

Cadmium        0.50     .013     .15      0.014    <0.50                                                 

Calcium        10       .81      3.9                                                                     

Chromium       1.0      .025     .11      0.011    <1.0                                                  

Cobalt         1.0      .02      .13                                                                     

Copper         1.0      .048     .31                                                                     

Iron           10       .2       3.8                                                                     

Lead           1.0      .12      .31      -0.017   <1.0                                                  

Lithium        1.0      .14      .56                                                                     

Magnesium      10       1.6      8.2                                                                     

Manganese      5.0      .005     .21                                                                     

Molybdenum     1.0      .014     .06                                                                     

Nickel         1.0      .027     .17                                                                     

Potassium      50       4.4      13                                                                      

Selenium       1.0      .13      .35      0.10     <1.0                                                  

Silver         1.0      .062     .3       0.0050   <1.0                                                  

Sodium         50       5.1      11                                                                      

Strontium      1.0      .008     .19                                                                     

Thallium       0.50     .14      .37                                                                     

Tin            5.0      .041     .29                                                                     

Titanium       1.0      .02      .18                                                                     

Vanadium       1.0      .034     .13                                                                     

Zinc           5.0      .018     1.8      -0.040   <5.0                                                  

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                09/26/19                                                       

LA57948-1         Spikelot QC                                                     
Metal          Original MS       ICPSPIKE1% Rec    Limits                                                 

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        6.8      102      100      95.2     75-125                                                

Barium         35.8     126      100      90.2     75-125                                                

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.090    102      100      101.9    75-125                                                

Calcium                                                                                                  

Chromium       17.2     108      100      90.8     75-125                                                

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           8.9      106      100      97.1     75-125                                                

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.74     102      100      101.3    75-125                                                

Silver         0.36     96.3     100      95.9     75-125                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           16.3     110      100      93.7     75-125                                                

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

LA57948-1         Spikelot          MSD      QC                                            
Metal          Original MSD      ICPSPIKE1% Rec    RPD      Limit                                         

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        6.8      104      100      97.2     1.9      20                                           

Barium         35.8     131      100      95.2     3.9      20                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.090    103      100      102.9    1.0      20                                           

Calcium                                                                                                  

Chromium       17.2     112      100      94.8     3.6      20                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           8.9      107      100      98.1     0.9      20                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.74     103      100      102.3    1.0      20                                           

Silver         0.36     99.1     100      98.7     2.9      20                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           16.3     113      100      96.7     2.7      20                                           

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       09/26/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   LCSMETAL11% Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        122      125      97.6     82-117                                                         

Barium         583      529      110.2    82-119                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        35.3     37.7     93.6     82-118                                                         

Calcium                                                                                                  

Chromium       48.3     58.3     82.8     82-118                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           95.3     111      85.9     82-117                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       261      251      104.0    79-122                                                         

Silver         25.9     27.2     95.2     79-121                                                         

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           289      351      82.3     80-119                                                         

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       09/26/19                                                                

LA57948-1         QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        68.3     110      61.6 (a) 0-10                                                           

Barium         358      365      2.1      0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.900    4.90     444.4(a) 0-10                                                           

Calcium                                                                                                  

Chromium       172      181      5.3      0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           89.2     79.4     11.0 (a) 0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       7.36     0.00     100.0(a) 0-10                                                           

Silver         3.58     0.00     100.0(a) 0-10                                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           163      158      2.8      0-10                                                           

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/27/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       0.10     .006     .056                                                                    

Antimony       0.10     .0014    .003                                                                    

Arsenic        0.10     .0028    .0036    0.000030 <0.10                                                 

Barium         1.0      .0001    .004     -0.00018 <1.0                                                  

Beryllium      0.10     .00006   .0003                                                                   

Boron          0.10     .00051   .03                                                                     

Cadmium        0.10     .00015   .0004                                                                   

Calcium        0.10     .019     .092                                                                    

Chromium       0.10     .00034   .002     -0.00014 <0.10                                                 

Cobalt         0.10     .00031   .0017                                                                   

Copper         0.10     .00044   .0038                                                                   

Iron           0.10     .0021    .017                                                                    

Lead           0.10     .0011    .0031    -0.00032 <0.10                                                 

Lithium        0.10     .0011    .008                                                                    

Magnesium      0.10     .016     .09                                                                     

Manganese      0.10     .00016   .0012                                                                   

Molybdenum     0.10     .00015   .001                                                                    

Nickel         0.10     .00065   .005                                                                    

Potassium      0.50     .014     .22                                                                     

Selenium       0.10     .0023    .0045                                                                   

Silver         0.10     .00041   .0028                                                                   

Sodium         0.50     .0052    .17                                                                     

Strontium      0.10     .00005   .0032    0.00022  <0.10                                                 

Thallium       0.10     .0013    .0051                                                                   

Tin            0.10     .00071   .0024                                                                   

Titanium       0.10     .00028   .0024                                                                   

Vanadium       0.10     .0002    .0024                                                                   

Zinc           0.10     .0013    .0037    0.0025   <0.10                                                 

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                09/27/19                            09/27/19                   

LA57948-5         Spikelot QC       LA57948-5         QC                 
Metal          Original MS       ICPSPIKE1% Rec    Limits   Original DUP      RPD      Limits             

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0      2.1      2.0      105.0    75-125   0.0      0.0      NC       0-20              

Barium         0.0099   2.1      2.0      104.5    75-125   0.0099   0.0097   2.0      0-20              

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       0.0017   2.0      2.0      99.9     75-125   0.0017   0.0016   6.1      0-20              

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           0.0038   2.2      2.0      109.8    75-125   0.0038   0.0040   5.1      0-20              

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium      0.010    1.0      1.0      99.0     75-125   0.010    0.0098   2.0      0-20              

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           0.0067   2.0      2.0      99.7     75-125   0.0067   0.0067   0.0      0-20              

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                       09/27/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   ICPSPIKE1% Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        1.9      2.0      95.0     80-120                                                         

Barium         2.0      2.0      100.0    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       1.9      2.0      95.0     80-120                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           2.1      2.0      105.0    80-120                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium      0.97     1.0      97.0     80-120                                                         

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           1.9      2.0      95.0     80-120                                                         

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: ug/l

Prep Date:                       09/27/19                                                                

LA57948-5         QC                                                              
Metal          Original SDL 1:5  %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.00     0.00     NC       0-10                                                           

Barium         9.93     7.73     22.2*(a) 0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       1.65     3.11     88.5 (b) 0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           3.79     0.00     100.0(b) 0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium      9.96     8.76     12.0*(a) 0-10                                                           

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           6.70     0.00     100.0(b) 0-10                                                           

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Serial dilution indicates possible matrix interference.
(b) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).

_________________________________________________________________________________________________________

Page 1

80 of 97

LA57952

4
4.3.4

August Levert_BP Plan_001508



BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/05/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       500      36       120                                                                     

Antimony       30       4.8      17                                                                      

Arsenic        50       9.3      20                                                                      

Barium         100      .8       56       -0.30    <100                                                  

Beryllium      20       .5       2                                                                       

Boron          2500     2.7      98                                                                      

Cadmium        25       .65      7.5                                                                     

Calcium        500      40       200                                                                     

Chromium       50       1.3      5.5                                                                     

Cobalt         50       1        6.5                                                                     

Copper         50       2.4      16                                                                      

Iron           500      9.8      190                                                                     

Lead           50       5.8      16                                                                      

Lithium        50       7.2      28                                                                      

Magnesium      500      81       410                                                                     

Manganese      250      .25      11                                                                      

Molybdenum     50       .7       3                                                                       

Nickel         50       1.4      8.5                                                                     

Potassium      2500     220      630                                                                     

Selenium       50       6.6      18                                                                      

Silver         50       3.1      15                                                                      

Sodium         2500     250      560                                                                     

Strontium      50       .4       9.5                                                                     

Thallium       25       6.9      19                                                                      

Tin            250      2.1      15                                                                      

Titanium       50       1        9                                                                       

Vanadium       50       1.7      6.5                                                                     

Zinc           250      .9       92                                                                      

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

LA57789-1B        QC                                                              
Metal          Original DUP      RPD      Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         1230     1220     0.8      0-20                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   TTBALA29 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         45000    50000    90.0     80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/05/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       500      30       120                                                                     

Antimony       30       7.1      17                                                                      

Arsenic        50       14       20                                                                      

Barium         100      .5       56       -1.6     <100                                                  

Beryllium      20       .3       2                                                                       

Boron          2500     2.6      98                                                                      

Cadmium        25       .75      7.5                                                                     

Calcium        500      93       200                                                                     

Chromium       50       1.7      5.5                                                                     

Cobalt         50       1.6      6.5                                                                     

Copper         50       2.2      16                                                                      

Iron           500      10       190                                                                     

Lead           50       5.4      16                                                                      

Lithium        50       5.5      28                                                                      

Magnesium      500      78       410                                                                     

Manganese      250      .8       11                                                                      

Molybdenum     50       .75      3                                                                       

Nickel         50       3.3      8.5                                                                     

Potassium      2500     68       630                                                                     

Selenium       50       12       18                                                                      

Silver         50       2.1      15                                                                      

Sodium         2500     26       560                                                                     

Strontium      50       .25      9.5                                                                     

Thallium       25       6.7      19                                                                      

Tin            250      3.6      15                                                                      

Titanium       50       1.4      9                                                                       

Vanadium       50       1        6.5                                                                     

Zinc           250      6.5      92                                                                      

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

LA57952-10A       QC                                                              
Metal          Original DUP      RPD      Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         430      428      0.5      0-20                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   TTBALA29 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         51800    50000    103.6    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________

Page 1

86 of 97

LA57952

4
4.5.3

August Levert_BP Plan_001514



BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/08/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       10       .6       2.4                                                                     

Antimony       0.60     .14      .33                                                                     

Arsenic        1.0      .28      .39      -0.058   <1.0                                                  

Barium         2.0      .01      1.1      -0.011   <2.0                                                  

Beryllium      0.40     .006     .04                                                                     

Boron          50       .051     2                                                                       

Cadmium        0.50     .015     .15      -0.0030  <0.50                                                 

Calcium        10       1.9      3.9                                                                     

Chromium       1.0      .034     .11      -0.012   <1.0                                                  

Cobalt         1.0      .031     .13                                                                     

Copper         1.0      .044     .31                                                                     

Iron           10       .21      3.8                                                                     

Lead           1.0      .11      .31      -0.035   <1.0                                                  

Lithium        1.0      .11      .56                                                                     

Magnesium      10       1.6      8.2                                                                     

Manganese      5.0      .016     .21                                                                     

Molybdenum     1.0      .015     .06                                                                     

Nickel         1.0      .065     .17                                                                     

Potassium      50       1.4      13                                                                      

Selenium       1.0      .23      .35      -0.13    <1.0                                                  

Silver         1.0      .041     .3       0.069    <1.0                                                  

Sodium         50       .52      11                                                                      

Strontium      1.0      .005     .19                                                                     

Thallium       0.50     .13      .37                                                                     

Tin            5.0      .071     .29                                                                     

Titanium       1.0      .028     .18                                                                     

Vanadium       1.0      .02      .13                                                                     

Zinc           5.0      .13      1.8      -0.0040  <5.0                                                  

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                10/08/19                                                       

TD45671-1         Spikelot QC                                                     
Metal          Original MS       ICPSPIKE1% Rec    Limits                                                 

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        10.6     235      238      94.5     75-125                                                

Barium         219      507      238      121.2    75-125                                                

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        1.4      226      238      94.6     75-125                                                

Calcium        anr                                                                                       

Chromium       41.0     286      238      103.1    75-125                                                

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           26.1     253      238      95.5     75-125                                                

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.0      221      238      93.0     75-125                                                

Silver         0.0      232      238      97.7     75-125                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           538      794      238      107.8    75-125                                                

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/08/19                                              

TD45671-1         Spikelot          MSD      QC                                            
Metal          Original MSD      ICPSPIKE1% Rec    RPD      Limit                                         

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        10.6     229      238      91.9     2.6      20                                           

Barium         219      480      238      109.9    5.5      20                                           

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        1.4      218      238      91.2     3.6      20                                           

Calcium        anr                                                                                       

Chromium       41.0     266      238      94.7     7.2      20                                           

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           26.1     240      238      90.1     5.3      20                                           

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.0      215      238      90.5     2.8      20                                           

Silver         0.0      228      238      96.0     1.7      20                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           538      720      238      76.6     9.8      20                                           

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/08/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   LCSMETAL11% Rec    Limits                                                          

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        117      125      93.6     82-117                                                         

Barium         622      529      117.6    82-119                                                         

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        46.1     37.7     122.3*(a 82-118                                                         

Calcium        anr                                                                                       

Chromium       54.6     58.3     93.7     82-118                                                         

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           93.9     111      84.6     82-117                                                         

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       245      251      97.6     79-122                                                         

Silver         26.5     27.2     97.4     79-121                                                         

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           306      351      87.2     80-119                                                         

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) All reported results < RL

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       10/08/19                                                                

TD45671-1         QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        44.7     0.00     100.0(a) 0-10                                                           

Barium         923      601      34.9*(b) 0-10                                                           

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        5.86     9.13     55.8 (a) 0-10                                                           

Calcium        anr                                                                                       

Chromium       173      163      5.8      0-10                                                           

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           110      142      28.7 (a) 0-10                                                           

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.00     0.00     NC       0-10                                                           

Silver         0.00     16.9     NC       0-10                                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           2270     2450     8.1      0-10                                                           

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
(b) Serial dilution indicates possible matrix interference.
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POST DIGESTATE SPIKE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                                                                             10/08/19          

Sample   Final    TD45671-1         PS       Spike    Spike    Spike    QC        
Metal          ml       ml       Raw      Corr.**  ug/l     ml       ug/ml    ug/l     % Rec    Limits    

Antimony                                                                                                 

Boron                                                                                                    

Cobalt                                                                                                   

Iron                                                                                                     

Lithium                                                                                                  

Manganese                                                                                                

Molybdenum                                                                                               

Potassium                                                                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(**)  Corr. sample result = Raw * (sample volume / final volume)
(anr) Analyte not requested
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SGS North America Inc.

General Chemistry

QC Data Summaries

Includes the following where applicable:

• Method Blank and Blank Spike Summaries
• Duplicate Summaries
• Matrix Spike Summaries

Scott, LA
Section 5
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METHOD BLANK AND SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

MB                    Spike      BSP        BSP        QC       
Analyte                        Batch ID          RL         Result     Units      Amount     Result     %Recov     Limits   

Oil And Grease                 GP7279/GN15706    0.010      0.0        %          .01        0.093      93.0       80-120% 

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
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DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   DUP                   QC         
Analyte                        Batch ID          Sample       Units      Result     Result     RPD        Limits     

Moisture, Percent              GN15702           LA57952-16B  %          52.2       52.1       0.2        0-5%      

Associated Samples: 
Batch GN15702: LA57952-1B, LA57952-2B, LA57952-3B, LA57952-4B, LA57952-5B, LA57952-6B, LA57952-7B, LA57952-8B, LA57952-9B,
LA57952-10B, LA57952-11B, LA57952-12B, LA57952-13B, LA57952-14B, LA57952-15B, LA57952-16B
(*) Outside of QC limits
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MATRIX SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   Spike    MS                    QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     %Rec       Limits     

Oil And Grease                 GP7279/GN15706    LA57952-1B   %          8.4        .01      9.6        116.0      80-120%   

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
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MATRIX SPIKE DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   Spike    MSD                   QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     RPD        Limit      

Oil And Grease                 GP7279/GN15706    LA57952-1B   %          8.4        .01      9.5        0.4                  

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

8/15/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-179-0020 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 6/28/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana
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Page 2 of 139

August Levert_BP Plan_001527



Report Number:

Sample Summary Table

Client Project Description:

22-179-0020

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/22/2022 15:00Aqueous 70492 LT-4 (13-18) 06/28/2022 901.1 Mod

06/22/2022 15:00Aqueous 70492 LT-4 (13-18) 06/28/2022 2540C-2011

06/22/2022 11:20Aqueous 70493 LT-5 (13-23) 06/28/2022 901.1 Mod

06/22/2022 11:20Aqueous 70493 LT-5 (13-23) 06/28/2022 2540C-2011

:  Eberline Analytical Coporation, Oak Ridge, TN

Page 3 of 139

August Levert_BP Plan_001528



0001

Page 4 of 139

August Levert_BP Plan_001529



0002

Page 5 of 139

August Levert_BP Plan_001530



0003

Page 6 of 139

August Levert_BP Plan_001531



0004

Page 7 of 139

August Levert_BP Plan_001532



0005

Page 8 of 139

August Levert_BP Plan_001533



0006

Page 9 of 139

August Levert_BP Plan_001534



0007

Page 10 of 139

August Levert_BP Plan_001535



0008

Page 11 of 139

August Levert_BP Plan_001536



0009

Page 12 of 139

August Levert_BP Plan_001537



0010

Page 13 of 139

August Levert_BP Plan_001538



0011

Page 14 of 139

August Levert_BP Plan_001539



0012

Page 15 of 139

August Levert_BP Plan_001540



0013

Page 16 of 139

August Levert_BP Plan_001541



0014

Page 17 of 139

August Levert_BP Plan_001542



0015

Page 18 of 139

August Levert_BP Plan_001543



0016

Page 19 of 139

August Levert_BP Plan_001544



0017

Page 20 of 139

August Levert_BP Plan_001545



0018

Page 21 of 139

August Levert_BP Plan_001546



0019

Page 22 of 139

August Levert_BP Plan_001547



0020

Page 23 of 139

August Levert_BP Plan_001548



0021

Page 24 of 139

August Levert_BP Plan_001549



0022

Page 25 of 139

August Levert_BP Plan_001550



0023

Page 26 of 139

August Levert_BP Plan_001551



0024

Page 27 of 139

August Levert_BP Plan_001552



0025

Page 28 of 139

August Levert_BP Plan_001553



0026

Page 29 of 139

August Levert_BP Plan_001554



0027

Page 30 of 139

August Levert_BP Plan_001555



0028

Page 31 of 139

August Levert_BP Plan_001556



0029

Page 32 of 139

August Levert_BP Plan_001557



0030

Page 33 of 139

August Levert_BP Plan_001558



0031

Page 34 of 139

August Levert_BP Plan_001559



0032

Page 35 of 139

August Levert_BP Plan_001560



0033

Page 36 of 139

August Levert_BP Plan_001561



0034

Page 37 of 139

August Levert_BP Plan_001562



0035

Page 38 of 139

August Levert_BP Plan_001563



0036

Page 39 of 139

August Levert_BP Plan_001564



0037

Page 40 of 139

August Levert_BP Plan_001565



0038

Page 41 of 139

August Levert_BP Plan_001566



0039

Page 42 of 139

August Levert_BP Plan_001567



0040

Page 43 of 139

August Levert_BP Plan_001568



0041

Page 44 of 139

August Levert_BP Plan_001569



0042

Page 45 of 139

August Levert_BP Plan_001570



0043

Page 46 of 139

August Levert_BP Plan_001571



0044

Page 47 of 139

August Levert_BP Plan_001572



0045

Page 48 of 139

August Levert_BP Plan_001573



0046

Page 49 of 139

August Levert_BP Plan_001574



0047

Page 50 of 139

August Levert_BP Plan_001575



0048

Page 51 of 139

August Levert_BP Plan_001576



0049

Page 52 of 139

August Levert_BP Plan_001577



0050

Page 53 of 139

August Levert_BP Plan_001578



0051

Page 54 of 139

August Levert_BP Plan_001579



0052

Page 55 of 139

August Levert_BP Plan_001580



0053

Page 56 of 139

August Levert_BP Plan_001581



0054

Page 57 of 139

August Levert_BP Plan_001582



0055

Page 58 of 139

August Levert_BP Plan_001583



0056

Page 59 of 139

August Levert_BP Plan_001584



0057

Page 60 of 139

August Levert_BP Plan_001585



0058

Page 61 of 139

August Levert_BP Plan_001586



0059

Page 62 of 139

August Levert_BP Plan_001587



0060

Page 63 of 139

August Levert_BP Plan_001588



0061

Page 64 of 139

August Levert_BP Plan_001589



0062

Page 65 of 139

August Levert_BP Plan_001590



0063

Page 66 of 139

August Levert_BP Plan_001591



0064

Page 67 of 139

August Levert_BP Plan_001592



0065

Page 68 of 139

August Levert_BP Plan_001593



0066

Page 69 of 139

August Levert_BP Plan_001594



0067

Page 70 of 139

August Levert_BP Plan_001595



0068

Page 71 of 139

August Levert_BP Plan_001596



0069

Page 72 of 139

August Levert_BP Plan_001597



0070

Page 73 of 139

August Levert_BP Plan_001598



0071

Page 74 of 139

August Levert_BP Plan_001599



0072

Page 75 of 139

August Levert_BP Plan_001600



0073

Page 76 of 139

August Levert_BP Plan_001601



0074

Page 77 of 139

August Levert_BP Plan_001602



0075

Page 78 of 139

August Levert_BP Plan_001603



0076

Page 79 of 139

August Levert_BP Plan_001604



0077

Page 80 of 139

August Levert_BP Plan_001605



0078

Page 81 of 139

August Levert_BP Plan_001606



0079

Page 82 of 139

August Levert_BP Plan_001607



0080

Page 83 of 139

August Levert_BP Plan_001608



0081

Page 84 of 139

August Levert_BP Plan_001609



0082

Page 85 of 139

August Levert_BP Plan_001610



0083

Page 86 of 139

August Levert_BP Plan_001611



0084

Page 87 of 139

August Levert_BP Plan_001612



0085

Page 88 of 139

August Levert_BP Plan_001613



0086

Page 89 of 139

August Levert_BP Plan_001614



0087

Page 90 of 139

August Levert_BP Plan_001615



0088

Page 91 of 139

August Levert_BP Plan_001616



0089

Page 92 of 139

August Levert_BP Plan_001617



0090

Page 93 of 139

August Levert_BP Plan_001618



0091

Page 94 of 139

August Levert_BP Plan_001619



0092

Page 95 of 139

August Levert_BP Plan_001620



0093

Page 96 of 139

August Levert_BP Plan_001621



0094

Page 97 of 139

August Levert_BP Plan_001622



0095

Page 98 of 139

August Levert_BP Plan_001623



0096

Page 99 of 139

August Levert_BP Plan_001624



0097

Page 100 of 139

August Levert_BP Plan_001625



0098

Page 101 of 139

August Levert_BP Plan_001626



0099

Page 102 of 139

August Levert_BP Plan_001627



0100

Page 103 of 139

August Levert_BP Plan_001628



0101

Page 104 of 139

August Levert_BP Plan_001629



0102

Page 105 of 139

August Levert_BP Plan_001630



0103

Page 106 of 139

August Levert_BP Plan_001631



0104

Page 107 of 139

August Levert_BP Plan_001632



0105

Page 108 of 139

August Levert_BP Plan_001633



0106

Page 109 of 139

August Levert_BP Plan_001634



0107

Page 110 of 139

August Levert_BP Plan_001635



0108

Page 111 of 139

August Levert_BP Plan_001636



0109

Page 112 of 139

August Levert_BP Plan_001637



0110

Page 113 of 139

August Levert_BP Plan_001638



0111

Page 114 of 139

August Levert_BP Plan_001639



0112

Page 115 of 139

August Levert_BP Plan_001640



0113

Page 116 of 139

August Levert_BP Plan_001641



0114

Page 117 of 139

August Levert_BP Plan_001642



0115

Page 118 of 139

August Levert_BP Plan_001643



0116

Page 119 of 139

August Levert_BP Plan_001644



0117

Page 120 of 139

August Levert_BP Plan_001645



0118

Page 121 of 139

August Levert_BP Plan_001646



0119

Page 122 of 139

August Levert_BP Plan_001647



0120

Page 123 of 139

August Levert_BP Plan_001648



0121

Page 124 of 139

August Levert_BP Plan_001649



0122

Page 125 of 139

August Levert_BP Plan_001650



0123

Page 126 of 139

August Levert_BP Plan_001651



0124

Page 127 of 139

August Levert_BP Plan_001652



0125

Page 128 of 139

August Levert_BP Plan_001653



0126

Page 129 of 139

August Levert_BP Plan_001654



0127

Page 130 of 139

August Levert_BP Plan_001655



0128

Page 131 of 139

August Levert_BP Plan_001656



0129

Page 132 of 139

August Levert_BP Plan_001657



0130

Page 133 of 139

August Levert_BP Plan_001658



0131

Page 134 of 139

August Levert_BP Plan_001659



0132

Page 135 of 139

August Levert_BP Plan_001660



0133

Page 136 of 139

August Levert_BP Plan_001661



0134

Page 137 of 139

August Levert_BP Plan_001662



Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-179-0020

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 06/28/2022 16:26:55

Special precautions or instructions included?

Comments:
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

8/15/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-181-0068 

Project Description: August Levert 
Project Number: 1009.A62 
Bayou Sorrel, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 6/30/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana
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Report Number:

Sample Summary Table

Client Project Description:

22-181-0068

August Levert
Project Number: 1009.A62
Bayou Sorrel, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

06/28/2022 11:45Aqueous 70754 LT-8 (14-24) 06/30/2022 16:00 901.1 Mod

06/28/2022 11:45Aqueous 70754 LT-8 (14-24) 06/30/2022 16:00 2540C-2011

06/28/2022 15:10Aqueous 70755 LT-9 (8-18) 06/30/2022 16:00 901.1 Mod

06/28/2022 15:10Aqueous 70755 LT-9 (8-18) 06/30/2022 16:00 2540C-2011

:  Eberline Analytical Coporation, Oak Ridge, TN
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-181-0068

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 06/30/2022 16:00:00

Special precautions or instructions included?

Comments:
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

8/16/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-210-0031 

Project Description: August Levert 
Project Number: 1009.A62 
Plaquemines, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 7/29/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana

Laboratory ID: WP MTN: Waypoint Analytical, LLC., Memphis, TN

State Program Lab ID Expiration Date

02/28/202340750State ProgramAlabama

02/07/202388-0650State ProgramArkansas

06/30/20232904State ProgramCalifornia

06/30/2023E871157State Program - NELAPFlorida

02/18/2023C044State ProgramGeorgia

06/30/202304015State ProgramGeorgia

10/10/2022200078State Program - NELAPIllinois

06/30/202380215State ProgramKentucky

12/31/2022KY90047State ProgramKentucky

12/31/2022LA037State Program - NELAPLouisiana

06/30/202304015State Program - NELAPLouisiana

02/11/2023MSState ProgramMississippi

12/31/2022415State ProgramNorth Carolina

05/31/202368-03195State Program - NELAPPennsylvania

06/30/202284002State ProgramSouth Carolina

02/11/202302027State ProgramTennessee

09/30/2022T104704180State Program - NELAPTexas

06/30/202300106State ProgramVirginia

09/14/2022460181State Program - NELAPVirginia

Page 1 of 1 00007/22-210-0031
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Report Number:

Sample Summary Table

Client Project Description:

22-210-0031

August Levert
Project Number: 1009.A62
Plaquemines, LA

Lab No Client Sample ID Matrix Date Collected Date Received Method Lab ID

07/28/2022 13:35Solids 72204 SB-11 (4-6) 07/29/2022

07/28/2022 13:35Solids 72204 SB-11 (4-6) 07/29/2022 8270D SIM WP MTN -

07/28/2022 13:35Solids 72204 SB-11 (4-6) 07/29/2022 MAEPH LA WP MTN -

07/28/2022 13:40Solids 72205 SB-11 (6-8) 07/29/2022

07/28/2022 13:40Solids 72205 SB-11 (6-8) 07/29/2022 8270D SIM WP MTN -

07/28/2022 13:40Solids 72205 SB-11 (6-8) 07/29/2022 MAEPH LA WP MTN -

WP MTN - Memphis, TN:  Waypoint Analytical - TN, Memphis, TN
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Client: Hydro-Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 22-210-0031 
Date: 8/16/2022 
            
Methods 
Methods reported as 29B are from the Laboratory Procedures for Analysis of Exploration & Production Waste – 
LDNR Office of Conservation Injection and Mining Division – Revised 11/2011. 
 
Results 

 6010D/7471A metals are reported AR - As Received by adjusting the data using the percent moisture 
result. 

 
 True Total Barium results are reported dry weight 

 
 Oil & Grease results reported dry weight 

 
 TX1006 results are reported as received 

 
 VPH/EPH results reported as received 

 
 PAH results reported as received 

 
Metals Analysis Method 6010D 
QC Batch No: A75547/A75503/A75502 
Target analyte(s) was identified in the method blank associated with this project, below the Method Quantitation 
Limit. Per laboratory protocol any associated affected sample result is flagged "B" to indicate that it was detected 
in the method blank. 
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-210-0031

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemines, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 07/29/2022

August Levert

Report Date : 08/16/2022

Sample ID :

Lab No :

Sampled:SB-11 (4-6)

 72204 Matrix:

7/28/2022 13:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

44.8 %% Moisture 1 08/02/22 12:00 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 08/02/22 15:13 29BJMB

2.72 mg/Kg AR 1.00Total Arsenic 1 08/04/22 12:46 6010DAPB

125 mg/Kg AR 0.500Total Barium 1 08/04/22 12:46 6010DAPB

463 mg/Kg 50.0True Total Barium 1 08/09/22 09:57 29BAPB

0.299 mg/Kg AR 0.100Total Cadmium 1 08/04/22 12:46 6010DAPB

15.9 mg/Kg AR 0.250Total Chromium 1 08/04/22 12:46 6010DAPB

8.90 mg/Kg AR 0.300Total Lead 1 08/04/22 12:46 6010DAPB

0.0287 mg/Kg AR 0.0133Mercury (Total) 1 08/09/22 14:29 7471ABMB

<0.500 mg/Kg AR 0.500Total Selenium 1 08/04/22 12:46 6010DAPB

<0.250 mg/Kg AR 0.250Total Silver 1 08/04/22 12:46 6010DAPB

44.5 mg/Kg AR 1.25Total Zinc 1 08/04/22 12:46 6010DAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L630752 08/08/22 08:44

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 08/09/22 23:33 L631344MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 08/10/22 17:28 L631344MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 08/09/22 23:33 L631344MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 08/10/22 17:28 L631344MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 08/10/22 17:28 L631344MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 08/09/22 23:33 L631344MMK

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-210-0031

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemines, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 07/29/2022

August Levert

Report Date : 08/16/2022

Sample ID :

Lab No :

Sampled:SB-11 (4-6)

 72204 Matrix:

7/28/2022 13:35

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L630752 08/08/22 08:44

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 08/10/22 17:28 L631344MMK

MAEPH LASurrogate: Chlorooctadecane 82.4  Limits: 40-140% 08/09/22 23:331 MMK

MAEPH LASurrogate: OTP Surrogate 61.8  Limits: 40-140% 08/10/22 17:281 MMK

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-210-0031

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemines, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 07/29/2022

August Levert

Report Date : 08/16/2022

Sample ID :

Lab No :

Sampled:SB-11 (6-8)

 72205 Matrix:

7/28/2022 13:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

46.1 %% Moisture 1 08/02/22 12:00 SW-DRYWTBXH

<0.10 % 0.10Oil & Grease 1 08/02/22 15:13 29BJMB

2.89 mg/Kg AR 1.00Total Arsenic 1 08/04/22 12:49 6010DAPB

120 mg/Kg AR 0.500Total Barium 1 08/04/22 12:49 6010DAPB

491 mg/Kg 50.0True Total Barium 1 08/09/22 10:07 29BAPB

0.249 mg/Kg AR 0.100Total Cadmium 1 08/04/22 12:49 6010DAPB

14.8 mg/Kg AR 0.250Total Chromium 1 08/04/22 12:49 6010DAPB

8.73 mg/Kg AR 0.300Total Lead 1 08/04/22 12:49 6010DAPB

0.0340 mg/Kg AR 0.0133Mercury (Total) 1 08/09/22 14:32 7471ABMB

<0.500 mg/Kg AR 0.500Total Selenium 1 08/04/22 12:49 6010DAPB

<0.250 mg/Kg AR 0.250Total Silver 1 08/04/22 12:49 6010DAPB

42.5 mg/Kg AR 1.25Total Zinc 1 08/04/22 12:49 6010DAPB

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L630752 08/08/22 08:44

<2.00 mg/Kg 2.00Aliphatic >C10-C12 1 08/10/22 17:28 L631344MMK

<1.00 mg/Kg 1.00Aromatic >C10-C12 1 08/10/22 18:16 L631344MMK

<2.00 mg/Kg 2.00Aliphatic >C12-C16 1 08/10/22 17:28 L631344MMK

<2.00 mg/Kg 2.00Aromatic >C12-C16 1 08/10/22 18:16 L631344MMK

<2.00 mg/Kg 2.00Aromatic >C16-C21 1 08/10/22 18:16 L631344MMK

<4.00 mg/Kg 4.00Aliphatic >C16-C35 1 08/10/22 17:28 L631344MMK

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ

Page 7 of 18
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-210-0031

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemines, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 07/29/2022

August Levert

Report Date : 08/16/2022

Sample ID :

Lab No :

Sampled:SB-11 (6-8)

 72205 Matrix:

7/28/2022 13:40

Solids

Analytical Method:

Prep Method:

Test Results Units MQL By Analytical
Batch

Date / Time
Analyzed

DF

MAEPH LA (Soil)

MAEPH LA Prep Batch(es): L630752 08/08/22 08:44

<2.00 mg/Kg 2.00Aromatic >C21-C35 1 08/10/22 18:16 L631344MMK

MAEPH LASurrogate: Chlorooctadecane 101  Limits: 40-140% 08/10/22 17:281 MMK

MAEPH LASurrogate: OTP Surrogate 82.9  Limits: 40-140% 08/10/22 18:161 MMK

Qualifiers/
Definitions

Dilution FactorDFAnalyte detected in blankB

Method Quantitation LimitMQLEstimated valueJ
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Quality Control Data

22-210-0031Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

True Total Barium

29B

A75615QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B BA (PREP)

QC Prep: A75531

Associated Lab Samples:  72204,  72205

LRB-A75531                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

08/09/22 09:50500< 500mg/KgTrue Total Barium

LCS-A75531Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1011010010000mg/KgTrue Total Barium 80-120

A 72204-A75502-MS-A75531     A 72204-A75502-MSD-A75531Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

9550 1011030097109010463mg/KgTrue Total Barium 101 75-125 7.5 20.0

Page 1 of 8Date: 08/16/2022 09:54 AM
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Quality Control Data

22-210-0031Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Soxhlet Oil and Grease

29B

A75513QC Analytical Batch:

Analysis Method:

Analysis Description:

Associated Lab Samples:  72204,  72205

LRB                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

08/02/22 15:130.10< 0.10%Oil & Grease

LCSLaboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1091.141.05%Oil & Grease 70-130

A 72204-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

35.0 08/02/22 15:130.0< 0.10< 0.10%Oil & Grease

A 72204-MSMatrix Spike

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

1.91 98.01.94< 0.10%Oil & Grease 50-150

Page 2 of 8Date: 08/16/2022 09:54 AM
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Quality Control Data

22-210-0031Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

A75547QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: A75503

Associated Lab Samples:  72204,  72205

LRB-A75503                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

08/04/22 10:151.00< 0.202mg/Kg ARTotal Arsenic

08/04/22 10:150.1000.037mg/Kg ARTotal Cadmium

08/04/22 10:150.250< 0.142mg/Kg ARTotal Chromium

08/04/22 10:150.300< 0.162mg/Kg ARTotal Lead

08/04/22 10:150.500< 0.364mg/Kg ARTotal Selenium

08/04/22 10:150.250< 0.083mg/Kg ARTotal Silver

08/04/22 10:151.25< 0.810mg/Kg ARTotal Zinc

LCS-A75503     LCSD-A75503Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

5.35 1071045.205.00mg/Kg ARTotal Arsenic 80-120 2.8 20.0

54.1 10810753.650.0mg/Kg ARTotal Barium 80-120 0.9 20.0

5.32 1061065.325.00mg/Kg ARTotal Cadmium 80-120 0.0 20.0

54.1 10810853.950.0mg/Kg ARTotal Chromium 80-120 0.3 20.0

5.32 1061065.305.00mg/Kg ARTotal Lead 80-120 0.3 20.0

5.27 10598.04.925.00mg/Kg ARTotal Selenium 80-120 6.8 20.0

5.40 1081115.555.00mg/Kg ARTotal Silver 80-120 2.7 20.0

53.0 10610652.950.0mg/Kg ARTotal Zinc 80-120 0.1 20.0

A 72156-MS-A75503     A 72156-MSD-A75503Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

6.38 93.06.394.814.642.05mg/Kg ARTotal Arsenic 90.0 75-125 0.1 20.0

140 10914448.146.489.6mg/Kg ARTotal Barium 113 75-125 2.8 20.0

4.32 89.04.434.814.640.206mg/Kg ARTotal Cadmium 88.0 75-125 2.5 20.0

Page 3 of 8Date: 08/16/2022 09:54 AM
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Quality Control Data

22-210-0031Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

A75547QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: A75503

A 72156-MS-A75503     A 72156-MSD-A75503Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

55.2 97.057.448.146.410.4mg/Kg ARTotal Chromium 98.0 75-125 3.9 20.0

10.3 95.010.24.814.645.90mg/Kg ARTotal Lead 89.0 75-125 0.9 20.0

4.44 85.04.754.814.640.519mg/Kg ARTotal Selenium 88.0 75-125 6.7 20.0

4.25 92.04.364.814.64< 0.250mg/Kg ARTotal Silver 91.0 75-125 2.5 20.0

74.3 88.075.948.146.433.3mg/Kg ARTotal Zinc 89.0 75-125 2.1 20.0

Page 4 of 8Date: 08/16/2022 09:54 AM
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Quality Control Data

22-210-0031Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Solids Total Mercury Analysis - CVAA

7471A

A75653QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7471A

QC Prep: A75579

Associated Lab Samples:  72204,  72205

LRB-A75579                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

08/09/22 13:490.153< 0.153mg/Kg ARMercury (Total)

LCS-A75579     LCSD-A75579Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.293 85.095.00.3320.350mg/Kg ARMercury (Total) 80-120 12.4 20.0

A 72156-MS-A75579     A 72156-MSD-A75579Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.380 1080.3970.3570.351< 0.140mg/Kg ARMercury (Total) 111 80-120 4.3 20.0

Page 5 of 8Date: 08/16/2022 09:54 AM
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Quality Control Data

22-210-0031Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP EPH Rev 1.1

MAEPH LA

L631344QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAEPH LA (Soil)

QC Prep: L630752

Associated Lab Samples:  72204,  72205

LRB-L630752                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits
%

Recovery

% Rec 

Limits

08/10/22 12:042.00<1.00mg/KgAliphatic >C10-C12

08/10/22 12:042.00<1.00mg/KgAliphatic >C12-C16

08/10/22 12:044.003.34mg/KgAliphatic >C16-C35

08/10/22 11:321.00<0.500mg/KgAromatic >C10-C12

08/10/22 11:322.00<1.00mg/KgAromatic >C12-C16

08/10/22 11:322.00<1.00mg/KgAromatic >C16-C21

08/10/22 11:322.00<1.00mg/KgAromatic >C21-C35

08/10/22 12:04Chlorooctadecane (S) 105 40-140

08/10/22 11:32OTP Surrogate (S) 68.2 40-140

LCS-L630752Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

77.12.573.33mg/KgAliphatic >C12-C16 40-140

10010.010.0mg/KgAliphatic >C16-C35 40-140

88.52.953.33mg/KgAromatic >C10-C12 40-140

77.25.156.67mg/KgAromatic >C12-C16 40-140

1294.293.33mg/KgAromatic >C16-C21 40-140

122Chlorooctadecane (S) 40-140

82.6OTP Surrogate (S) 40-140

G 88096-MS-L630752     G 88096-MSD-L630752Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

3.07 92.42.973.273.32<2.00mg/KgAliphatic >C12-C16 90.8 40-140 3.3 25

10.1 67.811.89.809.97<4.00mg/KgAliphatic >C16-C35 86.3 40-140 15.5 25

Page 6 of 8Date: 08/16/2022 09:54 AM
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Quality Control Data

22-210-0031Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

MADEP EPH Rev 1.1

MAEPH LA

L631344QC Analytical Batch(es):

Analysis Method:

Analysis Description:

MAEPH LA (Soil)

QC Prep: L630752

G 88096-MS-L630752     G 88096-MSD-L630752Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

3.16 95.13.213.273.32<1.00mg/KgAromatic >C10-C12 98.1 40-140 1.5 25

6.10 91.86.766.546.64<2.00mg/KgAromatic >C12-C16 103 40-140 10.2 25

5.67 171*5.043.273.32<2.00mg/KgAromatic >C16-C21 154* 40-140 11.7 25

108Chlorooctadecane (S) 113 40-140

74.6OTP Surrogate (S) 88.3 40-140

Page 7 of 8* QC Fail Date: 08/16/2022 09:54 AM
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Quality Control Data

22-210-0031Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A75506QC Analytical Batch:

Analysis Method:

Analysis Description:

A 72204-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 08/02/22 12:000.644.544.8%% Moisture

Page 8 of 8Date: 08/16/2022 09:54 AM
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Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-210-0031

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 08/01/2022 09:06:05

Special precautions or instructions included?

Comments:

Page 17 of 18
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Technical Report for

Hydro-Environmental Technology, Inc.

1009.A62 August Levert-Bayou Sorrel, LA

SGS Job Number:   LA57952

Sampling Dates: 08/29/19 - 08/30/19

Report to:

Hydro-Environmental Technology
P.O. BOX 60295
Lafayette, LA  70596
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ATTN: Stewart L Stover, Jr.
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This report shall not be reproduced, except in its entirety, without the written approval of SGS.
Test results relate only to samples analyzed.
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Test results contained within this data package meet the requirements 
of the National Environmental Laboratory Accreditation Program 
and/or state specific certification programs as applicable.
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Lab Director
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Unauthorized modification of this report is strictly prohibited.
Review standard terms at:  http://www.sgs.com/en/terms-and-conditions

The results set forth herein are provided by SGS North America Inc.

Please share your ideas about
how we can serve you better at:
EHS.US.CustomerCare@sgs.com
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SGS North America, Inc.-Scott         500 Ambassador Caffery Parkway    Scott, LA 70583, USA    t +1 (0)337 237 4775    www.sgs.com 

     Member of the SGS Group (SGS SA) 
  
 

 
 
 
Hydro-Environmental Technologies, Inc. 
ATTN: Stewart L. Stover 
P. O. Box 60295 
Lafayette, LA 70596 
 
RE: Accutest Job #LA57952 
       1009.A62 August Levert-Bayou Sorrel, LA 
 
The final report for SGS job number above has been edited to reflect changes to your data 
package.  These edits have been incorporated into the revised report which is attached.  
 
The analytical results for sample ID HA4 (0-2)  have been modified at the request of the client. 
The results for the SPP Metals has been amended to include SPLP Strontium and Zinc. 
 

Please contact me at 337-237-4775 if I may be of further assistance in this matter, or if you 
have any further questions regarding this data report. 

 

Sincerely, 

 

Ralph Frye 
Environment, Health and Safety 
Project Manager 
SGS North America Inc.-Scott 
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SGS North America, Inc.-Scott         500 Ambassador Caffery Parkway    Scott, LA 70583, USA    t +1 (0)337 237 4775    www.sgs.com 

Member of the SGS Group (SGS SA) 

Hydro-Environmental Technologies, Inc. 
ATTN: Stewart L. Stover 
P. O. Box 60295 
Lafayette, LA 70596 

RE: Accutest Job #LA57952 
 1009.A62 August Levert-Bayou Sorrel, LA 

The final report for SGS job number above has been edited to reflect changes to your data 
package.  These edits have been incorporated into the revised report which is attached.  

The analytical results for sample requesting SPLP metals  have been modified at the 
request of the client. The results for all reportable 29B metals have been added.

Please contact me at 337-237-4775 if I may be of further assistance in this matter, or if you 
have any further questions regarding this data report. 

Sincerely, 

Ralph Frye 
Environment, Health and Safety 
Project Manager 
SGS North America Inc.-Scott 
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SGS North America Inc.

Sample Summary

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-1 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-1A 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-1B 08/29/19 11:00 DJW 09/25/19 SO Soil HA-1 (0-2)

LA57952-2 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-2A 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-2B 08/29/19 11:05 DJW 09/25/19 SO Soil HA-1 (2-4)

LA57952-3 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3A 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3B 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-3C 08/29/19 13:15 DJW 09/25/19 SO Soil HA-2 (0-2)

LA57952-4 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

LA57952-4A 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

LA57952-4B 08/29/19 13:20 DJW 09/25/19 SO Soil HA-2 (2-4)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-5 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5A 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5B 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-5C 08/29/19 14:40 DJW 09/25/19 SO Soil HA-3 (0-2)

LA57952-6 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-6A 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-6B 08/29/19 14:45 DJW 09/25/19 SO Soil HA-3 (2-4)

LA57952-7 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-7A 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-7B 08/29/19 14:50 DJW 09/25/19 SO Soil HA-3 (4-6)

LA57952-8 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

LA57952-8A 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

LA57952-8B 08/29/19 14:55 DJW 09/25/19 SO Soil HA-3 (6-8)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-9 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9A 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9B 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-9C 08/30/19 10:25 DJW 09/25/19 SO Soil HA-4 (0-2)

LA57952-10 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-10A 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-10B 08/30/19 10:30 DJW 09/25/19 SO Soil HA-4 (2-4)

LA57952-11 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-11A 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-11B 08/30/19 10:35 DJW 09/25/19 SO Soil HA-4 (4-6)

LA57952-12 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

LA57952-12A 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

LA57952-12B 08/30/19 10:40 DJW 09/25/19 SO Soil HA-4 (6-8)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Summary
(continued)

Hydro-Environmental Technology, Inc.
Job No: LA57952

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA57952-13 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-13A 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-13B 08/30/19 11:35 DJW 09/25/19 SO Soil HA-5 (0-2)

LA57952-14 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-14A 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-14B 08/30/19 11:40 DJW 09/25/19 SO Soil HA-5 (2-4)

LA57952-15 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-15A 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-15B 08/30/19 11:45 DJW 09/25/19 SO Soil HA-5 (4-6)

LA57952-16 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

LA57952-16A 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

LA57952-16B 08/30/19 11:50 DJW 09/25/19 SO Soil HA-5 (6-7)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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Sample Results
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Scott, LA
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 104 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 18.4 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.7 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 240 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 63.1 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 48.2 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 785 210 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (0-2) 
Lab Sample ID: LA57952-1B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 48.2 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 51.8 % 1 09/30/19 DP ASTM 2216

Oil And Grease 8.4 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 185 9.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.2 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 11.0 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.071 0.071 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 119 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 46.7 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 51.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 1170 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-1 (2-4) 
Lab Sample ID: LA57952-2B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 51.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 48.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 5120 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 38.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 49.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.069 0.069 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 171 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 99.2 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 25700 230 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 57.4 % 1 09/30/19 DP ASTM 2216

Oil And Grease 1.2 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (0-2) 
Lab Sample ID: LA57952-3C Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 42.6 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Barium 2.7 1.0 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Chromium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Lead <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Strontium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Zinc <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 560 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 15.3 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.9 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 171 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 51.9 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 49.1 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 1920 200 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-2 (2-4) 
Lab Sample ID: LA57952-4B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 49.1 
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent 50.9 % 1 09/30/19 DP ASTM 2216

Oil And Grease 0.20 0.010 % 1 09/26/19 10:00 HD LADNR 29B

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 7.8 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Barium 277 10 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Cadmium <2.5 2.5 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Chromium 21.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Lead 15.6 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Selenium <5.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Silver <5.0 5.0 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

Zinc 58.8 25 mg/kg 5 10/08/19 10/10/19 RD SW846 6010C 1 SW846 3050B 2

(1) Instrument QC Batch: MA17214
(2) Prep QC Batch: MP16550

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 7510 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-3 (0-2) 
Lab Sample ID: LA57952-5C Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Barium <1.0 1.0 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Chromium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Lead <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Strontium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Zinc <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.7 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 288 9.1 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 17.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 13.6 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 60.0 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 55.3 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 55.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 771 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (2-4) 
Lab Sample ID: LA57952-6B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 55.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 44.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 175 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.8 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.4 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 34.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 48.5 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 54.9 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 566 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (4-6) 
Lab Sample ID: LA57952-7B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 54.9 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 45.1 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8 Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 8.3 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 201 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 13.8 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.5 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.071 0.071 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 36.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 45.6 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8A Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.1 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 341 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-3 (6-8) 
Lab Sample ID: LA57952-8B Date Sampled: 08/29/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.1 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.9 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 12.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 217 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 10.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 325 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 144 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 244 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17150
(2) Prep QC Batch: MP16523

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 27.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (0-2) 
Lab Sample ID: LA57952-9C Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 72.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis, SPLP Leachate  SW846 1312

Analyte Result MCL RL Units DF Prep Analyzed By Method Prep Method

Arsenic <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Chromium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Lead <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Strontium <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

Zinc <0.10 0.10 mg/l 1 09/27/19 09/30/19 RD SW846 6010C 1 SW846 3010A 2

(1) Instrument QC Batch: MA17062
(2) Prep QC Batch: MP16445

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
MCL = Maximum Contamination Level (not available)
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.6 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 99.8 9.1 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 11.8 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 10.4 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.5 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 78.2 4.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 52.1 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 66.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 430 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (2-4) 
Lab Sample ID: LA57952-10B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 66.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 33.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 141 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 12.6 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 9.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.077 0.077 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 44.4 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 55.5 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 68.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 280 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (4-6) 
Lab Sample ID: LA57952-11B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 68.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 31.3 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 5.8 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 123 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 15.2 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.7 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 35.6 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 56.2 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 195 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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Client Sample ID: HA-4 (6-8) 
Lab Sample ID: LA57952-12B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 59.7 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 40.3 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic 7.3 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 150 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 20.9 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 15.8 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 48.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 74.3 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.4 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 354 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (0-2) 
Lab Sample ID: LA57952-13B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.4 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 38.6 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 71.3 9.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.3 2.3 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 16.5 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 12.7 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.6 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 36.0 4.6 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 65.8 23 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 189 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (2-4) 
Lab Sample ID: LA57952-14B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 61.5 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 38.5 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 115 10 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 16.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 11.1 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.074 0.074 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <5.0 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 39.4 5.0 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 52.0 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 52.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 611 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (4-6) 
Lab Sample ID: LA57952-15B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 52.3 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 47.7 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16 Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Arsenic <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Barium 126 9.8 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Cadmium <2.5 2.5 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Chromium 11.6 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Lead 7.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Mercury <0.080 0.080 mg/kg 1 09/26/19 09/26/19 SA SW846 7471B 1 SW846 7471B 3

Selenium <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Silver <4.9 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Strontium 34.1 4.9 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

Zinc 37.3 25 mg/kg 5 09/26/19 09/27/19 RD SW846 6010C 2 SW846 3050B 4

(1) Instrument QC Batch: MA17039
(2) Instrument QC Batch: MA17047
(3) Prep QC Batch: MP16427
(4) Prep QC Batch: MP16432

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16A Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 47.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 370 100 mg/kg 1 10/05/19 10/07/19 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA17149
(2) Prep QC Batch: MP16524

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: HA-5 (6-7) 
Lab Sample ID: LA57952-16B Date Sampled: 08/30/19 
Matrix: SO - Soil   Date Received: 09/25/19 

Percent Solids: 47.8 a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

General Chemistry

Analyte Result RL Units DF Analyzed By Method

Moisture, Percent a 52.2 % 1 09/30/19 DP ASTM 2216

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit           
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SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 3
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LA57952: Chain of Custody
Page 1 of 4
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LA57952: Chain of Custody
Page 2 of 4
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LA57952: Chain of Custody
Page 3 of 4
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SGS Sample Receipt Summary

Job Number: LA57952 Client: HYDRO -  ENV.

Date / Time Received: 9/25/2019 9:15:00 AM Delivery Method: Client

Project: AUGUST LEVERT

4. No. Coolers: 1

Airbill #'s:

Cooler Security

1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:

4. Smpl Dates/Time OK

2. Thermometer ID:

Cooler Temperature   Y   or   N  

1. Temp criteria achieved:

3. Cooler media:

DV439;  

Ice (direct contact)

Quality Control  Preservation   Y    or   N        N/A

1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:

2. Container labeling complete:

3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:

2. All containers accounted for:

Sample Integrity - Instructions

1. Analysis requested is clear:

2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:

4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (5.2/5.2);  DV439

LA57952: Chain of Custody
Page 4 of 4
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SGS North America Inc.

Metals Analysis

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Matrix Spike and Duplicate Summaries
• Blank Spike and Lab Control Sample Summaries
• Serial Dilution Summaries

Scott, LA
Section 4
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Mercury        0.080    .0067    .0066    -0.00081 <0.080                                                

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                09/26/19                                                       

LA57952-1         Spikelot QC                                                     
Metal          Original MS       HGSPIKE1 % Rec    Limits                                                 

Mercury        0.014    0.60     0.6      97.7     75-125                                                

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

LA57952-1         Spikelot          MSD      QC                                            
Metal          Original MSD      HGSPIKE1 % Rec    RPD      Limit                                         

Mercury        0.014    0.52     0.536    94.5     14.3     20                                           

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       09/26/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   HGLCS10  % Rec    Limits                                                          

Mercury        23.3     20.3     114.8    64-136                                                         

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16427                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       09/26/19                                                                

LA57952-1         QC                                                              
Metal          Original SDL 1:5  %DIF     Limits                                                          

Mercury        0.118    0.00     100.0(a) 0-                                                             

Associated samples MP16427: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).

_________________________________________________________________________________________________________
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       10       .72      2.4                                                                     

Antimony       0.60     .096     .33                                                                     

Arsenic        1.0      .19      .39      -0.11    <1.0                                                  

Barium         2.0      .016     1.1      -0.027   <2.0                                                  

Beryllium      0.40     .01      .04                                                                     

Boron          50       .053     2                                                                       

Cadmium        0.50     .013     .15      0.014    <0.50                                                 

Calcium        10       .81      3.9                                                                     

Chromium       1.0      .025     .11      0.011    <1.0                                                  

Cobalt         1.0      .02      .13                                                                     

Copper         1.0      .048     .31                                                                     

Iron           10       .2       3.8                                                                     

Lead           1.0      .12      .31      -0.017   <1.0                                                  

Lithium        1.0      .14      .56                                                                     

Magnesium      10       1.6      8.2                                                                     

Manganese      5.0      .005     .21                                                                     

Molybdenum     1.0      .014     .06                                                                     

Nickel         1.0      .027     .17                                                                     

Potassium      50       4.4      13                                                                      

Selenium       1.0      .13      .35      0.10     <1.0                                                  

Silver         1.0      .062     .3       0.0050   <1.0                                                  

Sodium         50       5.1      11                                                                      

Strontium      1.0      .008     .19      -0.0030  <1.0                                                  

Thallium       0.50     .14      .37                                                                     

Tin            5.0      .041     .29                                                                     

Titanium       1.0      .02      .18                                                                     

Vanadium       1.0      .034     .13                                                                     

Zinc           5.0      .018     1.8      -0.040   <5.0                                                  

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                09/26/19                                                       

LA57948-1         Spikelot QC                                                     
Metal          Original MS       ICPSPIKE1% Rec    Limits                                                 

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        6.8      102      100      95.2     75-125                                                

Barium         35.8     126      100      90.2     75-125                                                

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.090    102      100      101.9    75-125                                                

Calcium                                                                                                  

Chromium       17.2     108      100      90.8     75-125                                                

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           8.9      106      100      97.1     75-125                                                

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.74     102      100      101.3    75-125                                                

Silver         0.36     96.3     100      95.9     75-125                                                

Sodium                                                                                                   

Strontium      11.0     59.6     50       97.2     75-125                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           16.3     110      100      93.7     75-125                                                

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/26/19                                              

LA57948-1         Spikelot          MSD      QC                                            
Metal          Original MSD      ICPSPIKE1% Rec    RPD      Limit                                         

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        6.8      104      100      97.2     1.9      20                                           

Barium         35.8     131      100      95.2     3.9      20                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.090    103      100      102.9    1.0      20                                           

Calcium                                                                                                  

Chromium       17.2     112      100      94.8     3.6      20                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           8.9      107      100      98.1     0.9      20                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       0.74     103      100      102.3    1.0      20                                           

Silver         0.36     99.1     100      98.7     2.9      20                                           

Sodium                                                                                                   

Strontium      11.0     61.1     50       100.2    2.5      20                                           

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           16.3     113      100      96.7     2.7      20                                           

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       09/26/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   LCSMETAL11% Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        122      125      97.6     82-117                                                         

Barium         583      529      110.2    82-119                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        35.3     37.7     93.6     82-118                                                         

Calcium                                                                                                  

Chromium       48.3     58.3     82.8     82-118                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           95.3     111      85.9     82-117                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       261      251      104.0    79-122                                                         

Silver         25.9     27.2     95.2     79-121                                                         

Sodium                                                                                                   

Strontium      137      147      93.2     80-120                                                         

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           289      351      82.3     80-119                                                         

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16432                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       09/26/19                                                                

LA57948-1         QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        68.3     110      61.6 (a) 0-10                                                           

Barium         358      365      2.1      0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        0.900    4.90     444.4(a) 0-10                                                           

Calcium                                                                                                  

Chromium       172      181      5.3      0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           89.2     79.4     11.0 (a) 0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       7.36     0.00     100.0(a) 0-10                                                           

Silver         3.58     0.00     100.0(a) 0-10                                                           

Sodium                                                                                                   

Strontium      110      112      2.4      0-10                                                           

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           163      158      2.8      0-10                                                           

Associated samples MP16432: LA57952-1, LA57952-2, LA57952-3, LA57952-4, LA57952-6, LA57952-7, LA57952-8,
LA57952-9, LA57952-10, LA57952-11, LA57952-12, LA57952-13, LA57952-14, LA57952-15, LA57952-16

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                         09/27/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       0.10     .006     .056                                                                    

Antimony       0.10     .0014    .003                                                                    

Arsenic        0.10     .0028    .0036    0.000030 <0.10                                                 

Barium         1.0      .0001    .004     -0.00018 <1.0                                                  

Beryllium      0.10     .00006   .0003                                                                   

Boron          0.10     .00051   .03                                                                     

Cadmium        0.10     .00015   .0004                                                                   

Calcium        0.10     .019     .092                                                                    

Chromium       0.10     .00034   .002     -0.00014 <0.10                                                 

Cobalt         0.10     .00031   .0017                                                                   

Copper         0.10     .00044   .0038                                                                   

Iron           0.10     .0021    .017                                                                    

Lead           0.10     .0011    .0031    -0.00032 <0.10                                                 

Lithium        0.10     .0011    .008                                                                    

Magnesium      0.10     .016     .09                                                                     

Manganese      0.10     .00016   .0012                                                                   

Molybdenum     0.10     .00015   .001                                                                    

Nickel         0.10     .00065   .005                                                                    

Potassium      0.50     .014     .22                                                                     

Selenium       0.10     .0023    .0045                                                                   

Silver         0.10     .00041   .0028                                                                   

Sodium         0.50     .0052    .17                                                                     

Strontium      0.10     .00005   .0032    0.00022  <0.10                                                 

Thallium       0.10     .0013    .0051                                                                   

Tin            0.10     .00071   .0024                                                                   

Titanium       0.10     .00028   .0024                                                                   

Vanadium       0.10     .0002    .0024                                                                   

Zinc           0.10     .0013    .0037    0.0025   <0.10                                                 

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                                09/27/19                            09/27/19                   

LA57948-5         Spikelot QC       LA57948-5         QC                 
Metal          Original MS       ICPSPIKE1% Rec    Limits   Original DUP      RPD      Limits             

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.0      2.1      2.0      105.0    75-125   0.0      0.0      NC       0-20              

Barium         0.0099   2.1      2.0      104.5    75-125   0.0099   0.0097   2.0      0-20              

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       0.0017   2.0      2.0      99.9     75-125   0.0017   0.0016   6.1      0-20              

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           0.0038   2.2      2.0      109.8    75-125   0.0038   0.0040   5.1      0-20              

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium      0.010    1.0      1.0      99.0     75-125   0.010    0.0098   2.0      0-20              

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           0.0067   2.0      2.0      99.7     75-125   0.0067   0.0067   0.0      0-20              

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: mg/l

Prep Date:                       09/27/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   ICPSPIKE1% Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        1.9      2.0      95.0     80-120                                                         

Barium         2.0      2.0      100.0    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       1.9      2.0      95.0     80-120                                                         

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           2.1      2.0      105.0    80-120                                                         

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium      0.97     1.0      97.0     80-120                                                         

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           1.9      2.0      95.0     80-120                                                         

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16445                                          Methods: SW846 6010C 
Matrix Type: LEACHATE                                           Units: ug/l

Prep Date:                       09/27/19                                                                

LA57948-5         QC                                                              
Metal          Original SDL 1:5  %DIF     Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        0.00     0.00     NC       0-10                                                           

Barium         9.93     7.73     22.2*(a) 0-10                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium       1.65     3.11     88.5 (b) 0-10                                                           

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead           3.79     0.00     100.0(b) 0-10                                                           

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium      9.96     8.76     12.0*(a) 0-10                                                           

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           6.70     0.00     100.0(b) 0-10                                                           

Associated samples MP16445: LA57952-3C, LA57952-5C, LA57952-9C

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Serial dilution indicates possible matrix interference.
(b) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/05/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       500      36       120                                                                     

Antimony       30       4.8      17                                                                      

Arsenic        50       9.3      20                                                                      

Barium         100      .8       56       -0.30    <100                                                  

Beryllium      20       .5       2                                                                       

Boron          2500     2.7      98                                                                      

Cadmium        25       .65      7.5                                                                     

Calcium        500      40       200                                                                     

Chromium       50       1.3      5.5                                                                     

Cobalt         50       1        6.5                                                                     

Copper         50       2.4      16                                                                      

Iron           500      9.8      190                                                                     

Lead           50       5.8      16                                                                      

Lithium        50       7.2      28                                                                      

Magnesium      500      81       410                                                                     

Manganese      250      .25      11                                                                      

Molybdenum     50       .7       3                                                                       

Nickel         50       1.4      8.5                                                                     

Potassium      2500     220      630                                                                     

Selenium       50       6.6      18                                                                      

Silver         50       3.1      15                                                                      

Sodium         2500     250      560                                                                     

Strontium      50       .4       9.5                                                                     

Thallium       25       6.9      19                                                                      

Tin            250      2.1      15                                                                      

Titanium       50       1        9                                                                       

Vanadium       50       1.7      6.5                                                                     

Zinc           250      .9       92                                                                      

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

LA57789-1B        QC                                                              
Metal          Original DUP      RPD      Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic        anr                                                                                       

Barium         1230     1220     0.8      0-20                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium        anr                                                                                       

Calcium                                                                                                  

Chromium       anr                                                                                       

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium       anr                                                                                       

Silver         anr                                                                                       

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           anr                                                                                       

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16523                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   TTBALA29 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         45000    50000    90.0     80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16523: LA57952-1A, LA57952-2A, LA57952-3A, LA57952-4A, LA57952-5A, LA57952-6A,
LA57952-7A, LA57952-8A, LA57952-9A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/05/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       500      30       120                                                                     

Antimony       30       7.1      17                                                                      

Arsenic        50       14       20                                                                      

Barium         100      .5       56       -1.6     <100                                                  

Beryllium      20       .3       2                                                                       

Boron          2500     2.6      98                                                                      

Cadmium        25       .75      7.5                                                                     

Calcium        500      93       200                                                                     

Chromium       50       1.7      5.5                                                                     

Cobalt         50       1.6      6.5                                                                     

Copper         50       2.2      16                                                                      

Iron           500      10       190                                                                     

Lead           50       5.4      16                                                                      

Lithium        50       5.5      28                                                                      

Magnesium      500      78       410                                                                     

Manganese      250      .8       11                                                                      

Molybdenum     50       .75      3                                                                       

Nickel         50       3.3      8.5                                                                     

Potassium      2500     68       630                                                                     

Selenium       50       12       18                                                                      

Silver         50       2.1      15                                                                      

Sodium         2500     26       560                                                                     

Strontium      50       .25      9.5                                                                     

Thallium       25       6.7      19                                                                      

Tin            250      3.6      15                                                                      

Titanium       50       1.4      9                                                                       

Vanadium       50       1        6.5                                                                     

Zinc           250      6.5      92                                                                      

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

LA57952-10A       QC                                                              
Metal          Original DUP      RPD      Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         430      428      0.5      0-20                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16524                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/05/19                                                                

BSP      Spikelot QC                                                              
Metal          Result   TTBALA29 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         51800    50000    103.6    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP16524: LA57952-10A, LA57952-11A, LA57952-12A, LA57952-13A, LA57952-14A, LA57952-15A,
LA57952-16A

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/08/19                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       10       .6       2.4                                                                     

Antimony       0.60     .14      .33                                                                     

Arsenic        1.0      .28      .39      -0.058   <1.0                                                  

Barium         2.0      .01      1.1      -0.011   <2.0                                                  

Beryllium      0.40     .006     .04                                                                     

Boron          50       .051     2                                                                       

Cadmium        0.50     .015     .15      -0.0030  <0.50                                                 

Calcium        10       1.9      3.9                                                                     

Chromium       1.0      .034     .11      -0.012   <1.0                                                  

Cobalt         1.0      .031     .13                                                                     

Copper         1.0      .044     .31                                                                     

Iron           10       .21      3.8                                                                     

Lead           1.0      .11      .31      -0.035   <1.0                                                  

Lithium        1.0      .11      .56                                                                     

Magnesium      10       1.6      8.2                                                                     

Manganese      5.0      .016     .21                                                                     

Molybdenum     1.0      .015     .06                                                                     

Nickel         1.0      .065     .17                                                                     

Potassium      50       1.4      13                                                                      

Selenium       1.0      .23      .35      -0.13    <1.0                                                  

Silver         1.0      .041     .3       0.069    <1.0                                                  

Sodium         50       .52      11                                                                      

Strontium      1.0      .005     .19                                                                     

Thallium       0.50     .13      .37                                                                     

Tin            5.0      .071     .29                                                                     

Titanium       1.0      .028     .18                                                                     

Vanadium       1.0      .02      .13                                                                     

Zinc           5.0      .13      1.8      -0.0040  <5.0                                                  

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                10/08/19                                                       

TD45671-1         Spikelot QC                                                     
Metal          Original MS       ICPSPIKE1% Rec    Limits                                                 

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        10.6     235      238      94.5     75-125                                                

Barium         219      507      238      121.2    75-125                                                

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        1.4      226      238      94.6     75-125                                                

Calcium        anr                                                                                       

Chromium       41.0     286      238      103.1    75-125                                                

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           26.1     253      238      95.5     75-125                                                

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.0      221      238      93.0     75-125                                                

Silver         0.0      232      238      97.7     75-125                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           538      794      238      107.8    75-125                                                

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/08/19                                              

TD45671-1         Spikelot          MSD      QC                                            
Metal          Original MSD      ICPSPIKE1% Rec    RPD      Limit                                         

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        10.6     229      238      91.9     2.6      20                                           

Barium         219      480      238      109.9    5.5      20                                           

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        1.4      218      238      91.2     3.6      20                                           

Calcium        anr                                                                                       

Chromium       41.0     266      238      94.7     7.2      20                                           

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           26.1     240      238      90.1     5.3      20                                           

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.0      215      238      90.5     2.8      20                                           

Silver         0.0      228      238      96.0     1.7      20                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           538      720      238      76.6     9.8      20                                           

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/08/19                                                                

LCS      Spikelot QC                                                              
Metal          Result   LCSMETAL11% Rec    Limits                                                          

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        117      125      93.6     82-117                                                         

Barium         622      529      117.6    82-119                                                         

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        46.1     37.7     122.3*(a 82-118                                                         

Calcium        anr                                                                                       

Chromium       54.6     58.3     93.7     82-118                                                         

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           93.9     111      84.6     82-117                                                         

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       245      251      97.6     79-122                                                         

Silver         26.5     27.2     97.4     79-121                                                         

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           306      351      87.2     80-119                                                         

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) All reported results < RL
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       10/08/19                                                                

TD45671-1         QC                                                              
Metal          Original SDL 5:25 %DIF     Limits                                                          

Aluminum       anr                                                                                       

Antimony       anr                                                                                       

Arsenic        44.7     0.00     100.0(a) 0-10                                                           

Barium         923      601      34.9*(b) 0-10                                                           

Beryllium      anr                                                                                       

Boron                                                                                                    

Cadmium        5.86     9.13     55.8 (a) 0-10                                                           

Calcium        anr                                                                                       

Chromium       173      163      5.8      0-10                                                           

Cobalt                                                                                                   

Copper         anr                                                                                       

Iron                                                                                                     

Lead           110      142      28.7 (a) 0-10                                                           

Lithium                                                                                                  

Magnesium      anr                                                                                       

Manganese                                                                                                

Molybdenum                                                                                               

Nickel         anr                                                                                       

Potassium                                                                                                

Selenium       0.00     0.00     NC       0-10                                                           

Silver         0.00     16.9     NC       0-10                                                           

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc           2270     2450     8.1      0-10                                                           

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).
(b) Serial dilution indicates possible matrix interference.
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POST DIGESTATE SPIKE SUMMARY 

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP16550                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                                                                             10/08/19          

Sample   Final    TD45671-1         PS       Spike    Spike    Spike    QC        
Metal          ml       ml       Raw      Corr.**  ug/l     ml       ug/ml    ug/l     % Rec    Limits    

Antimony                                                                                                 

Boron                                                                                                    

Cobalt                                                                                                   

Iron                                                                                                     

Lithium                                                                                                  

Manganese                                                                                                

Molybdenum                                                                                               

Potassium                                                                                                

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Associated samples MP16550: LA57952-5

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(**)  Corr. sample result = Raw * (sample volume / final volume)
(anr) Analyte not requested
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SGS North America Inc.

General Chemistry

QC Data Summaries

Includes the following where applicable:

• Method Blank and Blank Spike Summaries
• Duplicate Summaries
• Matrix Spike Summaries

Scott, LA
Section 5
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METHOD BLANK AND SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

MB                    Spike      BSP        BSP        QC       
Analyte                        Batch ID          RL         Result     Units      Amount     Result     %Recov     Limits   

Oil And Grease                 GP7279/GN15706    0.010      0.0        %          .01        0.093      93.0       80-120% 

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
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DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   DUP                   QC         
Analyte                        Batch ID          Sample       Units      Result     Result     RPD        Limits     

Moisture, Percent              GN15702           LA57952-16B  %          52.2       52.1       0.2        0-5%      

Associated Samples: 
Batch GN15702: LA57952-1B, LA57952-2B, LA57952-3B, LA57952-4B, LA57952-5B, LA57952-6B, LA57952-7B, LA57952-8B, LA57952-9B,
LA57952-10B, LA57952-11B, LA57952-12B, LA57952-13B, LA57952-14B, LA57952-15B, LA57952-16B
(*) Outside of QC limits
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MATRIX SPIKE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   Spike    MS                    QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     %Rec       Limits     

Oil And Grease                 GP7279/GN15706    LA57952-1B   %          8.4        .01      9.6        116.0      80-120%   

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
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MATRIX SPIKE DUPLICATE RESULTS SUMMARY 
GENERAL CHEMISTRY

Login Number: LA57952 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC                      Original   Spike    MSD                   QC         
Analyte                        Batch ID          Sample       Units      Result     Amount   Result     RPD        Limit      

Oil And Grease                 GP7279/GN15706    LA57952-1B   %          8.4        .01      9.5        0.4                  

Associated Samples: 
Batch GP7279: LA57952-1B, LA57952-3B, LA57952-4B
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits

__________________________________________________________________________________________________________________________
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SGS North America Inc.

Sample Summary

Hydro-Environmental Technology, Inc.
Job No: LA83454

1009.A62 August Levert-Bayou Sorrel, LA

Sample Collected Matrix Client 
Number Date Time By Received Code Type Sample ID

LA83454-1 06/21/22 15:50 09/21/22 SO Soil SB-08 (0-2)

LA83454-2 06/21/22 10:50 09/21/22 SO Soil SB-08 (0-2) (WET)

Soil samples reported on a dry weight basis unless otherwise indicated on result page.
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SGS North America Inc.

Sample Results

Report of Analysis

Scott, LA
Section 2
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: SB-08 (0-2) 
Lab Sample ID: LA83454-1 Date Sampled: 06/21/22 
Matrix: SO - Soil   Date Received: 09/21/22 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 415 100 mg/kg 1 09/23/22 09/23/22 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA24726
(2) Prep QC Batch: MP25094

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Report of Analysis Page 1 of 1     

Client Sample ID: SB-08 (0-2) (WET) 
Lab Sample ID: LA83454-2 Date Sampled: 06/21/22 
Matrix: SO - Soil   Date Received: 09/21/22 

Percent Solids: n/a a
Project: 1009.A62 August Levert-Bayou Sorrel, LA

Total True Barium Metals Analysis

Analyte Result RL Units DF Prep Analyzed By Method Prep Method

Barium 253 100 mg/kg 1 09/23/22 09/23/22 RD SW846 6010C 1 LADNR 29B 2

(1) Instrument QC Batch: MA24726
(2) Prep QC Batch: MP25094

(a) All results with the exception of 29B parameters are reported on a wet weight basis.

RL = Reporting Limit
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SGS North America Inc.

Misc. Forms

Custody Documents and Other Forms

Includes the following where applicable:

• Chain of Custody

Scott, LA
Section 3
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LA83454: Chain of Custody
Page 1 of 2
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LA83454: Chain of Custody
Page 2 of 2
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SGS North America Inc.

Metals Analysis

QC Data Summaries

Includes the following where applicable:

• Method Blank Summaries
• Matrix Spike and Duplicate Summaries
• Blank Spike and Lab Control Sample Summaries
• Serial Dilution Summaries

Scott, LA
Section 4
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BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA83454 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP25094                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         09/23/22                                              

MB       
Metal          RL       IDL      MDL      raw      final                                                  

Aluminum       500      24       90                                                                      

Antimony       30       6.2      14                                                                      

Arsenic        50       13       21                                                                      

Barium         100      .65      8        5.2      <100                                                  

Beryllium      20       .2       5.5                                                                     

Boron          2500     2.3      76                                                                      

Cadmium        25       1        3                                                                       

Calcium        500      20       190                                                                     

Chromium       50       1.5      5.5                                                                     

Cobalt         50       1.5      5                                                                       

Copper         50       2.7      14                                                                      

Iron           500      170      110                                                                     

Lead           50       6.6      18                                                                      

Lithium        50       4.7      18                                                                      

Magnesium      500      62       170                                                                     

Manganese      250      1.1      16                                                                      

Molybdenum     50       1.4      6.5                                                                     

Nickel         50       2.1      11                                                                      

Potassium      2500     100      710                                                                     

Selenium       50       9.6      23                                                                      

Silver         50       1.3      13                                                                      

Sodium         2500     50       710                                                                     

Strontium      50       .3       12                                                                      

Thallium       25       6.9      22                                                                      

Tin            250      4.1      12                                                                      

Titanium       50       1.2      6                                                                       

Vanadium       50       1.6      6.5                                                                     

Zinc           250      .85      9.5                                                                     

Associated samples MP25094: LA83454-1, LA83454-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA83454 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP25094                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       09/23/22                                                                

LA83454-1         QC                                                              
Metal          Original DUP      RPD      Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         415      400      3.7      0-20                                                           

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP25094: LA83454-1, LA83454-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA83454 
Account: HETILAL - Hydro-Environmental Technology, Inc. 

Project: 1009.A62 August Levert-Bayou Sorrel, LA

QC Batch ID: MP25094                                          Methods: SW846 6010C 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       09/23/22                                                                

BSP      Spikelot QC                                                              
Metal          Result   TTBALA29 % Rec    Limits                                                          

Aluminum                                                                                                 

Antimony                                                                                                 

Arsenic                                                                                                  

Barium         59500    50000    119.0    80-120                                                         

Beryllium                                                                                                

Boron                                                                                                    

Cadmium                                                                                                  

Calcium                                                                                                  

Chromium                                                                                                 

Cobalt                                                                                                   

Copper                                                                                                   

Iron                                                                                                     

Lead                                                                                                     

Lithium                                                                                                  

Magnesium                                                                                                

Manganese                                                                                                

Molybdenum                                                                                               

Nickel                                                                                                   

Potassium                                                                                                

Selenium                                                                                                 

Silver                                                                                                   

Sodium                                                                                                   

Strontium                                                                                                

Thallium                                                                                                 

Tin                                                                                                      

Titanium                                                                                                 

Vanadium                                                                                                 

Zinc                                                                                                     

Associated samples MP25094: LA83454-1, LA83454-2

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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Laboratory's liability in any claim relating to analyses performed shall be limited to, at laboratory's option, repeating the 
analysis in question at laboratory's expense, or the refund of the charges paid for performance of said analysis. This report 
may be reproduced in full only with the written permission of the laboratory and/or the entity to which it is addressed. Results 
contained herein relate only to the sample(s) submitted to the laboratory. 
 

 

10/7/2022 
 
Hydro-Environmental Technology, Inc. 
Mr. Stewart Stover, Jr. 
91 Apollo Rd 
Scott, LA, 70583 
 
Ref: Report Number: 22-271-0033 

Project Description: August Levert 
Project Number: 1009.A62 
Plaquemine, LA 

 
Dear Mr. Stewart Stover, Jr.: 
 
Waypoint Analytical Louisiana, Inc. received sample(s) on 9/29/2022 for the analyses presented in the following 
report. The above referenced project has been analyzed per your instructions.  Unless otherwise noted, the 
analyses were performed in our laboratory in accordance with Standard Methods, The Solid Waste Manual SW-
846, EPA Methods for Chemical Analysis of Water and Wastes and /or 40 CFR part 136. 
 
Certain parameters (chlorine, pH, dissolved oxygen, sulfite...) are required to be analyzed within 15 minutes of 
sampling. Usually, but not always, any field parameter analyzed at the laboratory is outside of this holding time. 
Refer to sample analysis time for confirmation of holding time compliance. Analyses reported which indicate 
"Field" for these parameters were analyzed by the client in the field. Results for solid samples are reported on an 
as received or “wet weight” basis unless otherwise specified. 
 
The analytical data has been validated using standard quality control measures performed as required by the 
analytical method.  Quality Assurance, method validations, instrumentation maintenance and calibration for all 
parameters (NELAP and non-NELAP) were performed in accordance with guidelines established by the USEPA 
(including 40 CFR 136 Method Update Rule May 2021) and NELAC unless otherwise indicated.  Any parameter 
for which the laboratory is not officially NELAP accredited is indicated by a '~' symbol.  These are not included in 
the scope because NELAP accreditation is either not available or has not been applied for.  Additional 
certifications may be held/are available for parameters, where NELAP accreditation is not required or applicable.  
A full list of certifications is available upon request. 
 
All quality control measures undertaken in accordance with Waypoint Analytical Louisiana, Inc. 
CompQAP990807A and revisions under the terms of the Louisiana Environmental Laboratory Accreditation 
Program (Certificate #02041) are within acceptance ranges established in that document with the exception of the 
items indicated and/or discussed in a Case Narrative. 
 
The results are shown on the attached analysis sheet(s).  Be aware that the time analyzed for certain samples 
(e.g. - BOD, CBOD, etc.) refer to the time the sample batch was begun and not necessarily to the time an 
individual sample was begun. Thank you for allowing Waypoint Analytical Louisiana, Inc. to serve you. Should I 
be of further assistance, if you have any questions or need additional information please contact me or client 
services. 
 
Sincerely, 

 
Amy Jackson 
Project Manager 
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Certification Summary

Laboratory ID: WP MLA: Waypoint Analytical Louisiana, Inc., Marrero, LA

State Program Lab ID Expiration Date

06/30/202302041State ProgramGeorgia

06/30/202302041State Program - NELAPLouisiana

Page 1 of 1 00007/22-271-0033
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Report Number:

Sample Summary Table

Client Project Description:

22-271-0033

August Levert
Project Number: 1009.A62
Plaquemine, LA

Lab No Client Sample ID Matrix Date Collected Date Received

09/27/2022 09:40Solids 76033 SB-6R (0-2) 09/29/2022

09/27/2022 09:50Solids 76034 SB-7R (0-2) 09/29/2022

09/27/2022 10:20Solids 76035 SB-27 (0-2) 09/29/2022

09/27/2022 10:35Solids 76036 SB-5R (0-2) 09/29/2022

09/27/2022 11:10Solids 76037 SB-5R (6-8) 09/29/2022

09/27/2022 10:50Solids 76038 SB-25 (0-2) 09/29/2022

09/27/2022 11:00Solids 76039 SB-25 (2-4) 09/29/2022

09/27/2022 11:20Solids 76040 SB-26 (0-2) 09/29/2022

09/27/2022 11:30Solids 76041 SB-26 (2-4) 09/29/2022
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Client: Hydro-Environmental Technology, Inc.     CASE NARRATIVE 
Project: August Levert 
Lab Report Number: 22-271-0033 
Date: 10/6/2022 
            
Methods 
Methods reported as 29B are from the Laboratory Procedures for Analysis of Exploration & Production Waste – 
LDNR Office of Conservation Injection and Mining Division – Revised 11/2011. 
 
Results 

 6010D/7471A metals are reported AR - As Received by adjusting the data using the percent moisture 
result. 

 
 True Total Barium results are reported dry weight 

 
 Oil & Grease results reported dry weight 

 
 TX1006 results are reported as received 

 
 VPH/EPH results reported as received 

 
 PAH results reported as received 

 
Metals Analysis Method 6010D 
Sample  76033 (SB-6R (0-2)) 
Analyte: Silver 
QC Batch No: A76978/A76902/A76881 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
 
Sample  76033 (SB-6R (0-2)) 
Analyte: Arsenic 
QC Batch No: A76978/A76902/A76881 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
 
Sample  76033 (SB-6R (0-2)) 
Analyte: Barium 
QC Batch No: A76978/A76902/A76881 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
 
Sample  76033 (SB-6R (0-2)) 
Analyte: Cadmium 
QC Batch No: A76978/A76902/A76881 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
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Sample  76033 (SB-6R (0-2)) 
Analyte: Chromium 
QC Batch No: A76978/A76902/A76881 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
 
Sample  76033 (SB-6R (0-2)) 
Analyte: Lead 
QC Batch No: A76978/A76902/A76881 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
 
Sample  76033 (SB-6R (0-2)) 
Analyte: Selenium 
QC Batch No: A76978/A76902/A76881 
The matrix spike, matrix spike duplicate and the post digestion spike were all outside of the quality control 
acceptance ranges. Matrix interference is suspected 
 
Sample  76033 (SB-6R (0-2)) 
Analyte: Zinc 
QC Batch No: A76978/A76902/A76881 
The matrix spike and/or the matrix spike duplicate was outside quality control acceptance ranges. A post 
digestion spike was performed and passed quality control acceptance ranges.  No matrix interference is 
suspected. 
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-6R (0-2)

 76033 Matrix:

9/27/2022 9:40

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

29.8 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

1.66 mg/Kg AR 1.00Total Arsenic 1 10/05/22 13:40 6010DAPB

117 mg/Kg AR 0.500Total Barium 1 10/05/22 13:40 6010DAPB

394 mg/Kg 50.0True Total Barium 1 10/05/22 12:49 29BAPB

1.20 mg/Kg AR 0.100Total Cadmium 1 10/05/22 13:40 6010DAPB

19.0 mg/Kg AR 0.250Total Chromium 1 10/05/22 13:40 6010DAPB

12.2 mg/Kg AR 0.300Total Lead 1 10/05/22 13:40 6010DAPB

0.0493 mg/Kg AR 0.0133Mercury (Total) 1 10/05/22 17:43 7471ABMB

<0.500 mg/Kg AR 0.500Total Selenium 1 10/05/22 13:40 6010DAPB

<0.250 mg/Kg AR 0.250Total Silver 1 10/05/22 13:40 6010DAPB

56.1 mg/Kg AR 1.25Total Zinc 1 10/05/22 13:40 6010DAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-7R (0-2)

 76034 Matrix:

9/27/2022 9:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

33.7 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

2.39 mg/Kg AR 1.00Total Arsenic 1 10/05/22 14:04 6010DAPB

125 mg/Kg AR 0.500Total Barium 1 10/05/22 14:04 6010DAPB

432 mg/Kg 50.0True Total Barium 1 10/05/22 12:59 29BAPB

1.08 mg/Kg AR 0.100Total Cadmium 1 10/05/22 14:04 6010DAPB

18.2 mg/Kg AR 0.250Total Chromium 1 10/05/22 14:04 6010DAPB

9.98 mg/Kg AR 0.300Total Lead 1 10/05/22 14:04 6010DAPB

0.0409 mg/Kg AR 0.0133Mercury (Total) 1 10/05/22 17:46 7471ABMB

<0.500 mg/Kg AR 0.500Total Selenium 1 10/05/22 14:04 6010DAPB

<0.250 mg/Kg AR 0.250Total Silver 1 10/05/22 14:04 6010DAPB

48.4 mg/Kg AR 1.25Total Zinc 1 10/05/22 14:04 6010DAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF

Page 7 of 21

August Levert_BP Plan_001939



,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-27 (0-2)

 76035 Matrix:

9/27/2022 10:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

35.8 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

110 mg/Kg AR 0.500Total Barium 1 10/05/22 14:07 6010DAPB

448 mg/Kg 50.0True Total Barium 1 10/05/22 13:03 29BAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-5R (0-2)

 76036 Matrix:

9/27/2022 10:35

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

28.5 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

1.52 mg/Kg AR 1.00Total Arsenic 1 10/05/22 14:11 6010DAPB

278 mg/Kg AR 0.500Total Barium 1 10/05/22 14:11 6010DAPB

219 mg/Kg 50.0True Total Barium 1 10/05/22 13:06 29BAPB

1.27 mg/Kg AR 0.100Total Cadmium 1 10/05/22 14:11 6010DAPB

20.7 mg/Kg AR 0.250Total Chromium 1 10/05/22 14:11 6010DAPB

13.2 mg/Kg AR 0.300Total Lead 1 10/05/22 14:11 6010DAPB

0.0529 mg/Kg AR 0.0133Mercury (Total) 1 10/05/22 17:49 7471ABMB

<0.500 mg/Kg AR 0.500Total Selenium 1 10/05/22 14:11 6010DAPB

<0.250 mg/Kg AR 0.250Total Silver 1 10/05/22 14:11 6010DAPB

57.7 mg/Kg AR 1.25Total Zinc 1 10/05/22 14:11 6010DAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-5R (6-8)

 76037 Matrix:

9/27/2022 11:10

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

45.1 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

544 mg/Kg AR 5.00Total Barium 10 10/06/22 12:50 6010DAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-25 (0-2)

 76038 Matrix:

9/27/2022 10:50

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

27.5 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

101 mg/Kg AR 0.500Total Barium 1 10/05/22 14:18 6010DAPB

404 mg/Kg 50.0True Total Barium 1 10/05/22 13:10 29BAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-25 (2-4)

 76039 Matrix:

9/27/2022 11:00

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

33.0 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

108 mg/Kg AR 0.500Total Barium 1 10/05/22 14:21 6010DAPB

408 mg/Kg 50.0True Total Barium 1 10/05/22 13:13 29BAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-26 (0-2)

 76040 Matrix:

9/27/2022 11:20

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

30.1 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

131 mg/Kg AR 0.500Total Barium 1 10/05/22 14:24 6010DAPB

410 mg/Kg 50.0True Total Barium 1 10/05/22 13:23 29BAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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,

REPORT OF ANALYSISReport Number :

Project  

Information :

LA 70583

22-271-0033

09996

Hydro-Environmental Technology, Inc.

91 Apollo Rd

Mr. Stewart Stover, Jr.

Scott Plaquemine, LA

Amy Jackson

Project Manager

Project Number: 1009.A62 Received : 09/29/2022

August Levert

Report Date : 10/07/2022

Sample ID :

Lab No :

Sampled:SB-26 (2-4)

 76041 Matrix:

9/27/2022 11:30

Solids

Test Results Units MQL By Analytical
Method

Date / Time
Analyzed

DF

37.1 %% Moisture 1 10/05/22 12:09 SW-DRYWTJMB

107 mg/Kg AR 0.500Total Barium 1 10/05/22 14:28 6010DAPB

426 mg/Kg 50.0True Total Barium 1 10/05/22 13:27 29BAPB

Qualifiers/
Definitions

Method Quantitation LimitMQLDilution FactorDF
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Quality Control Data

22-271-0033Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

True Total Barium

29B

A76977QC Analytical Batch(es):

Analysis Method:

Analysis Description:

LA 29B BA (PREP)

QC Prep: A76901

Associated Lab Samples:  76033,  76034,  76035,  76036,  76038,  76039,  76040,  76041

LRB-A76901                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

10/05/22 12:42500< 500mg/KgTrue Total Barium

LCS-A76901Laboratory Control Sample

Parameter
LCS %RecLCS

Result

Spike

Conc.Units
% Rec

Limits

1011010010000mg/KgTrue Total Barium 80-120

A 76033-A76881-MS-A76901     A 76033-A76881-MSD-A76901Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

10400 100105001000010000394mg/KgTrue Total Barium 101 75-125 0.9 20.0

Page 1 of 5Date: 10/07/2022 09:34 AM
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Quality Control Data

22-271-0033Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

A76978QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: A76902

Associated Lab Samples:  76033,  76034,  76035,  76036,  76037,  76038,  76039,  76040,  76041

LRB-A76902                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

10/05/22 13:301.00< 1.00mg/Kg ARTotal Arsenic

10/05/22 13:300.500< 0.500mg/Kg ARTotal Barium

10/05/22 13:300.100< 0.100mg/Kg ARTotal Cadmium

10/05/22 13:300.250< 0.250mg/Kg ARTotal Chromium

10/05/22 13:300.300< 0.300mg/Kg ARTotal Lead

10/05/22 13:300.500< 0.500mg/Kg ARTotal Selenium

10/05/22 13:300.250< 0.250mg/Kg ARTotal Silver

10/05/22 13:301.25< 1.25mg/Kg ARTotal Zinc

LCS-A76902     LCSD-A76902Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

5.51 1101105.515.00mg/Kg ARTotal Arsenic 80-120 0.0 20.0

51.3 10310250.950.0mg/Kg ARTotal Barium 80-120 0.7 20.0

5.55 1111105.505.00mg/Kg ARTotal Cadmium 80-120 0.9 20.0

56.0 11211155.550.0mg/Kg ARTotal Chromium 80-120 0.8 20.0

5.52 1101105.495.00mg/Kg ARTotal Lead 80-120 0.5 20.0

5.47 1091075.355.00mg/Kg ARTotal Selenium 80-120 2.2 20.0

5.40 1081075.375.00mg/Kg ARTotal Silver 80-120 0.5 20.0

51.9 10410351.650.0mg/Kg ARTotal Zinc 80-120 0.5 20.0

A 76033-A76881-MS-A76902     A 76033-A76881-MSD-A76902Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

4.08 49.0*4.124.914.961.66mg/Kg ARTotal Arsenic 50.0* 75-125 0.9 20.0

133 32.0*14149.149.6117mg/Kg ARTotal Barium 49.0* 75-125 5.8 20.0

Page 2 of 5* QC Fail Date: 10/07/2022 09:34 AM
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Quality Control Data

22-271-0033Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Metals Analysis

6010D

A76978QC Analytical Batch(es):

Analysis Method:

Analysis Description:

3050B

QC Prep: A76902

A 76033-A76881-MS-A76902     A 76033-A76881-MSD-A76902Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

3.60 48.0*3.644.914.961.20mg/Kg ARTotal Cadmium 50.0* 75-125 1.1 20.0

44.1 51.0*45.149.149.619.0mg/Kg ARTotal Chromium 53.0* 75-125 2.2 20.0

14.4 44.0*14.54.914.9612.2mg/Kg ARTotal Lead 47.0* 75-125 0.6 20.0

0.547 11.0*0.5664.914.96< 0.500mg/Kg ARTotal Selenium 12.0* 75-125 3.4 20.0

2.54 51.0*2.514.914.96< 0.250mg/Kg ARTotal Silver 51.0* 75-125 1.1 20.0

80.2 49.0*82.249.149.656.1mg/Kg ARTotal Zinc 53.0* 75-125 2.4 20.0

Page 3 of 5* QC Fail Date: 10/07/2022 09:34 AM
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Quality Control Data

22-271-0033Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

QC Prep Batch Method:

Solids Total Mercury Analysis - CVAA

7471A

A76981QC Analytical Batch(es):

Analysis Method:

Analysis Description:

7471A

QC Prep: A76906

Associated Lab Samples:  76033,  76034,  76036

LRB-A76906                               Matrix: SOLLab Reagent Blank

Parameter
AnalyzedMQLBlank

ResultUnits

10/05/22 16:300.153< 0.153mg/Kg ARMercury (Total)

LCS-A76906     LCSD-A76906Laboratory Control Sample & LCSD

LCSD

ResultParameter Max

RPD

LCSD

% Rec

LCS

%Rec

LCS

Result

Spike

Conc.Units
% Rec

Limits RPD

0.341 93.086.00.3100.362mg/Kg ARMercury (Total) 80-120 9.5 20.0

A 76060-MS-A76906     A 76060-MSD-A76906Matrix Spike & Matrix Spike Duplicate

MS Result
Parameter

Max

RPD

MS

%Rec

MSD

Result

MSD

Spike

Conc.

MS Spike

Conc.ResultUnits
%Rec

Limits

MSD

%Rec RPD

0.339 98.00.3510.3700.347< 0.138mg/Kg ARMercury (Total) 95.0 80-120 3.4 20.0

Page 4 of 5Date: 10/07/2022 09:34 AM
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Quality Control Data

22-271-0033Report No:

Project Description:

Client ID: Hydro-Environmental Technology, Inc.

August Levert

Dry Weight Determination

SW-DRYWT

A76935QC Analytical Batch:

Analysis Method:

Analysis Description:

A 76033-DUPDuplicate

Max RPD
Parameter

AnalyzedRPDDUP

Result

Result
Units

20.0 10/05/22 12:090.329.929.8%% Moisture

Page 5 of 5Date: 10/07/2022 09:34 AM

Page 19 of 21

August Levert_BP Plan_001951



Fed Ex

UPS

US Postal

Client

Lab

Courier

Other :

Shipment Receipt Form

Customer Number:

Customer Name:

Report Number: 22-271-0033

Hydro-Environmental Technology, Inc.

09996

Shipping Method

Shipping container/cooler uncompromised?

Thermometer ID: IR 1

Chain of Custody (COC) present? Yes No

Yes No Not Present

Yes No Not Present

Yes No

COC agrees with sample label(s)? Yes No

COC properly completed

Samples in proper containers?

Sample containers intact?

Sufficient sample volume for indicated test(s)?

All samples received within holding time?

Cooler temperature in compliance?

Yes No

Yes No

Yes No

Yes No

Yes No

Yes NoCooler/Samples arrived at the laboratory on ice. 
Samples were considered acceptable as cooling 
process had begun.

Yes No

Yes No N/A

Yes No N/A

Yes No N/ASoil VOA method 5035 – compliance criteria met

Water - Sample containers properly preserved

Water - VOA vials free of headspace Yes No N/A

Trip Blanks received with VOAs

Low concentration EnCore samplers (48 hr)

High concentration pre-weighed (methanol -14 d) Low conc pre-weighed vials (Sod Bis -14 d)

High concentration container (48 hr)

Custody seals intact on shipping container/cooler?

Custody seals intact on sample bottles?

Number of coolers/boxes received

Yes No

1

Signature: Christina R. Varuso Date & Time: 09/29/2022 10:32:59

Special precautions or instructions included?

Comments:
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October 21, 2022

ICON Environmental Services
Greg Miller

Dear Greg Miller:

RE: Levert-Grand River
Order No.: 22091256

FAX (225) 344-6654
TEL: (225) 344-8490

2049 Commercial Drive
Port Allen, LA 70767

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cristina Thibeaux

In accordance with your instructions, Element Lafayette either conducted or subcontracted these 
analyses.  Subcontracted analyses will be identified in the accompanying case narrative. All 
relevant sampling information can be found on the attached Chain-of-Custody form.  Unless 
otherwise noted, all analyses were conducted using EPA approved methodologies and all test 
results meet the applicable requirements of TNI.  Reported results relate only to the items 
tested.  

Where applicable, all soil data, except for 29-B, are reported on a wet-weight basis unless 
otherwise indicated in the units field as –dry.

LELAP Certification No.: 01997. TCEQ Certification No.: T104704261. LDHH Certification 
No.: LA023. ISDH Certification No.: C-LA-01. NDELCP Certification No.: R-226. A scope of 
accredited parameters is available upon request. A "#" by the test method or analyte indicates
this parameter is outside the scope of accreditation. PA registration No.: 68-05967.

Estimated uncertainty is available upon request. This report shall not be reproduced, except in 
full, without the written approval of the laboratory.

If you have any questions regarding these test results, please feel free to call.

Customer Service Supervisor

Element Materials Technology Lafayette received 9 sample(s) on 9/28/2022 for the analyses 
presented in the following report.

Page 1 of 36
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Project: Levert-Grand River
CLIENT: ICON Environmental Services

10/21/2022

Case Narrative
22091256

Date:

WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Unless specified by the client, a duplicate or MS/MSD, wherever applicable, is randomly selected and 
analyzed from each analytical batch provided sample volume is sufficient. The sample chosen for 
duplicate or MS/MSD may or may not be a sample submitted in this workorder. A method blank and/or 
a lab control sample (LCS)/lab control sample duplicate (LCSD), wherever applicable, are processed as 
a quality control check for each analytical batch. When the matrix QC data is not available due to 
insufficient sample volume or when the results indicate possible matrix effect, the validity of the batch 
is determined by the method blank and LCS/LCSD.

The results of the laboratory internal quality control data are provided in the QC Summary Report 
section of the report for your review. Laboratory-related QC exceptions that may impact the validity of 
data are discussed in the case narrative. Sample-related QC exceptions are flagged either in the results 
page(s) or in the QC report page(s). End users should consider QC exceptions when evaluating sample 
data against data quality objectives.

Any other exceptions associated with this report will be footnoted in the results page(s) or the QC 
summary page(s).

The Mercury (7471B) analysis was subcontracted to SGS North American Inc - Scott. Their report is 
attached in its entirety.
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Project: Levert-Grand River

Client Sample ID SB-6R  0-2

Collection Date: 9/27/2022 9:40:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-001

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS
METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 10/11/2022 6:27:15 PM3.92 mg/Kg-dry 2< 3.92
Barium 10/11/2022 6:27:15 PM1.96 mg/Kg-dry 2211
NOTES:
Note: Sample was analyzed at a dilution due to matrix interference/internal standard. The reporting limits were raised accordingly.

29B METALS
TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 10/7/2022 3:50:26 PM49.3 mg/Kg-dry 1336

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 124.6

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode

Page 3 of 36
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Project: Levert-Grand River

Client Sample ID SB-7R  0-2

Collection Date: 9/27/2022 9:50:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-002

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS
METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 10/11/2022 6:38:42 PM3.83 mg/Kg-dry 24.35
Barium 10/11/2022 6:38:42 PM1.91 mg/Kg-dry 2231

29B METALS
TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 10/7/2022 3:52:43 PM49.2 mg/Kg-dry 1321

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 129.9

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client Sample ID SB-27  0-2

Collection Date: 9/27/2022 10:20:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-003

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS
METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Barium 10/11/2022 6:40:59 PM1.99 mg/Kg-dry 2392

29B METALS
TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 10/7/2022 3:55:00 PM49.7 mg/Kg-dry 1737

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 134.9

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client Sample ID SB-5R  0-2

Collection Date: 9/27/2022 10:35:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-004

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS
METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Arsenic 10/11/2022 6:43:16 PM3.99 mg/Kg-dry 26.88
Barium 10/11/2022 6:43:16 PM1.99 mg/Kg-dry 2328
Cadmium 10/11/2022 6:43:16 PM0.997 mg/Kg-dry 2< 0.997
Chromium 10/11/2022 6:43:16 PM1.99 mg/Kg-dry 226.1
Lead 10/11/2022 6:43:16 PM1.99 mg/Kg-dry 220.6
Selenium 10/11/2022 6:43:16 PM7.98 mg/Kg-dry 2< 7.98
Strontium 10/11/2022 6:43:16 PM1.99 mg/Kg-dry 242.9
Zinc 10/11/2022 6:43:16 PM1.99 mg/Kg-dry 291.8
NOTES:
Note: Sample was analyzed at a dilution due to matrix interference/internal standard. The reporting limits were raised accordingly.

29B METALS
TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 10/7/2022 3:57:16 PM49.0 mg/Kg-dry 1467

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 127.4

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client Sample ID SB-5R  6-8

Collection Date: 9/27/2022 11:10:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-005

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

METALS IN SOIL OR SLUDGE BY ICP SW6010B Analyst: MRMSW3050B

Barium 10/11/2022 6:45:33 PM1.89 mg/Kg-dry 21,230

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 145.7

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client Sample ID SB-25  0-2

Collection Date: 9/27/2022 10:50:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-006

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS
METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Barium 10/11/2022 6:47:50 PM1.88 mg/Kg-dry 2239

29B METALS
TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 10/7/2022 3:59:33 PM49.4 mg/Kg-dry 1370

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 124.6

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client Sample ID SB-25  2-4

Collection Date: 9/27/2022 11:00:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-007

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS
METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Barium 10/11/2022 6:50:08 PM2.00 mg/Kg-dry 2271

29B METALS
TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 10/7/2022 4:01:50 PM49.9 mg/Kg-dry 1398

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 132.8

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client Sample ID SB-26  0-2

Collection Date: 9/27/2022 11:20:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-008

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS
METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Barium 10/11/2022 6:52:25 PM1.95 mg/Kg-dry 2232

29B METALS
TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 10/7/2022 4:04:07 PM49.4 mg/Kg-dry 1481

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 128.9

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River

Client Sample ID SB-26  2-4

Collection Date: 9/27/2022 11:30:00 AM

Matrix: SOIL

CLIENT: ICON Environmental Services

Lab ID: 22091256-009

10/21/2022

Analytical Report
22091256

Date Reported:

WO#:
(consolidated)

Analyses Result Qual Units Date AnalyzedDFRL

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

29B METALS
METALS IN SOIL OR SLUDGE BY ICP

SW6010B Analyst: MRMSW3050B

Barium 10/11/2022 6:54:41 PM1.99 mg/Kg-dry 2236

29B METALS
TRUE TOTAL BARIUM

LDNR 29-B Analyst: MRM

True Total Barium 10/7/2022 4:06:23 PM48.1 mg/Kg-dry 1395

PERCENT MOISTURE LDNR 29-B Analyst: HXW

Percent Moisture 9/29/2022 1:30:00 PM1.00 wt% 136.1

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference
ND Not Detected at the Reporting Limit RL Reporting Limit
S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River
Client: ICON Environmental Services

BatchID: 45342

21-Oct-22

QC SUMMARY REPORT
22091256WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-45342

Batch ID: 45342 TestNo: LDNR 29-B Analysis Date: 10/7/2022

Prep Date: 10/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 113838

SeqNo: 2816599

MBLKSampType: TestCode: TTBA

True Total Barium 50.0< 50.0

Sample ID LCS-45342

Batch ID: 45342 TestNo: LDNR 29-B Analysis Date: 10/7/2022

Prep Date: 10/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 113838

SeqNo: 2816600

LCSSampType: TestCode: TTBA

True Total Barium 5,000 107 75 12550.0 05,330

Sample ID LCSD-45342

Batch ID: 45342 TestNo: LDNR 29-B Analysis Date: 10/7/2022

Prep Date: 10/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 113838

SeqNo: 2816601

LCSDSampType: TestCode: TTBA

True Total Barium 5,000 104 75 125 2050.0 0 5,325 2.375,200

Sample ID 22091179-027AMS

Batch ID: 45342 TestNo: LDNR 29-B Analysis Date: 10/7/2022

Prep Date: 10/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 113838

SeqNo: 2816603

MSSampType: TestCode: TTBA

True Total Barium 4,794 97.5 75 12547.9 216.24,890

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River
Client: ICON Environmental Services

BatchID: 45342

21-Oct-22

QC SUMMARY REPORT
22091256WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22091179-027AMSD

Batch ID: 45342 TestNo: LDNR 29-B Analysis Date: 10/7/2022

Prep Date: 10/5/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 113838

SeqNo: 2816604

MSDSampType: TestCode: TTBA

True Total Barium 4,878 94.9 75 125 2048.8 216.2 4,890 0.9384,840

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River
Client: ICON Environmental Services

BatchID: 45363

21-Oct-22

QC SUMMARY REPORT
22091256WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID MB-45363

Batch ID: 45363 TestNo: SW6010B Analysis Date: 10/10/2022

Prep Date: 10/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: PBS

RunNo: 113906

SeqNo: 2817705

MBLKSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 2.00< 2.00
Barium 1.00< 1.00
Cadmium 0.500< 0.500
Chromium 1.00< 1.00
Lead 1.00< 1.00
Selenium 4.00< 4.00
Strontium 1.00< 1.00
Zinc 1.00< 1.00

Sample ID LCS-45363

Batch ID: 45363 TestNo: SW6010B Analysis Date: 10/10/2022

Prep Date: 10/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS

RunNo: 113906

SeqNo: 2817706

LCSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 101 80 1202.00 050.6
Barium 50.00 103 80 1201.00 051.5
Cadmium 50.00 95.1 80 1200.500 047.5
Chromium 50.00 102 80 1201.00 050.9
Lead 50.00 97.8 80 1201.00 048.9
Selenium 50.00 91.7 80 1204.00 045.9
Strontium 50.00 102 80 1201.00 050.9
Zinc 50.00 94.0 80 1201.00 047.0

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River
Client: ICON Environmental Services

BatchID: 45363

21-Oct-22

QC SUMMARY REPORT
22091256WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID LCSD-45363

Batch ID: 45363 TestNo: SW6010B Analysis Date: 10/10/2022

Prep Date: 10/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: LCSS02

RunNo: 113906

SeqNo: 2817707

LCSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 50.00 98.6 80 120 202.00 0 50.57 2.5549.3
Barium 50.00 105 80 120 201.00 0 51.51 2.1552.6
Cadmium 50.00 96.0 80 120 200.500 0 47.54 0.93648.0
Chromium 50.00 103 80 120 201.00 0 50.90 1.5651.7
Lead 50.00 99.8 80 120 201.00 0 48.91 2.0449.9
Selenium 50.00 91.6 80 120 204.00 0 45.87 0.20345.8
Strontium 50.00 103 80 120 201.00 0 50.92 1.1151.5
Zinc 50.00 95.2 80 120 201.00 0 47.01 1.2847.6

Sample ID 22091179-033AMS

Batch ID: 45363 TestNo: SW6010B Analysis Date: 10/10/2022

Prep Date: 10/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 113906

SeqNo: 2817713

MSSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.94 77.3 75 1252.00 11.2349.8
Barium 49.94 85.9 75 1250.999 164.3207
Cadmium 49.94 76.3 75 1250.499 0.106938.2
Chromium 49.94 86.8 75 1250.999 12.4155.8
Lead 49.94 75.9 75 1250.999 9.96547.9
Selenium 49.94 67.1 75 125 S4.00 0.100033.6
Strontium 49.94 78.5 75 1250.999 117.9157
Zinc 49.94 79.5 75 1250.999 48.6088.3

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River
Client: ICON Environmental Services

BatchID: 45363

21-Oct-22

QC SUMMARY REPORT
22091256WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22091179-033AMSD

Batch ID: 45363 TestNo: SW6010B Analysis Date: 10/10/2022

Prep Date: 10/6/2022

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: mg/Kg-dry

PQL

Client ID: ZZZZZZ

RunNo: 113906

SeqNo: 2817714

MSDSampType: TestCode: 6010_S_29B

SW3050B

Arsenic 49.82 79.2 75 125 201.99 11.23 49.84 1.7050.7
Barium 49.82 81.6 75 125 200.996 164.3 207.3 1.09205
Cadmium 49.82 75.3 75 125 200.498 0.1069 38.22 1.6337.6
Chromium 49.82 85.5 75 125 200.996 12.41 55.76 1.3655.0
Lead 49.82 74.5 75 125 20 S0.996 9.965 47.88 1.6847.1
Selenium 49.82 66.1 75 125 20 S3.99 0.1000 33.60 1.7433.0
Strontium 49.82 76.2 75 125 200.996 117.9 157.1 0.810156
Zinc 49.82 78.4 75 125 200.996 48.60 88.29 0.73787.6

NOTES:
S - Spike recovery indicates matrix interference. The method is in control as indicated by the Lab Control Sample.

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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Project: Levert-Grand River
Client: ICON Environmental Services

BatchID: R113811

21-Oct-22

QC SUMMARY REPORT
22091256WO#:

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Sample ID 22091236-001ADUP

Batch ID: R113811 TestNo: LDNR 29-B Analysis Date: 9/29/2022

Prep Date:

Analyte Result SPK value SPK Ref Val %REC RPD Ref Val %RPDLowLimit HighLimit RPDLimit Qual

Units: wt%

PQL

Client ID: ZZZZZZ

RunNo: 113811

SeqNo: 2814686

DUPSampType: TestCode: PMOIST_29B

Percent Moisture 201.00 17.60 17.120.9

Qualifiers:   H Holding times for preparation or analysis exceeded M Matrix Interference ND Not Detected at the Reporting Limit
RL Reporting Limit S Spike Recovery outside accepted recovery limits SDL Sample detection limit
U Analyte not detected W Sample container temperature is out of limit as specified at testcode
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RcptNo: 1Client Name: ICON_ENV Work Order Number: 22091256

Sample Log-In Check List

Element Materials Technology Lafayette
2417 W. Pinhook Road

Lafayette, LA 70508-3344

Website: www.element.com
TEL: (337) 235-0483 FAX: (337) 233-6540

Cooler Information

9/28/2022 3:20:00 PM

How was the sample delivered? Element

Is Chain of Custody complete? Yes No Not Present

Was an attempt made to cool the samples? Yes No NA

Are samples (except VOA and ONG) properly preserved? Yes No

Was preservative added to bottles? Yes No NA 

Were any sample containers received broken? Yes No

Does paperwork match bottle labels? Yes No

Are matrices correctly identified on Chain of Custody? Yes No

Is it clear what analyses were requested? Yes No

Is the headspace in the VOA vials less than 1/4 inch or 6 mm? Yes No No VOA Vials

1.
2.

5.

9.
10.

11.
12.
13.

14.
15.
16.

(Note discrepancies on chain of custody)

Were all holding times able to be met? Yes No

Chain of Custody

Log In

(If no, notify customer for authorization.)

6. Were all samples received at a temperature of  >0° C to 6.0°C Yes No NA

7. Sample(s) in proper container(s)? Yes No

8. Sufficient sample volume for indicated test(s)? Yes No

Not required

Logged by:

Completed By:

Reviewed By:

9/28/2022 5:27:11 PM

Tammy Thibodeaux

Tammy Thibodeaux

Special Handling (if applicable)
17.

18.

Was client notified of all discrepancies with this order? Yes No NA

Person Notified: Date

Regarding:

Via: eMail Phone Fax In Person

Additional remarks:

Client Instructions:

By Whom:

Coolers are present? Yes No NA3.

Shipping container/cooler in good condition? Yes No4.
Custody seals intact on shipping container/cooler? Yes No Not Present

No. Seal Date: Signed By:

Seal No Seal Date Signed ByCondition Seal IntactCooler No Temp ºC
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Job Number: LA84075 Client: ELEMENT

Date / Time Received: 10/10/2022 3:50:00 PM Delivery Method: CLIENT

Project: 22091256

4. No. Coolers: 1

Airbill #'s:

Cooler Security
1. Custody Seals Present:

  Y   or   N  

2. Custody Seals Intact:

3. COC Present:
4. Smpl Dates/Time OK

2. Thermometer ID:

Cooler Temperature   Y   or   N  
1. Temp criteria achieved:

3. Cooler media:
IR001;  
No Ice

Quality Control  Preservation   Y    or   N        N/A
1. Trip Blank present / cooler:

2. Trip Blank listed on COC:

3. Samples preserved properly:

4. VOCs headspace free:

Sample Integrity - Documentation   Y     or     N  

1. Sample labels present on bottles:
2. Container labeling complete:
3. Sample container label / COC agree:

Sample Integrity - Condition   Y     or     N  

1. Sample recvd within HT:

3. Condition of sample:
2. All containers accounted for:

Sample Integrity - Instructions
1. Analysis requested is clear:
2. Bottles received for unspecified tests

3. Sufficient volume recvd for analysis:
4. Compositing instructions clear:

5. Filtering instructions clear:

Intact

  Y   or   N  

Comments

 Y     or    N          N/A

Cooler Temps (Initial/Adjusted): #1: (15.6/15.6);  

SGS Sample Receipt Summary
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Page 2 of 2

Problem Resolution

CSR: Response Date:

Response:

Job Number: LA84075

Ôßèìðéëæ Ý¸¿·² ±º Ý«¬±¼§

Ð¿¹» ì ±º ì

ïï ±º ïé

Ôßèìðéë

ì
ìòï

Page 29 of 36

August Levert_BP Plan_001982



ÍÙÍ Ò±®¬¸ ß³»®·½¿ ×²½ò

Ó»¬¿´ ß²¿´§·

ÏÝ Ü¿¬¿ Í«³³¿®·»

×²½´«¼» ¬¸» º±´´±©·²¹ ©¸»®» ¿°°´·½¿¾´»æ

¡  Ó»¬¸±¼ Þ´¿²µ Í«³³¿®·»
¡  Ó¿¬®·¨ Í°·µ» ¿²¼ Ü«°´·½¿¬» Í«³³¿®·»
¡  Þ´¿²µ Í°·µ» ¿²¼ Ô¿¾ Ý±²¬®±´ Í¿³°´» Í«³³¿®·»
¡  Í»®·¿´ Ü·´«¬·±² Í«³³¿®·»

Í½±¬¬ô Ôß

Í»½¬·±² ë

ïî ±º ïé

Ôßèìðéë

ë

Page 30 of 36

August Levert_BP Plan_001983



BLANK RESULTS SUMMARY 
Part 2 - Method Blanks

Login Number: LA84075 
Account: SLLAL - Element Materials Technology 

Project: Element Materials Technology, 2417 West Pinhook Road, Lafayette, LA

QC Batch ID: MP25191                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/11/22

MB

Prep Date:                                         10/11/22

Metal          RL       IDL      MDL      raw      final

Mercury        0.080    .0013    .023     -0.0011  <0.080

Associated samples MP25191: LA84075-1

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA84075 
Account: SLLAL - Element Materials Technology 

Project: Element Materials Technology, 2417 West Pinhook Road, Lafayette, LA

QC Batch ID: MP25191                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                10/11/22

LA84055-21        Spikelot 

Prep Date:                                10/11/22

QC
Metal          Original MS       HGSPIKE1 % Rec    Limits

Mercury        0.042    0.54     0.577    86.3     75-125

Associated samples MP25191: LA84075-1

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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MATRIX SPIKE AND DUPLICATE RESULTS SUMMARY 

Login Number: LA84075 
Account: SLLAL - Element Materials Technology 

Project: Element Materials Technology, 2417 West Pinhook Road, Lafayette, LA

QC Batch ID: MP25191                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                                         10/11/22

LA84055-21        Spikelot

Prep Date:                                         10/11/22

MSD      QC
Metal          Original MSD      HGSPIKE1 % Rec    RPD      Limit

Mercury        0.042    0.55     0.556    91.4     1.8      20

Associated samples MP25191: LA84075-1

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(N) Matrix Spike Rec. outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SPIKE BLANK AND LAB CONTROL SAMPLE SUMMARY 

Login Number: LA84075 
Account: SLLAL - Element Materials Technology 

Project: Element Materials Technology, 2417 West Pinhook Road, Lafayette, LA

QC Batch ID: MP25191                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: mg/kg

Prep Date:                       10/11/22

LCS      Spikelot 

Prep Date:                       10/11/22

QC
Metal          Result   LCSHG18A % Rec    Limits

Mercury        22.0     25.6     85.9     80-120

Associated samples MP25191: LA84075-1

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested

_________________________________________________________________________________________________________
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SERIAL DILUTION RESULTS SUMMARY 

Login Number: LA84075 
Account: SLLAL - Element Materials Technology 

Project: Element Materials Technology, 2417 West Pinhook Road, Lafayette, LA

QC Batch ID: MP25191                                          Methods: SW846 7471B 
Matrix Type: SOLID                                              Units: ug/l

Prep Date:                       10/11/22

LA84055-21

Prep Date:                       10/11/22

QC
Metal          Original SDL 1:5  %DIF     Limits

Mercury        0.353    0.312    11.6 (a) 0-

Associated samples MP25191: LA84075-1

Results < IDL are shown as zero for calculation purposes
(*) Outside of QC limits
(anr) Analyte not requested
(a) Percent difference acceptable due to low initial sample  concentration (< 50 times IDL).

_________________________________________________________________________________________________________
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